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CHAPTER  VII 
GALVANOMETRY  AND  MEASUREMENT  OF  CURRENTS 

Section  I 
OALVANOMETRY 

Since  currents  flowing  in  a  given  circuit  are  taken  standard 
(p.  105  above)  as  proportional  to  the  intensities  of  the  metere^d 
magnetic  fields  they  produce,  and  unit  current  is  defined    Electro- 
aocordingly,  the  fundamental  determinations  of  currents    meters. 
in   absolute   units  must  be  made  by  some  form  of 
standard  galvanometer,  or  standard  electrodynamometer. 
The  former  is  an  instrument  which  exerts  on  a  magnetic 
needle  in  any  given  position  a  couple  which  can  be 
calculated  with  sufficient  accuracy  from  the  dimensions 
and  arrangement  of  the  coil-system,  and  the  (approx- 
imately) known  distribution  of  magnetism  in  the  needle. 
For  absolute  measurements  of  currents  by  such  an 
instrument  it  is  necessary  to  know  also  the  intensity,  at 
the  needle,  of  the  magnetic  field  which  exists  indepen- 
dently of  the  current  in  the  coil ;  since  that  with  the 
field  produced  by  the  current  gives  the  resultant-field 
in  which  the  needle  rests  in  equilibrium  if  subject  only 
to  magnetic  action,  or  the  magnetic  couple  system  on 
the  needle  if  besides  magnetic  forces,  others  (such  as 
elastic  forces)  are  effective  in  producing  equilibrium. 

A  standard  electrodynamometer  is  simply  a  standard 
galvanometer  with  the  needle  replaced  by  a  movable 
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coil,  or  coil-system,  of  such  form  and  arrangement,  and 
so  suspended  as  to  enable  the  system  of  couples  acting 
upon  it  to  be  calculated  for  any  position,  or  for  a  certain 
zero  position,  to  which  the  movable  coil-system  is 
brought  back  by  a  proper  displacement  or  distortion  of 
the  suspension  or  othei'wise.  In  this  case  equilibrium 
is  generally  produced  by  means  of  a  force  due  to 
elasticity  or  to  gravity,  which  can  be  accurately 
determined. 

The  calculation  of  the  magnetic  forces   has  been 
given  in  Section  I.  of  the  last  chapter  for  the  most 
important  arrangements   of  coils.     We   have  only  to 
consider  the  general  construction  and  action  of  such 
instruments,  the  modes  of  suspension  adopted  for  the 
needle  or  coil,  the  calculation  or  determination  of  the 
other  than  magnetic  forces  acting  on  the  suspended 
system,  and  the  practical  operations  of  setting  up  and 
using  the  instruments. 
Tangent       Dealing  first  with  absolute  galvanometers,  we  notice 
^4  ^^\  first  that  according  to  the  mode  in  which  they  are  used 
meters,   they  are  classed  as  tangent  galvanometers  or  sine  galvan- 
ometers.   In  the  former  the  arrangement  is  such  that 
the  current  flowing  through  the   coils  is  (exactly   or 
approximately)    proportional    to    the    tangent    of  the 
deflection    of  the    needle    from    the    undisturbed    or 
initial  position,  in  the  latter  the  current  is  proportional 
to  the  sine  of  the  deflection.     We  shall  consider  first 
the  construction  of  galvanometers. 
Fonnation     As  stated  above,  the  standard  galvanometer  should  be 
Channel.  <^f  such  a  form  that  the  values  of  its  indications  can  be 
easily  calculated  from  the  dimensions  and  number  of 
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turns  of  wire  in  the  coil.  Such  a  galvanometer  can  be 
made  by  any  experimenter  who  can  turn,  or  can  get 
turned,  with  accuracy  a  wooden  or  brass  ring  with  a 
rectangidar  groove  round  its  outer  edge  to  receive  the 
wire.  It  is  indeed  to  be  preferred  that  the  experi- 
menter should  at  least  perform  the  winding  of  the  coil 
and  the  adjustments  of  the  needle,  &c.,  himself,  to  make 
sure  that  errors  in  counting  the  number  of  turns,  or  in 
placing  the  needle  at  the  centre  of  the  coil  are  not 
made.  If  there  are  to  be  several  layers  of  wire,  the 
breadth  and  depth  of  this  groove  ought  to  be  small  in 
comparison  with  its  radius,  and  each  should  be  not 
greater  than  ^  of  the  mean  radius  of  the  coil,  which 
should  be  at  least  15  cms. 

The  gauge  of  the  wire  with  which  the  coil  is  to  be  wound  Wire  used 
must  depend  of  course  on  the  purposes  to  which  the  instrument  for  Coil, 
is  to  be  applied,  but  it  should  be  good  well-insulated  copper 
wire  of  high  conductivity,  and  not  so  thin  as  to  run  any  risk  of 
being  injured  by  the  strongest  currents  likely  to  be  sent  through 
the  instrument  For  the  exact  graduation  of  current  as  well  as 
of  potential  instruments,  it  is  convenient  to  make  it  have  two 
coils  -one  of  comparatively  high,  the  other  of  low  resistance. 
The  latter  may  in  some  cases  in  which  great  accuracy  is  not 
required  be  a  simple  hoop  of  say  16  cms.  radius,  made  of 
copper  strip  1  cm.  broad  and  1  mm.  thick.  As  however  the 
distribution  of  the  current  in  a  massive  conductor  is  uncertain 
in  consequence  of  want  of  homogeneity  in  the  material,  and  it 
is  besides  difficult  to  allow  exactly  for  any  irregularity  that  may 
exist  where  the  ends  are  led  out,  and  further,  as  it  is  difficult  to 
make  such  a  hoop  of  perfectly  accurate  shape,  it  is  impossible 
to  determine  by  calculation  the  exact  constant  of  such  a  con- 
ductor, it  is  better  to  use  instead  several  turns  of  thick  wire. 
Each  spire  of  the  coil  may  then  be  regarded,  as  explained  above, 
as  a  circular  conductor  coinciding  with  its  circular  axis. 

To  form  electrodes  to  which  wires  can  be  attached  the  ends  Electrodes, 
of  the  copper  strip  or  thick  wire  are  brought  out  side  by  side  in 
the  plane  of  the  ring  with  sheet  vulcanite  or  paper  between  for 
insulator.  Insulated  wires  are  soldered  to  the  ends  of  the  circle 
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thus  arranged,  and  are  twisted  together  for  a  safficient  distance 
to  prevent  any  direct  effect  on  the  needle  from  being  produced 
by  a  current  flowing  in  them. 
Winding  In  constructing  the  fine-wire  coil  the  operator  should  first 
of  CoiL  subject  the  wire  to  a  moderate  stretching  force,  and  then  care- 
fully measure  its  electrical  resistance  and  its  lengUi.  He  should 
then  wind  it  on  a  moderately  large  bobbin  and  again  measure 
its  resistance.  If  the  second  measurement  differs  materially 
from  the  first,  the  wire  is  faulty  and  should  be  carefully  ex- 
amined. K  no  evident  fault  can  be  found,  on  the  removal  of 
which  the  discrepance  disappears,  the  wire  must  be  laid  aside 
and  another  substituted.  When  the  two  measurements  are 
found  to  agree  the  wire  may  then  be  wound  on  the  coil.  For 
this  purpose  the  ring  may  either  be  turned  slowly  round  in  a 
lathe  or  on  a  spindle,  so  as  to  draw  ofi^  the  wire  from  the 
bobbin  also  mounted  so  as  to  be  free  to  turn  round.  The  wire 
must  be  laid  on  evenly  in  layers  in  the  groove  ^ivhich  may  be 
done  with  the  utmost  uniformity  with  a  self-feeding  lathe)  and 
the  winding  ended  with  the  completion  of  a  layer.  Great  care 
must  be  taken  to  count  accurately  the  number  of  turns  laid  on. 
Error  in  counting  may  be  avoided  by  following  the  plan  used  by 
Maxwell  of  winding  a  single  layer  of  thin  cord  on  a  long 
wooden  cylinder  rigidly  attached  to  the  bobbin  and  therefore 
turning  with  it  A  pin  driven  into  the  cylinder  serves  to  indi- 
cate the  end  of  one  layer  and  the  beginning  of  the  next  After 
winding  the  resistance  should  be  again  measured,  and  if  it 
agrees  nearly  with  the  former  measurements  the  coil  may  be 
relied  on. 
MountiDg  The  ring  carrying  the  coil  thus  made  should  then  be  fixed  to 
of  Coil,  a  convenient  stand  in  such  a  manner  that  if  necessary  it  can  be 
easily  removed.  The  stand  ought  to  be  fitted  with  levelling 
screws,  so  that  the  plane  of  the  coil  may  be  made  accurately 
vertical.  A  shallow  horizontal  box  with  a  glass  cover  and 
mirror  bottom  may  be  carried  by  the  stand  near  the  level  of  its 
centre,  and  within  this  the  needle  and  attached  mirror  or  index 
suspended.  Or,  what  is  more  convenient  in  many  cases,  a  plat- 
form should  be  arranged  below  the  level  of  the  centre  a  sufficient 
distance  to  allow  the  magnetometer  (such  as  one  of  those 
described  in  chapter  IL  above)  to  be  placed  with  the  centre  of 
its  needle  at  the  level  of  the  centre  of  the  coil. 
Needle  "^^  needle  should  be  a  single  small  magnet  about  a  centi- 
and  8u8-  metre  long,  hung  by  a  single  fibre  (half  a  cocoon  thread)  of 
pension,  unspun  washed  silk,  at  least  10  cms.  long,  or,  better,  by  a  fine 
quartz  thread  from  the  top  of  a  tube  fixed  to  the  cover  of  the 
shallow  box,  or  from  the  suspension  head  of  the  magnetometer. 
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if  that  is  used,  so  that  the  centre  of  the  needle  when  the  coil  is 
vertical  is  exactly  the  centre  of  the  coil.  To  allow  of  the  exact 
adjustment  of  the  height  of  the  needle,  the  fibre  should  be 
attached  to  the  lower  end  of  a  small  screw  spindle,  made  so  as 
to  be  raised  or  lowered,  without  being  turned  round,  by  a  nut 
working  round  it  above  the  cap  of  the  tube. 

If  the  instrument  is  to  be  used  with  scale  and  pointer  (or,  as  Index  or 
is  desirable  in  some  cases,  is  to  be  furnished  with  scale  and  Pointer, 
pointer  as  well  as  mirror),  the  pointer  may  be  made  by  drawing 
out  a  bit  of  thin  glass  tube  at  the  blowpipe  into  a  thread,  so 
thick  as  to  remain  nearly  straight  under  its  own  weight  when 
suspended  by  its  centre.  In  order  that  the  zero  position  of  the 
pointer  may  not  be  under  the  coil,  the  pointer  ought  to  be  fixed 
horizontally  with  its  length  at  right  angles  to  the  needle,  so  as 
to  project  to  an  e(}ual  distance  on  both  sides  of  it  To  test  that 
this  adjustment  is  properly  made,  draw  a  couple  of  lines 
accurately  at  right  anf^les  to  one  another  on  a  sheet  of  paper. 
Then  suspend  a  long  thin  straight  magnet  over  the  paper, 
and  bring  one  of  the  lines  into  accurate  parallelism  with  it 
Remove  then  the  magnet  and  put  in  its  place  the  little  needle 
and  attached  index.  If  the  index  is  parallel  to  the  other  line 
the  adjustment  has  been  correctly  made.  The  needle  may  then 
be  suspended  in  position,  and  the  box  within  which  it  hangs 
closed  to  prevent  disturbance  from  currents  of  air. 

A  circular  scale  graduated  to  degrees,  with  its  centre  just 
below  the  centre  of  the  coil,  and  its  plane  horizontal  is  placed 
with  its  zero  point  on  a  line  drawn  on  the  mirror-bottom  of  the 
box  at  right  angles  to  the  plane  of  the  coil,  so  that  when  the 
needle  and  coil  are  in  the  magnetic  meridian  the  index  may  point 
to  zero.  The  accuracy  of  tlie  adjustment  of  the  zero  point  is 
to  be  tested,  as  explained  below,  by  finding  whether  the  same 
current  reversed  produces  equal  deflections  on  the  two  sides  of  zero. 

To  test  whether  the  centre  of  this  divided  circle  is  accurately    Adjust- 
under  the  centre  of  the  needle,  supposed  at  the  centre  of  the    ment  of 
coil,  draw  from  the  point  immediately  under  the  centre  of  the     Scale, 
needle  two  radial  lines  on  the  mirror-bottom,  one  on  each  side 
of  the  zero  point  and  45^  from  it,  thus  including  between  them 
an  angle  of  ^,  and  turn  the  needle  round  without  giving  it  any 
motion  of  translation.    If  the  index  lies  along  these  two  radial 
lines  when  its  point  is  at  the  corresponding  division  on  the 
circle  the  adjustment  is  correct    Of  course  a  fairly  accurate 
fimt  adjustment  is  previously  made  by  placing  the  circle  so  that 
the  two  points  each  distant  45^  from  the  zero  lie  on  these 
straight  lines. 

Error  from  inaccurate  centering  can  be  almost  completely 
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eliminated  by  making  the  pointer  extend  acroee  the  circle  and 
reading  both  ends  of  it 

When  taking  readings  the  observer  places  his  eje  so  as  to  see 
the  index  just  cover  the  image  in  the  mirror-bottom  of  the  box, 
and  reads  off  the  nnmber  of  divisions  and  fractions  of  a  divi- 
sion, indicated  on  the  scale  by  the  position  of  the  index.  Error 
from  parallax  is  thus  avoided. 

A  mirror  rigidly  attached  to  the  needle  may  be  used  as  in  the 
magnetometer,  instead  of  the  needle  and  index,  and  observed  by 
means  of  a  telescope  with  attached  scale,  or,  in  the  manner  of 
an  ordinary  testing  galvanometer,  by  means  of  a  beam  of  light 
thrown  by  a  lamp  on  the  mirror  and  reflected  to  a  scale.*  Very 
conveniently  a  long  fibre  magnetometer  carried  on  a  platfonn 
fixed  within  the  bobbin  may  be  used  for  the  needle  and  attached 
mirror.  A  hole,  slot,  and  plane  arrangement  on  the  platform  for 
the  adjusted  position  will  enable  the  magnetometer  to  be  taken 
away  and  replaced  at  pleasure.  The  adjustments  of  scale,  &c., 
are  the  same  as  those  described  in  chapter  II.  above. 

When  a  mirror  is  employed  the  coil  is  parallel  to  the 
undisturbed  position  of  the  needle  (the  magnetic  meridian, 
when  as  usual  the  earth's  field  only  is  employed  to  give  the 
return  couple  on  the  needle)  when  equal  deflections  on  the  two 
sides  of  zero  are  produced  by  reversing  any  current  The 
scales  used  should,  if  of  paper,  always  be  carefully  glued  to  a 
wooden  piece  instead  of  being,  as  they  frequently  are,  fixed  with 
drawing-pins.  Preferably  however  they  should  be  ruled  on  glass 
by  any  one  of  the  simple  methods  now  available  for  copying  an 
accurately  engraved  standard. 

It  is  to  be  noticed  that  a  mirror  and  straight  scale  placed  at 
right  angles  to  the  undeflected  position  of  the  ray,  ana  used  in 
the  ordinary  way,  give  readings  proportional  to  the  tangents  of 
double  the  angles  of  deflection. 

The  author  some  time  ago  had  constructed  a  standard  galva- 
nometer which  seems  to  possess  several  advantages  over  the 
ordinary  form,  it  consists  of  a  cylindrical  bobbm,  about  50 
cms.  in  diameter,  and  25  cms.  in  length,  wound  with  a  single 
layer  of  fine  wire.  The  needle  (1  cm.  long)  is  suspended  at  the 
centre  of  the  bobbin,  and  the  magnetic  field  produced  by  a 
current  flowing  in  the  wire  is  in  this  arrangement  practically 
invariable  over  a  distance  in  any  direction  at  the  centre  con- 
siderably exceeding  the  length  of  the  needle.  Very  accurate 
placing  of  the  needle  is  thus  not  necessary,  as  a  displacement  of 
so  much  as  half  its  length  from  the  central  position  (an  error 


See  Vol.  I.  Chapter  IV.  p.  211,  a  acq. 
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of  adjustment  which  is  practically  impossible  with  the  slightest 
care)  produces  a  quite  imperceptible  effect  on  the  deflection 
with  any  giveiv current. 

The  distribution  of  the  wire,  since  there  is  only  one  layer,  is 
known  with  perfect  certainty,  and  hence  the  constant  of  tlie 
/  instrument  can  be  calculated  with  great  exactness.  At  each 
V  end  of  the  bobbin  is  wound  one  of  two  equal  coils  of  small 
transverse  dimensions  in  comparison  with  their  radii.  These 
are  of  thick  copper  wire  arranged  so  as  to  form  a  Helmholtz 
double-coil  galvanometer  of  the  kind  described  above  (p.  254), 
available  foi  strong  currents. 

When  the  instrument  was  being  designed  it  was  thought 
desirable  to  have  the  bobbin  made  of  some  material .  which 
could  not  contain  magnetic  substances,  in  sufficient  quantity  to 
affect  the  accuracy  of  measurements  of  currents  flowing  in  the 
wire.  The  fear  then  felt  by  the  author  that  the  bobbins  of  brass 
ordinarily  employed  for  standard  galvanometers  might  very 
probably  contain  iron,  in  sufficient  quantity  to  cause  disturbance 
through  its  induced  magnetization,  has  since  been  found  by 
Prof.  T.  Gray  to  be,  in  part  at  least,  justified.  The  measure- 
ment of  currents  made  by  a  new  standard  galvanometer  were 
found  by  him  to  be  so  much  disturbed  by  the  effect  of  magnetic 
substances  contained  in  the  walls  of  a  brass  box  surrounding  tho 
needle  as  to  be  practically  useless. 

It  was  resolved  therefore  to  construct  a  bobbin  of  wood  in  Built  up 
such  a  manner  as  to  avoid  risk  of  serious  alteration  of  figure  by  Bobbin  of 
warping,  or  of  dimensions  through  variation  in  the  amount  of  Wood, 
moisture  contained  in  the  wood.  A  large  number  of  pieces  of 
mahogany  were  cut  from  a  dry  well-seasoned  board  about  ^  inch 
thick.  Each  piece  was  about  4  cms.  broad,  20  cms.  in  length, 
and  was  cut  so  as  to  form  a  segment  of  a  ring  the  outside 
diameter  of  which  was  about  50  cms.  and  the  inner  diamete* 
about  8  cms.  less.  Four  of  these  cut  so  that  the  grain  of  the 
wood  ran  in  different  directions  in  adjoining  pieces  and  placed 
end  to  end  gave  a  complete  circular  ring,  or  rather  cylinder,  ^ 
inch  in  lenc^i.  Above  that  was  placed  a  similar  ring  with  the 
grain  of  the  wood  in  the  pieces  crossing  that  in  the  pieces 
below,  and  the  pieces  themselves  overlapping  the  end  joints  in 
the  preceding  ring.  Above  that  was  placed  another  ring,  and 
so  on  until  the  whole  bobbin,  rather  more  than  25  cms.  in  length, 
had  been  built  up.  The  cylinder  thus  roughly  formed  was  then 
turned  carefully  down  to  cylindrical  figure  of  the  size  desired, 
and  as  nearly  truly  circular  as  possible,  and  the  pores  all  over 
the  surface,  inside  and  outside,  filled  with  spirit  varnish  to 
prevent  the  absorption  of  moisture. 
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[A  bobbin  thus  built  op  of  pieces  of  wood  will  probably  not 
take  or  keep  so  true  a  figure  as  one  made  of  metal,  but  there  can 
be  no  doubt  of  its  great  superiority  over  the  ordinary  bobbin  of 
wood,  made  out  of  one  piece.  For  all  except  purposes  for 
which  the  highest  accuracy  is  reauired,  it  may  be  relied  on  to 
give  correct  results.  If  a  metal  bobbin  is  preferred  the  material 
ought  to  be  carefully  tested  in  a  magnetic  field,  and  rejected  if 
appreciable  induced  magnetization  is  detected.] 

Two  edges  of  wood,  projecting  slightly  beyond  the  outside 
cylindrical  surface^  were  fixed  at  the  ends  to  keep  the  wire  in  its 
place.  The  coil  was  then  carefully  wound,  the  turns  counted, 
and  the  wire  covered  with  '*  American  cloth  **  to  preserve  it  from 
injury.  The  two  ends  of  the  thin  wire  coil  were  brought  out 
together  at  one  end  of  the  coil  for  connection  to  two  electrodes 
closely  twisted  together  and  several  yards  in  length,  by  which 
the  instrument  could  be  joined  to  any  circuit  in  which  it  might 
be  required.  That  end  of  the  wire  which  had  to  be  carried  from 
the  further  extremity  of  the  coil  was  (supposing  the  coil  set  up 
in  position)  brought  olons^  horizontally  in  a  vertical  plane 
through  the  axis  of  the  coil  until  it  met  the  other  extrem^  at 
the  termination  of  the  last  spire  of  the  coil.  The  current  in  this 
part  of  the  wire  of  course  just  compensates  by  its  effect  on  the 
needle  that  of  the  component  of  current  in  each  element  of  the 
spires  in  the  direction  of  the  axis. 

The  couple  given  by  (57)  of  last  chapter  is,  if  as  a  first  and 
usually  sufficient  approximation  the  first  term  of  the  expression 
only  is  taken,  2vNyM  cos  6/(0;^  +  ^)i,  where  M  is  the  magnetic 
moment  of  the  needle,  JV  the  total  number  of  turns  in  the  coil, 
a  the  radius  of  the  coil,  6  its  half  length,  and  B  the  angle  which 
the  needle  makes  with  the  mean  plane  of  the  coil.  The  return 
couple  given  by  the  permanent  magnetic  field  (horizontal  in- 
tensity H)  is  MH  sin  ^,  if  the  mean  plane  of  the  coil  and  the 
axis  of  the  needle  are  made  to  coinciae  when  the  deflection  is 
zero,  by  the  adjustment  explained  below.  Thus  we  have 
equaling  these  couples 


27rN 


HUne 


(1) 


For  the  thick  wire  coils  the  deflecting  couple  e  is  given  by 

i24)  of  last  chapter,  and  for  equilibrium  we  have  6  =  MHBin  6, 
i  we  put  e  =  yAf(?  cos  6,  we  get 


H 

^  ton  B 


(2) 
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where  6-  is  the  qu&ntity  obtained  by  dividing  the  expression  in 
the  sign  of  (24)  by  My.  0  is  sometimes  called  the  galvanometer 
constant 

In  a  sine  galvanometer  the  coils  are  made  movable  round  a 
vertical  axis  through  the  centre  of  the  needle,  and  when  the 
needle  is  deflected  the  coils  are  turned  until  an  equilibrium 
position  is  obtained  in  which  the  needle  and  mean  plane  of 
the  coils  are  again  parallel.  Thus  cos  6  in  the  expression  for  8 
given  in  last  chapter  must  be  put  equal  to  unity.  The  deflection 
0  of  the  needle  is  equal  to  the  angle  through  which  the  coils  have 
been  turned,  and  is  usually  measured  by  observing  this  angle  by 
means  of  a  finely  divided  scale  provided  with  verniers  and  read- 
ing microscopes.    For  such  an  instrument  we  have  instead  of  (2) 


Sine 
Galvano- 
meter. 


y  =  ^  sin  ^ 


(3) 


In  the  values  o{ 0  for  the  different  types  of  instrument  given 
by  the  various  expressions  contained  in  Chapter  VI.,  the 
inclination  of  the  needle  to  the  plane  of  the  coil  is  of  course 
to  be  put  equal  to  zero. 

An  instrument  capable  of  being  used  at  pleasure  either  as  a      Fitz- 
tan^nt  or  sine  galvanometer  has  been  designed  by  Professor    gerald's 
G.  P.  Fitzgerald,  and  is  shown  in  Fig.  74.      Its  distinctive   Standard 
peculiarities  consist  in  an  arrangement  of  coils  which  permits    Galvano' 
the  constant  of  the  instrument  to  be  determined  with  the  coils     meter, 
in  position,  and  a  very  ingenious  arrangement  for  measuring  the 
deflections  of  the  needle  and  the  coils  from  the  adjusted  position 
for  no  current. 

The  coils  are  visible  through  a  plate-glass  casing  and  can  be    Arrange 
measured  in  Bitu,    The  deflection  of  the  needle  is  observed  in     ment  of 
the  following  manner  on  the  cylindrical  scale  shown  in  the      Coils. 
figure.  A  pair  of  small  totally  reflecting  prisms,  with  their  reflect- 
ing surfaces  inclined  at  46°  to  the  horizontal,  are  carried  by  the 
magnet,  and  give  images  of  diametrically  opposite  parts  of  . 
this  scale,  and  show  on  these  images  of  one  and  the  same  line 
or  mark.    These  are  seen  at  the  same  time  in  the  field  of  view 
of  a  microscope  which  receives  the  light  from  the  mirrors. 
Thus  the  arrangement  is  equivalent  to,  but  much  more  sensitive 
than,  a  pointer  playing  round  a  graduated  circle  and  read  at 
both  ends  to  eliminate  error  from  inaccuracy  of  centering. 

The  coils  can  be  turned  round  to  follow  the  magnet,  and 
their  position  observed  on  the  same  cvlindrical  scale ;  so  that  a 
single  scale  serves  for  the  use  of  the  instrument  both  as  a 
tangent  galvanometer  and  as  a  sine  galvanometer. 

It  has  oeen  noticed  above  that  the  ordinary  method  of  using 

A  A  2 
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the  mirror  and    scale   gives  with  a  straight  scale   properly  Method  ot 

adjusted   the  tangent  of  twice   the   angle  of  deflection.     In     Reading 

Professor  Fitzgerdd's  instrument  besides  the  arrangement  just  Deflection. 

described    for  reading  the  deflection    a  mirror    is    provided 

attached  at  45°  to  the  axis  of  suspension.    A  vertical  ray  of 

light  falling  upon  this  mirror  is  sent  out  horizontally  through 

one  of  the  plate-glass  sides  of  the  case  to  a  horizontal  scale. 

As  the  mirror  turns  round  the  plane  of  reflection  turns  with  it, 

and  through  the  same  angle^  so  that  with  a  straight  scale  placed  at 

right  angles  to  the  undisturbed  position  of  the  ray,  the  readings  on 

the  scale  are  proportional  to  the  tangents  of  the  actual  deflections. 

Fig.  75  shows  a  sine  galvanometer  designed  by  Prof.  T.   T.  Gray's 

Gray.     A  single  layer  of  wire  is  wound  on  a  tube  of  about    p^"*® 

10  cms.  diameter,  and  at  least  ten  diameters  in  length.    If  the    ^^^*^<^* 
'  ®  meter. 


Fio.  75. 


coil  be  uniformly  wound  with  n  turns  per  unit  of  length,  and  / 
be  its  half-length  and  a  its  radius,  the  force/per  unit  of  current 
at  the  centre  is  (see  p.  261  above)  Anljifl^  +  ^)i.  This  becomes 
Aum  if  /  be  great  in  comparison  with  a,  for  example  if  /  is  ten 
times  0y  the  value  of  /  is  only  \  per  cent  less  than  Ami,  as  is 
shown  by  the  equation 

/=4,r«(l  -i^+i^,  -  ...) 

=  Aim  (1  -  ^  +  ^oioo  -^  •••) 

/  =  10//. 

Thus  the  very  exact  determination  of  the  radius  is  not  a 
matter  of  very  great  importance,  and  if  the  coil  be  very  unifonnly 
wound  over  the  middle  part,  and  very  fairly  regularly  else- 
where, the  value  of/ will  be  given  with  great  accuracy  by  the 
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tiret  two  terms  of  the  series.  The  uniformity  of  the  winding 
can  be  made  almost  quite  perfect  by  laying  on  the  wire  under  a 
moderate  tension  by  means  of  a  self-feeding  lathe. 

Arrange-  The  coil  is  wound  on  the  tube  T  (Fig.  76).  The  ends  of  the 
ment  of  wire  are  attached  to  pins  pi,  p^,  and  a  wire  ic  running  parallel 
Coil.  to  the  axis  of  the  coil  connects  p^  to  a  third  pin  p^  close  to  pi. 
A  pair  of  flexible  electrodes  well  twisted  together  connects  p^p^ 
to  a  pair  of  terminals  on  the  platform  P.  The  tube  is  mounted, 
as  shown,  on  the  circular  platform  P  which  is  furnished  with 
levelling  screws  L,  X,  L,  and  can  be  turned  round  the  vertical 
axis  V,  the  supports/, /sliding  on  the  platform  and  maintaining 
the  tube  in  a  horizontal  position.  The  scale  S  on  the  edge  of 
the  platform  enables  the  angle  through  which  the  coil  is  turned 
to  be  measured. 

Method  of      The  needle  is  suspended  at  the  centre  of  the  tube,  and  may 
l&eading    be  either  a  light  polished  steel  disk,  or  a  plane  or  concave 

Deflection  mirror  with  attached  steel  magnets.  The  arrangement  preferred 
is  as  follows : — At  one  end  of  the  tube  is  a  short  scale  8  facing 
towards  the  mirror  (which  is  plane)  and  illuminated  by  light 
entering  a  small  hole  at  that  end  of  the  tube,  and  thrown  on  the 
scale  by  a  reflecting  prism  or  inclined  mirror.  At  the  same  end 
of  the  tube  is  a  fixed  mirror  M,  also  turned  towards  the 
suspended  mirror  m.  By  means  of  the  telescope  t  at  the 
other  end  of  the  tube,  fixed  above  the  centre  with  its 
vertical  cross-wire  as  nearly  as  may  be  in  the  medial  vertical 
plane  of  the  coil,  the  scale  s  is  seen  by  light  w^hich  has  suffered 
two  reflections,  one  at  m  the  other  at  M,  and  thus  the  angle 
through  which  the  needle  has  been  turned  can  be  obtained. 

For  the  scale  s  may  be  substituted  a  narrow  slit,  or,  preferably, 
a  wide  slit,  or  hole,  crossed  by  a  wire,  in  front  of  which  within 
the  tube  is  fixed  a  lens,  and  for  the  telescope  a  sheet  of  obscure 
glass.  An  image  of  the  slit  or  wire  is  focused  by  the  lens  on 
the  obscure  glass,  and  the  position  of  this  can  be  read  from 
without  on  a  scale  fixed  to  or  engraved  on  the  glass. 

Or,  the  plane  mirror  m  may  be  replaced  by  a  concave  spherical 
mirror  as  in  an  ordinary  Thomson* s  galvanometer,  and  the 
obscure  glass  carried  by  a  sliding  tube  which  can  be  pushed  out 
or  in  to  give  a  sharp  image  of  the  slit  or  wire. 

Method  of      The  method  of  using  the  instrument  is  as  follows :  It  is 

using       placed  in  a  well-lighted  room,  and  the  platform  P  is  levelled  by 

Instru-     means  of  the  screws  Z.    The  coil  is  then  turned  until  the  central 

ment.       division   of  the  scale  s  coincides  with  the  cross-wire  of  the 

telescope  (or  the  zero  of  the  scale  on  the  obscured  glass),  and 

the  reading  on  the  scale  JS  is  taken.    Then  a  steady  current  is 

passed  through  the  coil,  and  the  angle  noted  through  which 
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the  tube  has  to  be  turned  to  bring  the  central  division  of  s 
again  to  the  cross-wire  of  the  telescope.  The  current  is  then 
reversed,  and  the  scale  s  moved  if  necessary  until  the  angles  on 
the  two  sides  of  zero  ore  equal  If  6  is  this  deflection  on  the 
scale  8  the  current  is  given  by  the  equation 

The  angle  6  can  evidently  be  attained  with  great  accuracy 
by  very  accurate  division  of  the  scale  S,  and  reading  it  with  a 
vernier  and  microscope. 

We  now  discuss  shortly  some  general  propositions 
regarding  the  action  of  galvanometers,  their  adjustment 
and  sensibility. 

We  shall  suppose  to  begin  with  that  the  forces  acting  '^«^'7 
are  wholly  magnetic,  and  that  the  suspension  is  such  as  Oalvano- 
to  prevent  other  than  horizontal  forces  from  affecting 
the  needle.  When  no  current  is  flowing  the  needle 
rests  horizontal  with  it-s  axis  parallel  to  the  permanent 
magnetic  field,  or  to  its  horizontal  component.  The 
needle  will  take  up  a  new  position  making  an  angle  0 
with  the  plane  of  the  coiL  The  angle  which  the  needle 
now  makes  with  its  initial  position  is  ^  —  a,  say.  The 
couple,  O,  acting  upon  the  needle  is  given  by  equations 
(13),  (20),  (21),  &c.  of  last  chapter.  If  M  be  the  mag- 
netic  moment  of  the  needle,  and  H  the  horizontal  com- 
ponent force  of  the  permanent  field,  we  have  for  the 
return  couple  Af-H"  sin  {0  —  a).    Hence 

e  =  ME  9m  {0-- a). 

But  we  may  write  B  =  yMG  cos  0,  and  therefore 
JTsin(^-a) 


meter. 
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Gy  as  shown  by  (13)  above,  in  general  depends  on  6. 
If  the  needle  however  be  sufficiently  short  the  terms 
depending  on  0  disappear.  G  is  then  what  is  called 
the  galvanometer  constant. 

If  a  is  zero  (5)  becomes 

7  =  ftaii^       (2) 

and  if  G  is  independent  of  0  the  current  is  proportional 
to  the  tangent  of  the  deflection.  Hence  the  name  of 
the  instrument. 
Adjust-  The  instrument  is  genemlly  set  up  so  that  o  is  zero 
Tnstru-^  or  very  nearly  so.  This  adjustment  may  be  made  as 
ment.  follows.  Supposing  the  stand  of  the  coils  fitted  with  a 
level  by  means  of  which  the  coils  can  be  placed  in  a 
vertical  position,  the  instniment  is  thus  levelled  and 
placed  by  guess  with  the  mean  plane  of  the  coils  as 
nearly  as  may  be  parallel  to  the  needle.  The  coil  is 
then  joined  up  with  a  voltaic  cell  and  reversing  key  so 
that  a  current  can  be  sent  in  either  direction  through 
it.  A  current  is  sent  through  the  coils,  and  the 
deflection  0  of  the  needle  is  observed  by  means  of  the 
mirror  or  pointer  attached  to  the  needle.  The  current 
is  then  reversed  and  the  opposite  deflection  observed. 
If  this  is  the  same  as  before  the  coil  is  properly  placed. 
If  not  Jet  the  numerical  value  of  the  first  deflection 
without  regard  to  sign  be  0,  and  of  the  second  0\  and 
let  a  be  the  (unknown)  angle  which  the  mean  plane  of 
the  coils  makes  with  the  needle.  Supposing  G  the 
same  in  both  cases,  which  it  will  approximately  be  if  0 
is  nearly  the  same  as  0\  we  have  by  (5) 
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* 

sin  {0  —  a)  _  sin  {ff  +  a) 
cos  6      ""       cos  0' 
This  gives 

sin  (&  -f  0) 


tan  a  = 


cos  0'  (cos  0'  -  COS  ^) 

which  shows  that  if  ^  >  ^  the  coil  is  turned  through 
an  angle  a,  in  the  direction  of  the  first  deflection  ;  if 
6  '^0'  the  coil  deviates  from  the  position  of  the  needle 
by  an  angle  a  in  the  direction  of  the  second  deflection. 

The  actual  value  of  a  can  thus  be  calculated,  and  if 
the  coils  can  be  turned  through  any  required  angle  the 
correction  of  position  can  at  once  be  made.  If,  however, 
there  is  no  provision  for  turning  the  coils  through  a 
definite  angle,  the  correction  must  be  made  by  guess 
from  the  direction  of  the  greater  deflection,  then  the 
new  position  tested,  and  if  necessary  corrected,  and  so 
on. 

The  galvanometer  is  sometimes  set  so  that  a  =  45°,  CoO  at  46° 
and  the  current  then  made  to  flow  so  that  the  deflection  Meridiau. 
is  towards  the  coil.     Then  by  (1)  (changing  the  sign  of 
the  right-hand  side  to  keep  7  positive) 

''^G-^^e ^^^(1-tan^)     .     (6) 

It  is  to  be  noticed  that  here  0  is  to  be  taken  positive 
when  it  is  on  the  same  side  of  the  coil  as  the  initial 
position  of  the  needle,  and  negative  when  it  is  on  the 
opposite  side.  The  deflection  of  the  needle  may  thus 
be  as  great  as  90°  from  the  initial  position.  For  this 
value  of  the  deflection  the  current  is  v^  :2  HjG, 


Digitized  by  VjOOQIC 


of  GaWa- 
uometer. 


362  GALVANOMETERS 

The  adjustment  to  this  position  may  be  made  by 
first  placing  the  galvanometer  as  described  above  so 
that  its  mean  plane  is  parallel  to  the  undisturbed 
position  of  the  needle,  and  then  turning  the  instrument 
round  through  exactly  45^  This  mode  of  using  the 
instrument,  though  it  gives  a  wider  range,  is  attended 
with  the  inconvenience  that  the  deflection  if  consider- 
able can  only  be  taken  in  one  direction. 
Sensibility  The  sensibility  of  a  galvanometer  may  be  defined  as 
the  reciprocal  of  the  current  required  to  produce  a 
definite  small  angular  deflection  of  the  needle,  or,  which 
comes  to  the  same  thing,  it  may  be  taken  as  measured 
by  the  angular  deflection  produced  by  a  speoified 
current,  for  example,  a  micro-ampere  (one  millionth  of 
an  ampere).  Frequently  if  the  galvanometer  be  a 
reflecting  one  it  is  regarded  as  inversely  proportional  to 
the  current  required  to  produce  a  deflection  of  one 
division  of  the  scale,  but  this  of  course  is  a  function  of 
the  arrangement  of  mirror  and  scale,  and  not  merely  of 
the  coil. 
Measure-  The  sensibility  can  be  determined  by  sending 
S^a^biUty  ^^rough  the  coil,  arranged  as  will  generally  be  necessary, 
with  some  considerable  resistance  in  circuit,  and 
shunted,  if  need  be,  by  a  resistance  the  ratio  of  which 
to  the  resistance  of  the  coil  is  known,  a  current  from  a 
cell  of  known  electromotive  force,  calculating  the 
current,  and  observing  the  deflection. 

The  actual  merit  of  the  instrument  cannot  however 
be  completely  determined  by  such  a  process,  as  that 
depends  on  length  of  period  of  the  needle,  steadiness 
of  zero,  &c.,  which  are  not  here  taken  account  of.     For 
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an  elaborate  comparison  of  sensibilities  of  galvanometers 
see  a  paper  by  Messrs  Ayrton,  Mather,  and  Sumpner, 
Phil.  Mag.,  July  1890. 

The  sensibility  of  a  galvanometer,  for  diiFerent  posi-  Sensibility 
tions   of  the  needle,  is  the  ratio  of  the  increase  of  Different 

deflection  to  the   increase  of  the  current,  or  dOldy.   ??S^°i^ 
r«i  .     .  .  .1  n  .    '    '    of  Needle. 

This  IS  a  maxmium  m  the  case  of  a  tangent  galvano- 
meter for  zero  deflection. 

When  however  the  deflection  is  45°  a  given  percent- 
age of  increase  or  diminution  of  the  current  produces 
a  maximum  increase  or  diminution  of  deflection,  that  is 
to  say  SOI(Syly)  is  then  a  maximum ;  and  hence  the 
instrument  is  sometimes  erroneously  stated  to  be  most 
sensitive  when  the  deflection  is  45^  The  only  impor- 
tance in  making  the  deflection  45"^  lies  in  the  fact  that 
with  this  deflection  a  given  small  error  in  reading  the 
angle  wiU  have  a  minimum  effect  on  the  estimation  of 
the  current. 

To  prove  these  propositions  we  observe  first  that  by  (2) 

de      G 1 

rfy  "  J?  1  +  tan«'^' 

and  this  is  obviously  a  maximum  when  ^^0. 

Again  let  the  reading  be  in  error  b6  when  the  deflection  is 
really  0.  Then  the  current  is  estimated  by  (2),  and  if  y  is  the 
true  current  the  estimated  current  is  y  ±  ^y,  or  y  ±  dy/dB.dO, 
The  error  in  estimation  of  the  current  is  ^y/y  or  dyjdBMly, 
But 

y  dO  tan  B 

This  is  a  minimum  when  (1  +  tan^^)/tan  d  is  a  minimum,  that  is 
when  tan^=l,  or  ^=46°. 

In   every  properly  constructed   absolute   galvanometer  the  Torsion  of 
torsion  of  the  suspension  ought  to  be  negligible,  and  if  a  quartz     Suspen- 
thread,  or  a  sufiBcient  length  of  silk  fibre  be  used,  it  will  be  negli-  sion  Fibre. 
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^ble.  The  amouot  of  torsion  may  however  be  estimated  as  follows. 
Let  the  needle  supposed  initially  in  the  magnetic  meridian  be 
turned  once  or  more  times  completely  round,  and  let  its  devia- 
tion from  the  magnetic  meridian  in  its  new  position  of  equili- 
brium be  noted  by  means  of  index  and  divided  scale,  or  mirror 
and  scale  or  telescope  provided  for  the  purpose.  If  a  be  the 
angular  deflection  of  the  magnet  from  the  magnetic  meridian 
produced  by  turning  the  magnet  once  round,  the  angle  through 
which  the  thread  has  been  turned  is  2tr  -  a,  Tlie  couple  pro- 
duced by  this  torsion  has  for  moment  MHsina.  Hence  by 
Qorlomb's  law  of  the  proportionality  of  the  force  of  torsion  to 
the  twist  given,  the  couple  corresponding  to  deflection  B  is 
MH  sin  a  0/{27r  —  a).  Thus  if  a  current  y  produces  the  deflection 
6  the  equation  of  equilibrium  is 

yG  cos  0  =  H  (sin  B  -{ —  sin  o), 

and  therefore 

^+_A_«!^«Wtan^ (7) 

Electro-        ^^    j^q^   consider    absolute    electrodynamometers. 

meters.  The  first  instrument  of  this  kmd  seems  to  have  been 
invented  by  W.  Weber,  and  usetl  by  him  in  his 
researches  on  the  mutual  action  of  currents.  Electro- 
dynamometers  have  advantages  over  galvanometers  (1) 
in  having  no  magnet,  and  therefore  avoiding  altogether 
uncertainty  as  to  distribution  of  magnetism ;  (2)  in  not 
involving  for  the  reduction  of  their  indications  any 
knowledge  of  the  intensity  of  the  earth's  field  ;  but  are 
inferior  in  point  of  sensibility,  and  as  the  return  couple 
is  generally  given  by  a  bifilar  or  torsion  suspension  the 
accurate  estimation  of  its  value  is  a  matter  of  some 
difficulty. 

The  galvanometer  designed  by  Professor  Fitzgeiuld 
and  described  above  could,  as  he  has  pointed  out,  easily  be 
adapted  for  use  as  an  electrodynamometer.  All  that  is 
required  is  the  substitution  of  a  proper  suspended  coil. 
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and  a  bifilar  suspension  for  the  needle.  The  same 
arrangement  of  mirrors  and  cylindrical  scale  would  be 
available  to  give  the  deflections. 

We  shall  describe  the  general  arrangement  and  mode  of  using  3  a^  Com- 
an  electrodynamometer  with  reference  to  the  instrument  made     mittee's 
by  Mr.  Latimer  Clark  for  the  British  Association  Committee  on     Electro- 
Electrical  Standards,  and  illustrated  in  Figs.  76,  77.  dynamo- 

The  first  of  these  figures  shows  the  general  arrangement  of  the      meter, 
instrument,  the  second  the  details  of  the  suspension. 


The  bifilar  consists  of  two  wires  the  tension  of  which  is  main- 
tained the  same  by  their  being  attached  to  a  piece  of  silk  thread 
which  passes  over  a  pulley,  as  shown  in  Fig.  77.  The  distance 
between  the  threads  is  adjusted  by  two  guide  pulleys  which  can 
be  set  at  any  required  distance  apart.  The  current  is  led  into 
the  suspended  coil  by  means  of  the  suspension  wires.  Arrange- 
ments are  also  made  whereby  the  current  can  be  sent  in  either 
direction  through  each  coil. 
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Theory  of       The  instrument  as  stated  above  has  both  its  stationary  and 

Instru-     movable  coil  systems,  constructed  on  Helmholtz's  plan  of  two 

ment.       equal  parallel  coils  at  a  distance  apart  equal  to  their  radios. 

The  suspended  coil  system  is  hung  so  that  it  is  concentric  with 

the  fixed  coils,  and  when  there  is  zero  deflection  their  planes  are 

at  right  angles  to  one  another. 


Fio.  77. 

When  the  axis  of  the  suspended  coil  makes  an  angle  ir/2  —  <f) 
with  the  plane  of  the  fixed  coil,  the  couple  e  due  to  the 
currents  ♦and  tending  to  increase  the  deflection,  0,  has  the 
expression  given  in  (45)  or  (46),  page  271  above,  with  sign 
changed  and  cos  (tr/2-<^)  substituted  for  sin  <^,  Again  the  sus- 
pended coil  is  acted  on  by  a  couple  due  to  the  earth's  magnetic 
force  H,  and  tending  to  diminish  ir/2-<^.  Thus  (46)  gives  for 
the  former  couple  4A^«yy'^i5riC08  (7r/2-0),  since  ^i  =  l;  and  for 
the  other  couple  2»y'^i  /f  sin  B',  where  Nyn,y,y',  are  the  numbers  of 
turns  and  the  currents  in  the  fixed  and  movable  coils  respectively, 
and  &  is  the  ajigle  which  the  axis  of  the  movable  coil  niakes  with 
the  magnetic  meridian.  Thus  if  L  be  the  return  couple  due 
to  the  suspension,  and  the  plane  of  the  fixed  coil  make  an  angle 
a  with  the  magnetic  meridian,  and  an  angle  0  with  the  axis  of 
the  movable  coil  in  the  undisturbed  position,  we  have  for  equili- 
brium 

^Nftr/Otffi cos  (0  +  P)- 2«y>i  HBmi6  +  P  +  a)^Z=0. 
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The  value  of  Z,  if  ^  be  Bmall,  is  proportional  to  sin  $,  so  that 
Z  =  /'sin^. 

/'tan  ^  =  4iV>iyy'<?iyi  (cos  ^  -  tan  ^  sin /3) 

-  2«y'yi  Zr  {tan  6  cos  (o  -f  jS)  +  sin  (a  +  j8)} 

and  if  a  and  0  be  both  small    . 

tan  ^  »  i{4i^«y/^i  cos  /3  -  2iiyVi  5^  sin  (a  +  /3) 

-  L  (16iVr«nVy3(?iV  sin^H-S^AnHy/^fiEj^^s)}  .    (g) 

Now  a  direction  of  the  current  in  the  coils  being  assumed  as  Methods 

positive,  the  currents  are  sent  through  the  two  coils  according  to  of  Using 

the  adjoining  scheme  and  produce  the  corresponding  deflections  Instru- 

^i^^o^u^,  ment. 


y    i    y' 

1 

«i 

+     '     + 

1 

6, 

-     !     - 

■  1            1 
«»         +          - 

6,     \     -     '\     + 
1            1 

Thus  we  get  by  substitution  in  (8)  and  reduction 
F 


T/=i 


4JV«^iyiC08/3 


(tan  ^1  +  tan  ^3  -  tan  ^3  -  tan  6^)  .    (9) 


If  y  =  y  thb  gives  the  value  of  y^. 

By  this  method  H  is  eliminated,  and  it  is  the  best  method  to 
adopt  when  readings  have  to  be  obtained  quickly,  as  when  the 
current  is  varying.     If  however  the  current  is  constant  enough 
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the  head  of  the  bifilar  suspension  may  be  turned  round  until  the 
suspended  coil  is  brought  back  to  its  original  position  after 
deflection.  When  this  is  the  case  the  angle  ^through  which 
the  coil  is  deflected  from  its  equilibrium  position  is  clearly 
equal  and  opposite  to  the  angle  4,  through  which  the  head  of 
the  bifilar  has  been  turned  round  from  the  position  of  paral- 
lelism with  the  plane  of  the  coil.  We  have  thus  ^=  -/9L  For 
equilibrium  we  have  the  equation 

i*  sin  /3  =  -  ^Nny/G^g^  +  2nygy^ti  sin  o. 

Taking  four  deflections  according  to  the  above  scheme,  we  get 
four  readings  of  the  head  of  the  bifilar  /S^,  jSj,  ^s>  ^4  =  -  ^i»  -  ^jj 
-  ^„  -  ^4,  and  so 

J*  sin  ^x  =  -  F sin  ^3  =  -  ^Nny/G^^  +  2ny'g^H  sin  a, 

Fsin/Sj  =  -  ^8iniS4  =  -  ^Nnyy'G^g^  -  Iny'g^H  %ma 

Hence 

yy'=  -  ,,,^,       (8in^l  +  sin  /3,  -  sin  ft  -  sinjS^)  .  (10) 

in  which  again  H  does  not  appear. 

Dynamo-       ^^  absolute  electrodynaraometer  may  be  constructed,  as  de- 
meter      scribed  above  (p.  274),  of  two  single-layer  coils  placed  with 
made  of    their  centres  in  coincidence.    If  the  ratio  of  length  to  radius  be 
Two       as  proposed  above  in  each  case   ^3/1,  the  value  of  the  couple 
Single      (juQ  ^q  the  action  of  the  currents  will  be  as  given  in  (56),  p.  276, 
Cofla       ^^'»^'yy'«'^f /  VoH^ .  cos  (7r/2  -  <^),  where  n,n'  are  the  num- 
bers of  turns  per  unit  length  in  the  two  coils,  jr,  f,  a,  a,  their 
respective  half-lengths  and  radii,  7,  y\  the  currents  in  them,  and 
ir/2  -  <t>  the  angle  which  the  axis  of  the  movable  coil  makes  with 
the  mean  plane  of  the  fixed  coils.    This  with  ir/2-<l>  replaced 
hy  ^  -|-  j3  18  to  be  used  in  the  formulae  (9)  and  (10)  given  above, 
instead  of  ANttyy'G.ffi  cos  (0  +  jS).     Thus  the  equations  re- 
placing (9)  (10)  for  this  case  are 

vv'  =  J  ^Z^l+  .-^^  (tan  61  +  tan  6^  -  tan  ^,  -  tan  6^  .  (11) 
yy'--}  ^^'''ytf  (sin^i  +  sin^,  -  sin33  -  sin34)  .    (12} 
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Galvanometers  and  electrodynamometers  are  very  frequently 
used  which  by  themselves  are  not  capable  of  giving  measure- 
ments of  currents  in  absolute  units.  Such  instruments  are 
**  calibrated  **  by  some  reliable  method,  so  that  the  absolute 
values  of  the  currents  corresponding  to  any  given  deflections 
are  known.  In  general  they  (fiffer  very  much  from  the  so-called 
absolute  instruments  in  the  arrangement  of  their  coils,  &c., 
which  has  had  chiefly  in  view  the  attainment  of  the  greatest 
possible  sensibility. 

We  shall  distinguish  between  instruments  which  have  in  their 
coils  a  great  many  turns  of  fine  wire,  so  that  the  resistance  of 
the  coil  system  amounts  to  at  least  several  hundred  ohms,  and 
those  instruments  the  resistance  of  which  is  comparatively  low. 
The  former  are  very  frequently  called  "  potential ''  instrument* 
or  voltmeters  from  their  use  in  determining  the  difference  of 
potential  between  two  points  in  a  circuit  at  which  the  terminals 
are  applied ;  the  latter  are  called  low  resistance  or  **  short  coil " 
instruments,  and  sometimes  (when  their  resistances  are  so  low 
that  one  of  them  can  be  placed  in  series  with  the  working 
circuit  without  materially  increasing  its  resistance)  "current 
or  amperemeters. 

First  taking  galvanometers,  we  shall  establish  some  general 
theorems  regarding  the  arrangement  of  their  coils,  then  very 
shortly  discuss  their  graduation  for  absolute  measurements,  and 
finally  deal  with  graduated  electrodynamometers. 

In  the  first  place,  let  the  galvanometer  have  a  certain  cylindric 
channel  which  is  to  be  filled  with  wire,  and  let  it  be  required  to 
find  the  gauge  of  wire  with  which  it  ought  to  be  wound  if  it  is 
to  be  used  in  circuit  with  an  electrical  generator  of  given 
electromotive  force  and  resistance.  Let  a  be  the  radius  of  cross- 
section  of  the  wire  employed,  c  the  thickness  of  the  covering, 
and  S  the  cross-section  of  the  channel  made  by  a  plane  through 
the  axis.  The  portion  of  the  cross-section  occupied  by  each 
turn  will  be  {2a  +  2c)^  if  the  turns  are  arranged  in  square  order 
in  the  cross-section,  and  (2tf  +  2cy^/B/4  if  they  are  arranged  in 
triangular  order.  This  includes  the  space  occupied  by  the 
covering  and  the  vacant  spaces  between  the  spircR. 

Considering  at  present  the  first  case  only  we  see  that  the 
number  of  turns  is  Sl{2a  +  2<:)2,  if  any  inaccuracy  introduced  by 
its  being  impossible  to  fit  an  exact  number  of  turns  into  a  com- 
plete layer  is  neglected.  If  r  be  the  mean  radius  of  the  cross- 
section  of  the  channel,  the  whole  length  of  wire  is  approximately 
2jrr<y/(2tf  +  '2ey,  But  p  denoting  the  specific  resistance  of  the 
wire,  the  resistance  per  unit  length  is  p/na^,  and  the  whole 
resistance  R  of  the  coil  is  iprS/{a  +  c)*aK  For  a  given  current 
VOL.  IL  B  B 
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the  magnetic  force  at  the  needle  is  proportional  to  the  nomber  of 
turns,  and  the  magnetic  force  parallel  to  the  axis  may  therefore 
be  written  ^  ASyl(a  +  cY  where  ^  is  a  constant.  If  £  be  the 
electromotive  force  of  the  generator,  and  B!  the  resistance  of  the 
generator  and  wires  connecting  it  to  the  galvanometer  bobbin, 
we  have 

y  = 


''^      .,+  i2' 


2a«  (fl  +  <:)« 

and  for  the  axial  component  of  magnetic  force 

ASE 


F  = 


g+ir(.  +  .;^ (^^^ 


Since  the  numerator  is  constant,  this  has  its  maximum  valae 
when  the  denominator  is  a  minimum.  Calculating  in  the  usual 
manner  the  necessary  condition,  we  find  the  equation 

'^  +  c'^=5^ ^"^ 

a  biquadratic  for  the  determination  of  the  corresponding  valne 
of  a.  But  for  the  reciprocal  IjR  of  the  resistance  of  the  bobbin 
we  have  the  value  2(tf  +  c^a^lprSy  and  this  used  with  the  last 
equation  gives 

l-.-T-.' "" 

or  the  resistance  of  the  bobbin  should  have  to  the  resistance  of 
the  generator  and  connecting  wires  the  ratio  of  the  radius  of 
the  wire  when  bare  to  its  radius  when  covered. 

If  the  spires  are  arranged  in  triangular  order,  the  equation  of 
condition  corresponding  to  (4)  is 

2prS 

and  since,  in  this  case,  l/i?  =  ^'6a\a  •\-  cYj^prS,  we  have  the 
same  result  as  before. 
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It  may  be  remarked  here  that  the  magnetic  effects  of  a  given 
bobbin  wound  with  wire  of  different  gauges,  the  thickness  of  coat- 
ing in  which  bears  a  constant  ratio  to  the  diameter  of  the  wire^  and 
traversed  in  each  case  by  the  same  current,  are  proportional  to 
the  square  root  of  the  resistance  of  the  coil.  For  we  have  then 
(a+c)la=k,  or  a+c*^Jka,  Thus  by  what  has  been  shown  at  pp. 
369,  370,  the  magnetic  effect  is  proportional  to  l/^a^,  and  the 
resistance  to  l/it*a*  ;  hence  the  magnetic  action  varies  as  Vi^. 

It  is  obvious  that  this  is  also  true  when  the  thickness  of  the 
covering  is  so  small  as  to  be  negligible. 

The  best  shape  of  cross-section  for  the  bobbin  of  an  ordinary 
galvanometer  is  shown  in  Fig.  78.  The  curve  forming  the 
external  boundary  of  the  cross-section  is  given  by  the  equation. 


Magnetic 
Action  of 
Bobbin  ns 
depending 
on  Gauge 
of  Wire. 


Best  Shape 
of  Section 
of  Bobbm. 


r*=2jc^  sin  0 


(16) 


where  r  is  the  distance  of  any  point  P  of  the  surface  from  0 
the  centre  of  the  coil,  6  the  angle  POM  which  OP  makes  with 
the  axis  OM,  and  p  a  constant. 


To  prove  this  note  that  the  axial  magnetic  force  due  to  a 
single  turn  of  wire  of  radius  a,  is  proportional  to  a/r^,  that  is  to 
8in  6/f^,  Let  now  this  turn  be  transferred  to  any  point  outside 
the  sui^ce,  fulfilling  this  equation,  on  which  it  lies.    Then 

BB  2 
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whatever  the  radias  of  the  circle  into  which  it  is  now  bent,  the 
length  of  arc  which  it  furnishes  is  the  same  as  before,  and 
so  the  axial  magnetic  force  is  proportional  to  the  new  value  of 
sin  6/r^,  But  for  every  point  of  the  cross-section  outside  the 
boundary  fulfilling  (16)  the  value  of  sin  d/r^  is  smaller,  and  for 
every  point  within  the  boundary  is  greater,  than  for  a  point  on 
the  surface.  Thus  a  given  length  of  wire  produces  a  greater  or 
less  axial  magnetic  force  according  as  it  is  wound  without  or 
within  this  surface.  If  then  a  coil  be  wound  of  any  shape  of 
oross-section  the  external  boundary  of  which  does  not  fulfil  (16), 
by  removing  the  wire  from  one  part  of  the  coil  to  another, 
the  cross-section  may  be  brought  to  this  shape,  and  the  axial 
magnetic  force  increased. 

Fig.  78  shows  curves  for  different  values  of  p,  and  the  two 
parallel  dotted  lines  indicate  a  cylindrical  chamber  left  for  the 
needle. 
Effect  of       In  the  investigation  given  above  (p.  370)  of  the  best  gauge 
Grading    of  wire  with  which  to  fill  a  given  channel,  when  the  bobbin  is 
the  Gau^  to  be  used  with  a  generator  of  known  electromotive  force,  it  has 
of  Wire  m  been  assumed  that  the  wire  must  be  of  uniform  thickness  ;  and 
Bobbin.     ^^  have  just  seen  what  is  the  best  form  of  cross-section  to  give 
a  coil  which  is  to  contain  a  given  volume  of  wire.     When  a 
coil  is  wound,  however,  each  additional  turn  of  wire,  though  it 
increases  the  axial  magnetic  force  for  a  given  current,  also  in- 
creases the  resistance  in  circuit,  and  thereby  diminishes  the 
current  produced  by  a  given  electromotive  force.     We  shall 
now  inquire  whether  by  winding  the  outer  layers  of  thicker 
wire  the  effect  of  increased  resistance  can   be  reduced  to  a 
minimum. 

The  volume  of  the  coil  supposed  without  chamber  for  the 
needle  is 


2ny  X  i  f  ^ 

J  0 


r^dO 


where  y  is  the  distance  of  the  mean  point  of  the  cross-section 
from  the  axis.    Now 


//' 


( r2  sin  0drdS 


i/ 


r^dS 


the  limits  of  integration  being  0  and  p  (sin  6)1  for  r,  and  0  and 
TT  for  0,    Hence  on  the  supposition  already  made 
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CoU. 


volume  of  coil  =  inp^j Hinh  dS  '^Gmd^/ 

=  i^>' (17) 

\i  N  ^  2ir  I  siniO .  dO,  which  does  not  depend  on  the  dimensions 

or  shape  of  the  coil.  The  chamber  containing  the  needle 
should  be  made  as  small  as  possible,*  as  the  part  of  the  coil 
immediately  surrounding  the  magnet  is  the  most  valuable  ;  but 
it  will  always  cut  away  a  part  of  the  coil  depending  on  p^  which 
may  be  denoted  hyj[p).    The  actual  volume  of  the  coil  is  thus 

If  now  dl  be  an  element  of  length  of  the  wire  composing  the 
coil,  and  p  the  parameter  of  the  generating  curve  of  the  surface 
on  which  it  lies,  then  since  l/pl^  =»  sin  B/i^,  the  axial  magnetic 

force  at  the  centre  is  y  /  dl/p^  (=  yO,  say),  where  /?  is  a  function 

of  the  whole  length,  /,  of  wire  in  the  coil  from  some  chosen 
point,  say  the  inner  end,  to  dl.  We  shall  suppose  the  wire  to  be 
of  a  different  gauge  at  different  places  in  the  coil.  If  its  radius 
at  dl  be  «,  the  thickness  of  the  covering  there  c,  and  the  winding 
be  in  square  order,  the  volume  occupied  by  dl  is  dl .  {2a  +  2c)^, 

so  that  the  whole  volume  is  /  dlA{a  +  <?)*  where  a  (and  cif  not 

constant)  is  a  function  of  /,  and  the  integral  is  taken  throughout 
the  whole  length  of  wire  in  the  coil. 

Let  the  coil  be  considered  as  made  up  of  layers  each  fulfilling 
the  equation  f^  =  p^  sin  6,  but  each  for  its  own  value  of  »,  so 
that  a  is  a  function  of  j9.  We  have  thus  for  the  volume  of  the 
space  between  the  layers  corresponding  to  p  and  p  +  dp  the 
expression  Np^dp  -  f'{p)dp  =  (2tf  +  2cfdl^  if  dl  be  now  put 
for  the  length  of  wire  in  this  space.  Thus  fl?/=  {Np^dp  -f{p)dp}l 
(2a  H-  2c)^,  and  we  get 

'^^  =  ^T(f^?-* (18) 

na*    4:{a  +  cf     ^  ^    ^ 

If  the  generator  have  as  before  an  electromotive  force  JF,  and 
Jt'  denote  as  before  the  resistance  of  the  generator  and  connecting 

*  For  the  manner  of  winding  the  space  close  to  the  magnet  see 
p.  876  below. 
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wires,  we  have  y  =  Ej^R  +  R'\  and  yG  =  EQ!{R  +  M')-    To 

make  yG  or  G/{R  +  R")  a,  maximum  oy  properly  grading  the 

wire,  we  have  so  to  choose  the  diameter  for  each  layer  that  the 

contribution  of  the  layer  to  G/{R  +  R')  shall  be  as  great  as 

possible.     Now  imagine  any  layer  to  be  taken  away  from  tlie 

coil,  everything  else  remaining  the  same.     G  becomes  G  —  dG\ 

anii  R,  R  -  dR     Thus  (y'/{R  +  R')  changes  by  {dG  -  OdH 

Bobbin     /(Ji  +  R')}/{E  +  R'  -dR).    It  we  make  the  thickness  of  the 

r^^^A^A     ^*y®'  ^^^y  sro^*^  ^/(-S  +^)  ^11  be  the  same  whatever  layer  is 

graded     removed,  and  may.  in  that  case  be  regarded  as  a  constant,  and 

VVire.       j^g  we.are  considering  only  the  effect  of  a  particular  layer  we 

consider  R  +  R'  as  a  constant     We  have,  then,  to  find  the 

value  of  tf  -|-  c  ^^^r  which  dG  —  GdR/{R  +  R')  is  a  maximum. 

It  a  +  c  be  denoted  by  u  the  necessary  condition  is 

d  ,^  G       d  ^^      ^ 

d/^'RTR'dJ^^'' 
or 

du^^      R+R' 

d        "       (^ 
:rdG 

du 

Performing  the  differentiations  on  the  values  of  dG  and  dR^ 
given  in  (18)  and  (19)  above,  we  find 

:-go+ij:)=-^— «--*•  •  •  (20) 

If  the  radius  of  the  wire  and  the  thickness  of  its  covering 
have  always  the  same  ratio,  that  is  if  u/a  is  constant,  we  have 
aju  =  da/dUf  or  u/a  .  da/du  »  1.  Hence  in  this  case  a  is  in 
simple  proportion  to  p. 

On  the  other  hand  if  the  thickness  of  the  covering  is  always 
the  same,  da/du  =  1,  and  we  have  p^(2a  +  c)/(fi  =  constant. 

On  the  first  supposition,  denoting  a  by  ap  and  a  +  c  by  /9«, 
where  a  and  0  are  constants,  and  putting  -  N/g  for  the  integral 
of  the  term  depending  on  the  chamber  in  which  the  mirror 
hangs,  we  find  from  (18) 

^-M-i) <"' 

where /7  is  the  greatest  parameter  used  for  the  coil.     In  general 
g  depends  also  on  this  value  of /?,  but,  as  will  be  seen  from  the 
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fignre,  is  nearly  constant  if  the  chamber  is  not  large.  It  is  a 
quantity  of  the  order  of  magnitude  of  the  internal  dimensions 
of  the  chamber,  and  may  be  regarded  as  the  parameter  of  the 
curve  which  would  generate  by  revolution  round  the  axis  a 
volume  equal  to  that  of  the  needle  chamber. 

We  see  from  (21)  that  verv  little  is  gained,  when  this  mode  of 
winding  with  graded  wire  is  adopted,  by  making  p  large  in 
comparison  with  q. 

If  the  chamber  in  which  the  needle  hangs  is  cylindrical  and 
rans  right  through  the  coil,  the  needle  is  shorter  than  the 
diameter  of  the  smallest  spires,  and  every  spire  in  the  coil 
produces  an  effect'  in  the  same  direction  on  the  needle.  If 
however  the  space  in  which  the  needle  hangs  is  not  made 
cylindrical,  the  shape  of   it  is  of  some  importance,  as  it  is 


Outer 

Layers 
Compara- 
tively In- 
effective. 
Effect  of 

Spires 
near  the 

Axis  of 
Coil. 


Fig.  79. 

possible  to  place  spires  in  positions  in  which  they  produce  a 
magnetic  effect  opposed  to  that  of  the  coil  generally.''^    To  see 

*  This  is  pointed  out  in  Messrs.  Ayrton,  Mather,  and  Sumpner's 
paper,  PhU.  Mag,  July,  1890. 
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this  it  is  only  necessary  to  consider  the  diagram  of  lines  of  force 
(Fig.  79)  due  to  a  single  turn  of  wire  of  radius  OA.    Take  any 
line  of  force  and  draw  a  tangent,  PN^  to  it  at  right  angles  to 
the  axis.    Then  it  is  clear  that  a  uniformly  magnetized  needle 
at  ri^ht  angles  to  the   axis,  half  of  which  is  represented  in 
position  and  length  by  FN^  will  not  be  acted   on   by  any 
couple,  since  the  force  on  each  pole  is   in  the  direction  of 
the  length  of  the  magnet.     If  however  the  magnet  be  at  a 
greater  axial  distance,  the  force  upon  it  is  in  the  same  direc- 
tion as  it  would  be  if  the  needle  were  very  short.     Thus  on 
a  needle  of  the  length  and  in  the  position  here  specified  two 
turns,  one  smaller,  the  other  larger  in  radius  than   the  turn 
shown  in  the  diagram,  and  in  the  same  plane  with  the  latter, 
would,  if  traversed  by  currents  in  the  same  direction,  produce 
opposite  couples.    The  smaller  turn  would  however  produce  a 
couple  in  the  same  direction  as  the  larger,  if  carried  off  to  a 
sufficient  axial  distance  from  the  needle. 
Limiting       For  a  needle  of  given  length  it  is  easy  to  draw  a  curve  of 
Positions    limiting  positions  lot  the  spires.     For  draw  the  lino    APQ 
for  Spires   throu^rh  the  points  of  contact  of  tangents  perpendicular  to  the 
near  the    axis,  then  the  axial  distances  ON^y  ON^  of  these  tangents  from  the 
-^^^S'       plane  of  the  spire  are  the  limiting  distances  of  the  spire  from 
mapiets  of  the  half  length  NiPy,  N^P^^  &c.    Then  by  supposing 
the  scale  of  the  diagram  reduced  in  the  ratio  of  N^P^  to  N^P^  we 
shall  have  a  spire  of  radius  OAxNiP^jN^P^  in  the  position  to 
exert  zero  couple  on  a  needle  of  half  length  NP  when  at  an  axial 
distance  ON^  X  N^Pil^%Ptt  ^^^  so  for  other  points. 
Form  of        It  is  therefore  clearly  undesirable  to  fill  with  spires  wound  in 
Cavity  for  the  same  direction  as  the  rest  of  the  coil  the  space  near  the 
Needle,     needles,  beyond  the  limits  indicated  by  these  considerations. 
Figure  80  *  shows  the  form  of  the  cavity  which  ought  to  be  left. 
If  it  is  possible  to  fill  any  of  this  space  with  wire,  it  should  be 
done,  but  the  spires  made  to  nm  in  the  opposite  direction,  so 
that  the  couples  due  to  their  magnetic  action  may  be  in  the 
S€une  direction  as  that  due  to  the  rest  of  the  coil. 
Wiede-         A  form  of  galvanometer  very  convenient  in  many  respects  is 
niaim's     that  invented  by  Wiedemann.f    A  circular  disk,  or  ring,  of  steel 
Aperiodic   about  2  cms.  in  diameter,  magnetized  parallel  to  a  diameter, 
Galvano-    \^  suspended  with  its  magnetic  axis  horizontal  and  forms  the 
meter,      needle  of  the  instrument.    This  needle  is  attached  to  the  lower 
end  of  a  bar  of  aluminium,  which  also  carries  the  mirror  (made 

*  From  Messrs.  Ayrton,  Mather,  and  Sumpner's  paper,  Phil,  Mag. 
July,  1890. 

t  Die  Lehre  v.d,  EUktricitdl,  vol.  iiL  p.  289. 
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of  thin  glass) ;  and  is  hung  within  a  damping  chamber  of 
copper,  by  a  cocoon  fibre,  from  a  torsion  head  above,  by  means 
of  which  the  effect  of  the  torsion  of  the  fibre  can  be  estimated. 
The  mirror  is  fixed  so  far  above  the  needle  that  it  is  clear  of 
the  coils,  and  is  viewed  through  a  telescope  in  the  ordinary 


manner.  The  suspension  fibre,  aluminium  bar,  and  attached 
mirror  are  protected  by  means  of  a  glass  tube  and  case  fixed 
above  the  damping  chamber. 

A  pair  of  coils  is  arranged,  one  on  each  side  of  the  damping 
chamber,  with  their  axes  in  line  through  the  centre  of  the 
needle;    and  are  attached  to  sliding  pieces    so    that   their 
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distances  from  the  needle  can  be  increased  or  diminished, 
and  the  sensibility  altered  accordingly.  The  openings  in  tht) 
coils  are  large  enough  to  allow  the  bobbins  to  slide  over  tlie 
damping  box  close  up  to  the  needle,  leaving,  in  the  closest 
position,  between  them  only  the  narrow  space  necessary  for 
the  tube  down  which  passes  the  fibre. 

Two  or  three  sets  of  pairs  of  coils  suitable  for  different 
purposes  are  provided  with  the  instrument.  When  the  needle 
moves  in  the  damping  box  of  copper  its  motion  is  resisted  by 
the  action  of  the  induced  currents  produced,  so  much  so  that  it 
hardly  oscillates  about  a  new  position  of  equilibrium. 

In  Sir  William  Thomson^s  siphon-reconier  for  registering 
signals  sent  through  a  submarine  cable,  a  coil  of  wire  is  sus- 
pended between  the  poles  of  a  magnet  so  as  to  be  free  to  turn 
round  a  vertical  axis  passinc^  through  its  centre.  Within  the 
coil  is  fixed  an  iron  core  which  serves  ito  concentrate  the  field  on 
the  coil.  When  the  coil  is  in  the  undeflected  position  the  planes 
of  its  spires  are  parallel  to  the  direction  of  the  magnetic  field  ; 
but  when  a  current  is  sent  through  the  coil  it  turns,  in  a  direction 
depending  on  that  of  the  current,  so  as  to  increase  the  magnetic 
induction  through  its  circuits.  A  return  couple  is  provided  in 
the  recorder  by  means  of  a  bifilar  suspension.  The  magnet  is 
either  a  permanent  horse-shoe  magnet,  or  an  electromagnet 
excited  by  a  local  current.  The  current  from  the  sending 
station  passes  round  the  coil,  which,  turning  in  one  direction  or 
the  other  according  as  a  **dot**  or  **da8h"  is  being  indicated, 
actuates  the  writing  siphon. 

The  ordinary  dead  beat  reflecting  galvanometer  invented  by 
Thomson  for  cable  signalling  and  ordinary  testing  is  described 
atp.308,  Vol.  I. 

The  application  of  this  arrangement  as  a  galvanometer  was 
pointed  out  in  the  first  edition  of  MaxwelPs  Electricity  and 
Magnetism^  and  has  occurred  to  and  been  used  by  several  experi- 
menters. MM.  d'Arsonval  and  Deprez  have  however  brought 
such  instruments  into  general  use  for  several  purposes  connected 
with  practical  electric  work.  The  coil  is  hung  by  or  rather 
strung  on  a  stretched  metallic  wire,  by  which  the  current  enters 
and  leaves,  and  the  torsion  of  this  wire  gives  the  required  return 
couple.  A  core  of  iron  is  sometimes  used  within  the  coil  as  in 
the  siphon-recorder.  This  if  used  at  all  should  be  quite  inde- 
pendent of  the  coil,  so  that  the  coil  may  be  adjusted  relatively 
to  the  core,  and  pole-faces  of  the  magnet  A  mirror  attached  4o 
the  coil  enables  the  deflections  to  be  measured  in  the  ordinary 
way. 

This  form  of  galvanometer  possesses  some  .advantages.     It 
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can  be  made  very  sensitive  by  increasing  the  intensify  of  the 
field,  and  the  coil  possesses  dead-beat  quality  in  a  high  degree 
in  consequence  of  the  damping  action  of  the  induced  currents 
produced  in  it  when  it  is  moving  in  the  field.  (See  Chap.  XIIT.) 
It   is  moreover  only  to   a   slight  extent  directly  affected  by 
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showinff  circular  permanent  ma^;- 
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Fig.  81. 


h.  Outer  brass 
tube:  ftJlsize. 


external  ma&;netic  bodies,  since  these  unless  very  highly  magne- 
tized can  only  slightly  a^ect  the  field  in  which  the  coil  is  placed. 
An  improved  form  due  to  Messrs.  Ayrtonand  Mather  is  shown 
in  Fig.  81.  The  coil  is  enclosed  in  a  silver  tube  hung  by  a 
flattened  wire  of  phosphor-bronze,  with  spiral  of  phosphor- 
bronze  for  lower  connection. 
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It  is  desirable  that  the  magnetic  field  of  such  a  galvanometer 

should  be  as  little  disturbed  as  possiblei  in  a  manner  at  least 

which  cannot  be  completely  taken  account  of,  and  hence  the  use 

of   iron  cores  in  the   suspended  coils  is  inadvisable.    Messrs. 

Ayrton,  Mather,  and  Sumpner*  have  found  it  possible  to  make 

such  a  galvanometer  give  deflections  proportional  to  deflections 

by  dispensing  with  the  iron  core,  and  fitting  iron  pole-pieces  to 

the  stationary  magnets,  so  shaped  that  the  moving  coil  cut  lines 

of  force  always  at  the  same  rate  as  the  deflection  varied. 

Best  Shape      It  has  been  pointed  out  by  Mr.  T.  Math  erf  that  in  instruments 

of  Coils  m  such  as  this  in  which  suspended  coils    are  used  in  magnetic 

D* Arson-    fields,  these  coils  should  be  long  and  narrow,  and  that  the  cross- 

val  Galva-  section  at  right  angles  to  the  axis  should  be  two  equal  circles 

nometers.    touching  on  the  axis.      To  prove  this,  it  is  to  be  observed 

first,  that  if  the  magnetic  moment  contributed  by  any  portion 

of  the  wire  be   made  greater  by  increasing  the    breadth    of 

the   spire   in  which   it  is  placed,  the  moment    of    inertia  of 

that  part  is  increased  in  a  greater  ratio,  and  thus  the  period 

of  free  vibration  of  the  coil  is  increased.     The  period  of  the 

coil  is  generally  limited  by  practical  requirements,   and   we 

have  therefore  to  consider  what  the  form  of  the  coil  should  be, 

so  that  for  a  given  moment  of  inertia  there  may  be  a  maximum 

magnetic  moment,  or  for  a  given  magnetic  moment  a  minimum 

moment  of  inertia.      The  solution  is  the  same  for  both  these 

cases.    Consider  (Fig.  82)  an  element  E^  of  area  dS^  of  a  cross- 


;  ^-°i„„ 

Fig.  82. 

section  in  a  plane  at  right  angles  to  the  axis  ^,  and  let  n  be  Uie 
number  of  turns  per  unit  of  area.  If  y  be  the  current  in  each 
the  current  crossing  d^  is  yndS,  The  couple  round  the  axis 
exerted  on  unit  of  length  of  this  part  of  the  coil  parallel  to  the 
axis  is  yndS .  H  r  sin  6,  where  H  is  the  intensity  of  the  magnetic 
tieldy  r  the  distance  of  the  element  from  the  axis,  and  0  the  angle 
between  JE  and  H.  If  p  be  the  average  density  of  the  coil,  the 
moment  of  inertia  of  unit  length  parallel  to  the  axis,  and  having 

♦  Phil.  Mag.  July,  1890.  f  ^^^^'  ^^^  May,  1890. 
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the  section  dSy  is  pt^dS.  The  ratio  of  couple  to  moment  of 
inertia  for  this  part  is  thus  y/iH  sin  d/pr,  and  this  is  to  he  made 
a  maximum  for  every  element  of  the  coil.  Thus  sin  d/r  is  to  he 
made  a  maximum,  since  the  other  quantities  are  constant.  The 
ends  of  the  coil  are  ineffective  as  regards  magnetic  action,  and 
hence  so  far  as  they  are  concerned  it  is  desirable  to  make  the 
distance  of  each  element  from  the  axis  as  small  as  possible.  It 
is  also  desirable  that  the  poles  should  be  close  in  order  to  ensure 
with  ordinary  magnets  as  intense  a  magnetic  field  as  possible. 

Consider  now  the  curve  the  equation  of  which  is  Best  Shape 

of  Section 

r  =  c  sin  ^  (22)     0^  Coils 

^     '       Two 

where  <?  is  a  constant.    A  family  of  such  curves  can  be  drawn   «  ^^^f® 
for  different  values  of  c,  and  they  are  all  circles  touching  in  the      f^iJi^^ 
point  ji.  Now  let  an  element  of  wire  be  carried  from  the  surface    *         ^ 
fulfilling  this  equation  to  a  point  lying  outside.     For  such  a 
point  sin^/r  has  a  smaller  value.     For  a  point  lying   inside 
sin  3/r  is  greater.     Thus,  if  the  cross-section  of  the  coil  be  filled 
up  within  any  circle  r  =  cBind,  a  diminution  of  the  value  of 
sin  3/r  would  be  produced  by  transferring  any  portion  of  the  wire 
to  any  other  unoccupied  position. 

The  coil  should  therefore  be  made  long  in  the  direction  of  the 
axis,  and  have  the  form  of  cross-section  shown  in  Figure  83, 


namely,  two  circles  touching  on  the  axis  at  the  point  J.  The 
pole-faces  should  also  be  correspondingly  long,  and  be  broad 
enough  to  give  a  nearly  uniform  field  at  the  coil,  if  they  are  not 
shap^  so  as  to  accomplish  the  object  stated  above. 

The  passage  of  the  current  along  the  suspension  wire  is  apt     Suspen- 
to  seriously  affect  the  constant  of  tne  instrument,  by  altering  its     sion  of 
torsional  rigidity.    Suspensions  made  of  twisted  strips  of  thin      Coils, 
phosphor-bronze  have  been   used   by   Professors  Ayrton    and 
Perry  in  several  of  their  well-known  instruments.    These  have 
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small  torsional  rigidity  and  great  radiating  surface,  and  are 
therefore  (>eculiarly  well  adapted  for  use  as  torsion  suspensions 
which  at  the  same  time  act  as  conductors. 

It  has  been  pointed  out  in  this  connection  bj-  Messrs.  Ayrton, 
Mather,  and  Sumpner  that  by  making  both  coil  and  suspension 
of  platinum-silver  compensating  effects  are  produced.  If  the 
rise  of  temperature  were  the  same  both  in  the  coil  and  the  sus- 
pension there  would  be  exact  compensation,  since  the  percentage 
increase  of  resistance  of  platinum-silver  is  nearly  equal  to  its 
percentage  diminution  of  torsional  rigidity. 

The  temperature  variation  of  resistance  is  very  slight  in  the 
case  of  the  alloy  called  platinoid,  now  much  in  use  for  galva- 
nometer and  other  coils,  and  on  this  account  Mr.  Mather* 
strongly  recommends  its  use  for  the  suspended  coils  of  D'Arsonval 
voltmeters,  and  of  rheostats  for  use  with  such  coils. 


^ — — r^ 

r^ ^ 


Astatic 
Galvano- 
meters. 


In  order  to  obtain  sensibility,  galvanometers  are  frequently 
made  with  astatic  needles,  that  is  suspended  needle-systems 
which  in  a  uniform  field  are  either  in  equilibrium  in  any  position 
or  experience  only  a  comparatively  slight  directive  action.  An 
astatic  system  generally  consists  of  two  similar  horizontal  needles 
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of  equal  magnetic  moment  arranged  parallel  to  one  another 
with  their  poles  turned  in  opposite  directions,  as  at  A,  Fig.  84, 
so  that  the  resultant  couple  on  the  system  is  zero  or  very  nearly 
80.  Most  commonly  the  needles  are  placed  horizontally,  as  nearly 
as  possible  in  the  same  vertical  plane,  with  their  centres  in  the 
same  vertical  line.  In  general  however  the  needles  are  not  quite 
parallel,  and  the  system  behaves  like  a  needle  of  very  small 
magnetic  moment  with  its  axis  parallel  to  the  line  bisecting  the 
obtuse  angles  between  the  projections  of  the  needles  on  a  hori- 
zontal plane  as  shown  at  B  in  Fig.  84.  It  has  therefore 
been  supposed  that  this  is  the  manner  in  which  an  astatic 
system  properly  acts,  but  if  this  were  so  the  sensibili^  of  the 
arrangement  would  be  entirely  a  matter  of  accident.  When  the 
system  is  so  used  moreover  it  is  affected  by  the  slightest 
external  magnetic  influence,  and  is  a  source  of  great  trouble 
through  the  difficulty  of  maintaining  a  definite  zero  position. 

An  astatic  system  when  quite  accurately  made  has  the  needles 
exactly  in  one  plane,  and  has  almost  perfect  astaticism  in  a 
uniform  field,  and  the  sensibility  is  obtained  by  producing,  by 
means  of  a  magnet  placed  at  some  distance,  a  resultant  magnetic 
field  which  is  not  uniform  over  the  needle  system,  and  therefore 
gives  a  differential  action  which  furnishes  the  necessary  directive 
force  on  the  needles.  An  astatic  galvanometer  with  directing 
magnet  is  shown  in  Fig.  85.*  The  instrument  illustrated  is 
one  form  of  Sir  William  Thomson's  astatic  reflecting  galvano- 
meter. The  details  of  the  supports  of  the  coils,  needles,  &c. 
will  be  deal-  from  the  Figure :  the  coils  as  will  be  seen  are 
hinged  so  as  to  turn  back  to  allow  the  suspended  system  to  be 
easOy  got  at  Each  needle-system  is  a  group  of  short  needles, 
and  there  are  two  sets  of  coils,  one  containing  each  group  of 
needles,  and  joined  in  such  a  way  that  the  actions  on  the  needles 
conspire.  Sometimes  a  single  coil  only  is  used  enclosing  one  of 
an  astatic  pair  of  needles.  In  this  case  although  the  coil  exerts 
couples  in  the  same  direction  on  both  needles,  the  principal 
turning  action  is  exerted  on  that  which  is  inside  the  coil. 

Another  arrangement  of  astatic  galvanometer  is  shown  in 
Fig.  86.  It  is  a  slight  modification  of  one  adopted  by  Prof.  T. 
Gray  and  the  author  for  a  very  sensitive  galvanometer  con- 
structed for  the  determination  of  the  specific  resistance  of  glass.f 


Astatic 
System  of 
Needles. 


Perfectly 
Astatic 
System  in 
Differen- 
tial Field. 
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Astatic 
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Gray*s 
Astatic 
Galvano- 
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*  This  cut  has  been  kindly  supplied  by  the  Cambridge  Instrument 
Making  Co. 

t  Proc.  R,S,  No.  280,  1884.  A  similar  arrangement  of  needles  has,  it 
appears,  been  used  also  by  Herr  Rosenthal  and  by  Lord  Rayleigh.  See 
Ayrton,  Mather,  and  Snmpner,  loc,  cU, 
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Fig.  85. 
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The  needles  are  a  pair  of  horseshoes  of  hard  steel  as  shown  in 
Fig.  87,  and  are  arranged  in  two  parallel  verticHl  planes  so  that 
the  poles  of  one  enter  the  cores  of  one  pair  of  the  four  coils  C,  C 
the  poles  of  the  other  the  cores  of  the  other  pair  of  coils.  The 
four  coils  are  fixed  in  a  plate  with  their  axes  parallel,  and  their 
faces  in  one  plane;    and  the  horseshoes  are  connected  hy  a 
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Fio.  86. 

curved  bar  of  aluminium  so  that  one  enters  from  one  side  of  the 
coil  system,  the  other  from  the  other  side  as  shown  by  the  hori- 
zontal section  in  Fig.  87.  The  instrument  is  supported  on  a 
plate  of  vulcanite  standing  on  vulcanite  feet  to  give  insulation, 
and  the  coils  were  wound  on  vulcanite  bobbins.  The  coils  are 
joined  so  that  when  a  current  passes  both  horseshoes  are  dragged 
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further  into  their  coils,  or  both  pashed  out  at  the  same  time. 
The  needle-system  is  thus  turned,  and  the  deflection  is  measured 
by  means  of  a  mirror  and  scale  in  the  usual  manner.  The  total 
resistance  of  the  four  coils  was  approximately  30,000  ohms  ;  and 
tbe  highest  sensibility  obtained  when  the  instrument  was  set  up 
was  such  that  a  current  1/10"  ampere  produced  a  deflection  of 


Fig.  87. 


Vertical 
Astatic 
Needles. 


1  division  on  a  scale  at  about  a  metre  distance.    The  period  of 
the  coil  was  however  for  many  purposes  inconveniently  long. 

A  very  elaborate  instrument  on  this  principle  was  made  for 
the  Central  Institution,  London,  from  drawings  made  by  Prof. 
Ayrton  in  consultation  with  Prof.  T.  Gray.  A  full  descriptioo 
will  be  found  in  the  paper  of  Messrs.  Ayrton,  Mather,  and 
Sumpner  above  referred  to. 

The  chief  advantage  of  the  arrangement  of  coils  and  needles 
described  above  is  that  a  great  portion  of  the  wire  of  the  coils  is 
placed  very  near  to  the  poles  of  the  needles,  and  in  a  very 
favourable  position  for  exerting  the  electromagnetic  action 
required.  The  instrument,  particularly  the  form  shown  in  Fig.  2, 
is  very  easily  made,  and  it  does  not  cost  more  than  an  instrument 
of  the  ordinary  kind.  Of  course  a  single  horseshoe,  or  S  or  Z 
shaped  bar,  might  be  placed  horizontally,  and  acted  on  by  a  pair 
of  coils,  and  the  principle  thus  applied  to  a  single  needle  non- 
astatic  instrument  In  astatic  instruments,  however,  of  this 
form  it  is  decidedly  preferable,  as  shown  below,  to  use  vertical 
needles. 

It  is  to  be  observed  that  if  the  line  joining  the  poles  or  centres 
of  gravity  of  magnetic  polarity  in  each  horseshoe  be  vertical, 
the  system  is  perfectly  astatic  for  a  uniform  field,  for  each 
vertical  horseshoe  is  itself  perfectly  astatic.  The  pair  of  horse- 
shoe needles  can  thus  be  adjusted  to  have  as  nearly  as  may  bo 
perfect  astaticism  in  a  unifonn  field,  and  thus  made  to  preserve 
a  nearly  constant  zero  when  under  directive  force,  a  result  which 
it  is  exceedingly  difficult  to  obtain  in  the  ordinary  arrangement 
of  horizontal  needles  and  which  certainly  rarely  exists  when  a 
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horizontal  magnet  or  magnets  placed  above  or  in  an  unsym- 
metrical  position  relatively  to  the  needles  is  employed  to  regu- 
late the  sensibility,  as  then  one  of  the  needles  must  be  magnetized 
and  the  otlier  demagnetized  to  a  greater  or  less  extent,  depend- 
ing on  the  position  of  the  magnet  According  to  this  latter 
arrangement,  if  we  suppose  the  needles  to  be  parallel  or  nearly 
so,  and  H  to  be  the  magnetic  field  intensity  at  the  upper  needle, 
H'  that  at  the  lower  needle  in  the  same  direction,  m  the  magnetic 
moment  of  the  upper  needle,  m*  that  of  the  lower  needle,  y  the 
current  flowing,  6  the  deflection  produced,  and  K  a  constant,  we 
have — 


y  =  K 


xLnt  —  BE'm' 
m  +  m' 


XaxxB 


(23) 


The  sensibility  of  an  astatic  instrument  with  horizontal 
needles  as  measured  by  the  tangent  of  tlie  deflection-angle  for  a 
given  current  is  thus  very  great,  as  'Km  —  JL'm'  can  be  made,  and 
is  generally,  very  small.  According  to  the  values  of  m,  m\  H, 
H',  the  instrument  may  or  may  not  be  seriously  affected  by 
external  magnets,  accidentally  displaced  in  the  neighbourhood 
of  the  instrument,  or  by  slight  changes  otherwise  caused  in  the 
magnetic  field.  It  has  been  argued  that  since  Hi  H'  (which  are 
nearly  equal)  have  each  a  considerable  value,  any  slight  mag- 
netic disturbance  producing  only  a  very  small  percentage  of 
change  in  each  of  these  quantities  cannot  sensibly  affect  the 
value  of  the  sensibility. 

This  however  is  a  fallacy,  as  when  the  instrument  is  very 
sensitive,  and  JLm  —  JL'm'  is  therefore  very  nearly  zero,  an  ex- 
ceedingly feeble  magnetic  disturbance  changing  H  and  H',  as  it 
will  generally  do,  hy  the  same  absolute  amount,  and  hence 
in  very  slightly  different  proportions,  may  suffice  to  alter 
Hm  — HW  by  an  amount  comparable  with  its  former  value. 
The  equilibrium  position  of  the  needles,  for  zero  or  any  given 
current,  will  thus  be  subject  to  variation. 

Slight  changes  in  all  or  any  of  the  quantities  m,  m\  H,  H' 
may,  therefore,  affect  the  constant  of  the  ordinary  imperlectjy 
astatic  instrument  very  seriously,  and  as  a  matter  of  fact  its  con- 
stant has  to  be  continually  redetermined,  for  it  is  very  sensitive 
to  magnetic  disturbances  in  the  neighbourhood. 

in  the  case,  however,  of  needles  adjusted  to  be  accurately 
vertical  these  disadvantages  do  not  exist.  The  needles  retain 
their  a^taticism  for  uniform  field  and  cannot  be  affected  in  the 
same  wav  by  directing  magnets.  Then  H,  H'  being  the  hori- 
zontal field  intensities  at  the  upper  and  lower  extremities  of  the 
needles,  y  the  current  strength,  6  the  deflection  of  the  needles^ 
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and  K  a  constant  depending  on  the  coils,  we  have  approxi- 
mately — 

y=r(H-H')8in^ (24) 

The  sensibility  of  the  iostmrnent  caD,  therefore,  be  increased 
to  any  desired  extent  by  placing  the  magnet  M  (Fig.  86}  at 
a  greater  distance  from  the  needles  (or  by  counteracting  its  actiou 
b\'  a  smaller  magnet  placed  nearer  to  the  needles)  so  as  to  make 
H  — H'  sufliciently  small.  Further,  variations  of  the  strength 
of  the  horseshoe  needles  produce  no  effect  unless  they  consist  of 
changes  of  magnetic  distribution,  which  may  produce  a  deviation 
from  perfect  astaticism.  When  the  instrument  is  properly 
adjusted  and  the  needles  are  as  nearly  as  possible  unifonnly  mag- 
netized, but  little  disturbance  of  this  kind  can  be  produced  by 
the  magnetizing  action  of  the  coils,  since  both  poles  of  each  have 
their  magnetism  augmented  or  diminished  at  the  same  time  in 
the  arrangement  of  Fig.  86,  or  both  poles  of  one  are  magnetized 
more  intensely  in  some  degree,  and  both  poles  of  the  other 
weakened  if  both  needles  enter  the  coils  from  the  same  side. 

Another  possible  arrangement  of  such  a  system  of  needles  is 
with  like  poles  turned  in  similar  directions.  The  system  will 
still  be  perfectly  astatic  if  properly  adjusted;  and  to  give  a 
return  couple  towards  a  zero  position  a  magnet  may  be  used, 
placed,  for  example,  horizontally  in  the  vertical  plane  at  right 
angles  to  the  front  of  the  instrument,  in  a  line  passing  through 
the  suspension  thread.  If  this  magnet  be  placed  nearer  to  say 
the  lower  ends  than  the  upper  ends  of  the  needles,  and  the 
polarity  of  the  end  turned  towards  the  needles  be  of  the  saute 
name  as  that  of  the  nearer  ends  of  the  needles,  they  will  have  a 
position  of  stable  equilibrium  when  no  current  is  flowing,  with  a 
horizontal  line  joining  a  pole  of  each  needle  at  right  angles  to 
the  direction  of  the  magnet.  The  accurate  law  of  variation  of 
deflection  with  current  is,  however,  in  this  case  more  complicated, 
and  the  instrument  in  some  caaes  might  have  to  be  graduated 
by  experiments  with  known  currents  of  different  amounts.  Any 
change  also  of  the  magnetic  distribution  of  the  controlling 
magnet  would  affect  the  indications  of  the  instrument. 

It  is  to  be  observed  that,  in  consequence  of  the  horseshoe 
needles  being  placed  in  these  instruments  at  a  considerable 
distance  from  the  axis  of  suspension,  a  very  small  value  of 
H  'H'  is  sufficient  to  give  the  needle  system  such  a  directive 
force  as  to  prevent  any  great  error  due  to  the  rigidity  or  the 
viscosity  of  the  suspending  fibre. 

The  needle  system  may  be  hung  in  a  uniform  field,  and  « 
small  needle  rigidly  connected  with  it,  but  placed  so  as  not  to 
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be  perceptibly  affected  by  the  coils,  used  to  give  directive  force 
to  the  magnetic  system.  This  small  oeedle  may  be  hung  in  such 
a  way  that  it  can  be  turned  round  a  horizontal  axis  at  right 
angles  to  its  length,  and  also  round  a  vertical  axis,  so  as  to 
enable  both  the  sensibility  and  the  zero  of  the  instrument  to 
be  adjusted.  When  the  galvanometer  is  not  intended  for 
ballistic  experiments,  the  frame  on  which  the  small  needle  is 
mounted  may  conveniently  be  immersed  in  a  liquid  and  made  to 
act  as  a  vane  for  bringing  the  needle  system  quicfcly  to  rest. 
This  arrangement,  of  course,  would  not  be  astatic,  but  would 
give  great  sensibility  on  account  of  the  leverage  of  the  horse- 
shoe needles  as  arranged. 

Thus  if  m  denote  the  magnetic  moment  of  the  small  needle, 
H  the  horizontal  component  of  the  earth's  magnetic  force,  h  a 
constant  depending  on  the  coils,  ^  the  strength  of  pole  of  each 
of  the  horseshoes  (supposed  of  equal  strengih),  and  d  the  distance 
of  these  poles  from  tlie  suspension  thread,  we  have,  since  the 
deflection  is  small,,  for  the  turning  couple  exerted  by  the  coils 
4C%0{/,  and  for  the  return  couple  mE6^  and  therefore — 


(7  = 


mB 


(25) 


Of  course  this  arrangement  is  applicable  whether  like  or  un- 
like poles  are  turned  in  similar  directions.  It  has  the  disadvan- 
tage that  any  change  ef  m  or  ^  or  of  both  would  affect  the 
constant  of  the  instrument. 

llie  sensibility  of  any  of  these  arrangements  might  also  he 
increased  by  bringing  out  a  very  light  arm,  say  from  the  middle 
of  the  cross-bar  connecting  the  horseshoes,  or  from  any  other 
convenient  point,  and  hanging  the  mirror  by  means  of  a  bifllar, 
one  thread  of  which  is  attaclied  to  the  outer  extremity  of  this 
arm,  and  the  other  to  a  near  fixed  point.  The  distance  between 
the  fibres  being  small  in  comparison  with  the  length  of  the  arm, 
firaall  deflections  would  be  greatly  multiplied.  This  device 
would,  no  doubt,  render  a  greater  degree  of  skill  and  delicacy  of 
manipulation  necessary  in  the  operator  or  experimenter,  but 
it  or  some  similar  plan  might  in  some  cases  be  adopted,  and 
the  consti  notion  of  these  instruments  renders  its  application 
to  them  very  easy. 

The  astatic  galvanometer  described  above  may  be  modified  as 
follows.  Instead  of  a  set  of  four  coils  with  hollow  cores  and  horse- 
shoe needles  as  described,  eight  coils  may  be  used — one  set  of 
four  arranged  in  rectangular  order  in  a  vertical  plane  facing  a 
second  set  of  four  similar  coils  in  a  parallel  plane  at  a  small  distance 
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from  the  first  Two  straight  needles  of  thin  steel  wire  connected 
together  as  rigidly  as  possible  by  very  light  bars  of  aluminium, 
are  so  chosen  as  to  length  and  so  arranged  that  they  hang  from 
a  single  silk  fibre  with  their  lengths  vertical  and  a  magnetic 
pole  as  nearly  as  may  be  in  the  line  joining  the  centres  of  each 
mutually  opposite  pair  of  coils.  A  magnet  giving  a  differential 
field  at  the  needles,  if  their  like  poles  are  turned  in  dissimilar 
directions,  or  any  other  arrangement  may  be  used,  and  a  current 
sent  through  the  coils  in  any  desired  way  by  means  of  a  distri- 
buting plate  or  otherwise. 

Astatic  galvanometers  of  Sir  William  Thomson^s  pattern  are 
usuully  made  with  two  coils,  one  above  the  other,  split  into  four 
by  a  narrow  vertical  space  in  which  the  needle  system  is  sus- 
pended, and  which  admits  of  the  ready  removal  of  the  needles  for 
adjustment  In  this  space  may  be  hung,  in  a  plane  nearly 
parallel  (when  no  current  is  flo^-ing)  to  the  two  coils,  two  thin 
magnetic  needles  of  steel  wire  side  by  side,  kept  with  their 
lengths  accurately  vertical,  and  at  a  short  distance  apart  (say  J 
or  f  of  an  inch)  by  light  aluminium,  or  other  non-magnetic  bars. 
Such  a  system  of  needles  with  unlike  poles  turned  in  similar 
directions  would  plainly  experience  a  similar  magnetic  action 
to  that  exerted  by  the  coils  on  the  needles  in  the  ordinary 
so-called  astatic  combination.  But  two  straight  vertical  needles 
would  plainly  be  perfectly  astatic  in  a  uniform  magnetic  field  ; 
and  this  astaticism  for  uniform  field  would  not  be  liable  to 
di^urbance  from  any  arrangement  of  magnets  applied  to  give 
directive  force  to  the  system,  as,  for  example,  one  or  more 
magnets  directing  the  system  by  means  of  a  more  powerful 
action  at  one  end  of  the  needle  system  than  at  the  other,  as  shown 
in  Figs.  85  and  86,  or  magnets  arranged  symmetrically  with 
respect  to  both  ends  of  the  needles.  An  instrument  with  such  a 
Kystem  of  needles  ought  therefore  to  be  subject  to  but  slight, 
if  any,  disturbance  in  ordinary  circumstances  of  sensibility 
when  maoses  of  steel  or  iron  are  being  moved  about  at  some 
little  distance,  and  would  we  think  be  found  useful  in  such 
cases,  as  for  example  in  cable  testing  rooms. 

A  very  sensitive  galvanometer  has  been  made  for  the  Central 
Institution  at  South  Kensington,  under  Prof.  Ayrton*s  superin- 
tendence. Great  attention  lias  been  given  to  details  of  arrange- 
ment, and  specially  good  insulation  has  been  obtained  oy 
supporting  the  coils  on  corrugated  vulcanite  pillars.* 

A  ballistic  galvanometer  is  an  instrument  designed  for  the 
purpose  of  measuring  the  whole  quantity  of  electricity  which 

*  See  Phil.  Mag.  July,  1890. 
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passes  ID  a  carrent  of  short  duration.  It  is  so  called  because 
the  moment  of  inertia  of  the  needle-system  is  made  so  great, 
and  consequently  the  free  period  of  vibration  so  long,  that  the 
current  has  begun  and  ended  before  the  needle  has  sensibly 
moved  from  its  initial  position  ;  just  as  in  a  ballistic  pendulum 
the  change  of  momentum  of  an  impinging  bullet  has  entirely 
taken  place  before  the  massive  bob  has  moved  from  the 
position  of  stable  equilibrium  which  it  has  under  the  action  of 
gravity. 

The  arrangement  of  needles  takes  many  different  forms.  For 
example  Professors  Ayrton  and  Perry  constructed  a  ballistic 
galvanometer  in  which  the  needles  were  each  a  built-up  sphere 
of  small  magnets*;  the  form  of  galvanometer  referred  to  at 
p.  3B6  above  was  constructed  for  ballistic  use,  and  several  others 
on  the  same  principle  have  been  made  for  the  same  purpose  ;  in 
other  cases  the  needle  is  a  disk  of  steel  carefully  polished  to 
serve  as  mirror,  and  magnetized  parallel  to  a  diameter  which  is 
made  horizontal  when  the  needle  is  suspended. 

The  coil  should  always  be  set  up  so  that  the  needles  rest  at 
right  angles  to  its  axis.  This  enables  the  needle  if  the  deflec- 
tion is  kept  small  to  be  only  slightly  affected  by  the  magnetizing 
action  of  the  current  in  the  coil. 

The  arrangements  of  coils  is  the  same  as  in  galvanometers  for 
steady  currents,  except  that  on  acconnt  of  the  influence  of 
induced  currents  produced  by  the  moving  magnets  the  coils 
should  be  made  with  non-metallic  cores  or  tubes ;  or  if  metallic 
tubes  are  used  tiiey  should  be  slit  longitudinally  from  end  to 
end. 

The  siphon-recorder  (or  d'Arsonval  Deprez)  arrangement  may 
also  be  used  for  ballistic  purposes. 

Let  a  be  the  initial  angle  which  the  needle  makes  with  the   Theory  of 
plane  of  the  coil,  and  6^  the  angle  which  the  needle  would  make        the 
with  its  initial  position  at  the  extremity  of  its  deflection  if  there    Ballistic 
were  no  damping  action.    If  M  be  the  magpetic  moment  of  the 
needle  supposed  short,  and  Gy  the  magnetic  force  at  the  needle 
produced  by  a  carrent  y  in  the  coil,  the  turning  couple  on  the 
needle  is  M  Gy  cos  a.    Hence  if  mk^  be  the  moment  of  inertia  of 
the  needle,  we  have  when  the  current  is  y  and  the  deflection 
from  zero  ^, 


Galvano- 
meter. 


(P3      MGy 


cos  a 


(26) 


•  See  Chap.  XI.  below. 
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If  the  wbole  carrent  passes  before  there  is  any  sensible  de- 
flection, we  have,  integrating  over  the  whole  time  during  which 
the  current  lasts, 


dB 


UG  cos  a 


cos  a  C   J. 


MG  cos  a 


(27) 


1. 
Neglect- 
ing 
"Damp- 
ing" of 
Needle. 


if  Q  be  the  whole  quantity  of  electricity  which  flows  in  the 
transient  current. 
Hence  the  kinetic  energy  given  to  the  magnet  is 


»-(fL-* 


Af«g«C08«a 


Q' 


(28) 


This  kinetic  energy,  as  the  magnet  swings  roand  and  comes 
to  rest  in  the  magnetic  field  of  horizontal  intensity  ff,  not 
necessarily  that  of  the  earth,  is  changed  into  magnetic  energy 
of  amount  (^ee  p.  6  above)  MH  {\  —  cos  0^,  Equating  this 
to  the  value  of  the  kinetic  energy  just  found,  we  get 

^,  _  2«i^gH(l  -  cos  e^j 


If  The  the  complete  period  of  free  vibration  of  the  needle, 
we  have  T  =  2ir  Jmi^lMH,  or  mi^lM  =  HT^/Ait^.  Thus  the  last 
equation  becomes 

^^^T-Bini^. 

nG    cos  a 


Taking 

into 
account 
"Damp- 
ing" of 
Needle. 


To  take  into  account  the  damping  action  exerted  on  the 
needle  by  the  air,  &c.,  and  by  the  induced  currents  produced  in 
the  coil  by  the  motion  of  the  needles,  we  shall  suppose  the 
deflection  to  be  small  enough  to  allow  the  sine  of  the  deflection 
to  be  taken  as  equal  to  the  angle,  and  take  the  retarding  couple 
as  proportional  to  the  angular  velocity,  as  it  will  be  if  the 
velocity  is  not  too  great  This  theory  will  be  sufficient,  as  the 
angular  deflection  can  always  be  kept  small,  and  nevertheless  be 
read  with  accuracy;  its  smallness  moreover  prevents  the  angular 
velocity  from  becoming  too  great. 

Let  then  the  magnet  make  a  small  oscillation  in  the  field  of 
intensity  ff,  and  under  tlie  influence  of  the  damping  couple 
K  dBjdt,    The  equation  of  motion  is 
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of  which  the  solution,  if  T^  be  the  observed  period  under  the 
influence  of  the  damping,  is 

6=Aexp{- Kil2mk'')Hm'^t     .    .         .     (31) 

where  ^  is  a  constant,  and  i  is  reckoned  from  the  instant  of 
passing  through  the  undisturbed  position.  T^  is  given  by  the 
equation 

^' 7W=7^ (32) 


"7 


Equation  (31)  indicates  simple  harmonic  motion   of  range   liOgarith- 
diminishing  in  geometric  progression  as  the  time  increases  by  niic  Deere- 
successive  intervals  each  equal  to  TJ2.    The  Naperian  loffarithm      ment. 
of  the  ratio  of  any  one  amplitude  to  that  which  succeeds  after 
an  inter>-al  TM  is  KTJimk^    This  is  called  the  logarithmic 
decrement  of  the  motion  and  is  generally  denoted  by  X.    Thus 

From  (31 )  we  obtain 

If  we  write  ivjli  =  R  cos  «,  )c/2«i'  =■  R  sin  e,  we  have 

tane=,*^»,    =^-,   JJ  =  1^860*     .     .     .     (34) 

IJKing  this  value  of  tan^,  and  the  equation  4n^iT^=MIIImk^j 
in  (32),  we  obtain  after  reduction 

Tj  =  r  sec  tf (36) 

Equation  (33)  may  now  be  written 


'  »  -"^  sec  e.expi-  Kt/2mk^)  coa  (j^i  +  e) 
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But  when  t=0,  dO/di^MGQlml^,  so  that  the  last  equation  gives 

J  _  MGQ  1\ 
Tlius 


dS  _MGQ 
dl        mk^ 


nece  .  ex-p  {"ini  ,  ts^nelTi)  cosf^^l  +  e\  .  (36) 


Putting  in  this  d3/d£  «  0,  we  get  the  value  of  t  when  the  first 
deflection  (or  "throw'*)  ^^  has  just  been  completed.  Thus 
t  =  Ti  {n/2  -  c)/27r.     Hence  (31)  becomes  for  this  value  of  / 

^1  =  2r    — r^  ^^  !(-?  +  «)  <^an  e\  cos  e 

-k'^''^{->-'lh'^'  ■  ■  ■  («^) 

But  if  the  oscillation  were  unretarded,  and  T  the  free  period, 
we  should  have  by  (32) 

or 

-^  =  4(^+V)- 

Working        Substituting  this  value  of  mk^  in  (37),  and  solving  for  Q,  we 
Formula    get  finally 

Ballistic  «  =  Tw-    -7^-=  *'^  •  ( -  tan-l  ^  )  •     •     •     (38) 

meter. 

This  gives  the  first  actual  elongation  ^'j.  If  the  damping 
be  very  slight  so  that  X  is  very  small,  we  get  approximately 
from  (38)  or  directly  from  first  principles,  the  equation 

«  =  H(l+iX)0', (38') 

We  shall  have  in  Chapters  X.  and  XI.  below  numerous 
examples  of  correction  of  observations  of  the  effects  of 
damping. 
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It  is  to  be  noticed  that  tliere  is  some  uncertainty  as  to  what 
the  action  of  the  air  actually  is  when  the  needle  of  the  ballistic 
galvanometer  is  suddenly  set  into  motion.  Any  magnetizing 
or  demagnetizing  action  on  the  needles  must  be  as  far  as 
possible  guarded  against  in  the  arrangement  and  use  of  the 
instrument.  The  deflection  on  this  account  ought  to  be  always 
kept  as  small  as  possible,  so  that  on  the  one  hand  the  needle 
may  never  deviate  far  from  the  direction  of  the  permanent 
field  in  which  it  is  placed,  and  may  on  the  other  be  always 
nearly  at  right  angles  to  the  axis  of  the  coil,  and  thus 
only  slightly  exposed  to  magnetizing  action  in  the  direction 
of  its  length. 

The  value  of  the  ratio  EG  may  be  found  by  sending  a  steady 
current  of  known  amount  y  (determined  by  electrolysis  as 
explained  at  p.  427  below,  or  by  a  standard  galvanometer,  or 
current  balance)  through  the  instrument  and  observing  the 
deflection  of  the  needle.  If  the  indications  follow  the  tangent 
law,  and  B  be  the  deflection,  then  HjQ  =  y/tan  B, 

If  the  indications:  do  not  follow  the  tangent  law  the  instru- 
ment can  be  calibrated  by  sending  steady  currents  of  different 
values  through  the  coil,  observing  the  deflections  and  interpo- 
lating for  other  currents  by  means  of  a  curve  plotted  from  the 
observations,  or  otherwise. 

A  condenser  of  known  capacity  C  charged  to  a  difference  of 
potential  F  measured  by  some  proper  arrangement,  may  be 
discharged  through  the  galvanometer  and  the  deflection 
observed.  This  gives  a  known  value  of  Q,  and  the  value  of 
HTJG  can  therefore  be  obtained  by  (38)  or  (38'). 

l^iese  methods  and  others' will  be  exemplified  below,  especi- 
ally in  Chapters  X.,  XI.,  and  XII. 

In  cases  in  which  the  transient  current  can  be  repeated  when 
desired,  successive  observations  may  be  made  without  waiting 
for  the  needle  to  come  to  rest,  by  using  the  method  of  recoil 
proposed  by  Weber.  The  current  is  first  sent  in  the  positive 
direction  round  the  coil,  and  the  needle  thereby  caused  to  swing 
to  its  maximum  deflection  in  the  positive  direction,  then  through 
zero  to  the  negative  side  and  back  again  to  zero.  At  the  instant 
when  the  needle  arrives  at  zero  the  second  time,  the  transient 
current  is  repeated  but  in  the  negative  direction,  tlius  reversing 
the  motion  of  the  needle,  which  swings  to  a  maximum  deflection 
on  the  negative  side,  then  back  again  through  zero  to  the  posi- 
tive side.  When  the  needle  returns  to  zero  from  the  positive 
side,  the  transient  current  is  repeated,  but  in  the  positive  direc- 
tion and  80  on,  a  fresh  impulse  being  given  in  the  opposite 


Un- 
certainty 
of  Ballistic 
Acidon. 


Elimina- 
tion of 
Constant, 
&c.,  for 
Ballistic 
Galva- 
nometer 
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Method  of  direction  to  motion,  every  time  the  needle  arrives  at  the  zero 
Recoil  for  position  after  a  complete  free  swing  from  side  to  side.  The 
Ballistic    angular  deflections    are    shown  in    Fig.  88,  which    explains 

uons.  g^  equation  (37)  the  first   deflection  $^  is  given  by  the 

equation — 


^.  =  '^V,?Tx..^.(-^tan-i^.)  =  ir« 


(39) 


When  the  magnet  swings  over  to  the  other  side,  the  numerical 
value  of  the  deflection  6^  ^^1  b®  given  by 

e  =KQt-K 


Recoil. 


Fig.  88. 

Theory  of  By  (36)  the  angular  velocity  with  which  the  needle  starts  is 
Method  of  MGQ/wk^,  and  that  with  which  it  returns  to  zero  is  MOQc-^/mJcK 
Hence  its  (positive)  angular  velocity,  when  it  returns  to  zero  the 
second  time,  is  MOOf-^jml^,  The  negative  angular  velocity 
given  then  is  MGQ/fn)c^,  so  that  the  velocity  is  now  numerically 
MGQ{l'-t-^)/mk^  in  the  negative  direction.  This  will  give  a. 
deflection  in  the  negative  direction  of  amount  ^i,  where 

^s  =  Jr«(l-€-2A). 

The  next  following  amplitude  will  be  positive,  and  will  have 
the  value 

^4  =  ^£-^(1  -c-2^)€-A. 

Lastly,  the  velocity  with  which  the  needle  returns  to  zero 
from  the  positive  side,  is  M GQ{1  -  (-^^)f-^/mk^,  and  the  positive 
velocity  then  imparted  being  MGQ/mHi^f  the  velocity  towards  the 
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poBitive  side  is  MGQ{1  -  (1  -f-2A)f-2A}/;i,^^and  the  deflection  B^ 
is  given  by 

and  80  on. 

We  have  for  the  first  group  of  four  deflections 

i^r'-' ^''^ 

and  the  same  thing  will  be  given  by  every  succeeding  group  of 
fonr  deflections.  Hence^  taking  all  such  groups  into  account, 
we  find 

23m  —  2^o  »  f.<^   Combina- 

^^3-2^1  Results  of 

which  gives  the  logarithmic  decrement.  Method  of 

Again,  from  the  values  of  the  deflection  found  above,  we  have     l^coil. 

ir<2(i+c-A)(i-c-2A)  =  ^,  +  ^^, 
ir<2(i  +  €-A)  =  ^^  +  ^^ 

Hence 

Kq  (1  +  €-A)  -  ifi,  +  ^,)f -2A  +  e^  +  B^ 


Kq(\  +  €-A)  =  (^4,^3  +  ^4»-2:€-2A  +  e^n-i  +  e^n, 

supposing  4«  deflections  to  be  observed.    Adding  the  last  set  of 
equations,  we  obtain 

=  5)  m-z  +  ^i-2  +  ej-i  +  Bi)  (1  +  €-2x)-  6^  _  e^ 

J=l  -(^4m-l  +  ^4n>--«Aj  .      .     .      (42) 

which  enables  Q  to  be  found  from  a  combination  of  all  the  ob- 
servations made. 

It  is  to  be  observed  that  this  method  cannot  be  conveniently 
used  if  the  damping  of  the  needle  is  very  small,  as  then  a 
regular  repetition  of  successive  sets  of  nearly  the  same  ampli- 
tudes would  be  difficult  to  obtain.  By  observing  the  successive 
pairs  of  free  elongations  any  change  of  zero  which  takes  place 
during  the  experiments  can  be  followed. 
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Formulae  are  eaaily  obtained  for  taking  into  account  the 

interval  occupied  in  the  passage  of  the  current^  if  that  is  in  the 

least  comparable  with  the  free  period  of  tlie  needle;  but,  as 

these  are  rarely  necessary,  we  shall  only  give  them  if  the  need 

arises  in  connection  with  any  electrical  measurement  described 

below. 

Method  of      ^®  ^^^7  ^^^  further  here  that  when  a  galvanometer  is  used 

Successive  ^^^  ^^  measurement  of  a  steady  current,  it  may  sometimes  he 

Observa-    desirable,  in  order  to  eliminate  any  variation  of  zero  due  to 

tion  for     variation  in  the  direction  of  the  earth's  force,  to  read  the  galva- 

Steady     nometer  as  follows.    The  current  sent  round  the  coil  of  the  gal  va> 

Current,    nometer  in  the  positive  direction  deflects  the  needle,  which  swings 

about  the  new  position  of  equilibrium.     The  first,  second,  and 

third  elongations  are  observed  ;  then  contact  is  broken  for  about 

half  a  whole  period,  so  as  to  let  the  needle  swing  beyond  zero ; 

next  the  current  is  sent  in  the  opposite  direction  to  that  in  which 

it  was  sent  at  first,  and  the  three  first  elongations  on  the  other 

side  observed  ;  then  the  contact  is  broken,  the  current  reversed, 

and  so  on  as  before. 

If  the  numerical   values  of    the    first    six    deflections    are 
^g,   we  have  for  the  deflection  due  to  the  steady 


^1,    ^2». 

current 


^  ^1  +  2^3  +  ^3  ^  e,  -f  2<^5  +  3^ 
4  4 

Se  =  e^  +  20^  +  B,  +  3,  +  20,  +  fi. 


(43) 


and  so  for  any  such  series  of  six  deflections. 

Some  account  of  methods  of  measuring  currents,  differences 
of  potential,  &c.,  in  alternating  circuits  will  be  given  in  a  later 
chapter.  Many  particular  devices  and  arrangements  which 
might  have  legitimately  found  a  place  in  this  chapter  will  be 
much  more  conveniently  described  in  connection  with  the 
experiments  in  which  they  were  originally  used. 
Lord  Lord  Kayleigh  and  Mrs.  Sidgwick  have  used  in  their  researches 

Rayleigh*8  on  the  electro-chemical  equivalent  of  silver  a  form  of  electro- 
Current    dynamometer  balance,  or  current-weigher,  in  which  the  fixed 

Weigher,  and  movable  coils  were  placed  with  their  axes  coincident,  and 
in  such  relative  positions  that  the  pull  along  the  axis  exerted  by 
one  coil-system  on  the  other  was  a  maximum.  The  fixed  coils 
were  the  large  coils  of  the  British  Association  electrodynamo- 
meter  described  above,  and  between  these  was  placed  a  coil  of 
silk-covered  wire  wound  on  a  ring  of  ebonite.  The  arrange- 
ment is  shown  in  Fig.  89,  which  explains  itself.  We  shall  show 
that  this  coil  placed  midway  between  tho  two  fixed  coils  was  in 
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the  position  to  have  maximum  force  exerted  upon  it  by  each  of 
the  latter  coils. 

The  use  of  a  current  weigher  such  as  this  has  several  important 
adrantages  over  either  the  galvanometer  or  ordinary  electro- 
dynamometer.  As  here  arranged,  the  accuracy  of  the  constant 
depended,  in  the  main,  only  on  the  determination  of  the  ratio  of 
the  radii  of  the  coils ;  the  necessity  for  finding  H  and  taking 
aecoant  of  its  variations  is  avoided ;  and  no  difficulty  as  to  the 
elastic  or  bi filar  constant  of  suspensions  exists.  The  actual 
observation  of  the  indications  is,  however,  a  somewhat  more 
elaborate  process  than  in  these  other  instruments,  involving  as 
it  does  an  exact  weighing.  It  can,  however,  be  carried  out  with 
great  exactness  by  a  skiUed  experimenter. 


Fio.  89. 


The  mutual  electro^kinetic  energy  T^  of  a  system  of  two  coils 
carrying  a  current  y  is  given  by  the  equation 

Tm^  nn'-^M (44)  Attraction 

between 
where  n,  n'  denote  the  numbers  of  turns  in  the  two  coils,  and  M 
denotes  for  the  present  the  mean  mutual  inductance  of  a  pair  of 
turns  one  in  each  coil.     Thus  if  x  is  the  distance  between  the 
coils,  the  force  F  exerted  by  one  on  the  other  is  given  by 


Two 
Parallel 
Coils. 


(46) 
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Force  It  is  well  to  notice  here  that  dM/dx  is  a  mere  number,  and 

depends  depends  therefore  only  on  the  ratios  a/a,  xja,  (or  x^a)^  of  the 

only  on  radii  of  the  coils,  and  of  the  radius  of  either  to  their  distance 

Ratios  of  ^part.    Thus  if  we  write 

Distances. 


Expres- 
sion for 

Force 
between 

Two 
Coaxial 
Circles. 


(46) 


^  is  a  homogeneous  function  of  zero  dimensions  in  a^  a,  x. 
Thus  we  have 

d/^^/da+Y-da  +  Y^^'     •     •     • 
da  da  ox 


(47) 


with,    by    Euler's    theorem    of  homogeneous    functions,    the 
condition 


(48) 


If  the  coils  are  so  placed  that  the  action  between  them  is  a 
maximum  df/dx  =  0,  and  (48)  gives 


da  da 


(49) 


Thus  by  (47)  equal  (proportional)  errors  in  the  estimation  of  a 
and  a  produce  no  effect  on  the  value  of/  provided  the  coils  are 
in  this  position.  Hence  d//dx  being  zero  there  is  (to  quantities  of 
the  second  order)  no  effect  produced  by  errors  in  the  estimation 
of  Xf  and  therefore  the  action  between  the  coils  depends  only  on 
the  ratio  a/a.  This  ratio,  as  will  be  explained  below,  can  be 
determihed  electrically  by  a  method  due  to  Bosscha,  without 
direct  n|easuremeat  of  either  a  or  a. 

The  value  of  M  for  different  arrangements  of  coils  is  given  in 
Chap.  V[.  above.  We  shall  use  at  present  the  expression  given 
at  p.  268  for  the  mutual  induction  of  two  coaxial  circles  of  radii 
a,  a,  and  distances  as,  (,  from  a  fixed  point  on  the  axis.  We 
have  thus 


r^\  r 


di 


3.4 


t^-ja 


+  3 


4.$i 


^(r  -  i 


a«)+, 


(50) 


where  r*  =  a^  +  ^*«    Here  a,  f ,  are  supposed  to  belong  to  the 
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small  coil,  and  to  be  considerably  less  than  a,  ar,  respectively. 
Thns  if  a/a  is  not  large,  the  value  of  dM/d^  will  be  given  to  a 
high  degree  of  approximation  by  the  iSrst  term  alone  of  this 
series.  Thus  writing/*  for  dMjd^  we  have,  taking  the  first  term 
only 


and  therefore 


OX  r^ 


Thus  dfjdx  vanishes  and  the  force  is  a  maximum  if  a^  =  4e*, 
or  2jc  =  tf,  that  is  when  the  distance  between  the  circles  is  half 
the  radius  of  the  larger. 

Neglecting  the  second  and  third  terms  in  (60)  which  involve 
(,  and  taking  into  account  the  part  of  the  third  term  which  in- 
volves a*,  differentiating  and  putting  a^  =  \a^  in  all  factors     . 
multiplying  a*,  we  get  as  a  second  approximation  to  the  value  of 
X  for  a  maximum,  ^ 

*  =  *«0-foS (^^) 

For  two  fixed  coils  at  equal  distances  on  opposite  sides  of  the    Force  on 

suspended  coil  the  odd  terms  vanish,  and  we  have  (still  sup-    Movable 

posing  that  the  coils  can  be  regarded  as  circles)  for  the  action        Coil 

between  one  of  the  fixed  coils  and  the  movable  one  ™^®^^®^° , 

Two  Fixed 

|Jf-^^*j,.2.3f+3.4.5-J^^)(f«-i„^  +  ...)    .(52)      ^^^^ 


The  coils  might  then  be  arranged  so  that  r^=|tf^  and  thus  to 
terms  of  the  fourth  order  in  a,  f,  the  value  of  dM/d^  would  be 
given  by 


dM 


2*'s/3 


=  1.2.3  *^.-  ^  -,  =  -2138  X  6jr2  -, 


On  the  other  hand,  if,  as  was  actually  the  case,  x  =  ^a, 
f^-1.2.3?;ir«^--2862x6,r2^;     .     . 


(53) 


(54) 


a  considerably  larger  value.     This  equation  multiplied  by  y^ 
gives  a  rough  estimate  of  the  force  which  would  be  produced  by 
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a  given  current  with  two  single  turns,  and  therefore  of  the  force 
to  be  expected  between  one  of  the  lized  coils  and  the  movable 
coil. 

By  equation  (50)  when  a  =  2a;,  we  have,  including  two  terms 
so  as  to  find  the  effect  of  ^  when  this  is  not  zero, 

af=-2862x6^?;(l-3-2§)     .    .    .    (55) 

In  the  current-weigher  used  a  was  26  cms.,  so  that  f  =  1  mm. 
and  neglected  could  only  give  rise  to  an  error  of  about  1/20,000. 
Thus  the  instrument  with  ordinary  care  as  to  adjustment  could 
be  regarded  as  quite  free  from  error  due  to  inaccurate  placing  of 
the  suspended  coil. 

As  the  ratio  of  the  galvanometer  constants  was  determined 
experimentally,  and  therefore  was  used  in  the  calculations,  we 
write  down  here  the  approximate  expression  for  the  force 
between  one  fixed  coil  and  the  suspended  coil  in  terms  of  this 
ratio  and  the  numbers  of  turns.  Putting  )9  for  the  value  of  the 
ratio  we  may  write  approximately 


o      «*       ^  « 


or 


Relative 
Effects  of 
Imperfect 
Insulation 
in  Coils. 


Thus  approximately  by  (56)  and  (44) 


i^=-2862x 


n 


e^. 


An  error  in  the  estimation  of  n'  the  number  of  turns  in  the 
suspended  coil,  or,  what  is  the  same,  any  defect  in  the  insula- 
tion, is  thus  ot  greater  importance  than  a  similar  inaccuracy  in 
the  estimation  of  n. 

The  ratio  jS  enabled  the  mean  radius  of  the  suspended  coil  to 
be  calculated.  The  attraction  between  the  coils  was  then  found 
by  an  expression  easily  obtainable  bv  differentiation  from  the 
value  of  M  given  in  elliptic  integrals  at  p.  142  above,  for  two 
coaxial  circular  conductors.    Thus  we  have 


■    (56) 
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where  sin  ^  =  k,  F  and  F  have  been  calcnlated  by  Legendre, 
and  were  used  by  Lord  Hayleigh  in  the  formation  of  a  table  of 
values  of  ira!sin|{2^-(l  +  8ec*f)E}  for  values  of  $  proceeding 
by  intervals  of  6'  frora  Sb""  to  70°. 

The  value  of  dAf/dx  was  then  found  for  the  actual  coils  of 
axial  breadths  26, 2)3,  2dy  2d  by  employing  the  following  formula 
of  quadrature,'*^  and  multiplying  by  nn'  the  product  of  the 
number  of  turns.  Thus/[tf,  a,  x)  being  the  value  of  dMjdx  for 
a  pair  of  mean  tums^  we  have  for  the  whole  coils, 


f{a  +  d,a,x)  +f(a  -  d,  a,  ar) 

+  /(«,  a+  d,x)  +/(tf,  a  -  d,  ar) 

+  /{a,  a,x  +  b)  +f{a,  a,  x  -  b) 

+  f{a,  a,  ar  +  /3)  +f(a,  a,  x  -  ff) 

-  2f{a,  a,  x) 


Calcula- 
tion of 

dM 

dx 
by 
Formula 
of  Quad- 
ratures. 


(57) 


We  can  now  proceed  to  give  an  abstract  of  the  experimental 
processes  and  results. 

The  suspended  coil,  C,  of  the  current-weigher,  which  had  been 
carefully  wound  with  silk-covered  wire  on  a  ring  of  ebonite,  was 
tested  for  insulation.  The  method  adopted  first  was  to  make  as 
nearly  as  possible  an  exact  copy  of  the  coil,  then  to  place  the 
coil  and  its  copy  side  by  side  with  their  axes  in  coincidence, 
and  join  them  in  series  so  that  a  current  could  flow  through 
them  in  opposite  directions.  A  galvanometer  with  a  needle  of 
long  period  of  free  vibration  was  included  in  their  circuit.  One 
pole  of  a  very  long  steel  magnet  was  then  thrust  suddenly 
through  the  opening  of  the  coils,  and  produced  in  them  oppo- 
site induced  currents,  which,  if  the  insulation  had  been  perfect 
in  both  coilsy  ought  to  have  together  produced  no  effect  on  the 
needle  of  the  galvanometer. 

It  was  found  however  that  the  copy  decidedly  preponderated 
in  magnetic  effect ;  a  result  which  pointed  to  faulty  insulation 
in  the  ebonite  coil.  A  comparison  of  the  ratios  of  the  self- 
inductions  of  the  separate  coils  to  the  mutual  induction  of  the 
pair  in  a  fixed  position  confirmed  this  conclusion,  and  the  coil 
was  thereupon  rewound. 

After  rewinding  it  was  tested  for  insulation  by  a  Hughes* 
induction  balance.    This  consisted  of  two  pairs  of  coils,  one 

*  This  formula  it  may  be  here  remarked  is  anplicable  not  only  to 
M/Xf  but  to  any  function  of  a,  a,  the  mean  rauii.  Thus  it  may  be 
used  to  ^ve  M  for  two  coils  if  /[a,  o,  a;)  denote  its  value  for  the 
mean  radii 
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pair  at  some  distance  apart  in  one  horizontal  plane  being  joined 
up  with  a  source  of  variable  current  in  a  primary  circuit,  the 
other  pair  in  positions  opposite  the  primary  coils,  and  at 
distiinces  finely  adjustable  by  means  of  screws,  being  joined  up 
^\dth  a  telephone  as  a  secondary  circuit  When  the  coils  had 
been  adjusted  to  exact  balance  the  introduction  of  a  small 
circlet  of  copper  *004  inch  in  diameter  between  a  priolary  and  a 
secondary  coil  gave  a  very  distinct  sound. 

The  ebonite  coil  placed  between  one  of  the  primary  coils  and 
its  opposite  secondary  gave  an  audible  sound,  but  much  less 
than  that  occasioned  by  the  copper  circlet.  When  the  ends 
were  joined  by  a  megohm  of  resistance  the  increase  of  sound 
was  quite  distinct;  which  showed  that  the  insulation-resistance 
was  decidedly  greater  than  a  megohm,  and  therefore  amply 
sufficient. 

Particulars      The  particulars  of  the  suspended  coil  were  as  follows  : 

of  Number  of  turns 242. 

Suspended  Radial  depth  25 -9690  cm. 

^oi\.  Axial  breadth  2)9 1-3843  cm. 

Mean  radius,  found  electrically  ) 

as  described  below  .    ,     .  J  1 0*24 78  cms. 

The  coil  was  made  of  copper  wire  insulated  with  silk  saturated 
by  paraffin  wax.     Its  resistance  was  about  10)  ohms. 
Particulars      The  particulars  of  the  fixed  coils,  Cj,  Cj,  as  derived  mainlv 
of  Fixed    from  a  record  in  Clerk  MaxwelPs  handwriting  in  the  Cavendish 
Coils.       Laboratory  note-book  were  as  follows  : 

Number  of  turns  in  each      .    .    .  225. 

Mean  radius,  a 24*81016  cms. 

Distance  of  mean  planes,  2s    «    .  25*000  cms. 

Radial  depth.  2c? 1*29  cm. 

Axial  breadth,  26 1*50  cm. 

Resistance  of  each  coil  (about)     .  14)  B.A.  units. 

By  measuring  the  distances  from  outside  to  outside,  and  from 
inside  to  inside,  of  the  grooves  filled  with  wire,  the  distance  of 
mean  planes  was  found  to  be  25  cms.  exactly.  The  half-di£Eer- 
ence  between  these  distances  gave  2d  =  1*5024  cm.  The  mean 
radius  and  number  of  turns  could  not  be  verified,  but  the  re- 
corded value  of  the  former  agreed  with  the  outside  circumference, 
and  the  check  on  the  counting  of  the  number  of  turns  given  by 
the  device  adopted  when  the  coil  was  being  wound,  of  at  the 
same  time  winding  string  on  a  drum  turning  with  the  coil, 
almost  absolutely  ensures  the  accuracy  of  the  number  given. 
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The  ratio  of  the  radii  was  found  as  foUowa     One  of  the     Experi- 
djrnamometer  coils,  and  the  suspended  coil,  were  made  concen-     mental 
trio    and  coaxial   with  their  planes  vertical  in  the  magnetic      Deter- 
meridian,  and  a  small  needle  was  hung  at  the  common  centre.    J™^*^^^"- 
A  diagrammatic  sketch  of  the  arrangements  is  shown  in  Fig.  90.  ^^  ^.^ 
D  is  the  dynamometer  coil,  ^  the  ebonite  coil,  iV  a  resistance  q      ta^ta 
box.     When  the  thick  copper  piece  P  was  made  to  join  the    ^'^ 
mercury  cnps  P,  fl",  the  current  from  a  cell  A  was  divided 
between  the  two  coils,  which  were  joined  so  that  the  current 
flowed  round  them  in  opposite  directions.    The  reversing  key  B 
enabled  the  current  to  be  sent  first  in  one  direction  then  in  the 
other  through  the  double  arc. 


Fig.  90. 


By  means  of  N  the  resistances  of  the  arcs  joining  6  and  P 
were  adjusted  so  that  no  deflection  of  the  needle  took  place.  It 
was  found  that  the  resistance  taken  from  N  which  gave  balance 
could  not  be  exactly  determined,  owing  to  inductive  effects  pro- 
duced by  the  reversal  of  the  current.  Readings  of  the  deflections 
of  the  needle  were  therefore  taken  for  imperfect  adjustments, 
with  values  of  the  resistances  on  opposite  sides  of  the  required 
value,  and  the  value  for  balance  obtained  from  these  by  inter- 
polation. 

The  ratio  of  the  resistances  of  the  double  arc  was  then    Measure- 
obtained  by  making  the  two  arcs   adjoining  branches  of  a     ment  of 
Wheatstone  bridge.    This  was  done  by  withdrawing  the  copper  Balanciug 
piece  P,  which  had  the  effect  of  converting  the  arrangement     Resist- 
mto  a  Wheatstone  bridge  of  which  one  pair  of    adjoining    **^^®?^°  - 
branches  were  D  and  B^  N,  connected  at  (7,  the  other  pair  a      n^g  ^ 
series  of  three  resistance  coils  (composed  of  two  single  units  and        ^    * 
a  24  unit  coil)  and  a  coil  of  20  units  with  its  terminals  connected 
by  a  high  resistance  coil  K,   These  branches  were  connected  with 
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one  another  at  L,  and  with  the  other  pair  at  the  cups  F,  H.  The 
hattery  terminalB  were  attached  at  C^  L,  and  those  of  a  sensitive 
testing  galvanometer,  g,  at  F,  H,  Thus  the  ratio  of  the  resistances 
was  determined,  and  for  one  dynamometer  coil  was  found  to  be 
on  three  different  occasions  2-60087, 2*60098,  2-60113,  or  a  mean 
of  2*60099.  The  same  coil  tested  with  another  set  of  resistances 
gave  on  two  occasions  in  like  manner  2*60046,  2*60026,  or  a 
mean  of  2*60036.  The  mean  was  thus  2*60067.  For  the  other 
coil  2-60072  was  found. 

If  ^1,  G\  be  the  galvanometer  constants  of  the  two  coils,  y,  -y' 
the  currents  flowing  in  them  when  their  conjoint  magnetic  effect 
at  the  centre  was  zero,  we  have  nG^^y  and  n'G\y'  for  the  magnetic 
effects  due  to  the  coils,  and  nGJn'G'i  =  y/y.  But  if  J?,  B!,  be 
the  resistances  of  the  branches,  yly  =  B*/By  and  therefore 


nGi 
n'G\ 


(58) 


But  using  for  each  coil  the  value  of  G^  given  at  p.  269  above, 
putting  a:  =  0,  (  =  0,  since  it  is  the  magnetic  forces  at  the 
common  centre  that  are  in  question,  we  find 

».-7  (■  +  »?-'?) 
^.-l'('+»?-'5) 


1  4.  1  ^  -  *  *' 


(59) 


Now  the  known  values  of  a,  i,  e/,  ^3,  d,  and  the  approximately 
known  value  of  a  gave  at  once  the  value  1*001296  for  the  second 
fraction  on  the  right  of  the  last  equation.     Hence 

«  =  !!5  X  2*60070  X  1-001296  X  a  =  2*42113a    .    (60) 
242 

Adjust-  The  suspended  coil  was  adjusted  in  position  in  the  cnrrent- 

ment  of  weigher  by  tirst  suspending  it  in  a  horizontal  position,  and  then 

Suspended  levelling  and  otherwise  adjusting  the  positions  of  the  dynamo- 

^il*  meter  coils.    A  movable  piece  stood  on  three  feet  on  the  top  of 
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the  upper  dynamometer  ring,  and  in  every  position  touched  its 
inner  cylindrical  face  in  other  two  points.  This  piece  was  moved 
round  the  coil,  and  carried  with  it  a  pointer  which  thus  described 
a  circle  coaxial  with  the  fixed  coils.  When  the  latter  were  pro- 
perly placed  the  pointer  just  played  exactly  round  the  outer 
surface  of  the  suspended  coil. 

The  level  of  the  suspended  coil  was  ad  justed  by  carrying  along 
the  upper  face  of  the  upper  dynamometer  ring  a  straight  rule 
provided  with  a  pointer  which  just  reached  down  and  touched 
the  upper  surface  of  the  suspended  bobbin  when  that  was  in  the 
proper  position.  The  level  of  the  dynamometer  coils  was 
changed  until  this  point  when  moved  about  just  scraped  over 
the  upper  surface  of  the  suspended  coil. 

The  value  of  J{a,  a,  ar)  was  ttX  1*044676.     From  this,  by  the       p-jj^| 
table  of  values  of  the  elliptic  integral  expression  referred  to    y^iue  of 
above,  the  terms  of  the  expression  on  the  right  of  (67)  were       qj^h 
calculated  and  gave  g^' 

|^  =  7r««'X  1-044627 (61) 

If  in  any  experiment  the  current  was  y,  the  attraction  or 
repulsion  between  each  fixed  coil  and  the  suspended  coil  was 
nn'y^f.  If  m  denote  the  observed  difference  of  weights  applied 
before  and  after  the  reversal  of  the  current 

4Huy/=m^X  -99986, 

where  "99986  is  the  correcting  factor  for  the  air  displaced  by 
the  weights  m,  and  ff  is  the  acceleration  produced  by  gravity  at 
the  place  of  experiment.  This  was  taken  as  981*2822  in  centi- 
metre-second units.     Hence  m  being  taken  in  grammes 

.^         981-2282  X  -99986        m 
^      4  X  220  X  242  X  1  044627  n 
or 

y  =  037048  V7^ (62) 

Sir  William  Thomson  has  constructed  current- weighers  or     Sir  W. 

balances  for  use  as    standards    for   current   measurement  in  Thomson's 

practice,  and  as  instruments  on  the  principle  of  the  balance  Standard 
have  been  adopted  for  the  same  purpose  by  the  Board  of  Trade     Current 

Committee    on    Electrical    Standards    (see     their    Report    in  Balances. 
Appendix)  we  give  here  a  short  account  of  the  most  generally 
useful  form  of  these  balances. 


Digitized  by  VjOOQIC 


408 


GALVTANOMETRY 


These  instraments  are  based  on  the  principle^  set  forth  in  Chap. 
III.  above,  of  the  mutual  action  between  the  fixed  and 
movable  portions  of  a  circait  carrying  a  barren t.  Each  of  the 
matually  influencing  portions  consists  in  most  of  the  instruments 
of  one  or  more  complete  turns  or  spires  of  the  conductor,  but  in 
some  cases  consists  of  only  half  or  part  of  a  turn.  In  all  cases 
in  what  follows  we  shall,  following  Sir  W.  Thomson,  call  each 
portion  a  rinq. 

In  each  of  the  balances,  except  that  for  very  strong  currents 
(the  kilo-ampere  balance),  the  movable  portion  of  the  conductor 
consists  of  two  rinses,  carried  with  their  planes  horizontal  at  the 
extremities  of  a  balance  beam  free  to  turn  in  the  ordinary  way 
round  a  horizontal  axis.  Above  and  below  each  ring  on  the 
beam  is  a  fixed  ring  with  its  plane  parallel  to  that  of  the  movable 
ring.  The  rings  are  (except  in  what  is  called  the  Composite 
Balance  *)  all  joined  in  series,  and  the  current  to  be  measured 
is  sent  through  them  so  that  the  mutual  action  between  the 
movable  ring  at  one  end  and  each  of  the  two  fixed  rings  there 
is  to  raise  that  movable  ring,  while  the  mutual  action  of  the 
other  CTOup  of  three  rings  is  to  depress  the  corresponding 
movable  ring.  The  action  is  therefore  to  turn  the  beam  round 
the  horizontal  axis  on  which  it  is  pivoted,  with  for  any  given 
position  a  couple  varying  as  the  square  of  the  current  flowing. 

Fig.  91  shows  diagrammatically  the  rings  and  the  course  of 

the  current  through  them,    a,  e,  A, /are  the  two  pairs  of  fixed 

rings,  c,  d  the  movable  rings.    The  current  entering  by  the 

terminal  T  passes  round   all  the  rings  in  series,  in  the  two 

j^frange-    movable  rings  in  opposite  directions,  and  returns  to  the  terminal 

ment  and   T^,    Since  each  movable  ring  is  in  general  in  a  magnetic  field, 

Action  of  terrestrial  or  artificial,  which  has  a  horizontal  component,  it 

Balance,    tends  to  set  itself  so  that  the  greatest  number  of  horizontal  lines 

of  force  may  pass  through  it  (Chap.  III.  above)  and  therefore  is 

acted  on  by  a  couple  which  tends  to  turn  the  beam  round  its 

axis.     But  since  the  current  passes  round  the  movable  coils  in 

opposite  directions,  and  these  are  very  approximately  equal,  the 

two  couples  are  nearly  equal  and  opposite,  and  the  instrument 

is  practically  free  from  disturbance  by  horizontal  magnetic 

force. 

The  turning  couple  produced  by  the  mutual  action  of  the  fixed 
and  movable  rings  is  balanced  for  the  horizontal  or  "sighted 
position"  of  the  beam  by  an  equal  and  opposite  couple  produced 
(in  the  manner  more  particularly  described  below)  by  a  station- 
ary weight  at  the  end  of  the  beam,  and  a  sliding  weight  placed, 

*  See  the  Author's  smaller  Treatise,  2nd  ed.  p.  107. 
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steelyard  fashion,  at  a  suitable  point  on  a  graduated  bar  attached 
to  the  beam.  The  amount  of  the  current  flowing  in  the  rings  is 
deduced  from  the  amount  of  the  equilibrating  couple  thus 
applied,  or  rather  from  a  number  proportional  to  it,  by  means  of 
a  table  of  reckoning. 
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Fig.  91. 


Most  of  the  constmctive  details  will  be  made  out  from  Fig.  92 
which  shows  the  Standard  Centi-aropere  Balance,  and  illustrates 
the  arrangement  of  the  beam,  the  graduation,  and  the  mode  of 
applying  the  equilibrating  couple,  for  all  the  instruments. 

The  beam  is  hung  on  two  trunnions,  each  supported  by  a  flat 
elastic  ligament  made  of  fine  copper  wires,  through  which  the 
current  passes  to  and  from  the  movable  rings. 

The  horizontal  or  sighted  position  of  the  beam  is  that  in 
which  the  pointers  on  the  extreme  right  and  left  are  at  the 
middle  divisions  of  their  scales.  This  position,  in  all  the  in- 
struments in  which  a  movable  ring  is  acted  on  by  two  fixed 
rings  between  which  it  is  placed,  is  not  that  midway  between  these 
two  rings,  as  that  would  be  a  position  of  minimum  force  and  there- 
fore of  instability.  For  stability  it  is  so  chosen  that  the  movable 
ring  is  nearer  to  the  repelling  fixed  ring  than  to  the  attracting 
ring  by  such  an  amount  as  to  give  about  }  per  cent  more  than 
the  minimum  force. 

Fixed  to  the  beam  and  parallel  to  it  is  a  finely  graduated 
bar,  and  above  this  is  a  horizontal  fixed  scale,  called  the  In- 
spectional  Scale,  less  finely  divided.    Both  graduations  begin 
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from  zero  tm  the  extreme  left  and  have  numbers  increasing    Arrange- 
towards  the  right.    A  carriage  is  moved  along  the  graduated    ™®^,*  . 
bar  to  any  required  position  hj  a  sliding  piece  controlled  by  a   Applying 
cord  which  can  be  pulled  from  either  end,  and  this  carriage,  by  pg^^^inrr 
itself  or  with  an  additional  weight,  forms  the  movable  weight    "vv^eightg 
referred  to  above.     The  position  of  the  carriage  is  indicated  by 
a  pointer  which  moves  along  the  lower  scale.     Each  additional 
weight  has  in  it  a  small  hole  and  slot  which  pass  over  conical 
pins  in  the  carriage.    This  ensures  that  the  weight  is  always 
placed  in  a  definite  position.     The  balancing  weight  is  moved 
along  the  beam  by  means  of  a  self-releasing  pendant  carried 
by  the  sliding  piece  above  refeAed  to.    To  this  pendant  is 
attached  a  vertical  arm  (seen  in  the  figure)  which  passes  up 
through  the  recess  in  the  front  of  the  weight  and  carriage  and 
so  enables  the  carriage  to  be  moved  with  the  sliding  piece. 
The  stationary  weight  is  placed  in  the  trough  shown  at  the 
right-hand  end  of  the  instrument     The  trough  is  V  shaped, 
and  the  weight  cylindrical,   with   a  cross  pin  which  passes 
through  a  hole  in  the  bottom  of  the  trough.     The  weight  is 
thus  placed  in  a  perfectly  definite  position  and  always  has  the 
same  leverage.     It  is  so  chosen  as  just  to  keep  the  beam  in  the 
sighted  position  when  the  sliding  weight  is  at  the  zero  of  the 
scale. 

Since  the  mutual  action  of  the  rings  is  to  bring  the  beam  Device  for 
towards  the  sighted  position  when  displaced  by  the  weights,  Obtaining 
and  the  equilibrating  couple  is  that  due  to  the  displacement       Long 
of  the  sliding  weight  from  zero,  the  latter  couple  increases  as      Scale. 
the  current  increases,  and  hence  motion  of  the  sliding  weight 
towards  the  right  corresponds  to  increasing  currents.     The  use 
of  the  stationary  weight  gives  a  scale  of  double  the  length 
which  would  be  obtained  without  it. 

In  the  top  of  the  lower  or  finely  graduated  scale  are  notches  Graduated 
which  correspond  to  the  exact  integral  divisions  in  the  upper  Scale. 
fixed  scale.  Thus  the  reading  in  the  fixed  scale  is  got  when  the 
pointer  is  at  a  notch,  without  error  from  parallax  due  to  the 
position  of  the  eye.  The  reading  when  the  pointer  is  between 
two  notches  is  easily  obt-ained  by  inspection  and  estimation 
with  sufficient  accuracy  for  most  practical  purposes.  When 
however  the  greatest  accuracy  is  required,  the  reading  is  taken 
on  the  lower  scale,  with  the  aid  of  a  lens,  and  the  current 
strength  calculated  from  a  table  of  doubled  square  roots. 

Four  pairs  of  weights  are  given  with  each  instrument.     Of  Weights. 
these  one  set  is  for  tne  sliding  platform,  the  other  set  are  the 
corresponding  counterpoises.    The  weights  of  each  set  are  in 
the  ratios  1  :  4  :  16  :  64,  and  are  so  adjusted  that,  when  the 
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carriage  Ir  placed  with  its  index  at  a  division  of  the  inspec- 

tional  scale,  the  iDstrument  shows  a  current  of  an  integral 

number  of  amperes,  half -amperes,  or  quarter-amperes,  or  some 

decimal  subdivision  or  multiple  of   one    of   these    units    of 

current. 

Adjust-        '^^^  accurate  adjustment  of  the  zero  is  effected  by  a  small 

ment  of    nietal  flag  as  in  a  chemical  balance.     This  flag  is  set  in  any 

Zero.       required  position  by  means  of  a  fork  moved  by  a  handle 

beneath  and  outside  the  case  of  the  instrument.     The  sliding 

weight  is  brought  to  zero  with  the  corresponding  counterpoise 

in  the  trough,  and  then  the  flag  is  turned  to  one  side  or  the 

other  until  the  pointer  of  the  beam  (seen  on  the  extreme  right 

and  left  in  Fig.  89)  is  just  at  zero. 

When  necessary  for  transit  or  otherwise,  the  beam  in  the 
centi-ampere  and  deci-ampere  balances  is  lifted  oft  its  sup- 
porting ligament  by  turning  an  eccentric  by  a  shaft  under  the 
sole-plate  of  the  instrument.  In  the  other  balances  the  beam 
is  fixed  for  carriage  by  placing  distance  pieces  between  the 
upper  and  lower  parts  of  the  trunnions  and  screwing  them 
together  by  milled  headed  screws  kept  always  in  position  for 
the  purpose. 


Section  IL 


MEASUREMENT  OP   CURRENTS   AND  GRADUATION   OF 
INSTRUMENTS  BY  ELECTROLYSIS. 


Determi- 
nation of 
Electro- 
Chemical 
Equiva- 
lent of 
Silver. 


We  shall  now  shortly  describe  the  process  of  determining 
the  electro-chemical  equivalent  of  silver  pursued  by  Lord 
Rayleigh  and  Mrs.  Sidgwick.  The  arrangement  of  apparatus 
is  shown  in  Fig.  92.  A  circuit  was  made  up  of  a  batteiy  A  in 
series  with  three  silver  voltameters,  a  tangent  galvanometer  D 
(which  gave  a  rough  measurement  of  the  current),  the  current 
weigher  FjO^  described  above  (p.  398).*  The  voltameters  were 
each  composed  of  a  platinum  bowl  which  served  as  kathode, 
and  an  anode  of  pure  silver  plate  suspended  horizontally  above 


*  The  rest  of  the  arrangements  shown  in  Fig.  89  have  no  relation  to 
the  electro-chemical  determination.  They  were  required  for  the 
experiments  on  Clark  cells  described  below  (p.  433). 
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the  bowl  in  the  electrolytic  liquid,  which  was  a  solution  of  pure 
nitrate  of  silver.  To  prevent  disintegrated  silver  from  falling 
from  the  anode  the  plate  was  wrapped  round  with  pure  filter 
paper  secured  at  the  back  with  sealing  wax.  The  electrolyte 
was  in  general  a  neutral  solution  of  15  parts  by  weight  of  pure 
silver  nitrate  in  100  parts  of  water.  The  area  of  deposit  in  two 
of  the  basins  was  about  37  square  centimetres,  and  75  square 
centimetres  in  the  other. 

After  a  number  of  trials  of  the  addition  of  acetate  of  silver  in 
small  quantity  to  the  pure  nitrate  solution,  it  was  found  that, 
while  the  acetate  had  the  desired  effect  of  giving  a  firmly 
coherent  deposit  of  close  texture,  the  very  closeness  of  its  tex- 
ture rendered  very  difficult  the  after  freeing  of  the  deposit  from 
retained  salt  or  other  impurity  tending  to  increase  its  weight. 
It  was  therefore  decided  to  use  pure  nitrate  solutions,  which  it 
was  found  after  all  gave  deposits  coherent  enough  for  the  sub- 
sequent treatment. 
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Form  of 
Volta- 
meters. 


Fig.  93. 

The  procedure  in  an  experiment  was  as  follows.    The  current  Details  of 
roughly  regulated  to  the  desired  value  was  allowed  to  pass  an  Experi- 
through  the  current  weighing  apparatus  for  half  an  hour,  but      ment. 
not  through  the  voltameters.     The  copper  conductors  of  the 
circuit  heated  somewhat,  and  thus  the  current  slightly  fell  off 
during  this  time.      The  voltameters  in  the  meantime    were 
charged  witli  the  solution,  and  the  anodes  fixed  in  position. 
Then  when  all  had  been  adjusted  the  current  was,  at  an  instant 
observed  on   a  chronometer,   sent    through    the    voltameters 
arranged  in  series  ;  and  the  weights  then  required  to  bring  the 
pointer  of  the  suspended  coil  to  zero  were  observed.  At  intervals 
the  current  was  reversed,  and  the  change  of  weights  observed. 
For  one  direction  of  the  current,  of  course,  the  electromagnetic 
action  assisted  gravity,  in  the  other  opposed  it 

The  following  table  gives  the  result  of  a  series  of  experiments    Result  of 
made  on  March  10,  1884.    The  two  sets  of  numbers  are  the    Series  of 
weights  which  had  to  be  added  to  give  eouilibrium  according  as     Experi- 
the  current  was  in  one  direction  or  the  other.  ments 


Digitized  by  VjOOQIC 


414 


CURRENT-MEASUREMENT  BY  ELECTROLYSIS 


Force  on 
Current 
Weigher. 


Time  of  Weighing. 

Weight  in  Grammes. 

I              ^• 

M. 

s. 

1            4 

19 

30 

7-694 

25 

0 

6-795 

32 

15 

7-698 

40 

20 

6-791 

4 

42 

50 

7-699 

60 

30 

6-790 

4 

53 

10 

7-699 

56 

30 

6-789 

6 

1 

15 

6-789 

Current  sent  through  voltameters  at  4h.  17m.  interrupted  at 

5h.  2m. 
Difference  of  weights  =  2  X  Force  on  suspended  coiL 
The  curves,  Fig.  94,  show  these  results  for  each  position  of  the 

key. 


XI 


4.30  4.40 

Fio.  94. 


The  current  was  integrated  by  dividing  the  whole  interval  of 
45  minutes  during  which  the  current  was  flowing  into  9 
intervals  of  5  minutes  each,  and  the  magnitude  of  the  current 
at  the  middle  of  each  interval  was  taken  to  represent  its  value 
during  the  period. 

The  difEerences  of  the  ordinates  of  the  curves  of  Fig.  94,  at 
the  middles  of  these  intervals,  g^ve  the  difference  of  weights, 
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and  therefore  twice  the  force  exerted  by  the  fixed  coils  on  the 
suspended  one.  These  differences  and  their  square  roots  are 
shown  in  the  following  table.  The  mean  of  the  square  roots  is 
the  square  root  of  the  difEerence  of  weights  which  would  have 
been  shown  by  the  mean  current. 
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Time. 

Difference  of  Weighte. 

Sq.  Root  of 
Difference  of  Weights. 

H.    M.       S. 

4      19     30 

•897 

•9471 

4    24    30 

•900 

•9487 

4    29    30 

•904 

•9608 

4    34    30 

•906 

•9618 

4    39    30 

•908 

•9629 

4    44    30 

•908 

•9629 

4    49    30 

•909 

•9634 

4    64    30 

•910 

•9639 

4    59    30 

•910 

•9539 

Mean    -96171 

The  46  minutes'  interval  during  which  the  experiment  lasted  Correction 
was  corrected  for  tho  time  taken  to  work  the  reversing  key.    for  Time 
This  was  done  by  carrying  the  main  current,  between  the     I^*^*  ^^ 
battery  and  the  key^  round  a  reflecting  galvanometer  consisting  Reversals. 
of  a  few  turns  of  wire.    The  momentary  stoppage  of  the  cur- 
rent caused  the  needle  to  fall  back  towards  zero,  and  from  the 
observed  amount  of  the  corresponding  motion  of  the  spot  of 
light,  and  the  period  of  the  needle,  the  time  of  duration  of  the 
interruption    could    obviously    be     found.      The    correction 
rendered  necessary  was  ^083  second  for  each  operation.    This 
brought  down  the  whole  interval  by  '6  second,  or  to  2699*4 
seconds. 

The  deposits  were  washed  immediately  after  formation  first   Washing 
with  alcohol,  then  with  boiling  water,  and  lastly  with  cold         of 
water.    They  were  then  left  to  soak  in  water  overnight,  then    Deposits 
rinsed  and  put  to  dry  in  an  air-bath  at  160°  C.    After  cooling 
over  a  desiccator  the  deposits  were  weighed,  then  wore  heated 
nearly  to  redness  over  a  spirit  lamp  to  drive  off  traces  of 
adhering  salt,  then  cooled  ana  weighed  again. 
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Results  of  The  following  table  gives  the  results  of  the  weighings  for  tlie 

Series  of  set  of  experiments  ah-eady  referred  to  : — 
Experi- 

WSSi.of  March  10,  im. 
Deposits. 


Large  bowL    L 

Pure  Nitrate. 

Normal  Strength. 

Large  bowL    IL 

Pnre  Nitrate. 
Double  Strength. 

Small  bowL    IlL   . 
Pure  Nitrate.       i 
Normal  Strength. 

Before  deposit 
After   deposit, 

first  weighing 
Gain  .  •  .  . 
After      strong 

heating  .  . 
Gain  .... 

80-4490  grms. 

81-5138    ^ 
1-0648    „ 

81-5135    „ 
1-0645    „ 

17-2958  grms. 

18-3628    „ 
1-0643    „ 

18-3627    „ 
1-0642    „ 

21-8789  grma. 

22-9434    „ 
1-0645    „ 

22-9433    „        , 
1-0644    „ 

Mean  gain  1*0644  grammes. 

Final 
Result  of 
Several 
Series  of 
Experi- 
ments. 


Electro- 
Chemical 
Equiva- 
lent of 
Silver. 


Thus  the  amount  of  silver  deposited  per  second  is  1*0644/ 
2699-4.  Dividing  the  mean_6quare  root  of  the  difference  of 
weights  by  this  we  get  V»»/(rate  of  deposition)™  "95171  X 
2699-4/1-0464  =  24137. 

The  mean  result  of  several  series  of  experiments  was  to  give 
instead  of  the  last  found  number  2414-45.  From  this  the  value 
of  the  electro-chemical  equivalent  of  silver  was  deduced.  We 
have  seen  that  if  ••  is  the  difference  of  weights,  we  have 

y  = -0370484  \/« 

If  IP  be  the  electro-chemical  equivalent  of  silver,  we  have  for 
the  rate  of  deposit  try.    But 


Hence  as  final  result 

_      1        Vw 
""  "*  2414-46  V 


^  =  2414-46. 

^ 1 ^ 

'  2414-46  X  -0370484  ' 


•0m794.    (63) 
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It  is  stated  in  the  paper  that  the  strength  of  the  nitrate 
solution  may  be  considerably  varied  without  affecting  the  result 
if  the  current  does  not  exceed  ^  ampere  for  the  37  sq.  cms.  area 
of  deposit  In  this  case  a  4  per  cent,  solution  may  be  used. 
If  the  currents  are  comparatively  strong,  the  solutions  should  be 
from  15  to  30  per  cent  in  strength.  Too  weak  a  solution  would 
give  a  somewhat  loose  deposit  Currents  not  exceeding  IJ 
ampere  can  be  conveniently  measured  by  running  them  for 
about  a  quarter  of  an  hour  through  a  strong  solution. 


Depend- 
ence of 
Result  OB 
Strength 
of  Solution 
and 
Current 
Densityi 


ttVj^ 


Fig.  95. 

The  graduation  of  instruments  for  use  as  standards  in  prac- 
tical electricity  is  now  carried  out  with  great  accuracy  in  Sir 
William  Thomson's  laboratorjr  by  means  of  the  electrolysis  of 
copper  sulphate.  The  behaviour  of  this  substance  as  an  elec- 
trolyte, and  hence  the  conditions  necessary  for  obtaining  con- 
sistent results  in  its  use,  and  the  ratio  of  the  electro-chemical 
equivalent  of  copper  to  that  of  silver,  were  carefully  investi- 
gated by  Prof.  T.  Gray,*  who  was  for  some  time  in  charge  of  the 
graduation  of  Sir  W.  Thomson's  standard  instruments,  and  a 
short  account  of  his  results  is  here  given. 

*  See  a  paper  on  the  ''Electrolysis  of  Silver  and  Copper,"  T.  Gray, 
Phil.  Mag.  Oct  1886,  from  which  the  details  here  given  are  mostly 
taken.  See  also  a  paper  by  A.  W.  Meikle,  Electrical  Engineer,  Mar. 
23,  1888. 

VOL.   XL  E  E 
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Form  of 
Volta- 
meter. 


A  form  of  cell  very  convenient  for  use  with  solutions, 
whether  of  nitrate  of  silver  or  solphate  of  copper,  when  the 
current  strength  is  not  greater  than  10  amperes,  is  shown  in 
Fig.  95.  It  consists  of  three  parallel  plates  of  pure  silver,  or 
pure  copper,  suspended  from  spring  clips  in  a  glass  vessel  con- 
taining the  proper  solution.  Tnis  form  of  cell  has  the  advan- 
tages of  giving  light  plates,  which  facilitate  the  accurate 
weighing  of  the  amount  of  loss  or  gain  of  metal,  and 
allowing,  when  silver  is  used,  and  the  size  of  the  plates  in 
properly  proportioned,  the  loss  from  the  anode  to  be  used  as  a 
check  in  estimating  the  gain  on  the  kathode.  There  is  of 
course  the  objection  which  attends  the  use  of  vertical  plates, 


Fio.  96. 


Form  of 
Plate- 
holder. 


that  the  solution  becomes  less  dense  near  the  kathode,  but  the 
only  practical  effect  due  to  this  has  been  found  to  be  a  slightly 
greater  thickness  of  deposit  in  the  lower  part  of  the  plate  due 
to  the  greater  density  there. 

Lord  Bayleigh  has  used,  as  explained  above,  as  voltameter  a 
platinum  bowl  as  kathode,  and  a  silver  plate  as  anode.  This 
cell,  though  it  has  several  advantages,  has  been  found,  accord- 
ing to  Prof.  T.  Gray's  experience,  more  diflScult  to  manipulati 
than  that  here  described. 

The  form  of  clip  or  plateholder,  as  illustrated  in  Fig.  96, 
almost  explains  itself.  It  is  made  of  stiff  platinoid  or  brass 
wire.  A  piece  is  taken  of  the  proper  length,  bent  into  a  close 
loop  at  the  middle,  then  each  half  wound  two  or  three  times 
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round  a  rod  of  metal  to  form  springs  as  shown,  and  the  two 
ends  bent  round  to  meet  side  by  siae,  and  there  soldered  to  a  stiff 
back-piece  of  brass.  The  springs  when  soldered  in  position 
should  cause  the  loop  to  press  firmly  against  the  back-piece  so 
as  to  form  a  firm  clip. 

The  stems  of  the  two  outer  clips  when  in  position  are  con- 
nected by  a  cross-piece  a  of  copper.  Both  are  insulated  from 
the  inner  clip  by  a  block  of  vulcanite  through  which  its  stem 
passes.  This  whole  arrangement  of  cross-piece  and  insulating 
block  is  fixed  on  the  top  b  of  the  wooden  framing  shown  in 
Fig.  95. 

The  two  plates  attached  to  the  outer  clips  form  the  anode  of 
the  electrolytic  cell,  and  the  plate  between  them  the  kathode. 
The  kathode  thus  gains  on  both  sides,  and  as  it  is  safer  to  use 
the  gain  than  the  loss  of  metal  in  estimating  the  current,  the 
weight  of  the  plate  itself  is  thus  made  as  small  as  possible  in 
comparison  with  the  alteration  in  weight  to  be  determined. 

Since  the  form  of  cell  shown  in  Fig.  95  was  arrived  at,  it  has 
been  improved  by  the  substitution  for  the  cover  ^  of  a  rectangle 
of  wood,  well  soaked  in  paraffin  or  varnished,  which  carries  on 
one  side  the  clips  for  the  anode,  and  at  the  middle  of  the 
opposite  side  the  single  clip  for  the  kathode. 

When  currents  of  over  10  amperes  are  to  be  used  the  form 
of  cell  shown  in  Figs.  97,  98  is  preferable.    An  insulating  rim 


^^* 


Form  of 
Volta- 
meter for 

Larger 
Currents. 


Fio.  97. 


Fio.  98. 


rests  on  the  top  of  the  cell,  which  for  the  larger  sizes  is  con- 
veniently made  of  earthenware  and  of  rectangular  shape.  A 
groove  in  the  rim  fits  the  top  of  the  cell  loosely  so  that  the  rim 
with  its  attachments  can  be  easily  removed  and  cleaned.  To 
the  rim  are  fixed  on  opposite  sides  two  sets  of  spring  clips,  each 

E  E  2 
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Prepara- 
tion of 
PJates. 


Electro- 
lysis of 
Silver. 


FiQ.  99. 


raade  as  shown  in  Fig.  99,  by  soldering  flat  strips  of  springy 
metal  to  a  stiff  base-piece  which  can  be  screwed  to  the  insulating 
rim  of  the  cell.  To  make  the  effective  area  of  the  plates  as 
great  as  possible  in  comparison  with  the  ineffective  part,  the 
part  above  the  liquid  is  cut  away  to  two  narrow  strips  connect- 
ing the  lower  part  to  an  upper  cross  bar  e,  d.  One  end  e  of 
this  cross-bar  rests  in  a  clip,  the  other  in  a  notch  in  the  insu- 
Ihting  rim.  Anode  plates  and  kathode  plates 
alternate  with  one  another,  and  there  is  one 
more  of  anodes  than  of  kathodes,  so  that  each 
kathode  is  between  two  anodes.  In  large  cells 
where  the  plates  are  close  and  liable  to  touch, 
they  are  kept  apart  by  two  ^-shaped  glass 
tubes  hung  over  each  alternate  plate. 
With  regard  to  the  size  and  preparation  of  plates  it  was 
found  that  in  the  cases  of  both  silver  and  copper  there  is  a 
certain  density  of  current  (current  strength  per  unit  of  area  of 
plate)  which  gives  the  most  adherent  and,  in  the  case  of 
silver,  most  finely  crystalline  deposit.  When  silver  is  used 
there  is  a  tendency,  if  the  plate  be  too  large  or  too  small,  for 
the  crystals  of  deposited  silver  to  grow  out  branch-like  from 
one  plate  to  the  other,  an  effect  which  is  most  marked  where 
there  is  a  sharp  edge  or  comer.  Hence  the  plates  must  have 
their  edges  and  corners  rounded  off  to  prevent  the  formation  of 
these  **  trees,"  which  cause  great  risk  of  loss  of  silver  from  the 
plate  in  its  treatment  before  being  weighed. 

The  best  deposit  has  been  found  to  be  obtained  with  a  solu- 
tion made  with  five  parts  by  weight  of  nitrate  of  silver  to  95 
of  water,  and  a  kathode  plate  giving  not  more  than  600  sq.  cms. 
nor  less  than  200  sq.  cms.  of  active  face  to  the  ampere  of 
current.  If  a  stronger  solution  be  used,  the  density  of  current 
may  be  somewhat  increased,  but  the  strength  should  not  be 
less  than  4  per  cent,  nor  greater  than  10  per  cent. 

The  anode  plates  should  be  considerably  greater  in  area  than 
the  kathode  plates  if  their  surface  is  to  remain  bright  and 
moderately  hard  so  as  to  admit  of  the  plates  being  weighed  if 
necessary.  The  density  of  the  current  for  them  should  be  less 
than  one  ampere  to  400  sq.  cms. 

If  the  anodes  are  of  rolled  sheet  silver  the  surface  skin 
should  be  polished  off  with  fine  silver  sand,  and  the  plate  washed 
in  distilled  water  before  being  used ;  as  otherwise  the  silver 
would  be  dissolved  away  from  under  the  skin,  which  would 
han^  as  a  loose  sheet  ready  to  break  away  when  the  plate  was 
moved.  A  plate  of  silver  becomes  soft  and  inelastic  by 
repeated  use  as  an  anode,  owing  to  solvent  action  going  on 
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below  the  surface,  and  to  remedy  this  should  be  heated  after 
being  used  each  time  to  a  red  heat  in  the  flame  of  a  spirit  lamp. 

The  following  mode  of  treating  silver  plates  has  been  found  Treatment 
very  successful.  The  plate  cut  from  the  new  sheet  has  its  of  Silver 
comers  first  rounded  and  smoothed,  then  is  polished  with  fine  Plates, 
silver  sand  in  water,  rubbed  on  with  a  soft  clean  pad  of  clotn, 
so  as  to  remove  the  skin  above  referred  to,  and  still  leave  a 
smooth  surface.  A  gentle  stream  of  clean  water  is  then  run 
over  tlie  surface  from  a  tap  to  remove  the  sand,  next  the  plate 
is  washed,  first  with  clean  soap  and  water,  then  with  water 
alone,  then  immersed  for  a  few  minutes  in  a  boiling  solution  of 
cyanide  of  potassium,  and  finally  washed  thoroughly  in  a  stream 
of  clean  water.  The  plate  is  dried  in  a  current  of  hot  air,  for 
example  before  a  clear  fire ;  and  great  care  must  be  taken  in 
handling  it  after  it  has  been  cleaned  not  to  touch  it  with  the 
fingers,  otherwise  the  parts  which  have  been  in  contact  with  the 
skin  will  receive  no  deposit.  Of  course  the  plate  must  be 
allowed  to  cool  before  it  is  weighed  to  obviate  risk  of  distur- 
bance from  air  currents  in  the  balance  case. 

When  the  silver  deposit  is  to  be  washed  and  weighed,  the 
plates  are  gently  removed  by  easing  the  springs  to  prevent  risk 
of  rubbing  off  metal  by  the  friction  of  the  clips,  then  dipped 
gently  in  clean,  recently  distilled  water  contained  in  a  glass 
vessel,  80  that  any  small  crystals  which  may  fall  from  the  plate 
may  be  detected.  The  adherent  nitrate  solution  is  thus  to  a 
great  extent  removed ;  and  the  plates  are  then  laid  in  the 
bottom  of  u  shallow  glass  tray  containing  clean  distilled  water, 
and  washed  by  ffently  tilting  one  side  then  the  other  of  the 
tray  so  as  to  make  the  water  flow  gently  over  their  surfaces. 
Then  they  are  washed  in  a  second  tray  in  the  same  way,  and 
allowed  to  soak  for  a  quarter  of  an  hour  before  being  dried. 

To  dry  the  plates  one  comer  is  laid  on  a  pad  of  blotting- 
paper  and  the  greater  part  of  the  water  drained  off.  The  plate 
IS  then  dried  by  holding  the  upper  end  in  a  spirit  flame. 

The  electrolysis  of  copper  sulphate  with  copper  anode  and    Electro- 
kathode  gives  results  which  for  very  high  accuracy  in  standard-     lygia  ©*" 
izing  are  but  little  if  any  inferior  to  those  obtained  with  silver  :     Copper 
for  most  practical  purposes  results  quite  accurate  enough  can  Solj^ate. 
be  obtained  with  much  less  experimental  skill  on  the  part  of  the 
operator.    Repeated  experiments  made  in  the  Physical  Labora- 
tory of  the  University  of  Glasgow,  in  connection  with  the 
graduation  of  Sir  W.  Thomson's  standard  instramente,*  have 

*  See  the  Ref.  p.  417  above.  The  remarkable  concordance  of 
standardizings  made  at  different  times  is  illustrated  by  results  quoted 
in  Mr.  Meikle's  paper. 
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shown  that  under  certain  easily  fulfilled  conditions  the  method 
of  standardizing  by  the  electrolysis  of  copper  sulphate  is 
perfectly  accurate  and  trustworthy. 

The  size  of  plates  is  not  of  so  great  hnportance  as  in  the  case 
of  silver,  but  the  kathode  plate  for  the  best  results  in  long- 
continued  electrolyses  should  have  about  50  cms.  of  active 
surface  or  upwards  per  ampere.  When  the  cun*ent  is  of  small 
density  deposits  are  obtained  which  are  much  more  solid  and 
adherent  than  those  of  silver,  and  therefore  much  more  easily 
dealt  with.  As  in  the  case  of  silver  the  anode  should  be  of  much 
greater  area  tlian  the  opposed  surface  of  the  kathode.  With  a 
density  of  current  of  upwards  of  ^  of  an  ampere  per  sq.  cm. 
the  resistance  at  the  anode  becomes  variable  and  very  consider- 
able, sometimes  almost  stopping  the  current,  which  after  a  little, 
with  evolution  of  gas  at  the  anode,  regains  nearly  its  former 
strength. 

It  was  found  by  Prof.  T.  Gray  in  the  experiments  above 
referred  to  that  satisfactory  and  concordant  results  could  be 
obtained  with  a  solution  of  any  ordinary  pure  commercial 
copper  sulphate  made  with  pure  water,  provided  the  density  did 
not  fall  below  1*05,  and  the  solutions  were  made  slightly  more 
acid  than  in  their  normal  state.  An  addition  lor  example  of  ^ 
per  cent  of  sulphuric  acid  to  different  solutions,  which  gcve 
results  differing  among  themselves,  brought  them  into  conipleie 
accordance.  The  loss  of  weight  which  is  well  known  to  take 
place  when  a  copper  plate  is  left  standing  in  a  copper  sulphate 
solution,  was  also  carefully  investigated.  This  loss  it  was  found 
seldom  exceeds  jj^  of  a  milligramme  per  sq.  cm.per  hour,  or 
about  7(^  of  tliat  T^liich  would  be  deposited  by  a  current  of 
one  ampere  per  50  sq.  cms.  When  the  current  density  is 
smaller  than  this  the  loss  is  nearly  the  same  as  when  no  current 
flows.  The  effect  seemed  to  have  a  minimum  for  a  density  of 
solution  between  1*10  and  1*15,  and  seemed  for  this  density  to 
be  rather  retarded  than  the  reverse  by  the  addition  of  a  small 
percentage  of  free  acid. 

The  kathode  plate  having  been  cut  and  rounded  at  the  corners 
is  polished  with  silver  sand  in  the  same  manner  as  the  silver 
plate.  It  is  tlien  placed  in  the  cell  and  a  thin  coating  of  copper 
deposited  over  it,  while  the  current  (if  a  large  current  is  to  be 
used)  is  adjusted  to  its  proper  strength  by  placing  resistance  in 
the  circuit.  The  plate  is  then  removed,  washed  m  clean  water 
and  dried  before  a  clear  fire  without  being  sensibly  heated.  Any 
defect  in  the  first  cleaning  will  be  shown  by  the  deposit,  and  if 
no  such  defect  is  shown,  the  plate  is  weighed  and  replaced  in 
the  cell  for  the  continuation  of    the  electrolysis.    If    feeble 
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than  are  absolutely  necessary  to  produce  the  current,  and  bring 
down  the  current  to  the  necessary  strength  by  adding  an  amount 
of  resistance  which  can  be  easily  enough  estimated. 
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After  the  electrolysis  the  plates  are  carefully  removed  and  at 
once  dipped  in  ordinary  (not  necessarily  distilled)  clean  water, 
containmg  two  or  three  drops  of  sulphuric  acid  per  litre,  then 
washed  in  a  tray  like  the  silver  plates.  The  plates  are  then 
rinsed  in  clean  water  without  acid,  and  dried  first  in  a  clean  pad 
of  white  blotting  paper,  and  then  before  a  fire  or  over  a  spirit 
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lamp.  If  this  is  carefully  done  and  the  deposit  be  fairly  good 
no  copper  will  be  lost  and  there  will  be  no  gain  of  weight  by 
oxidation.  The  plates  may  be  weighed  after  having  been 
allowed  to  cool  down  to  the  ordinary  temperature. 

The  anode  plates  are  treated  in  a  similar  manner  (except  as 
regards  the  drying  in  a  blotting-pad,  which  might  cause  loss  of 
silver)  without  I088  of  copper,  or  gain  by  oxidation,  but  owing 
to  loss  of  weight  in  the  solulion  &c.,  they  give  much  less 
satisfactory  results  than  do  the  kathode  plates. 

The  arrangement  of  the  circuit  for  electrolytic  experiments 
consists  of  a  battery  of  tray  Daniells,  or  other  constant  cellp, 
joined  in  series  with  the  electrolytic  cells  to  be  used,  a  sensitive 
galvanometer,  and  a  rheostat  (or  other  readily  variable  resis- 
tance) by  which  the  current  is  to  be  regulated.  The  current  is 
adjusted  so  that  a  convenient  deflection  is  obtained,  which  is 
restored  by  slightly  turning  the  rheostat  in  the  proper  direction, 
if  any  alteration  takes  place.  The  conduct  oiE  an  experiment 
will  be  understood  from  the  description  of  the  process  of  stan- 
dardizing given  below. 

From  Lord  Rayleigh's  result  for  the  electro-chemical  equiva- 
lent of  silver  (see  p.  416  above),  namely  that  a  coulomb  deposits 
•0011179  gramme  of  silver,  very  nearly.  Professor  T.  Gray  has 
determined  by  comparison  the  electro-chemical  equivalent  of 
copper,  and  found  it  to  be  very  approximately  •0003287  (or  for 
practical  purposes  '0003290)  at  ordinary  temperatures,  and  with 
a  current  density  of  one  ampere  per  60  sq.  cms.  of  active  surface 
of  kathode.  This  number  can  be  corrected  for  other  current 
densities  by  the  dotted  curve  given  in  Fig.  100. 

The  results  from  which  this  curve  has  been  plotted  are  given 
in  the  following  Table. 

Amounts  of  Copper  deposited  by  the  same  Quantity  of 
Electricity  on  Kathode  Plates  of  different  Areas. 


Amount  of  deposit 

Amount  of  deposit 

Area  of  plitte  in  sq.  cms. 

in  grammes 

In  grammeB 

(first  experiment). 

(second  experiment). 

3 

•3634 

•3534 

6 

•3530 

•3629 

11 

•3628 

•3630 

18-6 

•3626 

•3627 

36 

•3624 

•3621 

73 

•3603 

•3602 
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The  effect  of  variation  of  temperature  *  on  the  amount  of 
copper  deposited  has  been  found  by  Mr.  A.  W.  Meikle  to  be  very 
slight  at  ordinary  temperatures;  for  a  change  from  12°  C.  to 
28°  C.  it  is  a  diminution  for  a  given  size  of  plate  of  only  ^  per 
cent. 

At  temperatures  rising  above  20°  C.  the  effect  of  variation  of 
size  of  plate  becomes  more  and  more  important. 

The  application  of  electrolysis  to  the  standardizing  of  instru- 
ments will  now  be  illustrated  by  a  short  account  of  its  application 
to  the  determination  of  the  proper  weights  for  use  in  Sir  William 
Thomson's  standard   cuiTent  balances  described   above.     The 


Gradua-' 
tion  of 
Standard 
Instru- 
ments by 
Electr*.- 
lysis. 


Fig.  101. 

arrangement  of  apparatus  is  shown  in  Fig.  101,  which  may  be 
taken  as  a  plan  of  the  standardizing  table  with  instruments  in 
position.  CCGCCG  are  six  of  the  Electric  Power  Storage 
Co.'fl  secondary  cells,  shown  joined  in  series,  by  being  connected 

♦  See  Rof.  p.  417  above. 
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to  a  series  of  mercury  cups,  «,«,  . .  .  which  are  connected  across 
by  thick  copper  rods  as  indicated  by  the  full  and  dotted  lines. 
(These  cups  are  on  a  vulcanite  base,  and  have  bottoms  of  thick 
copper  to  ensure  contact.)  When  however  currents  of  great 
strength  are  required  for  the  graduation  of  low  rcbistance 
instruments,  these  cups  are  joined  in  parallel  by  two  rods  of 
copper  which  have  teeth  at  the  proper  distance  apart  to  fit  into 
the  cups,  so  as  to  join  all  in  each  row  together.  The  battery 
fully  charged  and  thus  joined  in  parallel  will  maintain  a  current 
of  200  amperes  for  10  hours. 


Fio.  102. 


Arrange-  The  terminal  cups  of  the  commutating  board  are  shown  joined 
ment  of    to  a  distributing  Doard  provided  with  cups,   1,  2, .  .  .  12,  by 

Apparatus  which  the  battery  is  put  in  series  with  a  rheostat  R,  in  parallel 
arc  with  a  set  of  conductance  bars  Z>,  a  galvanometer  G,  a  pair 
of  large  electrolytic  cells  joined  by  a  movable  cup  J/,  and 
finally  the  balance  B  to  be  standardized.    The  conductance  bars 

Conduct-    are  constructed  as  shown  in  Fig.  102.     Rods  of  platinoid  of 

a  nee  Bars,  thickness  according  to  the  conductance  required  are  bent  into 
?7-shape  as  shown,  and  the  limbs  held  at  proper  distances  apart 
by  wooden  blocks  at  intervals,  or  by  a  strip  of  wood  running 
along  their  whole  length,  according  as  the  rods  are  thick  or  thin. 
The  length  of  rod  in  each  U  is  about  4  metres,  and  the  thickness 
is  chosen  such  that  one  or  two    volts  difference  of  potential 
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produces  very  little  heating  of  the  wire.  The  troughs,  tt  (Fig. 
98),  are  made  with  bottoms  of  thick  copper  and  contain  mercury 
in  whick  the  ends  of  the  rods  (or  thick  copper  pieces  soldered  to 
the  wires  if  thin)  rest  pressed  down  by  their  own  weight.  The 
different  Us  beginning  from  one  side  are  graduated  so  as  to  have 
conductances  nearly  in  the  ratios  1  :  1  ;  2  :  4,  Ac,  so  that  the 
total  conductance  in  the  set  may  be  increased  at  will  by  a  step 
equal  to  the  lowest  conductance  (since  each  conductance  is  that 
amount  greater  than  the  sum  of  all  that  precede  it  in  the  serien). 
When  any  bar  is  not  in  use  its  lower  ends  are  lilted  out  of  the 
troughs  as  shown  in  the  Figure.  The  rheostat,  which  has  a 
least  conductance  rather  less  than  that  of  the  smallest  bar, 
furnishes  an  auxiliary  variable  bar  by  which  the  conductance 
can  be  gradually  altered.  Its  wire  is  of  stranded  copper  and 
can  carry  10  amperes  without  damage. 

The  current  balance  has  previously  had  its  scale  g^duated 
and  attaclied  as  described  above,  and  it  remains  only  to  show 
how  the  constant  of  the  instrument  is  determined,  or  in  other 
words  the  weight  which  placed  on  the  beam  will  enable  the 
current  to  be  obtained  from  its  indications  in  the  manner  already 
described  (p.  409).  A  chosen  arbitrary  counterpoise  weight  is 
placed  in  the  trough,  and  another,  which  then  just  brings  the 
beam  to  the  sighted  position  without  current  when  at  the  zero 
of  the  scale,  is  placed  on  the  beam  with  the  index  at  some 
division  near  the  right-hand  end  so  that  a  current  of,  say,  10 
amperes  (more  or  less  according  to  the  instrument)  is  required 
to  bring  the  beam  to  the  sighted  position.  The  electrolytic  cells 
are  then  arranged  to  give  about  500  sq.  cms.  of  katliode  surface, 
and  are  joined  up  with  a  conductance  sufficient  to  give  nearly 
the  required  current  The  balance  will  come  nearly  to  zero,  and 
is  brought  to  zero  exactly  by  adjusting  the  current  by  means 
of  the  rheostat.  These  adjustments  having  been  made,  the 
kathode  plates  are  removed,  washed,  weighed,  and  replaced.  At 
an  instant  observed  on  an  accurate  time-keeper  the  circuit  is 
closed,  and  any  deviation  of  the  current  corrected  by  means  of 
the  rheostat  The  current  is  brought  to  its  correct  value  in  from 
five  to  ten  peconds,  and  hence  in  an  electrolysis  of  say  an  hour 
(the  usual  duration  of  an  experiment)  the  error  due  to  its  devia- 
tion from  the  final  constant  value  for  this  short  variable  period 
is  quite  imperceptible.  Any  variations  of  the  current  strength 
are  observed  on  the  instrument  itself,  or  if  (which  rarely  happens) 
that  is  not  sensitive  enough,  on  a  more  sensitive  galvanometer 
0  (Fig.  101),  which  is  introduced  when  required,  and  kept  out  of 
circuit  at  other  times.  Any  sufficiently  sensitive  instrument 
which  can  have  its  (not  necessarily  known)  constant  changed  by 
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anjr  required  amount  by  varying  the  field  at  the  needle,  or  by 
UBintc  an  instrument  provided  with  two  parallel  coils  ^"itb  the 
needle  midway  between  them,  and  arranged  to  permit  the 
distance  of  the  coils  apart  to  be  altered  at  pleasure,  is  convenient 
for  this  purpose. 

Calcula-        The  electrolysis  having  thus  been  carried  on  and  completed, 

tion  of     the  circuit  is  broken,  and  the  plates  washed  and  weighed.     The 

Beam  and  current  is  calculated  from  the  result  by  dividing  the  gain  of 

Counter-  copper  on  the  kathode  expressed  in  grammes,  by  the  electro- 
poise       chemical  equivalent  of  copper  (-0003287,  or,  as  explained  above, 

W  eights  the  proper  value  for  the  density  of  current),  and  the  result  by 
the  number  of  seconds  during  which  the  electrolysis  has  lasted. 
Let  C^  be  the  current  for  the  position  of  the  weight  on  the  beam 
as  given  by  the  table  of  doubled  square  roots,  iPj,  «?„  the  cor- 
responding counterpoise  and  beam  weights  respectively,  C  the 
current  given  by  the  electrolysis,  ic'i,  w\  the  counterpoise 
weight  and  beam  weight  applied,  then  we  have 

^2  "  W\d^  +  W\d^ 


where  rfi,  d^  are  constants.     But  iri/«>j  =  vifxl^\  >    li^Qce  this 
equation  gives 


!1  =  ! 


Arrange- 
ment for 
Strong  or 

Weak 
Cmrents. 


Thus  to^  iTj  are  found  by  multiplying  the  ratio  C^jC^hy  w'^  ir', 
respectively,  and  the  determination  is  complete. 

When  a  very  strong  or  a  very  weak  current  is  required,  as  in 
the  graduation  of  a  hektoampere  or  a  centiampere  balance,  it  is 
desirable  in  the  former  case  to  allow  the  whole  current  to  flow 
through  the  instrument,  and  only  a  convenient  part  through  the 
electrolytic  cell,  and  in  the  latter  case  to  use  a  considerably 
greater  current  through  tl  e  electrolytic  cell  than  through  the 
instrument.  The  current  must  therefore  be  divided  in  both 
these  cases  into  two  parts  whose  ratio  is  accurately  known,  and 
this  may  be  done  by  the  conductance  bridge  shown  in  Fig.  100. 
A  set  of  parallel  straight  wires  of  platinoid  are  each  soldered 
at  one  end  to  a  thick  terminal  bar  of  copper  A,  and  have  soldered 
to  them  at  the  other  ends  thick  tenninal  pieces  of  copper  by 
which  they  can  be  connected  in  two  groups  by  means  of  mercury 
troughs  bi,  ^j.  In  the  figure  they  are  shown  in  two  groups  of 
10  and  1  respectively. 

The  wires  are  adjusted  so  that  when  they  are  in  position  they 
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have  all  precisely  the  Rame  resistance.  Between  the  troughs 
bif  bfy  a  sensitive  reflecting  galvanometer  (see  Vol.  I.  p  307)  ^  is 
joined  which  indicates  no  current  when  d^,  b^  are  at  the  same 
potential.  The  electrolytic  cells  E^  E'j  and  the  instrument  6 
to  be  standardized;  are  placed  as  shown  in  the  figure  when  the 


E     E 


^^^ 


Fig.  103. 


standardizing  current  must  he  greater  than  that  which  the  cells 
can  carry,  and  the  positions  shown  are  interchanged  when  the 
reverse  is  the  case.  The  currents  are  adjusted  to  balance  in 
both  cases  by  the  rheostats  J2,  i^.  The  currents  are  of  course 
in  the  ratio  of  the  conductances  of  the  groups  r,  r'  of  the  wires 
of  the  bridge. 


Section  III. 

DETERMINATION  OF  ELECTROMOTIVE  FORCES  OF  CELLS 
AND  GRADUATION  OF  VOLTMETERS 

When  a  current  known  in  absolute  measure  flows  through  a 
known  resistance  the  difference  of  potential  between  the  termi- 
nals of  the  resistance  is  also  known.  By  means  of  this  known 
difference  of  potential,  which  may  be  varied  at  pleasure,'  a  volt- 
meter may  be  graduated.  A  voltmeter  of  any  type  is  an  instni- 
ment,  the  resistance  of  which  is  so  high  that  the  attachment  of  Measuring 
its  terminals  to  two  points  in  a  conductor  carrying  a  current  Instru- 
does  not  perceptibly  change  tlie  difference  of  potential  formerly 
existing  between  these  points.  Of  course  every  absolute  galva- 
nometer, electrodynamometer,  or  standard  balance  measures 
differences  of  potential,  for,  if  its  resistance  is  known,  the 
difference  of  potential  between  its  terminals  can  be  calculated 


Potential 


ments  or 
Volt- 
meters. 
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from  Ohm's  law  ;  but  the  convenieDce  of  a  voltmeter  especially 
made  with  a  high  resistance  coil  is  that  its  terminals  may  be 
applied  at  any  two  points  in  a  working  circuit,  and  the  difference 
of  potential,  thus  calculated  as  existing  between  these  two  points 
while  the  terminals  are  in  contact,  may,  in  most  cases,  be  taken 
as  the  actual  difference  of  potential  which  exists  between  the 
same  points  when  nothing  but  the  ordinary  conductor  connects 
them.  For,  let  V  be  this  actual  difference  of  potential  in  voltii, 
let  r  ohms  be  the  equivalent  resistance  of  the  whole  circuit 
between  the  two  points  and  R  ohms  the  resistance  of  the  volt- 
meter. Then  (Vol.  I.  p.  161)  by  the  application  oiR^VvA  dimin- 
ished in  the  ratio  of  Rio  jB  +  r,  and  therefore  the  difference  of 
potential  between  the  ends  of  the  coil  is  now  FRI{R  -\-  r). 
Hence  by  Olim*s  law  we  have  for  the  current  through  the 
galvanometer  the  value  FIR{\  +r/R),  If  r  be  only  a  small 
fraction  of  R^  r/R  is  inappreciable,  and  the  difference  of  potential 
calculated  from  the  ecjuation  C  =  F/R  will  be  nearly  enough  the 
true  value.  So  far,  it  is  to  be  observed,  r  is  the  equivalent 
resistance  between  the  two  points,  and  the  result  stated  holds, 
however  the  electromotive  force  may  have  its  seat  in  the  circuit, 
if  only  R  be  great  in  comparison  with  r.  If,  however,  either  of 
the  two  parts  of  the  circuit  between  the  two  points  in  question 
have  a  resistance  r'  small  in  comparison  with  i2,  then,  as  can  be 
easily  proved,  the  value  of  the  difference  of  potential  between 
the  terminals  of  r  is  practically  unchanged  by  the  addition  of  R 
as  a  derived  circuit 

The  voltmeter  has  its  terminals  attached  to  those  of  the  resist- 
ance through  which  the  current  is  flowing  ;  or,  if  the  standard 
measuring  instrument  is  sensitive  enough,  the  measured  current 
is  sent  through  the  voltmeter  itself;  and  readings  of  needle  or 
other  indicator  are  taken.  In  either  case  the  readings  are  pro- 
portional to  the  difference  of  potential  between  the  terminals  of 
the  instrument,  but  in  the  former  arrangement  the  difference  of 
potential  is  equal,  in  volts,  to  the  current  in  amperes  flowing 
through  the  resistance  multiplied  by  the  value  of  the  resistance 
in  ohms,  in  the  latter  the  difference  of  potential  is  equal  to  the 
measured  current  through  the  voltmeter  into  the  resistance 
between  its  terminals. 

If  the  scale  of  the  instrument  does  not  follow  any  known  law, 
it  is  necessary  to  determine  by  direct  experiment  the  electro- 
motive force  corresponding  to  different  deflections  and  thus,  so 
to  speak,  calibrate  the  instrument.  To  do  this  the  most  con- 
venient plan  is  to  divide  the  scale  accurately  into  equal  divisions 
and  to  number  these  from  zero  at  the  position  of  equilibrium 
with  no  current.    Then  the  current  measured  by  the  standard 
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galvanometer  is  varied  conveniently  by  introducing  resistance 
into  the  circuit  by  a  rheostat,  and  the  deflection  observed  for 
several  different  values.  The  corresponding  differences  of 
potential  are  then  plotted  on  squared  paper  as  ordinates  for 
which  the  number  of  divisions  of  the  deflections  are  ihe  corre- 
sponding abscissa.  A  curve  is  then  carefully  drawn  through 
tlie  extremities  of  these  ordinates,  and  the  ordinate  of  this  curve 
drawn  for  any  chosen  abscissa  will  be  the  difference  o£  potential 
for  that  deflection. 

For  verifying  the  accuracy  of  the  graduation  of  the  potential 
instruments  when  performed  by  either  of  these  methods,  or  for 
actually  performing  the  graduation  when  other  methods  are  not 
convenient,  some  form  of  voltaic  cell  of  known  electromotive 
force  may  be  used. 

As  the  result  of  many  careful  experiments  made  by  Lord     Clark's 
Rayleigb  and  others,  it  has  been  found  that  the  most  reliable    Standard 
standard  cell  is  that  proposed  by  Mr.  Laiimer  Clark.     When       Cell. 
c«)rtain  precautions  are  taken  in  its  preparation  the  electromotive 
forces  of  different  specimens  are  very  nearly  the  same,  and 
remain  constant  for  a  long  time  provided  care  is  taken  to  prevent 
more  than  a  very  feeble  current  from  ever  passing  through 
them. 

The  cell  may  be  made  in  a  reliable  and  handy  form  in  the    Mode  ot 
following  way,Vhich  includes  the  precautions  that  Lord  Ray-  Setting  up 
leigh*s  experience  *  has  shown  to  be  necessary.    The  vessel  is  a      Clark 
weighing  tube,  or  for  small   sizes  merely  a  test-tube,  with  a      Cells, 
platinum  wire  sealed  through  the  bottom,  and  rests  on  a  suitable 
stand  as  shown   (Fig.   104).      This  wire  makes  contact  with 
mercury,  which  occupies  the  bottom  of  the  cell  and  forms  one  of 
the  plates.     The  mercury  must  be  pure,  and  it  is  desirable  to 
ensure  its  being  so  by  redistilling  in  vacuo  good  clean  commer- 
cial mercury.     On  the  mercury  rests  a  paste  made  by  adding  to 
1 50  grammes  of  mercurous  sulphate  5  grammes  of  zinc  carbo- 
nate, and  sufficient  saturated  zinc  sulphate  solution  to  give  a 
stiff  pasty  consistency. 

The  zinc  sulphate  solution  should  be  made  from  pure  zinc 
sulphate  dissolved  under  gentle  heat  in  distilled  water  so  as  to 

*  See  Lord  Rayleigh  and  Mrs.  Sidgwick's  paper  On  the  Electro- 
chemical EquivakrU  of  Silver  already  cited  (Phil.  Trans,  Part  II. 
1884),  also  Lord  Rayleigh  on  the  Clark  Cell  as  a  Standard  of  Electro- 
motive  Forces  (Phil,  Trans.  Part  II.  1886).  These  papers  contain 
particulars  of  the  method  of  determining  the  electromotive  force  of 
Clark  Colls,  and  the  latter  especially  details  of  the  mode  of  construct- 
ing them,  of  which  an  abstract  is  given  below  in  the  text 
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make  a  saturated  solution,  and,  after  having^  been  allowed  to 
stand  for  some  time  to  precipitate  any  iron  which  may  have  been 
present  in  the  sulphate,  filtered  in  a  warm  place  into  a  stock 
bottle.  When  required  the  solution  is  gently  warmed,  and  drawn 
off  by  a  siphon  from  just  above  the  crystals  at  the  bottom.  The 
paste  is  made  by  placing  the  mercurous  sulphate  and  zinc  caibo- 
nate  in  a  mortar  and  rubbing  in  the  zinc  sulphate  at  intervals 
during  two  or  three  days,  to  give  time  for  all  carbonic  acid  to 
pass  off. 


Fig.  104 

A  rod  of  what  is  called  "  redistilled  zinc ''  resting  in  the  paste, 
and  held  upright  in  the  vessel  by  a  notched  ring  of  cork,  forms 
the  other  plate.  The  zinc  is  cleaned  before  putting  it  in  position 
by.  dipping  it  in  sulphuric  acid  and  then  washing  it  in  distilled 
water.  Connection  with  it  is  made  by  a  gutta-percha-covered 
copper  wire  soldered  to  it,  and  passed  up  through  a  cork  which 
closes  the  cell  and  nearly  fills  the  upper  part  ofiil  so  that  very 
little  air  is  iocluded.  The  cork  is  flush  with  the'top  of  the  tube, 
and  the  edges  of  the  tube  and  the  whole  upper  surface  of  the 
cork  is  covered  with  marine  glue  to  seal  jup  the  cell. 

A  cell  thus  made,  if  used  with  only  the  feeblest  currents,  never 
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short-circuited,  nor  exposed  to  great  variations  of  temperature   E.M.F.  of 
will  have  a  constant  electromotive  force  E  in  volts  at  tempera*  Clark  Cell, 
ture  f  C.  given  according  to  Lord  Rayleigh  and  Mrs.  Sidgwick's 
determination  (if  1  B.A.  unit  =  -9866  ohm.)  by  the  equation 

^=  1-4345U- -00077  (/- 15)}      ....     (64) 

The  method  employed  by  Lord  Rayleigh  and  Mrs.  Sidgwick  in    Determi- 
the  determination  of  the  electromotive  force  of  the  Clark  cell,    nation  of 
and  the  method  of  using  the  cell  for  purposes  of  graduation,  E.M.F.  of 
will   be  understood  from  Fig.  93.     (For  convenience  Fig.  93  Clark  Cell 
is  here  repeated.)    Two  Leclanch^  cells  Jf,  and  two  resistance 


>-^ 


Fia.  105. 


boxes  N,  0,  were  joined  in  circuit.  At  two  points  in  0  were 
attached  two  wires  in  one  of  which  was  placed  the  Clark  cell  P, 
which  was  to  be  tested.  These  wires  formed  with  a  resistance 
R  a  derived  branch  of  the  circuit  of  M  including  a  mercury 
reversing  key  Q,  a  Thomson  reflecting  galvanometer  T,  and  a 
resistance  S  of  1000  ohms. 

In  the  earlier  experiments  the  galvanometer  had  in  its  coils  a 
resistance  of  about  200  ohms,  but  in  -later  determinations  it  was 
provided  with  a  coil  containing  a  much  greater  length  of  wire,  so 
that  a  higher  sensibility  was  obtained. 

The  other  arrangements  connected  with  the  circuit  are  the 
battery  A,  the  voltameters,  and  the  current  weigher  as  described 
above  (p.  398).  One  extremity  of  A  w^as  connected  to  earth 
atL. 

The  main  current  from  A  after  traversing  the  voltameters  and    Poggen- 
current  weigher  passes  through  the  resistance  R  back  to  A,    To      dorfiTs 
prevent  undue  heating  by  the  electrolysing  current,  which  was  Compensa- 
abouc  J  ampere,  the  resistance  R  was  constructed  of  bare  gerraan        ^o^i 
silver  wire  wrapped  round  a  frame  of  two  parallel  ebonite  rods    Method. 
kept  apart  by  wooden  bars,  and  was  provided  with  stout  copper 
terminals  which  rested  on  the  copper  bottoms  of  cups  H^  K  filled 
with  mercury.    The  resistance  R  was  4*00699  B.A.  units   at 
17°6  C.     This  was  corrected  for  the  difference  between  17^6  C. 
and  the  temperature  of  the  atmosphere,  and  also  for  heating  pro- 
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duced  by  the  cnrrent.  It  was  found  that  a  correcting  &ctor 
10(X)41  had  to  be  applied  to  take  account  of  the  latter  e&ct. 

In  the  first  determinations  the  buttery  M  was  not  used  and  the 
electromotive  force  of  P  was  balanced  by  the  difference  of  poten- 
tiil  existing  between  its  terrainaLs  H  and  K,  The  adjustment  to 
balance  was  made  by  placing  a  high  resistance-box  in  multiple 
arc  across  i?,  between  H  and  K^  and  unplugging  resistance  until 
with  the  current  flowing  through  the  voltameters,  no  current 
passed  througli  T  when  the  derived  circuit  was  thrown  in  for 
a  moment. 

The  difference  of  potential  between  fi'and  K  was  then  obtained 
from  the  resistance  of  the  double  arc  now  constituting  R^  and  the 
absolute  value  of  the  current  given  by  the  electrol^'sis.  The 
value  of  the  current  at  the  instant  when  P  was  balanced  could  be 
obtained  from  the  curves  fFig.  91)  showing  the  results  of  the  two 
current  weighings ;  and  thus  several  determinations  of  electro- 
motive force  could  be  made  in  a  short  time. 

In  later  determinations  the  balance  was  finally  adjusted  by  in- 
cluding in  the  derived  circuit  with  P  a  part  of  the  electromotive 
force  of  the  pair  of  Leclanch^  cells.  An  independent  comparison 
of  the  electromotive  force  of  the  Ijeclanchls  with  that  of  the 
Clark  cell,  was  made  by  balancing  the  Clark  cell,  in  the  manner 
just  described,  by  the  difference  of  potential  between  two  points 
of  a  resistance  in  circuit  with  the  Leclauch^  This  enabled  the 
part  of  the  balancing  electromotive  force  supplied  by  the 
Leclanch^s  to  be  found  from  the  known  resistance  intercepted 
between  the  terminals  of  the  derived  circuit  and  the  whole 
resistance  in  N  and  0  together,  which  was  kept  at  10,000  ohms. 

The  following  values  have  been  obtained  by  other  experi- 
menters for  the  electromotive  force  of  a  Clark  cell  at  15°  C. : — 

Carhart 1-434  volts 

Kahle  (Zeitschrift  ftir  Instrumentenkunde).  1*4341     „ 
Glazebrook  and  Skinner,  Proc.  R.S. 64(1892)  1-4342    „ 

Standard  cells  of  known  electromotive  force  being  available 
they  may  be  used  for  the  graduation  of  voltmeters  by  the  same 
compensation  method.  A  circuit  is  made  of  a  battery  A  (Fig. 
106)  of  storage  or  DanielPs  cells,  in  series  with  resistances  tL,  S, 
and  the  voltmeter  G  to  be  graduated.  A  battery  of  a  suitable 
number  of  standard  cells  has  its  terminals  applied  at  the  ex- 
tremities of  the  variable  resistance  R,  and  its  circuit  contaimi  a 
sensitive  galvanometer  D,  and  a  key  K,  R  or  S  is  adjusted  antil 
no  current  flows  through  D  when  the  key  K  is  tapped  down  for  an 
instant  When  this  is  the  case  the  electromotive  force  of  C  is 
balanced  by  the  difference  of  potential  at  the  two  ends  of  jB  pro- 
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daced  by  Jk^Hence  the  difference  of  potential  in  volts  then  existing 
between  theterminals  of  G  is  given  (for  a  Clark's  cell  at  16°  0.) 
bj  the  equation 


435 


^^U^v-<^^^^* 


^^(av<><-<' 


^=  1-4345  ^^: (65) 

R 

By  this  method, .  which  is  an  application  of  PoggendorfPs 
method  of  comparing  the  electromotive  forces  of  batteries, 
balance  is  obtained  when  no  current  is  flowing  through  the 
standard  cell,  and  disturbance  from  polarization  is  altogether 
avoided.  It  has  been  found  very  easy  and  convenient  in 
practice. 

Some  form  of  Darnell's  cell  is  easily  set  up,  and  though  less 
reliable  is  convenient  for  use  as  a  standard  when  Clark  cells  are 
not  available.  A  well-known  form  is  Raoult's,  which  has  the  zinc 


Raoult's 
Standard 
Daniell. 
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and  copper  solutions  in  separate  vessels  connected  by  a  tube  filled 
with  zinc  sulphate  and  tied  over  the  ends  with  bladder.  This, 
when  made  with  a  plate  of  pure  zinc  amalgamated  with  mercury 
and  a  plate  of  electrolytically  deposited  copper,  was  found  by 
Lord  Bayleigh  to  have  an  electromotive  force  of  approximately 
•7703  of  that  of  a  Clark  cell. 

A  standard  Dani ell's  cell  has  been  proposed  by  Sir  W. 
Thomson,  which  consists  of  a  zinc  plate  resting  at  the  bottom  of 
a  glass  vessel  in  a  stratum  of  saturated  zinc  sulphate,  and  a  copper 
plate  in  a  solution  of  copper  sulphate  of  densitv  1  02,  which  has 
oeen  so  gently  formed  in  the  stratum  of  zinc  sulphate  as  to  leave 
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a  clear  surface  of  separation.  The  copper  sulphate  sohition  is 
introduced  by  means  of  a  glass  tube  dipping  down  into  the 
liquid  and  terminating  in  a  fine  point,  which  is  bent  into  a  hori- 
zontal direction  so  as  to  deliver  the  liquid  with  as  little  disturb- 
ance, as  possible.  This  tube  is  connected  by  a  piece  of  india- 
rubber  tubing  with  a  funnel,  by  the  raising  or  lowering  of  which 
the  sulphate  of  copper  can  be  run  into  or  run  out  of  the  cell.  By 
this  means  the  sulpuate  of  copper  is  run  in  when  the  cell  is  to  be 
used,  and  at  once  removed  when  the  cell  is  no  longer  wanted. 
The  solutions  should  be  kept  in  stock  bottles  and  the  cell  set  up 
fresh  when  wanted. 

The  standard  Daniell's  cell  is  very  conveniently  used  along 
with  a  DanielFs  battery  in  the  manner  represented  in  the 
diagram  (Fig.  107).     C  is  the  standard  cell,  and  B  a  battery  of 
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Fig.  107. 

from  30  to  40  small  gravity  Daniells.*  A  circuit  is  formed  of  a 
resistance  box,  the  galvanometer  6  to  be  graduated,  and  the 
battery  B  joined  in  series  with  the  standard  cell  C.  A  sensitive 
galvanometer  D,  which  may  be  a  reflecting  galvanometer,  or  any 


*  These  can  be  very  easily  made  by  using  large  preservo-pots  as  cou- 
taining  vessels,  and  placing  at  the  bottom  of  each  a  copper  disc  of  from 
three  to  three  and  a  half  inches  in  diameter,  in  a  stratum  of  saturated 
copper  sulphate  solution,  and  a  grating  or  plate  of  zinc  a  little  below 
the  mouth  of  the  vessel  immersed  in  a  solution  of  zinc  sulphate,  of 
density  1*2.  The  copi)er  sulphate  may  be  kept  saturated  by  crystals 
dropped  into  a  glas?  tube  passing  down  through  a  hole  in  the  zinc  plate 
to  tne  copper.  A  copper  wire  well  covered  with  gutta  percha  should 
be  used  as  the  electrode  of  the  copper  plate. 
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very  sensitive  galvanometer  of  low  resistance,  has  one  terminal 
attached  at  a  point  M  between  the  battery  and  the  standard  cell, 
and  the  other  terminal  through  the  key  K  to  an  intermediate 
terminal  L  of  the  resistance  box.  The  resistances  in  the  box,  on 
the  two  sides  of  Z,  are  adjusted  until  no  current  flows  through 
the  galvanometer  IX,  when  the  key  K  is  depressed. 

Let  R  be  the  rAistance  in  the  box'  to  the  right  oi  L,r  the  E.  M.  F.  of 
resistance  of  the  cell  (7,  and  G  the  resistance  of  the  galvanometer.    ^""®^  ^ 
Then  if  F  be  the  difference  of  potential,  in  volts,  between  the       ^"• 
terminals  of  the  galvanometer, 

V  =  1072  :^— (66) 

In  practice  a  resistance  of  from  300  to  400  ohms  is  generally 
required  for  R,  The  electromotive  force  of  the  standard  cell  was 
determined  by  Prof.  T.  Gray  and  found  to  be  1*072  volts  at 
ordinary  temperature.  A  determination  of  the  electromotive 
force  of  the  same  cell  has  also  been  made  by  Lord  Rayleigh,  who 
found  it  to  be  '743  of  a  Clark  cell,  the  electromotive  force  of 
which  was  1*4542  B.A.  volts,  nearly,  at  15°.  This  would  give 
very  approximately  1068  true  volts  for  the  Daniell  cell.  It  was 
taken  as  1*072  volts,  as,  notwithstanding  the  large  battery  in  the 
circuit,  the  total  resistance  is  so  great  that  there  is  very  little 
polarization.  This  method  in  fact  is  peculiarly  well  adapted  for 
the  Danieirs  cell,  as  the  slight  current  flowing  through  serves  to 
keep  its  plates  in  a  constant  and  fresh  state.  It  is  known  as 
Lumsdcn's  and  also  as  Bossclia*8  method  of  comparing  electro- 
motive forces. 

The  difference  of  potential,  the  magnitude  of  which  is  thus 
obtained,  is  chosen  such  as  to  give  a  convenient  deflection  on  the 
instrument  to  be  graduated.* 

*  For  farther  particulars  regarding  the  graduation  of  instruments, 
see  the  Author's  smaller  Treatise. 
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CHAPTER  YIII 
MEASUREMENT  OF  INDUCTANCES 

Compari-  The  subject   of   the    experimental    determination    of 

Ind^tion-  coefficients  of  induction,  or,  as  they  are  now  called, 

CJoeffi-     inductances,  with  one  another,  with  known  resistances. 

Induct-    aiid  with  electrostatic  capacities,  has  attracted  much 


ancea. 


attention  during  the  last  fifteen  years.  This  is  a  con- 
sequence mainly,  on  the  one  hand,  of  the  efforts  that 
have  been  made  to  obtain  a  more  accurate  determination 
of  the  ohm,  and  of  the  ratio  of  the  electromagnetic  to 
the  electrostatic  unit  of  quantity  of  electricity ;  and  on 
the  other  of  the  vastly  increased  importance  given  to 
induction  in  electrical  theory  and  practice  by  the  enor- 
mous development  which  has  lately  taken  place  in  the 
use  of  dynamos  and  especially  of  alternate-current 
machines. 

In  what  follows  an  attempt  is  made  to  describe  the 
various  methods  of  comparison  which  have  been  devised, 
giving  in  each  case  a  fairly  full  account  of  the  theory 
of  the  method,  and,  if  possible,  an  illustration  of  the 
solution  obtained  by  one  or  more  examples  of  actual 
experiments.  We  shall  use  Mr.  Oliver  Heaviside's 
term  "  inductance  '*  to  signify  what  is  generally  denoted 
by  "  coefficient  of  induction,"  distinguishing  where 
necessary  between  muttbal  indtcctan/^  and  self-induct" 
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ance;  but  as  self-induction  is  relatively  more  important, 
and  is  much  more  frequently  referred  to  than  mutual 
induction,  we  shall,  where  no  ambiguity  is  likely  to 
arise,  use  the  single  word  "  inductance  '*  in  the  sense  of 
"  coefBcient  of  self-induction." 


It  is  convenient  to  consider  in  the  first  place  some  points  of 
general  theory  which  are  of  importance  in  this  connection.  The 
equations  of  varying  currents  in  any  conductor,  or  circuit  of 
conductors,  are  obtainable  from  the  electrokinetic  eneigy  and  the 
diadpation  function,  when  these  are  known,  if  only  electrokinetic 
phenomena  are  in  question,  or  from  these  two  expressions,  to- 
gether with  that  of  the  electrostatic  energy,  if,  as  will  be  the 
case  in  some  of  the  problems  in  the  present  Chapter,  electrostatic 
phenomena  have  also  to  be  taken  into  account. 

Equations  of  currents  have  been  obtained  above  (p.  160)  by 
considering  an  assemblage  of  complete  circuits  as  a  dynamical 
system;  but  similar  equations  are  obtainable  in  precisely  the 
same  way  for  the  currents  in  the  individual  conductors  of  a 
network,  prov  ded  that  instead  of  resistances,  inductances  and 
electromotive  forces  in  circuits,  the  resistances,  inductances,  self 
and  mutual,  of  the  conductors,  and  the  injpressed  differences  of 
potentials  between  their  terminals  are  used.  The  only  difficulty 
is  as  to  the  meaning  of  the  self-inductance  of  a  conductor  joining 
two  points  in  a  circuit,  or  the  mutual  inductance  of  two  such 
conductors  in  the  same  or  different  circuits.  But  all  such  ques- 
tions are  resolved  by  adopting  some  proper  mode  of  calculating 
inductance  [for  example  Neumann's  formula  pp.  129, 171]  which 
enables  the  inductance  of  %  conductor  to  be  found  as  tliat  of 
a  part  of  a  circuit,  in  the  sense  that  when  the  inductances  of 
the  parts  are  calculated  in  this  way  they  ^ive  the  proper 
value  of  the  electro-kinetic  energy  of  the  circuit  or  circuits 
for  any  possible  arrangement  of  currents.  A  case  in  point  is 
that  01  two  or  more  coils  joined  in  multiple  arc  between  two 
points  AB.  The  inductances  for  these  conductors  are  very 
approximately  those  obtained  by  regarding  the  coils  as  made  up  of 
so  many  complete  circuits  given  in  dimensions  and  position  by 
the  turns  of  wire.  In  such  cases  the  flux  of  magnetic  induction 
thix>ngh  the  part  of  the  circuit  considered  is  definite  and  calcu- 
lable, and  different  methods  lead  to  the  same  result  But  there 
are  other  cases,  for  example  that  of  a  Hertzian  vibrator,  in  which 
different  processes  lead  to  distinctly  different  values  of  the  self- 
indactance  of  the  apparatus  (see  Chap.  XIV.  below). 
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Maxwell's       The  difficulty  here  indicated  is  avoided  by  a  device  adopted 

Cycle-      by  Maxwell.    A  network  is  made  up  of  a  series  of  meshes  or 

Method  of  "cells,"  in  which  each  individual  conductor,  except  those  form- 

a  Network,  jng  ^he  outer  edge  of  the  network,  is  common  to  two  meshes. 

Maxwell  supposed  a  current  to  circulate  round  each  mesli  in  the 

same  direction,  so  that  the  actual  current  in  each  conductor  was 

tlie  difference    of   the  currents   round,  two   adjoining  meshes. 

Thus  each  mesh  is  a  closed  circuit  with  its  own  current  in  it,  and 

the  self  and  mutual  inductances  of  the  system  arc  perfectly 

definite,  being  those  due  to  the  various  closed  circuits  each 

supposed  to  carry  unit  current. 

Electro-         Taking  the  former  method  first  let  Z,  Zj, ..  denote*  the  self- 

kinetic     inductances  of  the  different  homogeneous  conductors  of  the 

T    t^'    system  supposed  linear  yi>  ^2* .  . .  . ,  the  currents  in  them,  M^^ 

E^nerffies        23>  •  •  •  •  ^he  mutual  inductances  of  the  conductors  indicated 

and  Dissi-  ^7  ^^^  suffixes,  then  as  at  p.  185  the  electrokinetic  energy  is 

pation  *  gi^en  by 
Function. 

The  dissipation  function  is 

F=:i2Rkyj? (2) 

where  Rk  denotes  the  resistance  of  the  conductor  in  which  the 
current  is  yk.  If  E  be  the  electrostatic  energy  due  to  the  charge 
of  condensers 

E=i2a»r« (3) 

where  Cm  is  the  capacity  of  a  typical  condenser  of  the  system 
changed  to  a  difference  of  potential  Fm  between  its  coating. 

The  effect  of  the  electrostatic  capacity  of  the  conductors  con- 
cerned is  something  quite  sensible,  and  may  in  certain  cases 
be  allowed  for.  When  it  can  be  expressed,  the  part  of  the 
electrostatic  energy  which  depends  on  the  capacity  of  the  con- 
ductors, enables  the  terms  in  (6)  below  to  be  calculated. 

By  this  expression,  also,  when  it  can  be  calculated  for  the 
different  parts  of  the  conductors,  the  electrostatic  capacities  of 
the  connecting  wires  can  be  taken  into  account.    In  such  cnses, 
however,  the  capacity  can  in  general  only  be  roughly  estimated. 
Equation       Bringing  then  into  the  account  the  electrostatic  energy  re- 
ef Current  garded  as  potential  energy,  we  have  to  add  to  the  electrokinetic 
in  a  Single  applied  force  corresponding  to  the  current  yjb  the  electrostatic 
Conduc-    force  -  5E/3*y*-'     Thus  if  Fk  denote  the  difference  of  potential 
tor. 


Digitized  by  VjOOQIC 


THEORY  OF  NETWORK  OF  CONDUCTORS 


441 


between  the  terminals  of  the  conductor  in  which  the  current  is 
fk  the  typical  equation  of  current  is 


(4) 


Writing  down  the  equation  of  this  type  for  the  successive 
homogeneous  conductors  taken  in  order  round  a  circuit  of  a  net- 
work, and  adding  both  sides  of  the  equations,  we  get 


dt\dyj  +  dyj^l'^'")'^djj^dyj 


dF 


Equation 
of  Cur- 
rents in  a 
Circuit 
of  a 
Network. 


W<       dvj+i       '"J 


(5) 


where  E  is  the  total  internal  applied  electromotive  force  in  the 
circuit,  since  we  know  that  the  latter  is  the  sum  of  the  differ- 
ences of  potential  between  the  terminals  of  the  successive 
homogeneous  conductors  forming  it.  This  equation  may  be 
written 

2(£,jr,  +  l(jt^»  +  i?,^^)  =  ^-^p.    ...     (6) 

in  which  the  summations  are  taken  for  all  the  conductors  of  the 
circuit  considered. 

This  equation  may  be  taken  as  the  most  general  form  of  the 
so-called  "second  law*' which  Kirchhoff  first  explicitly  stated 
for  steady  currents  in  a  system  of  linear  conductors.  It  will  be 
of  constant  use  in  what  follows. 

The  principle  of  continuity,  commonly  called  KirchhofPs  first 
law,  is  generally  assumed  for  variable  currents,  and  it  is  also 
usual  to  assume,  as  has  been  done  above,  that  at  any  instant  the 
magnetic  force  at  any  point  due  to  a  varying  current  in  a  circuit 
is  the  same  as  would  be  produced  by  a  steady  current  equal  in 
intensity  to  thnt  which  exists  in  the  circuit  at  that  instant.  The 
latter  assumption  is  justified,  for  points  which  are  near  the 
circuit,  by  the  theory,  confirmed  now  by  experiment,  of  propa- 
gation of  electromagnetic  action. 

It  does  not  seem  to  have  been  noticed  that  the  principle  of 
continuity  for  a  linear  circuit  can  be  deduced  from  the  law  of 
magnetic  force  as  follows.  Let  three  wires  meet  at  a  point  0, 
then  according  to  the  principle  of  continuity  the  rate  of  flow 
from  the  point  must  be  exactly  equal  at  any  instant  to  the  rate 
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of  flow  to  the  point  at  the  same  instant.  Let  0  be  taken  as  the 
centre  of  a  small  sphere,  and  let  the  wires  pass  tliroagh  the 
surface  of  the  sphere  At  A^  B,  C  (Fig.  lOd).  Let  a  path  be  drawn 
round  the  wire  A  on  the  sphere,  Uien  carried  to  B,  then  to  C 
nearly  round  it,  and  finally  back  to  the  point  of  starting  from  ^, 
so  that  a  closed  path  is  traced  on  the  sphere,  consinting  of  three 
nearly  closed  curves  described  in  the  same  direction  round 
A,  B,  C,  and  an  infinitely  nearly  closed  path  A',  B'y  O,  not 
embracing  any  of  the  conductors.  A  magnetic  pole  carried  round 
the  complete  path  will  have  no  work  done  on  it  on  the  whole, 
since  the  path  does  not  really  surround  any  conductor ;  in  other 
words,  it  could  be  shrunk  to  a  point,  without  cutting  through  the 
conductor,  and  the  work  done  in  carrpng  a  pole  round  the 
infinitely  nearly  closed  path  ^',  B',  O  also  vanishes.     [To  see 


this  it  is  only  necessary  to  conceive  the  path  opened  out  into 
an  open  loop,  slipped  back  beyond  the  centre  of  the  sphere  and 
then  shrunk  up.]  But  if  y^,  yj,  yj,  be  the  currents  in  the  wires 
at  A^  B,  6,  all  reckoned  as  inflowing,  or  all  as  outflowing,  the 
work  done  on  the  pole  in  tlie  three  paths  closely  surrounding  the 
wires  is  4ir(yi  +  yj  +  y8)t  ^^^  l^^^s  must  be  zero,  since  the  work 
done  round  A*  B'  C  ia  zero.     Hence  we  have 

4ir(y,  +  y,  +  y8)=0 
or 

yi  +  Ti  +  ya-o (7) 

that  is  the  total  current  arriving  at  or  flowing  away  from  the 
point  at  any  instant  is  zero.  The  same  thing  can  obviously  be 
proved  in  the  same  way  for  any  number  of  conductors  meeting  at 
a  point. 

Ke turning  to  the  dynamical  equations  of  currents,  the  equations 
for  Maxweirs  method  of  meshes,  each  carrying  its  o^vn  current. 
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are  easily  written  down.   The  quantities  of  electricity  which  have   Theory  of 
flowed  round  the  different  meshes  from  any  era  of  reckoning  up  Maxwell's 
to  the  instant  under  consideration  become  the  generalised  con-    S^^^\ 
ductors,  and  their  time-rates  of  variation,  or  the  currents  at  that    Method, 
instant,  the  corresponding  velocities.     If  then  Z^,  Zg,... denote 
the  self-inductances  of  the  different  meshes,  each  regarded  as  a 
separate  circuit,  in  which  currents  y^,  y2,...flow,  Jfj,,  M^y,..tho 
mutual  inductances  of  the  pairs  of  meshes  indicated  by  the 
suffixes,  we  have 


T^i(LJ,^  +  '^M,^J,  +  ...) 


(8) 


AgAin,  if  i^t  denote  the  resistance  of  a  conductor  which  adjoins 
two  meshes  distinguished  by  the  sufBxes  j  and  k, 


F=\iBn{Sj-h)* 


(9) 


Tliese  two  equations  with  (3)  above  enable  the  equations  of  Equation 
currents  for  the  different  meshes  to  be  written  down.    They  are         of 
thus  of  tiie  type  Currents. 


dtdjii       dyj        ^      dyj 


(10) 


where  Ej  is  the  electromotive  force  in  the  circuit  indicated  by  the 
suffix  J, 

This  method  avoids  the  necessity  for  an  explicit  reference  to    Compari- 
the  principle  of  continuity,  inasmuch  as  this  principle  is  assumed  son  of  the 
in  the  statement  of  the  method,  and  it  is  convenient  for  the       Two 
systematic  working  out  of  a  complicated  system ;  but  with  the    Methods, 
elect rokinetic  energy  expressed  in  the  above  form,  which  is  the 
strictly  accurate  one  when  the  generalised  velocities  are  the 
mesh-  or  cycle-currents,  it  is  not  convenient  for  the  derivation 
of  equations  from  which  the  inductances  of  given  conductors  are 
to  be  obtained.     In  these  applications,  however,  it  is  usual  to 
modify  the  form  of  the  electrokinetic  energy  by  writing  it 

T=i2{Lfkiyj-yur^  +  2M0mm){yi-yn)}.    .     (11)      ' 

where  iw»  is  the  self -inductance  of  the  conductor  common  to  the 
two  cycles  indicated  by  the  suffixes,  and  M(jkXim)  the  mutual  in- 
ductance between  that  conductor,  and  the  conductor  common  to 
the  two  meshes  indicated  by  the  suffixes  Im,  But  this  merely 
amounts  to  using  the  first  method  after  all.  In  general  it  is 
quite  easy  to  write  down  the  equations  for  the  different  conduc- 
tors from  (4)  for  the  first  method,  applying  the  principle  of 
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continuity  mentally ;  and  as  only  one  symbol  is  required  for  the 
current  in  each  conductor,  the  first  method  has  the  advantage  of 
greater  brevity  of  expression. 

The  comparison  of  inductances  comprises  five  problems 
with  which  we  shall  deal  in  succession :  the  comparison 
(1)  of  two  mutual  inductances,  (2)  of  two  self-induct- 
ances, (3)  of  a  mutual  inductance  with  a  self-inductance, 

(4)  of  a  mutual  or  self-inductance  with  a  resistance, 

(5)  of  a  mutual  or  self-inductance  with  an  electrostatic 
capacity. 

Of  the  first  problem  the  following  solution  has  been 
given  by  Clerk  Maxwell.     Let  A^,  A^,  (Fig.  109)  be 


the  two  coils,  the  mutual  inductance  M^  between  which 
is  to  be  compared  with  that  between  two  other  coils 
A^y  A^.  A^  and  A^y  A^  and  A^  are  placed  opposite  one 
another  at  the  required  distance  in  the  case  of  each 
pair.  A  circuit  is  made  up  of  A 2,  A^,  a  battery  and  a 
make-and-break  key  K;  while  A^^,  A^  are  joined  up  as 
a  secondary  circuit  to  which  the  former  is  the  primary, 
and  a  branch  containing  a  galvanometer  is  made  to  join 
two  points  P,  Q,  on  this  latter  circuit. 
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The  resistances  B^,  B^  of  the  coils  A^,  A^,  respectively,    Ratio  of 
with  any  additional  resistance  included  with  the  coil  in      ances 
each  case  up  to  PQ,  are  adjusted  by  adding  resistance    ^^^5^ 
coils  from  boxes,  until  there  is  no  current  through  the     of  Two 
galvanometer  when  the   battery   circuit    is  made   or 
broken,  and  are  then  compared  by  means  of  a  Wheat- 
stone's  bridge  or  other  convenient  method.     We  have 
then 

^i2"A •     ^  ^^ 

To  increase  the  sensibility  of  this  and  similar  methods, 
some  arrangement  such  as  Ayrton  and  Perry's  secohm- 
meter,  described  below,  for  successively  making  and 
breaking  the  battery  circuit,  and  sending  the  successive 
integral  flows  through  the  galvanometer  in  the  same 
direction,. must  be  adopted. 

To  prove  the  condition  (12)  let  Xj,  Zj  be  the  self-inductancefl  Theory  of 
of  the  coils  ^i,  J^,  L  the  self-inductance  of  the  battery  circuit,  Method, 
and  r  that  of  the  galvanometer.  Then  if  «  be  the  battery 
current  at  any  instant,  i,  y,  the  currents  in  the  same  direction 
round  A^y  Jzt  respectively,  the  current  through  the  galvanometer 
is  it  -y,  and  the  electrokinetic  energy  of  the  system  is  given  by 
the  equation 

T=i{Lu^  +  L,i^  +  Uy^  +  r(x-yy  +  2Mi^M£  +  2M^uy},  (13) 

If  It  be  the  resistance  of  the  battery  circuit,  0  the  resistance 
of  the  galvanometer,  we  get  for  the  dissipation  function 

F^i{Ru^  +  E,i^  +  E^f  +  Gix--y)^}.    .     .     (U) 

Since  the  impressed  electromotive  forces  corresponding  to  i,  y, 
are  zero,  we  nave  by  (4) 
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Equations   Hence  by  (13)  and  (14) 
of  Cur- 
rents. Xi^  +  r  (Jr -iO  +  ifi,«  +  R^x  +  G  (i-y)  =  0 

X,y- r  (f  -  j?)  +  3f,4  fi  +  iBjj?  -  (?  (i-^)=0> 

or,  integrating  and  writing  l  for  i-^,  and  taking  acconnt  of  the 
fact  that  Xf  y,  x,  ^,  n,  are  initially  zero,  we  obtain  two  equations 
which  may  be  written 


(15) 


Eliminating  y  between  these  we  obtain  an  equation  of  the 
form 

J'i  +  Bz+  Cz=Du  +  Eu 

where  ^,  B,  C,  D,  E  are  constants. 

Deduction  Soon  after  completion  of  the  primary  circuit  the  current  in 

of  Condi-  the  secondary  will  have   died   out.    Then   the  last  equation 

tion  for  no  becomes 

Integral  Cz  =  Ey (16) 

Galvano- 
meter- where  y  is  the  steady  current  in  the  primary.     By  inspection  of 

Current.  (15)  j^  jg  ^^^y  ^o  see  that 

C= i?,  {R^  +0)  +  R^  0,  E^Mt^  Ri  -  i/j,  Rt. 
Thus  (16)  becomes,  since  z=x—y 

^    R,{R,^G)  +  R,G ^     ^ 


Hence  if  e  ( = x  —y)  =  0, 

If         7?. 

(17) 


-5^34  __  ^ 


3/12      Ri 
the  relation  stated  above. 

It  is  to  be  noticed  that  if  i  =  0  at  each  constant,  and  this 
relation  be  fulfilled,  2)  =  0,  that  is  by  (15) 

^'^^^ (18) 
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TIiQs  the  ratio  RJRi  is  also  the  ratio  of  the  self-inductances, 
if  the  arrangements  be  such  that  no  current  whatever  passes  in 
either  direction  through  the  galvanometer. 

It  is  sometimes  important,  as  Lord  ilayleigh  has  pointed  out,* 
that  this  last  oonditiou,  and  in  other  cases  a  similar  one  if  it 
exist,  should  be  fulfilled  in  order  that  the  method  may  be  an 
abeolately  null  one.  Very  frequently  unless  the  galvanometer- 
needle  is  of  very  long  period  it  shows  considerable  uneasiness 
even  if  the  condition  for  zero  integral  current  is  fulfilled.  The 
fulfilment  of  (18)  or  a  corresponding  condition  may  be  brought 
about  by  the  insertion  of  self-inductance  in  addition  to  that 
associated  with  the  conductors  employed  as  resistances. 

The  experiment  may  be  arranged,  with  a  derived  Compari- 
brancb  on  both  the  primary  and  the  secondary  circuit,  *°MutuaT*^ 
as  shown  in  Fig.  110,  and  the  galvanometer  in  the    l^^duct- 


Method. 


circuit  of  one  of  the  coils  as  A^  Let  the  resistance  of  Modifica- 
the  coil  A^  and  connections  to  the  right  of  AB  be  R^,  Maxwell 
the  resistance  to  the  left  of  AB  R^,  the  rosistances 
similarly  to  right  and  left  of  CD  R^,  R^  (R^  including 
the  resistance  of  the  galvanometer),  the  resistance  of  the 
derived  branch  on  the  primary -B,  of  the  derived  branch 
on  the  secondary  S. 


•  British  Association  Report,  1883. 
//-^^■^    OF   TTT 

rgv'IVBI 


^gle 
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Ratio  of  With  this  arrangement  when  no  current  through  the 
aiices  in  galvanometer  is  produced  on  depressing  or  raising  the 
'^u^ff  battery  key  the  relation 

.     .     .     (19) 


Resist- 
ances. 


3/3,     Ii(B,^S) 


holds.  Thus  the  mutual  inductances  are  opposite  in 
sign,  that  is  the  coils  must  be  joined  up  so  that  the 
induced  electromotive  forces  in  the  secondary  circuit  are 
opposed.  In  the  test  therefore  the  coils  are  joined  up 
in  this  way,  and  the  resistances  are  adjusted  until  no 
deflection  of  the  galvanometer  needle  is  produced  by 
making  or  breaking  the  battery  circuit. 
Particular  If  ^  =  X ,  that  is  if  there  is  no  derived  branch  on  the 
primary,  the  relation  (19)  becomes 

3/12"     s      ^^"^ 

In  this  case,  since  numerically  M^  >  i/jg.  the  galvano- 
meter must  be  placed  on  that  side  of  CD  on  which  the 
induction  is  the  weaker. 

If  iS=  00,  that  is  if  there  is  no  derived  branch  on  the 
secondary, 

M,^     R-VR^ ^^^^ 

If,  for  the  coils  in  the  positions  of  Fig.  110,  M^^>M^^ 
numerically,  (21)  becomes  —  MiJM^^  =  R/{R  +  R^), 

Theory  of       Let  u  be  the  current  at  any  instant  through  the  battery,  and 

Method,     therefore  through  J^^  it'  the  current  at  the  same  instant  tlirough 

^,,  then  the  current  in  JB  is  «  -  u'.    Denoting  now  by  L^,  Z4,  Z, 

the  inductances  of  the  three  parts  into  which  the  primary  circuit 
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13  divided,  namely  A^^  J^y  and  the  derived  branch  ABy  by  L'  the 
inductance  of  the  derived  branch  CD^  we  have 

+  2.Yi,i'i  +  2.1/„iiy}.     .     .     .     (22) 

^  =  i  \R^j^  +  R^j^  +  S{i-jff  +  R,u^  +  R,u'^  +  R{ik-uy)  (23) 

where  i,  y  denote  as  before  the  currents  in  Ai^  A^, 

The  equations  of  currents  obtained  from  these  and  integrated 
over  any  interval  from  an  instant  just  before  the  contact  was 
made  or  broken,  with  attention  to  the  fact  that  the  initial  values 
of  the  variable  quantities  are  all  zero,  give  equations  which  can 
be  written  in  the  form 

{(i+7/)^^  +  ^,  +  ,9}x-(i'|^  +  ,9)^  +  .V„«'-0 

.  ,  .  (24)     Integral 

rents. 
Elimination  of  .|f  from  these  gives  an  equation  of  the  form 

Ax+Bjt+  Cjc=Du  +  iy{^  +  Eu  +  Fu\ 

If  the  currents  have  become  steady  this  reduces  to  Integral 

Current 
Cx  =  jSy  +  ^V,  through 

Galvano- 
where  s  is  the  time-integral  of  the  current  which  has  passed     meter : 
through  the  galvanometer,  and  y,  y'  are  the  steady  currents  in 
the  battery  and  the  coil  A^.    Hence  y'»yi2/(72  +  ^,  and 

Now  by  (24) 

i?=  -.V„.9,  £•-  -Mn  (/?3  +  '9). 
Hence  (85)  becomes 

{R,+Ri>\{R,+  S){R,  +  S)-S''t^'    ■    •    '     ' 
VOL.  II.  O  O 
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Condition 
for  Zero 
Value. 


Ayrton 

and 

Peny's 

Secohm- 

meter. 


Use  of 
Sccolim- 
meter  for 
Compari- 
son of 
Mutual 
Induct- 


If  ;r=0  this  gives  at  once 


(26) 


the  condition  (19)  above  for  no  integral  current  through 
galvanometer. 


the 


As  stated  above,  the  sensibih'ty  of  these  methods  may  he 
greatly  increased  by  using  successive  reversals  of  the  battery 
current,  with  a  proper  arrangement  for  comrautating  the  inductive 
flows  through  the  galvanometer.  An  excellent  contrivance  for 
this  purpose  has  been  provided  by  Professors  Ayrton  and  Perrj- 
in  the  &cohmmeter.  This  is  an  arrangement  of  two  rotary 
commutators,  worked  by  the  same  spindle,  one  for  periodically 
interchanging  the  points  to  which  the  gah-anometer  terminals 
are  attached,  the  other  for  reversing  the  battery  circuit.  Each  of 
these  commutators,  as  will  be  seen  from  the  diagrammatic  sketches 
(Fig.  112)  showing  the  mode  of  using  the  instrument,  consists  of 
four  brushes  pressing  on  a  cylindrical  surface  made  up  of  two 
nearly  semi  cylindrical  metal  pieces  separated  by  insulating 
material.  The  relative  times  of  reversal  by  the  two  commuta- 
tors can  be  adjusted  to  suit  the  purpose  for  which  it  is  to  be  used. 

The  spindle  can  be  driven  by  a  handle  or  by  any  convenient 
small  motor.  For  a  given  speed  of  driving,  two  speeds  of  the 
commutators  can  be  arranged  for.  With  one  there  are  rather 
more  than  eight,  and  with  the  other  twenty-four,  reversals 
effected  by  each  for  one  turn  of  the  handle  or  driving  pulley. 
The  speed  of  the  driving  handle  or  pulley  is  governed  by  a  fly- 
wheel. 

For  example,  the  instrument  can  be  applied  to  the  comparison 
of  two  mutual  inductances  by  the  methods  just  described.  The 
battery  commutator  is  arranged  to  reverse  the  battery  circuit  at 
an  instant  when  the  galvanometer  circuit  on  the  secondary  is 
complete.  An  induction-flow  takes  place  through  the  instrument 
unless  the  proper  adjustment  of  resistances  has  already  been 
made.  After  the  battery  current  has  reached  its  steady  value> 
the  galvanometer  terminals  are  reversed  by  the  commutator 
preparatory  to  a  second  reversal  of  the  battery.  The  flow  due  to 
induction  in  this  second  case  thus  takes  place  through  the 
instrument  in  the  same  direction  as  before,  and  so  on  as  the 
commutator  revolves.  If  the  period  of  rotation  is  small  in  com- 
parison with  that  of  oscillation  of  the  needle,  the  result  is  to  give 
a  steady  deflection  equal  to  that  which  would  be  produced  by  a 
current  equal  to  «^,  where  n  is  the  number  of  reversals  of  the 
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battery  per  second,  and  q  the  quantity  of  electricity  which  passes 
at  each  of  them. 

The  sensibility  therefore  increases  with  the  speed  of  rotation  ; 
but  in  the  present  application,  as  in  all  others  in  which  only  the 
integral  flow  through  the  galvanometer,  taken  over  the  interval  of 
variation  of  battery  current,  vanishes  for  certain  experimental 
airangements,  the  speed  must  not  be  so  great  as  to  prevent  the 
battery  current  from  reaching  its  steady  value  between  each  pair 
of  reversals.  In  cases  in  which  the  method  is  really  **  null "  the 
speed  may  be  made  as  high  as  is  thought  desirable. 

M.  Brillouin*  has  carried  out  some  careful  comparisons  of 
mutual  inductances  by  these  methods.  He  used  (1)  a  derived 
branch  on  the  primary,  (2)  a  derived  branch  on  the  secondary 
(with  in  each  of  these  cases  the  galvanometer  in  series  with  one 
of  the  coils  in  the  secondary),  (3)  the  galvanometer  in  the  de- 
rived branch  on  the  secondary.  We  give  here  a  short  account 
of  experiments  (I)  and  (3). 

The  derived  branch  in  (1)  was  made  up  of  a  resistance  box 
reading  to  fractions  of  an  ohm.  As  its  coils  were  not  wound 
double  it  was  placed  at  a  distance  from  the  rest  of  the  apparatus. 

The  galvanometer  used  had  a  resistance  of  900  ohms  and  was 
an  astatic  needle  mirror  instrument.  It  was  provided  with  a  damp- 
ing vane  of  wire  gauze,  and  was  enclosed  in  a  case  to  shield  off 
air  currents.  The  observations  were  made  in  the  ordinary  way 
by  means  of  a  telescope  and  attached  scale  placed  at  a  distance 
of  1  metre  from  the  mirror. 

The  connecting  wires  were  carried  along  side  by  side  to  reduce 
their  external  action  us  nearly  as  possible  to  zero. 

As  the  galvanometer  was  not  sensitive  enough  to  enable 
measurements  to  be  made  satisfactorily  with  a  single  make  or 
break,  a  rotating  commutator  driven  by  a  Gramme  motor  was 
arranged,  so  that  in  each  turn  it  (1)  connected  the  galvanometer 
with  the  secondary  circuit,  (2)  closed  the  primary  circuit,  (3) 
short  circuited  the  galvanometer,  (4)  opened  the  primary. 

The  secondary  circuit  was  kept  closed  permanently  and  the 
galvanometer  received  only  the  transient  current  at  each  closing 
of  the  primary.  About  10  impulses  were  given  to  the  needle  per 
second,  and  a  permanent  deflection  was  thus  produced. 

The  coils  used  were  first  a  pair  consisting  of  an  exterior  coil 
made  of  a  cable  of  twentv  insulated  wires  lightly  twisted  together, 
surrounding  an  internal  bobbin  of  somewhat  thick  wire.  The 
mutual  inductance  between  the  internal  bobbin  and  each  of  the 
twenty  strands  of  the  other  was  the  same,  J/ say.    A  commutator 


M.  Bril- 
louin's 
Experi- 
ments. 


Arrange- 
ment of 

Apparatus 

with 

Derived 

Branch  on 
Primary. 


Botating 

Commu- 

tator. 


Descrip- 
tion of 
Coils  com- 
pared. 


•   Theaes  Pr^ThUea  d  la  FamlU  des  Sciences  dc  Paris,  1882. 
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enabled  any  number /»  of  the  strands  to  be  opposed  to  the  rest, 
so  that  the  coefficient  of  induction  between  the  two  bobbins  was 
reduced  to  (20  -  2p)M,  The  wires  however  being  kept  in  series 
the  resistance  did  not  vary. 

The  maximum  mutual  inductanqe  of  these  coils  will  be  denoted 
byJ/x,. 

In  experiments  (1)  of  which  results  are  quoted  below  a  pair  of 
coils  was  used  of  mutual  inductance  intermediate  (for  the 
positions  adopted)  between  the  maximum  and  minimum  induct- 
ances of  the  apparatus  just  described.  We  shall  denote  the 
mutual  inductance  of  these  coils  by  M^. 

A  pair  of  coils  used  in  experiments  (3)  consisted  of  a  very 
carefully  wound  bobbin  of  thick  wire  19  cms.  long,  and  10  cms. 
in  internal,  12  cms.  in  external  diameter,  placed  concentrically 
with  a  small  coil  of  length  4*7  cms.  and  internal  and  external 
diameters  1  cm.,  5  cms.  respectively.  The  latter  bobbin  could 
be  turned  round  through  any  required  angle  by  means  of  an 
index  and  divided  circle.  The  external  coil  being  long,  the  two 
coils  had  a  coefficient  of  mutual  induction  proportional  to  the 
cosine  of  the  inclination  of  the  axes. 

The  coefficient  of  induction  between  these  coils  in  any  given 

relative  positions  will  be  denoted  by  M'^. 

Itesnits  of     The  following  are  the  results  of  five  experiments  made  with 

Experi-     difEerent  fractions  A  of  J/jj,  and  no  denved   branch  on  the 

menta.      secondary.    The  ratio  of  the  coefficients  comes  out  as  shown  in 

(21)  in  terms  of  the  resistance  Jt  of  the  shunt  on  the  primary, 

and  i^  the  resistance  of  the  coil  J^  in  Fig  109,  B^  was  corrected 

to  agreement  at  the  temperature  of  experiment  with  the  box 

from  which  It  was  taken. 


1 

!     ^2  +  i?^ 

j/io 

A 

Temp. 

!        ^ 

i?^ 

-J/34 

1 

15^- C. 

68-5  ±01 

1-671 

1-671 

0-9 

14-2  „ 

91-6±0-l 

1-500 

1-666 

0-8' 

14-7  „ 

138-9  ±0-1 

1-338 

1-672 

0-8 

14-8  „ 

139-2  ±0-1 

1-330 

1-662 

0-8 

14-2  „ 

137-6±01 

1-333 

1 

1-666 

Mean  1-667 

A  set  of  experiments  was  also  made  with  the  same  arrange- 
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inent,  and  at  one  temperature  12°'6C.  with  hMig<M^,  The 
ratio  in  this  case  comes  out  in  terms  of  the  resistance  i?4  of  the 
coil  ^4  and  any  non-inductive  resistance  in  series  with  it,  and 
the  resistance  B  of  the  derived  branch.  E^  was  that  of  the 
bobbin  J^,  together  with  a  resistance  seven  times  as  great, 
making  ^4»18'49  ohms  in  all 
The  results  are  given  in  the  table. 


R 

Ml, 

h 

It 

_  — i-^ 

Jt^H, 

^tu 

01 

3-69 

•1663 

1663 

0-2 

9-35 

•336. 

1-680 

0-2' 

9-33 

•335 

1675 

01  +  0-2 

18-62 

•5017 

1-672 

0-1  +  0-2' 

18-70 

•5028 

1-676 

0-2  +  0-2' 

37  5 

•669 

1-672 

0-1  +  0-2  +  0-2' 

92-7 

•8336 

1-667 

Oo 

92-5 

•8334 

1-667 

Experi- 
tiients  bv 
Maxwells 
Method. 


Tiiese  results  give  by  addition  for  the  values  1,  '9,  -8,  of  // 
used  in  the  former  set  of  experiments 

ifij/-%4= 1-670,  9ifi2/ifa4= 1-504,  SMJMs^^V^.'i^ 

which  closely  agree  with  the  values  of  (R+R^jR^  ^^^^  found. 

A  set  of  experiments  was  also  made  with  the  galvanometer 
included  in  a  derived  branch  on  the  secondary  according  to  the 
arrangement  of  which  the  theoiy  is  given  above  p.  446. 

The  galvanometer  was  a  very  sensitive  astatic  instrument  of 
the  Thomson  pattern  with  a  coil  of  7,000  ohms  resistance.  The 
coils,  which  were  the  two  pairs  already  described,  were  at 
distances  of  only  about  2J  metres  from  the  galvanometer,  but 
were  placed  in  such  positions  that  the  direct  action  of  each  on 
the  needle  was  zero.  Thfey  could  be  turned  through  10°  from 
tliese  positions  without  producing  any  sensible  action.  The 
induced  currents  in  the  small  bobbin  of  the  second  pair  of  coils, 
was  found  to  produce  no  direct  effect  upon  the  needle  in  any 
position  in  which  the  bobbin  was  used. 

All  the  joining  wires  had  their  outgoing  and  return  parts 
together  and  were  carefully  insulated. 

The  primary  circuit  contained  a  battery  of  10  DanielPs  cells ;  Method  of 
and  the  rotating  commutator  was  not  employed,  as  the  galvnn-    .  Experi- 
ometer  was  sufficiently  sensitive  to  show  a  single  impulse  when    menting. 
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the  integml  curreDt  through  it  was  not  zero.     For  the  final 
adjustment  the  deflectioDS  were  amplified  by  closing  and  opening 
the  circuit  when  the  needle  was  passing  through  zero  alternately 
in  opposite  directions.    Any  want  of  perfect  adjustment  mani- 
fested itself  by  the  aggregate  effect  of  the  successive  exceedingly 
small  impulses  thus  given,  since  these  all  tended  to  increase  the 
kinetic  energy  of  the  needle. 
Ctfect  of       But  for  balance  in  these  circumstances  it  is  necessary  that  the 
Currents    effects  on  the  needle-system  of  completing  the  circuit  and  of 
^^  ,  ,  breaking  the  circuit  should  both  be  zero.    It  was  found  at  first 
M*il       ^**»  while  making  tiie  circuit  produced  no  effect,  breaking  it 
Meui       always  produced  a  slight  impulse.    This  M.  BriUouin  traced  to 
vane .      inductive  action  between  the  coils  and  the  metallic  vane  attached 
to  the  needles  for  the  purpose  of  damping.    This  induction 
depended  on  the  law  of  variation  of  the  induced  current  in  the 
coils  und  took  place  notwithstanding  the  fact  that  the  integral 
current  at  break  was  zero  as  well  as  that  make.    By  placing  a 
condenser  across  the  primary  circuit  and  the  make  and  break 
key,  the  law  of  variation  of  the  current  could  be  altered  ;  and  it 
was  found  that  a  corresponding  change  took  place  in  the  deflec- 
tion.   The  electromagnetic  action  between  the  induced  currents 
in  the  vane  and  the  inducing  current  in  the  coils  clearly  ought 
to  cause  such  effects  as  those  observed. 
Khmina-       Jt  was  found  that  this  action  had  a  maximum  for  any  position 
v^  ^K.    ^^  ^®  needles  when  the  capacity  of  the  condenser  was  -26  micro- 
Disturb-    f arad^  and  that  when  the  name  was  quite  symmetrically  placed 
ances.      relatively  to  the  coils  the  effect  always  vanished.    A  condenser 
of  this  capacity  was  therefore  applied,  and  the  position  of  the 
needles  adjusted  by  the  directing  magnet  until  the  effect  was 
zero.    The  experiment  was  then  made,  and  the  method  of 
multiplication  used  for  the  deflections,  with  certainty  that  the 
effect  of  make  was  exactly  equal  and  opposite  to  that  of  break. 

By  (12)  above  we  have 

Results  of      ^T^  ^0  experiments  made  7?,  was  constant  and— 974*2  ohms, 

Ezperi-     while  i?«  was  made  up  of  a  constant  part  R—V1^'\  ohms,  and 

ments.     a  variable  part  r.    Tne  results  of  one  set  of  experiments  are 

given  in  the  table.    The  fourth  column  is  calculated  by  taking 

the  fraction  k  of  the  sum  of  the  results  in  column  3,  and  indicates 

the  closeness  of  agreement  of  the  results. 
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1 

AM,, 

AM,, 

M'SA 

k 

'            r 

-^'34 

]  (Mean  value  from 

t 

last  col.). 

0-1 

191  ±0-5 

1-493  ±001 

1-491 

0-2 

1    1639±3 

2-980±-003 

2-981 

0-2' 

'    1640±3 

2-981  ±-003 

2-981 

0-5 

5994±3 

r 

7-450±003 

7-452 

The  following  method  of  comparing  two  self-indue-  Compari- 
tances  is  due  to  Clerk  Maxwell.*  The  two  coils  the  Two^Self- 
inductances,  Zi,  Z9,  of  which  are  to  be  compared  are    Induct- 

ancfiH. 

placed  in  adjacent  branches,  AC,  AD,  of  a  Wheatstone 
bridge  (Fig.  Ill),  and  balance  is  obtained  for  steady 


Fig.  111. 


currents  by  properly  adjusting  the  (non-inductive) 
resistances  R,  S  of  the  branches  CB,  DB.  If  the  resist- 
ances of  the  branches  AC,  AD  he  P,  Q  respectively. 


*  EL  and  Mag.  Vol.  ii.  p.  367.     (Second  Edition.) 
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and  the  inductaDces  of  the  branches  CBy  DB  are 
negligible,  the  relation  fulfilled  when  the  balance  is 
attained  is,  as  we  know,  PS  =  QR.  If  besides  this  the 
relation 

f:-* w 

be  fulfilled,  there  will  be  also  balance  for  transient 
currents,  and  no  deflection  of  the  needle  will  be  pro- 
duced when,  the  galvanometer  branch  CD  being  com- 
plete, the  battery  circuit  is  made  or  broken.  Or  the 
coils  may  be  placed  in  AG,  GB  so  that  L^  is  associated 
with  P  and  L^  with  B ;  then  balance  is  obtained 
when 

L^     R ^^^ 

A  secohmmeter  may  be  used,  as  shown  in  Fig.  112  to 
increase  the  sensibility.  Balance  for  induction  cur- 
rents is  simply  t^ed  for  by  rotating  the  commutators. 
The  arrangement  of  the  apparatus  will  be  obvious  from 
the  diagiam. 

Theory  of  To  prove  (27)  and  (27')  we  write  down  by  (6)  the  equations  of 
Method,  currents  of  the  circuits  ACDA^  CBDC.  putting  r,  G,  for  the  self- 
inductance  and  resistance  of  the  galvanometer,  2^,  Z4,  for  the 
inductances  of  the  branches  CB^DB,  a-  for  the  current  in  AC,  y 
for  that  from  C  to  2),  and  «  for  that  in  the  batterj'  at  any 
instant.     The  equations  are  by  (6) 


^=o)(^«> 


Eiuations   x^^  +  p.r  +  fy  +  6^^  -  Z^  («  -  ^)  -  Q  («  -  i) «0 
Currents.   h{^  -y)+-S(^ -f ) "  h{^  " ^+!f)  -S{u^ i+y)  -^y-Gy 

Integrated  over  the  whole  period  of  variation  of  currents  these 
equations  become,  since  there  is  finally  zero  current  in  C/>, 
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.    (29) 


where  x,^,  u  denote  the  quantities  of  electricity  which  have 
flowed  through  A  C^  CD,  and  the  battery,  respectively,  in  the 
interval  of  integration,  y  denotes  the  steaay  current  through  the 
battery,  and  for  the  steady  current  in  the  branch  AC  has  been 
put  its  value  yQ/(P+Q). 


Tlie  conUnaonB  lines  leprescnt  permanent  connections  inside  instrument,  tlie 
dotted  lines  temporary  connections,  bridge,  Ac. 

FlO.  112. 


Elimination  of  x  from  (29)  gives 

y=  -y  1 ^ 


.     (30) 
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Hence  in  order  tliat  j^  may  be  zero  we  must  have 

^-^(i^+t-f)=^  ■  •  •  •  («»> 

or  if  Z3,  Z4  be  negligible 

Lt     q 

the  relation  stated  above. 


(SI-) 


Condition       ^^  '^  ^^  ^®  noticed  tliat  if  L^  be  negligible  in  comparison  with 
for  Zero    the  other  inductances,  and  P  be  finite,  balance  will  be  obtained 
Integral    if  the  resistances  Q^  R^  S  are  such  that 
Flow 

teo'  o+-J-l*=^-  ..;....  (310 

meter.  Q       Ji       S 

This  result  will  be  of  use  in  connection  with  the  comparison  of 

a  mutual  inductance  with  a  self-inductance. 

Sensibility      We  may  now  shortly  investigate  the  sensibility  of  the  arrange- 

of         ment.    If  r  be  the  resistance  of  the  battery  branch  AB,  the 

Arrange-   resistance  of  the  whole  circuit  for  steady  currents  is  evidently 

ment.      r  +  Pq/(P  +  Q)  +  ES/(R  +  S),  or  since  i>S-  QE,  r  +  S{P  +  R)l 

(P+S).    If  E  be  the  electromotive  force  of  the  battery 

y^EI{r  +  SiP  +  P)KR  +  S)}. 
Thus  (30)  becomes  with  a  little  reduction 
L  "P  (^  4.  -3  _  A\ 

If  the  ratio  RIS(=P/Q)  be  taken  as  fixed, and  P and  G  given, 
R  is  to  be  taken  so  that  the  denominator,  D  say,  of  this  expres- 
sion fory  may  be  a  minimum.     Denoting  R/S  by  p,  we  have 

-0=j<7(l+|)  +  i'(l+J)}{'-(p  +  l)  +  P  +  4 

Calculating  dD/dR  from  this  and  equating  it  to  zero  we 
find 

^^gPpjP  +  rQ.  +  l)} 
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If  the  condition  (31),  and  the  relation  L^-LiL^^Qy  are 
fulfilled,  the  difference  of  potential  between  C  and  D  is  always 
zero  and  therefore  not  only  is  there  no  integral  flow  from  C  to  i>, 
but  the  current  at  each  instant  is  zero.  This  may  be  seen  as 
follows.  Assuming  that  the  difference  of  potential  at  uny 
instant  is  zero,  there  will  be  no  current  through  the  galvanometer. 
Hence 

and 

Z^J^  +  y2i=Z4  (ii-i)  +  5(ii-i). 

Eliminating  u  from  these  equations  we  get  the  relation 
(Z3Z,-AZ4)jJf  +  (Z,(2  +  Z2ii-AA^-Z,P)^j  +  ((272-P^)i=0 

which  must  hold  for  all  values  of  i,  cLvjdt^  d^xldt^.     Hence  we 
must  have  in  the  first  place^ 

Q/2  -  P^  =  0 

the  condition  for  balance  in  the  case  of  steady  currents. 
Equating  the  coefficient  of  dJtldl  to  zero,  and  using  the  relation 

P  '  (i      R'^  S      ' 

which  is  the  condition  [(31)]  that  there  should  be  no  integral 
flow  through  the  galvanometer  at  make  (or  break)  of  the  battery 
circuit. 
Lastly,  equating  the  coefficient  of  d^x/dfi  to  zero,  we  find 


OonditioDs 

that 
Galvano- 
meter 
Current 
may  be 
always 
Zero. 


L^L^-- 1^1,^0, 


(34) 


which  shows  that  if  C  and  D  are  kept  at  one  potential  always.      Use  of 

the  inductances  of  the  branches  of  the  bridge  must  fulfil  a  rela-  Telephone 

tion  precisely  similar  to  that  fulfilled  by  the  resistances  when         uo 
...  .  .  _.        .    .  Wheat- 


there  is  balance  for  steady  currents.  The  relations  (31)  and  (34) 
must  be  fulfilled  by  the  inductances  in  order  tliat  a  telephone 
may  be  used  in  a  \Vheatstone*s  bridge.  When  the  telephone 
was  first  introduced  it  was  thought  by  many  experimenters  that 
by  using  a  telephone  and  intermittent  currents  the  Wheatstone's 
bridge  method  of  testing  could  be  made  much  more  sensitive. 
As  a  matter  of  fact  there  can  be  silence  in  a  telephone  snbsti- 


stone's 
Bridge. 
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tuted  for  a  galvanometer  in  a  Wheatstone's  bridge,  only  if  the 
inductances  are  balanced  as  well  as  the  resistances  by  being 
made  to  fulfil  the  relation  (34). 

If  Zs,  Z4,  are  negligibly  small  each  term  of  (34)  vanishes,  and 
the  only  condition  to  be  fulfilled  by  the  inductances  is  then  (31) 
which  takes  the  form 

The  converse  proposition  however  that  if  this  condition,  or 
in  the  more  general  case  (31)  and  (34),  be  fulfilled,  the  current 
through  the  galvanometer  is  always  zero  is  not  proved.  But 
if  the  points  CD,  are  not  joined  by  a  wire,  and  the  conditions 
be  fulfilled,  CD  will,  it  has  just  been  shown,  be  at  the  same 
potential  during  the  whole  interval  of  variation  of  the  currents. 
*  Hence,  if  at  any  instant  during  that  interval  a  conductor,  of  any 
resistance  and  inductance,  be  supposed  applied  between  C  and 
2),  no  current  would  start  in  it,  since  there  would  be  no  differ- 
ence  of  potential  between  its  extremities.  Thus,  with  fulfilment 
of  the  condition,  varying  flow  in  the  network,  with  zero  current 
in  CD,  is  physically  possible,  and  is  the  solution  of  the  problem, 
otherwise  there  would  be  more  than  one  solution,  and  this  we 
know  to  be  impossible  if  the  current?  can  be  regarded  as  a 
dynamical  system. 

^^tl!^^  In  the  practice  of  the  method  the  battery  key  is 
Method,  depressed  first,  then  the  galvanometer  key,  and  balance 
is  obtained  in  the  ordinary  way  for  steady  currents. 
Then  a  test  of  balance  is  made  for  variable  currents  by 
putting  down  the  galvanometer  key  first  and  observing 
whether  there  is  any  sudden  deflection  to  one  side  or 
the  other  when  the  battery  key  is  depressed. 

If  there  is,  the  resistances  -K,  *9  are  unaltered,  and 
balance  for  steady  currents  restored  by  adding  non- 
inductive  resistance  to  the  coils  in  AC^  AD,  Then 
a  test  is  made  for  an  induction  deflection  as  before,  and 
if  necessary  a  further  change  in  R,  S  is  made,  and  so  on. 
Balance  for  steady  currents  is,  at  each  step  of  the 
adjustment,  obtained  before  a  test  for  the  variable  cur- 
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rents  is  made,  and  thus  confusion  between  a  transient 
and  a  steady  deflection  is  avoided. 

The  repeated  adjustments  necessary  in  this  method 
render  it  troublesome  in  the  above  form.  The  following 
modification  of  it,  due  to  Prof.  C.  Niven,*  overcomes 
this  diflSculty.  One  of  the  coils  say  that  of  inductance 
L  and  resistance  P  is  made  one  arm  of  a  Wheatstone 
bridge  (Fig.  113),  and  balance  is  obtained  with  resist- 


461 


Niven's 
Modifi.    ^ 
cation  of 
Maxwell's 
Method. 


Fig.  113. 

ances  Q,  B,  S  which  form  the  other  three  branches. 
The  other  coil  of  inductance  Z'  and  resistance  Q  is  then 
inserted  at  FD,  and  balance  is  restored  by  inserting  a 
non-inductive  resistance  P  at  HC.  Non-inductive 
resistance  K,  is  then  inserted  between  E  and  F  until 
there  is  no  induction  current  in  the  galvanometer,  when 
putting  down  the  battery  key  produces  no  current 
through  the  previously  completed  circuit  of  the  galvano- 
meter.   When  this  is  the  case  ■ 


L"  KS 


.     (35) 


Phil  Mag,  Sept  1887. 
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Theory  of  Let  at  any  instant  u  be  the  current  through  the  battery,  i  the 
the  current  from  Ato  E,  jf  that  from  C  Xo  D,  z  that  from  E  to  /*, 
Method,  then  the  other  currents  are,  in  EC  i  -  i,  in  FD  it  -  x  -{-  z^  in  CB 
x-y^ZjinDB  u  -  x+y  +  z.  We  get  then  by  (6)  from  the 
three  circuits  AEFA,  ECDFE,  CBDC,  the  following  equations  of 
currents  in  whicli  r,  (r,  denote  respectively  the  inductance  and 
resistance  of  the  brancli  CD. 

Lx+Fx  +  Kz'-q'{u-x)=^0 

F  (^-i)  Jf.r^+ Gj'-L'{u'-x+'z)-q  (u-x  +  i)- A'i=.0 

Integrating  these  from  an  instant  just  before  closing  the 
circuit  of  the  battery  to  the  steady  state,  denoting  the  steady 
currents  in  AE  andt  he  battery  by  xg  and  y  respectively,  and 
remembering  that  the  adjustments  have  been  supposed  so  made 
that  the  steady  currents  m  EFyCDy  are  zero,  we  get 

{P+q')x  +  Kz^q'u-~U.  \ 

Gy+{P'  +  q)x-{q  +  P'  +  K)z=qu  +  L'{y-I)   I     .     (36) 
-  {Q  +  R  +  S)y  +  {R  +  S)x-{^R  +  S)z»Ku  ) 

Hence  if  A  denote  the  determinant  of  this  system  of  equations, 
we  get  by  elimination  of  x  and  jr 

q'u-U',.  F+q,     K 

Su,  B  +  S,  -{E  +  S) 

Expanding  this  determinant  (first  simplifying  it  by  adding 
the  second  column  to  the  third),  remembering  that  since 
F/q  =  F'/q  =  B/S,  the  relations  (B  +  JS)^  =  (F  +  q')S, 
{F'+q)S-=  (B  +  S)q,  hold,  and  putting  (y  -  Xs)/xs  =  B/6\ 
.r,  =  y.y{B  +  8)  we  find 


Integral 
Equations 

of 
Currents. 


Expression 
for  Inte- 
gral 
Current  in 
Galvano- 
meter. 


Ay =y  {(A-  +  F+q)BL'-  KSL} . 


(37) 


If  the  right  hand  side  be  zero,  and,  as  will  generally  be  the  case, 
the  determinant  A  does  not  vanish,  y  must  be  zero.  Hence  in 
order  that  there  may  be  no  integral  current  through  the 
galvanometer,  it  is  necessary  and  sufficient  that  as  stated  in  (35) 


(K+F+q:)B 

a;v 
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If  r  denote  the  resistance  of  the  battery  branch  AB,  we  easily  Arrange- 
see,  taking  account  of  the  relations  FjQ'  =  FIQ  =  RIS,  that  the  ment  of 
resistance  of  the  whole  circuit  for  steady  currents  is  Bridge  for 

Sensi- 
r  +  R{q^q'  +  S)KR  +  S),  Miity- 

and  that 


^=-^-±^  (A-+  P  +  (?)  {GS+  [q  +  -j^.^^jf^  ^,)  (0+S+S)] 

Hence  putting  E  for  the  electromotive  force  of  the  battery  we 
have  y  =  £/{r  +  ye( A'+  Q  +  Q')/{R  +  S),  and  instead  of  (36) 


y^E 


"•■■-k/pW 


1  {r{R+s)+R{q+q+{r,\  {os-\-v'{g+r+s^ 


(370 


in  which  /A^is  written  for  $  +  A'^7(A'+P+  Q') 

If  D  denote  the  denominator  in  this  expression,  then  in  order 
that  the  arrangement  may  be  as  sensitive  as  possible  DIR  must 
be  made  a  minimum.  For  simplicity  let  F  =  Q',  F^  ^  Q,  R=S. 
Then  S  is  to  be  so  chosen  that  D/S  shall  be  a  minimuiu.  This 
by  the  ordinary  method  is  found  to  be  the  case  when 


.V2  = 


(r  +  2ir 


,     (38) 


This  comparison  may  also  be  effected  by  means  of  a   Comi>ari- 
differential  galvanometer.     The  two  coils  of  inductances      xwo 
L^  L^  and  resistances  iJ^,  R^y  are  joined  as  shown  in  the    Induct- 
diagram  with  non-inductive  adjustable  resistances,  and    Differen- 
balance  is  obtained  for  steady  currents   without   the    qJJ-^^^. 
cross-conductor  of  resistance  S.     It  is  plain  that  if,  as     meter. 
we  suppose,  the  resistance  of  each  coil  of  the  galvano- 
meter is  the  same  {G),  and  their  effects  on  the  needle 
are  equal  for  equal  currents,  the  additional  resistances 
B\,  B.\  (including  connections)  must  be  equal  to  R^,  R^ 
respectively.     If  E  be  the  electromotive  force  and  v  the 
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resistance  of  the  battery  the  steady  current  in  each  coil 
is 

The  cross  conductor  is  then  applied  at  the  points  of 
junction  P,  Q,  and  the  balance  for  steady  currents  is  again 
tested  and  if  found  to  be  disturbed  is  restored  by  slightly 


Fig.  114. 


shifting  one  or  both  of  the  contacts  P,  Q,  The  resistance 
;Sf  is  then  adjusted  until  there  is  no  deflection  of  the 
needle  on  depression  of  the  battery  key.  When  this 
adjustment  has  been  made  the  relation  is  fulfilled 


L'       S 


(40) 


Theory  of  If  i,  y,  be  the  currents  from  P,  Q,  respectively,  to  the  gal- 
Method,  variometer,  i  that  from  P  to  ^  through  the  cross-connection,  the 
current  arriving  from  the  battery  is  Jt  +  z  at  P,  and  y  -  i  at 
0,  Hence  if  F  be  the  inductance  of  each  galvanometer  coil,  M 
their  mutual  inductance,  and  the  inductances  of  other  parts  of 
the  circuits  be  negligible,  the  equations  of  currents  for  the 
circuits  AFGEA,  AQGFJ,  JPQA  are  by  (6) 
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r^+IfS'\'Li{^  +  i')+{RT,  +  Ii:i+G)x  +  r(x  +f)  +  RJ^E  Equations 

of 
Vy  +  Mx'hL^  +  {R^  +  R^  +  0)y  +  r{x+y)-R'^:=E  Currents. 

Z,(x  +  i0  +  Si  +  y?i(i  +  i)-i2'2(y-i)  =  O. 

Integrating  the  first  two  of  these  equations  over  the  rise  of 
the  current  in  each  circuit  from  zero  to  the  steady  value  y,  and 
subtracting  the  second  integral  from  the  first  we  get  since 

{L,'I^y  +  {Rx  +  R^+O){x-y)  +  {R,  +  Rilz=0  .    (41) 

Also  the  third  equation  integrated  gives 

Ziy  +  J2i(;r-y)  +  (2iJi  +  'Sr)r=0  .     .     .     .     (42) 

Substituting  in  (41)  the  value  of  z  given  by  (42)  and  solving    Effective 
for  X  - jr  we  obtain  Current  in 

jr-y= {^1+8)^-81^ (43)  tialGdva- 


In  order  that  this  may  be  zero  we  must  have 

L^^2R^+S 

ia  8        '         "^ 


(44) 


The  value  El{R^  +  A  +  9^  2r)  substituted  for  y  in  (43) 
gives 

x^.^E (^R^  +  8)L,--8In 

^        ^R^{Ht+G)+8{R^+R^+Q)){R,+R^+G+2r)   ^    ^ 

The  resistances  Rj,  R^  are  fixed,  and  in  practice  G  also  is 
given.  If  the  galvanometer  is  too  sensitive  the  magnetic  field 
at  the  needles  may  be  increased  in  intensity,  or  the  coils  may  be 
shunted  provided  the  shunt  is  precisely  the  same  in  inductance 
Ql  any^  and  resistance  in  both  cases.  The  flow  through  each 
coil  will,  if  S'  be  the  resistance  of  the  shunt,  be  simply 
(as— y)  S'liG  +  5),  as  it  would  be  if  the  galvanometer  coils  and 
fthiint  had  no  inductance. 

Maxwell  has  also  given  the  following  method  of  com- 
paring^ the  mutual  inductance  M  of  two  coils  with  the 
self-inductance  of  one  of  them.     One  of  these  coils,  C^, 

VOL.  11.  H  H 
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Compari* 
son  of 
Mutual 
Induct- 
ance of 
Two  coils 
with  Self- 
Induct- 
ance of 
one  of 
thenu 


of  inductance  L^  (>  M)  is  included  in  the  branch  AC 
(Fig.  115)  of  a  Wheatstone  bridge,  and  the  other  coil, 
Cg,  of  the  pair  is  joined  up  with  the  battery  in  the 
branch  AB.  The  galvanometer  is  in  the  branch  GD, 
Let  P,  Q,Ii,S  be  the  resistances  of  the  branches  AC, 
AD,  CB,  DB,  and  let  balance  be  obtained  for  steady 
currents  so  that  BS  «  QB.    Then  if  the  coils  be  properly 


placed  the  ratio  P/Q^B/S  can  be  so  adjusted  that  there 
is  no  vai'ying  current  through  the  galvanometer,  and  the 
relation 

Z,=  -^(l+|)  =  -if(l4D    .     (46) 

is  fulfilled  if  the  inductances  of  the  other  branches  are 
negligible,  or  are  balanced  in  the  manner  described 
below. 

In  order  that  the  bridge  may  be  balanced  for  both 
steady  and  varying  currents,  the  coils  must  be  so  placed 
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that  the  inductive  actions  in  the  branch  AC  are  opposed,  Avoidance 
and  the  resistances  adjusted  until  no  deflection  is  pro-  Successiye 
duced  on  depressing  or  raising  the  battery  key.  After  „^^^^ 
each  alteration  of  the  ratio  PIQ  or  RIS  balance  for  steady  Shunting 
currents  must  be  restored  before  testing  for  varying 
currents.  To  avoid  the  repeated  adjustments  necessary 
in  this  process,  a  non-inductive  coil  is  joined  between 
A  and  B,  and  varied  in  resistance  until  no  deflection  is 
obtained  on  depressing  or  raising'  the  battery  key  after 
the  galvanometer  circuit  has  been  completed.  The 
presence  of  this  coil  does  not  affect  the  balance  for 
steady  currents,  so  that  when  PS  has  once  been  made 
equal  to  QR^  this  adjustment  is  not  disturbed.  Now  if 
W  be  the  resistance  supplied  by  this  coil  and  E  the 
point  in  it  at  the  potential  of  C,  D,  it  is  divided  into 
two  parts  AE,  EB  by  the  point  E  the  resistances  of 
which  are  QW  j  {Q  ^-S\SIV j  {Q-^- S).  Since  if  we 
please  E  may  be  taken  as  in  contact  with  D  the  former 
t)f  these  may  be  regarded  as  a  shunt  on  AD,  bringing 
it  down  to  the  resistance  QWI{Q-\-S'\'\V),  which  gives 
by  (46)  the  relation 

Z  =  _j/(^l+|^:P+^.    .     .     (47) 

It  will  be  noticed  that  there  is  want  of  generality  of  B^louin's 
application  in  this  method,  inasmuch  as  both  (46)  and  cation  of 
(47)  require  that  L>M.    It  has  been  pointed  out  by    ^e^^od. 
M.  Brillouin  that  the  method  is  made  perfectly  general, 
and  the  relation  between  L  and  M  simplified  by  putting 
the  coil  C^  in  the  shunt  branch  between  A  and  B. 
Balance  for  steady  currents  is  first  obtained,  and  then 

HH  2 
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the  total  resistance  W  of  the  shunt  branch  is  altered 
until  balance  is  also  obtained  on  making  or  breaking 
the  battery  circuit.  The  relation  between  L  and  M  is 
then 

Z  =  --^t^J/  ....     (48) 

It  is  of  great  importance  in  this  method  that  the 
inductances  of  the  other  branches  of  the  bridge  should 
be  as  nearly  as  possible  zero,  as  sensible  inductance  of 
unknown  amount  unallowed  for  may  very  seriously 
affect  the  accuracy  of  the  result  obtained.  The  coils 
used  for  balance  should  therefore  be  as  nearly  as  possible 
non-inductive. 

Elimina-  It  is  shown  below  that  if  the  branches  AD,  CB,  DB 
Unknown  have  inductances  L^  L^  L^  the  complete  condition  for 

Induct-    balance  when  the  battery  key  is  depressed  or  raised, 

Bridge :     is 

A;J/+Z,-P(|-*  +  ^«-^*)  =  0.     .     (49) 

where  *  denotes  the  factor  1  +  P/$  +  (P  +  5)/fr,  or 
simply  (P+  B)l  W,  accordiug  as  the  coil  C^  is  placed  in 
the  battery  circuit  or  in  its  shunt  AEB.  Now  we  may 
begin  by  arranging  so  that  L^,  L^,  L^  shall  be  large  in 
comparison  ¥rith  Ly  This  may  be  done  by  arranging 
a  finite  and  as  nearly  as  possible  non-inductive  resistance 
PiuAC  greater  than  that  of  the  coil  C^  while  inductive 
Qoils  are  included  in  the  other  three  branches.  Balance 
for  steady  as  well  as  for  varyiog  currents  is  then 
obtained  for  this  arrangement,  and  we  know  that  then 
by  (31") 
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This  operation  without  some  special  appliance  will 
involve  successive  adjustments  to  balance  for  steady 
currents  at  every  alteration  of  the  resistances,  but  this 
may  be  avoided  by  using  for  one  of  the  coils,  say  that 
in  DB,  a  coil  of  variable  inductance  such  as  two  coils 
joined  in  scries,  one  of  which  is  within  the  other  and 
capable  of  being  turned  round  to  any  angle  of  inclina- 
tion of  the  axes.  The  self-inductance  of  such  a  pair  of 
coils  is  made  up  of  two  parts,  the  sum  of  the  self- 
inductances  of  the  component  parts,  and  twice  the 
mutual  inductance  between  them.  The  latter  part  can 
be  varied  by  varying  the  positions  of  the  coils ;  and  by 
this  means  when  once  balance  for  steady  currents  has 
been  obtained,  that  for  varying  currents  may  be  obtained 
also  without  altering  the  resistances  of  the  branches. 

This  done,  C^  may  be  included  in  AG  (thus  making 
ij  finite)  and  balance  for  steady  currents  restored  by 
adjusting  P  to  its  former  value.  Balance  for  transient 
currents  is  then  made  by  varying  Wy  and  we  have 
accurately  L  =  k\f,  since  Z^,  Zj,  X4,  Q,  B,  S  have  not 
been  altered. 

A    different    method  of  correction    was    employed   by    M.       Bril- 
Brillouin.     If  the  coils  of  a  resistance  box  made  of  wire  doubled     lonin's 
in  itself  before  being  wound  have  identical  dimensions  and  be    Method, 
made  of  wire  of  the  same  specific  conductivity,  but  difEer  only 
in  length  and  diameter  of  wire,  and  moreover  be,  as  of  course 
they  generally    are,    without  mutual  inductance  of  sensible 
amount,  the  ratio  of  the  small  residual  inductance  of  any  coils 
which   may   be  used  from  the  box  to  their  resistance  will  be 
approximately  the  same.    This  was  found  to  be  the  case  for  a 
resistance  box  used  by  Brillouin   in   his  investigations,  and 
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accordingly  this  box  was  used  to  give  LJR,  Balance  both  for 
steady  and  varying  .currents  having  first  been  obtained  with 
certain  values  of  P,  ^,  R^  S,  W,  and  L^,  L^  L^  X4,  a  resist- 
ance r  of  inappreciable  inductance  was  added  to  F,  and  the 
balances  restored  by  varying  R  and  W  to  new  valoes  Rf  and  IF*. 
The  equations  were  then 

P  Q       H^  S 

P  +  r     "  ^       R'  "^  S 
which  since  LJR^VJH'  gave 

h^[{k'-k)!l  ^k\M (51) 

r 

A  general  investigation  given  by  M.  Brillouin  shows 
that  in  order  that  this  comparison  may  be  carried  oat 
with  all  the  exactness  of  which  the  method  is  capable, 
the  galvanometer  ought,  if  used  without  a  commutator 
giving  a  steady  deflection,  to  be  from  100  times  to 
1000  times  as  sensitive  for  transient  as  for  steady  cur- 
rents. Thus  to  obtain  a  sufficiently  great  galvanometer 
deflection,  a  rapidly  rotating  commutating  arrangement, 
such  as  Ayrton  and  Perry's  Secohmmeter  (p.  457  above), 
must  be  employed,  if  very  high  accuracy  is  aimed  at. 

Theory  of  Referring  to  Fig.  115  let  the  inductances  of  AC^  AD,  CB^DBy 
Method.  AEBy  and  the  galvanometer  branch  CD^  be  denoted  by  Z|,  L^ 
Zj,  /^4,  Lta  r>  respectively,  and  let  «,  f,  ^,  i,  be  the  currents  in 
the  batttery,  AC^  CD,  and  the  shunt  branch  AEB  at  vny  instant, 
tlien  integrating  over  the  whole  interval  of  variation  of  currents 
at  **  make ''  of  the  battery  circuity  and  putting  y,  i«,  /«,  r«  for  the 
corresponding  values  of  the  steady  currents,  we  get  for  the 
integral  equations  of  currents  for  the  circuits  ACDA^  CBDC, 
ACBEA. 
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But  since  the  resistaDce  of  the  bridge  network  is 
S(P+  R)/(R  +  S),    (y-i,)/i.=  W(R  +  S)/S (P  +  ^), 

and  therefore 

SiP-^-U) 

-y- 


S(P+R)  +  W{R  +  S) 
Again  {ystt-fi^l^g^PIQ  which  gives 


i.=  -« 


jr(R  +  s) 


o^y- 


P+QS{P+h)+W{H  +  S) 

Substituting  these  values  of  i«,  i«,  in  (52)  and  eliminating 
X  and  z,  we  see  that  since  PS^^  QR,  the  coefficient  of  u  identi- 
cally vanishes,  and  we  find  after  easy  reductions 


OW{R±S) 


A+«('+|+^*)--(H-f) 


where  £i  denotes  the  determinant 


y  (53) 


0,  p+§,       q 

^(G  +  R+S),    R  +  S,        S 

-R,   p  +  Ry   -r 


If  the  coil  Cc  is  included  in  the  shunt  branch  AEBy  the  term  in-   Modifica- 
volving^fin  the  first  and  third  equation  of  (52)  is  —  Mig  instead     tion  of 
of  My.    Hence  in  the  value  of  y  given  by  (53)  we  have  only  to    Formula 
multiply  M  by  ig/y  to  find  the  proper  relation  for  this  case.    But    ^jr  Bril- 

loum  8 

i,/y  =  S(P  +  R)nS(F  +  R)+  W{R  +5)}.  ^^^' 
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Tho  multiplier  of  /fin  the  nuraerator  of  the  second  fraction 
on  the  right  of  (53)  therefore  becomes 


Most 
SeoBitiye 
An-ange- 
ment  of 
Bridge : 


/       P      P+li\  S{F'\-R) 

V       C"^     Jr  Js(P+Jt)  +  JF(f{+S) 

^  }r(F'i'Q)'^Q(F+R)  S  P+B    q  S  P+E    P+R 
" JF(R+S)+S(P+R)Q     W   ~Sq     W    ~    W 

6inoeP/R=QIS. 

In  order  that  y  may  vanish  the  necessary  and  sufficient  con- 
dition is  thus 

in  the  case  of  Maxwell's  arrangement ;  or 

L.+  Afip-P{b^^.by0.    .    .    (540 

in  Brillouiu*8  modification. 

It  is  therefore  necessary  in  order  that  no  error  of  serious 
magnitude  may  enter  into  the  results  that  L^,  L^  Li  may  he 
either  negligible  or  capable  of  approximate  estimation.  If  the 
latter  is  the  case  the  correcting  term  can  be  at  once  found  from 
(64)  or  (64'). 

We  may  investigate  the  most  sensitive  arrangement  of  the 
bridge  for  this  comparison.  This  we  shall  do  by  (a)  finding  the 
value  of  R  for  a  given  value,  p,  of  the  ratio  P/§,  and  a  given 
galvanometer,  (6)  finding  the  proper  resistance  of  a  galvanometer 
bobbin  of  given  shape  and  dimensions  for  use  with  the  bridge. 
Let  r  be  the  resistance  of  the  battery  (and  the  coil  if  included 
between  A  and  B)<,  then,  if  W  be  supposed  infinite  for  the 
present,  the  resistance  of  the  circuit  is  r  +  S{F  +  R)I{R  +  /S). 
Hence  if  i?  be  the  electromotive  force  of  the  battery  we  have 
y  =  ^i2  4-  S)l{r{R  +  S)  +  S{P  +  R)}.    Hence  (63)  becomes 


y=- 


|r(p  +  1)  +  P  + /f}  je  (I  +  l)+ P^jhij 


E  .     (56) 
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The  condition  that  the  denominator  of  this  expression  may  be 
a  minimom  is  easily  found  in  the  ordinary  way,  and  is 


(66) 


This  gives  the  best  vahie  of  B  for  use  with  a  given  galvano- 
meter. If  however  there  is  n  choice  of  galvanometer-bobbins  of 
the  same  volume  and  arrangement  of  wire  but  of  different  re- 
sistanoe,  G^  then  for  a  given  curren^the  galvanometer  effect 
produced  by  each  bobbin  varies  as  s^O,  provided  the  thickness 
of  the  insulating  coating  be  in  a  constant  ratio  to  the  diameter 
of  the  wire,  or  be  so  small  as  to  be  negligible.  Thus  in  order  to 
find  the  condition  for  a  maximum  we  have  to  substitute  for  the 
denominator  (D  say)  of  the  expression  on  the  right  of  (55)  a  new 
denominator  If  =  Dl  V(?.  Thus,  calculating  diy/dO  and  equat- 
ing to  zero,  we  find  in  addition  to  (56)  the  condition 


PR 


These  give  for  R  the  quadratic 


(57) 


^I^  +  PR-P{r(p  +  \)  +  P\  =  0. 


.     .     .     (58) 

This  has  two  real  roots,  one  positive,  the  other  negative.  The 
former  is  therefore  the  required  value  of  R  and  substituted  in 
(67)  g^ves  the  value  of  G, 

A  good  practical  example  is  that  in  which  one  of  the  two  coils 
has  a  comparatively  small  resistance,  as  for  example  the  primary 
of  a  Ruhmkorff  induction  coil.  If  this  be  put  in  the  battery 
circuit,  and  the  cells  have  a  low  internal  resistance,  r  may  be 
put  equal  to  zero,  and  we  have  then 


R^.P 

G  =  \0-±lp 
6     p 


(59) 


These  results  are  not  affected  in  the  least  by  the  introduction 
of  the  wire  of  resistance  TT,- since  we  should  then  have  instead 
of  O,  S,  Mmply,  QiF/iQ  +  S+V),  SfF/iq  +  S+jr)  respec- 
tively, and  p  would  have  the  value 

P{Q  +  S+  W)iqW^  R{(i  +  S+  W)I8W, 
so  that  (56)  and  (57)  would  not  be  altered. 


(l)With 
given 

Galvano- 
meter. 

(2)  With 
special 

Galvano- 
meter. 
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Practical       The  following  are  samples  of  reealts  obtained  by  M.  Brillouin 
Example  in  experiments  made  with  t<vo  coaxial  and  concentric  coils  of 
the  following  diraensions : — 


of 
Method. 


Mean 

Diameter.  Length, 

Large  bobbin 10-9  ems.  48  6 

Small       „      4-98  „  48-6 


No.  of 

Turns. 

3263  Wnfonr  layers 

3272  /    in  each  case. 


Value  of  3f  calculated  (without  allowing  for  thickness  of  layers) 
4-79  X  10  C.G.S. 

In  all  the  experiments  here  quoted  the  coil  C^  was  placed  in 
the  battery  circuit  as  shown  in  Fig.  116. 


Q 

H 

S 

r 

/• 

117-72 
117  72 
117-73 
236 
587-4 

100 

1000 

10000 

100 

200 

100 

1000 

10000 

200 

1000 

81-886 

420±-3 

3806  ±10 

68-86  ±06 

91 -79  ±-04 

4-669  ±-002 
4-661  ±-002 
4-658  ±-005 
4-661  ±002 
4-659  ±-002 

A  series  of  eight  experiments  from  which  these  results  are 
selected  gave  a  mean  value  of  k=4'^b95. 

Four  other  experiments  made  with  It  and  S,  1000  ohms  and 
10000  ohms  respectively,  and  with  values  of  Q,  1176-3,  1176*3, 
1166,  1164-8  ohms,  gave  results  agreeing  very  well  with  one 
another,  but  furnishing  a  somewhat  different  mean  value  of  k, 
namely  4-6397. 

Two  experiments  in  which  these  mean  values  of  k  were 
respectively  used  to  find  Z/Jf,  gave 


Q 

R         S 

jr' 

^'            1       -LJM 

379  6,  1000 

3785    '  1000 

i 

1000 
10000 

61(l-2±-6 
394-5  ±5 

4-662  ±-004 
4-594±004  . 

4-661  ±-003 
4-660  ±-006 
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A  rapidly  rotating  xjommutator  was  used  as  described  above 
to  make  and  break  the  battery  circuit  so  as  to  increase  the 
sensibility  by  giving?  a  steady  deflection  of  the  galvanometer 
when  the  condition  for  balance  was  not  fulfilled. 

The  mutual  inductance  M  of  two  coils  may  be  com- 
pared with  the  self-inductance  i  of  a  third  coil  by  the 
following  method,  which  is  also  due  to  Prof.  C.  Niven.* 
One  of  the  mutually  acting  coils  is  included  in  the 
battery  branch  AB,  Fig.  116,  of  a  Wheatstone  bridge, 
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Mutual 
Induct- 
ance of 
Two  Coils 
compared 
with  Self- 
Induct- 
ance of 
Third. 


Fig.  116. 

the  other  is  placed  as  a  shunt  across  the  galvanometer 
branch  CD,  Balance  is  first  obtained  for  steady  cur- 
rents, then  the  i*e8istance,  S,  of  the  shunt  is  altered 
until  there  is  no  deflection  of  the  needle  at  make  and 
breidc  of  the  battery  circuit.     Then 


,    .     (60) 


We  shall  denote  by  P,  Q,  J2,  ^S;  G^  as  before,  the  resistances  Theory  of 
of  the  four  branches  of  the  bridge  and  the  galvanometer,  by    Method. 
S\  L\  the  resistance  iiud  inductance  of  the  coil  shunting  the 

falvanometer  branch,  by  r  the  inductance  of  the  galvanometer, 
y  »,  i,  j^,  i  the  currents  at  any  instant  through  the  battery,  the 
branch  ACy  the  galvanometer,  and  S'^  and  by  y  the  steady  cnr- 

♦  Phil,  Mag.,  Sept.  1887. 
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rent  through  tho  battery.  From  the  galvanometer  circuits 
AGDAy  CBDC,  we  get  the  int^ral  eqaadons  of  currents 

in  which  the  inductances  of  the  galvanometer  and  the  coil 
which  shunts  the  branch  CD  do  not  appear,  since  there  is  no 
steady  current  from  C  to  D  and  the  inductances  of  the  other 
branches  are  supposed  negligible. 

The  difference  of  potential  between  C  and  D  is 
ry  +  G>  =  Mu  +  m  +  S'z. 
This  integrated  yields 

which  converts  the  second  equation  of  currents  just  found  into 

(yi  +  ^ir-(i2  +  5+^  +  ^^'(;)y=-if^  +  ^y  +  5*i(62) 

Eliminating* between  (62)  and  the  first  of  (61)  with  §y/(-P+0 
put  for  i  and  using  the  relation  FS=QE,  we  iind 


Integral 

Flow 

through 

Galyano- 

meter. 


or  since  y^E/{r  +  Q{P  +  R)/{P  +  Q),  where  r  is  the  resistance 
of  the  battery  branch  AB,  including  coil  and  connections 

Condition       The  necessary  and  aufScient  condition  that  jf  may  be  zero  is 
of  Zero     thus 
Integral  i       (P  +  <?)«         - 
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which  is  (60).  Hence  when  the  resistances  are  so  adjusted  that 
there  is  no  integral  transient  current  in  the  galvanometer  branch 
the  inductances  have  this  ratio. 

It  is  clear  that  since  P  is  fixed  the  value  of  iS'  depends  on  that 
chosen  for  Q.  To  a  certain  extent  S'  is  fixed  and  therefore  also 
Q,  since  8'  cannot  be  less  than  the  resistance  of  the  coil  and 
connections  used  across  CD,  If  P  and  Q  be  supposed  both 
given^  the  best  value  of  R  to  choose  would  be  given  by  the 
equation 

{qp+r{p-\^q))GPS' 


R^^ 


Gq{S'  +  p+q)  +  qs'{t'+Q) 


(64) 


The  following  example  is  given  by  Prof.  Niven.  The  field 
magnets  of  an  old  dynamo  of  the  Ladd  pattern  were  joined  up 
in  ACj  and  their  self-inductance  was  compared  with  the  mutual 
inductance  of  a  pair  of  experimental  coils.  The  resistance  of 
that  one  of  these  coils  which  was  placed  in  CD  was  10*5  ohms, 
the  resistance  P  of  AC  wm  1*79  ohms,  R  was  made  equal  to  P, 
and  q  was  chosen  1000  ohms,  so  that  S  was  also  1000  ohms. 
It  was  found  that  for  balance  an  additional  resistance  of  167 
ohms  was  required,  making  S'  177*5  ohms.    Thus 


L  __    (1001'79)» 
M  "  1000  X  177-5 


=  5-65. 


The  following  method  of  determining  a  self-induct- 
ance in  absolute  measure,  by  comparing  it  with  a 
resistance,  has  been  used  by  Lord  Rayleigh  in  his 
determination  of  the  absolute  value  of  the  B.A.  unit 
of  resistance.*  The  method  is  originally  due  to  Clerk 
Maxwell,  and  is  described  in  his  paper  on  "  A  Dynamical 
Theory  of  the  Electromagnetic  Field.^f  Four  resist- 
ances, P,  Qt  B,  S,  are  joined  as  four  branches  of  a 
Wheatstone  bridge,  as  shown  in  Fig.  119.  The  branch 
AC  has  self-inductance  i,  but  none  of  the  others  in- 


Most 
Sensitive 
Arrange- 
ment of 
Bridge. 


Example 
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Compari- 
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•  Pha.  Trans,  R  S,,  Part  II.,  1882. 

t  Phil,  Trans,  R.  S,,  vol.  civ.,  1865  ;  or  Clerk  Maxwell's  Collected 
Papers^  vol.  i.,  p.  547. 
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ductance  of  any  kind.  A  battery  is  placed  in  the  brancli 
AB,  and  a  ballistic  galvanometer  in  the  branch  CD, 

Balance  for  steady  currents  is  first  obtained  by  de- 
pressing the  battery  key  K^,  and  a  second  or  so  after- 
wards the  key  K^  Then  K^  is  depressed  first,  and  the 
angular  deflection  6^,  produced  by  putting  down  K^,  is 
observed. 


Fig.  117. 

The  balance  for  steady  currents  is  now  disturbed  by 
altering  the  resistance  P  to  P  +  SP,  or  ^  to  Q  +  hQ. 
We  shsdl  suppose  that  the  latter  change  is  made.  The 
deflection  6^,  produced  by  the  steady  current  which  now 
flows  through  the  galvanometer  when  both  keys  are 
put  down,  is  read  off  and  noted. 

If  i&„  i„  be  the  steady  currents  which  flow  through 
the  branches  AG,  AD  respectively,  after  Q  is  changed 
to  C  +  Sft  and  T  be  the  period  of  oscillation  of  the 
needle,  then  it  is  shown  below  that,  subject  to  correction 
for  damping, 

a;,    TT    tan^,  ^    ^ 

The  ratio  zj&,  can  be  found  as  described  below,  and 
thus  L  can  be  calculated. 
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The  secohmmeter  can  be  applied  to  increase  the 
sensibility  of  this  method,  and  the  arrangement  of  the 
apparatus  is  shown  in  Fig.  118.  BC  denotes  the  battery 
commutator,  GO  the  galvanometer  commutator.  The 
arrows  show  the  direction  of  rotation  of  each  as  seen 
from  its  side  of  the  instrument*     After  the  bridge  has 


479 

Use  of 
Secohm- 
meter. 


The  contlnnont  linet  here  represent  permanent  connections  indde  instrument, 
the  dotted  lines  temporary  connections  to  bridge,  ^c. 

been  balanced  for  steady  currents,  the  instrument  is 
rotated  at  a  speed  determiroJ  by  a  speed-measurer,  and 
makes  say  n  reversals  per  second.  Let  the  steady  de- 
flection of  the  galvanometer  needle  be  6^,  then  the 
uniform  current  equivalent  to  that  producing  the  deflec- 
tion is  Hi&nOJG,  where  -ffis  the  field  intensity  acting 
on  the  needle,  and  0  is  the  constant  of  the  galvano- 
meter, supposed  to  be  a  tangent  instrument 
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The  secohmmeter  is  now  stopped,  and  a  steady 
current  through  the  galvanometer  is  produced  by  alter- 
ing Q  to  Q  -^  SQ.  Then  it  will  be  seen  from  the  inves- 
tigation below,  that 

L  =  ^^  ^  ^Q  ^1 
n    etan6>2 
or 

r  SQP0, 


n 


(05') 


Null 
Method 

by 

Seoohm- 

meter. 


if  the  deflections  are  small 

By  first  balancing  for  steady  currents,  then  altering 
Q  by  a  convenient  amount  BQ,  and  rotating  the 
commutators  at  a  proper  speed,  the  induction  current 
may  be  made  to  balance  that  due  to  the  disturbance 
of  balance  so  that  no  deflection  is  produced.  When 
this  is  the  case 


Z  =  A^-^J?» 


n  Q  0, 


(65") 


if  the  angular  deflections  are  smal).  Here  A;  is  a  co- 
eflScient  depending  on  the  relative  positions  of  the 
galvanometer  and  battery  commutators,  and  may  be 
determined  once  for  all  by  determining  the  other  quan- 
tities for  a  known  self-inductance  Z.  The  galvanometer 
must  not  be  reversed  exactly  or  very  nearly  midway 
between  two  reversals  of  the  battery,  as  the  more  nearly 
this  arrangement  is  made,  the  smaller  must  be  the  value 
of  k  and  the  greater  BQ,P/Q  for  the  necessary  balance. 

Theory  of      The  integral  transient  current  through  the  galvanometer  is 

Method,    easily  found   as  follows.    Let  i,  ^,  »  be  the  currents  in  JC^ 

througli  the  galvanometeri  and  through  the  battery,  at  any 

instant,  T,  G,  the  self-inductance  and  resistance  of  the  galvano- 
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meter,  then  from  the  circuits  A  CD  A,  CBDC  (Fig.  117)  we  get 
the  equations  of  currents 

Z^  + Pi  +  ry  +  (7^- §(«-f)=0 

These  integrated  over  the  whole  interval  of  variation  give  Integral  of 
with  i,  put  for  the  steady  current  in  AC^  Varyiog 

Flow 

r=Sa )  meter. 


Hence 


(67) 


Thus  the  flow  through  the  galvanometer  is  the  same  as  that 
due  to  an  electromotive  impulse,  if«  in  ACy  acting  independently 
of  the  battery  branch  AB,  For,  any  electromotive  force  e^  thus 
acting,  would  give  a  current  through  the  galvanometer  of 
amount 

e  R+S  e 


The  inductance  of  the  galvanometer  would  not  affect  this  result, 
and  is  therefore  not  introduced.  Thus,  if  we  put  for  the  integral 
of  e  the  value  Zi«,  we  get  the  result  stated  above. 

Now  if  if  denote  the  steady  current  through  the  branch  AD^ 
the  steady  currents  through  the  galvanometer  and  the  other 
branches  of  the  bridge  satisfy  the  equations  (obtained  from  the 
circuits  ACDA,  CBDAy  and  the  circuit  ACBA,  through  the 
batter>'), 

(P+B+r)s,^By,+rz,^E} 


(68) 


where  Qf  denotes  any  value  of  the  resistance  of  the  branch  AD, 
r  the  resistance  and  £  the  electromotive  force  of  the  batterj'. 
VOL.  II.  II 
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Steady  Patting  Q^^Q  +  iQ,  and  using  the  relation  SP='QR,  we  get 

Current  from  these  equations 
through  jff.^ 

Galvano-  /f=-ff  -— ^ (69) 

meter.  A 

where  A  is  the  determinant  of  the  system  of  equations  (68). 

But  eliminating  i^  ^«,  we  find  for  the  steady  current  i«  through 
the  branch  AD 

Zt  =  £i . 

A 

Hence  from  (69) 


y»= 


It  may  be  noticed  that  an  electromotive  force  zt^Q  in  AD, 
acting  as  if  the  battery  branch  did  not  exist,  would  produce 
through  the  galvanometer  a  steady  current  of  amount 

ii^Q R+S        i^ 

^^"^^G+R+S  ^R^    ^   ^^^  ^   R+S 

which  is  nearly  the  same  thing  as  Wg  if  bQ  be  small.  It  is  to  be 
carefully  noticed  here  that  £$  is  the  current  in  the  branch  AD 
after  the  resistance  Q  has  been  altered  to  Q-\-  dQ. 

By  the  theory  of  the  ballistic  galvanometer  (p.  39*2  above)  jf  is 
given  by  the  equation 

j.=  _smi^, 

subject  to  a  correction  for  damping.    Also 
^,=  _tan^, 

Expression  so  that  yj^$=Lx$/z$bQ^  Tsin  ^Jir  tan  $^  or 
for  L  in 

Terms  of  i,   T  Bin  y. 

Resist-  L^^Qjr  -T^rV 

which  IS  equation  (65). 
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In  Lord  Rayleigh's  experiments  the  battery  current  was 
reversed  to  produce  the  induction-flow  through  the  galvano- 
meter; 80  that  taking  the  deflection  produced  by  reversal  in 
each  case  we  must  use  the  ratio  i«/2i«  in  the  above  formula 
for  L, 

Lord  Rayleigh  used  for  R  and  &  two  coils  of  ten  units  each 
taken  from  a  resistance  box,  while  P  was  a  copper  coil  of  re- 
sistance rather  less  than  24  ohmp,  and  inductance  L  to 
he  determined.  A  coil  of  24  units  taken  from  the  same 
resistance  box  with  a  coil  of  753  units  (which  was  taken  from 
an  auxiliary  box)  placed  in  multiple  arc  with  it,  balanced  P. 
The  resistance  P  was  thus  24  X  763/777=23-25869,  in  units  of 
the  box. 

Q  was  altered  by  substituting  853  units  from  the  auxiliary 
box  for  the  753  units  used  in  multiple  arc  with  the  coil  of 
24  units.  Thus  Q  was  made  23*34322  units,  and  therefore 
a§  was  -08453  unit. 

The  battery  current  was  reversed  by  a  key  placed  in  AB 
while  the  galvanometer  branch  was  kept  closed.  Observations 
of  ^1,  $^  vfere  taken  by  means  of  telescope  and  scale  in  the 
ordinary  manner;  and  were  made  as  rapidly  as  possible,  by 
properly  manipulating  the  key,  and  opening  and  closing  the 
galvanometer  branch  so  as  to  stop  the  inductive  deflections 
afterthe  throw  had  been  observed.  The  observer  himself  damped 
the  vibrations  of  the  needle  by  exciting  temporarily  at  proper 
times  a  current  in  a  coil  for  the  purpose. 

The  induction  throw  was  taken  without  waiting  for  the  needle 
to  come  perfectly  to  rest,  or  arranging  for  perfect  balance  for 
steady  currents.  The  amplitude  of  free  swing  was  obtained  by 
observing  two  successive  elongations  with  the  needle  fairly 
quiet.  Then  the  battery  current  was  reversed  as  the  needle 
passed  through  the  position  of  equilibrium,  and  it  was  noted 
whether  the  induction  throw  was  with  or  against  the  direction 
of  free  motion,  and  the  four  elongations  after  reversal  were 
observed. 

After  reversal  the  zero  for  steady  flow  had  of  course  shifted 
owing  to  imperfect  balance,  but  the  change  gave  a  means  of 
correcting  the  induction  throw.  Let  a  be  double  the  true  arc 
of  deflection  due  to  induction,  a^  the  range  of  vibration  from 
side  to  side  just  before  reversal,  and  b  the  arc  through  which 
the  zero  had  shifted,  then  at  the  moment  after  reversal  the 
velocity  which  the  needle  had  in  consequence  of  free  swing  was 
numerically  TTflo/T,  in  consequence  of  induction  Tra/T,  and  the 
displacement  from  the  new  zero  was  b.    The  velocity  was  thus 

Ii2 
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If  now  8  represent  the  displacement  from  the  new  zero  at  any 
subsequent  time  we  have 

whore  A  and  e  are  constants.    Then 


^^'^^cos.-'^^^^^o) 

r               T 

when  i 

=0. 

Thus 

AcoBe^i{a±  a^. 

Again 

when  /=0,  * 

=»  by  and  tlieref ore 

A  sintf=-4. 

Hence  we  have 

s=^(a±a^s\n  —  ^  +  dcos  — /. 

This  represents  a  vibration  of  which  the  amplitude 
A^'Ji(a±^oy  +  ^* 
2b* 


or,  if  6  be  small, 
so  that 


2A=^a±a^  +  — 
a 

a=2A^(rQ 

a 


Corrected  where  A  was  the  observed  arc  of  deflection.    The  correction 
Value  of    given  by  the  last  term  was  very  small.    2A  was  the  arc  between 
Induction  Qi©  two  turning  points  immediately  following  the  reversal    As 
Deflection,  g  check  readings  of  the  two  following  taming  points  were  also 
taken.    The  new  zero  was  obtained  from  two  successive  elonga- 
tions of  the  needle  which  were  observed  after  the  needle  had 
nearly  come  to  rest  in  its  new  position. 

The  next  time  the  needle  passed  through  the  equilibrium  posi- 
tion an  induction  throw  in  the  opposite  direction  to  the  last 
was  taken,  anl  the  four  immediately  following  elongations 
observed. 
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Readings  were  then  taken  as  quickly  as  possible  of  the  steady    Obs^'iva- 
current  deflection  produced  by  changing  the  coil  of  753  units     tions  of 
to  853  nnits.     Readings  of  three  or  lour  succeesive  elongations     Steady 
were  taken  as  soon  as  the  amplitudes  had  become  moderate,  j^^^^^ 
Then  the  galvanometer  branch  CD  was  opened,  and  the  battery  DeflecUon. 
carrent  was  reversed  while  the  needle  was  pulsing  over  to  tKe 
other  side  of  zero.     When  the  needle  had  swung  over,  the 
galvanometer  contact  was  restored,  then  four  elongations  were 
again  observed.    The  arc  between  the  two  positions  of  equili- 
briam  was  thus  twice  the  deflection  duo  to  the  steady  current 
produced  by  changing  Q  from  23*25869  to  23*34322  units. 

A  correction  of  course  had  to  be  made  for  the  effect  which 
would  have  been  produced  by  reversing  without  changing  Q. 
This  was  obtained  from  the  observations  of  the  effect  of  imper- 
fect balance  made  before  each  induction  throw ;  and  any  pro- 
gressive change  due  to  alteration  of  temperature  was  got  rid  of 
by  using  the  mean  of  such  observations  made  before  and  after 
a  change  from  753  to  853  units. 

The  following  is  a  specimen  set  of  observations.  In  the  table 
E.  P.  stands  for  ** equilibrium  position,"  and  I.  T.  for  "induction 
throw/' 


Time  of 
ObMTvation. 

Position  of 
Eattery  Key. 

3  h.  36  m. 

Left. 

3  h.  38  m. 

Right. 

1 

3  h.  40  m. 

Right. 

3  h.  41  m. 

Left. 

3  h.  44  m. 

Left. 

1     3  li.  45  m. 

Right. 

Readings  on  Scale,  and  D  Hi 
Scae  DiviBicus. 


dections  in 


Results  of 
Observa- 
tion. 


EP-1^2-3)Res.853 
E.  P.  344  7)    "''^^'• 


E.  P.  264-4) 
LT.  245-7  f 
E.  P.  263*1  i 
I.  T.  2J5-6) 


Res.  753 
units. 
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of  Obser- 
vatioos. 


Reduction  In  the  first  set  of  these  results  the  difference  1*9  between 
of  Results  264*4  and  262*5  was  due  to  imperfection  of  baUnce,  in  the  secoud 
set  the  difference  was  1*3.  The  mean  of  these,  1*6,  subtracted 
from  162*4  gav^e  160*8  as  the  deflection  produced  by  replacing 
753  units  by  853  and  reversing,  corrected  for  imperfection  of 
balan^'e. 

Thus  the  ratio  of  the  two  deflections  obtained  from  this 
specimen  set  of  observations  was  245*9/160*8—  1  '529.  Two  sets, 
each  of  four  similar  observations,  the  second  set  made  with  the 
galvanometer  reversed,  gave  each  the  mean  value  1*5310  for  this 
ratio,  so  that  reversing  the  galvanometer  produced  no  effect. 

Calling  D  the  distance  of  the  mirror  from  the  scale,  2 A  the 
induction  deflection,  2B  the  deflection  produced  by  reversing 
the  battery  current  when  balance  is  disturbed  by  the  addition  of 
100  units  to  the  753,  all  three  quantities  being  expressed  in 
terms  of  the  same  unit  of  length,  we  have 

tan  2^1-:^,  tan  2^,=:? 
which  give  by  successive  approximation 


2sini^i 
tan^," 


or  since  ^^=122*5,  5=80,  and  2)=2180, 


28lni^i_ 
tun  6^ 


99925  ^= -99925  x  1*5310. 


Correction 
of  Induc- 
tion 
Deflection 

for 
Damping. 


Separate  determinations  of  the  logarithmic  decrement  gave 
X  8*0142,  and  the  period  T  was  found  to  be  23  386  seconds. 
Since  the  effect  of  damping  was  to  diminish  the  distances  from 
zero  at  the  first  and  second  elongations  by  the  fractions  ^X,  fX 
of  their  proper  amount,  the  difference  between  these  distances 
can  be  corrected  by  multiplying  by  the  factor  1  +  ^'  It  is 
sufficient  to  apply  this  factor  to  the  value  of  2  sin  itf,/tan  &^ 

Thus  the  equation  for  L  becomes   . 


L^M^±  - -99925  :^(1+X) 
^i,  4ir  B^   ^    ' 


(73) 


The  resistance  of  the  galvanometer  was  80  units,  and  cal- 
culation showed  that  the  current  through  it  might  be  neglected 
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ID  estimating  tlie  ratio  ztjXM.  The  resistance  of  the  battery  being 
low,  the  difference  of  potential  between  A  and  B  was  taken  as 
given.     Calling  it  F  we  have 


487 


80  that 


i,=  r/(lO  +  23-25869),  i,=  F/(10  +  23-34322), 

if     10  +  23-25869 
il"  10 +  23-34322 


Final 
Results. 


Using  then  these  data  with  the  value  '08453  x  '987  ohro,  or 
•08453  X  -987  x  lO^  C.  G.  S.  for  hQ  obtained  by  regarding  1  B.  A. 
unit  as  '987  ohm,  we  get 

X=2-4028xl08 

in  ordinary  electromagnetic  C.G.S.  units,  that  is,  in  cms.* 

At  the  temperature  of  the  room  the  resistances  given  by  the 
boxes  were  not  exactly  multiples  of  the  B.  A.  unit,  and  the 
resistance  of  853  units  had  to  be  increased  by  fully  one  part  in 
a  thousand  to  give  the  necessary  correction.  Thus  dQ  was 
greater  than  the  value  given  abo\e  by  this  fraction.  Thus 
Hnally 

7y-2-4052xl0»,  in  cms. 

Calculation  from  the  specification  of  the  coil  gave 

Z=2  400xl08,  incms. 

about  1  in  500  less.     In  Lord  Rayleigh's  judgm;nt  the  former 
value  was  just  as  likely  to  be  correct. 

A  self-inductance  may  also  be  compared  with  a  Joubert's 
resistance  by  the  following  method  due  to  M.  Joubert.  M^uring 
A  circuit  is  made  up  of  the  coil  the  inductance  of  which 
is  to  be  determined,  and  a  non-inductive  resistance. 
An  alternating  machine  giving  a  suitable  electromo- 
tive force  as  nearly  as  possible  following  the  simple 
harmonic  law  is  included,  and  the  mean  square  of 
the  difference  of  potential  between   the  terminals  is 

*  See  next  Chapter, 


Self. 
Induct- 
ance. 
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compared  by  means  of  an  electrometer  with  that 
existing  between  the  terminals  of  the  non-inductive 
resistance.     Denoting  the  mean  squares  of  these  dif- 

ferences,  respectively,  by  Kj  ,  Kj  ,  and  the  resistances 
of  the  corresponding  coils  by  B^,  R^  we  have 

v:    R.'   ^'^ 

where  n  =  47r/r,  T  being  the  complete  period  of  the 
alternating  current.     This  equation  gives 

^=f(|:|:-)*  •  •  ■  (H) 

The  value  of  n  can  be  found  of  course  from  the 
speed  of  the  machine,  and  the  number  of  alternations 
in  each  turn. 

2  2 

To  find  the  ratio  V^  J  V^  the  electrometer  must  be 
used  idiostatically  as  explained  in  Vol.  I.  p.  299,  that 
is,  one  terminal  is  connected  to  one  pair  of  quadrants  if 
the  instrument  is  a  quadrant  electrometer ;  or  to  the 
stationary  electrified  system  which  acts  on  the  movable 
system  or  indicator,  while  the  other  terminal  is  attached 
to  the  needle  or  indicator.  Then  the  mean  square  of 
the  diflference  of  potential  between  the  terminals  will 
be  proportional  to  the  deflection  if  small,  or  if  the  needle 
is  brought  back  to  a  sighted  zero  position,  will  be  pro- 
portional to  the  couple  required  to  keep  it  in  that 
position.  Sir  William  Thomson's  multicellular  elec- 
trostatic voltmeter  ♦  is  well  adapted  for  this  measure- 
ment. 

*  See  the  Author's  Smaller  Treatise,  p  142. 
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To  prove  the  formulas  stated  above  let  r  be  the  part  of  the   Theory  of 
resistance  which  does  not  depend  on  the  coils  used  for  the    Method, 
comparison,  ^sinn^,  the  electromotive  force  in  the  circuit  at 
any  instant,  and  i  the  current  at  that  instant.    Then  xiL-^-  L 
is  tlie  total  inductance  in  the  circuit 

(Z;  +  ZO  ^  +  (i?i  +  ^2  +  r)  i= J?sin  n*. 

The  part  Lx  +  R^x  is  the  difference  of  potential  then  existing 
between  the  terminals  of  the  coil  that  is  being  tested,  R^  is  that 
between  the  terminals  of  the  non-inductive  coil.  We  may  write, 
therefore,  if  \\^  v^  be  constants 

Zdr  +  i^ii—risinir/  | 

J (72) 

J?ji=r28in/i/  J 

The  complete  solution  of  the  6rst  of  these  equations  is 
i=^€   ^    4.  ^i     _cos(/g/-g) 

where 

tantf=-A 
nL 

The  first  term  on  the  right  dies  out  in  a  short  tiinCf  and  has  no 
further  influence  if  the  machine  works  regularly,  and  so 

cos  (jr/  -  e). 


(73) 


By  this  result  and  the  second  of  (72) 

BJt = — ; — '^   *         COS  int  -  tf)  =  r,  sin  »/ 
^R^  +  n^L^ 
and  therefore 

V  C08»(n/  -  «)  =        ^2 r,*  sin*  nt. 

■"2 

Hence,  integrating  over  a  complete  period,  we  find 

V^"       R^ 
which  is  (70),  and  the  rest  follows  as  above. 
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Maxwell  also  showed  how  to  compare  the  inductance 
of  a  coil  with  the  capacity  of  a  condenser,  and  his  method 
wiUi  ^^  since  been  modified  by  various  experimenters  so  as 
to  obviate  the  necessity  for  successive  adjustments 
which  it  involves.  As  originally  given  the  method 
consisted  in  placing  the  coil  in  one  branch  of  a  Wheat- 
stone  bridge,  as  DB,  Fig.  119,  while  the  plates  of  the 
condenser  were  attached  directly  at  AC.  Balance  for 
steady  currents  is  first  obtained  and  is  not  affected  by 
the  condenser ;  then  the  resistances  are  altered  until  no 
inductive  flow  through  the  galvanometer  is  produced 
by  making  or  breaking  the  battery  circuit.  If  (7  be  the 
capacity  of  the  condenser,  P,  S  the  resistances  of  the 
branches  AC,  DB,  the  relation  fulfilled  when  balance 
is  thus  obtained  is 

L^PSC (74) 


Fio.  11«. 

Theory  of  Let  as  before  P,  Q,  R,  S  denote  the  resistances  of  AC,  AD, 
Method.  CB,  BBy  L  the  inductance  in  the  branch  DB,  and  put  C  for  the 
capacity  of  the  condenser.  Let  further  for  any  instant  i  denote 
the  current  along  AC,  x-z  the  current  charging  the  condenser, 
y  tlie  current  from  A  to  D,  and  {,  ly  tlie  potentials  at  C  and  D, 
Suppose  that  balance  for  steady  currents  is  first  obtained  so  that 
PS-  QR^  then  in  order  tliat  at  the  instant  in  question  ^  may  be 
equul  to  J)  the  conditions 

Pi-Qy (75) 

Zy  +  Sy=Rx (76) 
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must  hold.  But  Pi  is  the  difference  of  potential  between  A  and 
Ci  and  may  be  taken  as  that  between  the  plates  of  the  con- 
d^naer.  Hence  the  charge  of  the  condenser  is  CPz^  and  since 
i-i  is  th«  rate  of  increase  of  this  charge  we  have 

This  with  (75)  converts  (76)  into 


491 


ly^-^i-^-^i^^cqy. 


(77) 


which  if  ^  is  always  to  be  equal  to  i\  must  hold  for  all  values  of 
y  and  y.     But  FS-  J<Q=0  ;  hence  we  must  have  also 


L=FSC 


(78) 


and  S  and  F  must  be  chosen  so  as  to  fulfil  this  condition  if  the 
current  through  the  galvanometer  is  always  to  be  zero. 

A  series  of  successive  adjustments  is  thus  necessary  Riming- 

before  the  proper  values  of  S  and  P,  and  balance  for  jjod?fica. 

steady  currents  are  obtained.     Mr.  E.  C.  Riraington  *  tion  of 

has  shown  how  these  adjustments  may  be  avoided  by  ® 


Fio.  120. 

a  very  simple  modification  of  the  method.  The  balance 
for  steady  currents  having  been  obtained  as  before,  the 
condenser  is  applied  at  two  points  E,  F,  in  AC  (Fig.  1 20), 
including  between  them  a  resistance  p  (<  P)  such  that 

♦  PhU.  Mag.  July,  1887. 
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with  the  inductance  L  in  BB  no  deflection  of  the 
galvanometer  needle  takes  place  when  the  battery  key 
is  depressed  or  raised.  The  resistance  p  may  be  taken 
from  a  resistance  slide  the  whole  (or  variable  part)  of 
which  is  included  in  AG,  or  preferably  two  slides  in 
series  may  be  used  so  as  to  give  two  adjustable  sliding 
contact  pieces  to  which  to  attach  the  plates  of  the  con- 
denser. The  galvanometer  needle  should  have  sufficient 
moment  of  inertia  to  enable  the  whole  inductive  action 
to  begin  and  end  before  the  needle  has  sensibly  moved, 
for  the  effect  of  the  condenser  AC,  which  is  charged  by 
the  current  from  A  to  E^  is  to  delay  the  rise  of  the 
potential  at  67  to  its  final  value  after  the  battery  key 
is  put  down,  while  the  inductance  L  in  DB  produces  a 
similar  effect  on  the  rise  of  the  potential  at  C\  hence 
if  the  needle  were  not  sufficiently  ballistic  it  might 
show  a  deflection  due  to  a  difference  in  the  rate  of 
variation  in  the  two  cases,  although  the  time-integral 
of  the  current  through  the  galvanometer  were  really 
zero.     The  inductance  is  given  by  the  equation 

L  =  Cf^p (79) 

Theory  of      Writing  down  the  equations   of  currents  for  the  circuits 

Modified    ACDA^  CBDC,  putting  st  for  the  current  in  AE  and  FC,  i  for  the 

Method,    current  in  EF^  using  the  same  notation  as  before  for  the  other 

quantities,  and  integrating  over  the  time  interval  from  the 

instant  before  completion  of  the  battery  circuit  until  the  steady 

state  lias  been  attained,  we  find  by  (6) 

(P+«)*  +(^=«u  +  Q^i,      \ 

(«+-y)*-(ff+ji+5)y=^«+z(y-i.)r  •  ^  ' 

wkere  y,  i,,  denote  the  steady  currents  in  the  battery  and  in 
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tlie  branch  AC. 
find 


Solving  f or  jr  ond  putting  y-i,=f,P/§,  we 

(R  +  S){CfS-LF)x,  .    . 

^    S{G{R  +  S)+{G  +  R  +  S){P+q))    '    '    ^    ^ 

TliDS  the  neccBsary  and  sufficient  condition  that  there  should  Condition 
be  no  integral  flow  through  the  galvanometer  is  for  Zero 

Integral 
r     />»^  Flow. 

as  already  stated. 

If  p=P  this  gives  the  result  already  obtained  for  the  case 
originallv  considered  by  Maxwell. 

It  ODg!it  to  be  noticed  here  that  precisely  the  same  equation 
may  be  obtained  by  integrating,  in  the  same  way,  over  tl»e 
interval  at  break  from  the  steady  state  to  zero  current  in  each 
conductor,  so  that  the  test  may  be  repeated  at  breaking  the 
circQit. 

We  may  now  investigate  the  most  sensitive  arrane^ement  of  Most 
the  bridge.  In  general  S  is  given  in  magnitude,  and  p,  which  Sensitive 
ranst  of  course  be  less  than  P,  will  in  most  cases  be  some  con-  Arrange- 
venient  resistance  depending  on  the  apparatus  available,  so  that  ment  of 
P  may  be  regarded  as  given.  Hence  we  have  to  choose  the  Bridge. 
value  of  B  (and  that  of  Q  will  follow)  so  that  y  may  for  some 
chosen  value  of  j?  be  a  maximum.    By  (81)  and  the  equation 


^,= 


SE 


r(R  +  if)  +  S{P+R) 


where  E  is  the  electromotive  force  of  the  battery,  and  r  the 
resistance  of  the  battery  and  the  wires  connecting  it  to  A,  E,  we 
get  easily 

.= (Op's- LP)  E ^g2j 

{^0+S  +  ^0  +  J))H'^  +  '^  +  '^<^  +  ^) 

The  numerator  of  this  expression  does  not  vary:  hence  calling 
the  denominator  D,  calculating  dD/dB,  and  equating  to  zero^  we 
iind  after  reduction 

j>2^SP(G  +  S)(r+P) 

{G  +  P){r+S)    •    •    • 

"which  gives  the  best  value  of  B  if  that  of  0  is  given. 


(83) 
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If  however  tliere  is  a  choice  of  similar  galvanometer  bobbins  of 
difiEerent  resistances,  tlien  as  before  (p.  473)  we  must  substitute 
for  D  a  value  />'=/J/V^  calculate  dD'jdO,  and  equate  the 
result  also  to  zero.  This  gives  another  equation  for  G  and  R^ 
viz. 

P  +  H 

From  (83)  and  (84)  as  simultaneous  equations  the  values  of 
G  and  R  are  to  be  found. 

If  jp  is  at  the  disposal  of  the  experimenter  and  can  be  varied 
by  small  steps,  the  best  arrangement  is  that  for  which  when  y 
is  almost  zero  a  given  small  change  in  p  gives  a  maximum 
change  in  y.  Hence  if  possible  we  have  to  arrange  so  that 
dyjdp  may  be  a  maximum  when  y=0.  The  conditions  for  this 
however  are  so  complicated  as  to  be  unserviceable. 

Professor  Anderson*  has  also  given  the  following 
simple  ballistic  method  of  comparing  the  capacity  of  a 
condenser  with  an  inductance.  A  bridge  is  made  up 
as  before  of  four  conductors,  and  a  condenser  and 
galvanometer  are  arranged  as  in  Fig.  121,  so  that  by 


means  of  mercury  cups  the  galvanometer  can  be  con- 
nected either  to  CD  by  the  cups  a,  6,  c,  d,  or  in  series 
with   the  condenser  in  the  branch  AB  by  the  cups 

•  Phil,  Afag.  April,  1891. 
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c,  d,  e,/.  A  rocking  key  is  conveniently  made  to  efifect 
either  of  these  connections  at  a  single  operation.  A 
coil  of  inductance  L  is  placed  in  AC,  all  the  other 
branches  with  the  exception  of  the  galvanometer  are 
destitute  of  inductance. 

Balance  for  steady  currents  is  first  obtained  with  the 
galvanometer  in  CD,  Then  when  the  key  K  is  depressed 
or  raised  an  inductive  flow  of  integral  amount  y  passes 
through  the  galvanometer.  If  x,  is  the  steady  current 
in  DB,  the  value  of  y  is  (p.  481)  given  by 


Lx^ 


"('+§)+«('+D 


(85) 


The  deflection  6^  produced  by  this  is  noted. 

By  means  of  the  rocking  key  the  galvanometer  is 
joined  in  series  with  the  condenser  between  the  points 
A  and  B,  so  that  the  plates  of  the  condenser  are  charged 
to  a  difference  of  potential  i3&,  (C  +  /S).  If  C  be  the 
capacity  of  the  condenser  a  quantity  of  electricity 
Cxt  (Q  -^  S)  passes  through  the  galvanometer.  The 
resulting  deflection  0^  is  observed. 

We  have  then  by  the  theory  of  the  ballistic  galvano- 
meter and  (85) 

x-^(«+^j«(i.|)..(.^^))£*|..  (se) 

The  following  are  the  details  of  an  actual  measurement  made  Practical 

by  the  author  of  the  method.    A  coil  of  mean  radius  20*9  cms.  Example 
wound  with  278  turns  of  wire  in  a  groove  of  breadth  1-894  cms.         of 

and  depth  1*116  cm.,  was  placed  in  AC.    The  galvanometer  was  Method 
an  ordinary  reflecting  instrument  of  resistance  164*8  ohms,  with 
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its  period  made  as  long  as  possible  by  means  of  a  controlling 
magnet.  A  non-inductive  resistance  of  100  ohms  was  added  to 
the  coil,  and  F  and  E  were  each  10  ohms.  Balance  was  obtained 
by  making  S  150*51  ohms.  The  mean  results  of  several  readings 
agreeing  well  together  were 

Deflection  due  to  induction .        .        .        43*208  divisions. 
Deflection  duo  to  charge  of  condenser 

of  '5  microfarad        ....        46*125        „ 
Deflection  due  to  charge  of  condenser 

of  -45  microfarad      ....        41*875        „ 

By  interpolation  it  was  found  from  these  results  that  a  condenser 
of  •4657  microfarad  capacity  would  just  give  a  deflection  of 
43*208  divisions.    Tnus  m  C.U.S.  units  ♦ 

L  =  -4657  X 10-  »  X  2  X  150*51  x  (3296  +  150*51  +  10)  x  W 

=  *0687xl0». 


Fio.  122. 


Method        To  determine  a  mutual   inductance  the  method   is 

^PPj*®^   used  thus :   One  coil,  C^,  of  the  mutually  influencing 

pare      pair  is  joined  in  DB  as  before,  the  other,  C^,  has  its 

Inductance  terminals  joined  to  a  pair  of  mercury  cups  g,  h,  which 

and       are  arranged  so  that  a  rocking-key  can  put  the  galvano- 
Capacity.  ®  ©       J  f  s 

*  S  36  nnxt  chapter  for  the  specificition  of  Practical  Units.  A  micro- 
farad ia  10-15  C.G.S.  units  of  capacity,  and  an  ohm  10*  C.G.S.  units 
of  resistance. 
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meter  between  A  and  B^  or  between  the  cups  g,  h,  so 
as  to  connect  the  terminals  of  the  coil. 

Balance  for  steady  cun*ents  having  been  obtained  as 
before,  the  terminals  of  the  galvanometer  are  connected 
to  g,  h,  and  the  battery  circuit  is  completed  or  broken. 
Calling  ^3  the  deflection  produced  and  denoting  by 
0^,  0^  as  before,  -the  deflections  obtained  by  operating 
with  the  coil  C,  as  already  described  (p.  495),  we  have 


and 


M=CmS)(r,^Cf)'^.    .    .    (87) 


M rg4-  g sin  ^6^ 


(88) 


The  inductive  electromotive  force  at  any  instant  in  the  coil  Theory  of 
C^  is  J/ir,  hence  the  integral  electromotive  force  is  Mi;  The  Method. 
whole  quantity  of  electricity  which  flows  through  the  galvano- 
meter 18  thus  Mxtjir^  +  0)  where  r,  is  the  resistance  of  the  coil 
C^  But  the  quantity  of  electricity  which  passes  when  the  throw 
^,18  produced  is  Cxg  (  Q-f-/S).  Hence  we  get  (87),  and  combining 
(87)  with  (86)  we  get  (88). 

As  an  example  Professor  Anderson  gives  the  following: —    Practical 

g=r^=»l-003  ohm,  the  resistance  of  the  coil  C^ ;  r2=  157-7  ohms,    J-^*™?^® 
=  164-8  ohms ;  C.=  1  microfarad,  B^  ^o = 72  and  6  scale  divisions  o' Method. 
respectively.     Hence  roughly,  in  C.GS.  units 

If- 10»x  2-006  X322-6X 14-4 
»9315864 

Professor  Niven  *  has  shown  how  to  compare  the  Method  by 
inductance  of  a  coil  with  the  capacity  of  a  condenser    ^jJJ[®qj^"* 
by  means  of  a  differential  galvanometer.    A  circuit  is  vanometei. 
made  up  as  shown  in  Fig.  123,  of  one  coil   of  the 


•  Phil  Mag,  Sept.  1887. 
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differential  galvanometer,  the  coil  (of  inductance  L  and 
resistance  B^  to  be  compared,  an  additional  resistance 
in  the  branch  AE  and  the  battery  £.  A  corresponding 
circuit  is  arranged  with  the  other  coil  of  the  galvano- 
meter, a  non-inductive  resistance  R^  an  additional 
resistance  in  the  branch  AF,  and  the  battery  as  before, 
so  that  the  battery  serves  both  circuits  as  shown  in  the 
Figure.  After  balance  for  steady  currents  has  been 
obtained  by  adjusting  the  additional  resistances,  the 

Ri 


H|l|-A 


S 


-wvvwwu 


Fig.  123. 


condenser  is  joined  across  the  two  branches  AE,  AF, 
and  the  terminals  shifted  until  no  deflection  is  produced 
when  the  battery-key  is  depressed,  or  raised,  the  circuits 
having  been  otherwise  completed  previously.  When 
this  is  the  case  the  followinor  condition  is  fulfilled 


''o 


Z  =  (7(i?;«-iii'2) (89) 

where  K^,  if^,  are  the  resistances  from  A  io  P  and  Q 
respectively  (see  Fig.  123). 

Theory  of  We  shall  suppose  the  coils  of  the  galvanometer  exactly  equal 
Mothod.  for  equal  currents  in  magnetic  effect  on  the  needle,  and  that 
each  has  the  same  resistance  G.  Clearly,  for  balance  with  steady 
currents,  the  resistance  of  each  circuit  must  be  the  same. 
Denoting  therefore  by  i2  the  resistance  in  each  circuit,  exclusive 
of  the  battery  resistance,  r,  and  the  resistance  O  of  the  gal  vane 
meter  coil,  and  putting  E  for  the  electromotive  force  of  the 
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battery,  we  have  for  the  steady  current  y  through  either  of  the 
galvanometer  coils  y  (/?  +  ^)  +  2yr  =  E,^t 

y-B~/o+2r (^> 

Let  FO  be  the  points  at  which  the  terminals  of  the  condenser 
are  attached,  J2\  denote  the  resistance  from  J  to  P,  R'\,  that 
from  F  to  the  nearest  galvanometer  terminal,  iJ'j,  H''^  the 
resistances  from  ji  to  Q,  and  from  Q  to  the  galvanometer,  r  the 
inductance  of  each  galvanometer  coil,  M  their  mutual  inductance 
i-i  the  current  from  ^  to  P,  ^  +  i  that  from  J  to  Q,  and  i  the 
current  from  Q  charging  the  condenser.  The  equations  of  cur- 
rents obtained  from  the  two  circuits  AEOFA^  AFOFA^  are 
(since  R^'\-R\  +  R'\  =  iJj  +  R*^  +  R'\  =  R). 

(L  +  r)'x  +  Mjf  +  {R+G  +  r)x  +  ry^  R\z  =  E 

i/ir  +  ry  +  ri  +  (/E  +  (?  +  '•)  j^  +  i^V  =  ^ 

Integrating  these  from  before  make  to  the  steady  state,    Effective 
putting  y  for  the  steady  current,  and  subtracting  we  find  Integral 

Flow 

(i2+^(:r-y)  +  Zy-(i?'i  +  i?yz  =  0.     .     (91)^^^"^^ 

But  the  final  charge  of  the  condenser  is  C{R\  -  -R'l)  y  if  C 
denote  its  capacity^  so  that 

7-d?(ir,-i2'0y. 

Substituting  in  the  last  equation  we  get 

^      ^  R+  0 

or 

,^y^E      OW-^'^')'^        .    .    .    (92) 
^  (R+  G)(R+  G  +  2r)  ^    ^ 

by  (90). 

If  no  deflection  of  the  galvanometer  needle  takes  place  x 
must  be  equal  to  y,  and  for  this  the  necessary  and  sufficient 
condition  is 

L  =  C(i27  -  R\^ 

as  already  stated  nbove  in  (89). 

K  K  9 
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Most  With  regard  to  the  sensibility  of  tlie  arrangement  it  is  to  be 

Sensitive    observed  that  R^  is  given,  being  the  resistance  of  the  coil  to  b© 

Arrange-    compared,  and  in  general  G  also  is  given,  so  that  all  that  can 

ment      i>q  done  to  make  the  arrangement  sensitive  is  to  keep  down  the 

value  of  the  resistance  additional  to  R^, 

If  the  resistance  of  the  battery  is  negligible  and  the  galvano- 
meter bobbins  be  a  matter  of  choice,  the  best  arrangement  is  to 
make  the  additional  resistance  as  small  as  possible,  and  make 

If  the  galvanometer  coils  be  each  shunted  by  a  wire  of  resis- 
tance S  the  resistance  of  each  galvanometer  bobbin  will  become 
0S/(0  +  S),  which  we  denote  by  (?',  and  this,  if  the  inductance 
of  each  shunt  is  the  same,  takes  the  place  of  O  in  (92).  The 
integral  flow  through  the  coils  is  ther  JSx/{0  +  S)  for  one,  and 
Syl(G  +  S)  for  the  other.  Hence  the  total  flow  affecting  the 
needle  is  S(:e  -  y)/(^  +  S)^  or  (x  -  y)  O'jG,     But  we  now  have 


x-y^E 


C{R\^  -  R\^  -  L 


(R  +  G')  {H+G'  -^  2r) 


(93) 


Anderson's 

Null 

Method. 


Hence  in  order  that  (x  -  y)  G'/G  m'ly  be  a  maximum,  we  must 
make  (R  +  G')  (R  +  G'  +  2r)IG'  a  minimum.  Differentiating 
with  respect  to  G'  we  find  that  the  condition  for  a  minimum 

G^  =  R{R  +  2r) (94) 

Thus  if  the  galvanometer  have  a  high  resistance  so  tiiat  the 
deflections  are  small,  an  improvement  can  be  effected  by  shunt- 
ing down  each  coil  of  the  instrument  to  an  effective  resistance 
given  by  this  equation. 

A  modification  of  Maxwell's  method  which  has  the 
advantage  of  being  a  Null  method,  and  therefore  of 
permitting  a  telephone  to  be  used  instead  of  a  galvano- 
meter has  been  given  by  Prof.  A.  Anderson.*  The 
arrangement  of  resistances  is  the  same  as  before,  but 
the  condenser  instead  of  being  placed  between  A  and 
G  is  placed  between  A  and  a  point  E  on  CD  (Fig.  124). 
The  galvanometer  (or  telephone)  is  supposed  included 

*  Phil  Mag.  April,  1891. 


Digitized  by  VjOOQIC 


COMPARISON  OF  INDUCTANCE  AND  CAPACITY 


501 


in  the  part  ED  of  CD,  and  the  resistance,  g  say,  of  CE^ 
is  varied  until  no  deflection  of  the  galvanometer  needle 
is  produced  by  making  or  breaking  the  battery  circuit. 


Fio.  124. 

Let  tbe  resistance  of  ED  be  denoted  by  6?,  the  currents  through 
the  galvanometer  (from  E  to  D^  and  to  the  condenser  by  ^,  i,  so 
that  the  current  from  ^  to  6^  is  i-^.  Thus  from  the  circuits 
ACDA^  CBDJy  by  integrating  over  the  interval  of  variation,  and 
using  the  value  Qyl(P  +  Q)  for  x,  the  steady  current  in  AC,  and 
CPi$  for  tbe  final  charge  z  of  the  condenser,  we  get  if  the 
inductances  of  the  other  arms  of  tbe  bridge  are  negligible 


(R+S)x-(R+S+G+g)y=^{L  -  CQ(R+S+ff)]+Su 
Eliminating  s  we  find 

P[C{RQ  +  ff(Q+S)}-L] 


yy; 


(96) 


(96) 


Theory. 


(R  +  S)iG  +  g)  +  (H  +  ii+G+g)(P+Q) 

The  value  of  y  is  zero  if  the  numerator  vanish,  that  is  if 

L=C{Rq  +  ff(G  +  S)} (97) 

ltff=0  we  fall  back  on  Maxwell's  solution,  viz. 

L=CRQ='CPS. (98) 
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Condition  Thnt  this  is  the  neces<iary  condition  that  the  method  may  be 
for  Null  a  null  one  may  be  seen  in  the  following  manner.  Whatever  be 
Method,  the  conductor  between  A  and  ^the  difference  of  potential  between 
A  and  E  is  Px  -^  g{j-i)^  while  that  between  A  and  D  is 
Q{jk—x-z).  If  there  is  no  difference  of  potential  between  E  and 
i>,y=0,  and  we  have  P*-yi  =  Q(«-i-i).  Integrating  from 
just  before  the  completion  of  the  circuit  to  any  instant  during 
the  interval  of  variation  we  find 

Pi-irr=§(«-jr-.r) (99) 

Also  from  the  branches  ECB^  DB  we  get  in  like  manner 

But  by  (99)  the  last  equation  may  be  written 

Rx  +  (g  +  R)z-^(Px'-gz)=Siu^T'z).    .     (100) 

Equation  (99)  multiplied  by  S  and  subtracted  from  the  last 
equation  multiplied  by  Q  gives,  since  FiS^QR^ 

{QR+p(Q  +  Syiz^LiPx^gz)^0, 

and  since  Pi=^zlC  +  gz,  this  is 

C{qR  +  g{q  +  S)}z-Lz=0. 
Hence 

L^C{qR+g{Q  +  S)} (101) 

That,  conversely,  the  difference  of  potential  between  F  and  2) 
is  zero  if  this  condition  is  fulfilled  can  be  seen  as  at  p.  460,  from 
the  consideration  that  otherwise  there  would  be  more  than  one 
solution  of  the  problem  of  flow  of  electricity  in  the  given  network 
between  A  and  B. 
Most  Beturning  to  (96)  putting  for  y  its  value 

Sensitive 
Arrange-  S/ {r  +  S  {P  +  R)  /  (R  +  S)\ 


ment 


y_p  P[C{RQ-i-9iq  +  S)]-L]  j^j 


we  write  the  equation  in  the  form 

f[g{R(g4g 

^0+g+(R+S+6+9)^^  {r  (R+S)  j-S(P+Ii 
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For  sensitiveDess  a  given  change  in  g  the  adjustable  rebistance 
roast  produce  a  maximum  change  in  y  when  y  is  nearly  zero, 
that  is  dyldg  must  be  a  maximum  when  ^=0.  We  may  neglect 
io  all  practical  cases  r,  the  resistance  of  the  battery  so  that  wo 
have 

dj^      ^ CP(Q  +  S)E 

Bat  since 

P(A±3    ISQ+J)    I 

S(F  +  Ii)''R{q  +  S)''Ji 
this  equation  may  be  written 

t  m •  •  (^«^) 

rf7,,=o    ^^G  +  g)  +  S  +  S+G+g 

Hence  in  order  that  the  denoininator  may  be  small  we  must 
take  R  and  g  small  and  P  large,  and  therefore  Q  also  large. 

A  method  of  comparing  a  coeflficient  of  mutual  indue-  Compari- 

tion  with  the  capacity  of  a  condenser  has  been  given  by    Mutual 

Prof.   Carey  Foster.*     It  is  based   on   the  following    Induct- 

ance  and 
Capacity : 

Fig.  125. 

considerations.  Let  the  two  coils  Cj,  C^  the  mutual 
inductance  for  which  is  required  be  given  in  position 
as  in  Fig.  125,  and  be  joined,  one,  (7|,  through  a  battery, 
a  coil  of  resistance  ^i,  a  make  and  break  key  K,  and 
the  other,  C^,  as  a  seconds^  circuit  through  a  galvano- 

•  Phil.  Mag,  Feb.  1887. 
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Basis  of 
Method 


meter  0,  Then  if  B^  be  the  resistance  of  the  secondary 
circuit,  M  the  mutual  inductance  of  the  two  coils,  the 
whole  quantity  of  electricity  which  flows  through  the 
secondary  when  a  steady  current  of  strength  7  is  pro- 
duced or  annulled  in  the  primary  is  My/B^. 

Again  if  the  resistance  coil  in  the  circuit  of  C^  have 
its  terminals  connected  to  a  condenser  of  capacity  C, 
(Fig.  126)  and  the  primary  circuit  be  made  or  broken 
the  quantity  of  electricity  which  traverses  the  galvano- 
meter 0  is  CBij.  Thus  if  the  same  deflection  as  before 
is  obtained  we  have 

M^CB^B^ (104) 


Final 
Arrange- 
ment. 


Fio.  126. 


If  however  deflections  are  obtained  indicating  currents 
7i,  7j,  in  the  two  cases,  then 

....     (105) 


Now  let  a  combination  of  these  two  arrangements  be 
made  as  shown  in  Fig.  127,  including  a  resistance  box 
in  the  secondary  circuit  to  enable  the  resistance  B^  of 
that  circuit  between  the  points  A  and  E,  to  be  varied 
at  pleasure.  Then  let  the  resistances  B^  (in  the  primary 
between  the  terminals  of  the  condenser),  and  JBj  be 
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varied  until  on  making  or  breaking  the  battery  circuit 
no  deflection  is  produced.  When  this  is  the  case  the 
integral  flow  through  the  galvanometer  d\ie  to  the 
charging  of  the  condenser  (that  is  the  charge  of  the 
condenser)  is  exactly  equal  and  opposite  to  that  due  to 
the  induction  current  in  the  secondary  circuit.  Thus 
noticing  that  the  inductance  in  C^  cannot  affect  the 
integral  flow  through   it  we  see   that  CBff  =  My/B^ 


or 


M=GR^R, 


(106) 


Fio.  127. 

We  can  easily  find  the  most  sensitive  arrangement  for  the 
experiment.  In  the  first  place  it  is  to  be  noticed  that  the  resist- 
ance {R\  say)  other  than  i?j  in  the  primary  circuit  depends  on 
the  primary  coil  and  the  battery  and  is  to  be  taken  as  fixed.  We 
shall  regard  the  galvanometer  bobbin  (1)  as  given.  (2)  as  a  matter 
of  choice  from  similar  bobbins  of  different  resistances. 

Let  us  suppose  that  the  potential  at  A  is  not  equal  to  that 
at  E,  Then  putting  »,  i  for  the  currents  in  the  primary  and 
secondary,  y  for  the  current  through  the  galvanometer,  r  for 
the  inductance  and  G  for  the  resistance  of  the  galvanometer 
bobbin,  we  get  from  the  circuit  AC^EA  (Fig.  127)  the  equation 
L'x  +  Mu  +  R^  +  ry  -|-  G^y = 0.   This  gives  the  integral  equation 


Most 
Sensitive 
Arrange- 
ment, 
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Integral    Further  we  have  for  the  total  charge  of  the  condenser 

Flow 
through  -  ^  +  J'  =  CRiy. 

Oalvano- 
meter.  Solving  for  jr  from  these  we  find 

or  since  y^E/(Ri  +  It'^  where  JF  is  the  electromotive  force  of 
the  battery 

y=ff ^\A^zK (107) 

which  gives  the  same  condition  as  before  that^  may  be  zero. 

In  order  that  j^  may  be  a  maximum  the  value  of  the  denomi- 
nator must  be  a  minimum.  Calling  it  2),  and  noting  that 
By  R^  only  vary,  and  are  connected  by  the  relation  RiR^^eMjC 
where  ^  is  a  small  quantity  we  find 

Conditions      Eliminating  dR^jdR^  we  get  as  the  required  condition  of 
of  Mazi-    maximum  sensitiveness  with  a  given  galvanometer 

mum 
Sensibility.  i?,      G  .,„„. 

wr^,. ■  '  ^  ' 

If  the  galvanometer  bobbin  is  also  at  our  disposal  we  have 
instca^l  of  the  value  of  D  found  above  to  use 

jy^DI  s/g=(Ri+R\){  sfO+Rj  ^0). 

This  gives  in  addition  to  (108) 

6?=/?j. (1C)9) 


djy^ 

dG 
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Thas  we  have  in  the  latter  case  as  the  conditions  for  maximum 
sensibility 

E^^R^^G (110) 

If  it  can  be  arranged  to  maintain  the  two  points  J,  E  always  Condition 
at  the  same  potential,  we  may  use  a  telephone  instead  of  a       that 
galvanometer  as  observing  instrmnent.    To  find  the  necessary     Method 

condition  consider  the  secondary  circuit  AC^A.    Since  there  is  .flj^i!^, 
no  current  between  A  and  E  we  have  r^ull. 

i:i+Jfii  +  i?8i=0. 

But  if  i  be  the  current  passing  the  condenser  at  this  instant 
we  must  have  (Fig.  127) 

and  so  ~i  is  the  current  which  charges  the  condenser.  This 
gives 

so  that  the  former  equation  becomes 
or 

Tlie  charge  of  the  condenser  is  then  C/P^i,  so  that 
C/?ii=  -  C  xdt  =  1  {( Jf-  L)%  +  Li). 

J  0  112 

or 

But  in  any  case  in  which  there  has  been  no  integral  flow 
through  the  galvanometer  during  the  rising  of  the  current  from 
zero  to  its  steady  value  we  have  seen  that  CRiR^^M,  Thus 
the  equation  just  found  becomes 

which  asserts  that  either  M^L,  or  u=z.  The  latter  is  only  true 
when  the  current  n  in  the  battery  has  attained  its  steady  value  y. 
If  however  M^L  it  will  be  possible  to  make  the  difference  of 
potential  between  A  and  E  always  zero  and  to  employ  a 
telephone. 
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Practical 
Example 

of 
Method. 


The  following  reeults  obtained  in  Prof.  Carey  Foster's  labora- 
tory by  Mr.  F.  Womack  illustrate  the  method.  A  small 
induction  coil  was  used  with  fixed  primary  and  coaxial  secoudary 
capable  of  being  moved  in  the  direction  of  the  axis  so  as  to 
alter  the  mutual  inductance  of  the  coils.  The  dimensions  etc. 
of  the  coils  were  : — Primary,  length  ITS  cma,  mean  radius 
2  cms.,  wire  1*66  ohms  of  No.  20  B.W.G.  Secondary^  length 
10  4  cms.^  inside  radius  2*55  cms.,  outside  radius  3*53  cms,,  wire 
194  ohms  of  No.  30  B.W.G.  Two  Grove's  cells  were  used  and 
a  condenser  of  4  926  microfarads  capacity,  with  a  galvanometer 
of  about  135  ohms  resistance. 


Experi- 
mental 
Results. 


Rt 

Ri 

Ret,  of  Secondary 
•\- Res.  from  Box. 

RiR^^M/a 

15  ohms. 

411  ohms. 

6166  X  lOM 

14   „ 

441   „ 

6174 

13   „ 

476   „ 

6188 

12   „ 

516   „ 

6192 

11   ., 

661   „ 

6171 

10   „ 

617   „ 

6170 

9  :, 

684   „ 

6166 

8   ., 

770   „ 

6160 

7   ,' 

882   „ 

6174 

6   „ 

1029   „ 

6174 

Mean  6172  4  X  10«  - 

Thus  in  C.G.S.  units 

Jf=  4-926  X  10-1*  X  6172  x  10«= 3-0403  x  lO^ 

The  total  resistance  in  the  battery  circuit  was  about 
1 -65-^6+/?,,  or  i2'.=2-25.  Thus  for  greatest  sensibility 
i?^^i = G/^^ = 135/2  25 = 60. 

Some  very  concordant  results  were  also  obtained  with  a  7 
inch  spark  induction  coiL  The  resistance  of  the  primary  was  '278 
ohms ;  of  the  secondary  7394  ohms.  One  Grove's  cell  was  used 
with  the  same  condenser  as  before  and  a  galvanometer  of  resist- 
ance 135*6  ohms. 
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^1 

R, 

2-415  X  10«3  C.G.S. 

27  ohms. 

8944  ohms. 

*^8      „ 

8640     „ 

2-419 

29     „ 

8334     „ 

2-417 

30     „ 

8044     „ 

2-413 

31      „ 

7784      „ 

2-413 

32      „ 

7644     „ 

2-414 

Mean  2*415  X  10^3  C.G.S. 

Thus 

M  =  4-926  X  10-16  X  2-416  x  10«8  =  M896  x  10*, 
in  C.G.S.  units. 


Digitized  by  VjOOQIC 


CHAPTER  IX 
UNITS  AND  DIMENSIONS 

In  Volume  I.,  Chapter  III.,  a  short  account  is  given  of 
the  Theory  of  Dimensions,  with  a  discussion  of  Funda- 
mental and  Derived  Units  as  far  as  ordinary  dynamical 
and  electrostatic  quantities  are  concerned*  In  the 
present  chapter  the  subject  of  electric  units  is  dealt 
with  from  a  somewhat  diflferent  point  of  view,  and  we 
therefore  begin  with  electrostatic  units,  repeating,  with 
modifications,  a  few  paragraphs  from  the  former  chapter, 
in  order  that  the  discussion  of  electric  and  magnetic 
units  here  given  may  from  that  point  of  view  be 
complete.  For  distinction  here  we  shall,  as  a  rule,  use 
in  the  case  of  those  quantities  which  appear  in  both 
the  electrostatic  and  electromagnetic  systems  of  units 
small  letters  for  quantities  taken  in  electrostatic  measure, 
and  the  corresponding  capitals  of  these  letters  for  the 
same  quantities  taken  in  electromagnetic  measure. 

DERIVED  ELECTRICAL  UNITS. 
L— Electrostatic  System. 

Quantity       Quantity  of   Electricity   \q\.      In  the  electrostatic 

tridiT "    ^y^*^^  ^^  units  which  is  convenient  when  electrostatic 

results,  independently  of  their  bearing  on  electromag- 
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netic  phenomena,  are  required,  the  units  of  all  the  other 
quantities  are  founded  on  the  following  definition  of 
unit  quantity  of  electricity.  Unit  quantity  of  electricity 
is  that  quantity  which',  concentrated  at  a  point  at  unit 
disfancefrom  an  equal  and  similar  quantity,  also  concen- 
trated  at  a  point,  is  repelled  with  unit  force  when  the 
medium  across  which  the  electric  action  is  transmitted  is 
a  certain  standard  insulating  medium.  An  ideal  vacuum 
is  sometimes  taken  as  standard,  but  we  shall  suppose 
at  present  that  the  medium  is  air  at  temp.  0°  C.  and  at 
standard  atmospheric  pressure.  We  shall  call  this 
simply  air. 

This  definition  is  precisely  similar  to  the  definition 
(p.  516  above)  of  unit  magnetic  pole  which  forms  the 
basis  of  another  system  of  units  called  the  electromag- 
netic system,  of  much  wider  and  more  important  appli- 
cation than  the  electrostatic.  Hence  by  Coulomb's  law 
that  (the  numerical  values  of)  electric  attractions  and 
repulsions  are  directly  as  the  products  of  the  (numerics 
for  the)  attracting  and  repelling  quantities,  and  inversely 
as  the  second  power  of  the  (numeric  for  the)  distance 
between  them,  if  a  ({uantity  of  positive  electricity  ex- 
pressed by  j^  be  placed  at  a  point  distant  Z  units  from 
an  equal  quantity  of  electricity,  then  the  medium  being 
air,  the   numeric  F  for  the   force  between  them  is 

If  the  medium  across  which  the  electric  action  is 
transmitted  be  some  other  medium  than  air,  the  force 
between  the  charges  is  numerically  q^jKL^  where  K  is 
the  numerical  measure  of  a  quantity  called  the  electric 
inductive  capacity,  or  usually  the  specific  inductive  capa- 
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city  of  the  medium.  This  quantity  is  precisely  analo- 
gous to  the  conductivity  of  a  substance  for  heat  *  and 
to  magnetic  permeability  (see  p.  517  below).  In  the 
ordinary  electrostatic  system  of  units  it  is  defined  (as 
at  p.  514)  so  as  to  have  a  dimensional  formula  1,  that 
is,  to  be  a  mere  numeric. 
Dimen-  But  we  might  proceed  otherwise  and  regard  JSf  as  a 
Specific  quantity  of  undeterm^ined  dimensions  as  regards  the 
Inductiye  fundamental  units,  but  such  that  q^jKL^  has  the  dimen- 
sions of  a  force.  We  may  then,  in  the  absence  of 
special  reasons  for  preferring  one  dimensional  formula 
for  K  to  another,  assign  its  dimensions  according  to  any 
convenient  hypothesis.  One  such  hypothesis  is  that 
which  forms  the  basis  of  the  ordinary  electrostatic 
system,  namely,  that  K  is,  as  regards  the  fundamental 
units,  of  zero  dimensions,  that  is,  has  a  dimensional 
formula  [1].  But  in  the  ordinary  electromagnetic 
system  of  units,  which  has  quite  a  different  derivation 
from  the  electrostatic,  the  dimensional  formula  of  JT  is 
[Z~2y2J^  and  the  numerical  value  of  K  depends  on  the 
choice  made  of  fundamental  units. 

We  shall  in  what  follows  suppose  the  dimensions  of 
K  undetermined,  and  therefore  allow  the  symbol  K  ex- 
pressing it  to  appear  in  the  dimensional  formulas  of  the 
other  quantities.  We  shall  thus  obtain  a  more  general 
electrostatic  system  in  which  the  absolute  dimensions 
of  the  quantities  are  not  settled.  From  this  the  ordinary 
electrostatic  system  is  obtained  by  simply  deleting  K,'\ 

•  See  Vol.  I.  Chap.  I.  Sect.  V. 

t  This  method  of  proceeding  is  advocated,  and  its  advantages  pointed 
out,  by  Prof.  A.  W.  Kiicker,  F.R.S.,  in  a  paper  on  the  "Suppressed 
Dimensions  of  Physical  Quantities,"  Phil.  Mag.,  Feb.  1889. 
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The  dimensional  formula  of  quantity  of  electricity  is 
accordingly  [F^ZK^]  or  [M^Z^  T-^  AT*]. 

Electtnc  Surface  DeTisity  [<r].  The  density  of  an  Electric 
electric  charge  on  a  surface  is  measured  by  the  quantity  Density, 
of  electricity  per  unit  of  area.     Therefore  [<r]  is  [ji"^] 

or  [if*  i-*T-ijsr*]. 

Electric  Force  and  Intemity  of  Electric  Field  [/].  Electric 
The  electric  force  at  any  point  in  an  electric  field,  or 
the  intensity  of  the  field  at  that  point,  is  the  force  with 
which  a  unit  of  positive  electricity  would  be  acted  on  if 
placed  at  the  point.  Hence  if  the  numeric  for  the 
quantity  of  electricity  at  a  point  F  be  q,  and  that  of  the 
electric  force  at  that  point  be  /,  the  numeric  F  for  the 
force  on  the  electricity  is  qf  and  we  have  the  equation 
f=Fq-\  Therefore  [/]  is  [Fq-^]  or  [M^  Z'^  T-^  K"^]. 

Electric  Potential  {o].  The  difference  of  electric  Electric 
potential  between  two  points  is  measured  by  the  work  ^°*«^^i*l' 
which  would  be  done  if  a  unit  of  positive  electricity 
were  placed  at  the  point  of  higher  potential  and  made 
to  pass  by  electric  force  to  the  point  of  lower  potential. 
Hence,  in  transferring  q  units  of  electricity  through  a 
difference  of  potential  expressed  numerically  by  v,  an 
amount  of  work  is  done  for  which  the  numeric  W  is 
equal  to  qv.  We  have  therefore  x  =»  Wq~^^  and  hence 
[t?]  is  [  Wq-^l  or  [M^  i*  T^^  K'^\ 

Capacity  of  a  Conductor  [c].     The  capacity  of  an    Electro- 
insulated  conductor  is   the   quantity  of  electricity  re-  Capacity 
quired  to  charge  the  conductor  to  unit  potential,  all 
other  conductors  in  the  field  being  supposed  at  zero 
potential.  Hence,  denoting  the  numeric  for  the  capacity 
of  a  given  conductor  by  c,  those  for  its  charge  and 

LL 
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potential  by  q  and  v,  we  have  c  :=  jt?-\  and  for  [c] 
therefore  [qv~^]  is  [LK],  The  unit  of  capacity  has 
therefore  the  same  dimensions  as  the  unit  of  length 
provided  [K]  =  1 ;  and  the  capacity  of  a  conductor  is 
then  properly  expressed  as  so  many  centimetres. 

The  electrostatic  capacity  of  a  conducting  sphere  is 
in  ordinary  electrostatic  units  numerically  equal  to  the 
radius  of  the  sphere.  A  conducting  sphere  of  1  cm. 
radius  has  therefore  1  C.G.S.  unit  of  capacity. 
Specific  Specific  Inductive  Capacity  [K],  The  specific  indue- 
Capacity,  tive  capacity  of  a  dielectric  has  already  been  virtually 
defined  above,  but  it  is  usual  to  define  it  as  the  ratio 
of  the  capacity  of  a  condenser,  the  space  between  the 
plates  of  which  is  filled  with  the  dielectric,  to  the  capa- 
city of  a  precisely  similar  condenser  with  air  as  di- 
electric ;  or,  according  to  Maxwell's  *  Theory  of  Electric 
Displacement,  it  is  defined  as  the  ratio  of  the  electric 
displacement  produced  in  the  dielectric  to  the  electric 
displacement  produced  in  air  by  the  same  electric  force. 
Thus  in  the  ordinary  electrostatic  system  of  units  its 
dimensions  are  taken  as  zero,  that  is,  it  is  simply  a 
numerical  coeflScient  which  does  not  change  with  the 
units.  Hence  in  the  ordinary  electrostatic  system 
[K]  =  1. 

This  definition  is  quite  consistent  with  the  former 
as  by  assigning  to  each  medium  according  to  the  former 
definition  its  own  value  of  K,  the  capacities  of  con- 
densers in  which  they  are  used  as  dielectrics  have  the 
ratios  to  one  another  given  by  the  second.     Thus  if  jST 

*  EL  and  Mag.,  VoL  I.,  2nd  edition,  p.  154. 
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be  taken  as  the  expression  of  a  physical  property  of  the 
medium,  which  when  fully  known  would  in  a  natural 
manner  fix  the  dimensions  of  Ky  it  will  be  only  neces- 
sary to  multiply  all  the  values  of  K  obtained  on  an 
arbitrary  supposition  (such  as,  for  example,  that  the 
value  for  air  is  unity)  by  the  same  factor  depending  on 
the  units  adopted.  This,  in  fact,  is  what  is  done  when 
K  is  taken  in  ordinary  electromagnetic  units. 

JEledric  Ourrent  [y].     An  electric  current  in  a  con-    Electric 
,       .  .       .  ,11  .  1  •   .  Current 

ducting  wire  is  measured  by  the  quantity  which  passes 

across  a  given  cross-section  per  unit  of  time.     If  q  be 

the  numeric  for  the  quantity  which  has  paased  in  a  time 

for  which  the  numeric  is  T,  then  denoting  the  numeric 

for  the  current  by  y,  we  have  7  =  q/T,  and  [7]  is  [j^-^] 

or[i/»Ztr-2^]. 

Resistance   [r].     By  Ohm's  law  the  resistance  of  a     Resist 

conductor  is  expressed  by  the  ratio  of  the  numeric  v 

for  the  diflference  of  potential  between  its  extremities 

to  the  numeric  7  for  the  current  flowing  through  it. 

We    have    therefore   r  =  vjy,   and   [r]    is    ['^7"^]   or 

Condtcdance  (formerly  CondvjCtivity),  The  dimensional  Conduct' 
formula  of  conductance  is  plainly  [LT-"^  K\  Hence  in 
the  ordinary  electrostatic  system  its  dimensional  formula 
is  [ZT"^],  which  is  that  of  velocity.  Hence  a  conduct- 
ance in  ordinary  electrostatic  C.G.S.  units  is  properly 
expressed  in  centimetres  per  second.  A  physical  illus- 
tration of  this  fact,  due  to  Sir  William  Thomson,  is 
given  in  Vol.  I.  p.  205. 

L  L  2 
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II.— Elbctromagnetic  System. 

Electro-  Magnetic  Pole  or  QuarUity  of  Magnetism  [m] ;  Surface 
System  Density  of  Magnetism  [a]  ;  Magnetic  Force  or  MagnMic 
of  Units,   p^i^  Intmsity  [I]  ;  Magnetic  Potential  [  V], 

The  electromagnetic  system  of  units  is  based  on  the 
unit  magnetic  pole  as  defined  above  (p.  2).  This 
definition  is  exactly  the  same  as  that  of  unit  quantity 
of  electricity  on  wbich  the  electrostatic  system  is 
founded ;  and  therefore  the  purely  magnetic  quantities 
here  mentioned,  which  bear  the  same  relations  to  the 
unit  quantity  of  magnetism  that  the  corresponding 
electric  quantities  bear  to  the  chosen  unit  quantity  of 
electricity,  have,  with  the  substitution  of  the  magnetic 
analogue  to  K,  in  the  electromagnetic  system  the  same 
dimensional  formulas  as  those  just  found  for  the  latter 
quantities  in  the  electrostatic  system. 

Observations  precisely  similar  to  those  made  above 
regarding  specific  inductive  capacity  apply  here  regard- 
ing its  analogue,  magnetic  inductive  capacity,  or,  as  it 
is  frequently  called,  magnetic  permeability.  The  force 
between  two  poles,  each  of  strength  m  at  distance  i,  in 
a  medium  of  magnetic  inductive  capacity  /i,  is  numeric- 
ally m^fiL^  and  hence  [m]  =  [if*  Z«  T-^  /i*].  In  the 
ordinary  electromagnetic  system  fi  is  defined  (see  p.  517 
below)  so  as  to  be  a  mere  numeric.  We  shall  not  here 
make  this  assumption,  but  allow  fi  to  appear  in  the 
formulas,  and  its  dimensions  may  be  afterwards 
assigned. 

By  simple  deletion  of  fi  from  the  dimensional  for- 
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mulas  they  become  those  for  the  ordinary  electromag- 
netic system  in  which  [/a]  =  1. 

Magnetic  Moment  [Af ].    The  numeric  Af,  for  the  mag-  Magnetic 
netic  moment  of  a  uniformly  magnetized  bar-magnet,  is 
the  product  of  the  numerics  for  the  strength  of  either 
pole  and  the  length  of  the  magnet.     Hence  we  have 
[M]  =  [if*  XI  r-i  /ii]  .  [i]  =  [Af*Z»  r-i  fi^l 

Intensity  of  Magnetization  \y\  The  intensity  of  mag-  Intensity 
netization  of  any  portion  of  a  magnet  is  measured  by  netization. 
the  magnetic  moment  of  that  portion  per  unit  of  volume. 
Hence,  if  v  denote  the  numeric  for  the  intensity  of 
magnetization  of  a  unifonnly  magnetized  magnet,  the 
numerics  for  the  magnetic  moment  and  volume  of  which 
aie  M  and  AU^  we  have 

V  -  ^,  and  M  =  [JJfti-*  y-V»]. 

It  is  plain  that  the  intensity  of  magnetization  of  a 
uniformly  and  longitudinally  magnetized  bar  is  equal 
to  the  surface  density  of  the  magnetic  distribution  over 
the  ends  of  the  bar,  and  therefore  intensity  of  magneti- 
zation has  the  same  dimensional  formula  as  magnetic 
surface  density. 

Magnetic  Permeability  \ji\  The  magnetic  perme-  Magnetic 
ability  of  an  inductively  magnetized  substance,  or  its  aWUty. 
magnetic  inductive  capacity,  is,  as  has  already  been 
stated,  the  analogue  in  magnetism  of  specific  inductive 
capacity  of  a  dielectric  in  electricity,  and  of  the  con- 
ductivity of  a  body  for  heat  in  heat  conduction.  The 
part  which  it  plays  in  magnetic  theory  is  discussed  in 
Chapter  I.  above.      In  the  ordinary  electromagnetic 
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Mftgnetic  system  of  units  it  is  usually  defined  as  the  ratio  of 
ability  and  t^^  magnetic  force  which  would  be  exerted  on  a  unit 
fbT^^  pole  placed  in  a  narrow  crevasse,  cut  in  the  substance 
so  that  its  walls  are  at  right  angles  to  the  direction  of 
magnetization,  to  the  force  which  it  would  experience 
if  placed  in  a  narrow  crevasse,  the  walls  of  which  are 
parallel  to  the  direction  of  magnetization.  This  mode 
of  defining  magnetic  permeability  clearly  makes  it  in 
the  ordinary  magnetic  system  a  mere  numeric,  that  is, 
its  dimensional  formula  \ji]  ==  1. 

The  more  general  view  of  the  meaning  of  magnetic 
permeability  given  on  p.  516  is  not  inconsistent  with 
this  more  special  definition,  as  the  latter  simply  amounts 
to  assuming  the  permeability  of  air  to  be  unity.  If,  as 
may  be  the  case,  permeability  is  more  properly  measured 
by  some  property  of  the  medium,  which  will  assign  to 
the  quantity  definite  dimensions,  the  permeabilities  of 
different  substances  in  the  ordinary  electro-magnetic 
system  will  simply  have  to  be  multiplied  by  a  common 
factor,  depending  on  the  fundamental  units  adopted. 

Magnetic  Susceptibility.  This  quantity  is  usually 
denoted  by  k,  and  in  the  ordinary  electromagnetic  system 
is  connected  with  fi  by  the  relation  /a  =  1  f  47ri.  Its 
dimensional  formula  is  therefore  also  1  in  the  ordinary 
electromagnetic  system,  that  is,  magnetic  susceptibility 
is  in  that  system  a  mere  numeric. 

Current  Strength  [F].  By  the  theory  of  electromag- 
netic action  stated  above  in  p.  143,  and  the  definition 
of  unit  current  (3),  p.  144,  we  have,  for  any  actual  case 
of  a  magnetic  pole  placed  at  the  centre  of  a  circle  of 
wire  carrying  a  current,  the  equation  F  =  FZ/iTmi, 
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where  F,  i,  m,  and  T  are  the  numerics  respectively  for    Dimen- 
the  force  acting  on  the  pole,  the  radius  of  the  circle,  Electrical 
the  strength  of  the  pole,  and  the  strength  of  the  current.  Qiiantities. 
Hence  [F]  =  [FLm-^l  =  [M^D  T-^  /*-*]. 

Quantity  of  Electricity  [§].  The  numeric  Q  for  the 
quantity  of  electricity  conveyed  in  T  seconds  by  a 
cuirent  the  numeric  for  the  strength  of  which  is  F,  is 
equal  to  TT.    Hence  [Q]  =  [TT]  =  [if*  Z*  /*-*].♦ 

Electric  Potential,  cr  Electromotive  Force  [F].  As 
above  (p.  513),  but  using  in  this  case  the  symbol  V  for 
a  numerical  difference  of  potential,  we  get  W  =  VQ. 
Thus  we  have  [F]  =  [M^D  T-^  /i*]. 

EkdrostcUic  Capacity  [C].  Using  for  a  numerical 
capacity  in  electromagnetic  units  the  symbol  C,  we  find, 
by  the  same  process  as  in  p.  513,  the  equation  C^^QjV, 

Besistance  [J?].    Using  here  JR  to  denote  a  numerical   lUustra- 
resistance,  we  get  as  formerly  B  =  F/C,  and  therefore  Besistance 

[fi]  =  [zr-v].  ^«^-.; 

•  Thus  if  [/a]  =  1,  the  dimensional  formula  for  resist-  Velocity. 
ance  is  the  same  as  that  for  velocity,  and  therefore  a 
resistance  in  ordinary  electromagnetic  units  is  properly 
expressed  as  a  velocity  is,  in  units  of  length  per  unit  of 
time,  and  accordingly,  in  C.G.S.  units,  as  so  many  centi- 
metres per  second.     This  fact  is  directly  shown  by  the 

*  We  might  pass  in  the  electrostatic  system  from  the  dimensional 
formcila  of  nuit  enrrent  to  that  of  unit  quantity  of  magnetism,  pre- 
cisely as  we  pass  here  in  the  electromagnetic  system  from  the  dimen- 
sional formula  of  unit  quantity  of  maguetism  to  that  of  unit  current, 
and  we  should  find  for  the  dimensional  formula  sought  that  here  ob- 
taioed  [if^X*  K~^],  as  might  he  inferred  at  once.  From  this  the 
formulas  in  the  electrostatic  system  for  all  the  other  magnetic  quanti- 
ties might  be  found.  

/ 4^^     OF   TBT' 
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following  illustration,  due  to  Sir  William  Thomson. 
Let  the  rails  of  the  ideal  machine,  described  in  p.  192, 
be  supposed  to  run  horizontally  at  right  angles  to  the 
magnetic  meridian,  and  let  their  plane  be  vertical.  Let 
a  tangent  galvanometer  be  included  in  the  wire  connect- 
ing the  rails.  The  slider  when  moved  along  the  rai's 
will  cut  the  lines  of  the  earth's  horizontal  force,  the 
intensity  of  which  in  electromagnetic  measure  we  have 
denoted  by  H,  If  the  slider  have  a  length  Z,  and  be 
moved  with  a  velocity  v,  the  electromotive  force  de- 
veloped will  be  ELv.  If  -B  be  the  total  resistance  in 
circuit,  7  the  current  flowing,  r  the  mean  radius  of  the 
galvanometer  coil,  and  i'  the  length  of  wire  in  the 
coil,  we  have  7  =  Hr^jL'  tan  0,  But  by  Ohm's  law 
7  =  HLvlR.     Hence  HLvIR  =  Hr^jL'  tan  6,  or 

i2=    ^'^'" 


7-2  tan  6 


Now  we  may  suppose  the  radius  r  of  the  coil  so  taken 
that  r^  =  LL\  and  that  the  slider  ?s  moved  at  such  a 
speed,  i\  that  the  deflection  of  the  needle  is  45**.  Under 
these  conditions  we  get  R  =  v.  The  resistance  R  of  the 
circuit  is  therefore  measured  in  electromagnetic  units  by 
the  velocity  with  which  the  slider  must  be  moved,  so 
that  the  deflection  of  the  needle  of  the  tangent  galvan- 
ometer may  be  45^ 
Self-In-  Coefficient  of  Self-Induction  {or  Sclf'Tnduciance),  De- 
(luctance.  noting  by  L  (instead  of  i  to  avoid  confusion  with  the 
L  of  the  unit  of  length)  the  inductance  of  a  circuit, 
the  current  in  which  is  F,  we  have  L^F/d^  for  the 
electromotive   force  of  self-induction.     Hence   \JiV\dt 
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has  the  same  dimensional  formula  as  electromotive 
force,  that  is  [LFT-i]  ^  [i/*i?  ^-2  ^-q^  ^nd  therefore 

Mutual  Inductance,     If  if  be  mutual  inductance  be-    Mwtual 
^    ,  .  «    ,  ,  Induct- 

tween  two  circuits,  T  the  current  m  one  of  them,  then      ance. 

the  electromotive  force  in  the  other  circuit  due  to 
mutual  induction  is  MdTjdt.  Hence  by  the  same  pro- 
cess as  before  we  get  [if]  =  [^/i]. 

A  self-  or  mutual  inductance  is  therefore  in  ordinary 
electromagnetic  measure  in  dimensions  simply  a  length, 
and  in  C  G.S.  units  is  properly  expressed  as  so  many 
centimetres. 

But  if  resistance  is  taken  in  terms  of  the  true  ohm, 
which  is  10®  cms.  (or  nearly  one  earth-quadrant)  per 
second,  the  corresponding  unit  of  induction  is  10®  cms. 
If  the  legal  or  any  other  ohm  is  used,  the  unit  of  in- 
duction is  that  length  which  replaces  10®  cms.  in  the 
definition  of  the  ohm. 

For  the  unit  of  inductance  defined  by  any  ohm,  Profs. 
Ayrton  and  Perry  have  proposed  the  name  secohm.  The 
Paris  Congress  has  however  adopted  the  name  quadrant. 
Plainly  this  can  only  in  strictness  be  applied  in  connec- 
tion with  the  true  ohm. 

We  have  now  investigated  the  dimensional  formulas 
of  the  absolute  units  of  all  the  principal  electric  and 
magnetic  quantities  in  the  electrostatic  system,  or  in 
the  electromagnetic  system,  according  as  each  quantity 
is  generally  measured  in  practice.  Each  may,  however, 
be  expressed  either  in  electrostatic  or  in  electromagnetic 
units,  and  we  give  the  following  table  of  dimensional 
formulas  for  all  the  quantities  in  both  systems. 
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In  Tables  II.  and  III.  K  and  ^  have  been  intro- 
duced into  the  formulas  as  stated  above,  pp.  512,  516. 
The  ordinary  electrostatic  and  electromagnetic  systems 
are  obtained  by  supposing  K  and  /*  each  unity. 
Sup-  One  advantimte  of  thtifl  exfaibitin?  the  dimensions  is 

Dimen-  that  it  enables  electrostatic  and  electromagnetic  quan- 
I'and^  titles  to  be  regarded  as  of  the  same  absolute  dimen- 
sions, since  K  and  /i,  not  being  fixed  as  to  dimensions, 
can,  unless  restricted  by  definition,  have  dimensions 
assigned  to  them  which  fulfil  this  condition.  For 
example,  as  suggested  by  Professor  G.  F.  Fitzgerald,* 
each  may  be  taken  as  having  the  dimensions  [TZ""^]. 
Another  advantage  is  that  problems,  in  which  passage 
from  one  set  of  units  to  the  other  is  involved,  are  solved 
with  greater  ease  from  first  principles  (see  Professor 
Rlicker's  paper,  loc.  cU.). 

Table  of  FUNDAMENTAL  UNITS. 

Dimon- 
sional  For-  Onantitv  Dimensional 

quantity.  Formula. 


mnlas. 


Length  [L] 

Mass  [M] 

Time  [T] 

DERIVED   UNITS. 

/.  Dynamical  Units, 
Velocity  [L  T''^] 

Acceleration  [L  T~^] 

Force  [MLT-^] 

Work    )  [ML^T-^ 

Energy)  •■  ^ 

*  PMl.  Mag.,  Aprin889. 
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Note. — Col.  A  below  with  K  deleted  gives  the  ordinary  electro- 
static formulas.  Col.  B  with  /*  deleted  gives  the  ordinary  electro- 
magnetic formulas. 

//.  Ulectric  Units. 

A.  B. 

In  terms  of  In  tprros  of 

i,  if,  T,  K,  i,  M,  r,  M. 

Quantity  of  Electricity  [Jf  *  D  T-'^  K^]  [  Jf  *  i*  /i**] 

Surface  Density  of  Electricity  )     rj|^*jr-j  j-i  j^^n  [ifJi-V-n 
Electric  Displacement                ) 

Electric  Force  or  )  [M^ L'^T-^K-^\  [Jf*Zi  7"^*] 

Intensity  of  Electnc  Field )  ^  ■* 

Electric  Potential      )  r^j  ^j  y_i  j^_ j-.  rj^j  ^|  j,.^    i-. 

Electromotive  Force  i  *■  "^ 

Electrostatic  Capacity  [^]  [2/-^  T«  /a-i] 

Specific  Inductive  Capacity  [L  JT]  [Z-^  T/a-^] 

Current  Strength  [M^ L\  T-^iT*]  [Jf*  A*  T-^  ^-*] 

Resistance  [Z-^  TiT* ]  [Z  J-^  /.-*] 

Z/7.  Magnetic  Units. 

Quantity  of  Magnetism,  or  )  |-^j  ^j  ^_ jj  j-^j  ^,  j.^^  ^j^ 

Magnetic  Pole  J 

Surface  Density  of  Magnetism       [3/*  Z"'  iT"*]  [Jf *  Z"*  f-^  /**] 

Magnetic  Moment  [if*  Z-  JST"*]  [if*  Z«  J-i  /i*] 

Intensity  of  Magnetization  [J/*  Z"*  AT-*]  [if*  Z-*  ^-^  /^*] 

Magnetic  Force  or  )         |-^j  ^j  T'^K^]  [M^  Z-*  ^-i  /*-*] 

Intensity  of  Magnetic  Field  J 

Magnetic  Potential  [M^  U  T-^ iT* ]  [M^  Z*  T-i  /*-*] 

Magnetic  Permeability    )  rZ-^T^AT-^  Ful 

Magnetic  Susceptibility  / 

Coefficient  of  Self-induction      \ 

Coefficient  of  Mutual  Induction  j    *■  ^  L    /*J 
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Use  of  As  an  example  of  the  use  of  dimensional  formulas 
sional"  ^^  ^^y  f^^^  ^^^  multiplier  for  the  reduction  of  numerics 
Formulas,  fo^  magnetic  field  intensities  given  in  terms  of  British 
foot-grain-second  units  to  the  corresponding  numerics 
in  terms  of  C.G.S.  electromagnetic  units.  Let  H  be  the 
numerical  intensity  in  terms  of  British  units,  H'  the 
numerical  intensity  in  C.G.S.  units.  We  have,  by 
equation  (4). 

Since  1  gramme  =»  15*43235  grains,  and  1  centimetre 
=  1/30-47945  foot,  we  have 

[M  Z-*  r-i]  =  (15.43235  X  30-47945/   ^  2F688' 

The  earth's  horizontal  force  is  given  as  3  92  in  British 
units  at  Greenwich  for  1883.     We  get  therefore 

^'  =  3*92  ^^4^  =  -18075,  in  C.G.S.  units. 

Units  adopted  in  Practice. 

Practical  In  practical  work  the  resistances  and  electromotive 
forces  occurring  to  be  measured  are  usually  so  great 
that  if  the  absolute  electromagnetic  C.G.S.  units  were 
used,  the  resulting  numerics  would  be  inconveniently 
large ;  while,  on  the  other  hand,  capacities  are  generally 
so  small  that  their  numerics  in  C.G  S.  units  would  be 
only  very  small  fractions.  Accordingly  certain  multiples 
of  the  C.G.S.  units  of  resistance  and  electromotive  force, 
and  a  submultiple  of  that  of  capacity  have  been  chosen 
for  use  in  practice.     The  derivation  of  the  first  two,  the 
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ohm  and  the  volt,  together  with  the  practical  units  of 
current  and  quantity,  the  ampere  and  the  coulomb,  may 
be  illustrated  as  follows : — * 

Let  the  rails  of  the  ideal  magneto-electric  machine,  Derivation 

of 

described  at  p.  192  above,  be  imagined  placed  in  a  practical 
uniform  magnetic  field  of  unit  intensity.  Also  let  the  ^'^^^• 
rails  be  connected  by  means  of  a  wire  so  that  a  complete 
conducting  circuit  is  formed.  Suppose  the  rails,  slider, 
and  wire  to  be  all  made  of  the  same  material,  and  the 
length  and  cross-sectional  area  of  the  wire  to  be  such 
that  its  resistance  is  very  great  in  comparison  with  that 
of  the  rest  of  the  circuit,  so  that,  when  the  slider  is 
moved  with  any  given  velocity,  the  resistance  in  the 
circuit  remains  practically  constant.  When  the  slider 
is  moved  along  the  rails  it  cuts  across  the  lines  of  force, 
and  so  long  as  it  moves  with  uniform  velocity  a  constant 
diflference  of  potential  will  be  maintained  between  its 
two  ends  by  induction,  and  a  uniform  current  will  flow 
in  the  wire  from  the  rail  which  is  at  the  higher  potential 
to  that  which  is  at  the  lower.  If  the  direction  of  the 
lines  of  force  be  the  same  as  the  direction  of  the  vertical 
component  of  the  earth's  magnetic  force  in  the  northern 
hemisphere,  so  that  a  north-tending  pole  placed  in  the 
field  would  be  moved  downwards,  and  if  the  rails  run 
south  and  north,  the  current,  when  the  slider  is  moved 
northwards,  will  flow  from  the  east  rail  to  the  west 
through  the  slider,  and  from  the  west  rail  to  the  east 

*  Specifications  of  the  Practical  Units  for  use  in  Electrical  Indostries, 
Itc,  have  been  adopted  within  the  last  year  bj  a  Committee  appointed 
bj  the  Board  of  Trade.  The  recommendations  of  the  Committee  will 
be  found  in  an  Appendix  at  the  end  of  this  volume. 


Digitized  by  VjOOQIC 


626  UNITS  AND  DIMENSIONS 

through  the  wire.    If  the  velocity  of  the  slider  be 
increased,  the  difference  of  potential  between  the  rails, 
or,  as  it  is  otherwise  called,  the  electromotive  force 
producing  the  current,  will  be  increased  in  the  same 
ratio;  and   therefore  by  Ohm's  law  so  also  will  the 
current. 
CO. 8.         For  a  slider  arranged  as  we  have  imagined,  and  made 
D^ercnc6  ^  "^ove  across  the  lines  of  force  of  a  magnetic  field,  the 
of        difference  of  potential  produced  varies  directly  as  the 
field  intensity,  as  the  length  of  the  slider,  and  as  the 
velocity  with  which  the  slider  cuts  across  the  lines  ol 
force.     The  difference  of  potential  produced  therefore 
varies  as  the  product  of  these  three  quantities;  and 
when  each  of  these  is  unity,  the  difference  of  potential 
is    taken  as  unity  also.      We    may  write   therefore 
V=:  ILv,  where  /  is  the  field  intensity,  L  the  length 
of  the  slider,  and  v  its  velocity.    Hence  if  the  intensity 
of  the  field  we  have  imagined  be  1  C.G.S.  unit,  the 
distance  between  the  mils  1  cm.,  and  the  velocity  of  the 
slider  1  cm.  per  second,  the  difference  of  potential  pro- 
duced will  be  1  C.G.S.  unit. 
Practical       This  difference  of  potential  is  so  small  as  to  be  incon- 
Electro-    venient  for  use  as  a  practical  unit,  and  instead  of  it  the 
motive     difference   of  potential   which  would  be  produced  if, 
TheVoit.  everything  else  remaining  the  same,  the  slider  had  a 
velocity  of  100,000,000  cms.  per  second,  is  taken  as  the 
practical  unit  of  electromotive  force,  and  is  called  one 
volt.    It  is  a  little  less  than  the  difference  of  potential 
which  exists  between  the   two  insulated  poles  of  a 
DanielFs  cell. 

We  have  imagined  the  rails  to  be  connected  by  a  wire 


Digitized  by  VjOOQIC 


UNITS  AND  DIMENSIONS  627 

of  very  great  resistance  in  comparison  with  that  of  the  Derivation 
rest  of  the  circuit,  and  have  supposed  the  length  of  this    unit'of 
wire  to  have  remained  constant.    But  from  what  we     Kesist- 

auce. 

have  seen  above,  the  eflfect  of  increasing  the  length  of 

the  wire,  the  speed  of  the  slider  remaining  the  same, 

would  be  to  diminish  the  current  in  the  ratio  in  which 

the  resistance  is  increased,  and  a  correspondingly  greater 

speed  of  the  slider  would  be  necessary  to  maintain  the 

current  at  the  same  strength.     We  may  therefore  take 

the  speed  of  the  slider  as  measuring  the  resistance  of 

the  wire.   Now  suppose  that  when  the  slider  1  cm.  long 

was  moving  at  the  rate  of  1  cm.  per  second,  the  cun'ent 

in  the  wire  was  1  C.G.S.  unit ;  the  resistance  of  the  wire 

was  then  1  C.G.S.  unit  of  resistance.    Unit  resistance   Practical 

therefore  corresponds  to  a  velocity  of  1  cm.  per  second,     ^sht 

This  resistance,  however,  is  too  small  to  be  practically      a"ce : 

useful,  and  a  resistance  1,000,000,000  times  as  great, 

that  is,  the  resistance  of  a  wire,  to  maintain  1  C.Q.S. 

unit  of  current  in  which  it  would  be  necessary  that  the 

slider  should  move  with  a  velocity  of   1,000,000,000 

ms.  (approximately  the  length  of  a  quadrant  of  the 

earth  from  the  equator  to  either  pole)  per  second,  is 

taken  as  the  practical  unit  of  resistance,  and  called 

one  ohm. 

Some  account  of  experiments  which  have  been  made      Ohm 
for  the  realization  of  the  ohm  is  given  in  Chapter  IX.,  jj^'^g^g/. 
and  it  will  be  seen  from  the  results  that  the  ohm  is    ance  of 
approximately  equal  to  the  resistance  of  a  column  of  Merciin\ 
pure  mercury  106*3  cms.  long,  and  129  mm.  in  cross- 
section,  when  the  temperature  is  that  of  melting  ice. 
At  present  this  number  is  that  generally  used;  but 
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when  a  sufficient  number  of  exact  determinations  of  the 
ohm  have  been  obtained,  a  more  accurate  value  will  no 
doubt  be  legalised  as  the  standard  of  reference. 
Derivation  It  is  obvious  from  equation  (1)  that  if  Vsmd  B,  each 
AmMw.  ini^-ially  one  unit,  be  increased  in  the  same  ratio,  C  will 
remain  one  unit  of  current;  but  that  if  Vhe,  for  ex- 
ample, 10®  C.G.S.  units  of  potential,  or  one  volt,  and  B 
be  a  resistance  of  10*  cms.  per  second,  or  one  ohm,  C 
will  be  one- tenth  of  one  C.G.S.  unit  of  current.  A 
current  of  this  strength — that  is,  the  current  flowing  in 
a  wire  of  resistance  one  ohm,  between  the  two  ends  of 
which  a  diiference  of  potential  of  one  volt  is  main- 
tained,— has  been  adopted  as  the  practical  unit  of 
current,  and  called  one  ampere.  Hence  it  is  to  be  re- 
membered one  ampere  is  one  tenth  of  one  C.G.S.  unit 
of  current. 
Derivation  The  amount  of  electricity  conveyed  in  one  second  by 
Coulomb  ^  current  of  one  ampere  is  called  one  coulomb.  This 
unit,  although  not  quite  so  frequently  required  as  the 
others,  is  very  useful,  as,  for  instance,  for  expressing  the 
quantities  of  electricity  which  a  secondary  cell  is  capable 
of  yielding  in  various  circumstances.  For  example,  in 
comparing  diflferent  cells  with  one  another,  their  capa- 
cities, or  the  total  quantities  of  electricity  they  are 
capable  of  yielding  when  fully  charged,  are  very  con- 
veniently reckoned  in  coulombs  per  square  centimetre 
of  the  area  across  which  the  electrolytic  action  in  each 
takes  place. 

The  magneto-electric  machine  we  have  imagined 
yields  very  simply  the  relation  between  the  work  done 
in  maintaining  a  current,  the  strength  of  the  current. 
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and  the  electromotive  force  producing  it.*  Although  a 
slight  digression,  we  give  this  discussion  here  to  help  to 
illustrate  how  electromotive  force  and  current  together, 
when  measured  in  absolute  electromagnetic  units,  give 
the  corresponding  electrical  activity  in  absolute  dy- 
namical units,  and  for  the  sake  of  the  practical  units  of 
electrical  activity  and  work. 

We  have  seen  above  (p.  118)  that  every  element  of  a   Activity 
conductor,  carrying  a  current  in  a  magnetic  field,  is  of  Electro- 
acted  on  by  a  force  tending  to  move  it  in  a  direction  at  magnetic 

(jiener&tor* 
right  angles  to  the  plane  through  the  element,  and  the 

direction  of  the  resultant  magnetic  force  at  the  element, 
and  have  derived  from  the  expression  for  the  magnitude 
of  the  force  a  definition  (p.  143)  of  unit  current  in 
the  electromagnetic  system.  From  these  considerations 
it  follows  that  a  conductor  in  a  uniform  magnetic  field, 
and  carrying  a  unit  current  which  flows  at  right  angles 
to  the  lines  of  force,  is  acted  on  at  every  point  by  a 
force  tending  to  move  it  in  a  direction  at  right  angles  to 
its  length,  and  the  magnitude  of  this  force  for  unit 
length  of  conductor,  and  unit  field,  is  by  the  definition 
of  unit  current  equal  to  unity. 

Applying  this  to  our  slider,  in  which  we  may  suppose 
a  current  of  amount  7  to  be  kept  flowing,  say,  from  a 
battery  in  the  circuit,  let  L  be  the  length  of  the  slider, 
V  its  velocity,  and  /  the  intensity  of  the  field ;  we  have 

•  Practically  the  same  considerations  fonned  the  basis  of  Sir  William 
Thomson's  famous  papers  "On  the  Mechanical  Theory  of  Electrolysis," 
and  **0n  Applications  of  the  Principle  of  Mechanical  Effect  to  the 
Measurement  of  Electromotive  Forces  and  of  Galvanic  Resistances  in 
Absolute  Meaaure,"  Phil.  Mag,  Dec.  1851,  or  Reprint  of  Math,  ami 
Phys,  Papers^  Vol.  I. 

VOL.  II.  M  M 
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for  the  force  on  the  moving  conductor  the  value  ILy, 
Hence  the  rate  at  which  work  is  done  by  the  electro- 
magnetic action  between  the  current  and  the  field  is 
ILydxIdt  or  ILyv^  and  this  must  be  equal  to  the  rate 
at  which  work  would  be  done  in  generating  by  motion 
of  the  slider  a  current  of  amount  y.  But  as  we  have 
seen  above,  ILv  is  the  electromotive  force  produced  by 
the  motion  of  the  slider.  Calling  this  now  j&,  the 
symbol  usually  employed  to  denote  electromotive  force, 
we  have  Ey  as  the  electrical  activity,  that  is,  the  total 
rate  at  which  electrical  energy  is  given  out  in  all  forms 
in  the  circuit. 

By  Ohm*s  law  this  value  for  the  electrical  activity 
may,  when  the  work  done  is  wholly  spent  in  producing 
heat,  be  put  into  either  of  the  two  other  forms,  namely, 
E^jR,  or  7^^.  In  the  latter  of  these  forms  the  law  was 
discovered  by  Joule,  who  measured  the  amount  of  heat 
generated  in  wires  of  diflferent  resistances  by  currents 
flowing  through  them.  This  law  holds  for  every  electric 
circuit  whether  of  dynamo,  battery,  or  thermoelectric 
arrangement. 
Activities  We  have,  in  what  has  gone  before,  supposed  the  slider 
ent  Parte  ^^  ^^^^  ^^  resistance  comparable  with  the  whole  resist- 
of  Circuit,  ance  in  the  circuit.  If  it  have  a  resistance  r,  and  R 
be  the  remainder  of  the  resistance  in  circuit,  the  actual 
difference  of  potential  between  its  two  ends  will  not  be 
ILv  or  J?,  hnt  E.R/{R  +  r)  (Vol.  L,  p.  146).  The  rate 
per  unit  of  time  at  which  work  is  given  out  in  the  circuit 
is  however  still  Ey,  of  which  the  part  Ey  .  rKR  +  r) 
is  given  out  in  the  slider,  and  the  remainder, 
Ey .  R/(R  -f  r),  in  the  remainder  of  the  circuit     la 
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short,  if  F"  be  the  actual  diflference  of  potential,  as 
measured  by  an  electrometer,  between  two  points  in  a 
wire  connecting  tbe  terminals  of  a  battery  or  dynamo, 
and  7  be  the  current  flowing  in  the  wire,  the  rate  at 
which  energy  is  given  out  is  F7,  or  if  -B  be  the  resist- 
ance of  the  wire  between  the  two  points,  7^^. 

The  activity  in  the  part  of  the  circuit  considered  is 
always  F7,  but  this  may  be  greater  than  7^^,  in  which 
case  work  is  done  otherwise  than  in  heating  the  con- 
ductor. 7* J!  is  then  the  part  of  the  activity  employed 
in  generating  heat. 

One  of  the  great  advantages  of  the  system  of  units  Advantage 
briefly  sketched  here,  is  that  it  states  the  value  of  the  c.G.S. 
rate  at  which  work  is  given  out  in  the  circuit,  without  System  of 
its  being  necessary  to  introduce  any  coefficient  such  as 
would  have  been  necessary  if  the  units  had  been  arbi- 
trarily chosen.  When  the  quantities  are  measured  in 
C.G.S.  units,  the  value  of  Ey  is  given  in  centimetre- 
dynes,  or  in  ergs,  per  second.  Results  thus  expresFod 
may  be  reduced  to  horse-power  by  dividing  by  the 
number  746  x  10® ;  or  if  E  is  measured  in  volts,  and 
7  in  amperes,  j&V  may  be  reduced  to  horse-power  by 
dividing  by  746.  Thus,  if  90  volts  be  maintained 
between  the  terminals  of  a  pair  of  incandescent  lamps 
joined  in  series,  and  a  current  of  1*3  ampere  flows 
through  these  lamps,  the  rate  at  which  energy  is  given 
out  in  the  lamps  is  approximately  '157  horse-power. 
If  the  rate  at  which  work  is  done  in  maintaining  a 
current  of  one  ampere  through  a  resistance  of  one  ohm 
were  taken  as  the  practical  unit  of  rate  c  f  working,  or 
oc^iw/y,  and  E  reckoned  in  volts  and  7  in  amperes,  the 

M  M  2 
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rate  at  which  electrical  energy  is  given  out  in  the  circuit 

would  be  measured  simply  by  -By ;  and  calculations  of 

iFaU  or   electrical  work  would  be  much  simplified.    This  was 

EY^trical  propose  t>y  Sir  William  Siemens  (Brit.  Assoc.  AddresS: 

Activity.    1882),  who  suggested  that  the  name  vxiU  should  be 

given  to  this  unit  rate  of  working.     The  rate  at  which 

energy  is  given  out  in  the  lamps  of  the  above  example 

is  90  X  1*3  —  117  watts,   A  watt  is  therefore  equivalent 

to  lO'^  ergs  per  second. 

Kilowatt       The  Electrical  Congress  held  at  Paris  in  August  1889 

has  adopted  the  watt  as  the  practical  electrical  unit  of 

work,  and  the  term  kilowatt,  proposed  by  Mr.  W.  H. 

Preece  to  designate  an  activity  of  1000  watts  or  10^^ 

ergs  per  second.     It  is  intended  that  the  latter  unit 

should  be  used  instead  of  the  horse-power.   An  activity 

given  in  kilowatts  can  be  reduced  to  horse-power  by 

dividing  by  746,  or  roughly  by  multiplying  by  4  and 

dividing  by  3. 

JouU  or        Sir  William  Siemens  also  proposed  to  call  the  work 

Electrical  done  in  one  second,  when  the  rate  of  working  is  one 

Work,     watt,  one  Joule,    Thus  the  work  done  in  one  second  in 

maintaining  a  current  of  one  ampere  through  one  ohm, 

or  the  work  obtained  by  letting  down  one  coulomb  of 

electricity  through  a  difiference  of  potential  of  one  volt, 

is  one  joule,    A.  Joule  is  therefore  equivalent  to  10^  ergs, 

and  the  work  done  in  one  second  in  the  above  example 

is  117  Joules. 

The  Electrical  Congress  of  August  1889  also  adopted 
the  joule  as  the  practical  imit  of  electrical  work. 

The  practical  unit  of  electrostatic  capacity  is  called 
the  farad,  and  may  be  defined  as  the  capacity  of  a 
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condenser  which,  when  charged  by  an  electromotive    Practical 

force  of  one  volt,  has  a  charge  of  one  coulomb.    If  C  Capacity : 

be  the  numerical  capacity  of  such  a  condenser  in  C.Q.S.     „^^ ® 
,  ,  •*  .  rarad. 

electromagnetic  units  of  capacity,  we  have  (7=  10' V^O® 
=  10"*;  or  one  farad  is  equivalent  to  10"®  C.G.S. 

In  some  cases,  when  the  quantities  to  be  expressed 
are  very  large,  units  one  million  times  greater  than  the 
chosen  practical  units  are  employed.  These  are  denoted 
by  the  names  of  the  corresponding  practical  units  with 
mega  (great)  prefixed.  On  the  other  hand,  for  the  ex- 
pression of  very  small  quantities,  units  one  million  times 
smaller  than  the  practical  units  are  sometimes  used,  and 
are  denoted  by  the  corresponding  names  of  the  practical 
units  with  micro  (small)  prefixed. 

Such  unite  are  however  rarely  employed,  with  the  Megohm 
exception  of  the  megohm^  used  for  expressions  of  resist-  ^^^JJ^^'^^' 
ances  of  insulating  substances,  and  the  microfarad^ 
which  is  really  the  most  convenient  unit  for  expressions 
of  capacities.  A  megohm  may  be  stated  as  10^^  centi- 
metres per  second ;  one  C.G.S.  unit  of  capacity  is  equi- 
valent to  10^  microfarads. 

The  practical  units  which  have  been  adopted  may  be    Practical 
considered  as  belonging  to  an  absolute  system,  based  on  ga^dwl'^w 
a  unit  of  length  equivalent  to  one  thousand  million    Absolute 
(10®)   centimetres   (approximately  the   length  of   one 
quadrant  of  the  earth's  polar  circumference),  a  unit  of 
mass  equivalent  to  one  one-hundred-millionth  of  a  milli- 
gramme, or  10""  gramme,  and  the  second  as  unit  of 
time.     The  verification  of  this  in  the  different  cases 
will    furnish    examples    of   the    use    of   dimensional 
formulas. 
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For  example,  let  us  find  wbat  the  expressions  of 
resistances  and  electromotive  forces  in  C.G.S.  units 
become  when  these  new  units  of  length  and  mass  are 
substituted  for  the  centimetre  and  the  gramme.  Let  R 
be  the  numeric  of  a  resistance  in  C.G,S.  units,  and  B' 
its  numeric  in  terms  of  the  new  units.  We  have, 
using  the  proper  change-ratio, 

since  the  unit  of  time  remains  unchanged.  One  ohm 
is  therefore  equivalent  to  10*  C.G.S.  units  of  resist- 
ance, that  is,  10®  centimetres  per  second. 

Again  let  V  be  the  expression  of  an  electromotive 
force  in  C.G.S.  electromagnetic  units,  E'  its  expression 
in  terms  of  the  new  units.  The  dimensional  formula 
for  electromotive  force  is  [M^L^  T'^],  We  have  there- 
fore 

We  have  only  to  consider  what  [M^Z^]  becomes. 
This  is  plainly  (1/10"")*  x  (1/10»)«  or  I/IO^.     Hence 

that  is,  one  volt  is  equivalent  to  10®  C.Q.S.  units  of 
electromotive  force. 

The  following  table  gives  the  numerics  for  the  various 
practical  units  in  terms  of  C.G.S.  units : — 
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Name  of  Practical  Equivalent  in 

Quantity.  Unit  C.G.S.  Units. 

Resistance  Ohm  10* 

Electromotive  Force  Volt  10® 

Current  Strength  Ampere  lO"^ 

Quantity  of  Electricity  Coulomb  10"^ 

/  Farad  10-» 


Electrostatic  Capacity 


1  Microfarad  10"^^ 


We  have  seen  above  that  if  Q,  Q'  be  the  numerics    Dimen- 
for  two  quantities,  the  dimensional  formula  of  Q!\Q  is    Ratto  of 
[GI/CO]'  *^^  *^^8  of  course  applies  to  the  expressions    Electro- 
of  the  same  quantity  in  two  different  systems  of  units.        to 
Thus  if  5  denote  the  numerical  expression  of  a  quantity    ^^^^' 
of  electricity  in  electrostatic  units,  and  Q  that  of  the    Unit  of 
same  quantity  in  electromagnetic  units,  the  same  funda-  ^"^  ^  ^' 
mental  units  being  employed  in  both  cases,  the  dimen- 
sional formula  of  q\Q  is  b]/[$].     But  from  the  table 
(p.  523)  we  have  {q\  =  \M^U  T'l]  and  [(?]  =  [if*Z*]. 
The  dimensional  formula  of  q^lQ  is  thus  the  same  as 
that  of  velocity,  that  is  to  say  qlQ  is  equal  to  a  certain 
definite   velocity,   the   numerical  expression  of  which 
depends  on  the  fundamental  units  of  length  and  time 
employed.     In  other  words  the  number  of  electrostatic 
units  of  electricity  which  is  equivalent  to  one  electro- 
magnetic  unit  is  numerically  equal  to  this  velocity. 

The  same  velocity  is  derivable  from  the  ratios  of  the 
numerical  values  of  any  of  the  other  electrical  or  mag- 
netic quantities  in  the  two  systems  of  units.  For 
instance,  if  e  be  the  numerical  value  of  an  electromotive 
force  in  electrostatic  units,  and  E  that  of  the  same 
electromotive  force  in  electromagnetic  units,  we  have 
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for  tbe  dimensional  formula  of  ejE  the  value  H  [-F] 
=  [Jf*Z*]/[ilf*i*  r-i]  =  [Z-i  T],  The  ratio  cjE  has 
thus  the  dimensional  formula  of  the  reciprocal  of  a 
velocity,  and  therefore  Eje,  or  which  is  the  same,  the 
number  of  electromagnetic  units  equivalent  to  one 
electrostatic  unit  of  electromotive  force,  is  properly 
expressed  as  a  certain  definite  velocity.  It  is  easy  to 
see  that  this  velocity  is  identical  with  the  former.  For 
if  q  and  Q  be  the  numerical  values  in  the  two  systems 
of  a  certain  quantity  of  electricity,  then  since  e  and  E 
denote  the  same  electromotive  force,  the  work  eq  must 
be  numerically  equal  to  the  work  EQ.  We  get  there- 
fore Ejc  =  qlQ,  that  is,  the  two  velocities  are  the 
same. 

By  taking  the  more  general  dimensional  formulas 
given  in  the  table  (p.  523)  we  find  that 

when  [q\  [$]  refer  to  the  ordinary  systems.  Hence 
the  product  K'^  fi~^  has  the  dimensions  of  a  velocity 
It  M  in  fact  the  velocity  qjQ  above  referred  to.* 

Denoting  this  velocity  by  t?,f  we  get  for  the  various 
quantities  the  following  relations.  The  numerator  of 
the  ratio  on  the  left  of  each  equation  denotes  the 
numeric  of  the  quantity  in  electrostatic  units,  the  de- 
nominator the  numeric  of  the  same  quantity  in  electro- 
magnetic units. 

•  See  p.  206  above ;  also  Chap.  X.  below. 

t  For  illuatralions  of  the  physical  meaning  of  v  see  Chap.  X. 
below. 
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A 


iven  Quantity  of  Electricity 

ilQ  =  V 

„       Current 

y/r-t; 

„      Electromotive  Force 

e/H  =  1/v 

„      Electrostatic  Capacity 

c/0  =  v' 

„       Resistance 

r/E  =  l/t)2 

Therefore  if  q  and  Q,  e  and  E,  or  the  numerics  for 
any  other  given  quantity,  be  determined  in  the  two 
systems  of  units,  the  value  of  v  can  be  at  once  obtained. 
Experiments  of  this  kind,  some  of  which  are  described 
in  Chapter  X.  below,  have  been  made  by  Maxwell,  Sir 
W.  Thomson,  Weber,  A)n:ton  and  Perry,  J.  J.  Thomson, 
H.  A.  Rowland,  E.  B.  Rosa,  and  others,  with  the  result 
that  r  =  3  X  10^^  centimetres  per  second  approximately, 
or  very  nearly  the  velocity  of  light  in  air  as  deduced 
from  experiments  made  by  the  methods  of  Foucault 
and  Fizeau.  According  to  Maxwell's  Electromagnetic 
Theory  of  Light  {Electricity  arid  Magnetism^  Vol.  II., 
Chap.  XX.)  this  relation  should  hold,  and  thus  the 
theory  is  so  far  confirmed. 

In  the  present  chapter  we  have  considered  only  the 
scalar  magnitudes  of  electric  and  magnetic  quantities. 
For  an  instructive  discussion  of  the  Theory  of  Dimen- 
sions from  a  vector  point  of  view  the  reader  may  refer 
to  a  paper  by  Mr.  W.  Williams,  Phil  Mag.  Sept.  1892. 
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CHAPTER  X 
ABSOLUTE  MEASUREMEyT  OF  RESISTANCE 

Import-        In  order  that  all  the  results  of  electrical  experiments 
Realized    may  be  expressed  in  absolute  units,  realized  absolute 

StRiidanis  m^its   of  resistance   must  be   available.     An   electric 
of  Resist- 
ance,     current  can    be   measured    at    any   time    in   absolute 

units,  as  we  have  seen,  by  means  of  a  proper  standard 
galvanometer  or  current  balance.  When  the  absolute 
value,  i2,  of  the  resistance  of  a  coil  of  wire  is  known, 
a  diflference  of  potential  expressed  by  any  chosen 
number  of  absolute  units  can  be  produced  by  causing  a 
current  of  the  proper  strength,  7,  to  flow  through  the 
wire.  If  the  wire  is  not  the  seat  of  any  electromotive 
force,  the  diflference  of  potential  between  two  points  in 
the  wire,  close  to  the  ends,  is  yR.  By  this  mode  of 
realizing  diflPerences  of  potential  the  electromotive 
forces  of  voltaic  cells  have  been  determined ;  and  such 
cells  can  be  used  in  their  turn  as  practical  standards  for 
the  comparison  of  diflferences  of  potential.  A  realized 
standard  of  resistance  is  thus  of  fundamental  import- 
ance in  absolute  electrical  measurement. 
Absolute  Various  methods  for  the  absolute  n:easurement  of 
r^^^i  resistances  have  been  devised,  and  a  few  of  these  most 
Resist-     suited  to  give  exact  results  have  been  carried  out  with 


auce, 


great  care   and  experimental  skill  by  several  cxperi- 
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menters.  We  give  here  a  general  accouut  of  these  in- 
vestigations, going  however  into  full  detail  regarding 
only  one  or  two  of  the  more  recent,  and,  on  account  of 
the  accumulation  of  experience,  presumably  the  more 
exact  of  them. 

The  methods  may  be  classed  in  three  divisions : —  Methods 
I.  Those  in  which  electromagnetic  induction,  of  which 
the  amount  can  be  calculated,  is  employed  to  generate 
a  current  in  the  conductor  the  resistance  of  which  is  to 
be  determined.  The  strength  of  this  current  depends 
on  this  resistance,  and  is  measured  directly  or  indirectly 
so  that  it  enables  the  resistance  to  be  found.  II.  Those 
based  on  Lorenz's  method,  in  which  a  continuous  dif- 
ference of  potential  between  the  terminals  of  the  given 
conductor  is  produced  by  electromagnetic  induction,  and 
is  balanced  by  a  diflference  of  potential  independently 
produced  by  a  current  7  flowing  in  the  conductor. 
III.  Joule's  method,  in  which  the  rate,  7^-B,  of  genera- 
tion of  heat  produced  by  a  measured  current  7  in  the 
conductor  is  determined,  and  the  resistance  deduced  by 
dividing  by  7^ 

The  first  method  of  type  I.  which  we  describe  is  that  Kirch- 
due  to  Kirchhoff.*  Two  coils,  C^,  G^,  between  which  M^^hfod. 
there  is  a  mutual  inductance,  if,  are  joined  up,  as  shown 
diagrammatically  in  Fig.  128,  with  a  battery  and  gal- 
vanometer, and  the  resistance  5  to  be  determined.  The 
stea<ly  cun*ent  deflection  of  the  needle  is  first  observed. 
C^  is  then  removed  from  the  position  in  which  the 
mutual  inductance  is  M,  to  one  in  which  the  mutual 
inductance  is  zero,  and  the  first  throw  of  the  galvano- 
•  Pogg,  Ann,  76,  (1849). 
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meter  is  noted  (together  with  tlie  succeeding  elongations 
to  enable  a  correction  for  damping  to  be  applied).  If 
X  be  tlie  total  induction-flow  through  the  galvanometer, 
d:  the  steady  current  in  G,  and  the  resistances  P,  Q,  of 
AC^B,  BC^,  respectively,  be  each  great  in  comparison 
with  B,  tlien  we  have  very  approximately 


B^M 


(1) 


If  the  galvanometer  deflections  for  steady  currents 
follow  the  tangent  law,  and  0^  be  the  deflection  produced 
by  the  steady  current,  0^  the  induction  throw,  corrected 


Fio.   128. 

for  damping  and  torsion  of  the  fibre  if  it  exists,  and  T 
the  complete  period  of  oscillation  of  the  needle, 

a-,  _  IT  ton  0^ 

X  "  T  sin^^2 
so  that 

^       - -.  TT  tan  6. 
T  sini6^2 

If  two  different  galvanometers  are  used,  one  of  constant 
Gi  to  measure  the  steady  current,  and  a  ballistic  galvano- 
meter of  constant  G^  to  measure  the  transient  current. 


(2) 
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and  Hy  H\  be  the  values  of  the  earth's  horizontal 
components  at  their  respective  needles,  then  instead  of 
(2)  we  have 

7?  -  ju  ^  ^2  ^itanj?!  .  , 

^ "  ^  H'  G^T^e'^  '     .     .     .     C^) 

To  prove  equation  (1)  let  «,  i,  be  the  current  in  the  battery  Theory  of 
and  in  the  galvanometer  at  any  instant  during  the  change  of      ?^^^ 

the  inductance,   and   L^,  Zj,  the  self-inductances   of  the   two  .-"^[J  ®. 

circuits  JCiBA,  ABC^A,  R  being   supposed  devoid  of  self-  ^^^^^^^' 
inductance.    Then  these  circuits  give 

L^  +  M'u  +{q  +  R)x  -  Ru  =-  0  } 

where  E  is  the  electromotive  force  of  the  battery. 

Integrating  these  equations  over  the  (very  short)  interval  t 
of  change  of  the  mutual  inductance  from  M  to  0,  we  get 

-  Mi.  +  {P  +  R)u  -  Rx^TecH  =  ol  ,^x 

-  Mut  +  {Q  + R)x  -  Rw^^Q  y 

But  when  the  currents  are  steady  the  second  of  (3)  is 
{Q,  +  R)in  -  Ru.  «  0. 

Eliminating  u  between  the  two  equations  of  (4),  and  putting 
»•  =  ^•{Q  +  ^)/-S,  as  given  by  the  last  equation,  we  find  after 
reduction 

X    _M{P  +  R)(Q+R)  +  R^ 
xs       R  {F  +  R)  (q  +  R)  -  E^ 


Mk      ,  2R^  .   A    \ 

^  r\    "^  (P  +  i2)  (0  +  72)  +  *^7 


(5) 


If  P,  Qy  be  each  great  in  comparison  with  R,  this  gives  (1). 
Equation  (2)  follows  by  the  theory  of  the  ballistic  galvanometer. 

This  investigation  is  practically  MaxwelFs  version  of  the 
process  followed  originally  by  KirchhofF.  The  result  may 
however  be  obtained  somewhat  more  directly  as  follows.  When  M 
is  annulled  an  integral  electromotive  force  of  amount  Mu9  acts 
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Rowland's 
and  Glaze- 
brook's 
Experi- 
ments. 


Glaze- 
brook's 
Experi- 
ments. 


in  Oft  and  Hnother  of  amount  ifrt  in  Cj.  The  induction-flow  due 
to  each  through  the  galvanometer  has  the  same  direction,  sine  e 
on  account  of  the  opposite  signs  of  the  inductions  through  Cp 
C^  the  currents  induced  in  them  are  in  opposite  directions  round 
these  coils.    Tlie  flow  through  the  galvanometer  due  to  Mu$  is 


Q  + 


J/A, 
PR     ' 
P  +  It 


jrQ  +  ^j 

^        i^M(P  +  Jt)(Q-\-R) 


q  4.     13^      R  Q{P  +  R)-\rPR 


h* 


P  -^  R 


That  due  to  Mx$  is 


M 


B^ 


p  .      QR     Q  +  R     R  r{Q  +  R)  +  QR^'' 
^  Q+R 

Adding  these  we  get  for  the  total  flow  through  the  galvano- 
meter 

M(P  +  R)(Q  +  R)  +  R^ 
R  {P  +  H){Q  +  R)  -  h^^' 

which  agrees  with  (6). 

Determinations  by  this  method  have  been  made  by  Rowland 
at  Baltimore  and  Glazebrook  at  Cambridge.  In  both  sets  of  ex- 
periments the  arrangement  of  coils  was  not  disturbed ;  but  the 
mduction-flow  was  produced  by  the  simple  expedient  of  revers- 
ing the  current  in  the  coil  Ci,  Rowland  used  a  special  ballistic 
galvanometer  to  measure  the  transient  current,  and  a  comparison 
of  its  constant  with  that  of  the  galvanometer  used  for  the  steady 
current  gave  the  necessary  data  for  calculating  ft/^. 

In  Gl  izebrook's  determination,*  however,  the  same  galvano- 
meter was  used  for  the  measurement  of  both  transient  and 
steady  currents,  being  shunted  for  the  latter  purpose  so  that 
only  a  fraction  h  of  the  current  it  produced  the  deflection  S^ 
of  the  needle.     Thus  instead  of  (2)  the  formula  of  calculation 


R' 


(0 


was   applied,    the  deflections   of   course  being   corrected  for 
damping,  &c.    The  factor  2  is  introduced  on  the  right-hand 

♦  Phil  Trans.  RS,  1888. 
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side  as  the  current  was  reversed,  and  therefore  the  induction 
changed  by  2if. 

The  following  are  the  particulars  of  the  coils  used  by  Glaze-  Details  of 
brook,  which  were  wound  with  great  care  by  Professor  Chrystal    Induction 
for  a  similar  investigation.    The  two  coils  are  distinguished  as       '^'"^'" 
A  and  B.    They  were  wound  with  well-insulated  copper  wire. 


Coils. 


Mean  radius  in  cms.  («r).     .     .     . 

A 

25-753 

B 

Mean. 

25-766 

26-760 

Axial  breadth  of  section  (2^).     . 

1-896 

1-899 

1-897 

Radial  depth  of  section  {2d)  .     . 

1-92 

1-90 

1-91 

Number  of  turns  of  wire  .     .     . 

797 

791 

794 

Resistance (approz.)  in  B.A.  units 

84 

83 

167/2 

The  positions  of  the  mean  planes  were  estimated  from  the 
dimensions  of  the  ring  channels  in  which  the  wire  was  wound, 
and  any  doubt  as  to  the  exact  positions  in  these  channels  was 
eliminated  by  reversing  the  bobbins  relatively  to  the  distance 
pieces  between  them. 

The   galvanometer  used  was  an   instrument  also  specially    Galvano- 
wound  by  Professor  Chrystal.     It  consisted  of  two  coils  about      meter. 
4  inches  in  diameter  and  23/32  of  an  inch  apart    These  coils 
were  movable  about  a  vertical  axis  round  a  graduated  circle 
could  be  fixed  in  the  magnetic  meridian. 

The  needle  was  of  hard  steel,  and  1*5  cm.  in  length,  and  weighed 
•708  gramme.  It  was  suspended  in  a  stirrup  of  brass  on  which 
was  fixed  the  mirror,  and  a  projecting  stem  of  brass,  on  which 
brass  weights  were  screwed  to  increase  the  period.  The  whole 
weighed  6*6  grammes,  and  was  suspended  by  three  fibres  of  silk 
60  cms.  long. 

The  scale  was  of  paper  divided  to  millimetres,  and  compared 
with  a  standard  scale. 

Each  experunent  made  included  eight  observations  of  throw,  Expcri 
and  two  of  steady  current  deflection,  and  each  set  of  experi-  ments 
ments  consisted  of  four,  one  for  each  of  the  four  positions  in  made, 
which  the  pair  of  coils  could  be  placed  by  reversing  them  with- 
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First 
Result. 


Final 
Result  of 
Experi- 
ments. 


Accuracy 

of 
Method. 


out  changing  the  distance  between  their  centres.  Tliree  such 
sets  were  made  for  the  distance  15*019  cms.  of  mean  planes. 
These  gave  as  a  result 

1  B.A.  unit  =  -98698  x  10»  cms.  per  second. 

Three  series  of  experiments  were  afterwards  made  in  like 
manner  for  three  different  distances  of  mean  planes  15*019  cms., 
18-252  cifts.,  26  692  cms. 

Different  batteries  were  used  so  that  the  currents  through  the 
coil  were  varied.    The  mean  result  obtained  was 

i?  =  158  X  10»  C.G.S. 

As  a  precaution  when  the  conductor,  the  resistance  of  which 
is  to  be  determined,  is  a  coil  of  copper  wire,  it  is  necessary 
lest  the  result  should  be  affected  by  variation  of  temperature 
to  make  frequent  comparisons  of  the  resistance  of  the  coil  with 
that  of  a  platinum,  silver  or  German  silver  standard. 

Expressed  in  B.A.  units,  R  was  found  by  such  a  comparison 
with  B.A.  standards  to  be  160520  at  12°  C,  and  the  results 
reduced  to  this  temperature  for  comparison  gave  for  the  B.A. 
unit  the  following  values : 

Scries  A.     4  sets. 

-98633  X  10»  C.G.S. 
Series  B.     2  sots. 

-98558  X  10»  C.G.S. 
Series  C.     3  sets. 

•98676  X  10»  C.G.  . 

Including  the  preliminary  results,  with  half-weights  given  to 
them,  the  whole  investigation  gave 

1  B.A.  unit  =  -986271  X  lO^  C.G.S. 
Glazebrook  has  made  a  redetermination  by  this  method  of  the 
value  of  the  B.A.  unit,  and  has  given*  as  the  mean  of  all  his 
results 

1  B.A.  unit  =  -98665  X  10^  C.G.S. 

In  this  method,  apart  from  observations  of  galvanometer 
deflections,  accuracy  depends  on  the  exact  determination  of  M, 
which  is  a  linear  quantity.  The  coils  used  have  had  generally 
the  same  radius,  and  the  effect  of  errors  in  the  measurement  of 
their  radii  and  distances  apart  have  been  estimated  as  follows 

♦  B.A,  Report,  1890. 
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by  Lord  Rayleigh.*  If  we  denote  the  mean  radius  of  the  coils 
(supposed  the  same  in  both)  by  a^  and  the  distance  apart  of  their 
mean  p'anes  by  d,  and  (a/M)  dM/da^  (d/M)  dAf/db,  by  X,  /it, 


since  M  is  linear,  and 


X  +  M  =  l 


dlf     .da 


,      db 


Different 
Cases. 


which  enables  the  effects  of  the  errors  da/a^  db/b,  to  be  estimated. 

The  expression  for  M  in  terms  of  a  and  b  is  given  by  (142)  at  Examina- 
p. 316  above,  and  the  known  valnes  (see  Appendix)  of  3f(/4tr  ^aa')     tion  of 
for  different  values  of  y(=  sin-i  2'Jaa'/  ^(a-\-  a')*+b*)f  enables 
those  of  X  and  fi  to  be  found.     It  is  clear  tiiat  since  Jf  increases 
as  6  diminishes,  and  vice  versd,  fi  must  always  be  negative ; 
X  must  therefore  be  always  greater  than  unity. 

If  d  be  great  in  comparison  with  a  it  is  clear  that  if  will  vary 
as  a^/b^f  and  therefore  X  =  4,  ^i  =  -  3.  This  is  a  very  unfavour- 
able case,  as  then  errors  in  a  ennl  b  are  unduly  multiplied  in  if. 

Again,  if  b  be  small,  it  is  clear  that  fi,  is  nearly  zero,  and  this 
may  be  verified  by  differentiating  the  approximate  expression 
^na  log  {^ajb  -  2).  Still  any  error  db  in  b  may,  if  b  is  small,  be 
comparable  with  b  itself,  and  thus,  although  fi  may  be  small, 
fjL'ib/b  may  be  sjnsible.  Further,  the  correction  for  cross-section 
is  of  greater  relative  importance  in  this  case  ;  and  thus  for  two 
reasons  it  is  preferable  to  keep  b  of  moderate  value.  Lord  Ray- 
leigh gives  the  following  table  for  intermediate  values  of  b : — 


y 

h/2a 

A 

** 

Jf 

60° 

'511 

261 

-  VCA 

•316 

70° 

•304 

218 

-  M8 

•597 

75° 

•268 

VdS 

-    -98 

•8-29 

80° 

•176 

V16 

-    -76 

1186 

This  table  shows  that  for  equal  values  of  da/ay  and  db/b,  the 
numerical  values  of  the  errors  in  M  are  roughly  as  2  to  1. 


Phil,  Mag.  Nov.  1882. 


VOL.   II. 


N  N 
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With  regard  to  the  current  measurements,  it  is  to  be  noticed 
that  the  method  does  not  involve  any  determinations  of  dis- 
tances of  scales  from  mirrors,  except  as  a  means  of  correcting 
tlie  approximate  value  of  tin  ^j/sin^^,  given  by  the  ratio  of  the 
deflections  as  read  off  in  scale  divisions  (see  p.  486). 

Lord  Rayleigh  is  of  opinion  that  by  using  still  larger  coils 
than  those  employed  by  Glazebrook,  with  the  same  number  of 
turns  of  wire,  the  accuracy  of  experiments  by  this  method  might 
probably  be  still  further  increased.  The  greater  value  of  J/, 
and  the  greater  conductance  of  the  wire,  would  give  greater 
sensibility,  and  the  linear  measurements  could  be  more  exactly 
made.  A  relatively  small  value  of  the  radial  breadth  of  section, 
the  chief  element  in  the  correction  for  cross- section,  might  then 
also  be  used.  « 

The  induction  coils  used  in  Rowland*  s  experiments*  were  made 
by  winding  154  turns  of  fine  silk-covered  wire  in  each  of  three 
accurately  turned  brass  bobbins  (^,  i?,  C).  Their  mean  radii 
were  respectively  13*710  cms.,  13-6y0cms..  13-720  cms.,  and  each 
had  a  radial  depth  of  *90  cm.  and  an  axial  width  of  '84  cm. 

These  bobbins  were  used  two  at  a  time,  and  were  made  with 
carefully  ground  ends  so  that  they  could  be  fitted  end  to  end 
with  their  axes  in  line.  Each  pair  could  of  course  be  placed  in 
four  positions  relatively  to  one  another  without  altering  the 
distance  between  their  mean  planes,  and  as  all  four  were  used  in 
ench  case,  the  slightest  uncertainty  as  to  the  exact  distance  of 
the  coils  apart  was  eliminated  by  combination  of  the  results. 
The  distance  of  the  bobbins  was  measured  for  each  position  by 
means  of  a  cathetometer  applied  at  three  different  points  in  the 
circumference. 

The  values  of  JW  were  calculated  by  the  elliptic  integral  formula 
already  given,  and  a  correction  was  made  for  the  cross-section  of 
each  coil  according  to  the  formula  at  p.  522  above.  The  results 
were  as  follows: — 


A  and  B. 

A  and  C. 

B  and  C. 

Mean  distance  a- 
part  .... 

6-534  cms. 

9-574  cms. 

11-471  cms. 

Value  oi  Id  .    . 

3775500  cms. 

2561974  cms. 

2051320  cms. 

*  Sullimau*8  American  Journal,  15  (1878). 
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The  ballistic  galvanometer  was  compoBed  of  two  coils  con- 
taining between  tliein  1,790  turns  of  No.  22  silk-covered  copper 
wire,  wound  on  a  brass  cylinder  8*2  cms.  long,  and  11-6  cms.  in 
diameter,  in  rectangular  grooves  3  cms.  deep  and  2"5  cms.  wide. 
A  saw-cut  along  the  cylinder  prevented  the  circulation  of  induc- 
tion currents  round  it  The  coil  was  mounted  so  that  it  could 
be  turned  about  a  vertical  axis  to  any  required  azimuth,  and  its 
position  determined  by  a  horizontal  circle  below.  This  circle 
was  finely  graduated,  and  was  read  to  3(y  by  a  couple  of  verniers. 

Two  difEerent  needles  were  used  in  each,  consisting  of  two 
thin  laniinee  of  hard  steel  attached  to  the  two  sides  of  a  square 
piece  of  wood  so  that  the  magnetic  axis  could  not  vary  in 
position.  One  needle  was  1*27  cms.  long,  and  had  a  period  of 
7*8  seconds ;  the  length  of  the  other^was  1*20  cms.,  and  its 
period  11*5  seconds.  The  moment  of  mertia  of  each  was  aug- 
mented by  brass  weights  carried  by  wires  extending  in  the 
direction  of  the  magnetic  axis.  Each  needle  was  suspended  by 
three  single  fibres  43  cms.  long.  The  torsion  of  these  fibres  was 
eliminated  from  the  result,  as  will  be  seen  below,  except  as 
regarded  the  period  of  vibration,  and  for  this  an  allowance  was 
made. 

A  brass  bar,  passing  through  the  opening  below  the  needle, 
carried  a  small  telescope  by  which  the  mirror  was  observed  when 
the  constant  of  the  coil  was  compared  with  that  of  another. 

The  constant,  G^j  of  the  coil  was  determined  first  by  calcula- 
tion from  its  dimensions,  and  by  comparison  with  that  of  the 
large  double  coil  of  nn  electrodynamometer  constructed  on 
Helmholtz's  plan  (p.  365  above).  This  coil  had  a  constant  of 
78*37  by  calculation.  In  the  comparison  the  ballistic  galvano- 
meter was  used  with  its  graduated  horizontal  circle  as  a  sine 
galvanometer. 

After  a  comparison  had  been  made  the  instruments  were  inter- 
changed, and  the  comparison  repeated  to  eliminate  the  ratio  of 
the  values  of  H  at  the  two  places. 

Seven  determinations  gave  as  a  mean  result  G^  —  1833*67, 
with  a  probable  error  of  ±  -09,  and  calculation  gave  G^  =  1832*24. 
The  former  result,  being  probably  considerably  the  more  accu- 
rate, was  given  double  weight,  and  a  mean  then  taken  with  the 
latter,  which  gave  ^2  ™  1833*19. 

A  tangent  galvanometer  was  used  to  measure  the  steady 
current.  This  was  a  circle  60  cms.  in  diameter,  and  had  a 
needle  27  cms.  long,  the  deflection  of  which  wns  read  by  a 
pointer  moving  round  a  graduated  circle  20  cms.  in  diameter. 
Parallactic  error  was  avoided  by  placing  the  circle  on  a  level 
with  the  needle  which  moved  round  inside  it. 

NN   2 
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The  constant  of  this  galvanometer  was  compared  with  that 
of  a  single  circle  of  wire  82*7  cms.  in  diameter,  wound  on  a 
ring  made  of  pieces  of  wood  laid  together  with  the  grain  in  the 
direction  of  the  circuriiference,  and  carefully  turned  with  a 
small  groove  near  one  side  to  receive  the  wire.  The  length  of 
the  wire  was  259*58  cms.,  giving  a  mean  radius  of  41*31344  cms. 
This  circle  was  made  to  surround  the  ballistic  galvanometer 
coil,  but  at  a  distance  of  1*1  cm.  on  one  side,  to  allow  the  tube 
carrying  the  suspension  fibre  to  pass.  Thus  the  constant  of  the 
circle  was  *1 51925. 

The  same  current  being  sent  through  the  tangent  galvano- 
meter coil  and  the  ring,  and  Gi,  O',  being  their  respective 
constants,  we  have,  if  a,  a\  be  the  angular  deflections  of  the 
needles, 


~  tan  a  =  —  tan  a', 


80  that 


Gi  tan  (V 
G'  tana' 


Equation    ^^^  ^^^®  replaces  ff/ff'  in  (2'),  which  becomes 
for-B. 

„  _  jLftr^G^  tan  a'  tan  B^ 

"~       T  G'  tana  sin  ^B^ 


(7) 


where  B^  is  the  ballistic  deflection  corrected  for  damping. 
Advan-         This  method  avoids  the  difficulty  of  accurately  determining 
tages  of    ff/H'  by  vibration  of  a  needle  at  the  two  places,  and  gives  the 
Procedure  further  great  advantage  that  the  distance  of  the  mirror  from  the 
adopted,    gcale  of  the  ballistic  galvanometer  onlv  enters  as  a  correction 
on  the  ratio  tana'/sin^,.    The  same  factor  of   correction  for 
torsion  affected  both  tan  a'  and  sin  \6^  so  that,  with  the  excep- 
tion of  a  small  correction  on  the  period  T  of  the  needle  of  the 
ballistic  galvanometer,  all  allowances  for  torsion  were  eliminated. 
Still  further,  since  a  and  B  can  be  made  nearly  equal,  the  correc- 
tion  for  length   of  needle   in  tan  ^/ tan  a    is    almost    entirely 
obviated. 

The  apparatus  was  set  up  in  a  separate  building  in  two  rooms 
on  the  ground  floor.  The  galvanometers  were  on  brick  piers, 
with  marble  tops,  and  were  very  carefully  adjusted,  and  all 
connecting  wires  were  twisted  together  to  avoid  magnetic  eflFect. 
This  adjustment,  as  well  as  the  insulation  everywhere,  was 
carefully  tested. 
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The  experiments  were  mainly  made  by  simply  reversing  the 
battery  current  and  observing  the  throw;  but  the  method  of 
recoil  was  also  used.  Series  of  experiments  were  made  with 
each  pair  of  induction  coils  A  and  i?,  B  and  C,  C  and  A, 

The  time  of  vibration  was  observed  at  the  beginning  and  end 
of  each  series  cf  observations.  The  needle  was  allowed  to 
vibrate  for  10  seconds,  and  ten  observations  were  made  before 
and  after  that  interval.  Time  was  taken  on  an  accurate  marine 
chronometer. 

The  mean  result  of  a  long  series  of  experiments  gave,  after 
all  corrections  for  temperature  of  coils,  &c.»  34'719  X  10*  cms. 
per  sec.  as  the  value  of  R,  Comparing  with  **  10  ohm  "  standard 
coils  in  his  possession,  and  with  a  resistance  box  by  Elliott, 
Profensor  Rowland  came  to  the  conclusion  that 

1  B.A.  unit  =  -9911  X  10»  cms.  per  sec. 

Two  methods  of  the  first  class  are  due  to  W.  Weber. 
The  first  is  very  simple.  A  coil  mounted  with  its  axis 
of  figure  horizontal  and  in  the  magnetic  meridian,  and 
having  its  circuit  completed  through  a  ballistic  galvano- 
meter, is  quickly  turned  through  half  a  revolution  round 
a  vertical  axis.  If  A  be  the  eflFective  area  of  the  coil 
(the  sum  of  the  areas  of  its  spires),  and  II  the  hori- 
zontal component  of  the  earth's  field-intensity,  a  change 
of  induction  of  amount  *iAH  through  the  coil  is  pro- 
duced. This  measures  the  integral  electromotive  force 
in  the  coil,  and  hence  if  the  circuit  be  completed,  and 
include  a  total  resistance  i?,  the  total  quantity  of 
electricity  which  flows  through  the  circuit  is  2,ABIR. 
This  is  not  affected  in  the  least  by  the  inductance  of 
the  circuit. 

The  galvanometer  deflection  is  observed,  and  also  the 
elongations  following,  to  allow  damping  to  be  corrected 
for.  By  the  theory  of  the  ballistic  galvanometer,  if  T 
be  the  complete  period  of  the  needle,  0  the  principal 
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galvanometer  constant,  W  the  horizontal  component  of 
the  earth's  magnetic  field  at  the  needle,  and  6  the  ob- 
served deflection,  the  total  flow  through  the  instrument 
is  HT  sin  ^ei-nG.     Thus 


2AH' 


=  — ^^  sm  \0 


or 


R  =  ^ttGA 


H' 


H  Tixn^t^ 


.     (8) 


In  general  H  is  very  nearly  equal  to  H\  but  it  will 
not  do  to  assume  absolute  equality;  and  the  two 
quantities  must  be  compared  by  observing  the  periods 
of  vibration  of  a  horizontally  suspended  needle  at  the 
two  places. 

Weber's        Weber  employed  the  method  of  recoil  (p.  396  above)  in  his 

Mode  of    observations.     Turning   the   coil   first   through    180''  from   the 

Expen-     initial  position,  he  observed  one  deflection  (positive,  say)  and 

menting.    ^j^^  following  elongation.     Then  when  the  needle  was  passing 

through  zero  the  second  time,  he  brought  the  coil  back  to  its 

original  position.     This  brought  the  needle  to  rest,  and  finally 

deflected  it  to  the  negative  side  of  zero.     This  deflection  was 

observed,  and  the  following  elongation,  and  then,  at  the  second 

passage  through  zero,  the  same  series  of  operations  was  begun 

afresh. 

Criticism       Lord  Rayleigh  has  pointed  out  that  if  «,  a'y  be  the  mean  radius 

of  Method,  of  the  inductor  and  galvanometer  coils  respectively,  the  product 

OA  =  27r2  1*, 
a 

so  that  error  of  mean  radius  has  double  the  importance  in  the 
inductor  coil  that  it  has  in  the  galvanometer. 

Great  care  is  necessary  in  levelling  the  inductor  as,  on  account 
of  the  largeness  of  the  vertical  component  of  the  earth's  field  in 
high  latitudes,  any  deviation  in  the  plane  of  the  meridian  of  the 
axis  of  rotation  from  vertical ity  will  lead  to  error  of  the  same 
order  in  the  result.    Thus  if  the  axis  be  inclined  to  the  vertical 
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at  a  small  angle  a  in  the  plane  of  the  meridian,  we  must  use 
instead  of  A  the  value  A{1  +  a  tan  J))^  where  D  is  the  mag- 
netic dip. 

This  method  was  used  by  Weber  himself,  and  later  by  Weber 
and  F.  Zollner.  In  the  latter  experiments  very  large  inductor 
and  galvanometer  coils  were  used.  Each  consisted  of  12  layers 
of  copper  wire  3  mm.  thick,  66  turns  in  a  la^'er,  wound  on 
bobbins  of  well-seasoned,  oil-soaked  mahogany.  The  dimensions 
were : — 


Weber 

and 
Zollner's 
Experi- 
ments. 


Inductor     .     . 
Galvanometer 


Int  Radius. 

48-0414  cms. 
48-032  cms. 


Ext.  Radios. 

61  9461  cms. 
620797  cms. 


Length. 

25-420  cms. 
26-420  cms. 


For  the  galvanometer  needle  was  used  one  or  other  of  two 
magnets  of  lengths  10  cms.  and  20  cms.  respectively,  and  the 
deflections  were  read  by  means  of  a  telescope  and  scale  in  the 
ordinary  manner.  The  research  was  carried  out  in  a  room  of 
the  observatory  at  Leipzig,  subject  to  varying  magnetic  disturb- 
ances and  to  variations  of  tempera ':ure,  and  was  intended  merely 
as  a  test  of  the  apparatus. 

The  resistance  of  the  circuit  of  the  inductor  given  by  the 
experiments  came  out  slightly  greater  with  the  shorter  needle 
than  with  the  other.  This  was  to  be  expected  as  ihe  deflection, 
By  with  the  shorter  magnet  must,  on  account  of  the  greater 
distance  on  the  whole  of  its  magnetic  distribution  from  the 
current,  have  been  slightly  smaller  than  the  deflection  in  the 
other  case.     It  is  obvious  that  the  needles  were  much  too  long. 

A  careful  determination  of  the  ohm  has  been  made  with  these 
coils  by  Professor  G.  Wiedemann.*  The  apparatus  was  set  up 
in  a  room  of  very  constant  temperature  in  the  University  of 
Leipzig.  A  rhombus-shaped  steel  plate,  with  attached  glass 
mirror,  was  hung  with  its  plane  vertical  and  its  longest  diameter 
horizontal,  and  being  magnetized  in  the  direction  of  this  diagonal 
served  as  needle.  The  needle  carried  beneath  it  a  horizontal 
metal  bar  on  which  weights  could  be  slided  to  alter  the  moment 
of  inertia  of  the  suspended  system. 

The  coils,  having  been  levelled,  were  each  adjusted  until  the 
same  current  sent  in  opposite  directions  produced  equal  deflec- 
tions of  a  needle  hung  within  the  coil.  Their  axes  were  then  at 
right  angles  to  the  magnetic  meridian.    The  galvanometer  coil 

*  AhhnTuil,  Berlin  Akad.  dcr  JFissensch.  1884,  or  Wiedemann's 
EUktricUiU,  Band  4,  p.  913. 
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was  then  fixed,  and  the  inductor  turned  through  an  angle  of  90°. 
This  angle  was  measured  by  means  of  a  right-angled  glass 
prism,  by  observing  a  telescope  scale  by  reflection  in  one  of  the 
rectangular  faces  (which  were  vertical),  and  turoing  the  coil 
until  ue  same  division  came  to  the  cross-wires  by  reflection 
from  the  other  face. 

An  arrangement  of  stops  was  then  provided  so  th>it  the  coil 
could  be  turned  from  this  position  through  exactly  180°  and  back 
again.  The  coil  was  turned  a  number  of  times  in  succession 
suddenly  through  this  angle,  always  when  the  needle  had  returned 
to  its  zero  position,  so  that  the  deflection  was  multiplied  as  far 
as  the  limits  of  the  scale  would  allow. 

The  successive  deflections  ^j,  6^^  &c.,  if  the  current  was 
applied  when  the  needle  was  accurately  at  zero  in  each  case,  were 
related  to  the  quantity  Q  of  electricity  which  flowed  through  the 
circuit  at  each  half  turn  of  the  coil  as  follows :  ^^  =  KQy 
e^  =  Kq€-\  KQ  (1  -  €-2A)  Q,  . . .,  where  K  has  the  value  stated 
in  (39),  p.  396  above.  These  were  observed  and  the  observa- 
tions combined  in  a  single  formula  for  Q,  which  equated  to 
2AHIR  enabled  R  to  be  calculated. 

The  periods  T,  T\  of  a  needle  vibrated  at  the  galvanometer 
and  inductor  respectively  were  observed,  and  the  ratio  T^jT^ 
gave  the  value  of  U'lH  lequired  as  shown  in  (8).  These  were 
obtained  by  observing  the  oscillations  with  a  telescope  and  scale, 
and  registering  the  passages  of  difierent  points  of  the  scale 
across  the  wires  by  means  of  a  chronograph. 

The  effect  of  torsion  of  the  suspension  libre  was  found  by 
turning  a  torsion  head,  to  which  the  fibre  was  attached,  through 
a  measured  angle,  and  observing  the  corresponding  deflection  of 
the  needle.  Thus  when  the  torsion  head  was  turned  through  jin 
angle  a,  and  the  needle  through  an  angle  ^,  the  return  couple  on 
the  needle  was  MH  sin  )3,  and  the  torsional  couple  C{a  —  /3), 
where  Cis  a  constant.     Thus 

^      JfJ^sin  /3       ,,jT. 

C  =  ^  =  MEvy  say. 

a  -  /3 

Hence,  when  the  needle  in  the  experiments  was  deflected 
through  an  angle  6^  the  return  couple  upon  it  was  MH{%\Ti  B  -f-  r6), 
or  nearly  enough,  as  the  deflections  were  small,  MH{\  -f-  r)B, 
Thus  instead  of  the  value  of  if  at  the  galvanometer  needle  was 
used  ^(1  +  r). 

The  dimensions  of  the  coils  were  measured  by  determining 
their  inner  and  outer  circumferences  with  a  steel  tape,  and  as  a 
check  by  measuring  three  diameters  at  intervals  of  60°  apart,  by 
means  of  a  cathetometer. 
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The  distance  of  the  scale  from  the  mirror  was  tirst  measured 
by  means  of  a  steel  tape  on  whicli  were  sliding  pieces  furnished 
with  points,  which  were  brought  against  the  mirror  and  scale 
respectively  ;  then,  by  means  of  nn  auxiliary  scale  placed  hori- 
zontally in  the  vertical  plane  through  the  centres  of  the  telescope 
and  mirror,  on  which  the  corresponding  positions  of  the  mirror 
and  reading  scale  were  observed  by  means  of  a  cathetometer. 

Experiments  were  made  first  with  Weber  and  Zollner's  coils  in 
the  state  in  which  they  were  left  by  these  experimenters  ;  then 
with  the  same  coils  rewound,  and  the  number  of  turns  increased 
from  792  to  804. 

The  experiments  were  then  repeated  with  10  mercury  (Siemens) 
units  included  with  the  coik  in  the  circuit. 

Different  series  were  made  with  the  sliding  weights  on  the 
needle  at  distances  S  cms.,  1*5  cm.,  1  cm.,  0,  from  the  end  of  the 
bar,  so  that  the  periods  were  altered  through  a  considerable 
range. 

The  resistance  of  the  Siemens*  units  was  compared  with^a 
standard  resistance  of  pure  mercury,  consisting  of  a  mercury 
column  contained  In  a  carefully  calibrated  tube  106*398  cms. 
long,  the  ends  of  which  communicated  with  electrodes  made  of 
amalgamated  copper-foil  immersed  in  mercury  in  two  vessels 
terminating  the  tube.  It  was  found  as  a  final  mean  result  that 
I  ohm  or  10*  C.G.S.  units  of  resiHtance  is  equal  to  the  resistance 
at  0^  of  a  column  of  mercury  106*162  cms.  long  and  1  sq.  mm. 
in  cross-section. 

This  method  has  aleo  been  used  by  Mascart,  De  Nerville,  and 
Benoit,  in  a  very  elaborate  series  of  experiments.  Five  coils 
were  used,  two  of  27  cms.  internal  and  30  cms.  external  diameter, 
and  3  cms.  length,  and  three  smaller  coils  each  of  14  cms.  in- 
ternal and  17  cms.  external  diameter,  and  the  same  length  as 
before.  These  were  wound  with  silk-covered  wire  "5  mm.  in 
diameter.  One  of  the  large  coils  and  two  of  the  small  ones 
were  wound  with  separate  layers,  so  that,  by  joining  tliese  layeis 
up  differently,  nine  diffeient  arrangements  could  be  obtained. 
The  winding  was .  performed  with  the  wire  under  tension  pro- 
duced by  passing  it  over  loaded  rollers  when  on  its  way  from 
the  reel  to  the  bobbin.  The  length  of  the  wire  was  measured  as 
it  was  laid  on,  and  the  diometer  of  every  turn  was  also  observed 
by  means  of  callipers. 

Both  the  smaller  and  larger  coils  were  mounted  after  com- 
pletion on  stands  with  suitable  stops  so  as  to  admit  of  being 
turned  when  required  through  an  angle  of  exactly  180°,  and  were 
set  up  with  their  axes  horizontal  and  in  the  magnetic  meridian. 

At  the  centre  of  the  larger  coil  wheu  in  position  was  placed  a 
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small  magnetoraeter  needle  suspended  by  a  single  fibre  of  silk. 
By  turning  the  coil  round  a  vertical  axis  through  90°  from  its 
position  when  arranged  for  inductive  use,  and  fixing  it  in  its 
new  position,  it  could  be  u?ed  ns  a  galvanometer  bobbin,  and 
its  galvanometer  constant  compared  with  that  of  the  galvano- 
meter bobbin  itself.  By  this  process,  previously  used  by 
Rowland,  the  ratio  of  the  horizontal  magnetic  forces,  H^jH,  at 
the  inductor  and  the  galvanometer  was  eliminated  from  the 
formula  of  calculation.  For  suppose  the  same  current  to  be 
sent  through  the  two  coils,  and  a,  a ,  to  be  the  deflections  for 
the  galvanometer  and  the  inductor  respectively,  G^  G\  the 
galvanometer  constants  of  the  two  coils,  we  have,  as  at  p.  548, 
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This  substituted  in  (8)  gives 
R  =  2itG'A 


tana 


1 


tana  T%\n\B 


(9) 


Observa- 
tions. 


[Full  details  of  the  mode  of  comparing  two  galvanometer 
constants  are  given  at  pp.  405,  406  above.] 

This  proceeding  had  the  advantage  (already  pointed  out 
p.  646)  that  since  the  ratio  of  tan  a/sin  \&  appears  in  the  value 
of  R  the  importance  of  an  exact  determination  of  the  distance 
of  the  galvanometer  scale  from  the  mirror  was  greatly  lessened. 
The  va!ue  however  of  tan  a  had  to  be  accurately  known,  and 
involved  careful  measurement  of  the  corresponding  distance  for 
the  other  scale. 

From  the  measured  length  of  the  wire  the  value  of  G'A  which 
appears  in  (9)  could  be  approximated  to.  For  a  being  the  mean 
radius  of  the  coil,  and  n  the  number  of  turns  A  =  rnra^  and 
G'  =  ^mrja,  nearly,  so  that  G'A  =  2nH^a  =  nirl  where  I  is  the 
length  of  the  wire.  The  quantities  therefore  which  required 
accurate  determination  were  /,  1\  and  the  distance  of  the  scale 
from  the  mirror  of  the  magnetometer  in  the  induction  coil.  The 
latter  was  found  by  means  of  a  graduated  measuring  bar 
carrying  sliding  pieces,  which  were  run  up  to  the  fibre  and  8ca!e 
respectively.  The  positions  of  the  contact  faces  of  these  pieces 
were  read  off  from  the  scale  and  gave  the  distance  required. 

Observations  were  made  by  first  reading  off  two  successive 
elongations  of  the  needle  when  it  hod  nearly  come  to  rest,  and 
then  turning  the  inductor  when  the  needle  was  passing  through 
zero,  and  reading  the  following  elongations  on  the  same  side  of 
zero. 
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yations. 


If  r,  r',  be  the  two  readings  on  the  scale  (supposed  graduated  Reduction 
from  one  end),  the  zero  reading  is  (r'  +  r)/2.  If  the  next  two  of  Obser- 
readings  be  fj,  r^  the  first  deflection  from  zero  is  ri  —  {r'  +  r)/2. 
The  next  reading  being  r^  the  diminution  in  one  swing  due  to 
damping  is  (fj  —  rj)/^.  The  diminution  of  the  first  elongation 
must  have  been  approximately  J  of  this  or  {ri  —  r^/^.  This 
correction  applied  to  ihe  first  elongation  gives  for  the  deflection 
t'l  -  (/  4*  '•)/2  +  (^1  -  r^l^'  There  remains  the  correction  for  the 
initial  motion  wWch  {/  being  taken  as  the  greater  reading) 
would  have  carried  the  needle  through  u  deflection  of  ±  (/  -  r)/2, 
according  as  the  initial  motion  was  with  or  against  the  induc- 
tion throw.     Thus  the  deflection  was 

ri       — J5 1 -: —    :t  — i5— 


The  readings  it  was  found  did  not  vary  more  than  J  per 
cent. 

The  torsion  of  the  suspension  fibre  of  the  ballistic  galvano- 
meter was  eliminated,  as  approximately  it  multiplied  tan  a  and 
sin  id  in  (9)  by  a  common  lactor.  That  of  the  suspension  fibre 
of  the  inductor  was  determined  as  described  above  (p.  364)  by 
turning  the  upper  end  of  the  fibre  round  through  360°. 

Experiments  were  made  with  the  various  coils  arranged  in 
different  ways ;  and  their  effective  areas  were  also  compared  by 
observing  the  effects  which  they  produced  on  the  galvanometer 
needle  when  turned  in  the  earth's  field. 

The  absolute  resistance  of  the  circuit  in  the  various  experi- 
ments having  been  obtained  it  was  compared  by  Carey  Foster's 
method  with  four  B  A.  units,  with  four  Siemens'  mercury  units, 
and  with  six  specially  constructed  mercury  units  in  spiral  tubes. 
Careful  comparisons  of  the  temperature  coefficients  of  the  dif- 
ferent coils  were  made,  and  all  the  resistances  coiTected  to  the 
temperature  of  experiment.  The  results  were  expressed  finally 
as  the  absolute  resistance  of  four  mercury  standards  made  of 
carefully  calibrated  tubes  filled  with  mercury.  These  tubes 
were  terminated  by  wide  electrodes  of  mercury,  and  an  allow- 
ance of  a  length  of  the  tube  equal  to  '82  of  its  diameter  was 
made  to  correct  for  the  additional  resistance  due  to  the  abrupt 
change  of  section  of  the  tube  at  each  end.  The  final  result 
obtained  was 

1  ohm  =  10142  B.A.  unit, 
or 

1  ohm  =  resistance  at  0°  C.  of  a  column  of  mercury  106-37  cms. 
long  and  1  sq.  mm.  in  section. 
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Weber's        Weber's  second  metbod  consists  in  oscillating  a  magnet  sus- 

Method  by  pended  witbin  a  coil,  when  the  ciicu't  is  open,  and  again  when 

Damping.  i\^q  circuit  is  closed,  and  observing  tie  period  and  logarithmic 

decrement  in   both  cases.     The  induced  currents  assist  the 

damping  in  the  second  case,  and  hence  from  a  comparison  of 

tlie  results  the  resistance  of  the  coil  can  be  calculated. 

Theory  of       When  the  circuit  is  open  the  equation  of  motion  of  the 

Method,    swinging  needle  is 

g  +  2.g  +  ^«  =  0 (10) 

where  M  is  the  magnetic  moment,  H  the  horizontal  field  in- 
tensity, and  fi  the  moment  of  inertia  of  the  magnet  Putting 
n'  for  MU/fA  we  get  for  the  solution  of  the  equation 

<ti  =  j€-^coB('/'ii^'^^^t  +  e)   ....    (11) 

Here  k  =  2X/T  if  X  be  the  logarithmic  decrement  and  T  the 
observed  period  ( =  2v/{n*  -  k^. 

Theory  of  if  now  the  circuit  be  parallel  to  the  meridian  and  be  closed, 
Method  by  4},^  magnet  will  be  acted  on  by  the  induced  current  produced  by 

Damping,  j^g  motion.  The  magnetic  induction  through  the  coil  due  to  the 
needle  is  MG  sin  ^  approximately,  where  G  is  the  principal 
galvanometer  constant  of  the  coil.  For  let  a  current  y  flow  in 
the  coil,  then  the  mutual  energy  of  the  coil  and  magnet  is  equal 
to  the  product  of  the  magnetic  induction  of  the  magnet  through 
the  coil  and  the  current.  But  when  <^  =  0  this  energy  is 
obviously  zero  and  the  work  done  against  the  current  in 
deflecting  the  magnet  through  the  angle  <^  is  MGy  sin  (^,  and 
the  magnetic  induction  through  the  circuit  is  MG  sin  0. 
Supposing  then  the  magnet  swinging  through  a  small  range 
there  will  be  a  force  exerted  on  the  mngnet  by  the  current  of 
amount  MGy*    Hence  the  equation  of  motion  of  the  magnet  is 

g  +  2.f +  n>-^,  =  0     .    .    .     (12) 

But  we  have  also  for  the  electromotive  force  in  the  circuit 
-  MGd(f>ldt  and  if  L  be  the  self-inductance  of  the  coil 

X$  +  2Jy  +  if(?^  =  0 (13) 

at  at 
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Operating  on  equation  (12)  by  L^ldl  +  R,  and  on  (13)  by 
MCfjik^  and  adding,  we  eliminate  y,  and  find 

If  we  suppose  that  the  motion  is  simple  harmonic  with 
diminishing  range,  and  put  \\  l^y  for  the  logarithmic  decrement 
and  period  we  may  write  conveniently  for  our  present  purpose 

<^  =  c-(fc'  +  <«)« 

where  i  =  >s^^,  ^  =  2X77,  a  =  2ir/r.    Thus  we  find 

and  (14)  becomes 

{-  (F  +  w)Z  +  i2>  {it^-a«  +  2Wa-2k  {if  +  ia)  +  n^ 

^¥^{k'  +  ia)^0.     (16) 

The  real  and  imaginary  parts  of  tliis  equation  must  vanish 
separately,  and  therefore  picking  out  the  imaginary  terms 
equating  them  to  zero^  and  solring  for  E  we  obtain 

A  controlling  equation  is  obtained  in  like  manner  from  the 
real  terms  in  (15). 

This  method  has  been  used  by  W.  Weber  himself,  and  with 
modifications  by  H.  F.  Weber,  Dom,  Wild,  and  F.  Kohlrausch. 
It  is  against  the  method  that  Af^,  G*^  enter  to  the  second  power, 
inasmuch  as  the  very  exact  determination  of  either  quantity  is 
a  matter  of  some  difficulty.  Tlie  value  of  /i  also  involves  the 
square  of  the  dimensions  of  the  magnet 

The  modification  of  the  method  used  bv  Kolilrausch  amounted      Kohl- 
to  a  combination  of  the  first  and  second  methods  of  Weber,  in    rausch's 
which  he  eliminated  the  -constant  of  the  galvanometer  with     Modifi- 
which  the  earth-inductor  was  connected  by  determining  the    cation  of 
logaritbmic  decrement  of  the  motion  of  the  needle  first  when  Method  by 
the  circuit  of  the  galvanometer  was  open,  and  again  when  it   Damping, 
was  closed.    Calling  these  decrements  X^,  X^  and  putting  a,  i9, 


Digitized  by  VjOOQIC 


658  ABSOLUTE  MEASUREMENT  OF  RESISTANCE 

for  the  arcs  of  vibration  in  the  method  of  recoil  (which  was 
used)  1*0  the  period  of  the  needle  when  the  circuit  was  open,  we 
may  write  Kohlrausch^s  formula  in  the  approximate  form 

J.  _  16^fflro(X  -  Xq)        og 

^M  {a'  +  ^f 

Kohl-  This  formula  includes  several  quantities  which  are  difficult  to 

rausch's  observe  with  accuracy,  but  its  chief  defect  lies  in  the  fact  that 
Result     it  involves  the  fourth  power  of  the  radius  of  the  inductor. 

Kohlrausch's  final  result,  corrected  for  an  error  in  the  data  used 

in  his  original  calculations,  is 

1  B.A.  unit  =  -990  X  1C»  C.G.S. 

Method -of  Another  method  of  this  class  suggested  by  Sir 
CoiL  William  Thomson  to  the  Committee  of  the  British 
Association  seems  also  to  have  been  first  proposed  by 
Weber.  It  consists  in  spinning  with  uniform  velocity 
about  a  vertical  axis,  a  circular  coil  at  the  centre  of 
which  is  suspended  a  small  magnetic  needle.  A 
periodic  current  is  thus  made  to  flow  in  the  coil  in  one 
direction  (relatively  to  the  coil)  in  one  half-turn  from 
a  position  at  right  angles  to  the  magnetic  meridian, 
and  in  the  opposite  direction  in  the  next  half-turn. 
But  the  position  of  the  coil  being  reversed  in  every 
half-turn  as  well  as  the  current  in  it,  the  current  flows 
on  the  whole  in  the  same  average  direction  relatively 
to  the  needle  and  (apart  from  self-induction)  has  its 
maximum  value  always  when  the  plane  of  the  coil  is 
in  the  magnetic  meridian. 

This  method  was  used  by  the  British  Association 
Committee  in  their  famous  experiments,  carried  out 
principally  by  Clerk  Maxwell,  Balfour  Stewart,  and 
Fleeming  Jenkin  in  1863.     Its  theory  was  first  fully 
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given  by  Maxwell,  and  the  following  statement  follows 
on  the  whole  his  notation  and  method. 

If  L  be  the  self-inductance,  y  the  current  at  any  time  /,  the 
electro-kinetic  energy  of  the  circuit  due  to  its  own  induction  is  iJ^^J* 
|Zy2.  Again  if  J/  be  the  magnetic  moment  of  the  needle,  and  o^^j^i 
&  the  galvanometer  constant  of  the  coil,  that  is,  the  magnetic  q^^^  ^^ 
force  at  the  centre  which  unit  current  in  the  ooil  would  produce, 
the  magnetic  force  at  the  needle  due  to  the  current  y  is  Gy,  If 
</>  be  the  angle  which  the  axis  of  the  needle  makes  with  the 
magoetic  meridian,  and  6  the  angle  which  the  coil  makes  with 
the  same  plane,  the  direction  of  the  magnetic  force  due  to  the 
coil  and  the  axis  of  the  needle  are  inclined  at  an  angle 
ir/2  —  (^  -  <^).  Thus  the  mutual  energy  of  the  needle  and 
current  is  numerically  MGy  sin  (fi  -  </>).  This  if  taken  as 
potential  energy  must  be  written  with  the  positive  sign,  and  if 
taken  as  kinetic  energy  with  the  negative  sign  prefixed  to  give 
the  corresponding  force.  For  the  magnet  is  deflected  in  the 
direction  of  rotation,  and  hence,  \i  B  >  <b  say,  the  magnetic 
force  on  the  needle  due  to  the  coil  must  oe  in  the  direction  to 
increase  </>,  that  is  to  diminish  B  —  <f>.  Hence  MGy  sin  (B  -  4>) 
tends  to  diminution  by  the  action  of  the  mutual  forces.  We 
shall  reckon  it  as  kinetic  energy  of  amount  —  MGy  sin  {B  -  <^). 

Again  if  the  eflfective  area  of  the  coil  be  J,  there  is  mutual 
energy  between  it  and  the  field  of  nuinerical  amount  JHy  sin  B, 
This  may  be  taken  as  kinetic  energy  of  amount  -  ABy  sin  B, 
Also  the  magnet  is  deflected  in  the  lield,  and  therefore  between 
it  and  the  field  there  is  mutual  energy  MH  cos  </>  when  reckoned 
as  kinetic. 

Lastly  if  mk^  be  the  moment  of  inertia  of  the  needle  about 
the  axis  of  suspension  it  has  kinetic  energy  i»?F<^'. 

Collecting  these  terms  we  get  for  the  total  kinetic  energy 

Kinetic 
T  =  iLy^  -  JHy  sin  B  -  MGy  sin  (d  -  <^)  +  MH  cos  <^  Energy  of 

+  i»*'*' (17)    ^e?dt 

&c. 

Besides  this  there  is  potential  energy  F,  due  to  the  torsion    Potential 
of  the  fibre,  depending  on  the  angle  through  which  the.  needle  Energy  of 
has  been  turned  from  the  position   of  no  torsion.      If  a   be  Torsion  of 
the  angle  which  the  needle  makes  with  the  meridian  when  the      Fibre, 
torsion  is  zero,  the  angle  through  which  the  fibre  has  been 
turned  is  0  —  a.     Denoting  by  J/i/r  the  torsional  couple  which 
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the  wire  gives  when  the  lower  end  is  tnmed  through  unit  angle 
relatively  to  the  upper,  we  have 


V=  f  MEr{<l>'-a)d<^  =  iMffT{<^ 


ay     .     .     (18) 


Differen-   The  equation  of  currents  is 
tial  Equa- 
tion of  J  QJf        0^ 

Currents,  —  - — |-  --  =  0 

ai  ay        Oy 

where  F  is  the  dissipation  function.     This  gives  hy  (17) 

L^  +  Ry^  AHd  cos  6  +  MG{d  -  4») cos  {B  -  <^).    (19) 

There  are  two  possible  distinct  motions  for  the  magnet,  one 
of  oscillation  in  its  own  proper  period  (which  we  suppose  great 
in  comparison  with  the  period  of  rotation  of  the  coil),  and  the 
other  of  period  equal  to  half  that  of  rotation.  So  far  as  the 
former  is  concerned,  we  may  take  the  magnet  as  at  rest  in 
computing  the  current,  and  for  the  latter  we  shall  suppose  at 
present  the  amplitude  very  small,  so  that  the  part  of  <^  depending 
upon  it  may  also  be  neglected  and  <p  may  be  taken  as  constant. 
Thus  d  being  constant  «  »,  say,  and  B  =  *»^,  we  have 

Z^  +  i?y  =  ^i7»cos«>/  + J!f(?»cos(W-<^)    .     (20) 
di 

Let  a  solution  of  this  equation  be 

y  =  Ccos  »t  +  C  sin  »/. 
'Ihen 

Z^  +  Ry^  {l^C  +  I^C)  cos «/  -  (Z«(7  -  RC)  sin ^     (21) 
di 

Inteftral        This  with  (19)  gives  by  equation  of  coefficients 
Equation 

Cur-ent  y  =  ^^    ""   ,,,  iAH{R cos ^  +  «Z sin  B) 

+  MG{R  cos  (^  -  ^)  +  Z  sin  (B  -  <^)}]    .     (22) 
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A  terra,  Cexp.  {  —  RllL)y  is  required  to  complete  the  solution, 
bat  this  dies  out  soon  after  the  starting  of  the  coil,  and  has  no 
effect  provided  the  rotation  is  uniform.  The  current  therefore 
on  the  supposition  made  is  given  by  (22). 

The  expression  for  the  kinetic  and  potential  energies  gives  for    Eauation 
the  equation  of  motion  of  the  magnet  of  Motion 


di  d<l>      30  "^  30  ^ 

or      ml^  -  MGy  cos  (^  -  0)  +  .VFsin  0  +  MHt{(P  -  a) = 0    (23) 

This  equation  may  be  obtained  also  by  considering  that  the 
needle  is  acted  on  by  three  couples,  one  due  to  the  current 
tending  to  produce  further  deflection,  the  second  a  return  couple 
due  to  the  earth's  magnetic  field,  and  the  third  also  a  return 
couple  due  to  the  torsion  of  the  fibre.  The  numerical  values  of 
these  are  from  the  notation  already  explained,  MGy  cos  {6  —  0), 
MBein  0,  MHT{<f)'-a),     Hence  the  total  deflecting  couple  is 

JfGy  cos  (^  -  0)  -  MH  {sin  d  +  r(0  -  a)} 

and  this  is  equal  to  the  rate  of  increase  mil^ij)  of  angular 
momentum. 

The  needle  is  found  to  take  up  a  nearly  constant  position  if 
the  rotation  of  the  coil  is  kept  uniform,  and  in  this  case  <f)  may 
be  taken  as  very  nearly  zero.    Thus  we  have,  integrating  over 

any  finite  interval   of  time,  /  Ipdi  =  0.      The  mean  resultant 

deflecting  couple  applied  by  the  current  must  therefore  be  equal 
to  the  return  couple  MH  {sin  0  +  t(0  -  a)}  due  to  the  combined 
action  of  the  magnetic  field  and  torsion.  This  average  couple 
is  obtained  from  3fGycoB  (B  -  <f>)  by  inserting  the  value  of  y 
given  by  (22)  and  integrating  each  term  over  a  whole  turn  on 
the  {^apposition  that  0  is  a  constant,  and  dividing  the  result  by 
2jr.     The  following  integrals  enter  into  the  expression 


of  Magnet. 


1   r-v 
2J0  ' 

1  [^ 
2ff.'o 


,^    /     cos  6  cos  {B-<fi)dB  =  4  cos  <f>. 
s'n  B  cos  {fi  -  (f>)dB  =  i  sin  </>. 


1   r-' 
^-^l     co^^  (B~<l>)dB^  i. 

— J  Hin  (B  -  <t>)  cos  (B  -  <f))dB  =  0. 
VOL.  II.  O   O 
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Quadratic  Therefore  the  average  couple  is 
Equation 

for  Kesist-  ^  MQ 

">ce  of  \  ^T\r^ \^iI{R cos  <i>  +  o^L sin  <t>)  +  MQR), 

Coil-  ^  +  «"  ^ 

Current.  =  ifi?  (sin  <^  +  t</>) (24) 

for  equilibrium,  if  a  =  0.  Since  r  is  very  small  we  may  write 
r  sin  <^  for  n^,  and  we  get 

R^  -  J/?  ?^cot  <^  (I  +  ^sec  <^)  +  ZV- 
1  -f-  r  Ati 

-J^«'  =  0.    .    .    .    (240 

This  may  be  written  in  the  form 

J?2  -  tfi?  -  />  =  0 
the  solution  of  which  is 

R  = _ 

Resist-        The  value  of  b  is  positive  in  the  experiments  made,  and  hence, 
ance      since  R  cannot  be  negative,  the  +  sign  in  the  solution  must  be 
developed  taken.     Expanding  the  radical,  having  regard  to  the  fact  that 
in  Series.    MO  I  AH  and  r  are  small,  we  get 

i?  =  MG'«cot(/»{l  -  ^^(j^-  l)tan2<f 

-(HKH -)*•"•*-•>  ■  ■ '»' 

This  is  the  expression  for  R  used  by  the  B.A.  Committee  in 
the  reduction  of  the  results  of  their  experiments. 
Criticisms      Taking  the  first  term  only  we  may  write 
of  Method. 

R  =  \AG<a  cot  <t>  «  7r2«2tf «  cot  </)      ...     (26) 

where  a  denotes  the  mean  radius  and  n  the  number  of  turns  in 
the  coil.  This  formula  is  convenient  for  the  discussion  of  the 
advantages  and  disadvantages  of  the  method.    These  have  been 
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examined  by  Lord  Kayleigh  in  papers  on  this  method  *  and  in 
his  ''  Comparison  of  Methods  for  the  Determination  of  Resist- 
ances in  Absolute  Measure/'  t 

Ab  regards  tbe  measurement  of  dimensions  of  the  apparatus, 
it  IB  to  be  noticed  that  tbe  method  involves  only  one  funda- 
mental linear  Quantity  a,  and  that  only  to  the  first  power.  The 
observation  oi  the  deflection  corresponding  to  <f>  and  the 
evaluation  of  cot  <^  involve  no  greater  difficulty  than  those 
involved  in  ordinary  angular  raeasuremenf,  and  in  this  respect 
the  method  is  on  a  par  with  Weber's  method  by  earth  inductor. 
The  main  difficulties  lie  in  the  determination  of  «>  and  the 
avoidance  of  mechanical  disturb  ance,  and  of  error  due  to  cur- 
rents in  the  ring  and  alterations  in  the  magnetization  of  the 
needle. 

It  will  be  seen  below  that,  by  the  employment  of  what  may     Strobe- 
be  called  the  stroboscopic  method  of  observation,  Lord  Rayleigh,      Hcopic 
who  repeated  the  determination  with  the  same  apparatus,  was     Metnod 
ablo  to  control  and  measure  the  speed  with  great  exactness.    A     ^^  ^^' 
correction  is  easily  made  for  the  currents  induced  in  the  coil  in      5^™? 
consequence  of  its  motion  in  the  field  of  the  needle,  in  fact  a      Speed, 
small  term  appears  in  the  result  above  [MGsec  (ft/AH  in  (24)], 
by  means  of  which  this  correction  is  made.     This  involves  the 
determination  of  MOIAHy  but,  as  will  be  seen  below,  about  this 
there  is  no  difficulty  whatever. 

The  currents  produced  in  the  metal  ring  can  be  allowed  for  Correction 
by  rotating  the  coil  (1)  with  the  wire  circuit  open,  (2)  with  that        ^?' 
circuit  closed.      Further,  these  currents   can  be   reduced    by   ^  ^"^ 
dividing  the  ring  into  two  parts  along  a  diameter  and  putting   C^"*^^* 
them  together  with  ebonite  separating  pieces.    The  currents  are 
then  confined  to  circuits  which  are  on  the  whole  at  right  angles 
to  the  plane  of  the  coil,  and  their  effect  can  easily  be  eliminated 
by  the  method  just  stated.    The  existence  of  these  currents  in 
the  ring  has  one  advantage    pointed  out   by  Lord   Rayleigh, 
that  by  rotating  the  coil  before  winding,  and  again  with  3ie 
wire  circuit  open  after  winding,  the  insulation  can  be  tested. 
For  if  any  difference  is  found  between  the  deflections  of  the 
needle  it  must  be  due  to  leakage. 

The  method  has  been  objected  to  on  the  ground  of  the 
influence  of  self-induction  in  the  result,  that  ia  on  account  of 
the  terms  in  (26)  which  involve  L.    Now   the   value   of  the 


•  Lord  Rayleigh  and  Arthur  Schuster,  ''On  tho  Determination  of 
the  Ohm/'  Proc  R,S.  No.  218,  1881.  Lord  Rayleigh,  Phil  Trans. 
BM.  Part  ii  1882. 

t  FKU,  Mag.  Nov.  1882. 
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coefficient  (l\  say)  of  tan  ^  in  (25),  and  therefore  of  tan  ^^,  Ac, 
may  be  calculated  with  considerable  accuracy  from  the  dimen- 
sions and  arrangement  of  the  rotating  coil,  and  any  want  of 
exact  knowledge  of  the  value  of  U  can  be  eliminated  by  using 
different  speeds  of  rotation. 

In  comparing  Weber's  method  by  earth  inductor  with  the 
present  method,  it  is  to  be  noticed  that  at  half  the  lowest  speed 
used  by  Lord  Rayleigh  the  sensitiveness  of  the  former  method 
would  be  considerably  less  than  that  of  the  latter,  and  the  cor- 
rection for  self-induction,  known  with  fair  accuracy,  would  be 
only  about  ^  per  cent. 

The  effect  of  self-induction  could  be  diminished,  as  pointed 
out  by  Lord  Uayleigh,  by  duplicating  the  revolving  coil  by  the 
addition  of  a  second  coil  at  right  angles  to  the  other,  and  giving 
an  independent  circuit  Tlius  the  sensitiveness  of  the  arrange- 
ment would  be  increased  without  entailing  an  increased  cor- 
rection for  self-induction  such  as  would  be  necessary  if  the 
increase  of  deflection  were  produced  by  running  the  coil  at  a 
higher  speed.  The  two  circuits  in  this  arrargement  also  would 
be  conjugate,  that  is  the  currents  in  one  would  be  unaffected  by 
those  in  the  other,  and  would  give  a  more  nearly  constant  field 
of  magnetic  force. 

We  now  give  some  account  of  later  determinations  by  this 
method,  beginning  with  the  experiments  made  by  Lord  Rayleigh 
and  Prof.  Schuster  in  1881.*  The  coil  used  by  the  B.A.  Com- 
mittee was  employed,  but  its  constants  were  carefully  redeter- 
mined. The  constant  A  of  the  coil  was  found  by  unwinding  the 
wire,  and  carefully  measuring  the  circumference  of  the  succes- 
sive layers.  The  thickness  of  the  wire  used  was  1*37  mm., 
which  ought  to  have  produced  a  difference  in  the  circumference 
of  the  successive  layers  of  2'74tr  mm.  The  turns  in  each  layer 
sinking  a  little  into  those  below  gave  on  the  average  8*1  mm. 
for  this  difference.  On  each  coil  there  were  156 "5  turns  arranged 
in  one  case  in  12  layers  of  13  turns  each^  with  half  a  turn  out- 
side, and  in  the  other  in  12  layers  containing  155  turns  with  U 
turns  outside.  Allowing  for  the  outside  parts  these  measure- 
ments gave 

Mean  radius  of  double  coil    .        .        .  16'789  cms. 

Axial  dimension  of  each  groove   .        .  1*833  cm. 
Distance  of  mean  plane  from  axis  of 

motion 1-918  cm. 


•  Proc.  JLS.  Xo.  213,  1881. 
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The  value  of  A  was  calculated  by  the  formula 


A  =  itnd 


(■+»?)■ 


(27) 


Dimen- 
sions of 
Coil. 


where  a  denotes  the  mean  radius,  U  the  radial  dimension  of  the 
section,  and  n  the  total  number  uf  turns.  This  formula  may  be 
proved  thus.     Since  the  number  of  layers  in  each  coil  was  12 


^  = 


12 


—-('+£) 

nearly. 

The  value  of  the  galvanometer  constant  G  was  calculated  by 
an  equation  equivalent  to  that  obtained  from  (9),  p.  248  above, 
by  taking  the  first  term  2iry»V^,  putting  y  =  1,  multiply  in  jc  by 
«,  and  substituting  for  a^\f^,  on  account  of  the  axial  breadth  2^ 
and  radial  depth  2</,  of  the  sections  the  value  given  in  (20), 
p.  257,  that  is  from 


Calcula- 
tion of 
Effective 
Area  (A) 
of  Coil. 


Calcula- 
tion of 
Galvano- 
meter 
Constant 
Wof 
Coil, 


\/*         o     f 


rfs  1 


-I-  ^L  JL(2t4-  ll.r2r/2-|.  2«<) 
or  / 


(28) 


where  x  =  distance  of  mean  plane  of  either  coil  from. the 
suspension  fibre. 

The  value  of  GA  obtained  after  applying  all  corrections,  and 
including  in  it  allowances  for  n on-vertical ity  of  the  axis  and  for 
tormon  of  the  fibre,  was  29887600. 

The  value  of  L  was  found  by  calculating  the  inductance  for  a 
coil  of  mean  radius  a  and  rectangular  cross-section  of  which 
the  length  of  diagonal  was  r.  This  was  found  from  the 
formula 

L  =  4«*««  {log  -  +  ^.,  -i{6  -  Jtt)  cot  IB  -  Jtt  cosec  16 
r 

-  \  cot  2^  log  COS  ^  -  J  tan  H  log  sin  6\     .     (29) 

which  is  simply  the  formula  (119'),  p.  308,  with  the  value  of  the 
logarithm  of  the  geometric  mean  distance  of  the  cross-section 


Value  of 
QA, 

Calcula- 
tion of 
Self- 
induction 
of  Coil. 
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tion 
of  Self- 
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from  itself,  given  by  (114)  p.  302,  put  for  log  M,  The  dimen- 
Bions  of  the  coil  used  were  those  given  by  the  B.A.  Committee, 
viz.  a  =  15*8194  cms.,  axial  breadth  of  each  coil  1*841  cm.,  radial 
depth  1*608  cm.,  and  distance  of  mean  planes  apart  3*851  cms. 

The  inductance  was  computed  for  the  double  coil  by  adding 
together  the  self-inductances  of  the  coils  taken  separately,  and 
twice  the  mutual  inductance  of  the  two  coils.  For  if  Zj,  L^  be 
the  self-inductances,  and  M  their  mutual  inductance,  the  whole 
o^CoiL  ^l^ctrokinetic  energy  of  a  current  y  is  iy^(Li  +  Zj-f  2i/)  =  |7*Z 
if  Z  be  the  self-inductance  of  the  whole  system.  To  the  approxi- 
mation given  by  (29)  Lord  Ravleigh  found  for  Zj  +  Zj 
80192000  cms.,  and  for  2M  14582000  cms.  Corrections  for  the 
tinite  size  of  the  cross-section,  and  (since  the  introduction  of  the 
geometric  mean  distance  is  made  on  the  supposition  that  the 
coil  may  be  regarded  as  straight)  for  curvature  were  made. 
The  latter  can  be  calculated  by  the  series  (166},  p.  134,  or  by 
the  elliptic  integral  formula  by  dividing  the  coil  up  into  con- 
centric circular  tilaments,  and  integrating  over  the  cross-section. 
Lord  Hayleigh  found  that  for  a  single  coil  of  circular  cross- 
section  of  radius  p  the  value  of  Z  is  given  by  the  equation 

^-*--{"'v-j+s-('-'«?+-D)-  ■  « 

80  that  the  correction  for  curvature  increases  Z.  The  correction 
term  for  curvature  in  the  case  of  a  coil  of  the  same  mean  radius 
a  and  square  cross-section  of  the  same  area  is  very  nearly  the 
same  as  in  this  formula.  It  is  thus  an  addition  to  the  approxi- 
mate value  given  by  the  equation  {29)  above.  The  corrections 
in  Zi  and  Zj  were  each  11950  cms.,  and  the  correction  on  2Jlf 
346900  cms.,  so  that  finally 

Z  =  45144800  cms. 

The  value  of  2M  found  by  the  formula  of  quadratures  given 

un  p.  403,  from  the  value  given  by  the  elliptic  integral  formula 

for  two  circles,  was  14939400  cms.,  agreeing  very  closely  with 

the  value  14928900  cms.  (14582000  +  346900)  cms.  already 

obtained. 

Ezperi-        ^^  experimental  determination  of  Z  was  made  by  the  method 

mental     described  above,  and  gave  45000000  cms.  on  the  supposition 

Deter-      that  the  B.A.  unit  was  1  per  cent,  less   than  the  ohm.     The 

mination    value  given  by  Maxwell  *  uncorrected  for  curvature  is  43744000, 

of  . . „ 

^aiire^  *  **  On  a  Dynamical  Theory  of  the  Electromagnetic  Field,"  Phil. 

Trans.  Ji.S,,  Vol.  CLV.  (1864),  and  Reprint  of  Papers,  Vol- 1,  p.  596. 
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and  the  allowance  for  curvature,  734500  cms.,  is  subtracted 
from  instead  of  added  to  this  value,  giving  finally  with  a 
correction  for  the  finite  diameters  of  the  wires  and  variation 
of  the  current  over  the  cross-section  L  =  43016600  cms.  It 
is  suggested  by  Lord  Rayleigh  that  the  discrepance  may  be 
due  mainly  to  an  interchange  of  the  breadth  and  depth  of  the 
coils,  together  with  the  mistake  just  noticed  as  to  the  correction 
for  curvature. 

The  observations  included  (1)  the  resistance  of  the  experi- 
mental coil  as  compared  with  a  standard  coil  of  German  silver 
of  nearly  the  same  resistance,  viz.  4*6  ohms,  (2)  the  deflections 
produced  by  the  spinning  of  the  coil,  (3)  the  speed  of  rotation. 

The  comparison  of  resistances  was  made  by  a  balance  arranged 
by  Mr.  J.  A.  Fleming,  in  which  Prof.  Carey  Foster's  method  (see 
Vol.  L  p.  347)  of  interchanging  the  resistance  to  be  compared 
with  the  standard  was  used  to  give  the  difference  between  the 
two  resistances  in  terms  of  a  certain  length  of  the  bridge  wire. 
Error  due  to  thermo-electric  currents  was  eliminated  by  making 
the  comparison  with  the  battery  current  first  in  one  direction, 
then  in  the  other.  A  comparison  was  made  at  the  beginning 
and  end  of  each  set  of  spinnings. 

The  needle  consisted  of  four  magnetized  needles,  each  15  cms. 
long,  mounted  on  four  parallel  edges  of  a  small  cube  of  cork,  to 
which  the  mirror  was  also  fixed.  This  arrangement  was  adopted 
as  four  equal,  thin,  uniformly  magnetized  magnets  placed  along 
the  parallel  edges  of  a  cube  of  length  of  edge  l/Vs  of  the 
length  of  the  magnet,  form  a  needle  the  action  of  which  is  to  a 
high  degree  of  approximation  the  same  as  that  of  an  infinitely 
small  needle  at  the  centre  of  the  cube.  The  magnets  were  made 
about  2*3  times  the  edge  of  the  cube  in  length  to  allow  for 
non-uniformity  of  magnetization. 

The  needle  was  adjusted  in  position  by  raising  or  lowering 
the  cube  until  it  was  midway  between  the  highest  and  lowest 
points  of  the  circular  frame,  and  then  adjusting  it  in  the  two 
other  directions,  by  attaching  a  pointer  to  the  frame  reaching  in 
nearly  to  the  centre,  then  turning  the  plane  round,  and  observing 
whether  the  pointer  occupied  the  centre  of  tne  small  circle 
described  by  the  point. 

The  needle  was  in  the  usual  manner  caused  to  deflect  another 
horizontally  suspended  needle  in  order  to  determine  the  ratio 
M/ff  of  the  magnetic  moment  to  the  horizontal  component  of  the 
earth's  magnetic  field.  At  a  distance  of  one  foot  the  suspended 
needle  was  deflected  through  tan-i"000298,  and  hence  at  a 
distance  equal  to  the  mean  radius  of  the  coil,  15*85  cms.,  the 
deflection  of  the  needle  would  have  been  '0021  approximately. 
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Now  if  r  denote  the  raoan  radius  of  the  coil,  and  fi  the  deflec- 
tion of  the  needle,  we  have  by  (1),  p  73  above,  since  the  length 
of  the  magnet  was  small  compared  with  r 

tanM  =  -^^: 

and  approximately  G  =  2trw/r,  and  A  =  wirr*,  where  n  is  the 

number  of  turns.    Thus  r^  =  'lAjG  and  tan  ^  -  GMjHA.    This 

was  used  as  the  value  of  GM/HA  in  the  term  in  (24)  in  which 

that  quantity  occurs. 

Arrange-        The  telescope  and  scale  (which  was  straight)  were  adjusted  in 

ment  of    the  usual  manner  (see  Vol.  I.  p.  216).    The  distance  of  the  scale 

Telescope   from  the  mirror  was  compared  with  the  scale  directly,  so  that 

and       t^jg  absolute  length  of  a  scale  division  did  not  enter  in  the  result 

Scale,      rpijg  following  were  the  numbers 


Correction 

for 
Torsion. 


-Correction 

for 

Level. 


Distance  of  scale  from  mirror 
Correctioij    for  glass   plate   3'2  nuns, 
thick   through   which  mirror  was 

viewed  32  (l  -  1) 

Distance  (reduced)  . 


262-28  cms. 


0*11  cms. 


252-17  cms. 


The  heights  of  the  centre  of  the  mirror  and  the  centre  of  the 
objective  above  the  line  of  the  scale  divisions  were  measured  by 
means  of  a  cathetometer,  to  obtain  the  data  necessary  for  finding 
the  inclination  of  the  mirror  to  the  horizontal.  For  this  a  cor- 
rection was  applied  to  the  readings. 

The  torsion  of  the  silk  fibre,  which  was  4  feet  long,  was  also 
estimated  by  turning  the  magnet  through  5  complete  turns,  and 
observing  the  deflection  of  the  magnet.  It  was  found  that  the 
magnet  was  shifted  5  6  divisions  per  turn,  or  through  an  angle 
of  -001107.  Opposite  turning  of  the  magnet  gave  001117,  so 
that  the  correction  for  torsion  was  obtained  by  calculating 
r  =  -00111/27r,  and  using  for  A  the  value  ^/(l  +  t). 

A  correction  for  level  of  the  coil  was  also  applied,  as  it  was, 
found  that  the  upper  end  of  the  axis  was  inclined  towards  the 
north  by  an  angle  0003  radian.  The  component  of  force  at 
right  angles  to  the  axis  was  thus,  if  /  be  the  intensity  of  the 
field,  and  B  the  dip,  /cos  (Z)  -  -0003)  =  i/(l  +  -0003  tan  B) 
nearly.     Thus  for  A  was  used  finally  the  value 

A(l  +  -0003  tan  D)/{1  +  r). 
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The  spins  wero  taken  in  sets  of  four  at  each  speed.  The  coil  Mode  of 
was  driven  by  a  long  cord  from  a  water  motor  acting  by  the  Driving 
impulse  of  water  on  metal  cups.  To  insure  a  constant  pressure  Coil, 
the  motor  was  driven  by  water  from  a  small  cistern,  which  gave 
a  head  of  60  feet.  The  regulation  of  the  motor  was  effected  by 
observing  that  the  work  done  by  the  motor  is  proportional  to 
the  difference  between  the  speed  of  the  jet  and  that  of  the  cups^ 
and  to  the  speed  of  the  cups.  For,  if  the  water  is  just  reduced 
to  rest  the  momentum  of  unit  mass  of  water  destroyed  is  v,  the 
speed  of  the  jet,  and  tlie  mass  of  water  received  per  unit  of  time 
is  a{v  —  v^  if  t?i  be  the  speed  of  tlie  cups,  and  a  the  area  of  the 
jet.  Thus  the  rate  at  which  momentum  is  given  by  the  jet  to 
the  cups  is  av{v  -  v^.  The  rate  at  which  the  motor  works  is 
therefore  av{v  -  t'i)^i'  Thus  at  zero  speed,  and  at  the  speed  of 
the  jet  the  water  motor  does  no  work.  At  half  the  latter  speed 
the  motor  does  work  at  the  maximum  rate.  Thus  the  diagram 
of  activity  is  a  parabola  with  vertex  upwards  if  speeds  of  the 
motor  be  taken  as  abscissae. 

Drawing  on  this  diagram  the  curve  of  work  done  against 
resistances,  we  obtain  from  the  points  of  intersectifon  of  tlie  two 
curves  the  possible  uniform  speeds  of  running,  and  those  speeds 
are  more  sharply  defined  the  more  nearly  the  curves  are  at  right 
angles.  Now  the  activity  spent  in  overcoming  resistance  to  tlie 
motion  of  the  coil  is  a  function  of  the  speea  r,  of  the  form 
Avi  +  S^i^  +  ^'i'  +  ^c.  since  there  are  incluaed  constant  or 
friction al  resistances,  which  give  the  first  term,  resistances  such 
as  viscous  resistances  which  are  proportional  to  the  speed,  which 
give  rise  to  the  second  term,  and  resistances  which  vary  as 
higher  powers  of  the  speed,  such  as  resistance  due  to  air  set  in 
motion  by  the  cups,  &c. 

The  curve  of  activity  against  resistance  is  therefore  convex 
downwards,  and  at  high  speeds  in  the  experiments  there  is  no 
difficulty  in  obtaining  definite  enough  intersection,  but  at  low 
speeds  this  is  not  the  case.  It  was  necessary  therefore  at  low 
speeds  of  the  coil  to  run  the  motor  fast,  and  use  a  reducing 
pulley  in  order  to  enable  the  curve  of  resistances  to  intersect  at 
a  suitable  place. 

The  speed   of  rotation   was  observed   by   the  stroboscopic    Observa- 
metho<I,  in  which  a  card  marked  with  circles  of  alternately  black     tion  of 
and  white  spaces  (or  "  teeth  '*)  is  viewed  through  narrow  slits  in      Speed, 
thin  plates  of  metal  attached  in  the  plane  of  vibration  to  the 
prongs  of  a  tuning-fork.    The  slits  overlap  when  the  fork  is  at 
rest  so  that  to  an  observer  looking  through  them  the  card  is 
visible  ;  when  the  fork  is  in  vibration  vision  is  possible  through 
the  slits  twice  only  in  every  complete  vibration.   (See  Fig.  144). 
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The  fork  was  electrically  maintained,  and  had  a  frequency  of 
about  631  (moro  nearly  63*69).  Thus  the  card  could  be  seen 
127  times  a  second  through  the  slits.  Hence  if  a  circle  on  the 
card  marked  with  alternate  black  and  white  teeth  passed  the 
mean  position  of  the  slits  a  number  of  times  a  second  equal  to 
twice  the  frequency  of  the  fork,  the  circle  appeared  to  be  at 
rest 

The  card  was  graduated  with  five  circles  containing  60,  32, 
24,  20,  16  black  teeth  respectively,  to  enable  a  variety  of  speeds 
to  be  observed  without  any  change  in  the  frequency  of  the  fork. 
By  looking  over  one  end  of  one  of  the  vibrating  plates  the  card 
could  be  seen  only  once  in  each  complete  vibration,  and  thus 
the  60  teeth  circle  could  be  used  for  the  lower  speeds. 

The  contacts  of  the  fork  were  made  and  broken  with  a 
platinum  point  and  mercury  cup  covered  with  pure  alcohol. 
The  arrangement  worked  exceedingly  well,  and  went  for  hours 
without  requiring  the  smallest  attention.  A  comparison  was 
made,  by  means  of  beats,  between  the  pitch  of  the  fork  and  that 
of  a  standard  fork. 

It  was  found  that  the  speed  of  the  disk  could  be  regulated 
by  the  observer  by  applying  slight  friction  to  the  driving 
cord,  when  the  teetli  showed  any  tendency  to  pass.  He  there- 
fore allowed  the  cord  to  run  lightly  through  his  fingers,  and 
after  a  little  practice  it  was  possible  so  perfectly  to  regulate  the 
speed  that  a  tooth  never  passed  the  pointer  except  perhaps  by 
inadvertence,  when  he  at  once  brought  it  back  by  slightly  re- 
tarding the  cord.  The  passage  of  one  tooth  in  each  second 
meant  of  course  only  a  variation  of  1  in  127  in  the  speed. 

In  the  course  of  the  observations  note  was  taken  of  the 
changes  of  magnetic  declination  by  means  of  an  auxiliary 
magnetometer  set  up  near  enough  the  revolving  coil  to  be 
practically  in  the  same  magnetic  field  with  it,  but  at  the  same 
time  so  far  away  as  to  be  unaffected  by  the  induced  currents 
produced  by  the  spinning.  The  scale  was  read  by  means  of  a 
telescope,  and  the  distance  from  mirror  to  scale,  2^  metres,  was 
the  same  as  that  of  the  mirror  of  the  magnet  in  the  coil  from  its 
scale,  so  that  the  corrections  could  be  made  by  simple  com- 
parison of  readings. 

Some  trouble  was  caused  by  air  currents  in  the  box  containing 
the  magnet ;  these  currents  caused  change  of  zero  during  a  set 
of  spinnings.  They  were  mainly  due  to  radiation  of  the  lamp 
and  gas  jets,  and  precautions  wore  taken  to  diminish  the  effect 
by  covering  the  magnet  box  with  gold-leaf  to  reflect  the  heat  as 
much  as  possible.  The  error  from  this  cause,  however,  was  not 
greater  than  that  which  necessarily  affected  the  determinations 
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of  the  mean  radius  of  the  coil,  and  the  distance  of  the  mirror 
from  the  scale. 

If  0  be  the  deflection  of  the  mirror,  d  the  observed  reading, 
and  D  the  distance  of  the  mirror  from  the  scale,  d  the  distance 
of  the  zero  of  the  scale  from  the  centre,  tlien,  approximately 


2Dtan<t>  =^  d  -  {d  -  b) 


{d+bY 
4D^ 


(31) 


This  formula  was  used  for  calculating  tan  <^,  b  being  taken 
positive  when  in  the  same  direction  as  d.  Irregularities  in  the 
scale  were  allowed  for,  and,  as  stated  above,  a  correction  applied 
for  the  slight  non-horizontality  of  the  normal  to  the  mirror. 
The  vertical  distance  between  the  centre  of  the  objective  and 
the  point  in  which  the  normal  intersected  the  scale  being  denoted 
hy  p,  the  angle  between  the  normal  and  the  horizontal  by  a,  the 
correction  was  dpa/D,  which  amoimted  to  d  X  '00014. 

The  resistance  comparisons  generally  showed  a  rise  of  resist- 
ance during  each  set  of  experiments.  This  was  corrected  for 
on  the  supposition  that  the  rise  of  temperature  was  uniform 
during  the  time  elapsing  between  two  successive  measurements 
of  resistance.  The  error  arising  from  uncertainty  of  temperature 
did  not  amount  to  more  than  "06  per  cent. 

The  following  is  one  set  of  readings  in  which  C  denotes  the   Specimen 


resistance  of  the  coil,  S  the  resistance  of  the  standard. 


Time. 
9  h.  17  m. 

9  h.  32  m. 


Hesistance  Compared 

Reading  of  Auxiliary  ) 

Magnetometer       J 

Position  of  rest  of    ) 

needle  ) 


=  .^+•0225 
26-9 

766-48 


Set  of 
ReadingR. 


Time. 


9  h.  37  m. 
9  h.  42  m. 
9  h.  47  m. 
9  h.  53  in. 


Direction  of 
RoUtion. 


Negative 
Positive 
Negative 
Positive 


Deflected 
Readiug. 


367-60 
1166-40 

366-23 
1166-09 


Auxiliary 

Ma^etometer 

Reading. 


27-55 
28-24 
28-50 
28.30 
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9  h.  57  m. 
10  h.  0  ni. 


Magnetometer. 
Position^fn^stof    |         ,,,.^ 

Resistance  compared        C  =^  S  +  '0272 


From  these  the  following  table  of  corrected  readings  and 
deflections  was  found  : — 


Calcula- 
tion of 

Value  ot 
Resist- 
ance. 


Table  ofj 
Results. 


Po«ition  of 
Best 

Deflection 
obsened. 

-  398-61 
+  400-81 

-  399-10 
+  400-56 

Deflection 

corrected  for 

Scale  Errors 

and  Temperature. 

766-28 
765-59 
765-33 
765-53 

-  396-55 
+  397-93 

-  397-23 
,      +  397-23 

Mean  397-42 

C^S+  -0248. 

The  value  of  R  was  calculated  directly  from  the  solution  of 
the  quadratic  (24)  above.  If  A'  be  put  for  ^(1  +  -0003  tan  I))/ 
(1  +  t),  the  value  of  the  area  of  the  coil  when  it  is  made 
to  include  the  correction  for  torsion  and  level,  and  tan  S  denote 
GMjHA  as  determined  above  (p.  568),  this  solution  may  be 
written 


7?  =  imGJ'  cot  <^  {I  +  tan  /*  sec  <f> 

+  \^(1  +  tan  /i  sec  4>Y  -  U  tan  *<^; 


(32) 


where  U  =  (21/ G A')  1(21/ G A'  -  1),  and  n  denotes  the  number  of 
turns  of  the  coil  per  second  =  2  frequency  of  fork  /  number  of 
teeth  in  stationary  circle. 

The  following  table  gives  the  result  of  all  the  experiments. 
Column  1  gives  the  date  of  the  experiment,  2  the  speed  in 
terms  of  the  number  of  teeth  on  the  apparently  stationary  circle, 
3  the  deflection  corrected  for  scale  errors  and  variation  of  tem- 
perature during  the  set  of  experiments,  4  the  absolute  resistance 
of  the  revolving  coil  on  the  assumption  that  the  inductance  of 
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the  coil  was  4*6  X  10^  cms.,  and  6  the  absolute  resistance  of  the 
standard  German  silver  coil  at  1  \°'b  C.  as  given  by  the  different 
experiments,  subject  to  a  correction  for  the  copper  rods  con- 
necting the  routing  coil  with  the  resistance  bridge. 


Date. 


Teeth  on 


Deflec- 
tion. 


il  X  10    0 


fix  10-  » 

ft.r 
Stni)<lni-(l 

Cnil. 


Mean. 


^10           120 

110-42 
110-22 

4-6486 
4-6668 

4-6419  !i..„fi.l 
4-6309  IP  ^364 

Dec.   2 

6             60 
10 

218-61  1   4-6680      46487  S 
218-30      4-6620      4-5471     14-54671 
218-72      4-6631      46422  jj 

Dec.  2 

6     ,         32 
10 

397-76 
397-39 
397-26 

4-6639      4-6417    \ 
4-6672      4-6416     V  4-5 127 
4-5687      4-6448  J 

D-  I    ,        -24 

613-73 
613-68 

4-5719 
4-5734 

4-5446     \.,r..a 
4-6438    r^^^2 

Mean  Jt  =  4*5427  x  10^,  in  cms.  per  sec. 

The  value  of  L  here  used  was  slightly  less  than  that  found  by 
Lord  Rayleigh,  and  agreed  very  closely  with  a  value  (4-6130  X 
10^  cnis.)  deduced  by  the  method  of  least  squares  from  the 
results  for  different  speeds. 

The  German  silver  standard  was  then  compared  with  the 
original  standards  prepared  by  the  B.A.  Committee.  The 
standard  was  found  to  be  4-695  B.A.  units  at  11^-5  C,  and  the 
resistance  of  the  copper  rods  connecting  the  rotating  coil  with 
the  bridge  was  found  to  be  -003  nnit.  Thus  4-592  B.A.  units 
were  found  to  be  equivalent  to  4-5427  x  10*  in  cms.  per  second,  or 

1  B.A.  unit  =  -9893  x  10*,  in  cms.  per  second. 

The  investigation  just  described  was  repeated  by  Lord 
Rayleigh  with  improved  apparatus.  The  coil  was  made  more 
massive  to  remove  risk  of  deformation  by  the  winding,  and  its 


Final 

Menu 
Value  of 
Resist- 
auce  of 

Coil- 
('ircuit. 
Value  of 

B.A. 

Unit. 


Lord 
Riyleigh's 
Further 
Experi- 
ments. 


Digitized  by  VjOOQIC 


674 


ABSOLUTE  MEASUREMENT  OF  RESISTANCE 


Constnic- 
tion  of 
Ring. 


Ring 
Currents. 


dimensions  were  increased  in  the  ratio  of  about  3  to  2.  Tlie 
ring  was  in  two  halves,  joined  along  the  horizontal  diameter  by 
projecting  flanges,  and  insulated  from  one  another  by  a  laver  of 
ebonite.  Its  construction  with  driving  arrangements,  &c.,  is 
shown  in  Fig.  129. 

The  ring  having  been  wound  was  spun  with  its  circuit  open, 
and  it  was  found  that  a  perceptible  effect  on  the  magnet  was 
produced.  This  was  traced  to  currents  circulating  in  the  parts 
of  the  ring  adjacent  to  the  ebonite  layer,  where  there  was 


m£LE 


© 


anjff^ 


r  //:-V„^r;.  A.B. 


Fig.  129. 

suflScient  body  of  metal  to  give  currents  in  circuits  at  right 

angles   to   the   windings.      These    currents    were    afterwards 

allowed  for. 

Arrange-       To  obviate  air  disturbances  of  the  needle  caused  by  rotation 

ment  of     of  the  coil,  the  magnet  box  was  screwed  air-dght  to  the  lower  end 

Magnet,     of  a  brass  tube  which  passed  through  the  upper  part  of  the  axis 

of  rotation.     By  unscrewing  the  box  and  pulling  up  the  brass 

tube  the  magnet  could  be  withdrawn  with  the  fibre  intacU    The 

level  of  the  needle  was  adjustable  by  means  of  a  sliding  piece, 
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to  which  the  upper  end  of  the  fihre  was  attached.  The  whole 
arrangement  was  so  rigid  that  no  disturbance  was  produced  by 
the  air  even  at  the  highest  speeds. 

The  needle  was  on  the  same  plan  as  before.  Its  moment  was 
however  six  or  seven  times  as  great,  with,  on  account  of  the 
greater  dimensions  of  the  coil,  a  value  of  *0042  for  MOIAHf 
(tan'/[*),  or  only  about  twice  the  former  value.  (This  was  determined 
in  a  manner  similar  to  that  already  described).  The  horizontal 
breadth  of  the  mirror  was  diminished,  and  thus  with  greater 
magnetic  moment,  and  smaller  mirror  the  disturbance  from  air 
currents  inside  the  box  was  brought  down  to  about  1/15  of  what 


575 


Fig.  130. 


A.  Stand  for  suspended  parts. 

B.  Frame  of  revolving  coil. 

C.  Driving  cord. 

D.  Fork  and  Telescope. 

E.  Water-motor. 

F.  Telescope  and  scale  for  observing 

Inflections. 


Q.  Copper  bars  conaectlng  to  bridge. 

H.  Fleming's  bridge. 

I.  Platinum  silver  standard. 

J.  Bridge  galvanoiuoter. 

K.  Telescope  and   scale  of   auxiliary 

magnetometer. 
L.  Auxiliary  magnetometer. 


it  was  in  the  former  apparatus.  The  period  of  oscillation  was 
brought  up  to  a  convenient  amount  by  an  inertia  ring  |  inch  in 
diameter  added  to  the  magnet.  The  weight  of  the  whole  was 
so  small  that  it  was  easily  borne  by  a  single  fibre  of  silk. 

The  coil  was  driven  and  its  speed  determined  as  in  the  former 
experiments. 
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The  resistance  of  the  coil  being  23  onits  as  compared  with 
the  former  value  4*6  units,  arrangements  were  made  to  add 
resistances  to  the  copper  circuit  when  the  variation  of  resistance 
passed  beyond  the  range  of  the  slide  wire,  and  a  platinum-silver 
standard  of  about  24  units  was  employed. 

The  general  arrangement ''of  the  apparatus  is  shown  in  Fig. 
129. 

A  first  set  of  spiiinings  gave  less  accurate  results  than  were 
expected,  and  the  cause  was  traced  to  the  paper  scales.  These 
were  then  replaced  by  scales  engraved  on  glass.  Some  trouble 
was  also  caused  by  an  imperfect  mercury  contact  at  the  junction 
of  the  copper  coil  with  the  bridge  connections  ;  but  when  this 
was  remedied  the  arrangements  worked  satisfactorily. 

The  dimensions  of  the  coil  were  as  follows  :  — 


Coil^ 
Coil  B 


Mean  circiimf. 
cms. 


148-53 
148-35 


Mean  radius, 
cms. 


23-G39 
23-011 


Axial 

breadth. 

cms 


1-99 
199 


Radial 

breadth. 

cms. 


1-59 
154 


^lean  14844    !    Mean  23*625 


Each  coil  was  wound  with  sixteen  layers  of  eighteen  windings 
in  each  layer,  except  the  eleventh  layer  of  ^,  which  had  seventeen 
turns.     An  extra  turn  was  laid  on  A  outside  the  sixteenth  layer. 

Each  layer  was  measured  during  winding,  and  again  on  un- 
winding after  the  experiments  had  been  made.  Thus  the  effect 
of  the  pressure  of  the  layers  in  diminishing  their  radii  was 
estimated.  The  mean  of  tlie  mean  radii  of  the  two  coils  was 
then  23-616.  Weights  of  two  to  one  were  given  to  the  last 
result  and  the  former  so  that  a  mean  of  23*619  cms.  was 
adopted. 

GA  was  calculated  from  the  formulae  (27),  (28),  above, 
multiplied  together,  and  it  was  found  that  log  (Gil) —8*17682. 
The  correction  for  level  and  torsion,  it  was  found,  increased 
this  number  only  to  8*17686. 

The  value  of  L  for  the  coil  was  found  by  calculating  Z,,  Zj, 
4ind  J/ for  the  two  coils  as  explained  above  (p.  566),  Xj,  L^  were 
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found  by  (29),  and  M  by  the  formula  of  approximation  given  at    Calcula- 
p,  403  above.    Thus  tion  of 

Induct- 
X,  (for  J)  =  1029-3  X  16*  X  18*  cms.,  ance. 

Xj  (for  B)  =  1031-9  X  16«  X  18«  cms., 
2  Jf  =  832-88  X  16*  X  W  cms., 
80  that 

Z  =  Xi  +  Z,  +  21^=  2-4004  X  108  cms., 

subject  to  a  correction  for  curvature. 

L  was  also  determined  experimentally.  A  full  account  of  the 
determination  is  given  in  Chap.  IX.  above.  The  final  result  thus 
found  was  Z«^  2-4052  X  10^  cms. 

The  currents  in  the  ring  were  allowed  for  as  follows.  Putting 
tan  fi  for  AfG/Jff  as  at  p.  668  above,  and  ^,  O',  L\  A,  for  the 
quantities  depending  on  the  ring  and  corresponding  to  A^  0^  Z,  R, 
we  have  from  (24) 

if  the  wire  circuit  is  closed.    If  the  wire  circuit  is  open  and  the  Theory 
speed  is  the  same  Hing 

Currents 

**"*•  +  r  A.^= J^|^^-^(ir+i'»tan.^o+-B'tan08ec<^^  (34) 

Patting  rtan  ^  for  r^/cos  <^,  and  t  tan  <^p  for  r^^/cos  <^0,  neg- 
lecting the  terms  multiplied  by  R  tan  S,  and  subtracting,  we  get 
after  reduction 

L'ca 


+  i2tanM8ec<^)(l+:^tan<^o).     (35) 


Thus  the  effect  of  L'  would  be  to  increase  the  deflections  at 
high  speeds  beyond  their  proper  values,  whereas  tliat  of  L  is  to 
diminish  them.  The  value  of  L/R  for  the  wire  circuit  was  -01 
second  :  for  the  ring  L'/R'  was  no  doubt  much  less,  and  further 
m  tan  <^o  at  the  highest  speed  was  only  1/-26.  The  last  factor  on 
the  right  of  (35)  may  be  omitted.     Hence  R  is  given  by  (32) 

VOL.  n.  p  p 


Digitized  by  VjOOQIC 


578 


ABSOLUTE  MEASUREMENT  OF  RESISTANCE 


Mode  of 
CanTing 

oat 
Observa- 
tions. 


Specimen 

Set  of 
Readings. 


above  with  tan  (fy  -  tan  ^^  used  instead  of  tan  ^,  (but  sec  (j)  left 
unctianged)  and 

[7=  {2LIOiA){2LlGiA  -  tan  <^/(tan  <^  -  tan  <^o)}, 

where  Gi  denotes  0/(i  +  t). 

With  regard  to  the  observations,  the  general  mode  of  carry- 
ing out  the  work  and  correcting  tno  results  was  the  same  as  in 
the  former  investigation.  An  auxiliary  magnetometer  was  used 
as  before  to  trace  changes  of  declination ;  and  the  speed  and 
deflections  were  read  off  as  formerly.  For  the  highest  speed  it 
was  found  that  tan  6q/ tan  <^  =  7*81/439*41,  and  this  with  the 
value  of  OiA  stated  aoove  gave  log^  U  =  -84325. 

The  standard  coil  was  kept  immersed  in  water  the  temperature 
of  which  was  observed,  and  the  temperatures  of  the  air  were  also 
observed  in  the  neighbourhood  of  the  copper  coil,  and  near  the 
standard  tuning  fork  by  which  the  frequency  of  the  speed- 
measuring  fork  was  determined. 

Comparisons  of  the  resistance  of  the  copper  coil  with  the 
platinum-silver  coil  were  made  before  and  after  each  set  of 
spinnings.  The  resistance  of  the  copper  circuit  was  equal  to 
that  of  the  standard  coil  -|-  or  —  the  resistance  of  the  bridge 
wire  required  for  balance. 

A  specimen  set  of  readings  is  here  given  with  the  necessary 
corrections.  The  first  set  of  six  were  made  with  the  wire  circuit 
open,  the  second  set  with  it  closed. 


Wire 
circuit  \ 
open 


Wire 
circuit  { 
closed 


Mignet  reading 

No.  of 

Time. 

corrected  by 

spinning. 

auxiliary  magnet- 
ometer. 

H.  M. 

1  - 

8  16 

593-38 

2  + 

8  18 

603*86 

3- 

8  20 

593*41 

4  + 



604-10 

6  - 

8  23 

593*45 

6  + 

8  25 

604-05 

7  + 

8  45 

901-58 

8  - 

8  47 

29611 

9  + 

8  50 

901-54 

10- 

8  52 

296-42 

11  + 

8  55 

\     901-33 
296-56 

12  - 

8  58 

Dlff. 


10-48 
10-45 
10*69 
10*65 
10-60 


605  47 
605*43 
605*12 
604  91 
604-77 


Mean 
deflectioDB. 


5-29 


^302-66 
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The  resistance  of  the  standard  -  the  resistance  of  the  copper 
circnit  expressed  in  terms  of  the  resistance  of  one  division  of 
the  bridge  wire  as  unit,  was  212  at  the  beginning  of  the  second 
six  observations,  and  -316'6  at  the  end,  giving  a  mean  of  -  62 
during  the  interval.  But  each  division  of  the  bridge  wire  was 
about  1/480000  of  the  whole  resistance  of  twenty-four  ohms,  so 
that  if  balance  had  been  obtained  on  the  average  at  the  middle 
of  the  bridge  wire  the  deflection  would  have  been  302*69. 

Again  the  temperature  of  the  standard  during  the  experiments 
had  a  mean  value  of  10° '026,  so  that  the  resistance  of  the  standard 
which  for  this  series  was  taken  as  normal  at  13°,  was  below  its 
normal  value,  and  the  deflections  were  too  large.  The  variation 
of  resbtance  of  the  standard  per  degree  was  3  parts  in  10000, 
so  that  the  deflection  fell  to  be  diminished  by  about  2 '7  parts 
in  3000  or  by  -27. 

The  standard  number  of  beats  per  minute  between  the  standard 
fork  and  the  electrically-maintained  fork  (at  17®  C.)  was  taken  as 
69  during  the  series  of  observations,  and  in  the  set  of  observations 
here  taken  as  a  6{>ecimen  the  number  of  beats  was  66^  per  minute, 
so  that  the  electrically-maintained  fork  was  too  sharp  by  2^  parts 
in  60  X  127,  127  being  very  nearly  twice  the  frequency  of  the 
latter  fork,  that  is  the  speed  was  too  great  by  this  amount. 
This  gives  as  the  correction  of  the  deflection  for  excess  of  speed 
-•10. 

But  the  standard  fork  which  was  at  normal  frequency  at  17® 
was  at  13°'06,  and  therefore  vibrated  more  quickly  than  the 
normal  rate.  The  amount  of  quickening  was  about  1  in  10000 
>er  degree  of  difference  of  temperature.  Thus  there  was  a 
'urther  temperature  correction  on  the  deflection  of  —  '12. 

Adding  together  and  applying  these  three  negative  corrections, 
we  get  for  the  deflection  which  would  have  been  obtained  if 
everything  had  been  in  its  normal  state  as  specified  302*10. 

From  the  series  of  experiments  made  at  different  speeds,  it 
was  seen  that  there  was  a  tendency  for  the  value  of  the  resist- 
ance to  rise  with  the  speed.  This  would  have  been  the  effect  of 
an  under-estimate  of  the  value  of  L,  but  as  the  error  to  account 
for  the  discrepancies  at  the  different  speeds  would  have  had  to 
be  about  1  per  cent.,  it  was  taken  as  more  probable  that  there 
were  rin^  currents  generated  which  were  not  conjugate  to  those 
in  the  wire  circuit  There  was  no  doubt,  however,  that  the  true 
value  would  be  obtained,  no  matter  which  of  these  views  was 
taken,  by  applying  a  correction  proportional  to  the  square  of  the 
speed.  This  correction  was  calculated  from  two  extreme  speeds 
and  applied  to  the  results.  Thus  the  principal  series  of  experi- 
ments consisting  of  many  different  sets  of  spinnings  gave  the 

P  P  2 
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Results. 
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Corrected 
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Deflection. 
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narabers   in    the   following    table    as    their    final   corrected 
result : — 


SpMd  in  teeth 
onoud. 

Uncorrected  reeist- 
anoe  of  standaxd  at 
18'(aiiitlO»C.G.8.). 

Corrootion  propor- 

tional  to  square  of 

■peed. 

anoe  of  standard 

(unitio^caa). 

60 
46 
36 
30 

23-619 
23-621 
23-630 
23-638 

•006 
•Oil 
•018 
-026 

23-613 
23-610 
23-612 
23-613 

Mean  23*627 

Mean  23612 

Value  of 
B.A. 
Unit. 


The  result  of  this  set  of  experiments  was  taken  as  that  with 
which  the  B.A.  standards  should  be  compared.  Another  series 
made,  however,  gave  practically  the  same  result,  viz.  23*618x10* 
C.G.S.  units  as  tlie  resistance  of  the  standard  coil  at  13°. 

A  careful  comparison  of  the  resistance  of  the  standard  coil 
with  the  B.A.  unit  gave 

23-612  X  10*  C.a.S.  units  of  resistance  =  23-9348  B.A.  units, 

or  1  B.A.  unit  =  -98661  x  10»  C.G.S.  units. 


Method  of  Lord  Rayleigh  and  Mrs.  Sidgwick  have  made  a  very 
'^'^^  careful  determination  of  the  value  of  the  B.A.  unit  of 
resistance  by  the  method  of  Lorenz.  A  disk  of  metal 
touched  near  its  centre  and  at  its  circumference  by  the 
terminab  of  a  conductor  was  spun  round  its  axis  of 
figure  at  a  uniform  observed  speed,  in  the  magnetic 
field  of  a  coaxial  coil  carrying  a  current.  The  electro- 
motive force  produced  in  the  circuit  thus  formed  was 
balanced  by  the  diflference  of  potential  between  the 
terminals  of  a  resistance  through  which  flowed  the 
current,  or  a  known  fraction  of  the  current  producing 
the  magnetic  field. 
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Supposing  the  disk  touched  at  its  centre,  the  total  'G)®**/^^ ^ 
change  in  the  flux  of  induction  through  the  circuit  in 
one  turn  is  equal  to  the  induction  produced  by  the  coil 
through  the  circular  edge  of  the  disk,  or  if  Jf  denote 
the  mutual  inductance  of  the  coil  and  this  circle,  and 
7  the  current,  it  is  Jfy.  If  n  revolutions  of  the  disk  be 
made  per  second  the  electromotive  force  is  nMy.  This 
is  balanced  by  the  difference  of  potential  By  between 
the  terminals  of  a  conductor  of  resistance,  B,  and  so  we 
have 

B^nM (36) 

M  is  calculated  from  the  known  data  of  the  coil  and 
thus  B  is  found. 

In  no  practical  case  can  nM  be  large,  and  therefore  R  must  be  Lofd  R»y- 
small,  and  a  diflSculty  arises  on  this  account  in  the  carrying  out   ^^^f^  ^^^ 
of  the  method.    This   was   overcome  in  Lord   Rayleigh   and  g:j^*i.» 
Mrs.  Sidgwick's  experiments  by  arranging  that  the  main  current     gfT^ri-  * 
should  flow  along  JC  (Fig.  131),  through  a  resistance  a  small     menta. 


compared  with  the  resistance  c  between  A  and  JB,  while  at  the 
two  points  B  and  C,  including  a  resistance  6  also  small  compared 
with  a,  the  terminals  connected  with  the  revolving  disk  were 
applied.  Thus  b  was  the  resistance  which  was  evaluated  by  the 
experiment.  The  connections  at  J,  B,  C  were  made  by  means 
of  mercury  cups. 

The  main  current  being  y,  and  no  current  flowing  in  the 
circuit  applied  at  BCj  the  current  throus^h  J  B  C\b  yal(a+6+c). 
Hence  the  difference  of  potential  between  B  ana  C  was 
ya6l{a  +  6  +  e).     This  was  tlierefore  the  electromotive  force 
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generated  by  the  motion  of  tlie  disk.  It  will  be  convenient  to 
regard  it  as  the  difference  of  potential  produced  by  the  current 
y  between  the  ends  of  a  conductor  of  resistance  abl{a  +  d  +  c). 

The  pair  of  coils  used  by  Glazcbrook  in  his  determination  of 
the  ohm  (see  abovoi  p.  643)  were  employed,  and  were  at  first 
placed  close  togetlier  with  the  disk  between  them,  so  as  to  give 
a  maximum  inductive  effect  The  axle  was  mounted  vertically 
in  the  frame  already  used  for  the  spinning  coil  determinations, 
80  that  the  arrangements  then  used  for  driving  and  measuring 
the  speed  were  available  also  in  the  present  case. 

The  diameter  of  the  disk  was  about  '6  of  that  of  the  coils. 
This  size  was  chosen  as  on  the  one  hand  it  was  not  desirable  to 


Fio.  132. 

have  any  part  of  the  disk  near  the  wire,  on  account  of  the  more 
rapid  variation  there  of  the  magnetic  induction,  and  the  con- 
sequent greater  imporlance  of  errors  in  the  estimation  of  the 
radius  of  the  coils  or  disk,  and  on  the  other  hand  too  small  a 
radius  rendered  the  arrangement  insensitive. 

After  some  trials  it  was  decided  to  make  the  edge  cylindrical, 
and  to  make  the  edge  contact  by  a  brush  of  fine  copper  wires 
placed  tangential ly  to  the  edge  and  amalgamated  with  mercury. 
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The  arrangement  of  the  apparatus  ib  shown  diagrammatically 
in  Fig.  132.  The  battery  A  is  connected  with  a  mercury  cup 
commutator  B^  by  which  the  current  can  be  sent  in  either 
direction  through  R,  i2  is  here  taken  as  a  simple  conductor,  but 
the  shunt  arrangement  was  of  course  used,  and  R  may  be  taken 
as  standing  for  the  resistance  abl{a  +  b  +  e). 

The  terminals  F  and  H  attached  to  liie  centre  and  circum- 
ference of  the  disk  were  connected  with  a  mercury  reversing  key 
/,  and  in  one  of  them  was  included  a  reflecting  galvanometer  G, 
From  /  the  wires  of  the  disk  circuit  proceeded  to  the  terminals 
of  J2,  one  of  them  however  having  included  in  it  a  portion,  JK^ 
of  a  circuit  containing  a  sawdust  Daniell  L,  and  a  resistance  coil 
of  100  ohms. 

The  latter  circuit  was  designed  to  balance  the  effect  of  thermo- 
electric force  at  the  sliding  contacts  of  the  brush  on  the  disk, 
and  the  inductive  effect  of  the  earth^s  magnetic  field  in  which 
the  disk  rotated,  which  would  have  given  a  current  through  the 
sliding  contacts,  thereby  bringing  these  resistances  into  the 
account  The  function  of  the  galvanometer  G  was  to  test  this 
balance,  and  that  required  when  the  disk  was  rotated. 

The  battery  and  frame  carrying  the  disk  were  insulated 
from  the  ground,  and  tlie  coils  insulated  by  ebonite  supports, 
and  for  definiteness  one  point  of  the  galvanometer  was  con- 
nected to  earth  at  ^.  It  was  found  that  there  was  no  error 
from  leakage. 

In  the  carrying  out  of  the  experiments  the  test  of  perfect 
balance  of  the  electromotive  force  of  the  disk,  together  with 
the  thermo-electric  force  and  inductive  action  of  the  earth's  field, 
above  referred  to,  was  absence  of  deflection  of  the  galvanometer 
needle  when  the  battery  current  was  reversed.  It  was  not  how- 
ever thought  desirable  to  seek  accurate  balance,  but  to  make 
observations  of  the  effect  on  the  galvonometer  reading  of 
reversal  of  the  battery  current  with  a  resistance  i?p  very  little 
different  from  that  {R)  needed  for  balance.  After  a  series  of 
readings  had  been  taken,  R^  was  changed  to  R^  which  was  such 
that  the  same  reversal  of  the  current  was  accompanied  by  a 
galvanometer  deflection  of  opposite  sign  to  the  former.  The 
two  series  of  results  gave  R  by  interpolation. 

To  eliminate  progressive  change  in  the  battery  electromotive 
force,  the  observations  for  R^  were  interspersed  with  those  for 
i?j.  As  soon  as  each  series  of  results  had  been  obtained  for  one 
direction  of  driving,  the  driving  cord  was  reversed  and  a 
similar  series  of  observations  made. 

Preliminary  trials  proved  that  the  shunt  arrangement  repre- 
sented iu  Fig.  131  was  faulty.    The  pieces  dipping  into  the  cup 
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Shunt  C  were  moved  from  day  to  day  to  verify  the  contacts,  and  the 
Arrange-  fact  was  overlooked  that  as  the  main  current  also  traversed  (?,  a 
roent  for  gmall  change  in  the  positions  of  the  contacts  might  make  a  con- 
Resist-  giderable  difference.  For  any  uncertainty,  even  of  very  small 
h  la^^  absolute  amount,  would  affect  both  a  and  by  which  were  small, 
E*M^"^of  ^  therefore  seriously  abjia  +  *  +  (?). 
'  Disk.  "^^^  arrangement  shown  in  Fig.  133  was  accordingly  adopted. 

Two  cups,  A,  /),  were  connected  by  two  1  unit  coils,  through 
which  the  main  current  flowed,  while  two  other  mercury  cups, 
B,  Cy  received  the  galvanometer  terminals  of  the  disk  circuit. 
C  was  connected  with  Z^  by  a  stout  rod  of  copper.  A  resistance 
box  E  was  placed  as  a  shunt  across  A  to  enable  the  resistance 
of  the  shunt  to  be  adjusted. 


QALV, 


Fig.  188. 


Arrange* 
ment  of 
Coils  to 
diminish 
Effect  of 
Error  in 
Mean 
Radios. 


Two  series  of  results  were  taken  with  the  coils  close  together, 
and  a  third  series  with  the  coils  separated  to  a  position  in  which 
the  disk,  midway  between  them,  was  so  situated  that  the  in- 
duction through  it  was  as  nearly  as  possible  independent  of 
variations  of  the  mean  radius  of  the  coils.  That  there  was  such 
a  position  is  clear  from  the  fact  that,  for  given  values  of  the 
radius  of  the  disk  and  the  distance  of  the  plane  of  the  disk  from 
the  mean  plane  of  either  coil,  the  induction  is  zero,  both  when  the 
mean  radius  of  the  coil  is  0  and  when  it  is  infinite.  Hence  there 
was  some  value  of  the  mean  radius  of  the  coils  for  which  the 
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induction  was  a  maximum,  and  at  which  therefore*  the  rate  of 
variation  of  M  with  change  of  mean  radius  was  zero. 

For  this  purpose  the  coils  were  separated  by  distance-pieces 
of  proper  size  ;  and  to  eliminate  uncertainty  as  to  the  position 
of  the  mean  planes  relatively  to  tho  bobbins,  after  one  set  of 
observations  had  been  completed,  the  bobbins  were  reversed  on 
the  distance-pieces,  and  another  set  of  observations  taken. 

The  dimensions  of  the  coils  are  given  above  (p.  543),  and  the 
distance  of  their  mean  planes  apart  in  the  close  position  wns 
3*275  cms.  In  the  separated  positions  the  distances  apart  of  the 
mean  planes  were  30*681  cms.  and  30*710  cms.  respectively. 

The  diameter  of  the  disk  was  measured  by  callipers,  and  its 
circumference  by  a  steel  tape.  It  was  found  that  the  edge  was 
slightly  conical,  and  it  was  estimated  that  the  mean  diameter  at 
the  contact  of  the  brush  was  31*072  cms.  The  other  contact 
was  made  at  tlie  shaft,  and  the  diameter  of  the  circle  of  contact 
there  was  2*096  cms. 

The  coefficient  of  mutual  induction  was  calculated  first  by  the 
elliptic  integral  formula  (by  aid  of  the  tables  given  in  the 
Appendix^  for  two  circles  of  radius  equal  to  the  mean  radii  of 
either  coil  and  disk,  and  at  a  distance  apart  equal  to  the  distance 
of  the  mean  plane  of  the  coil  from  that  of  the  disk.  Then  the 
cross-section  of  the  coil  was  taken  into  account  by  the  formula 
of  quadratures  given  above  (p.  403). 

Ii  <K,  of,  be  put  for  the  radii  of  the  coils  and  disk  respectively, 
and  X  for  the  distance  apart  of  the  mean  plane  of  the  coil  and 
of  contact  on  the  disk,  2b  and  2d  the  axial  breadth  and  radial 
depth  of  the  coil?*,  and  M{a,  a',  x)  the  result  for  the  two  circles, 
the  results  in  cms.  per  turn  of  wire  were  as  follows :~ 


Dimen- 
sions and 
Distance 
apart  of 

Coils. 
Dimen- 
sions of 

Disk. 


Calcula- 
tion of 
Mutual 
Induct- 
ance of 
Coils  and 
Disk. 


Coils  near  together. 


a  = 

25*760 

cms. 

(^  - 16*536  cms. 

b^ 

•948 

cm. 

d  = 
M{a,a!,x) 

•955  cm. 
=  215*4674 

M{a 

+  d,a!,x) 

=  205*1917 

M{a 

-d,a\x) 

=  226-9835 

M(a, 

a\x^^b) 

=  211*7246 

M{a 

,a',x-b) 

=  217-5972. 

1*637  cm. 


Adding  to  twice  the  first  of  these  values  the  sum  of  the  others, 
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and  taking  }  of  the  result,  the  ayerage  raltie  of  M  for  one  turn 
of  wire  was  given  by 

M  =  215*405. 

When  the  coils  were  separated  by  the  insertion  of  distance- 
pieces,  so  that  X  «  15*3472  eras.,  without  change  of  the  other 
data,  the  corresponding  values  found  were 

M{a,a\x)  =  110*9240 

M(a  +  dy  a',  «)  =  111*2573 

M{a  -  i,  a,  x)  «  110*2442 

M{a,  t^,x  +  b)^  104*5571 

M{m,a',x-  ^»  117-6579 

which  gave  (again  for  one  turn) 

M  =  110-926. 

Effect  of       The  effect  of  errors  in  the  measurement  of  «,  a*,  and  x  can  be 

Errors  in    estimated  by  th^  formula 

Measure- 


conjoined  with 


Mda  '^  Mda'  "*"  5^  dx  "    ' 


which  holds  because  the  expression  for  M  is  homogeneous  in  a, 
a\  X,    Writing  the  last  equation  in  the  form 

X  +  M  +  "  =  1, 
we  have  for  the  first 

dM      ^da   ,      da^   ,     dx 

Now  we  may  take  it  that  approximately 

.  __  3/(tf  +  rf,  a%  x)  -  M{a  —  d,  UyX)  a 
^  2d  5' 

and  similarly  for  /z,  y. 
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Thus  for  t])e  case  of  the  coils  near  together 

X  =  -l-36,    /A  =--02,    ir  =  2-38, 
and  for  that  of  the  separated  coils 

X  =  -123,    fi  -  -  -966,    V  =  1-833. 
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Thus  in  the  former  case  the  importance  of  an  error  in  the 
estimation  of  0  is  of  rather  more  than  half  the  importance  of  an 
equal  proportional  error  in  jr,  while  an  error  in  the  estimation  of 
a'  is  relatively  unimportant.  On  the  other  hand,  by  the  separa- 
tion of  the  coils  the  importance  of  an  error  in  a  is  diminished  to 
about  1/11  of  its  former  amount,  while  that  of  an  error  in  a'  is 
enlianced.  The  numbers  show  that  the  separation  had  been 
carried  rather  beyond  its  proper  amount. 

From  the  values  of  M  in  both  cases  had  to  be  subtracted  Deductiou 
tlio  part,  Mq^  ^oiy^  corresponding  to  the  small  circle  touched  by  forlnduct- 
the  inner  brush.    Tha  area  of  this  circle  was  Jtfx  2*096*;  and   ance  over 
therefore  taking  the  magnetic  force  at  the  centre  of  the  disk  due    Circle  of 
to  unit  current  in  the  coil  of  mean  radius  a  as  a  sufficiently  near    ]^}^l^^} 
approximation  to  the  average  induction  over  this  circle,  we  get 


Contact. 


ifn 


2irfl« 


X  Jtt  x2-096«. 


This  was  equal  to  '836  in  the  first  case,  and  to  '634  in  the  other. 

The  resistances,  the  arrangement  of  which  is  shown  in  Fig. 
133,  were  the  same  in  all  three  series  of  experiments.  The  coil 
b  was  of  German  silver  and  had  a  resistance  of  A  unit  nearly, 
the  resistance,  a,  between  J  and  D  was  made  up  ot  two  standard 
single  units,  and  7  or  8  B.A.  units  from  the  resistance  box  all  in 
multiple  arc. 

In  the  first  series  of  experimentfr  c  was  a  [10],  in  the  second    Compari- 
[10]  +  [6]  +  [1],  and  in  the  third  series  [10]  +  [6]  +  [S'].    The      son  of 
resistances  of  the  single  units  were  already  known,  the  others,    Absolute 
that  is  the  [10],  [6],  [6],  [^\  had  to  be  carefully  compared  with     Resist- 
standard  B.A.  units,    'fhe  [6]'s  were  compared  by  comparing  ance  with 
first  one  of  them  with  6  units  in  series,  and  then  the  two  [5js  B.A  Unit, 
with  one  another ;  afterwards  the  sum  of  the  two  [5Ts  was  com- 
pared with  the  [10],  the  value  of  which  was  found  hy  a  special 
process. 
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Three  German  silver  coils  of  ahout  3  units  each  wound  on  the 
same  tube,  had  their  ends  arranged  so  that  they  could  by  mer- 
cury cups  be  put  either  in  multiple  arc  or  in  series,  and  a  change 
made  in  a  very  small  interval  of  time  from  one  arrangement  to 
the  other.  In  multiple  arc  they  were  compared  with  a  standard 
[1],  and  found  to  have  a  resistance  1  +  a.  The  arrangement 
was  now  rapidly  chan/ted  to  series,  and  the  resistance  became 
very  nearly  9  (1 +a).  The  standard  unit  was  now  added,  and  the 
resistance  became  10  +  9a.  This  was  compared  with  the  [10], 
the  value  of  which  was  to  bo  found.  If  there  was  a  difference 
/3,  then  [10]  =  10  +  9o  -h  /3. 


BATTEBY 


Specimen 

Set  of 
Results. 


The  [1/10]  was  determined  as  follows.  Two  standard  units, 
the  [10]  and  the  [I/IOJ,  were  joined  as  shown  in  Fig.  134  as  a 
Wheatstone  bridge,  m  which  the  battery  and  galvanometer 
terminals  were,  as  shown,  brought  into  direct  contact  with  those 
of  the  [1/10]  in  the  mercury  cups.  A  resistance  box  containing 
coils  up  to  10000  was  placed  in  multiple  arc  with  one  of  the 
units  to  enable  the  latter  to  be  adjusted  to  balance  with  all 
necessary  accuracy.  The  four  coils  were  so  nearly  in  proportion 
that  a  resistance  of  several  hundred  units  was  required  from  the 
box  to  give  balance,  so  that  the  delicacy  of  the  arrangement  was 
very  great 

As  a  specimen  of  the  results  showing  the  mode  of  applying  the 
various  corrections  the  table  of  results  given  for  the  second 
series  of  experiments  with  the  coils  near  together  is  here 
reproduced. 
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The  first  series  gave  B  =  •00443407  x  10^  B.A.  onits;  hence 
the  ratio  of  the  B.A.  unit  to  10K]!.G.S.  units  of  resistance  being  x , 
the  absolute  value  of  R  was  r  x  00443407  x  10*  C.&a  But  tlie 
value  of  M  was  M^^  multiplied  by  tlie  number  of  turns  in  the  coil 
(1588),  and  n  the  number  of  revolutions  per  second  =  2  x 
frequency  -!-  number  of  teeth  stationary  on  card.  Hence  by  (36) 
for  the  first  series,  since  n  =  128*407/10, 


or 


X  X  -00443407  X  10»  =  12*8407  X  214  669  X  1588 
X  =  -98674. 


The  second  series  gave,  since  for  it  n  «  129*340/16  and 
R  -  -00279157  X  10«, 

214*569  X  1688  X  129*340  ^  ^gg.^ 
-00279167  X  10»  X  16 

In  the  third  series  n  =  129*340/10,  and  B  »  -00229762  X  10», 
so  that  from  it 

110-392  X  1588  X  129*340  ^  .^^.^3 
'  "      -00229762  x  10»  X  10 

Taking  the  mean  of  the  first  two  results,  and  giving  it  the  same 
weight  as  the  last  Lord  Eayleigh  found  as  the  final  result  of  the 
investigation, 

1  B.A.  unit  =  -98677  x  10^  C.G.a 

With  the  value  of  the  specific  resistance  of  mercury  in  terms 
of  the  B.A.  unit  found  by  Lord  Rayleigh  and  Mrs.  Sidgwick, 
this  gives  1  ohm  =  resistance  at  0°  C.  of  a  column  of  mercury 
106-214  cms.  long  and  1  sq.  mm.  in  cross-section. 

A  carefully  planned  and  executed  determination  by  Lorenz's 
method  was  made  in  1891  by  Prof.  J.  V.  Jones,  of  Cardiff,  who 
used  in  the  construction  of  his  apparatus  the  most  accurate 
obtainable  engineering  appliances. 

The  standard  coil  consisted  of  a  single  layer  of  doable  silk- 
covered  wire,  *02  inch  in  diameter,  wound  on  a  cylinder  of  brass 
about  10 '6  inches  in  radius,  in  a  screw  thread  of  pitch  -025  inch. 
This  cylinder  was  verv  carefully  turned,  and  the  screw  thread 
cut  on  an  accurate  Whitworth  lathe,  and  great  care  was  taken 
to  test  the  figure  of  the  cylinder  after  it  was  finished.  It  was 
found  that  the  cross-section  of  the  cylinder,  instead  of  being 
circular,  was  always  slightly  oval,  however  many  cuts  were  made 
over  its  surface,  showing  apparently  an  effect  of  internal  stresses. 
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After  the  screw  had  been  cut  the  mean  plane  of  the  coil  was 
determined  for  the  after  placing  of  the  disk  in  the  following 
manner.  The  slide-rest  of  the  lathe  was  made  to  carry  a  V  tool, 
and  a  microscope,  so  adjusted  that  the  image  of  the  point  of  the 
tool  was  seen  exactly  at  the  centre  of  the  graduated  plate  in  the 
focal  plane  of  the  e)'epiece.  When  the  slide-rest  was  moved 
along  the  bed,  the  tool  passed  inside  the  cylinder  while  the 
microscope  remained  outside.  The  guide-screw  of  the  slide-rest 
(of  pitch  "25  inch)  was  turned  by  a  wheel  9*75  inches  in  radius 
divided  into  360  parts,  and  it  was  possible  to  estimate  the  posi- 
tion of  the  wheel  to  l/IO  of  a  division.  By  drawing,  then,  a 
generating  line  along  the  cylinder,  and  reading  on  this  wheel 
the  position  of  the  microscope  when  the  ridges  of  the  first  and 
second  threads  on  this  line  were  focussed  m  the  field  of  view, 
then  running  the  microscope  along  the  generating  line,  and 
taking  in  like  manner  the  readings  for  the  last  ridge  and  last  ridge 
but  one,  the  reading  for  the  mean  plane  could  be  at.once  found. 
The  mean  of  the  first  two  readings  subtracted  from  the  mean  of 
the  last  two  gave  obviously  the  distance  between  the  first  hollow 
and  the  last,  and  half  the  sum  of  these  two  means  therefore  gave 
the  required  reading.  The  tool  was  then  moved  to  this  position 
by  the  wheel  and  guide-screw,  and  a  cut  made  round  the  inside 
of  the  cylinder  at  the  plane  thus  found. 

At  the  intersection  of  the  first  and  last  hollows  with  this 
generating  line  small  holes  were  bored  radially  through  the  brass 
of  the  cylinder,  and  were  bushed  with  paraffined  ebonite  to 
receive  the  ends  of  the  wire.  The  wire  was  secured  at  one  end 
in  the  hole  there,  and  was  then  laid  on  in  the  screw-thread  by 
the  lathe,  under  uniform  tension  given  by  a  weighted  pulley. 
The  ends  of  the  wire  were  secured  by  melted  paraffin  run  into 
the  bushes,  and  blocks  of  ebonite  attached  to  the  cylinder  at  the 
ends  of  the  generating  line,  on  which  the  coil  began  and  ended, 
carried  binding  screws,  to  which  the  ends  of  th^  wire  were 
soldered. 

The  arrangement  of  the  apparatus  is  shown  in  Fig.  135.  The 
disk  was  insulated  from  the  axle  by  ebonite,  and  was  fixed  co- 
axially  as  described  below  in  the  mean  plane  of  the  coil.  It  was 
driven  by  an  electromotor  coupled  direct,  and  was  rotated  in 
position  and  ground  true  by  an  emery  wheel  driven  rapidly  by 
an  electromotor.  Its  diameter  was  measured  by  a  Whitworth 
measuiing-machine.  This  consisted  uf  a  graduated  bed  canying 
two  headstocks,  one  fixed  the  other  movable,  along  the  bed,  by 
a  guide-screw  turned  by  a  divided  wheel.  The  distances  used 
on  the  bed  were  compared  with  a  standard  scale. 

A  side  view  of  the  coil,  disk,  stroboscopic  cylinder,  Ac.  (for 
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explanation  of  reference  letters  see  Fig.  136),  is  given  in  Fig. 
136,  and  an  end  view  showing  the  disk  and  edge-brush,  Q,  in 
Fig.  137. 

The  brush  finally  adopted  for  the  edge  of  the  disk  was  a 
single  wire  perforated  by  a  channel,  through  which  was  supplied 
a  small  stream  of  mercury.     A  piece  of  copper  an  inch  long  was 
drilled  to  a  depth  of  }  inch,  to  meet  another  hole  at  right  angles, 
which  received  the  phosphor  wire  brush.  The  perforation  dnlled 
along  the  wire  of  the  brush  was  connected  with  that  in  the  copper 
piece,  and  an  india-rubber  tube  slipped  over  the  free  end  of  the 
latter  kept  up  a  constant  supply  of  mercury.    This  gave  a  con- 
stantly fresh  surface  for  contact    The  central  brush  was  fed 
also  with  mercury  but  more  slowly. 
Method  of      The  speed  of  driving  was  measured  by  the  stroboscopic  method 
Measuring  by  observing  one  of  a  set  of  rows  of  teeth,  marked  round  a 
Speed  of    cylinder,  through  slits  in  brass  plates  attached  to  the  prongs  of  a 
Disk,      tuning  fork,  which  vibrated  at  right  angles  to  the  circles  of 
teeth.    The  fork  was  bowed,  not  electrically  maintained  :  the 
number  of  turns  per  second  »  was  ^ven  as  in  Lord  Rayleigh's 
experiments  by  n  =  2//^,  where  /  is  the  frequency,  and  N  the 
number  of  teeth  in  the  stationary  circle. 

The  pitch  of  the  fork  was  determined  by  driving  the  cylinder; 
keeping  a  row  of  teeth  stationary,  and  causing  the  cylinder  by 
means  of  a  lever  to  make  and  break  a  battery  circuit  every 
revolution,  so  that  for  about  half  the  time  of  revolution  the  con- 
tact was  made  and  for  the  other  half  broken.  This  registered 
on  a  telegraph  tape  a  series  of  alternate  dashes  and  spaces,  and 
on  the  same  tape  a  mark  was  made  once  a  second  by  the  labora- 
tory standard  clock.  The  observations  being  continued  over 
three  or  four  minutes,  N  and  n  were  obtained  with  accuracy, 
and/  was  deduced  by  the  equation /=  ^N. 
Arrange-  The  resistance  used  for  balancing  the  electromotive  force  of 
ment  of  the  disk  was  a  column  of  mercury,  eo  that  the  experiment  gave 
Mercury  the  specific  resistance  of  mercury  directly.  The  mercury  was 
Column,  placed  in  a  long  rectangular  trough.  Fig.  138,  carefully  cut,  as 
described  below,  in  paraflBn  by  machinery,  and  two  electrodes 
dipped  into  the  mercury  at  some  distance  from  the  ends  of  the 
trough.  One  of  these  electrodes  was  kept  fixed,  the  other  was 
attached  to  the  movable  headstock  of  the  Whitworth  measuring- 
machine,  by  which  its  position  was  altered  by  the  difference  of 
distance  between  the  electrodes  necessary  for  two  different 
speeds  of  the  disk.  Thus  the  difference  only  of  two  distances 
between  the  electrodes  ^and  this  could  be  obtained  with  accu- 
racy) was  used  in  deducing  the  final  result.  For  if  tIj,  n,,  be  the 
two  speeds  of  rotation  of  the  disk,  p  the  specific  resistance  of 
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mercury,  A  the  cross-section  of  the  colutnn,  and  I  the  distance 
between  the  two  positions  of  the  electrodes, 


-p  =  3f  (ni  -  nj) 


(37) 


The  capillary  depression  at  the  sides  of  the  trough  was  allowed 
for  by  taking  observations  for  two  different  depths  of  mercury 
in  the  trough.  For  if  ^A  be  the  change  in  area  produced  by 
increasing  the  depth  from  h  to  h\  ti^,  n,,  I  the  speeds  of  rotation 
and  difference  of  lengths  of  column  in  the  first  case,  n\^  n\y  V 
those  in  the  second,  then  we  have  by  (37),  assuming  that  the 
groove  is  true  and  the  temperature  the  same  in  both  experi- 
ments, 


Elimina- 
tion of 
Uncer- 
tainty 
from 
Capil- 
lanty. 


and  therefore 


£,A^t  (—^—  .  -1 \ 


or  since  ^A  =  b(h'  -  7<),  where  b  is  the  breadth  of  the  trough 
and  h\  h,  the  two  depths, 


P  = ? 


r^'-''\ (38) 


n\  —  w'a      ^  ~  ^ 


The  trough  (shown  in  section  in  Fig.  138)  was  cut  in  parafiin 
wax  melted  in  a  longitudinal  groove  left  in  a  strong  casting  of 
iron.  The  wax  was  melted  in  the  groove  and  allowed  to  solidify 
on  the  surface,  after  which  melted  wax  was  poured  through  a 
hole  in  the  crust  to  the  interior  in  order  to  obtain  a  perfectly 
homogeneous  mass.  A  channel  was  then  cut  and  covered  with  a 
thin  layer  of  paraffin  to  fill  up  air-holes,  after  which  it  was  recut 
and  scraped  true. 

A  length  of  10  inches  of  the  trough  was  used  in  the  experi- 
ments, and  this  was  carefully  calibrated  by  internal  callipers  of 
special  construction. 

Q  Q  2 
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Determin-       The  position  of  the  surface  of  the  mercury  was  determined  by 

ation  of    placing  a  spherometer  in  a  fixed  position  over  the  trough  and 

Position  of  screwing  down  the  movable  point  until  contact  was  indicated  by 

Mercury    the  completion  of  a  battery  circuit  through  the  mercury  and 

Surface.    pQj'nt.   The  division  on  the  head  of  the  micrometer  corresponded 

to  1/5040  inch,  and  the  size  of  the  head  allowed  of  an  estimation 

of  tenths  of  a  division.    Successive  measurements  did  not  differ 

by  more  than  1/20000  of  an  inch  when  the  point  was  kept  clean 

by  being  carefully  wiped  with  filter  paper,  and  sparking  was 

prevented  as  far  as  possible  by  including  a  large  resistance  in 

the  circuit  and  breaking  the  circuit  before  removing  the  point 

from  the  mercury  after  a  reading. 

The  temperature  of  the  mercury  in  the  trough  was  determined 
by  two  thermometers,  one  at  each  end  of  the  trough.    A  third 


FiQ.  188. 


Observa* 
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&c. 


thermometer  was  placed  between  the  prongs  of  the  speed- 
measuring  fork.  These  thermometers  were  corrected  by  com- 
parison at  Kew. 

To  prevent  warping  of  the  trough  by  change  of  temperature, 
and  to  make  as  certain  as  possible  that  the  mercury  in  contact 
with  the  poorly  conducting  wax  should  be  all  at  one  tempera- 
ture, the  temperature  was  kept  as  nearly  constant  as  possible  by 
enclosing  the  trough,  &c.  in  a  wooden  box  covered  with  felt 
paper,  and  protected  round  about  with  felt  curtains.  The 
thermometers  were  read  through  windows  in  the  box  by  lifting 
the  curtain. 

The  galvanometer  used  to  test  for  balance  was  a  Thomson 
reflecting  galvanometer  of  *968  ohm  resistance,  the  needle  of 
which  was  carried  by  a  quartz  fibre  13  inches  long. 
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The  axis  of  rotation  was  placed  at  right  angles  to  Uie  magnetic 
meridian,  so  that  the  plane  of  the  diek  mi^ht  be  in  tlie  meridian 
and  thus  avoid  any  current  due  to  earth  induction.  When  the 
disk  was  rotated  without  current  in  the  standard  coil  any  dis- 
placement of  the  light  spot  could  be  annulled  by  a  slight  move- 
ment of  a  compensating  magnet  on  the  table. 

The  bearings  of  the  disk  were  made  as  nearly  as  possible 
perfectlytrue,  and  were  each  provided  with  a  sight-feed  lubri- 
cator. The  disk  was  adjusted  in  position  in  the  coil  by  arrang- 
ing an  arm  to  fit  upon  the  disk  so  that  a  carefully  scraped  face 
on  the  arm  should  be  a  prolongation  of  the  mean  plane  of  the 
disk.  The  coil  was  then  placed  in  position  so  that  the  outside 
edge  of  this  face  should  travel  round  the  interior  circle  cut  in 
the  mean  plane  of  the  coil  as  already  described. 

The  mercurv  trough  was  carefully  levelled  and  adjusted 
parallel  to  the  bed  of  the  measuring  machine.  The  last  adjust- 
ment was  made  by  attaching  to  the  movable  headstock  a  cylinder 
projecting  vertically  downwards  into  the  trough,  running  the 
headstock  from  end  to  end  and  testing  at  the  extremities  the 
distance  from  the  cylinder  to  the  same  side  of  the  groove  by 
pushing  a  wooden  wedge  lightly  between  them.  Further,  by 
making  the  wedge-reading  the  same  on  both  sides  of  the  cylinder, 
the  headstock  was  adjusted  so  that  when  an  electrode  was  sub- 
stituted for  the  cylinder  it  dipped  into  the  medial  plane  of  the 
mercury  column. 

A  slight  direct  effect  on  the  needle  produced  by  the  current 
was  observed,  and  was  compensated  by  placing  a  coil  of  three 
turns  of  the  battery  wire  close  to  the  needle. 

The  insulation  of  the  wire  of  the  coil  from  the  bobbin  and  of 
the  disk  from  the  axle  were  tested  and  found  satisfactory. 

Lord  Rayleigh's  plan  (p.  683  above)  of  takinj^  two  sets  of  gal- 
vanometer readings  for  each  equilibrium  position  was  followed. 
One  set  gave  the  change  of  galvanometer  reading  for  reversal  of 
current  when  the  resistance  was  slightly  below  that  required  for 
balance,  the  other  set  the  corresponding  change  when  the  resist- 
ance was  a  little  above  the  proper  current  To  eliminate  uncer- 
tainties owing  to  variations  of  speed  and  of  the  brush  contacts, 
a  number  of  reversals  were  quickly  taken  for  each  resistance  and 
combined  to  give  a  mean  result.  The  readings  were  taken 
without  waiting  for  the  needle  to  come  to  rest,  but  elongations 
were  observed  which  with  a  previously  determined  damping 
coefficient  enabled  the  pesition  of  rest  to  be  calculated. 

The  dimensions  of  the  coil  and  disk,  and  the  calculation  from 
them  of  the  mutual  inductance,  if,  are  given  at  p.  314  above.  It 
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only  remains  to  state  the  mode  of  reduction  of  the  observations 
and  the  final  result. 

If  pt  and  At  he  the  specific  resistance  of  mercury  and  the  cross- 
section  of  the  column  at  temperature^,  and  p,^,  the  same  quan- 
tities at  15°*5»  to  which  the  results  were  in  the  first  instance 
reduced,  L  the  distance  between  the  electrodes  in  any  equilibrium 
position,  then 

A 
Now  if  /  be  the  frequency  of  the  fork  at  the  standard  tem- 
perature  15°'6,  and  /«  the  frequency  at    temperature  6,  we 
have 

A' 


N 

where  k{=  -'OOUll)  was  a  temperature  coeflScient.    Also 
p,=p{l  +  «(«-15=-5)> 
^,-^{l  +  y(/-15'-6)}, 

where  a  is  the  temperature  coefficient  for  the  specific  resistance! 
and  y  the  coefficient  cubical  dilatation  of  mercury.    Hence 

2iy{l  +  it(tf-15°-5)l    Xp)l+a(/-15°-5)} 
N  ~  A{l+y{l-lb°-6)\ 


=:^{l  +  (a-y)(<-15' 


•5)1, 


where 


1  +  k  (^-  15°'5)  +  (y-g)  (/-  W'6) 

N 


If  now  Av  be  the  difference  of  two  values  of  v  for  equilibrium 
positions  separated  by  an  interval  2, 

p  =  ^MfAs 
if  #  =  Av/;. 

Two  observations  were  made  with  the  mercury  at  different 
levels  W  and  h  to  eliminate  error  from  capillarity.  Calling  the 
two  values  of  Av//  for  these  observations  s\  «,  and  the  areas  of 
cross-section  of  the  trough  A',  A,  we  have,  if  d  be  the  mean 
breadth  of  the  trough  over  the  length  used, 

A'-A=bih'--h), 


Digitized  by  VjOOQIC 


METHOD  OF  LORENZ  609 

so  that 

mb^k^-h) 

and  from  this  the  ppecifio  resistance  of  mercury  at  15°*5  was 
calculated. 
The  coefficient  a  was  obtained  from  the  formula 

St  -  i2(»(l  +  -0008649/  +  -000001 12/«) .    .    .    (40) 

given  by  Mascart,  de  Nerville,  and  Benoit  for  the  resistance  of 
a  column  of  mercury  at  /®  in  a  glass  tube.     Thus 

-»W6  =  ^  X  1-013676 
and 

i?,  =  i?o{l  +(«-«/} (41) 

where    fi    is    the   coefficient  of   cubical  expansion   of    glass 
(=•000008).    Thus 

(a  -  /3)  X  15-6  =  -013675.. 
or 

a  X  15-5  =  013799. 

This  gave  the  mean  value  of  a  from  0  to  16°'6  which  was  used 
to  obtain  the  specific  resistance  of  mercury  at  0°  from  its  value 
at  15°*6.    The  equation  of  reduction  was  thus 

P16-6  =  f>o  X  1-013 (42) 

The  value  of  a  at  15°'6  or  a^^  5  was  obtained  by  calculating 
from  (40)  above 

^*  =  Jf^  X  (0008649  +  -00000224  X  16*5) 
at 

=  i^o  X  -00089962. 

But  by  (41) 

and  therefore 

015.5  =  -0009076, 

which  was  used  to  correct  the  experimental  results  for  the  small 
differences  between  16°'6  and  the  observed  temperatures. 
The  final  result  of  five  sets  of  experiments  gave  Final 

p  =  94067  C.G.S.  Result  of 

as  the  resistance  at  0°  C.  of  a  column  of  mercury  one  square     ments. 
centimetre  in  cross-section  and  one  centimetre  in  length. 
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Realized        According  to  thia  result  the  ohm  is  equal  to  the  resistance  at 

Value  of    Qo  q{  a  column  of  mercury  106*307  centimetres  long  and  one 

Merou"*     ^^^^^  millimetre  in  cross-section. 

Column  Joule's  method  is  in  principle  very  simple.  Supposing 
Method  of  a  current  of  strength  y  to  flow  through  a  wire  of 
resistance  B  for  a  time  t,  a  quantity  of  energy  yli^t  is 
spent  in  the  conductor.  This  is  expressed  in  ergs  if  y 
and  B  are  taken  in  C.G.S.  units  and  t  in  mean  solar 
seconds  of  time.  If  J?  be  the  heat  generated  in  the 
conductor  in  that  time,  then  it  J  he  the  work  equivalent 
of  the  unit  of  heat,  we  have 

y^Bt^Jff 
and  „      JH 

The  absolute  measurement  of  the  current  might  be 
made  with  su£Bcient  accuracy,  though  it  is  of  very  nearly 
the  same  order  of  diflBculty  as  the  determination  of  the 
ohm;  but  there  are  also  involved  exact  calorimetric 
determinations  which  require  great  care  and  skill. 
Over  and  above  all  these  is  the  determination  of  J"  with 
an  accuracy  equal  or  superior  to  that  to  which  it  is 
required  to  find  the  ohm,  say  to  1  in  10000.  This 
would  be  a  research  of  diflBculty  far  transcending  that 
of  the  measurement  of  absolute  resistance  by  most  other 
methods. 

For  descriptions  of  other  methods,  the  reader  may 
refer  to  Wiedemann's  ElektricUdt,  Band  *,  2*«  Abth. 

It  has  been  proposed  by  Prof.  Carey  Foster*  to 
modify  the  method  of  revolving  coil  by  rotating  the 
coil  on  open  circuit  and  applying  to  its  terminals  at 
•  B.A.  Report,  1881. 
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the  instant  when  the  inductive  electromotive  force  is  a     Carey 
maximum  a  diflference  of  potential  equal  and  opposite  Modifica- 
to  that  then  existing  at  the  terminals  of  the  coil.    This  J^^J^  9^ , 

.„  ,  1       ,      .  ,  .  1      1  .1  Method  of 

will  not  be  exactly  the  instant  at  which  the  coil  passes  Revolving 
through  the  meridian,  as  on  account  of  the  capacity  of  ^^^^ 
the  conductors  a  certain  retardation  of  phase  will  exist. 
This  applied  difference  of  potential  may  be  that 
existing  between  the  terminals  of  a  conductor  in  which 
a  current  7  is  flowing.  The  current  is  measured  by  a 
tangent  galvanometer  of  principal  constant  G,  and 
therefore  has  for  absolute  value  E  tan  a/G ;  so  that  the 
applied  diflference  of  potential  is  JRH  tan  a/G.  The 
induced  diflference  of  potential  has  the  value  AHco 
only.  Assuming  H  to  be  the  same  for  the  revolving 
coil  and  the  galvanometer,  we  have  therefore 

a* 
B  =  GAoD  cot  a  =  27rhin'a}  -rcot  a, 

a 

if  a  be  the  mean  radius  of  the  revolving  coil,  a'  that  of 
the  galvanometer,  n,  n\  the  numbers  of  turns  in  the  coils. 

Thus  error  of  measurement  of  the  mean  radius  a  is  of 
twice  the  importance  of  equal  proportional  error  in  a'. 

The  main  advantage  of  this  method  lies  in  the 
elimination  of  self-induction,  as  the  current  is  almost 
zero  at  each  instant.  In  its  practical  use  error  from 
thermo-electric  force  at  the  rubbing  surfaces,  and  from 
mutual  induction  between  the  wire  circuit  and  secondary 
circuits  in  the  ring  currents  would  have  to  be  guarded 
against. 

The  method  does  not  seem  to  have  been  applied  to 
a  complete  determination  of  absolute  resistance. 
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Table  of        The  following  table  extracted  mainly  from  a  Report  on  the 
Collected   'Absolute  Resistance  of  Mercury'  by  R.  T.  Glazebrook  {Brit 
^»*®^*8»    Mm,  Report^  1891),  contains  the  principal  results  obtained  since 
1881 :— 


Date. 
188« 

ObMrrar.                        Method. 

Value  of 
B.A.  unit 
in  Ohms. 

-98651 

Value  of 
Ohm  in 
Cms.  of 
Mercury. 

106^24 

1883 

{'^d^Ic'k*^."^'''"!:}    Mea«>dofLoren, 

•98«T7 

106^21 

18S4 

0.  Wiedemann    

Barth  Inductor ... 

— 

10619 

1884 

(Mascart.  de   Nenrille 
\    andBenoit      

'}    Induced  Currenta 

•98811 

106^88 

1887 

Rowland 

/Mean  of  BeveTal 
t    Methods 

•98844 

106^32 

1887 

Kohlrauach 

.    Damping  of  Magnet 

-98680 

106^82 

882  and 
1888 

^    Glarebrook 

Induced  Currents 

-     WfiCS 

106^29 

1890 

WuiUenmeier      

Induced  Currents 

•98688 

106-27 

1890 

Doncan  and  Wllkea  .. 
J.  V.  Jones 

Method  of  Lorenz 
Mean    

Method  of  Lorenz 

•9S634 

106-84 

•98663 

1890 

- 

106^807 

1884 

•H.F.Weber 

Induced  Currents 

— 

105-37 

— 

•H.  F.Weber 

Routing  Coil    ... 

- 

106-16 

1884 

•Roltl      

Induced  Currents 

- 

105-89 

1885 

•Himatedt     ..;    

— 

105-98 

1883 

•Wild      

/  Damping   of   a  \ 
t     Magnet / 

- 

10608 

1889 

•Dorn      

/  Damping  of   a  ^ 

- 

106  94 

1S85     •Lorenz Method  of  Lorenz  —  105-93 

It  has  been  decided  (1892)  by  the  British  Association  Committee  on  Electrical 
'Standards  to  define  the  ohm  for  practical  purposes  as  the  resistance  at  0*  of  a 
uniform  column  of  mercury  weighing  14'4521  gramn.es,  in  a  tube  106-3  cms.  long. 
This  corresponds  to  cross-section  1  sq.  mm.,  and  density  of  mercury  13-6956. 

•  The  absolute  measurements  here  referred  to  wtre  compared  with  standards  of 
German  silver  by  Siemens  or  Strecker.  The  values  in  mercury  units  of  thcce 
standards  were  certified  by  the  makers. 
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CHAPTER  XI 
COMPARISON  OF  UNITS 

The  experimental  comparison  of  the  ordinary  electro- 
static and  electromagnetic  units  of  an  electrical  quantity 
is  of  great  importance  in  the  electromagnetic  theory  of 
light,  as  it  enables  the  velocity  of  propagation,  accord- 
ing to  that  theory,  of  an  electromagnetic  disturbance  to 
be  determined  numerically,  and  compared  with  the 
observed  velocity  of  light  To  make  clear  how  the  Ratio  of 
ratio  of  the  two  units  of  the  same  quantity  is  related 
to  the  velocity  of  propagation  of  electromagnetic  waves, 
we  shall  use  here  one  or  two  illustrations  due  to  Clerk 
Maxwell,  modifying  however  the  mode  of  applying  them 
in  accordance  with  the  more  general  theory  of  dimen- 
sions adopted  in  Chapter  VIII.  above. 

It  ha<<  been  shown  (p.  118)  that  the  electromagnetic  lllustra- 
force  acting  on  an  element  cb  of  a  conductor  carrying  velocity 
a  current  7  in  a  magnetic  field  is  B<y  sin  dds,  if  B  be  the  ^^  ?''*^l**' 
magnetic  induction  at  the  element,  and  d  the  angle  Electro- 
between  the  element  and  the  direction  of  the  magnetic  "J[|^®Jj^° 
induction. 

If  the  field  be  produced  by  a  current  7'  on  a  straight      First 
conductor  parallel  to  ^  at  distance  h  from  it,  we  get  by      ti^^  " 
integration    of  the    expression   y  sin  O'ds'/r^  (p.    143 
above)  the  expression  2ylb  for  the  field  intensity  at  ds 
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due  to  the  current  7',  if  the  conductor  in  which  it  flows 
be  infinitely  long.  Hence,  if  /^  be  the  permeability  of 
the  medium,  the  electromagnetic  forc^  on  ds  is  ^fjuyy'dsjb ; 
and  if  the  first  conductor  be  straight  the  force  on  a 
length  J/2  is  /A77'. 

Now  let  the  quantities  of  electricity  7^,  7'^,  conveyed 
by  the  currents  in  time  t,  be  used  to  charge  two  spheres 
whose  centres  are  at  a  distance  r  apart  great  in  com- 
parison with  the  radius  of  either.  The  electrostatic 
repulsion  between  the  spheres  would  then  be  77'^/jrr*, 
if  K  denote  the  electric  inductive  capacity  of  the 
medium.  If  r  be  chosen  so  that  this  force  is  the  same 
as  the  attraction  between  the  conductors  exerted  on  a 
length  equal  to  half  the  distance  between  them,  we 
have 

or 

1        r* 

k^r^ (^) 

that  is,  l/xZ/^iTmay  be  expressed  as  a  velocity.  This 
is  true  whatever  hypothesis  as  to  dimensions  is  adopted 
for  fi  and  K. 

This  velocity,  moreover,  is  perfectly  definite.  For, 
if  t^JT^  remain  constant,  the  electrostatic  force  of  re- 
pulsion between  the  spheres  will  remain  unchanged, 
while  their  charges  are  increased  at  the  time-rates  7, 7', 
respectively;  and,  therefore,  l/xZ/iK  is  equal  to  the 
velocity  with  which  the  spheres  must  be  separated  in 
order  that  their  mutual  repulsion  may  then  remain 
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equal  to  the  force  of  attraction  on  a  len'gth  of  either  of 
the  parallel  conductors  equal  to  half  the  distance  be- 
tween them.  It  has  been  shown,  p.  200  above,  that 
iJKfiis  the  velocity  of  propagation  of  an  electromag- 
netic wave  in  an  isotropic  insulating  medium. 

If  now  we  denote  by  v  the  ratio  of  the  electromag-    ^Unitg 
netic  to  the  electrostatic  unit  of  quantity,  the  charges        of 
on  the  spheres  expressed  in  ordinary  electrostatic  units  conSdered 
are,  if  7,  7',  now  denote  the  ordinary  electromagnetic       ^  * 
measure  of  the  currents,  vy,  vy'.     Hence  the  force 
between  the  two  spheres  is 

where  K^  denotes  the  specific  inductive  capacity  of  the 
medium,  defined  in  the  ordinary  way  as  the  ratio  of  the 
electric  inductive  capacity  to  that  of  the  medium  of 
reference  (air  or  vacuum  for  example).  But  if  fi^  denote 
the  ordinary  electromagnetic  value  of  the  permeability 

^  =  ^ (2) 

If  the  medium  be  air,  for  which  ^,  =  1   /i^  =  1,  we 
have 

*  =  v^ (') 
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or  f?  is  equal  to  the  velocity  of  propagation  of  an  electro- 
magnetic disturbance  in  air. 
Second         The  following  illnstration,  also  dae  to  Maxwell,  gives  a  re- 
lllnstra-    markable  physical  meaning  to  the  velocity  1/ ^/fiK  of  propaga- 
^^^^'       tion  of  an  electromagnetic  disturbance.    In  the  first  place  it  is 
assumed  that  an  electrified  surface  in  motion  may  be  regarded 
as  equivalent  to  a  current. 

This  assumption  is  justified  by  the  experiments  of  Rowland, 

who  has  found  that  a  statically  electrified  surface  set  into  rapid 

motion  affects  a  magnet  properly  placed  in  its  vicinity,  and  has 

made  measurements  of  the  magnitude  of  the  effect  produced. 

Repulsion      Considering  then  a  plane  sui^ace  of  indefinite  extent  electrified 

between    ^^  ^  surface  density  <r  taken  in  any  chosen  system  of  units,  we 

Two  Elec-  have  ua-  as  the  measure  of  the  convection  current  across  unit 

trified      breadth  at  right  angles  to  the  direction  of  motion,  if  t«  be  the 

Surfaces,    velocity.    Let  now  another  surface  parallel  to  the  first  and  at  a 

distance  b  from  it  be  electrified  to  a  uniform  density  <r',  and 

move  with  velocity  u\  in  the  same  direction  as  in  the  former 

case.    A  current  in  this  case  of  strength  uV,  per  unit  of  breadth 

of  the  electrified  surface,  may  be  regarded  as  flowing  parallel  to 

the  former  current. 

The  two  surfaces  will  repel  one  another  electrostatically  and  at- 
tract one  another  electromagnetically.     The  electrostatic  repul- 
sion between  two  elements  of  surface  dS,  dS\  at  distance  r  is 
a-dS.adS'lKr^^  and  integrating  over  the  first  surface  we  get 
2^0-0-' dS' I K  for  the  resultant  force  on  an  element  dS'  of  the 
second  surface.     Hence  the  force  over  unit  area  is  ^mra-'/K, 
Attraction      The  electromagnetic  force  between   the  two   plane  current 
between    sheets  can  be  found  as  follows.     Consider  two  narrow  strips  of 
Two       the  two  planes  in  the  direction  of  motion.     Let  dz,  <//,  be  their 
Moving     breadths,  and  r'  the  distance  of  the  second  strip  from  a  plane 
Electnfiea  coinciding  with  the  first  strip,  and  cutting  the  two  moving  plane 
burtaces,    guj^a^es  at  right  angles.    The  distance  between  the  two  strips  is 
M  Two      V^*  +  ^'^'      1^^®   attraction    between    them  is    fiua'dz.2u'a^dz'/ 
Plane       ^b^  -\-  /*  per  unit  of  length  of  either.    The  total  attraction. 
Current    F  say,  per  unit  of  length  on  the  strip  of  breadth  dz,  is  at  right 
Sheets,     angles  to  the  planes,  and  can  be  found  by  resolving  the  attrac- 
tion just  found  in  that  direction,  and  integrating  from  r'  =  —  oo 
to  z'  ^  +  00 .    Thus 

+  00 
—  00 

=  2irfxuu'<r<r'dz. 
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Thus  the  electromagnetic  attraction  on  unit  area  of  either 
plane  is  2fl-fttttt'<r<r'. 

If  the  electrostatic  repulsion  be  supposed  to  balance  the 
electromagnetic  attraction  and  u  be  taken  equal  to  u',  we  get 

27rcrcr'       „        «     , 
A  '^ 

or 

"'%i    w 

Thus  the  velocity  of  propagation  of  an  electromagnetic  disturb- 
ance in  the  medium  is  equal  to  the  velocity  with  which  the  two 
electrified  planes  must  move  relatively  to  the  medium  in  order 
that  there  may  be  no  mutual  force  between  them. 

It  has  been  shown  above  (p.  535)  that  v  may  be    Methods 
obtained  from  the  ratio  of  the  electrostatic  and  electro-  ^ning  v. 
magnetic  measures  of  any  electric  or  magnetic  quantity. 
It  has  been  found  experimentally  in  at  least  six  of  the 
following  different  ways : — 

I.  By  measuring  electrostatically  and  electromag- 
netically  a  given  quantity  of  electricity. 

II.  By  measuring  electrostatically  and  electromag- 
netically  a  given  difference  of  potential. 

III.  By  comparing  the  value  of  the  electrostatic 
capacity  of  a  given  standard  condenser,  obtained  by 
calculation  from  its  dimensions  and  arrangement,  with 
its  capacity  in  electromagnetic  measure  as  given  by 
experiment. 

IV.  By  comparing  an  electrostatic  capacity,  obtained 
by  calculation  as  in  III.,  with  the  self-inductance  of 
a  coil. 

V.  By  determining  (in  either  system  of  units)  the 
product  CL  of  the  capacity  of  a  given  cojidenfiejc^nd 

>y>  OF  Tn:T    ^-^v^ 
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the  self-inductance  of  a  gi^ren  coil,  and  comparing  this 
with  the  product  of  the  electrostatic  value  (7,  of  the 
capacity  and  the  electromagnetic  value  Z^  of  the  self- 
inductance.  [The  product  CL  is  the  same  in  both 
systems  of  units.] 

VI.  By  measuring  electrostatically  and  electromag- 
netically  a  given  resistance. 

VII.  By  observation  of  the  period  of  oscillatory  dis- 
charge of  a  condenser  of  known  capacity  (in  electrostatic 
units),  through  a  circuit  of  known  self-inductance. 

Experi-  The  first  attempt  to  determine  v  was  made  by  Weber 
AVeberand  M^d  Kohlrausch,  who  employed  method  I.*  A  Leyden 
^°^h  J^^  ^^  charged  to  a  potential  measured  electrostatically 
by  means  of  an  electrometer,  and  was  then  discharged 
through  a  ballistic  galvanometer,  which  measured  by 
the  throw  of  the  needle  the  quantity  of  electricity  with 
which  the  jar  was  charged.  This  quantity  was  known 
in  electrostatic  measure  from  the  measured  potential 
and.  the  capacity  of  the  jar,  which  was  obtained  by 
comparison  with  that  of  a  sphere  insulated  at  a  distance 
from  other  conductors.  The  value  obtained  for  v  was 
31,074,000,000  cms.  per  second. 

This  determination  cannot  be  regarded  as  one  of  high 
accuracy,  chiefly  on  account  of  the  unsuitableness  of  a 
condenser  with  a  solid  dielectric  for  exact  experiment. 
The  construction  also  of  absolute  electrometers  for  exact 
work  had  not  then  been  brought  to  so  high  a  pitch  of 
excellence  as  has  since  been  reached. 

A  determination  by  this  method    with  the  most 

*  AhK  d.  Kdnigl  SOchs.  Qes.  <L  JFisKUS,  1856. 
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refined    appliances    has    since    been    carried   out   by  Rowland's 
Professor  Rowland  at  Baltimore,*  and  of  this  we  give     ments. 
here  a  more  detailed  account. 

The  electrometer  employed  was  an  absolute  instrument  made  Details  of 
on  Tbomson^s  guard-ring  principle.    The  protected  disk  was     Electro- 
10*18  cms.  in  diameter,  and  was  suspended  in  an  aperture  in  the      meter, 
guard-ring  of  1  mm.  greater  radius. 

The  diameters  of  the  guard-plate  and  attracting-plate  were 
each  330  cms.  The  surfaces  were  all  nickel  plated,  and  worked 
true,  80  that  the  distance  between  the  surfaces  could  be  accu- 
rately found.  The  disk  could  be  adjusted  in  the  plane  of  the 
guard-ring,  and  the  attracting-plate  and  disk  to  parallelism,  to 
^  mm.  External  action  was  screened  from  the  disks  by  a  case 
of  sheet  brass. 

The  protected  disk  was  hung  from  one  arm  of  a  sensitive 
balance,  and  the  exact  position  of  the  beam  was  observed  by 
means  of  a  hair  moving  in  fiont  of  a  scale  in  the  manner 
described  above  (Vol.  I.  p.  263). 

la  the  actual  use  of  the  electrometer,  since  the  suspended  disk    Mode  of 
could  not  be  in  stable  equilibrium  under  the  action  of  electro-      Using 
static  attraction,  its  swing  was  limited  to  a  range  of  A  mm.  on     Electro- 
each  side  of  the  sighted  position ;  and  the  attracting-plate  then      meter, 
placed  at  two  near  positions,  for  one  of  which  the  plate  rose 
above  the  sighted  position,  for  the  other  fell  below  it.  The  mean 
of  these  was  taken  as  the  reading  for  the  position  of  the  attract- 
ing-plate. 

If  d  be  the  distance  of  the  electrometer  plates  apart,  to  the 
weight  on  the  balance,  and  S  the  area  of  the  disk,  we  have  (see 
Vol.  I.  p.  58)  for  the  electrostatic  measure,  Fiy  of  the  difference 
of  potential  between  them 

f;^^ (6) 

and  by  a  formula  given  by  Maxwell  j*  for  the  effective  area  of  a 
protected  disk  of  radius  j^,  in  an  opening  of  radius  E'^ 

^=i^{/2'^+J28-(i2'«-J2a)^J    ...    (6) 
where  a^^iR'  -  H)  (log  2)/ir  =  '221  {Sf  -  JR)  nearly. 


VOL.  II, 


♦  PhU.  Mag.     Oct.  1889. 

t  El,  and  Mag.  vol.  i.  Art.  201. 


B  R 
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Thus  the  working  equation  for  F^  was 


r,.m2Xd^l{i  +  -^\ 


r 


■     ■     (7) 


Galvano- 
meter. 


Deter- 
mination 
of  Con- 
stant of 
Galvano- 
meter. 


Standard  The  standard  condenser  consisted  of  two  concentric  spheres. 
Con-  The  spheres  were  very  accurately  constructed,  and  the  inner  was 
denser,  hung  concentrically  within  the  outer  by  a  silk  cord  (see  also  p.  629 
below).  Two  balls  of  different  diameters  were  provided  for  use 
as  inner  spheres.  The  electrostatic  capacity  was  obtained  by 
determining  the  diameters  of  the  balls  by  weighing  in  water, 
and  was  50069  C.G.S.  or  29*556  C.G.a  according  as  the  larger 
or  smaller  inner  sphere  was  used. 

The  galvanometer  used  for  the  discharges  was  a  specially 
constructed  and  carefully  insulated  instrument  It  had  two 
coils,  each  of  about  5600  turns  of  No.  36  silk-covered  copper 
wire.  These  were  fixed  on  the  two  sides  of  a  plate  of  vulcanite. 
The  needle  was  surrounded  by  a  metal  box  to  screen  off  possible 
electrostatic  action  of  the  coils  from  the  needle. 

The  constant  of  this  galvanometer  was  determined  by  com- 
parison with  the  galvanometer  described  above  (p.  547).  The 
constant  of  this  had  been  slightly  altered,  and  was  now  found 
to  be  by  measurement  of  its  coils  1832*24,  by  comparison  with 
an  electrodynamomet^r  1833*67,  and  by  comparison  with  a  single 
circle  (p.  548)  1832*56,  giving  a  mean  of  1832*82  instead  of 
1833*19  as  before.  The  ratio  of  the  constant  of  the  new  gal- 
vanometer to  this  was  found  to  be  10*4141,  so  that  for  the 
ballistic  galvanometer  used 

Q  -  19087, 

including  the  factor  for  the  number  of  turns. 
Deter-         An  absolute  electrodynamometer  on  Helmholtz's  double-coil 
mination   principle,  similar  to  that  described  at  p.  365  above,  was  used  to 
of  J^at    find  the  directive  force  H  at  the  ballistic  galvanometer,  at  any 
Ballistic   instant  during  the  progress  of  the  experiment,  so  as  to  eliminate 
Galvano-    magnetic  changes    which  were  continually  going   on  in  the 
meter     building  used  for  the  investigation  ;  changes  which  were  all  the 
more  important  as  H  was  only  about  \  of  the  horizontal  com- 
ponent of  the  earth's  field  at  the  place.    The  suspension  of  the 
instrument  was  a  bifilar  one,  and  it  was  found  that  no  correction 
was  necessary  for  the  torsion  of  the  wire. 

It  follows  from  (10),  p.  368  above,  that  if  <?  be  a  constant  de- 
pending on  the  coils,  and  the  electrodynamometer  be  set  up  so 
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tliat  H  does  not  afEect  it,  or  readings  be  taken  so  as  to  eliminate 
it,  and  the  same  current  pass  through  both  coils,  we  may  write 

y  =  e^F^Binfi, (8) 

where  JPis  the  coefficient  of  sin^,  in  the  couple  applied  by  the 
hifilar,  /3  being  the  angle  through  which  the  suspension  head  is 
turned  to  bring  the  suspended  coil  back  to  parallelism  with  the 
fixed  coil.  But  it  is  clear  that,  if  mk^  be  the  moment  of  inertia 
of  the  coil,  by  the  theory  of  simple  harmonic  motion  we 
have  PIP  =  -  4ir*/T«,  and  /i'=  -  F  sin  p/mk^,  so  that 

Thus,  including  29r  in  the  constant  c,  we  have 

y^c^Jmf^^^-Q ^gj 

for  the  electrodynamometer. 

The  value  of  c  was  calculated  from  the  particulars  of  the 
coils  which  were 

Large  Coils.  Suspended  Coils. 

Mean  radius l3'74Lcms.  2'760  cms. 

Meandistonce 13-786    „  2*707    „ 

Radial  depth '84    „  -41     „ 

Axial  width '86    „  '38    „ 

No.  of  turns 240  126 

From  which  by  (10)  p.  368  above,  and  the  values  of  Gi,  ^i,  given 
at  p.  269 

e  =  -012914.* 

To  verify  this  constant  a  circle  80  cms.  in  diameter  was  made 
and  used  as  the  coil  of  a  tangent  galvanometer.  The  ballistic 
galvanometer  was  set  up  so  that  its  needle  was  at  the  centre  of 
this  circle,  and  acted,  when  required,  as  the  suspended  needle  of 
the  tangent  galvanometer  of  which  the  circle  was  the  coil.  The 
current  from  the  electrodynamometer  was  passed  through  the 
circle,  and  the  horizontal  field  intensity  H  deduced  from  the 


by  Em- 
ploy  men  t 
of  Elec- 
tro- 
dynamo- 
meter. 


Constant 
of  Elec- 

tro- 

dyiiamo- 

meter. 


*  This  is  doable  the  value  given  by  Prof.  Rowland  in  his  paper. 
The  fall  period  of  vibration  appears  in  equation  (7),  whereas  Prof. 
Rowland  osed  the  half  period. 

R  R  2 
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galvanometer  deflectioD  and  the  current  as  given  by  the  electro- 
dynamometer.  The  value  of  U  was  found  also  by  the  magnetic 
method,  and  the  two  results  were  found  to  differ  bv  only  about 
1  in  1000.  Thus  the  tangent  galvanometer  gave  ^^='006451, 
and  the  mean  '006454  of  this  and  the  former  result  was  used. 

The  moment  of  inertia  ml^  was  found  by  placing  weights  at 
different  distances  along  a  tube  passed  through  the  centre  of  the 
suspended  coil,  and  observing  the  period  of  free  swing  of  the 
coil.    It  was  tlius  found  that  mi^  =  826*6  in  gramme-centimetre 
units. 
Method        '^^^  value  of  H  at  the  needle  of  the  ballistic  galvanometer 
of  Deter-   was  found,  when  required,  by  sending  the  same  current  through 
mining  H,  the  dynamometer  and  the  galvanometer,  observing  the  deflec- 
tions in  the  two  cases,  calculating  the  value  of  the  current  from 
the  deflection  from  the  former,  and  hence  deducing  H  by  the 
tangent  galvanometer  formula. 
Method  of      The  condenser  was  charged  by  being  connected  to  a  laige 
Ezperi-     charged  battery  of  Leyden  jars.    This  battery  was  kept  con- 
menting.    nee  ted  to  the  electrometer.    The  potential  reading  was  first 
observed,  then  the  battery  connected  to  the  condenser  for  an 
instant,  after  which  the  condenser  was  disconnected  from  the 
Leyden  jar  battery  and  discharged  through  the  ballistic  galvano-* 
meter.    This  was  repeated  1,  2,  3, 4,  or  5  times  in  succession,  so 
that  the  galvanometer  received  that  number  of  verv  nearly  equal 
impulses  in  the  same  direction  before  it  had  moved  far  from  the 
position  of  rest.    The  reading  of  the  position  of  the  electro- 
meter attracting  disk  was  again  taken  after  the  series  of  impulses, 
on  disconnection  of  the  battery  from  the  condenser,  and  was 
slightly  less  than  before  of  course.    Corrections  for  the  dis- 
placements of  the  needle  from  zero  at  the  times  of  the  successive 
impulses  were  calculated  and  applied. 

The  mean  of  the  electrometer  readings  before  and  after  a 
single  discharge  was,  with  a  correction,  taken  as  the  potential  of 
that  discharge.  This  correction  arose  from  the  fact  that  the 
first  reading  was  higher  than  that  for  the  potential  of  discharge 
by  a  certain  small  amount  depending  on  the  capacities  of  the 
battery  of  jars  and  the  condenser.  It  was  obtained  by  multiply- 
ing the  mean  reading  d  of  distance  between  the  plates  by  a 
factor  1  —  '0013,  when  the  larger  sphere  was  used  in  the  con- 
denser, and  by  the  factor  1  —  *0008  when  the  smaller  sphere 
was  used.     The  other  series  were  similarly  corrected. 

A  correction  was  applied  for  the  time  occupied  in  producing 
the  series  of  impulses.  This  was  calculated  approximately  on 
the  supposition  that  the  time  between  one  impulse  and  the  next 
was  i  of  a  second^  and  without  taking  into  account  the  altered 
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position  of  the  magnet  relatively  to  the  coil  or  the  induced 
magnetism  of  the  needle.  The  inclination,  however,  of  the 
magnet  to  the  plane  of  the  coil  would  cause  the  impulsive 
couple  on  the  needle  to  be  less  for  impulses  later  than  the 
first,  while  the  induced  magnetization  of  the  needle  brought 
about  by  the  same  inclination  would  have  an  opposite  effect 
Prof.  Rowland  came  to  the  conclusion  by  experiment  that  no 
sensible  error  from  neglect  of  these  refinements  of  correction 
could  result. 

The  principal  equations  used  in  reducing  the  results  were  (7) 
above,  and  others  obtained  as  follows  : — 

First,  the  ballistic  galvanometer  equation  for  the  quantity,  Q 
(in  electromagnetic  units),  of  electricity  discharged,  is 


where  6  is  the  ballistic  deflection,  corrected  for  everything 
except  damping. 

But  if  Ci  be  the  capacity  of  the  condenser  in  electrostatic 
units,  and  N  the  number  of  discharges^ 


V 


(11) 


Also  H  was  obtained  from  the  constant  current  measured  by 
the  dynamometer  while  it  flowed  round  the  80  cms.  circle,  at  the 
centre  of  which  the  ballistic  galvanometer  needle  was  situated. 
Thus  denoting  by  ^  the  deflection  of  the  needle  produced  by  the 
constant  current,  by  r  the  radius  of  the  large  circle,  and  by  6  the 
distance  of  its  plane  from  the  centre  of  the  ballistic  needle,  we 
have  by  (9)  and  the  elementary  theory  of  the  tangent  galvano- 
meter 


80  that 


K= -^T— VsiniS^^-^^— ^  tan  0, 


H= 


2nf^c  >/mk^  sin  j8 


(12) 


Using  this  in  (10),  equating  to  (11),  and  solving  for  v  we 
find 


V— 


f^e  'Jmk'  sliT^  (1  +  JX)  sin  \e  ' 


(13) 


CJorrec- 
tion  for 
Time 
occupied 
by  Im- 
pulses on 
Needle. 


Reduc- 
tion of 
Results. 


(10) 
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where  V$  is  given  by  (7),  and  Ct  by  the  dimensions  of  the 
condenser. 
Deduc-         .The  approximate  equation 
tion  of 

l^^el"  2sini^=i|(l-iJ) (14) 

tions  from 

Readings. 

was  used  to  find  tlie  value  of  sin  \B  from  the  observed  deflection 
d  and  th«  scale  distance  D,  This  approximation  is  easily  obtained 
as  follows :  since 

d/2) .  ton  2B  =  2  sin  ^  cos  d/(l  -  2  sin«^, 
or 

«l-28in»^ 


8in^=i 


-^  Vl-sin*^ 


Putting  sin  ^  a  ^  d/2)  on  the  right  the  equation  becomes 
approximately 

or 

2sini^=i^A-|^^^— 1-^— . 

In  the  last  factor  on  the  right  which  is  not  very  different  from 
unity  sin^^  may  be  put  equal  to  d/42).  The  equation  then 
becomes 

The  value  of  tan  <^  was  calculated,  by  successive  approxi- 
mation from  the  value  of  tan  2</>  given  by  ^^  and  the  distance  Z^^ 
of  the  scale  from  the  mirror,  so  that 

ta„<.=i|(l-l^;  +  i|).    .    .     .    (16) 
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Nnmberof 
Discharges. 

Mean  result  in  cms. 
per  second. 

Number  of  results 

of  which 
mean  was  taken. 

1 
2 
3 
4 
5 

298-80  xlO« 
298-48x108 
297-26x108 
29716x108 
296-69x108 

9 
6 
5 
6 
5 

To  these  were  given  weights  inversely  as  the  number  of  dis- 
cbarges, except  in  tbe  case  of  tbe  first  which  was  given  twice 
tbe  weight  of  the  second,  on  account  of  tbe  larger  number  of 
observations.  Thus  tbe  final  result  obtained  was  «= 2*9815x10^" 
in  cms.  per  second. 

Determinations  by  method  II.  which  is  due  to  Lord 
Kelvin  (Sir  W.  Thomson)  have  been  made  by  Lord 
Kelvin  himself,*  Mr.  D.  McKichan,f  F.  Exner,}  and 
Mr.  R  Shida.§ 

A  current  is  made  to  flow  through  a  coil  the  absolute 
value  B  of  the  resistance  of  which  is  known,  and  the 
current  is  measured  electromagnetically  by  an  absolute 
current-meter,  while  the  difference  of  potential  between 
the  extremities  of  the  coil  is  measured  by  an  absolute 
electrometer.  If  V  be  the  difference  of  potential  in 
electrostatic  measure,  the  work  done  in  the  passage  of 
one  electrostatic  unit  of  electricity  is  V,  But  one 
electrostatic  unit  of  electricity   is   l/v  of  an  electro- 

♦  Pkil  Trans.  RS.  1868, 
t  Ibid.  1879. 
t   fFien.  Ber.  86,  1882. 
§  PhU.  Mag.  10,  1880. 
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magnetic  unit ;  and  if  7  be  the  measured  current,  the 
time  ^  taken  for  a  quantity  Ijv  of  electricity  to  pass  is 
]/v7.  Hence  the  work  done  in  the  conductor  or  r^Rt 
isyR/v.     Thus 

-^^ (16) 

The  result  therefore  involves  the  absolute  value  of  a 

resistance  It  in  electromagnetic  units.     Now  in   the 

earlier  experiments  by  this  method  the  resistance  of  a 

conductor  was  not  known  with  accuracy,  and  the  results 

are  unreliable,  unless  some  means  exists  of  converting 

the  values  of  B  which  were  used. 

Results.        Lord  Kelvin's  first  result  (corrected  for  the  value  of 

the   B.A.   unit)   was   2*808  x  10^®    cms.    per    second, 

Mr.  D.  McKichan s  2896  x  10^<*  cms.  per  second. 

Shida's         Shida*s  determination   was    made   later  and    gave 

ments.     V  =  2*955  X  10^^  cms.  per  second.     The  diflference  of 

potential  at  the  terminals  of  a  battery  of  large  tray 

Daniell  cells  was  measured  by  a  Thomson's  absolute 

electrometer,   while   the   current    maintained   by   the 

battery  through  a  tangent  galvanometer  was  measured. 

Tn  reducing  hie  results  Mr.  Shida  rnultiplied  both  numerator 
and  denominator  of  (16)  by  the  factor  (R  +  r)IR,  where  r  was 
the  resistance  of  the  battery  and  connections.  On  this  account 
the  accuracy  of  the  result  was  mistakenly  called  in  question. 
For  though  the  factor  R+r  was  of  uncertain  value,  its  introduc- 
tion in  both  numerator  and  denominator  could  in  no  way  affect 
the  value  of  the  ratio  yR/V.  The  real  ground  for  uncertainty 
lay  in  the  construction  of  the  tangent  galvanometer,  which  could 
barely  work  up  to  the  degree  of  accuracy  required. 

A  measurement  of  v  was  made  by  this  method  again  in  1889 
by  Lord  Kelvin,  who  used  an  improved  absolute  electrometer  of 


Digitized  by  VjOOQIC 


UNITS  OF  POTENTIAL 


617 


his  own  invention ;  but  the  details  of  the  investigation  do  not 
seem  yet  to  have  been  published.    The  result  obtained  was 

V  —  3-004  X  W^  cms.  per  second. 

Exner's  result  obtained  by  a  modification  of  this  method  was 
with  the  value  '941  ohm  for  one  Siemens'  unit,  2*92  x  10®  cms. 
per  second. 

Another  form  of  this  method  has  been  given  by 
Maxwell,*  and  used  by  him  in  a  determination  of  v. 
The  electromagnetic  repulsion  between  two  parallel 
coils  produced  by  the  same  current  flowing  in  opposite 
directions  through  them,  was  balanced  by  the  attraction 
between  two  disks  to  the  backs  of  which  the  coils  were 
attached,  and  between  which  a  difference  of  potential 
was  produced  by  another  current  the  ratio  of  which  to 
the  former  current  was  known.  One  of  the  disks  was 
the  protected  disk  of  a  Thomson's  guard-ring  condenser, 
and  to  the  back  of  this  one  of  the  coils  was  attached 
directly :  the  other  coil  was  carefully  insulated  from  the 
attracting  disk  by  a  plate  of  glass  and  a  layer  of 
insulating  material 

The  apparatus  is  shown  in  Tig,  139,  and  shortly  described  in 
the  list  of  references  attached.  The  small  disk  ^diameter  four 
inches)  and  attached  coil  were  carried  at  one  end  of  a  torsion 
balance  suspended  by  a  No.  20  copper  wire  from  a  graduated 
torsion  head  movable  b^  a  tangent  screw.  The  disk  and  coil 
were  protected  by  a  oyhndrical  brass  box  7  inches  in  diameter, 
one  end  of  which  formed  the  guard-ring.  The  disk  carried  on 
the  side  towards  the  interior  of  the  box  a  glass  scale  divided  to 
j^  of  an  inch,  which  was  viewed  by  a  reading  microscope  fixed 
on  the  outside  of  the  box. 

To  eliminate  the  turning  couple  due  to  the  earth's  field  a  coil 
was  attached  to  the  other  end  of  the  balance,  and  connected  with 
the  first  coil  in  such  a  way  that  the  current  flowed  through  tlie 
coils  in  opposite  directions. 

♦  Phil.  Trans.  RS.  158  (1868),  or  Eep,  of  Papers,  Vol.  II.  p.  125. 
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The  attracting  disk  (which  was  6  inches  in  diameter)  was,  with 
its  attached  coil,  on  a  slide  worked  by  a  micrometer  so  that  the 
distance  of  the  disks  could  be  varied  and  measured.  The  plane 
of  this  disk  was  adjusted  parallel  to  the  guard-ring,  which  was 
placed  exactly  vertical  by  means  of  adjusting  screws. 


S^tJL 


Fio.  139. 


A.   Suspended  disk  and  coll. 

A'.  Coanterpoise  disk  and  coil. 

C.    Fixed  disk  and  coil. 

i?l.  Great  battery. 

£3.  Small  battery. 

61.  First  coil  of  Galvanometer. 

Oj.  Soconi  coil  of  Galvanometer. 

JB.    Great  resistance. 

T.   Torsion  head  and  tangent  screw. 


K. 
O. 


ra 
n— r>- 


Double  key. 
Graduated  glass  scale. 
Electrode  of  fixed  disk. 
Current  through  the  three  coils 

and  O). 
Cnrrent  through  R. 
Current  throrgh  Gi. 
Cnrrent  throuKh  S. 


Adjust- 
ment of 
Appa- 
ratus. 


The  graduations  of  the  glass  scale  and  the  micrometer  were 
compared  by  pressing  the  suspended  disk  forward  by  a  light 
spring  against  the  large  disk,  and  then  working  the  screw  so  as 
to  send  the  small  diijk  back  towards  the  plane  of  the  guard-ring, 
while  readings  of  the  micrometer  were  taken  for  successive 
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divisions  of  the  glass  scale.  This  motion  was  quite  regular  until 
the  large  disk  came  into  contact  with  the  guard-rin^  ftt  one 
point  It  was  found  then  that  a  motion  of  about  ^^(^jf  of  an  inch 
sufficed  to  bring  the  whole  of  the  guard-ring  into  contact  with 
the  large  disk. 

When  the  small  disk  had  thus  been  brought  into  the  plane  of 
the  g^ard-ring,  the  reading  microscope  had  its  cross-wires 
focussed  on  a  known  division  of  the  glass-scale,  and  two  pieces 
of  silvered  glass  were  fixed,  one  to  the  back  of  the  guard-ring, 
the  other  to  the  back  of  the  suspended  disk,  so  that  when  the 
disk  and  guard-ring  were  in  one  plane  those  mirrors  were  also, 
and  gave  a  continuous  ima^e  of  objects  in  front  of  them.  This 
arrangement  gave  a  test  of  coplanarity  of  the  surfaces  to  j^^ 
of  an  inch. 

The  torsion  wire,  which  was  of  soft  copper  stretched  to  straight- 
ness,  seemed  in  great  measure  free  from  imperfectness  of 
elasticity.  The  torsion  balance  could  be  adjusted  by  moving 
the  supporting  pillar,  which  could  be  adjusted  and  clamped  in 
position  bv  screws  at  its  base.  The  balance  itself  could  be  raised 
or  lowered,  turned  about  any  horizontal  axis  by  sliding  weights 
attached  to  it,  and  about  the  axis  of  suspension  by  the  torsion 
head. 

A  large  battery,  the  property  of  Mr.  Gassiot,  containing  2600 
cells  charged  with  bichloride  of  mercury,  was  used  to  electrify 
the  disks.  One  terminal  of  the  battery  was  connected  through  a 
.  key  with  the  large  disk,  the  other  with  the  case  of  the  instru- 
ment^ and  the  circuit  between  was  composed  of  a  large  resist- 
ance of  over  a  megohm,  in  series  with  one  (hereafter  called  the 
first)  coil  of  a  standard  galvanometer  shunted  by  a  coil  of  resist- 
ance S. 

A  current  was  sent  from  another  battery  through  a  second  coil 
of  the  tangent  galvanometer  (in  the  direction  opposed  to  the 
other  coil),  through  the  coil  behind  the  large  disk,  and  thence  to 
the  suspended  coils  by  the  suspension  wires.  A  common  con- 
nection was  given  to  earth,  the  case,  and  the  other  electrode  of 
the  battery,  by  a  copper  wire  hanging  from  the  centre  of  the 
torsion  balance,  and  dipping  into  a  mercury  cup. 

When  the  suspended  disk  was  at  rest  at  zero  the  battery  con- 
tacts were  made  simultaneously,  and,  according  as  the  suspended 
disk  was  attracted  or  repelled,  the  other  was  moved  farther  from 
or  nearer  to  the  suspended  one.  It  was  necessary,  on  account  of 
the  instability  of  the  small  disk,  when  at  the  zero  position  under 
the  action  of  the  electric  forces,  to  work  the  micrometer  disk 
gradually  up  by  successive  trials  from  a  distance  initially  too 
great,  making  contacts  as  zero  was  approached,  so  as  if  possible 


Adjust 
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Theory  of 
Method. 


to  bring  the  suspended  disk  to  rest  under  the  action  of  the 
opposing  forces  due  to  the  disks  and  coils.  An  observer  at  the 
galvanometer  altered  tlie  shunt  S^  while  the  contacts  were  being 
made^  so  as  to  bring  the  needle  to  zero. 

To  compare  the  magnetio  effects  produced  by  the  two  galva- 
nometer coils  at  the  needle,  a  current  was  sent  through  the 
second  coil  of  the  galvanometer,  then  through  a  divided  circuit, 
consisting  of  a  resistance  of  31  B.  A.  units  placed  across  a  branch 
made  up  of  tlie  first  coil  of  the  galvanometer  and  an  added  re- 
sistance S*,  The  latter  resistance  was  varied  until  the  effects  on 
the  needle  balanced  one  another. 

If  F  denote  in  electrostatic  units  the  difference  of  potential 
between  the  disks,  a  the  radius  of  the  small  one,  and  6  their 
distance  apart,  the  attraction  between  them  was,  clearly, 

2  6  47r6  8        ^ 

The  repulsion  between  tlie  two  coils  is  y^dM/dx,  if  y  be  the 
current  in  each,  s  the  distance  apart  of  their  mean  planes,  and 
M  their  mutual  inductance.     Thus  we  have 


8       b*       '    dr' 


(17) 


But  the  difference  of  potential,  F,  between  the  disks  is  pro- 
duced by  the  large  battery,  which  sends  a  current  y|  through  the 
resistance  if,  and  a  current  yiS/(G  +  S),{=y%  say),  through  the 
first  coil  of  the  galvanometer,  if  G  denote  the  resistance  of  that 
coil.  Hence  if  ^  be  the  electromagnetic  measure  of  this  difference 
of  potential 

^  =  {^  +  ^h o») 

Again  if  Fi,  F,,  be  the  magnetic  forces  produced  at  the  needle 
by  unit  current  in  the  two  coils,  we  have  F^y  —  /"jy,  or 
FiyiS/{G  -f-  6)  =  Fjy.  But  if  in  the  comparison  of  the  magiietic 
forces  which  was  made  y',,  y^  denote  the  currents  in  the  two 
coils,  Fiy'i  =  Fjy'j,  and  oy  the  arrangement  of  the  circuits 
{G  +  S^)y\  =  31  {y\  -  y'^),  so  that  F^F^  =  31/(^  +  ST  +  31). 
This  substituted  in  tlie  former  equation  gives 


yi 


_G  +  S 


31 


S      ii  +  S  +  U 


y, 


Digitized  by  VjOOQIC 


UNITS  OF  CAPACITY  621 

and  (18)  becomes,  with  this  value  of  y^ 

But  if  ym,  y»,  denote  the  electromagnetic  and  electrostatic 
values  of  the  same  current,  Eym  =  Fy$  since  they  denote  the 
same  rate  of  working :  and  we  have  vym  =  yt.  Hence  F  =  E/v, 
Substituting  this  value  of  Fm  in  (17)  with  that  of  E  given  by 
(19),  and  solving  for  r,  we  get 

The  value  of  dM/dx  given  in  terms  of  elliptic  integrals  at 
p.  402  above  was  used  in  the  calculation  of  v  by  this  fornmla. 
The  numbers  of  turns  in  the  coils  were  144  and  121,  and  their 
mean  radius  was  1*934  inch. 

The  mean  of  17  experiments  gave  Final 

Besult. 
t;  =  2-8798  X  10*o,  in  cms.  per  second, 

on  the  assumption  that  1  B.A.  unit  was  l(y>  C.Q.S.  The  corrected 
result  is 

V  =  2-841  X  W^f  in  cms.  per  second, 

if  1  B.A.  unit  be  taken  as  '98674  ohm. 

Method  III.  has  been  used  by  Professors  Ayrton  and  Perry,      Third 
J.  J.  Thomson,  E.  B.  Rosa,  and  others.  Method  of 

If  Cm  be  the  capacity  of  the  condenser  in  electromagnetic      Deter- 
units  determined  by  any  process,  and  C$  its  capacity  in  electro-  ^"iwng  v 
static  units  as  given  by  measurement,  then  if  Qm  and  Q$  denote 
the  electromagnetic  and  electrostatic  values  of  the  same  charge, 
we  have  (^MlCni  =  ^$/C$t  since  each  denotes  the  same  quantity 
of  electric  energy.    Thus 

^  _  ^«  _  1 

C.  ~  Q.*  -  v^ 
or 

''J% (21) 
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Ajrrton        The  arrangement  of  Ayrton  and  Perry's  apparatus  ♦  is  shown 
and       in  Fig.  140.    The  attracting  plate  P  of  a  guard-ring  condenser 
Perry's     was  connected  to  a  key  JT,  by  which  it  would  be  put  in  contact 
Experi-     ^ith  either  terminal,  A  or  B,  of  a  resistance  of  about  10000 
ments.      ohms.     Unless  the  key  was  depressed  it  was  kept  in  contact 
with  B  by  means  of  a  spring.    The  resistance  was  in  circuit 
with  a  battery  of  382  Daniel!' s  cells,  and  the  point  B  was  con- 
nected with  the  earth  and  with  the  guard-ring  as  shown.    A  fork 
turning  round  a  pivot  was  used  to  connect  the  guard-ring  to  the 
projecting  electrode  of  the  protected  disk,  or  the  latter  to  earth 
through  the  galvanometer  G, 


wm- WM 


Pig.  140. 

Arrange-       The  protected  disk,  2),  of  the  condenser  was  a  square  of  area  of 

ment  of     132514  sq.  cms.,  and  was  separated  from  the  guard-ring  by  a 

•^PP*"      gap  2*6  mm.  wide.    The  distance  between  the  plates  was  '7728 

ratus.      cm.     The  plates  were  supported  on  well  paraffined  levelling 

screws  of  ebonite,  and  were  strengthened  by  diagonal  ribe  on 

the  upper  side  of  the  plate  P,  and  the  under  side  of  the 

disk  2). 


•  Joum.  Soc  Tel  Eng,  1879. 
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The  galvanometer  was  a  Thomson's  astatic  instrument  of 
about  20  ohms  resistance.  The  ordinary  needles  were  however 
replaced  by  small  spheres  each  built  up  of  a  number  of  tiny 
magnets  having  their  like  poles  all  turned  the  same  way,  the 
spheres  being  completed  with  pieces  of  lead.  The  period  T  of 
the  needle  was  39*5  seconds,  and  its  logarithmic  decrement 
•1665. 

The  mode  of  operating  was  as  follows.    The  key  K  was    Mode  of 
depressed,  and  the  plate  P  thereby  connected  to  J;  at  the  same     Experi- 
time  the  electrode  e  was  connected  to  /.    Thus  the  condenser   menting. 
was  charged  to  the  difference  of  potential  existing  between  A 
and  £,     Then  the  contact  was  broken  between  e  and^  and  the 
key  released  so  as  to  make  contact  between  F  and  £.    This 
connected  P  and  the  guard-ring  to  earth  while  D  was  left  in- 
sulated.   The  electrode  e  was  then  connected  to  ^  by  the  fork, 
and  discharged  the  disk  D  through  the  galvanometer,  the  reading 
of  which  was  observed. 

The  difference  of  potential  E  given  by  the  battery  between  A  Theory  of 
and  B  was  measured  in  the  following  manner.  A  very  hi^h  Method, 
resistance  Jf  was  put  in  the  circuit  of  the  galvanometer,  and  its 
terminals  were  then  connected  to  A  and  another  point  C  in  ABj 
enclosing  between  them  a  known  fraction  k  of  the  whole  resist- 
ance. The  difference  of  potential  between  A  and  C  was  thus 
kS,  The  galvanometer  was  shunted  through  a  resistance  <y,  so 
that  Q  being  the  resistance  of  the  coil  a  current  kES/{R{G  +  S) 
+  OS]  was  sent  through  the  instrument.  Tlie  deflection  thus 
produced  was  observed. 

Now  if  $  and  a  denote  the  angular  deflections  given  by  the 
transient  and  the  steady  current  respectively,  and  Cm  the 
capacity  in  electro-magnetic  units  of  the  protected  disk  />,  we 
have  by  the  ballistic  and  tangent  galvanometer  formul® 


CmE T  sin  i$ 

kES/{R(0  +  S)+  OS}      T  tan  a ' 


or 


cm^?: 


Its 


sin  j^ 


n  E(,G  -\'  S)  +  OS  tana* 
Thus  C»  denoting  the  calculated  capacity  we  find 


r«  =  ^  =  67  -  ^^^  +  S)  +  GS  ima 
Cm        *  T  kS  sm\e 


.     (22) 
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Final  Three  series  of  experiments  were  made  consisting  of  39,  41, 

Results,     and  18  discharges  for  T,  26-3,  39-6, 422  seconds  respectively. 
The  mean  result  obtained  was 

V  =  2*98  X  10**  in  cms.  per  second. 

This  however  must  be  corrected  for  the  value  of  tlie  B.A. 
unit,  and  becomes 

V  =  2'955  X  10*®  in  cms.  per  second. 

This  method  was  used  bv  Klemencic  *  with  the  modification 
that  a  rapid  succession  of  discharges  was  sent  through  the 
galvanometer  so  that  a  constant  deflection  was  produced.  The 
moan  result  of  two  difE?rent  researches  by  this  method  was 

r  =  3041  X  low 
in  cms.  per  second. 
Similar  experiments  by  Stoletow  f  gave 


Klemen* 

cic*s 
Experi- 
ments. 


in  cms.  per  second. 


>  2-98  X  10i« 
<  3-00  X  lOW 


Maxwell's 

NuU 
Form  of 
Method 

III. 


The  following  form  of  the  method,  due  to  Maxwell^ 
has  the  advantage  over  that  just  described  of  being  a 
null  method,  and  therefore  of  not  requiring  any  correc- 
tion for  torsion,  damping,  &c.,  while  it  shares  with  the 
former  the  advantage  of  involving  the  square  root  only 
of  'JOt/Gnf  and  therefore  only  half  of  any  error  made 
in  determining  C^  or  C,.  A  Wheatstone  bridge  (Fig. 
141)  has  a  gap  in  one  of  the  arms  at  p,  q,  and  a  contact 
piece  or  tongue,  u,  is  made  to  vibrate  across  the  gap  so 
as  to  connect  one  plate  of  a  condenser  alternately  to  p 
and  to  q,  while  the  other  plate  is  kept  permanently  in 
contact  with  the  point  C.    The  resistances  of  the  wires 

•   Wien.  Ber,  83,  1881. 

t  Soe.  Franc  dt  Fhyt.  Nov.  4,  1881. 

{  Ek  and  Mag,  voL  ii.  arts.  775,  776. 
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Cp^  qB  are  made  inappreciable,  so  that  the  plates  of 
the  condenser  are  alternately  brought  to  the  same 
potential,  and  charged  to  the  potential  existing  between 
C  and  B. 

A  succession  of  transient  currents  are  thus  produced 
in  the  same  direction  through  the  galvanometer,  and  if 
P,  Q,  S  are  properly  adjusted,  are  prevented  by  a  steady 
current  in  the  opposite  direction  from  producing  any 
deflection.  From  the  condition,  (29)  below,  fulfilled  by 
the  resistances  of  the  bridge,  the  value  of  C^  can  be 


Fig.  141. 

found,  and  compared  as  before  with  the  value  (7,  of  the 
capacity  in  electrostatic  units. 

So  far  as  (7,  is  concerned  the  error  of  this  method  Accuracy 
(and  of  others  which  require  the  capacity  of  a  standard  Method 
condenser)  is  only  that  involved  in  the  measurement 
of  the  dimensions  of  the  condenser,  and  reduces  finally 
to  that  of  the  measurement  of  a  length.  Proper 
allowances  can  easily  be  made  for  want  of  acccurate 
adjustment  of  the  parts  of  the  condenser. 

VOL.  ir.  s  s 
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The  determination  of  C^  is  limited  in  accuracy  only 
by  the  error  involved  in  the  use  of  the  galvanometer, 
which  must  be  so  sensitive  as  to  detect  a  sufficiently 
small  variation  of  resistance.  This  error  in  the  experi- 
ments described  below  was  well  within  the  limits  of 
accuracy  aimed  at.  In  Thomson  and  Searle's  investi- 
gations below  it  was  estimated  that  the  error  from  the 
galvanometer  was  not  more  than  1  in  2500  in  the 
value  of  to. 

Theory  of  Calling  the  resistances  F,  Q,  S  M  marked  on  the  figure,  and 
Method,  denoting  the  currents  from  Ctop,  Cto  D,  and  B  to  J^  by  i,  i, 
ai,  the  resistance  and  self-induction  of  the  galvanometer  by  G 
and  Z,  we  have  from  the  circuits  JCDJ,  JBBA,  the  equations 
of  currents,  supposing  all  the  branches,  except  CD^  devoid  of 
inductance, 

F(i  +  £)  "  Q(i  -  £  -  i)  +  L'i  +  Oi  =  0)  ^23^ 

At  the  beginning  and  end  of  the  charging  of  the  condenser 
the  currents  have  their  steady  values  and  therefore  these  equa- 
tions become 

Pii  -  Q{^,  "  i.)  +  ^i.  =  0 
Q{u.-i.)  +  {B  +  S)u,--E^O 

where  the  suffixes  indicate  the  steady  values  of  the  currents. 

Subtracting  these  last  equations  from  the  corresponding 
equations  (23l  for  the  variable  state,  and  putting  ij,  i^,  for  «— ««, 
i-i„  we  find 

r  F(ii  -hi)-  «(«!  -  i,  -  x)  +  L'z  +Gz,^0\  ,24^ 

The  quantities  iti^  i^,  it  is  to  be  noticed  denote  the  excess  in 
each  case  of  the  current  flowing  at  any  instant  above  the  steady 
current,  in  consequence  of  the  charging  of  the  condenser,  while 
X  is  the  charging  current. 

Integrating,  from  the  beginning  of  the  charging  to  the  end. 
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the  equations  just  found,  remembering  that  i  has  the  value  z$  at 
both  limits,  and  rearranging,  we  get 

-'((i  +  S)x-Qz,  +  {q  +  S+B)M,^Of  '    '    ^    ^ 

where  x  denotes  the  whole  charge  of  the  condenser,  and  «„  r„  Theory  of 
the  excess  in  each  case  of  quantity  of  the  electricity  conducted  by    Method, 
the  currents  «,  i,  above  that  which  would  have  flowed  in  the 
same  time  if  the  current  had  remained  constant 
Eliminating  y^  from  (25)  we  find 

.  =  '(Q-^s+BHa  +  p  +  Qj  +  cp 

But  when  the  condenser  is  fully  charged  the  difference  of 
potential  between  its  coatings  is  x/Cm,  and  this  is  Gig  +  S«$i  so 
that 

x=Cn(Gi,  +  Su,), 

Also  clearly  (<?  +  jP)  i»=  Q  (««-^«)>  ^^^  therefore 

and 

,=  C«((?  +  ^^±J±«)i..    .    .    .    (27) 

If  tho  condenser  is  charged  and  discharged  n  times  a  second, 
the  quantity  of  electricity  which  passes  through  the  galvano- 
meter over  and  above  that  which  passes  in  the  steady  current  is 
nzi.  Hence,  if  there  is  no  deflection,  we  must  have  i$  +  n/^^O, 
or  i,  —  -  nzi.    Thus  (27)  becomes 

^=-,ft.(g+sg+^+ <?),,.    .    .    .    (28) 

This  value  of  x  used  in  (26)  gives  Value  of 

„C__-.  Qm  +  S  +  B)(G  +  P+Q)-(?\  ^"•• 

"^      {F{Q-^ii  +  B)  +  QB}{S(G+P+Q)+GQ}'    ^    ^ 

S  S  2 
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If  P  and  S  are  very  ^reat  in  comparison  with  the  other  resist- 
ances, this  reduces  to  the  approximate  solution 


nCm^ 


PS' 


(30) 


The  electromagnetic  value  of  the  capacity  of  the  condenser 
having  thus  been  found,  that  of  v  is  of  course  obtained  as  before 
from  the  ratio  JCjCm. 

The  method  has  been  carried  out  with  this  mode  of  determin- 
ing Cm  by  Prof.  J.  J.  Thomson  *  in  a  very  careful  series  of 
experiments  giving  the  result 

V  =  2-963  X  10^,  in  cms.  per  second, 

by  Mr.  E.  B.  Rosa  t  at  Baltimore,  and  again  by  Prof.  J.  J. 
Thomson  and  Mr.  G.  F.  C.  Searle^  at  Cambridge  in  an  elaborate 
research  made  with  improved  apparatus. 

We  shall  describe  here  Mr.  Riosa^s  experiments  and  the  later 
investigation  of  Thomson  and  Searle. 

Mr.  Rosa  used  the  standard  spherical  condenser  described 
above  as  used  by  Prof.  Rowland  in  his  experiments  on  this 
subject. 

The  vibrating  tongue  u  was  operated  by  one  or  other  of  two 
forks  made  by  Koenig,  of  Paris,  of  frequencies  32  and  130  per 
second.  These  were  maintained  in  vibration  in  the  ordinary 
way  by  an  electromagnet  between  the  prongs  worked  by  the 
current  from  tliree  or  four  Bunsen  cells. 

With  the  slower  fork  a  commutator  was  used,  but  with  the 
faster  fork  a  different  arrangement  was  adopted.  A  wire  led 
from  the  inner  coating  of  the  condenser  was  forked,  and  a  branch 
of  it  connected  by  wax  to  the  end  face  of  each  prong  of  the 
tuning-fork.  The  plane  of  vibration  was  vertical,  and  each  wire 
was  turned  so  as  to  dip  into  two  mercury  cups  cut  in  fixed  pieces 
of  vulcanite,  at  a  vertical  distance  apart  equal  to  that  between 
the  prongs  of  the  fork.  The  upper  cup  was  connected  with  the 
l)oint  C  of  Fig.  141,  the  lower  cup  to  B.  Thus  when  the  prongs 
moved  apart  the  lower  wire  dipped  into  the  mercury,  connecting 
the  inner  ball  of  the  condenser  to  B,  while  the  upper  broke  con- 


•  Phil.  Tram.  R.S.  1883. 

t  Phil.  Mag.  Oct.  1889. 

{  Phil.  Tram.  B.S.     Vol.  181  (1890). 
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tact ;  when  the  prongs  approached  one  another  the  upper  con- 
tact was  made  and  the  lower  broken,  and  the  two  plates  of  the 
condenser  were  put  into  direct  contact.  Thus  in  the  former  case 
the  condenser  was  charged,  in  the  latter  discharged. 

The  galvanometer  used  was  a  very  seneritive  Thomson's  astatic 
instrument. 

The  battery  consisted  of  about  40  cells  of  a  storage  battery, 
giving  an  electromotive  force  of  about  80  volts. 

The  resistances  Q  and  S  were  taken  from  two  resistance 
boxes  by  Elliott,  containing  12,000  ohms  and  100,000  ohms 
respectively. 

The  resistance  P,  which  was  very  great,  was  made  by  ruling 
pencil  lines  on  ground  glass,  and  protecting  the  surface  of  glass 
and  graphite  with  a  thick  coat  of  shellac  varnish.  Connection 
was  made  at  the  ends  by  tinfoil  pressed  against  the  graphite  by 
rubber  packing.  Ten  such  resistances  were  made  and  mounted 
in  C3'lindrical  cases,  so  that  their  temperatures  might  be  main- 
tained as  nearly  constant  as  possible.  Their  values  were  deter- 
mined by  a  comparison  (made  by  the  method  of  Wheatstone's 
bridge  with  a  ratio  of  about  100}  with  the  resistances  of  the 
boxes  used  for  Q  and  5,  and  proved  very  constant  and  reliable. 

The  capacity  of  the  vibrating  piece  and  the  connecting  wires 
was  determined  experimentally  by  separating  them  from  the 
condenser.  Special  attention  was  given  to  the  question  as  to 
whether  the  capacity  of  the  charging  wire  might  be  taken  as 
the  same  when  the  wire  was  in  contact  as  when  detached,  and 
no  appreciable  difference  was  found. 

The  inner  sphere  was  adjusted  by  lifting  off  the  upper  half  of 
the  outer  shell,  and  adjusting  the  position  of  the  ball  relatively 
to  the  equatorial  circumference  of  the  shell,  then  replacing  the 
hemisphere,  and  moving  the  ball  vertically  from  contact  at  top 
to  contact  at  bottom  of  the  shell,  and  causing  the  contact  in  each 
case  to  be  indicated  by  the  closing  of  an  electric  circuit  The 
readings  of  a  sliding  vernier  gave  the  top  and  bottom  positions, 
and  the  mean  of  these  readings  the  central  position.  It  was 
estimated  that  the  ball  was  centred  to  •!  mm.  vertically  and 
•2  mm.  horizontally,  or  to  an  error  of  less  than  1  per  cent  of  the 
distance  between  bull  and  shell. 

Now,  for  an  eccentric  cylinder,  theory  shows  *  that  a  similar 
displacement  of  1  per  cent,  from  centrality  would  give  an  error 
of  capacity  of  1/200  per  cent.,  and  a  smaller  error  for  a  spherical 
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•  J.  J.  Thomson,  *0n  the  Determination  of  v,*  Phil.  Trans,  R,S. 
1883. 


Digitized  by  VjOOQIC 


630 


Measure 
ment  of 
Dimen- 
sions of 
Con- 


COMPABISON  OF  UNITS 

conden«6r.    A  displacement  of  four  per  cent,  it  was  found  by 
trial,  caused  a  quite  inappreciable  change  in  capacity. 

The  dimensions  of  the  outer  shell  were  determined  by  filling 
it  with  water  and  weighing,  and  of  the  inner  ball  by  weighing  it 
sunk  in  water  by  an  attached  mass,  and  making  all  necessary 
corrections  for  displaced  air,  &c  The  results  were  checked 
by  measurements  made  by  callipers,  compared  with  a  standard 


denser,  o  ^^^^^0  bar.    The  results  were  :-- 


Shell     .     .    . 
Ball  A.    .    . 
Ball  B  .    .    . 

Radios. 

By  weighing. 

Bf  direct 
measurement 

12-6806  cms. 
10-1180    „ 
88736    „ 

12-6791  cms. 
lU-1183   „ 
8-8736    „ 

The  experiments  were  made  with  the  larger  ball,  and  four 

series  were  made,  the  first,  second,  and  fourth  with  both  forks, 

the  third  with  the  slow  fork  alone. 

Fmal         It  was  found  that  the  results  for  the  fast  fofk  were  slightly 

Results,    lower  than  those  for  the  slow  fork,  coming  out  according  to  the 

weights  given  to  the  observations. 

V  =  2-9994  X  10^0  in  cms.  per  second  for  the  fast  fork,  and 

V  =  3-0023  X  10*<^  in  cms.  per  second  for  the  slow  fork. 

The  results  for  the  fast  fork  were  the  more  uniform  and  it 
was  thought  the  more  accurate,  and  were  given  double  weight 
in  striking  the  final  mean.  Thus  the  final  result  of  all  the 
experiments  was 

V  =  3-0004  X  10*0  in  cms.  per  second. 

The  results  of  Series  IL  and  III.  were  greater  than  those  of  I. 
and  IV.,  and  it  was  thought  possible  that  the  halves  of  the  outer 
shell  had  been  very  slightly  separated  in  the  former  case  by  an 
obstruction  in  the  flange  of  junction.    It  is  to  be  noticed  that 
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the  results  with  the  slow  fork  are  the  greater,  indicating  too 
small  a  value  of  C^  This  is  the  kind  of  result  which  the /a«^ 
fork  might  be  expected  to  give  if  the  period  was  not  long 
enough  to  allow  the  condenser  to  be  fully  charged.  The  rejec- 
tion of  the  observations  of  Series  II.  and  III.  would  give 

V  -  2-9993  X  low  in  cms.  per  second, 
which  only  differs  from  the  former  value  by  ^  per  cent. 


I>     >l 

il 

:   1 

Fio.  142. 


In  Thomson  and  Searle's  investigation  the  condenser  used 
was  cylindncal,  and  was  provided  with  a  guard-ring  at  top  and 
bottom,  so  that  the  effect  of  the  ends  was  in  great  measure 
avoided.    The  condenser  is  shown  in  section  in  Fig.  142.    The 
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dimeDsionfl  of  the  inner  cylinder  were 
callipers  in  the  most  carenil  manner, 
cylinder  was  slightly  elliptic  in  section, 
ing  statement  of  results  of  measurement 

Top  end  :  maximum  diameter    • 

yy  minimum        ,, 

Bottom  end :  maximum  diameter 
,,  minimum         ,, 


measured  by  accurate 
It  was  found  that  the 
as  shown  in  the  follow- 


23-5802  cms. 
23-5161    „ 
23-5348    „ 
23-5169    „ 


Mean    23*5245 


Measure- 
ment of 
Dimen- 
sions 
of  Con- 
denser. 
Conec- 
tion  for 
Guard- 
ring  Gap. 


The  internal  diameter  of  the  outer  cylinder  was  measured  by 
callipers  specially  provided  for  this  purpose  with  projecting 
steel  pieces  on  their  jaws.  The  results  obtained  for  two 
diameters  at  right  angles  to  one  another  at  each  end  of  tlie 
cylinder  gave  a  mean  diameter  of  25*4114  cms. 

The  internal  cylinder  was  supported  on  pieces  of  ebonite 
placed  on  the  lower  ring,  and  the  upper  ring  on  similar  pieces 
on  the  internal  cylinder.  The  outer  cylinder  was  also  in  three 
parts,  two  ring  pieces  for  top  and  bottom,  and  a  long  central 
piece  correspondmg  to  the  internal  cylinder. 

The  length  of  the  internal  cylinder  was  measured  by  applying 
the  jaws  of  a  beam  compass  to  its  ends  and  measuring  under 
microscopes  first  the  distance  between  two  marks,  one  on  each 
jaw,  then  the  distance  between  these  marks  when  the  jaws  were 
put  close. 

The  length  of  the  cylinder  was  found  to  be  60*9784  cms.  The 
correction  for  want  of  equality  in  the  distribution  caused  by  the 
two  equal  air  spaces  was  calculated  and  found  to  amount,  within 
1  part  in  2000,  to  a  lengthening  of  the  internal  cylinder  by  the 
breadth  of  one  air-space.  The  mean  allowance  for  the  gaps  at 
the  guard-ring  was  thus  found  to  be  '2907  cm.,  so  that  the  total 
efEective  length  of  the  internal  cylinder  was  61*2691  cms. 

The  distance  between  the  inner  and  outer  cylinders  was 
determined  by  fastening  down  the  internal  cylinder,  and  the 
outer  cylinder  of  the  same  length,  in  co-axial  position  on  a  glass 
plate  with  cement,  and  fixing  a  glass  cover  on  top  ;  then  filling, 
by  means  of  two  openings  left  in  the  cover,  the  annular  space 
between  the  cylinders  with  water.  The  water  was  taken  from 
a  flask  containing  a  known  weight  of  water,  and  so  by  a  second 
weighing  of  the  flask  the  weight  of  water  used  was  obtained. 
The  weighings  were  all  corrected  to  vacuum,  and  for  error  in 
weights,  effect  of  temperature,  &c. 
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The  volume  was  found  to  be  4412-08  cubic  cms.,  so  that  the  Electro- 
mean  distance  (/  between  the  cylinders  wap,  with  the  radii  given  static 
above,  -94128  cm.    The  ratio  of  external  and  internal  radii  ajb  Value  of 
used  was  thus  1  +  •94128/11-76226  =  1-0800262.    Thus  Capacity. 


Ci  = 


21ogf 


61-2691 
''  '15397063 


=  397-927 


in  centimetres. 

The  measurement  of  capacity  in  electromagnetic  units  was 
made  by  the  method  already  described,  somewhat  modified  on 
account  of  the  existeuce  of  the  guard-ring.  The  arrangement  of 
apparatus  is  shown  in  Fig.  143.    The  condenser  plate  is  shown 
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connected  as  before  to  a  contact-making  piece  t/,  which  makes 
contact  alternately  with  p  and  q^  while  one  guard-ring  is  con- 
nected with  a  second  contact-piece  v,  which  makes  contact 
alternately  with  r  and  «.  The  pieces  p  and  q  represent  the  con- 
tact-plates of  a  commutator  which  alternately  came  into  contact 
with  a  spring  or  brush,  w,  connected  with  the  inner  coating  of 
the  condenser ;  r  and  h  represent  the  contact-plates  of  another 
commutator,  v  a  brush  which  alternately  connected  them  with 
the  guard-ring. 
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Action  of       The  two  commatators  were  mounted  on  the  same  axis,  so  that 

Comma-    they  were  kept  always  in  the  same  relative  position.    When  the 

tatora.      commutators  were  worked  the  following  contents  were  made  in 

the  order  indicated  hy  the  namhera.     Va%  Vb,  Vc,  denote  the 

potentials  of  the  points  A,  B,  C,  respectively. 


I    iuonq:  condenser  discharged. 
*  I  v  on  « :  guard-ring  discharged. 


\  M  onp:  condenser  begins  to  charge. 
\v  on  s. 

uonp:  condenser  charged  to  potential  F^-  Fg 
V  onr:  guard-ring  charged  to  potential  F^-  F^ 


^  fuonq:  condenser  b^ins  to  discharge. 
\  V  on  r. 

e   /  u  on  g :  condenser  discharged. 
*  \  v  on  «  :  guard -ring  discharged. 

Theory  of      According  to  the  notation  already  adopted  above  we  denote 
Method,    the  currents  in  Qp,  CD,  BA^  by  i^  i,  it;  in  addition,  in  the  pre- 
sent case  we  have,  when  v  is  in  contact  with  r,  a  current  in  Ar, 
Let  this  be  denoted  by  i&.    The  circuits  AGDA^  ABBA,  give 
the  equations 

-(2(«-i-i-*)+P(i-fi)  +  Zif-fG^i  =  0j 
C(«-i-i-«^)-fiS'(i-i-»)+J?ji-ff-o/  '     '     ^    ^ 

At  the  beginning  and  end  of  the  charging  the  currents  have 
their  steady  values,  and  then  as  at  p.  626| 

-C(i.-i.)+Pi.  +  ^i.  =  0     \ 

qiu.-i.)  +  (B+s)M,^E^or  •   •   •   V  ; 

These  subtracted  from  the  corresponding  pair  of  equations  (31) 
for  the  varying  state,  give,  if  u^^  ij  denote  u-m$,  i-if,  respect- 
ively, 


-C(«i-ii-^-il?)  +  -P(*  +  ii)+X^+<?ii= 


3 


(33) 
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These  iDtegrated  from  the  beginning  of  the  charging  to  the 
end  yield 


,o)(^^) 


where  x^  as  before,  denotes  the  whole  charge  of  the  inner  coating 
of  the  condenser,  while  u>  denotes  that  of  the  guard-ring. 
Elimination  of  Ui  from  (34)  gives 

{P(Q  +  S+B)  +  Bq!ix  +  3qw 

{G  +  P+Q)(Q  +  S+B)^(P\t^.    .    (35) 

This  differs  from  the  former  equation  (26)  only  in  having  the 
term  BQw  on  the  left 

When  the  condenser  is  fully  charged  we  have  as  before 

s=C»(0+S^±^±^y..    ...    (36) 

and  further  if  Cm  be  the  capacity  of  the  guard* ring 

u>^(rm(G+P  +  S^+^  +  ^y..    .     .    (37) 

since  the  multiplier  of  Cm  on  the  right  is  the  final  difference  of 
potential  between  J  and  j^. 

Again  if  there  be  no  galvanometer  deflection  i«-{''^i=0,  or 
i«=  -nzi,  so  that  (36)  and  (37)  become 


(38) 


These  substituted  in  (35)  give  Value  of 

nCm{P{Q  +  S+£)  +  BQi{S(G  +  P+Q)  +  GQi  inTrrms 

+  nC\B<i  {{G  +  P)Q  +  iSiG  +  P+  Q)\  1^'of ' 

"QiiO+P  +  gjiQ-i-S  +  JO-Q^  .    (39)    Bridge. 
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The  second  term  on  the  left  was  negligible  in  the  experiments 
made,  inasmuch  as  the  resistance  B  of  the  battery  was  small  in 
comparison  with  the  other  resistances.  Thus  the  value  of  Cm 
was  given  as  before  by  (29).  It  was  necessary  to  apply  a  cor- 
rection for  the  small  difference  of  potential  dF  between  the 
guard-ring  and  the  inner  cylinder  after  charging,  which  pre- 
vented the  distribution  on  the  inner  cylinder  from  being  so 
nearly  uniform  as  it  otherwise  would  have  been.  It  is  shown  in 
the  paper  that  this  correction  could  be  made  by  adding  to  the 
internal  cylinder  a  strip  of  breadth 


,(£-!,„-) 


4r\bF 


where  F\%  the  difference  of  potential  between  the  cylinders,  t  the 
thickness  of  the  guard-ring,  c  the  half  thickness  of  the  pieces  of 
ebonite  supporting  the  guard-ring,  h  the  disiance  between  the 
cylinders,  and  c  the  base  of  the  Napierian  system  of  logarithms. 
The  coefficient  of  hFjV  was  approximately  7*5,  and  from  the 
values  given  above 

so  that 

«r       1  , 

—  =  —  nearly. 
F       183  ^ 


Descrip- 
tion of 
Com- 
mutators. 


Thus  the  correction  was  a  strip  of  breadth  7*5/183  cm.,  or 
about  1  part  in  1800  of  the  whole. 

Each  commutator  consisted  of  two  rings  with  projecting  semi- 
cylindrical  pieces  overlapping,  as  shown  in  Fig.  144,  mounted 
on  an  ebonite  casing  round  the  common  axis. 

Two  springs,  shown  in  Fig.  146,  made  permanent  contact 
with  grooves  in  the  ring  portions  of  the  contact-pieces,  and 
formed  the  connections  to  the  points  CA  and  AB  of  the  bridge. 
The  charging  contacts  on  the  commutator  were  made  with  a 
brush  of  fine  brass  wire.  On  the  axle  are  fixed  the  driving 
pulleys  and  a  stroboscopic  disk  for  tlie  observation  of  the  speed, 
by  means  of  a  maintained  fork  in  the  manner  already  sufficiently 
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described  at  p.  569  above.  A  side  view  of  the  stroboscopic  disk 
is  shown  on  the  right  in  Fig.  144. 

The  wonn-wheel  and  endless  screw  were  used  to  make  a  con- 
tact with  a  spring  at  every  revolution  of  the  wheel,  that  is  every 
30  turns  of  the  commutator,  to  excite  one  of  the  electromagnets 
of  the  recording  apparatus  referred  to  below.  The  commutator 
was  driven  by  a  water-motor  and  long  cord  made  of  fishing-line 
joined  in  a  long  splice  to  prevent  inequalities  in  speed.  The 
speed  was  regulated  bv  letting  the  cord  run  through  the  fingers. 

The  stroboscopic  disk,  Fig.  144,  had,  as  shown,  five  circles 


687 
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FlO.    144. 


containing  4,  5,  6,  7,  8  black  spots  at  equal  intervals ;  the  fork 
making  64  complete  vibrations  per  second,  and  the  commutator 
not  running  much  faster  than  80  revolutions,  the  speeds  of  the 
disk  from  16  revolutions  per  second  upwards  when  a  stationary 
pattern  was  visible  were  the  fractions 

},  h  h  I  h  h  h  1 1  f  1.  f .  i,  i,  i,  t. 

of  64  revolutions  per  second. 

The  electrically  driven  fork  maintained  another  of  about  twice 
its  frequency,  and  the  latter  gave  beats  with  Lord  Rayleigh's 


Strobo- 
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standard  fork,  so  that  the  speed  of  the  observing  fork  was 
obtained. 

The  frequency  of  the  standard  fork  was  redetermined  by 
causing  the  worm-wheel  driven  by  the  commutator  to  make  a 
mark  on  a  running  tape  every  30  revolutions  of  the  commutator. 
Frequency  This  was  efiEeoted  by  the  completion  of  a  circuit  which  excited 
^^  an  electromagnet,  and  thereby  caused  an  armature  to  descend 
slightly,  and  bring  an  inked  roller  down  on  the  paper.  A  mai^ 
was  similarly  made  on  the  tape  every  second  by  the  completion 
of  a  circuit  by  the  laboratory  clock.  Fig.  146  shows  the  electro* 
magnet?,  armature,  and  marking  roller,  with  an  inking  drum 
above,  on  which  the  roller  made  contact  when  the  armature  was 
not  pulled  down. 

Tne  method  of  experimenting  was  as  follows. 

The  beats  between  standard  and  auxiliary  forks  were  counted. 


Deter- 
mination 
of 


Standard 
Fork. 


Fio.  145. 


Mode  of  The  motor  was  then  started  and  tbe  commutator  kept  at  a  con- 
Expert-  stant  speed  by  the  disk,  and  after  the  apparatus  was  stopped 
men  ting  the  beats  were  again  counted.  Thus  the  speed  of  the  observ- 
ing fork  was  directly  measured,  and  that  of  the  standard 
obtained  from  the  beats.  Three  observations  gave  a  mean  of 
128-1045  for  the  frequency  at  16°C.,  a  slightly  smaller  frequency 
than  that  found  by  Lord  Rayleigh.  The  difiEerence  was  attributed 
to  secular  softening  of  the  steel  in  the  intervening  six  or  seven 
years. 

The  resistances  were  taken  from  resistance  boxes  which  were 
carefully  compared  with  standard  coils. 

The  galvanometer  had  a  resistance  of  17380  ohms,  and  had 
two  coils  of  about  16000  turns  each.    The  coils  were  very  care- 
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fally  insulated,  and  showed  no  leakage  when  tested  by  a  gold- 
leaf  electroscope. 

The  current  was  produced  with  36  small  storage  cells,  arranged 
in  two  parallels  o£  18  cells  each.  It  was  also  carefully  in- 
sulated. 

All  the  quantities  observed  were  corrected  with  great  care  for 


Fio.  146. 


temperature  variations,  and  the  capacity  of  the  connecting  wires 
to  the  condenser  was  taken  into  account. 

Three  sets  of  expeiiments  7, 10,  and  6  in  number  were  taken, 
and  gave  as  mean  values  of  C«»,  443-471  x  10" ^\  443-417  x  10"^, 
443-569 X  10"^^  C.G.S. ;  or  as  mean  of  all  CU  =  443*486  x  10"^ 
C.G.S.  electromagnetic  units.     Thus 


J. 


397-927 


443-486  X  10-21 


2  9955  X  1010, 


in  cms.  per  second. 

Methods  of  comparing  the  capacity  ^W  of  a  condenser  with 
the  self-inductance  Z  of  a  coil  have  been  given  above,  Chap. 
VIII.  If  then  the  capacity  of  a  condenser  has  been  thus  found, 
in  terms  of  a  self-inductance  L  which  can  be  exactly  calculated, 
the  value  0$  in  electrostatic  units  can  be  found  either  directly 
by  calculation  for  the  condenser,  or,  if  that  is  not  possible,  by 
comparison  with  the  accurately  known  capacity  of  a  standard 
condenser. 


Final 
•Result. 


Method 

IV. 
Determi- 
nation of 

Cm  by 

Compari- 

with 

Indact- 
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Thu8  if,  as  at  p.  49]  above, 

we  have 


sf%rsf 


^^ C40) 


Method  V.      The  next  two  methods  are  mainly  of  theoretical  interest 

Determin-  According  to  Method  V.,  a  mafi^et  is  rotated  within  a  coil  sus- 

-o^^  °^  f  P®^^®<1  ^t^  its  plane  vertical  by  a  bifilar.  The  current  induced 

iToduct  of  Jq  ijIjq  jjQii  causes  it  to  turn  round  a  vertical  axis,  and,  if  the 

and  Sn*^I     P®"^  ^^  rotation  be  constant  and  small  in  comparison  with  the 

ductancT'  P®"^  ^^  vibration,  to  take  up  a  constant  deflection.    The  coil 

is  in  circuit  with  a  fixed  coil  of  considerable  self-inductance,  so 

that  the  whole  inductance  of  the  circuit  is  Z,  and  with  a  condenser 

of  capacity  C    The  value  of  CL  can  be  found  by  observing  the 

deflections  A,  B^  D,,  for  three  different  angular  velocities 

'hi  ^49  'bi  of  the  magnet.    Then 

(?L*^— "}  ....    (41) 

If  the  induction  through  the  coil  due  to  the  magnet  when  its 
axis  is  parallel  to  that  of  the  coil  be  it/,  then  when  the  magnet  has 
turned  throagh  the  angle  B  from  that  position  the  induction  is 
if  cos  By  or  if  cosn<,  if  n  denote  the  angular  velocity,  and  t  be 
reckoned  from  the  instant  at  which  ^  =  0. 
Theory  of  If  jr  be  the  whole  quantity  of  electricity  which  has  flowed 
Method,  throufi^h  the  circuit  from  the  era  of  reckoning,  the  current  is  i, 
and  the  induction  through  the  circuit  due  to  the  current  in  it  is 
Lx,  Thus  if  B  denote  5ie  difference  of  potential  between  the 
plates  of  the  condenser,  the  electromotive  force  producing  the 
current  is  ^  +  d{jjx  +  If  cos  n()di^  and  the  equation  of  currents 
is 

Bi  +  4(^  +  -ZK'cos.O  +  ^=0. 
at 


Bat  CB  =  my  so  that  this  equation  becomes 


^X  ^  +  Ci2^  +  ar  =  CMn  sin  nt  .     .    .    (42) 
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From  (42)  it  is  clear  that  the  values  of  CL  and  CR  are  the 
same  whether  the  electromagnetic  or  the  electrostatic  system  of 
units  is  used. 

This  differential  equation  is  one  of  forced  oscillation,  so  that 
for  X  we  have  the  equation 

X  =     .  —  cos  {tti  "  e)     .    .    (43) 

Vi?«6'V  +  (l-CZ«2)8 

where 

1  -  CLn^ 
tan  tf  «  -  — — - — . 
RCn 

The  couple  on  the  suspended  coil  produced  by  electromag- 
netic action  is  at  time  i 

O  =  inM  sin  nt^ 

and  the  mean  value  9  of  this  over  one  revolution  is,  since  27r/» 
is  the  period, 


=  -  ,^  ^^"'  {  sin  int-e)  sin  ni.dt 


-      1               ^'^O'R  /44N 

2  B^CH^  +  (1  -  CLn^? 

If  the  coil  have  a  sufficiently  great  moment  of  inertia  the 
variations  of  the  couple  acting  on  it  will  not  cause  it  to  oscillate 
sensibly,  but  it  will  take  up  a  position  of  equilibrium  depending 
on  the  mean  couple  e.  _ 

The  mean  deflection  D  is  proportional  to  e  and  so 

pt^B^C*+{l-CLny    ....    (46) 

where  P  is  a  constant.  By  means  of  three  different  angular 
velocities  three  equations  of  this  form  are  obtained,  which  give 
(41)  by  elimination  of  P  and  R, 

If  the  experiment  were  carried  out  it  would  be  desirable  to 
take  say  n^  as  that  for  which  n/Z>  is  a  minimum,  that  is  nj*=  IjCL, 
and  Wj,  «,,  one  greater,  the  otner  less  than  w,. 

Since  ^  =»  C$1  Cm,  we  have,  if  Zj,  Z»  denote  the  electrostatic 
and  electromagnetic  values  of  Z, 

VOL    II.  T  T 
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Hence 


Method 

VI. 
By  Elec- 
trostatic 
Measure- 
ment  of 
High 
Resist- 
ance. 


(46) 


The  denominator  of  the  expression  on  the  light  is  determined 
experimentally,  as  explained  above,  and  the  numerator  is 
obtained  by  direct  calculation  of  Ct  and  Zrm,  or  by  comparison  of 
the  condenser  and  circuit  with  proper  standards. 

Method  VI.  involves  the  determination  of  the  electrostatic 
value,  i?«,  of  a  high  resistance,  through  which  a  condenser  of 
capacity  Ct  is  discharged.  This  can  be  done  by  measuring  the 
rate  of  fall  of  difference  of  potential  between  the  plates  of  the 
condenser  by  means  of  an  electrometer  connected  with  thero. 
If  V  be  the  electrostatic  value  of  the  difference  of  potential  at 
any  time  t  we  have 


and  therefore 


io.r+i 


where  J  is  sl  constant.     If  ^  be  the  difference  of  potential  / 
seconds  after  it  was  Fq,  we  get  from  this  equation 

ft/2,         ^  V 
or 

^'iog^^ 

If  now  J7iii  is  known  we  have,  since  CtR$  =  Cw^Rm^  BwJR%  «= 
CtjCfn  =»  t?*,  and  therefore 


v2  = 


i2«6ilo.e2 


(47) 


The  method  of  electrical  oscillations  has  been  used  by  Lodg-e 
and  Ghizebrook.''^    An  air  condenser  was  made  to  discharge 


B.  A.  Report,  1889,  or  Ekctrician,  vol.  23  (1889),  p.  544. 
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throngh  a  coil  of  measurable  inductance  across  a  spark-gap 
between  a  pair  of  knobs  about  a  millimetre  apart.  Tbe  con- 
denser consisted  of  11  squares  (eacb  2  feet  in  side)  of  plate  glass 
silvered  on  both  sides,  set  up  parallel  to  one  another  with  a 
distance  of  6  mms.  between  each  pair  of  opposed  silvered  sur- 
faces, and  the  silvered  surfaces  of  the  alternate  plates  joined 
metallically  to  form  the  coatings  of  the  condenser.  It  had  thus 
a  capacity  of  about  600  metres  in  electrostatic  measure.  The 
coil  was  composed  of  about  three  miles  of  india-rubber  covered 
wire  of  No.  22  gauge,  and  had  diameters  19  inches  and  11  inches, 
and  thickness  4  inches.  Its  inductance  was  about  4*5  x  10*  cms. 
in  electromagnetic  measure. 

The  condenser  was  charged  by  a  Voss  machine  arranged  to 
give  a  brush  discharge  acroBs  half  an  inch  of  air  to  the  inner 
coating,  while  the  other  coating  (that  is,  the  two  outer  plates 
and  the  four  alternate  interior  plates)  were  connected  to 
earth. 

The  sparks  were  photographed  on  a  revolving  sensitive  plate 
on  which  the  knobs  were  focused  by  a  quartz  lens.  The  plate 
was  driven  by  a  water  motor  at  a  speed  of  about  64  turns  per 
second,  and  its  speed  measured  as  in  Lord  Rayleigh's  determi- 
nation of  the  ohm,  by  observation  of  a  stroboscopic  disk  through 
a  slit  alternately  opened  and  closed  by  the  vibration  of  an  elec- 
trically maintained  tuning-fork.  The  result  was  that  a  pattern 
was  produced  on  the  plate  consisting  of  a  long  band,  with  a 
bf^ad-like  broadening  for  each  half-oscillation.  The  period  of 
vibration  was  thus  measured  with  great  exactness. 

The  resistance  and  inductance  of  the  circuit  could  also  be 
obtained  with  very  considerable  accuracy,  as  the  resistance  of 
the  spark-gap  was  inappreciable.  The  value  of  L  for  the  coil 
could  also  be  obtained  by  direct  calculation  or  by  comparison 
with  another  coil. 

The  value  of  the  period  given  above  (p.  188)  furnishes  for 
these  data  the  electromagnetic  value  of  the  capacity  of  the  con- 
denser. (See  also  Chap.  XIV.  below.)  Also  C,  can  be  found 
from  an  exact  comparison  with  a  standard  condenser,  and  thus 
V  can  be  obtained  by  (21)  above. 

The  final  results  of  the  experiment  do  not  seem  yet  (July, 
1892)  to  have  been  published. 

The  following  table  gives  the  values  oft?  obtained  by  different 
experimenters,  and  for  comparing  the  velocity  of  light  as  deter- 
mined experimentally  by  the  methods  of  Fizeau  and  Foucault. 
It  is  in  great  part  taken  from  Mr.  E.  B.  Rosa's  paper  already 
referred  to.  The  various  results  given  were  corrected  by  Rosa 
where  necessary  to  the  value  *98664  ohm  for  the  B.A.  unit : 

XT  2 


Method 

VII. 
By  Mea- 
surement 
of  Period 
of  Elec- 
trical 
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tions. 
Lodge 
and  Glaze- 
brook's 
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ments. 
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CHAPTER  XII 

THE  MEASUREMENT  OF  ACTIVITY  IN  ELECTRIC 
CIRCUITS 

When  a  circuit  in  which  a  current  of  electricity  is    Activity 
flowing  contains  a  motor,  or  machine  by  which  work  is  circuit  of 
done  in  virtue  of  electromagnetic  action,  the   whole  ^^^^l^l 
electrical  work  done  in  the  circuit  consists,  as  was  first 
shown  by  Joule,  of  two  parts,  work  spent  in  heat  in  the 
generator  and  motor  and  in  the  conductors  connecting 
them,  and  work  done  in   moving  the   motor  against 
external  resistance.     The  total  rate  at  which  electrical 
energy  is  given  out  in  the  circuit  is,  as  we  have  seen, 
Ey  watts,  where  E  is  the  total  electromotive  force  of 
the  generator  in  volts,  and  7  is  the  number  of  amperes 
of  current  flowing.     The  rate  at  which  work  is  spent  in 
heat  is  in  watts,  by  Joule's  law,  7^i2,  where  R  is  the 
total  resistance  in  circuit  in  ohms ;  hence,  if  we  call  W 
the  rate  at  which  work  is  done  in  the  motor,*  we  have, 

J5y  =  72i?H.   JF (1) 

We  may  write  this  equation  in  the  form, 

.-^/^^ (^) 

*  "We  consider  here  a  system  in  which  7  is  constant,  and  neglect 
loss  of  energy  due  to  local  currents,  &c.,  in  the  motor.  For  informa- 
tion regarding  the  construction  of  practical  motors  and  their  action 
see  a  paper  by  Profs.  Ayrton  and  Penr,  Proc,  Soc.  Tel.  Engs.j  1883, 
republished  in  the  electrical  journals,  Kapp's  Elcdrie  Transmission  of 
Power,  and  Prof.  8.  P.  Thompson's  Dynamo- Electric  Macliinery, 
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which  shows  that  the  current  flowing  is  equal  to  that 
which  would  flow  in  the  circuit  if,  the  resistance  re- 
maining the  same,  the  motor  were  held  at  rest,  and  the 
electromotive  force  diminished  by  an  amount  equal  to 
E.M.F.of  W/y.  Thiaia  what  is  called  the  back  electroniotive  force 
Motor.  Qf  ^jjg  motor,  and  is  due  to  the  action  of  the  motor  in 
setting  up  an  electromotive  force  tending  to  send  a 
current  through  the  circuit  in  the  opposite  direction 
to  that  of  the  current  by  which  the  motor  is  driven* 
We  shall  denote  the  back  electromotive  force  by  £^. 
Hence  equation  (2)  becomes, 

y-^ w 

and  the  rate  at  which  work  is  spent  in  driving  the 
motor  is  JF17. 

To  determine  B  we  have  simply  to  measure  with  a 
potential  galvanometer  or  voltmeter,  the  difference  of 
potential  between  the  two  terminals  of  the  generator. 
Calling  this  F",  and  R^  the  effective  resistance  of  the 
generator,  we  have  plainly, 

^=  r+7i?i (4) 

Again,  since  7  and  also  the  total  resistance  jB  in  the 
circuit  can  be  found  by  measurement,  we  find  by  (3) 

^j  =  JET  -  7ii (5) 

where  all  the  quantities  on  the  right-hand  side  are 
known. 
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The  ratio  of  E^^y,  the  electrical  energy  spent  per  unit  ^^^*"^*^ 
of  time  in  the  circuit  otherwise  than  in  heating  the        of 

conductors,  to  the  whole  electrical  energy  Ey  spent  in  the  '^"^of 

circuit  per  unit  of  time,  that  is  the  ratio  of  E^  to  E,  we  Generator 

may  call  the  electrical  eflBciency  of  the  arrangement.  Motor. 
Denoting  this  eflSciency  by  c,  we  find,  by  equation  (4), 

^      E  E  E         •     •     ^^>' 

Hence  the  smaller  7  is  made,  that  is,  the  slower  the  Arrange- 

'  .  ment  of 

energy  is  given  out,  the  value  of  the  eflBciency  of  the  Maximnm 

arrangement  is  the  more  nearly  equal  to  unity,  the  value  Effi^^cy. 

of  the  eflBciency  of  an  arrangement  in  which  the  energy 

in  the  motor  done  against  external  resistance  is  exactly 

equal  to  the  whole  electrical  energy  given  out  in  the 

circuit. 

When  however  energy  is  spent  at  the  maximum  rate 

in  working  the  motor,  E^y  has  its  greatest  value.     But 

by  (5) 

E^y  ^Ei"  y^B  =  W. 

This  equation  may  be  written, 

y^B"  Ey+  JT  =  0, 

a  quadratic  equation  of  which  the  solution  is, 

E±  'JE^-^RW 


7  = 


2i2 


Now  in  order  that  these  values  of  7  may  be  real,  ^RW 
cannot  be  greater  than  E^,  Hence  the  greatest  value 
W  can  have  is  E^/4iR.     When  W  has  this  maximum 
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Arrange-  value,  7  is  equal  to  UJ2R,  and  therefore  -E^  equal  to 
Maximum  -E/i.  Hence  the  electrical  efficiency  is  J.  It  is  to  be 
Activity,  y^^j  carefully  observed  that  although  in  this  case  the 
arrangement  is  that  of  greatest  electrical  activity^  it  is 
Ttot  that  of  greatest  electrical  efficiency,  as  it  has  only 
about  one-half  the  efficiency  of  one  in  which  energy  is 
given  out  at  a  very  slow  rate.  The  case  is  exactly 
analogous  to  that  of  a  battery  arranged  so  as  t.o  give 
maximum  current  through  a  given  external  resistance 
(see  Vol.  I.  p.  148). 

All  that  has  been  stated  above  is  applicable  to  the 
case  of  a  motor  fed  by  any  kind  of  generator  whatever. 
The  generator  employed  however  is  generally  some 
form  of  dynamo-  or  magneto-electric  machine  driven 
by  an  external  motor,  such  as  a  steam-  or  gas-engine  or 
a  water-wheel,  and  a  few  of  the  results  obtained  below 
apply  only  to  such  cases,  which  will  be  indicated  as 
they  occur. 
Case  of  When  the  generator  and  motor  are  exactly  similar 
^TMotor  J^SLchines,  and  the  same  current  passes  through  both. 
Similar  the  ratio  oi  E^  to  E  will  be  that  of  nAf(y)  to 
ac  mes.  ^'jj^^^^ .  -where  n  and  n'  are  the  speeds  of  the 
machines,  A  a  constant  depending  on  the  form  and 
disposition  of  the  magnets,  and  f(y)  a  function  of  the 
current.  Hence  in  this  case  the  efficiency  is  measured 
simply  by  the  ratio  of  the  speed  of  the  motor  to  that  of 
the  dynamo.  The  more  nearly  therefore  the  speed  of 
the  motor  approaches  to  that  of  the  generator,  the 
greater  is  the  efficiency.  It  is  to  be  observed  however 
that  two  machines  identically  alike  will  not  in  practice 
be  perfectly  similar  in  their  action,  even  with  the  same 
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currents  flowing  in  their  armatures  and  field-magnet 
coils.  The  armature  currents  tend  to  weaken  the  field 
in  the  generator,  and  to  strengthen  the  field  in  the 
motor. 

In  general,  the  higher  the  speed  at  which  the  motor 
is  run,  the  greater  is  the  electrical  cflBciency  of  any 
arrangement,  for  it  is  obvious  that  the  higher  the  speed 
the  more  nearly  does  E^^  approach  to  if,  and  therefore 
the  value  of  EJE,  the  measure  of  eflBciency,  to  unity. 

For  a  constant  difference  E  —  E^,  the  ratio  of  the 
energy  spent  in  heating  the  conductors  by  the  current 
to  the  whole  energy  expended  in  the  circuit,  may  be 
reduced  by  increasing  the  electromotive  force  E  of  the 
circuit.  If  E  be  increased  to  nE  while  E^  is  changed 
to  -S*!,  so  that  nS-E^  ^  E—  E^,  the  electrical  efficiency 
is  raised  to  (n-VjIn-^-E^nE,  or  {{n-\)fn-{-\ln^)  of 
the  former  efficiency.  Clearly  as  ?i  is  increased  this 
approaches  more  and  more  nearly  to  unity.  ^ 

The  energy  spent  in  heat  is  y^R,  or  {E-E^^/lt,  and  the  ratio  Electrical 

of  this  to  Ey  is  yR/E.      But  yR  is  equal  to  the  constant  differ-  Eflficiency 

ence  E-E^,  hence  the  ratio  is  (E'-Ei)/E,  and  this  becomes  increased 

snjaller  as  E  is  increased.    A   greater  efficiency  is  therefore  ^y  ^?" 

obti-'ned  by  using  high  potentials  than  by  using  low  potentials,  pi*^!?^*"? 

Hence  a  greater  electrical  efficiency  is  realized,  with  a  given  J^     ..*" 

magneto-  or  dynamo-electric  machine  used  as  generator  and  a  ^^^  * 
given  motor,  M'hen  both  generntor  and  motor  are  run  at  higher 
speeds.  Consequently  the  generator  should  be  run  as  fast  as 
possible,  and  the  motor  loaded  lightly,  or  the  speed  with  which 
the  working  resistance  is  overcome  reduced  by  gearing  between 
it  and  the  motor. 

Wlien  high  potentials  are  obtained  by  the  use  of  machines  Effect  of 

wound  with  fine  wire,  or  by  using  as  generator  a  battery  of  a  increased 

large  number  of  cells  joined  in  series  to  drive  a  high  potential  E.M.F.  in 

motor,  the  gain  of  electromotive  force  is  accompanied  by  an  different 

increase  of  resistance  in  the  circuit     But  if  we  suppose  the  Cases. 
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speed  of  the  motor  to  be  so  regulated  that  the  difference 
between  the  total  electromotive  force  in  the  circuit  and  the  back 
electromotive  force  of  the  motor  remains  the  same  in  the  differ- 
ent cases,  it  is  easy  to  show  that  the  electrical  efficiency  of  the 
arrangement  is  greater  for  high  electromotive  forces  than  for 
low.  If,  as  supposed,  E—E^  remains  constant,  while  E  is 
changed  to  nE,  we  have  for  the  total  activity  of  the  motor 
nEy-  {E-  £{)  y.  Dividing  this  by  nEy  we  get  for  the  electrical 
efficiency, 

» - 1    1  ^, 

'       -ir+nB ^^ 

As  n  is  made  greater  and  greater,  the  first  term  on  the  right 
becomes  more  and  more  nearly  equal  to  unity,  and  the  last  term 
to  zero.  Hence,  on  the  supposition  made,  the  efficiency  is  in- 
creased by  increasing  the  working  electromotive  forces.  Taking 
as  a  particular  case  »  =  2,  we  see  that  the  efficiency  is  J  together 
with  one-half  of  tlie  former  efficiency;  if  n:=4,  the  efficiency  is 
J  together  with  one-fourth  of  tl  e  fonner  efficiency,  and  so  on  for 
other  values  of  n.  This  result  holds  for  any  case  whatever  in 
which  the  condition  tliat  E  —  E^  sliould  remain  constant  is 
fulfilled ;  and  hence  it  is  independent  of  any  change  that  may 
have  been  made  in  the  resistances  of  the  generator  or  motor  in 
order  to  obtain  the  higher  electromotive  force  uE.  For  example, 
it  h  plain  that  no  sensible  change  in  the  actual  rate  of  losa  by 
heating  of  the  conductors  by  the  current  will  be  produced  by 
increasing  the  resistances  of  the  generator  and  motor,  if  tbes^ 
be  very  small  in  comparison  with  the  remainder  of  the  resistance 
in  circuit;  as,  since  E—E^  remains  constant  and  the  lesistance 
is  practically  the  same  as  before,  the  current  strength  will  not  be 
perceptibly  altered.  Tiie  ratio,  however,  of  the  activity  wasted 
in  heating  to  the  total  activity  will  be  only  1/nth  of  what  it  was 
before.  In  the  opposite  extreme  case,  in  which  the  generator 
and  motor  have  practically  all  the  resistance  in  circuit,  the 
current,  y  (  =  {E-E^jR)^  is  diminished  in  the  ratio  in  which  the 
resistance  is  increased ;  and  the  actual  rate  of  loss  by  heat 
according  to  Joule's  law,  {E-^EiJ^IR,  is  diminished  in  the  same 
ratio,  so  that,  as  in  the  former  case,  its  ratio  to  the  total  activity 
n£y  is  1/nth  of  what  it  was  for  the  electromotive  force  E.  We 
see,  therefore,  that  here  also  the  efficiency  must  be  the  same  in 
both  cases. 
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We  have  called  EJE  the  electrical  efficiency  of  the  J^o^king 

1..  i»ij«ri       EflBciency 

arrangement^  but  this  is  not  to  be  confounded  with  the  of  Motor. 

efficiency  of  the  motor  itself.  The  activity  ^^7  in- 
cludes the  wasted  activity,  or  rate  at  which  work  is  done 
against  frictional  resistances  in  the  motor  itself,  and  in 
the  gearing  which  connects  it  with  its  load,  as  well  as 
the  useful  activity  or  rate  at  which  it  performs  useful 
woik.  Hence,  although  the  electrical  efficiency  of  the 
arrangement  be  very  great,  only  a  small  amount  com- 
paratively of  the  energy  given  to  the  motor  may  be 
usefully  expended,  and  mce  versd  ;  and  we  define  there- 
fore the  efficiency  of  a  motor  at  any  given  speed  as  the 
ratio  of  the  useful  activity  to  the  whole  activity,  taking 
as  the  latter  the  total  rate  at  which  electrical  energy  is 
expended  in  the  motor ;  that  is,  ^^7  +  7^-Si»  ^^'*  which 
is  the  same,  F7,  where  V  is  the  diflference  of  potential 
between  the  terminals  of  the  motor.  Accordingly,  if  A 
be  the  useful  activity,  we  have  for  the  efficiency  of  the 
motor  the  ratio  A/Vy.  We  may  call  this  the  working 
efficiency  of  the  motor. 

To  determine  this  ratio  in  any  particular  case  the  motor  is  run   Measure- 
at  the  required  speed,  F  is  measured  with  a  potential  galvano-    ment  of 
meter,  and  y  with  a  current  galvanometer,  and  their  product   Working 
taken,  or  /y  is  determined  with  some  form  of  electrical  activity-  Efficiency 
meter,  while  A  is  determined  by  means  of  a  suitable  ergometer.  of  Motor. 
A  very  convenient  and   accurate  friction  ergometer  may  be 
formed  by  passing  a  cord  once  completely  round  the  pulley  of 
the  motor,  and  hanging  a  weight  on  the  downward  end,  while 
the  other  is  made  to  pull  on  a  spiral  spring  fixed  at  its  upper 
end  aud  provided  with  an  index  to  show  its  extension.     The 
weight  is  adjusted  so  that  the  motor  runs  at  the  required  speed, 
while  wasting  ail  its  work  in  overcoming  the  friction  of  the 
cord,  and  the  extension  of  the  spring  is  noted,  and  the  corre- 
sponding pull  found  in  the  same  units  of  force  as  those  used  in 
estimating  the  downward  pull  due  to  the  weight.  Let  the  weight 
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used  in  any  experiment  be  taken  in  grammes,  and  be  denoted 
by  IT,  and  let  w*  be  the  number  of  grammes  required  to  stretch 
the  spring  by  gravity  to  the  same  amount,  then  the  total  force 
overcome  is  in  dynes  (w—w^g^  where  ^  is  the  acceleration,  in  cen- 
timetres per  second  per  second,  produced  by  gravity  at  the  place  of 
experiment  (at  London  g  =  98ri7  nearly).  If  n  be  the  number 
of  revolutions  per  second,  and  c  the  circumference  in  cms.  of  the 
pulley  at  the  part  touched  by  the  rope,  the  velocity  with  which 
this  force  is  overcome  is  tic,  and  therefore  the  activity  in  ergs 
per  second  is  iw  (m?  —  u?')*;.  If  A  is  reckoned  in  watts,  we  have 
the  equation, 

^-  L«c(«j_,xOy (8) 

If  t/?  —  w/  be  taken  in  pounds,  and  c  in  feet,  and  n  be  the 
number  of  revolutions  per  mxnutA^  the  activity  in  horse-power  is 
given  by 

^"•33500'"'("'-'^ ('> 

and  in  watts  approximately  by 

A  =  •0226;w(w  -  »') (9') 

Generator       yy^  \^2k^Q  now  considered  cases  in  which  electrical 
Charging 
Storage    energy  is  transformed  into  mechanical  work  by  means 

^ctoical  ^^  motors  working  by  electromagnetic  action,  and  have 
Efficiency  seen  that  the  whole  electrical  activity  E^  in  the  circuit 
Arrange-    IS  equal  to  the  useful  activity  of  the  motor  together 
ment      ^yj^h  the  unavailable  part  spent  in  heating  the  con- 
ductors in  circuit,  and  in  overcoming  the   frictional 
resistances  opposing  the  motion  of  the  motor.    Part  of 
the  electrical  energy  developed  by  a  generator  may 
however  be  spent  in  effecting  chemical  decompositions 
in  electrolytic  cells  placed  in  the  circuit,  as,  for  example, 
in   charging   a   secondary  battery   or  "accumulator." 
Each  cell  in  which  electrolytic  action  takes  place,  so 
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that  the  result  is  chemical  separation  at  the  plates  of  the 
constituents  of  the  solution  acted  on,  opposes  a  counter 
electromotive  force  to  that  causing  the  current,  and  the 
work  done  per  second  in  each  cell  over  and  above  that 
spent  in  heat  according  to  Joule's  law  (p.  75),  is  equal 
to  the  product  of  this  counter  electromotive  force  into 
the  strength  of  the  current.  In  most  cases  the  counter 
electromotive  force  exceeds  the  electromotive  force  re- 
quired to  effect  the  chemical  decompositions,  and  the 
energy  corresponding  to  the  difference  of  electromotive 
force  appears  in  the  form  of  what  has  been  called  local 
heat  in  the  electrolytic  cells. 

In  the  case  of  a  secondary  battery  charged  by  the 
current  from  an  electrical  generator,  which  is  the  only 
case  we  shall  here  consider,  the  activity  spent  in  the 
battery  while  it  is  being  charged  is  equal  to  the  product 
of  the  difference  of  potential  existing  between  the 
terminals  of  the  battery  while  the  current  is  flowing, 
multipb'ed  by  the  strength  of  the  current.  Let  V  be 
this  difference  of  potential  in  volts,  and  7  the  current 
strength  in  amperes,  then  Vy  joules  is  the  whole  work 
per  unit  of  time  spent  in  the  battery.  The  whole 
activity  spent  in  the  circuit  is  Hy,  or  Vy  +  y*It,  where 
JS  is  the  total  electromotive  force  of  the  generator,  and 
JR  is  the  resistance  of  the  generator  and  the  wires  con- 
necting it  with  the  secondary.  Again,  if  jF^  volts  be 
the  electromotive  force  of  the  secondary  battery,  which 
may  be  measured  by  removing  the  charging  battery  for 
an  instant  and  applying  a  potential  galvanometer  to 
the  terminals  of  the  secondary,  the  activity  actually 
spent  in  charging  the  battery  may  be  taken  as  H^y. 
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Hence  the  ratio  of  the  activity  spent  in  charging 
the  battery  to  the  whole  activity  in  the  circuit  is 
E^l{  V  +  JRy)  or  E^E,  and  the  activity  wasted  in  heat- 
ing the  conductors  in  circuit  is  {E—E^yy,  This  ratio 
EJE  is  the  same  as  that  found  above  in  the  case  of  a 
generator  and  a  motor,  and  may  be  called  as  before  the 
electrical  eflBciency  of  the  arrangement. 

Arrange-       Hence,  in  order  that  as  nearly  as  possible  the  whole 
mentof      ,         .     ,  .  .        /       .        . 

Maximum  electncal  energy  given  out  m  the  circuit  may  be  spent 

f*Qp^^  in  charging  the  battery,  as  many  cells  should  be  placed 
in  circuit  as  suflSce  to  nearly  balance  the  electromotive 
force  E  of  the  generator,  that  is,  the  charging  should  be 
made  to  proceed  as  slowly  as  possible.  In  practice, 
however,  a  very  slow  rate  of  charging  is  not  economical, 
as  the  work  spent  in  driving  the  generator,  if  a  dynamo- 
or  magneto-electric  machine,  j^ainst  frictional  resist- 
ances would  be  greater  than  the  useful  work  done  in 
the  circuit ;  and  if  the  speed  of  the  generator  slackened 
for  a  little  the  battery  would  tend  to  discharge 
through  it. 

Effect  of       As  in  the  case  of  the  motor  (p.  265),  the  electrical 

Increased 

E.M.F.  in  efficiency  of  the  arrangement  can  be  increased  by  in- 

Circuit.  creasing  E  and  E^,  so  that  E—  Ej  is  maintained  con- 
stant E  may,  in  the  present  case,  be  increased  by 
running  the  generator  feu^ter,  or  by  using  a  machine 
adapted  to  give  higher  potentials.  As  before,  if  E  be 
increased  to  nE,  while  E^  is  changed  to  -E'  so  that 
nE  -  E  =  E "  E^,  the  electrical  efficiency  becomes 
(n  -  l)jn  H  EJnE  as  in  (7)  above. 
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The  electromotive  force  of  a  Faure  or  storage  cell  is  rather  Measure- 
over  2  volts  when  fully  charged,  but  is  considerably  less  when  ment  of 
nearly  discharged.  When  the  cell  is  placed  in  the  charging 
circuit,  the  counter  electromotive  force  which  it  opposes  rises 
guickly  to  a  little  less  than  this  value,  and  thereafter  gradually 
increases,  while  the  charging  current  falls  in  strength.  In  order 
to  measure,  therefore,  the  whole  energy  spent  in  charging  a 
secondary  battery,  we  must  either  use  some  form  of  integrating 
energy-meter  which  give:^  accurate  results,  or  measure,  at  short 
intervals  of  time,  ^with  a  potential  galvanometer,  and  y  with  a 
current  galvanometer  placed  permanently  m  the  circuit.  After 
the  battery  has  been  charged,  the  total  number  of  joules  spent 
is  obtained  by  multiplying  each  value  of  Vy  by  the  number  of 
seconds  between  the  instant  at  which  the  corresponding  readings 
were  taken  and  that  at  which  the  next  pair  of  readings  were 
taken,  and  adding  all  the  results.  Or,  more  exactly,  values  V 
and  y  are  obtained  for  each  interval  by  finding  the  arithmetic 
means  of  the  values  of  V  and  of  y  at  the  beginning  and  end  of 
each  interval,  and  taking  the  product  of  these  two  means  as  the 
value  of  the  activity  for  that  interval.  Each  product  is  multi- 
plied by  the  number  of  seconds  in  the  correaponding  interval, 
and  the  sum  of  the  products  is  the  whole  energy  spent.  The 
integral  work  in  joules  having  been  thus  estimated,  the  efficiency 
of  the  battery  may  be  obtained  by  finding  in  the  same  manner 
the  totalnumber  of  joules  given  out  in  the  external  working  circuit 
while  the  battery  is  discharging.  The  ratio  of  the  useful  work 
thus  obtained  to  the  whole  work  spent  in  charging  is  the  efficiency 
of  the  bpttery.  In  discharging  in  an  electric  light  circuit,  the 
greatest  economy  is  obtained  when  the  resistance  of  the  working 
part  of  the  circuit  is  very  great  in  comparison  with  that  of  the 
battery  and  main  conductors.  Neglecting  the  latter  part  of  the 
resistance,  we  see  that,  if  a  large  number  of  lamps  are  arranged 
in  multiple  arc,  a  large  number  of  cells  should  also  be  joined  in 
multiple  arc,  so  that,  while  the  requisite  difference  of  potential  is 
obtained,  the  resistance  of  the  battery  is  still  small  in  comparison 
with  that  of  the  external  circuit. 


As  regards  the  measurement  of  energy  spent  in  electric  Measure- 
light  circuits,  in  which  continuous  currents  are  flowing,  ^jf^ivitv 
we  have  already  sufficiently  indicated  above  how  this  Spent  in 
may  be  done.  To  find  the  activity,  or  work  spent  per  current 
unit  of  time,  in  any  part  of  a  circuit,  we  have  only  to  Circuits. 
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find  the  difference  of  potential,  F,  in  volts  between  its 
extremities  with  a  potential  galvanometer,  and  the 
current,  y,  in  amperes  flowing  through  it  with  a  current 
instrument.  If  the  activity  be  constant,  we  have  simply 
to  multiply  Vy  by  the  number  of  seconds  in  any 
interval  of  time,  to  find  the  number  of  joules  spent  in 
that  time  in  the  part  of  the  circuit  in  question.  If 
the  activity  is  variable,  the  whole  energy  spent  in  any 
time  may  be  estimated  by  finding  Vy  at  short  in- 
tervals of  time,  and  calculating  the  integral  as  just 
explained. 

Electrical       go  far  we  have  been  considering  only  measurements 
Activityin         ,     .       ,        .        .         -  ,  .  « 

Alternat-  made  m  the  curcuits  of  battenes  or  of  continuous  cur- 

Cu^nt  ^^^^  generators.  Alternating  machines  in  which  the 
Circuits,  direction  of  the  current  is  reversed  two  or  three  hundred 
times  a  second  are,  however,  frequently  employed, 
especially  in  electric  light  circuits,  and  it  is  necessary 
therefore  to  consider  the  methods  of  electrical  measure- 
ment available  in  such  cases. 

The  only  electromagnetic  instruments  which  can  be 
used  in  alternating  circuits  are  such  as  depend  on  the 
mutual  force  between  two  current-carrying  conductors. 
Electrodynamometers  generally,  and  current  weighers, 
such  as  those  described  in  Chap.  VIL,  are  instruments 
which  act  on  this  principle,  and  can  be  used  both  in 
alternating  and  in  continuous  current  circuits.  We 
have  only  to  indicate  here  how  they  can  be  applied  to 
measure  currents,  differences  of  potential,  and  activity 
in  constant  or  alternating  current  circuits. 
Practical       Jq  practical  work  the  instruments  on  this  principle 

ments      usually  employed  are  such  as  require  to  have  their  con- 
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stants  determined  by  comparison  with  standard  in- 
struments, such  as  a  standard  tangent  galvanometer, 
or  a  standard  dynamometer,  and  are  dealt  with  in 
Chap.  VII.  We  may  here  mention,  in  addition, 
Siemens'  electrodynamometer,  in  which  a  suspended 
coil  is  acted  on  by  a  fixed  coil,  and  the  strength  of 
the  current  deduced  by  means  of  a  table  of  values  for 
different  angles,  from  the  torsion  which  must  be  given 
to  a  spiral  spring  to  bring  the  coil  back  to  the  zero 
position. 

When  an  instrument  on  this  principle  is  arranged  for  Activity- 
use  as  an  activity-meter,  one  set  of  coils,  the  fixed  or 
the  movable,  is  made  of  thick  wire  so  as  to  carry  the 
whole  current  in  the  circuit,  while  the  other  set  is  made 
of  high  resistance  and  is  connected  to  the  two  ends  of 
the  part  of  the  circuit  in  which  the  electrical  activity 
is  to  be  measured.  In  this  case  the  force  or  couple 
required  to  restore  the  movable  coils  to  the  zero  posi- 
tion is  proportional  to  the  product  F7  of  the  difference 
of  potential  and  current,  that  is  to  the  activity,  for  that 
part  of  the  circuit;  and  if  the  instrument  has  been 
properly  graduated  this  can  be  at  once  read  off  in  watts, 
or  in  any  other  chosen  units  of  activity.  Instruments 
of  this  kind  have  been  made  by  Professors  Ayrton  and 
Perry,  Sir  William  Siemens,  and  Lord  Kelvin.  Lord 
Kelvin's  form  *  is  a  modification  of  the  balance 
described  above  (Chap.  VII.),  in  which  the  main  current 
is  sent  through  one  set  of  the  mutually  acting  coils, 

*  For  a  fall  description  see  the  author's  Smaller  Treatise,  Chap.  YII. 
VOL.  II.  V  U 
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which  are  therefore  of  low  resistance ;  while  the  other 

Bet  of  coils  are  of  high  resistance  and  are  applied  at 

the  terminals  of  the  portion  of  the  circuit  in  which  the 

activity  is  to  be  measured,  and  therefore  carry  a  current 

proportional  to  the  difference  of  potential  between  those 

two  points. 

Measure-       We  shall  now  consider  the  measurement  of  currents 

AHeraate  *^^  differences  of  potential,  and  therefore  also  of  elec- 

CurreDt    trical  energy  in  the  circuits  of  alternating  machines  or 

of  transformers.     In  all  such  circuits  the  march  of  the 


Fig.  147. 

current  in  each  complete  alternation  may  be  stated 
roughly  as  a  rise  from  zero  to  maximum  in  one  direc- 
tion, then  a  diminution  to  zero,  then  a  change  of  sign 
and  a  rise  to  maximum  in  the  opposite  direction^ 
followed  by  a  diminution  again  to  zero.  The  law  ac- 
cording to  which  these  changes  take  place  is  more  or 
less  complex  in  the  various  cases,  and  the  complete 
mathematical  representation  of  the  current  strength  at 
any  time  would  require  an  application  of  Fourier's 
method  of  representing  any  arbitrary  periodic  function. 
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by  means  of  an  infinite  series  of  simple  harmonic  terms 
of  the  form  A^  sin  {irvt  -  c<),  where  n  \a  2ir  divided  by 
the  period  T  oi  dk  complete  alternation,  u4<  and  e*  con- 
stants and  %  any  integer.  It  has  been  found  experi-  Law  of 
mentally  by  M.  Joubert  that  the  variation  of  electro-  Alternate" 
motive  force  in  a  Siemens'  alternating  machine  can  be  Cprent 
expressed  by  the  single  harmonic  term  Esmnt,  where 
we  reckon  t  from  the  instant  at  which  the  electromotive 
force  was  zero  when  changing  from  the  direction 
reckoned  as  negative  to  that  reckoned  as  positive. 
The  values  of  E^iurU  are  shown  graphically  by  the 
ordinates  of  the  curve  in  Fig.  147,  t  being  measured 
from  A  along  AB.  The  maximum  and  minimum  ordi- 
nates CE,  DF  are  in  length  numerically  equal  to  the 
electromotive  force  E.  This  law  applies  fairly  to  many 
alternating  machines,  and  we  assume  its  truth  in  most 
of  what  follows  (see  however,  Hopkinson's  experiments 
on  rapid  cycles  of  magnetization,  curves  A,  Chap.  XIII. 
Sect.  III.).  The  more  general  case  can  be  dealt  with, 
when  results  for  it  are  interesting  or  useful.  By  means 
of  a  proper  contact  arrangement,  which  makes  connec- 
tion with  an  electrometer  at  diflferent  instants  during  . 
an  alternation,  the  values  of  the  difference  of  potential 
between  the  terminals  at  these  instants  can  be  obtained. 
If  the  difference  of  potential  does  not  follow  the  simple 
law  of  signs,  the  simple  harmonic  constituents  can  be 
deduced  by  the  method  of  Least  Squares  (see  Appendix), 
from  a  suflScient  number  of  such  observations. 

The  current  strength  is  affected  by  the  action  of 
self-induction  to  a  greater  or  less  extent  in  all  such 

u  U  2 
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machines  independently  of  the  disposition  <^  the 
external  circuit,  especially  if  the  revolving  armature 
contains  iron ;  but,  as  shown  below,  it  follows,  with  a 
difference  in  phrase,  the  same  law  as  does  the  electro- 
motive force.  The  effect  of  variations  in  the  field 
magnets  produced  by  the  rotating  armature  has  also  in 
a  rigorous  theory  to  be  taken  into  account,  but  this  effect^ 
in  well-designed  machines  without  iron  in  their  arma- 
tures is  not  great,  and  where  experiments  have  been 
made  to  detect  it,  has  been  found  to  be  slight,  and  we 
shall  therefore  neglect  it. 


Mean  Writing  then  y  for  the  current,  at  a  time  (,  reckoned  from 

Current    the  instant  at  which  the  current  was  zero,  we  have 
in  Alter- 

natinfi; 
Circuit. 


Y  ••=  -i  sin  nt 


(11) 


The  whole  quantity  of  electricity  generated  in  a  half  period  T/2 
is  therefore 


/r/2  CTI'l 

0  Jo 


AT 
tr 


(12) 


Honce  if  C  denote  the  mean  current  in  that  time,  we  have 


1A 


(13) 


Measure-        Now  if  an  electrodynamometer  be  placed  in  the  circuit  so 

ment  of    that  the  same  current  passes  through  both  its  fixed  and  movable 

Mean       coils,  the  current  in  both  will  be  reversed  at  the  same  instant. 

Current    and  their  mutual  action  will  be  the  same  for  the  same  current 

strength,  and  will  be  proportional  to  C^  that  is  to  A^  sin^iU.    If 

the  period  of  the  alternation  be  small  in  comparison  with  the 

period  of  free  oscillation  of  the  movable  coil  system  of  the 

dynamometer,  the  mutual  action  of  the  fixed  and  movable  coils 
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will  be  the  same  as  if  a  continuous  current  y'  given  by  the 
equation 

^^^L^Mt^'^t'^Bm^ntdt.    .    .     .    (14)     Ratio  of 
'        TJ  0  TJ  0  True 

Mean 
Current  to 
were  kept  flowing  through  them.    But  by  integration  Square 

Root  of 
j%  Mean 

y'*  =  — (16)    Square  of 

2  Current. 

and  substituting  from  (13)  in  this  equation,  we  get 

y«  =  2^^yf  =  •9003y (16) 

IT 

In  order  therefore  to  find  the  actual  mean  current 
strength  in  the  circuit  of  an  alternating  machine  from 
the  value  of  7'  given  by  a  current  dynamometer  we 
must  multiply  the  latter  by  '9 ;  in  other  words  the  mean 
current  strength  is  9/10  of  the  strength  of  the  contin- 
uous current  which  would  give  the  same  deflection. 
The  product,  if  y*^  has  been  taken  in  amperes,  multiplied 
by  the  number  of  seconds  in  any  interval  of  time  during 
which  the  machine  has  been  working  uniformly  on 
the  same  circuit,  will  give  the  number  of  coulombs  of 
electricity  which  has  flowed  through  the  circuit  in  that 
time. 

The  measurement  of  differences  of  potential  is  how-  Measure- 

*  ment  of 

ever  attended  with  more  diflBculty  on  account  of  the  Difference 

effect  of  the  self-induction  of  any  electromagnetic  in-     tia?by 

strument  which  can  be  applied  to  the  circuit  for  this  Wiostatic 

purpose.       The    following    method    of   employing    a    meter. 

quadrant  electrometer  for  this  purpose  has  been  used 
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Idiostatic  fey  If.  Joubert.*    The  needle  of  the  instrument  is  left 
Use  of 
Electro-    uncharged,  and  the  charging  rod  connected  with  it  and 

meter,     ^g^  ^^  ^  third  electrode.    If  the  needle  be  connected 

to  a  point  in  the  circuit  at  which  the  potential  is  V 

relatively  to  the  outside  case,  one  pair  of  quadrants  at 

a  point  at  which  the  potential  is  F^,  and  the  other  pair 

at  a  third  point  where  the  potential  is  V^,  and  if  2>  be 

the  deflection  of  the  spot  of  light  corresponding  to  the 

angle  (supposed  small)  through  which  the  needle  has 

been  turned  against  the  bifUar  suspension,  then  subject 

to  the  caution  below  we  have  (VoL  I.  p.  297) 

i?  =  *(Fi-r^(r-Ii^«)  .  .  (17) 

where  i  is  a  constant.     M.  Joubert  connected  the 
needle  (and  case)  to  the  pair  of  quadrants  at  potential 


Fj,  so  that 


^=5(^1-  ^«)* 08) 


This  equation  is  applicable,  whatever  the  law  of  the 
electrometer,  provided  k  be  determined  by  a  process 
of  calibration  with  known  differences  of  potential. 

It  l^as  been  found  by  Professors  Ayrton  and  Perry 
and  Mr.  Sumpner  f  that  when  a  quadrant  electrometer 
is  used  idiostatically  the  metallic  cheeks  left  where  the 
guard-tube  is  cut  away  for  the  needle  exert  an  influence 
on  the  needle  in  its   unsymmetrical  position  when 

*  Comptes  Bendus,  July  1880.  AnnaUs  de  Chimie  et  de  Phynqyu^ 
May,  1883. 

t  Phil,  Trans,  R.S.,  A.  1891. 


Digitized  by  VjOOQIC 


ALTERNATING  CIRCUITS  663 

deflected  which  renders  the  formula  (17)  seriously  in- 
accurate. It  may  be  used  however  without  correction 
for  values  of  V  up  to  about  100  volts.  In  quadrant 
electrometers  now  (1892)  being  manufactured,  the 
guard-tube  is  dispensed  with.* 

A  multicellular  or  vertical  voltmeter  f  may  (pre- 
ferably) be  used  instead  of  the  quadrant  electrometer, 
except  when  three  points  at  different  potentials  are  to 
be  connected  to  the  electrometer  at  the  same  time. 
Any  doubt  as  to  the  applicability  of  the  expression  on 
the  right  of  (18),  with  k  a  constant,  is  avoided,  for  in 
these  instruments  the  values  of  different  deflections  on 
the  scale  have  been  fixed  by  experiment. 

If  the  terminals  of  the  electrometer  employed  be  con- 
nected to  any  two  points  in  the  circuit  of  a  machine  in 
which  the  period  of  alternation  is  short  in  comparison 
with  the  free  period  of  the  needle,  the  couple  acting  on 
the  needle  will  be  at  each  instant  proportional  to  the 
second  power  of  the  difference  Fj-  V^  of  potential 
existing  between  these  two  points  at  that  instant. 
Also  as  in  the  similar  case  of  the  dynamometer  above, 
the  deflection  of  the  needle  will  be  the  same  as  that 
which  would  be  produced  by  a  constant  difference  of 
potential  V  given  by  the  equation 

F'='=i/V,-r,)^d<    ....    (19) 

*  To  Messrs.  Ayrton  and  Perry's  instrament  (18)  was  applicable 
ouly  when  the  distance  apart  of  the  quadrant!  was  3*9  mms.  The 
distance,  if  any,  of  the  quadrants  apart  for  which  the  formula  is 
correct,  should  be  found  by  experiment  for  each  electrometer  used  in 
this  manner. 

t  See  Smaller  Treatise  Chap.  YIL,  and  Vol.  I.,  p.  801. 
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Difference       If  we  denote  the  actual  mean  difference  of  potential 

tisl:  True  by  V^,  then  since  the  difference  of  potential  follows 

^5*"'     the  same  law  of  variation  as  the  current  we  get  also 

and  Square  ® 

^^^^  r«  = -90037' (20) 

If  we  know  the  resistance  in  the  part  of  the  external 
circuit  between  the  points  at  which  the  electrometer 
electrodes  are  applied,  then  calling  this  resistance  £, 
and  supposing  that  this  part  of  the  circuit  contains  no 
motor  or  other  arrangement  giving  a  back  electro- 
motive force,  and  that  the  ratio  of  its  self-induction  to 
the  period  of  alternation  is  zero  or  negligible  in  com- 
parison with  R,  we  have  for  the  mean  value  of  the 
current  V^jR,  and  thus  by  means  of  an  electrometer 
alone  we  can  measure  not  only  the  difference  of  poten- 
tial between  the  ends  of,  but  also  the  current  in,  that 
portion  of  the  circuit. 
Enhanced       It  is  to  be  noticed  that  the  resistance  of  the  oon- 

Resistance 
to  Alter-  ductors  in  circuit  is  less  the  greater  the  frequency  of 

Current:   alternation.     This   variation,  as  explained  at   p.  325 

distin-     above,  is  due  to  the  fact  that  as  the  alternation  in- 

from      creases  in  rapidity  the  current  is  more  and  more  con- 

Impe-     fined  by  inductive  action  to  the  outer  strata  of  the  con- 
dance.  •'      . 

ductor,  which  is  therefore  virtually  reduced  in  section. 

This  is  not  to  be  confounded  with  the  fictitious  increase 


of  resistance  seen  in  the  expression  JR^  -f  n^L^  (see  p. 
667  below)  which  arises  directly  from  the  electromotive 
force  of  self-induction ;  but  is  a  real  increase  of  the 
value  of  R  for  the  current  in  question.  (See  table  of  the 
resistances  of  conductors  at  different  periods  of  alterna- 
tion in  Appendix.) 
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Denoting  by  Am  the  mean  value  of  the  electrical  aotivily  in       Mean 
this  part  of  the  circuit,  still  supposing  the  self-induction  of  this    Activity 
part  to  be  negli|rible,  we  have  plainly  ^^  Alter- 

nating 

^.-^/y.-w-5? (2.)  ^'^*' 

In  the  same,  way,  since  the  value  of  the  electrical  activity  at 
any  instant  is  ^i^  we  have  from  the  results  of  experiments 
made  by  an  electrodynamometer, 


f/V'-y"*^ 


From  these  two  results  we  get 
That  is 


(22) 


(23) 


The  true  mean  value  of  the  electrical  activity  is  equal  to  Effect  of 
the  product  of  the  square  root  of  the  mean  square  of  the  induction, 
diflference  of  potential,  by  the  square  root  of  the  mean 
square  of  the  current  strength.  It  can  therefore  be 
determined  by  means  of  an  electrometer  and  an  electro- 
dynamometer  of  negligible  self-induction  without  its 
being  necessary  to  know  the  resistance. 

We  shall  now  consider  the  case  in  which  the  self-induction 
cannot  be  neglected.  Let  H  be  the  total  resistance  in  the 
circuit,  y  the  current  flowing  in  it  at  the  time  /,  E  the  total 
electromotive  force  of  the  machine,  and  L  the  inductance  for 
the  whole  circuit,  that  is,  the  number  which  multiplied  into 
dy/di  gives  the  electromotive  force  opposing  the  increase  or 
diminution  of  the  current.  We  shall  suppose  L  a  constant, 
although  there  can  be  no  doubt  that  in  some  alternating 
machines  its  value  is  different  in  different  positions  of  the  arma- 
ture. The  iron  cores  of  the  field  magtiets  act  to  a  greater  or 
less  extent  as  cores  for  the  armature  coils,  and  as  the  magnetic 
susceptibility  of  iron  is  a  function  of  the  strength  of  the  mag- 
netizing current,  L,  which  is  the  magnetic  induction  through 
the  armature  produced  per  unit  of  its  own  current,  must  vary 
accordingly. 
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Theory  of       Still  for  certain  alternators  which  have  no  iron  in  their  arraa- 

Circait     tures  the  variation  of  L  with  the  position  of  the  armature  is 

Con-       slight.*    It  will  also  be  assumed  that  there  are  no  masses  of 

^""'^     metal  in  which  local  currents  can  be  generated  moving  in  the 

Harmonic    ^®^^*     ^^  these  assumptions  the  equation  of  the  current  is 
E.M.F.  , 

^y^-'^i ^''^ 

But  by  the  law  which  we  have  assumed  for  the  machine, 

E  =  nri  sin  rU^  E^  sin  nt (25) 

where  17  is  a  constant  such  that  E^  is  the  maximum  value  of  E 
for  the  given  speed.    Substituting  in  (24)  we  get 

L^+liy=EoBinnt (26) 

at 


which  integrated  becomes 

.?,  .  E, 

where 


y=^c^Z^  +  -r:r^.^— -«'°W"^)     •   •    (27) 


sin  e  =  — .  cos  e  =  -— r-^^=^    .    .     (28) 

^£^  +  n^JJ^  ^Ifi  +  n«X« 

E. 
The  <)erm  At~h  is  only  important  immediately  after  the  circuit 
is  closed,  and  will  therefore  be  neglected. 

We  may  remark  that  if  L  were  equal  to  eero   (27)  would 
reduce  to  y  =  E^jR.  sin  «/,  which  corresponds  to  (12)  above. 
Mean  From  (27)  we  get  for  the  mean  current 


Current. 


or.  r€ln+TJ2  OET 


♦  See  the  discussion  on  Mr.  W.  M  Mordey's  paper  on  <*  Alternating 
Current  Working"  Inst  of  Elect.  Eng.  May,  1889  (The  Eleeirician, 
May  24,  31,  June  7,  Aug.  2,  1889). 
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Also  for  the  mean  square  of  the  current  strenp^th  as  given  Mean 

directly    by ,  an    electrodynamometer  we    have    by  (27)    the  Square  of 

equation  Cj^^J* 

W%            CT                              1         F2  Strength. 

and  we  have  therefore  as  before^  the  relation 

ym--d003y. 

From  (27)  we  see  that  the  effect  of  self-induction  is  to  diminish  Difference 
every  value  of  the  current  in  the  ratio  of  EJ(R^  +  n^Z*)*  to   of  Phase 
"EJRf  and  to  produce  a  retardation  of  phase  which  measured  in         ^^ 
time  is  ejn  seconds ;  that  is,  the  resistance  is  virtually  increased     Current 
in  the  ratio  (i?  +  «'i^Vi2,  and  the  current  in  following  the  law    ^^  j. 
of  sines  passes  through  any  value  e/n  seconds  after  it  would       *    '   * 
have  passed  through  the  corresponding  value  if  there  had  been 
no  self-induction.    If  in  Fig.  147  above  the  ordinates  of  the  curve 
of  sines  represent  the  values  of  the  current  at  different  instants 
of  time,  when  L  is  zero,  the  current  would  be  represented  for 
any  given  value  of  L  by  diminishing  the  ordinates  of  the  curve 
all  in  the  proportion  of  i2  to  i^  +  n*L\  and  shifting  the  curve 
along  AB  from  left  to  right  through  a  distance  equal  to  17.    It 
is  plain  also  that,  for  any  finite  resistance  R,  by  diminishing  T, 
that  is,  by  increasing  the  speed  of  the  machine,  the  current 
can,  by  (27),  be  made  to  approach  the  limiting  value 


■2""("'-i) (3^) 


which  is  independent  of  the  resistance,  and  has  a  retardation  of  Maximum 
phase  of  774  seconds,  a  quarter  period  of  a  complete  alternation.       Mean 
Hence  integrating  over  a  half  period  from  zero  current  to  zero     Current 
current  again,  and  dividing  by  Tj^.  we  get  for  the  maximum    for  Given 
mean  current  Resist- 

or ance. 

r-  =  J^ (32) 

To  find  the  mean  value  Avi  of  the  total  electrical  activity  in      Mean 
the  circuit,  we  have  by  (26),  and  (27)  Electrical 

^  ^  ^    ^'  ^    ^  Activity 

1  /"^x.  ^.  ^0^  r^  .    /  .       N   .      .^.  ^  Circuit. 

Am  =  jj    Eydi  =  rffTZr-^^J    s*"  (»»'  -  «)  ^m  ntdt 


1       Eo^E 


2  £^  +  n^L^ 


(33) 
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Hence  by  (30)  if  the  activity  is  spent  in  heat 

Am^i^M (S4) 

that  is,  the  true  mean  value  of  the  total  electrical  activity  is 

equal  to  the  mean  square  of  the  current  strength  multiplied  by  the 

total  resistance  in  circuit    This  also  applies  to  part  of  a  circuit. 

Maximum       It  may  easily  be  shown,  from  (33),  by  the  ordinary  method 

Activity,    that  the  total  activity  in  the  circuit  is  greatest  when  i2=»L, 

1.   For     that  is,  for  a  given  speed  and  a  given  value  of  L,  the  activity 

Given      is  a  maximum  when  It=nL.    It  must  be  observed  however  that 

id  T    ^^  ^  given  resietajice  R  the  activity  is  greater  the  smaller  the 

anwT  *    ^*^**®  ^^  ^>  *^**  '^  *^®  greater  the  speed.    When  R  has  the 

2   YoT     v*^l"®  ^^  we  have,  by  (27)  e^n/i;  that  is,  the  retardation  of 

Given      pl^^^se  is  then  one-eighth  of  the  whole  period.* 

Resist-         Supposing    the    electromotive    force    and    current,    though 

auce.       periodic,  not  to  follow  the  simple  sine  law,  then  as  we  have 

seen  above  we  may  represent  either  by  a  Fourier  series.    Thus 

Complex-  S'^^isin  (int-ei) (25') 

Periodic 

E.M.F.     where  i  is  an  integer,  and  takes  all  the  values  required  for  .the 

simple  components  which  make  up  the  periodic  function  which 

£  is  of  the  time. 
For  equation  of  current  we  have  now  instead  of  (26) 

L^J+ Ry^'SEivn  (ini-ei)    ....     (26') 
at 

Law  of     of  which  the  solution  is 
Current 

^  ^jRi  +  t  V2,» 
where 

sin  <t>i  =     ,     ^^ '       -,  cos  <f>i  =    ,  -    .     (28') 

*  The  conclusions  as  to  maximum  work  and  retardation  of  phase, 
as  well  as  most  of  the  theoretical  results  stated  above  as  to  the  action 
of  alternating  machines,  were  first  we  believe  given  by  M.  Joubert, 
Comptet  BendtiSf  1880.  The  problems  of  alternating  machines  joined 
in  series,  or  in  parallel,  or  as  motors,  were  considered  by  Dr.  J. 
Hopkinson  in  a  lecture  to  the  Inst  of  Civil  Engs.  1888,  and  in  a  paper 
**  On  the  Theory  of  Alternating  Currents,"  Soc  TeL  Engs.,  and  Ek, 
Nov.  1884.  The  principal  results  of  this  latter  paper  are  reproduced 
below.     See  also  Mr.  Mordey's  paper  loe.  cU,  p.  666  above. 


Digitized  by  VjOOQIC 


THEORY  OF  ALTERNATING  MACHINE 


669 


As  before  we  may  neglect  the  exponential  term  in  the 
solution. 

If  now  we  wish  to  find  the  mean  square  of  the  current 
strength  we  have  only  to  square  the  series  on  the  rij2:ht  of  (270 
and  integrate  over  the  whole  compound  period,  27r/n,  that  is^ 
over  an  interval  which  is  the  least  common  multiple  of  the 
periods  of  the  components.  Now  it  can  be  easily  shown  that 
an  integral  of  the  form 

/  sin  {ini  -  e<  -  (pi)  sin  {jtU  -  ej  -  <Pj)dt 

vanishes  when  taken  over  an  interval  29r/n,  unless  t  =j'.     For 
the  product  under  the  integral  sifzrn  can  by  elementary  trigono- 
metry be  resolved  into  the  difference  of  two   cosineS|  each 
yielding  a  simple  integral,  which  obviously  vanishes. 
Then  since 


Ei^ 


2ir/njR«  +  t«»«/.« 


j'\in*(int-ei  -(i>i)di  =  \ 


Bi^ 


£^  +  tH*L* 


we  get  for  the  mean  square  of  the  current 


Mean 

Squaro  of 

Current 

=  Sum  of 

Mean 
Squares  of 
Compon- 
ents. 


^t 


Ei* 


It*  +  iWI^ 


(3O0 


that  is,  the  mean  square  of  the  current  is  the  sum- of  the  mean 
squares  of  the  currents  which  would  be  given  by  the  components 
of  y  if  each  existed  separately. 
The  mean  activity  is  given  by  the  equation  i 


u^m- 


27r/ii 


^     ^Ei  sm  (iW  -  6,) 


Ei 


'  Vi2«  +  tVZ« 


sin  {ini  -  ei  —  4>i)^- 


Mean 
Activity 
=  Sum  of 

Mean 
Activities 
of  Com- 
ponents. 


If  the  multiplication  of  the  two  series  on  the  right  is  performed 
a  number  of  integrals  of  the  form 

1     /■«»/•»  .    ,. 
2i^HJ9    Mn(t«/-e<)smOW-e^-i^^y/ 
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are  obtained ,  all  of  which  vanish  as  before  except  those  for 
which  i  -» J.     But  we  have 


1 


Ei* 


I      Et^  cos  <!>{  . 


/sin  (iW  -  e{)  sin  (w^  -  «<  —  f^O'^^ 
0 

E€^E 


»Jr^  +  »Vi,>    *  ^  +  «vz« 


by  (28').     Hence 


^R^ El 

'     2  ^B^  +  t«r 


tVX« 


(33') 


that  is,  the  mean  activity  is  the  sum  of  the  mean  activities  which 
the  component  currents  would  give  separately. 
Also  by  (3O0  and  (33') 

Am^y'^R (340 

Practical        '^'^  practical  importance  of  this  result  lies  in  this,  that  it 
Applica-    proves  that  any  method  of  measuring  power  which  is  demoli- 
tion of    strated  for  a  current  following  tbe  simple  sine  law  of  variation 
Result,     with  the  time,  is  also  true  for  any  periodic  current  whatever,  in- 
asmuch as  such  a  current  can  be  regarded  as  made  up  of  simple 
sine  currents  of  4ifferent  periods.    For  example,  the  generality 
of  the  method,  given  below,  of  measuring  power  in  the  circuit 
of  a  transformer  can  be  inferred  from  this  result,  as  has  been 
remarked  by  Prof.  Perry.* 
Circuit         ^^  ^^  ^^®  circuit  there  be  two  sources  of  electromotive  force  of 
with  two    the  same  period  T^  but  of  different  phases ;  for  example,  two 
E.M.F.sof  machines  driven  so  as  to  have  the  same  period  of  alternation, 
same       the  solution  here  given   applies.     For  the  two  electromotive 
Period,     forces  combine  to  give  a  single  electromotive  force  of  the  same 
period  as  the  components,  but  differing  in  phase  from  either ;  so 
that,  to  use  the  solution  it  is  only  necessary  to  take  this  resultant 
electromotive  force  as  EoBmnt^  reckoning  the  time  from  an 
instant  at  which  sin  nt  is  zero  and  increasing.    If  the  difference 
of  phases  be  2<^  reckoned  in  angle,  the  interval  between  the  suc- 
cessive instants  at  which  a  component  is  increasing  through  zero 
is  2<^/n.    Hence  taking  the  zero  of  reckoning  of  time  midway 
between  these  two  instants  we  may  denote  the  two  compo- 


♦  PhU.  Mag.,  Aug.  1891. 
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nents  by  E^  sin  {nt  +  ^),  E^  sin  (rU-  ^).    Calling  their  resultant 
JSJ^sin  (n<-V^),  we  have 

E^  sin  (nt  -  ^r)  =  £j  sin  {nt  +  </>)  +  ^,  sin  {nt  -  <^)     (35) 

By  elementary  trigonometry  we  get 

^0*  =  E^  +  ^,«  +  2^1^:^008  2<^  ^ 

"'  E       E  •     ^  •    •    •    <««) 

tan^r  =  -?-— ^tan* 

When  <^  =  0,  ^  =■  0,  and  ^^  =  ^^  +  ^j,  as  is  evident  without 
calculation,  since  the  machines  are  then  in  the  same  phase.  If 
El  =  E^y  that  is  if  the  machines  are  equal,  the  resultant  is  in 
phase  halfway  between  its  components.  When  this  is  the  case 
we  have  also 

-E:^  «  2-&1  cos  (^      ......    (37) 

which  when  ^  =  o  gives,  as  it  ought,  E^  =  2E^, 

Considering  still  two  unequal  machines,  and  remembering  that       l^o 
when  the  value  of  the  resultant  electromotive  force  is  increas-    H^^S*^ 
ing  through  zero,  the  value  of  the  current  is  given  by  (27),    E.M.F.8 
that  then  the  electromotive  force   of  the  leading  machine  is   -n.^       ^ 
^1  sin  (n<  +  <j)  +  V^),    and    that    of    the    following    machine     p^aae 
E^  sin  (n<  —  ^  +  ^),  we  have  for  the  mean  activity  Ai^  of  the 
leading  machine 

1  r^ 

Aim  =  j,J    Eydt 

F  E  fT 

"  T{Ii^  +  n^L'O  J  0  ^^"  ^"*  ~  *^  ^^°  (»**+*  +  ^)^^ 

= ?^ .cos  {<l>  +  ^lt  +  e) 


2  (i?  +  n^L^h 

To  find  the  mean  activity  of  the  following  machine  we  have 
only  to  change  the  sign  of  ^  in  this  expression.     We  get 

^'"  "l  ^+fe  <^  ****'  (*  -  V')  +  nL  sin  (*  -  ir)}  (39) 
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If  the  machinea  be  equal  E^  «  E^,  and  ^  »  0^  so  that 

^^*  "  It^+ti^*  ^^  ^^^  <^  -  *iX  sin  <^)      . 


(40) 


^i«-;J'|^,(^cos<^  +  nZsin*).    .    .     (41) 


Tendency 
of  Two 
Equal 

Machines 
to  Opposi- 
tion of 
Phase. 


Two  Equal 

Alter- 

nators  in 

Parallel 


Since  (f>  is  less  than  fr/2,  both  cos  0  and  sin  <^  are  positive,  and 
therefore  the  following  machine  does  more  work  than  the  lead- 
ing machine.  Hence,  unless  each  is  completely  controlled  by 
the  prime-mover,  the  leading  machine  will  increase  its  lead,  and 
this  will  go  on  until  2^  =  yt,  when  the  two  machines  will  be  in 
exactly  opposite  phases,  and  will  exactly  neutralise  one  another. 
This  tendency  to  assume  opposition  of  phase  depends  on  the 
difference  A^m  -  Jtm,  and  this  having  the  factor  nL/(R^  +  n^L% 
has  a  maximum  value,  for  a  given  resistance  and  a  given  period 
of  alternation,  when  nL  ^  R, 

The  machines  thus  arrange  themselves  so  that  no  current 
passes  in  the  wires  joining  their  terminals,  and  these  wires 
alternate  in  relative  potential  with  the  period  of  the  machines, 
and  each  is  at  any  instant  very  approximately  at  one  potential 
throughout  It  might  therefore  be  inferred  that  if  a  working 
circuit  be  joined  from  one  wire  to  the  other,  a  current  will  pass 
through  that  circuit,  and  that  the  two  machines  will  control  one 
another  so  as  to  keep  in  the  same  phase  in  supplying  it.  We 
shiiU  consider  this  case  as  a  further  example  of  the  theory. 

I^t  2</>  be  the  difference  of  phase  with  reference  to  the 
external  circuit,  so  that  at  time  ^  E  sin  {nt  +  ^\  E  sin(i»<  — <^) 
are  the  electromotive  forces  of  the  two  machines,  7^,7,  the 
currents,  L  the  coefficient  (supposed  constant)  of  self-induction 
for  each,  r  the  resistance  of  each  machine  from  one  point  of 
attachment  to  the  other  point,  and  R  the  resistance  of  the 
external  circuit.  We  shall  suppose  that  the  external  circuit  has 
no  sensible  self-induction,  and  that  the  whole  work  there 
developed  is  spent  in  overcoming  resistance,  for  example,  in 
lighting  glow-lamps.  By  considering  the  circuit  through  each 
machine  and  the  external  resistance,*  remembering  that  the 
current  in  the  latter  is  y^  -|-  y^,  and  therefore  the  difference  of 


•  According  to  Kirchhoff's  rule,  p.  88  aboTe,  taking  into  account 
the  electromotive  force  of  self-induction  in  each  circuit 
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potential  between  the  terminals  R{yi  -|-  y^),  we  find,  as  at  p.  489 
above,  the  equations 

Adding  and  subtractiDg  we  get 

-^^(71  +  yj)  +  (2/2  +  r)  (vi  +  72)  =  2£f  C08<^.  sin  nf 

^^(Vi  -  ys)  +  Kyi  -  y2)  =  2^8in<^.  cosn< 
Solving  these  we  find  as  in  (27) 

where 


f 


(43) 

(44) 
(46) 


tan«---^,    tan*'-^    ....     (46) 

Hence  if  Ayyn  be  the  activity  of  the  leading  machine 

J?  /T 

^1*  ""  27;     ^^*  +  yi  +  yi  -  y2)  sin  (nf  +  ^)dt 

=  r  \{(272  +  r)«  +  nn^kJ  ^  '^'^  (*•'  '  '^  ''"  ^'^^  +  *^^' 
,         Rin6        r^       ,  ,  "^ 

''*(2/g  +  r)«  +  n«Z»^^^^  ■*"  '')^^^'*  ~  nZ sin <^ cos 0} 

+  i^^~j^^{r8\n*4^  +  nLBlTifl>co9  4>)     .    .     (47) 
VOL.  II.  X  X 
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Activity  The  mean  activity  J^m  of  the  following  machine  may  be  got 
of  each  from  J^m  hy  altering  the  sign  of  ^  throughout  the  expression 
Machine,    on  the  right    Hence 


.!,«- 


E^ 


1  

2  (2R  +  rf  +  w«Z« 

E" 


+i 


2  H  +  n^L^ 


{{2E  +  r)  cos*  ^  +  nZ  sin  ^  cos  if,] 
(r  sin*  ^  -  «i  sin  ^  cos  ^)    .     .     (48) 


Theory  of 
Synchro- 
nizing of 

Two 
Parallel 
Alter- 
nators. 
Alter- 
nating 
Motor. 


A^m—A^  is  positive,  that  is  more  work  is  done  by  the 
leading  than  by  the  following  machine.  The  lead  will 
therefore  tend  to  zero,  and  the  machines  to  settle  down  into 
coincidence  of  phase  with  reference  to  the  external  circuit,  that 
is,  into  opposite  phases  with  reference  to  their  own  circuit, 
which  agrees  ^^nth  the  result  already  obtained. 

We  shall  consider  only  one  more  case  of  this  theory,  that  of 
an  alternating  motor  connected  by  its  terminals  to  two 
conductors  upon  which  an  alternating  difference  of  potential  is 
impressed  by  other  machines.  Let  the  motor  be  started  so  as 
to  have  the  same  period  of  alternation.  Then  denoting  by  R  the 
resistance  of  the  motor-armature  and  the  leads,  up  to  tbe  point 
at  which  the  difference  of  potential  is  impressed,  by  L  the  self- 
inductance  for  the  same  part  of  the  circuit,  by  ^j  sin  {nt  -+-  0), 
the  impressed  difference  of  potential  at  time  ^,  by  ^^  sin  (n<~0), 
the  bock  electromotive  force  of  the  motor  at  the  same  instant, 
we  have  for  the  equation  of  the  current 


L-^  +  Ry  ^  E^  sin  {nt  +  <^)  -  ^j  sin  {nt 
at 


*)    .     (49) 


Theory  of       This  equation  differs  only  in  the  sign  of  E^  from  that  from 
Alter-      which  (38)  and  (39)  above  are  deduced.     Hence  taking   the 
nating      value  of  A^m  in  (41)  we  have  for  the  mean  electric  activity 
received  by  the  motor 


Motor. 


^i"^  — 


1      ^,,^2 


2  72-  +  n'^D 


{R  cos  (<^  -  -^)  +  nL  sin  (<^  -  ^r)}    (60) 


where 


^0  =  (^i'  +  ^V  -  S^i^'jcos  2<^)i  J 


-fil    -    -©2 


(51) 
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The  second  of  (61)  gives 

cos  Vr  -  (^  -  E^)  cos  <I}/Eq,    sin  ^  =  -  (^  +  E^  sin  <^/^o> 
and  these  values  substituted  in  (50)  yield 

J^  =  l^r^^J^i^^  ^^«  2(^  +  '•^ ^^"^ 2</>)  -  ^,fl}     (62) 

Now  2<^  being  the  difference  of  phase  cannot  be  numerically  Maximum 
greater  than  ir,  and  therefore  the  work  received  by  the  motor  is    Value  of 
less  when  2(f>  is  negative  than  when  it  is  positive,  that  is,  less    Activity 
when  the  motor  is  Jeading  than  when  it  is  following.     Hence  ^^  Motor, 
the  motor  will  tend  to  run  slower  when  leading  and  foster  when 
following;  or  the  difference  of  phase  will  tend  towards  zero. 
Also  so  long  as  2<^  is  not  far  from  zero  i^^^i  is  less  the  greater 
the  lead,  and  greater  the  greater  the  lag,  and  in  nearly  the  same 
proportion.     Hence  when  the  machines  are  once  in  phase  any 
small  deviation  is  opposed  by  a  proportional  corrective  tendency. 
This  depends  almost  entirely  on  the  term  involving  the  factor 
nL  I  {R^  +  n^L*)  in  the  value  ot  Apu  given  in  (5i),  and  therefore 
for  a  given  resistance  J?,  and  period  of  alternation  Ty  has  its 
greatest  value  when  nL^R^  or  L I  R^T j 2ir. 

Writing  in  (62) 

B\ii2<t;  ^  RI(,R^  +  n^I^%    QOH^ff/ =  nLI{R^  +  n^V)\   (63) 
we  get 

^2"»  =  \  -5r4hm  <^i(^  +  *'^')*  «^"  2(*  +  *')  -  ^^^      (^^)    Explana. 
IR^  +  H^L*  tion  of 

which  is  obviously  a  maximum  when  ^  +  ^'  =  ir/4.    We  have  chroninni 
**^®»  Action.    . 

^«~  =  "2 W+M^ ^^'^^  +  '''^'^*  "  ^'^^  •    •    ^^^^ 

The  value  of  J^m  is  positive  if 

^i^ ^ 


E^       (R*  +  n^L^h 

which  may  be  the  case  even  if  E^>Ei.  Hence  we  have  the 
curious  result  that  an  alternating  machine  may  act  as  a  motor 
even  if  its  electromotive  force  be  greater  than  the  impressed  or 
driving  electromotive  force. 

X  X  2 
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A  qaalitatiTe  explanation  of  the  results  given  above  for  two 
alternators  can  be  given  graphically  by  taking  the  areas  of  cnrvev 
drawn  to  represent  the  activity  at  each  instant.  From  theee  it 
vnU.  at  once  appear  which  machine  is  doing  the  greater  amoont 
of  work.  The  reader  may  easily  construct  these  curves  by 
drawing  for  each  machine,  from  the  curves  giving  the  current 
and  electromotive  force  at  each  instant  a  new  curve,  the 
ordinates  of  which  are  the  products  of  the  corresponding 
ordinates  of  the  former. 
Com-  The  theory  just  given  of  the  working  of  alternating  machtnee 

parison  of  in  the  same  circuit  is  (apart  from  notation  and  mode  of  state- 
Theory  ment)  substantially  that  due  to  I)r.  J.  Hopkinson.*  Its 
and  Ex-    conclusions  were  verified  by  him  in  1884,  in  experiments  made 

periment  with  two  De  Meriten's  machines  made  for  the  lighthouse  at  Tino. 
Some  very  striking  experiments  are  described  by  Mr.  Mordeyf 
in  a  paper  on  alternate  current  working,  which  contains 
moreover  much  interesting  practical  information  on  this  subject. 
Some  difference  of  opinion  has  been  expressed  as  to  whether 
Mr.  Mordey's  results  are  in  accordance  wiUi  the  mathematical 
theory.  It  is  to  be  remembered  however  that  the  theory  does 
not  take  into  account  the  action  of  the  armature  currents  in  the 
field-magnets,  nor  of  the  variation  of  self-induction.  The  subject 
requires  further  investigation. 

We  may  apply,  as  we  have  already  done  repeatedly 
above  (see  for  example  p.  186),  the  mode  of  treatment 
adopted  for  the  whole  circuit  to  a  part  of  it,  taking  for 
JS  the  impressed  electromotive  force  on  the  part  of  the 
circuit  considered,  and  for  li  and  L  the  proper  values 
for  that  part  only.  We  find  that  the  eflFect  of  self- 
induction  is  virtually  to  increase  the  resistance  from  R 
to  v^i?  -h  Ti^L^,  that  is  to  substitute  impedance  for  re- 
sistance, and  to  produce  a  difference  of  phase  between 
the  current  and  the  impressed  electromotive  force  given 
also  by  (27)  and  (28).     But  the  resistance  of  a  con- 

•  Proe,  Soc.  Tel,  Eng,  and  El,  Nov.  1884,  also  see  Thompson's 
DynamO'EUetric  Machinery,  p.  691  et  teq, 

t  InsL  El  Eng.  May  1889  {The  Electrician^  May  24,  81,  June  7, 
Aug.  2,  1889). 
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ductor  is  the  activity  spent  in  it  by  unit  current  in  pro- 
ducing heat ;  hence  by  (22)  and  (34)  the  resistance  in 
this  sense  is  not  increased. 

The  impedance  of  a  current  electrodynamometer  or  Measure- 
current  balance,  through  both  coil  systems  of  which    current 
flows  the  whole  current  in  the  main  circuit,  cannot,  if  it  ^  -^.Iter- 
be  low  (as  it  generally  is)  in  comparison  with  that  of    Circuu. 
the  rest  of  the  circuit,  affect  appreciably  the  strength 
of  the  current  by  its  introduction ;  and  since  the  whole 
current  passes  through  both  sets  of  coils,  the  instru- 
ment will  give  the  mean  square  of  the  current  passing. 

It  may  be  otherwise  however  with  a  fine  wire  instru-  Measure- 
ment  used  as  a  shunt  to  measure  the  difference  of  j^^j^'jjjjjfg 
potential  between  two  points  of  the  circuit.    The  in-  of  Poten- 
ductance  of  such  an  instrument  may  be  considerable,  and     Alter- 
if  it  be  used  alone  its  impedance  will  seriously  affect  the    q^^^ 
result.    Since  the  value  of  the  impedance  depends  on 
the  period  of  alternation,  it  will  have  different  values 
when  connected  to  circuits  in  which  the  periods  are 
different.   To  obviate  the  uncertainty  and  inconvenience 
arising  from  this  cause,  the  instrument  is  made  sensitive 
enough  to  allow  a  considerable  non-inductive  resistance 
to  be  joined  in  series  with  its  own  coils.    This  makes 
the  value  of  B/  JH^  -f  n^L^  approximately  unity.    Some 
calculations  made  by  Prof.  T.  Gray,  for  Lord  Kelvin's 
vertical  scale  voltmeter,  give  for  this  ratio  with  only  the 
resistance  of  the  instrument  (640  ohms)  included,  and 
a  period  of  alternation  of  y^  of  a  second,  the  value 
•9976,  which  is  within  J  per  cent,  of  unity.    Plainly  the 
error  caused  by  the  impedance  in  this  case  is  small  with 
any  period  commonly  employed,  and  can  be  made  still 
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Measure- 
ment of 
Activity 
in  Alter- 
nating 
Circuit. 


smaller  by  the  introduction  of  non-inductive  resistance. 
The  difiFerence  of  phase  between  the  currents  through 
the  coils  of  the  instrument,  and  the  difference  of  poten- 
tial [given  by  (28)  above]  is  therefore  small.  This 
difference  of  phase,  it  is  to  be  remembered,  does  not 
affect  the  value  of  the  mean  square  of  the  difference  of 
potential,  provided  the  amplitude  be  corrected  for  the 
effect  of  inductance. 

It  is  however  of  importance  in  the  action  of  a  wattmeter,  of 
which  one  coil  is  placed  in  the  main  circait,  and  the  other  as  a 
shunt  between  the  extremities  of  the  portion  of  the  circuit  in 
which  the  activity  is  to  be  estimated.  For  let  the  circuit  divide 
into  two  parts,  each  forming  a  derived  current  with  the  other, 
and  Liy  Lf,  JS^,  B^,  «yj,  «yt,  be  the  inductances,  the  resistances 
and  the  maximum  currents  in  the  two  parts,  my  the  maximum 
total  current  in  the  circuit,  and  e\,  e\.  tne  difference  of  pba^e 
between  my  and  myp  «ysy  respectively,  then  the  general  formula 
(91),  p.  187,  above  for  the  difference  of  phase  6  between  the  total 
current  in  the  circuit  and  the  applied  electromotive  force  at  the 
common  terminals  of  a  multiple  arc  gives  in  this  case 


tan^: 


(56) 


and  by   (89),  p.  186,  the  difference  of  phase  c^  between  the 
impressed  electromotive  force  and  the  current  y^  is  given  by 

nL-, 
tan  tfi  =  ^- 

Hence  for  the  lag  in  phase  e^i  (—tf^— ^  of  the  current  y^  behind 
the  main  current  we  have 

tan^i-tan(^i.  ^)-^^^^^^^^,^(^^^^^  .     (5/) 

An  interchange  of  suflBxes  in  this  result  of  course  gives  tan  «*^ 
A  method  of  determining  the  difference  of  phase  between 
the  currents  in  two  branches  of  the  same  circuit,  or  between  two 
currents  of  the  same  period,  will  presently  be  explained. 
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By  (90),  p.  186,  the  value  of  the  square  of  the  maximum  total 
current  is  easily  found  to  be 

and  by  (89)  between 

^2  ^2  Currents 


80  that 


myi^  fny^ 


a    (60) 


A,«  +  «*X2     M^^  +  n^V  ""  {^1 H-  ^2)'  +  «*  (^  +  A) 

Hence  if  either  Z^,  i^*  1^  b^*-*^  small  or  L-^jL^—RJR^  Condition 
the  diflference  of  phase  between  the  two  cuiTents  ^y^,  ^yg,  Difference 
will  be  insensible.     If  the  first   condition   is  fulfilled   of  Pbase 
both  parts  of  the  circuit  will  have  currents  agreeing  in  insensible 
phase    with  the  diflference  of  potential   between  the 
terminals,  and  on  the  usually  allowable  supposition  of 
negligible  mutual  inductance,  a  wattmeter  whose  coils 
are   included   in  them  will    measure    accurately  the 
power  expended.     It  will,  on   the   same   supposition, 
also  measure  accurately  the  power  expended  while  the 
wattmeter  is  on  circuit,  if  the  ratio  H/s/^lC^  -f  ri^Z^  be 
approximately  unity  for  the  fine  wire  circuit,  since  the 
main  current  passes  through  the  other  coil,  and  it  can 
be  shown  that  the  deflection  will  be  the  same  as  would 
be  produced  by  a  constant  activity  An  given  by  the 
equation 

A„  =  ^jyydt.    .     .     .    (61) 

where  V,  7,  are  the  values  of  the  difference  of  potential 
and  the  current  at  time  t.    If  also  \/ J2^  4- 7t*Z^  for  the 
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thick  wire  coil  be  Amall  in  compaiison  with  the 
same  quantity  for  the  part  of  the  main  circuit  in  which 
the  activity  is  being  measured,  the  inclusion  of  the 
wattmeter  will  not  afifect  the  circuit,  and  the  activity 
shown  by  the  instrument  may  be  taken  as  that  existing 
when  it  is  not  applied. 


ApiMtrent 
and  Trae 

Mean 
Activity. 


Apparent 

Mean 
Activity 
as  shown 
by  Watt- 
meter. 


The  general  problem  of  finding  the  ratio  of  the  apparent 
to  the  true  mean  activity  as  shown  by  the  wattmeter  can 
now  be  solved  with  great  ease.  For  let  Ay  By  be  the  points 
at  which  the  terminals  of  the  fine  wire  coil  system  are  attached 
to  the  main  circuit ;  let  i^,  R^y  Ly^y  L^  be  the  resistances  and  in- 
ductances of  the  fine  wire  and  thick  wire  circuits  between  A,  B, 
and  y,,  y^,  the  currents  ia  them ;  then  by  (27)  if  the  difference  of 
potentials  between  the  terminals  AB  is  Eq  sin  n/, 


yi  = 


^0 


W  +  n^L,^)h^ 


sin  {ni  -  «i) 


ys  = 


\ — — r  sin  (lU  -  «-) 


(62) 


with  tan  e^  =  nLJR^y  tan  Cj  =  nLJR^, 

The  current  through  the  fine  wire  coil  is  therefore  the  same 
as  if  the  resistance  in  its  circuit  between  the  points  Ay  J?,  were 
without  inductance,  and  the  difference  of  potential  had  tlie 
value  obtained  by  multiplying  the  above  value  of  y^  by  R^. 
Hence  if  A'^  be  the  apparent  activity 


F^Ry  cos  (g|  -  g,) 


1  ^Q-^i  CUB  ygj  -  g,; 


(63) 


that  is  the  apparent  activity  is  i  the  product  of  the  maximum 
values  of  the  two  currents  by  the  resistance  R^  of  the  fine  wire 
branch,  and  by  the  cosine  of  the  phase-angle  between  the 
currents. 
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The  true  mean  activity  Am  would  be  obtained  if  the  current 
through  the  fine  wire  branch  had  the  value  JSijSin  nilRi.  In 
that  case  the  phase-angle  between  the  two  currents  would  be  e^. 
Hence  as  before 

^-^^^rwiz^llh (64)  True  Mean 

*  W  +  ^2X«)*  Activity. 

Hence  Ratio  of 

Am  _  W  +  >»' V)*       cosgg  ^gg^   Apparent 

to  True 

Mean 


(66) 


A'm  A  COS  («i  - «,) 

Since  sin  e^  =  nLJ(R.^  +  n^L^^i,  cos  e^  =  R,I{R^^  +  n^L^^%  Activity, 
we  may  calculate  cos  62/cos  (e^  -  ^2)  in  terms  of  L^^  L^^  R^  R^ 
Thus  we  obtain 

^       R^    R^^  +  n^L,^  ^  l+>f.ri«  .^ 

A'm^  RiRiR^  +  h^*      1+nh^T^'    '     '    ^     ^ 

where  r^  tj,  are  written  for  Zj/i^,  Z2/-R2,   respectively  the 
so-called  time  constants  of  the  two  parts  of  the  circuit. 

Now  in  general  ti<t^  hence  as  a  rule  the  wattmeter  will 
give  a  too  high  result.* 

Mr.  Blakesleyf  has  shown  how  the  angle  <^  of  difference  of   Measure- 
phase    between     the   currents    in    two    such    branches   may    ment  of 
be    measured.     We    have  seen   that  a  current   dynamometer  Difference 
in  any  branch  measures  the  mean  square  of  the  current  in  that   of  Phase 
branch.     This  has  the  value  m'f/i,  where  my  denotes  the  mnxi-     between 
mum  value  of  the  current  in  the  branch.    Now  let  «yi,  ^yj  be  Two  Alter- 
the  maximum  currents  in  the  two  branches,  and  let  two  dyna-     ^atmg 
mometers  be  arranged  one  to  measure  wyiV2,  and  the  other   ^*i"^'*^« 
mysV^9  and  let  a  third  be  placed,  with  one  coil  in  one,  and  the 
other  coil  in  the  other  of  the  two  branches  in  question.     The 
action  on  the  third  dynamometer  at  any  instant  will  be  propor- 
tional to  yiy,  cos  <f>.    Hence  the  instrument  will  give  a  reaaing 
proportional  to  ^  myi«y2  c<>8  0.      If   then   J)^,  D^  D^   be  the 
readings  of  the  dynamometers,  A,B,C,  their  constants,  so  that 

AM  =  «yiV2,  DJB  =  my,V2,  D^C  =  imyn-ys  cos  *> 
we  get 

co8<^«-^.^.     ..'...     (66) 

*  This  result  was  first  stated  (without  proof)  by  ProL  Ayrton  Proe, 
Soc.  Tel.  Eng.  and  El  Feb.  1888. 
t  Electrician,  Oct  2,  1886,  and  PAiZ.  Mag.  April  1888. 


Digitized  by  VjOOQIC 


682 


ELECTRICAL  ACTIVITY 


If  the  dynamometers  are  direct  reading  so  that  A—B-  C=l, 
the  factor  ^ABjC  is  unity. 

Of  course  if  three  dynamometers  are  not  available  a  single 
dynamometer  may  be  used  to  take  the  three  readings  in  succes- 
sion (or  to  eliminate  error  several  sets  of  readings  may  be  taken 
and  combined).    In  that  case  J=B=C  and 


Trans- 
former. 


Blake»> 

ley's 

Method  of 

Measuring 

Activity 

in  a 
Trans- 
former. 


cos   <l>    =     — r      '   —    . 


(6G') 


Mr.  Blakesley*  has  also  fi^ven  an  exceedingly  simple  and 
ingenious  method  of  measuring  the  total  activity  spent  in  the 
primary  circuit  of  a  transformer,  that  is  of  finding  the  whole 
electrical  work  done  per  unit  of  time  in  feeding  the  secondary, 
and  directly  or  indirectly  in  dissipation. 

A  transformer  consists,  as  is  well  known,  of  a  primary  and 
secondary  circuit  wound  round  a  core  of  laminated  iron,  in 
general  in  such  a  manner  that  as  nearly  as  possible  all  lines  of 
magnetic  induction,  which  pass  through  any  spire  of  one  of  the 
coils,  also  pass  through  every  other  spire  of  the  same  or  the 
other  coil.  It  is  not  however  safe  to  assume  that  this  is  always 
the  case,  and,  as  has  been  pointed  out  by  Prof.  Perry,  serious 
errors  may  arise  tlurough  makiug  the  assumption  in  ail  circum- 
stances. 

Now  let  a  current  dynamometer  be  placed  in  the  primary 
circuit,  and  another  be  arranged  with  one  coil  in  the  primary 
and  the  otiier  coil  in  the  secondary  circuit.  Then  if  D^  be  the 
deflection-reading  of  the  first  instrument,  A  the  constant  of 
reduction  of  the  readings  to  (current)*,  D^^  a^id  B  the  cor- 
responding quantities  for  the  other  instrument  (both  deflections 
being  taken  positive),  Ni,  iV,,  the  number  of  turns  in  the  primary 
and  secondary  respectively,  iZj,  B^  their  resistances,  and  Am  the 
mean  activity  to  be  measui^ 


^.=  i^.J  + 


(67) 


Theory  of 
Method. 


under  certain  assumptions. 

This  method  is  applicable  whatever  may  be  the  law  of 
variation  of  current. 

The  equations  of  a  primary  and  secondary  circuit  given  in 
(77),  p.  183,  may  be  used,  and  may  be  modified  by  writing  Ji  for 

♦  PhiL  Mag,  1891  or  Proc.  Phys.  Soc.  11,  pt.  2,  1891. 
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j^^sinn^,  since  we  make  here  no  assumption  as  to  the  mode 
of  variation  of  the  carrent  or  electromotive  force.  These 
equations  hold  for  any  primary  or  secondary  whether  or  not 
containing  iron.  We  shall  first  also  write  Bi»  Btt  ^or  the  total 
inductions  through  a  single  turn  of  the  primary  and  the 
secondary  respectively,  and  iVj,  J^j*  ^^^  ^^®  number  of  turns  in 
the  coils.  Thus  we  can  write  the  equation  referred  to  in  the 
form 


Ayi  +  ^1 


Then  we  have 


^y,  +  i^,^*  =  o 


(68) 


-.f-§/>4/>'-?'/>t* 


Proof  of 
Formula 
on  As- 
Aompiion 
of  Equal 
Induc- 
tions. 


by  the  first  of  (68). 

If  Di  be,  in  the  same  way,  the  reading  of  the  second  instru- 
ment, taking  account  of  the  sign  of  the  deflection,  and  B  its 
constant, 

^.|...&/;„^.-^./;„^*  . .  m 

by  the  second  of  (68). 

If  now  we  assume  that  Bi  "  Bs>  w©  g«t  from  the  last 
equation 

Sabstitnting  from  this  in  (69)  we  find 

l/>,.^f-*.^A,.   .   .    .   „„ 

and  the  quantity  on  the  left  is  the  mean  value  of  the  total 
activity.  Thus  the  total  activity  is  given  by  the  expression  on 
the  right  in  terms  of  the  reading  of  the  dynamometers. 
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Signs  of       It  ifl  to  be  noticed  that  nnce  7,,  y^  are  on  the  whole  in 

l>jn^t'^0'   opposite  dlrectionfl,  the  sign  of  D^  most  be  opposite  to  that  of 

"J^***"      Bi,    Thus  the  second  term  of  the  expresmon  on  the  right  of 

^••^""8"-  (7J)  is  really  negative,  and  the  total  rate  of  working  is  greater 

than  the  first  term,  which  represents  the  acdritj  spent  in  heat 

in  the  circoiC    Hence  if  we  agree  to  take  the  positive  nnmerical 

valoe  of  the  reading  of  the  second  instrument  for  B^  we  may, 

potting  ^im  for  the  mean  activity  on  Uie  primary,  write  (70)  in 

the  form 


Proof  on 
Assump- 
tion of 
Constant 
Permea- 
bility. 


^,.-5,§  +  i2.^% 


JV,   B 


(710 


This  method  and  result  were  given  by  Mr.  T.  H.  Blakedey  for 
a  transformer  on  the  assumption  that  the  currents  followed  the 
simple  sine  law  of  variation :  in  the  demonstration  given 
above  no  assumption  at  all  is  made  except  that  Bi^Bs*  'Hie 
method  is  therefore  so  far  applicable  to  any  transformer  what- 
ever the  law  of  variation  followed  by  the  current  provided  Bi 
may  be  taken  as  equal  to  R.*  This  was  first  pointed  out  by 
Prof.  Ayrton  and  Mr.  J.  F.  Taylor*,  whose  method  of  proof  is 
similar  to  that  here  given. 

It  has  been  shown  also  by  Pro!  Perry  f  that  this  method  holds 
even  if  Bi  be  not  equal  to  Bst  provided  we  suppose  the  perme- 
ability constant  during  a  cycle.  In  this  case  the  equations  of 
current  may  be  written  in  the  form, 


£^y^  +  Jn'^ 


-B.y. 


(72) 


since  Z„  Zj,  if,  do  not  vary  in  a  cycle  if  the  permeability  does 
not.  Hence  multiplying  the  first  of  these  by  y^,  and  calculating 
the  mean  value  of  each  quantity  by  integrating  over  a  whole 
period,  we  get 

''.-?/>*-f/:"'*+f/>4"*-  ("> 

since  the  integral  of  yidyjdl.di  over  a  period  is  zero. 


♦  Froe.  Phys  Soc,  Dec.  1891. 
t  Phil.  Mag.  Aug.  1891. 
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But  if  we  multiply  the  second  of  (72)  by  y^  and  take  mean 
values  as  before,  we  find 

since  the  last  integral  vanishes  as  before.    Thus 

Substituting  in  (73)  we  get 

^..-§/;,,.,,-|^/;,.,,., .  .  .  (75) 

or  putting  in  the  readings  of  the  dynamometers  (taking  D^^ 
positive  as  before) 

since  approximately  3f— J\r,iVj,  L2^NiK  This  is  the  same 
result  as  before,  but  obtained  under  a  different  assamption,  not 
however  involving  any  hypothesis  as  to  the  mode  of  variation 
of  the  current 

It  is  to  be  observed  that  this  supposition  of  no  variation  of    Constant 
2q,  Z^,  or  Mf  is  equivalent  to  supposing  that  all  the  activity  is     Permea- 
employed  in  generating  heat  in  the  two  circuits.     For  if  the     .  bility 
second  of  (72)  be  multiplied  by  yj,  and  then  integrated  for  mean    involves 
values,  it  gives  jj|^~ 

^  f^   2^#  _i_  -^  /"^     ^1  J*      n  tion  in 

yio^^^'  +  ?io^^^^'"^-  I--Core. 

This  added  to  (73)  gives 

and  the  last  term  vanishes  since  the  integration  is  round  a  closed 
cycle.    Thus 
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or  the  total  mean  activity  is  equal  to  the  rate  of  generation  of  beat 
in  the  secondary  plus  that  in  the  secondary.  The  activity  could 
in  this  case  be  equally  well  measured  by  placing  a  current 
dynamometer!  in  the  primary,  and  another  in  the  secondary,  aa 
by  Mr.  Blakesley's  method. 
Hysteresis  The  supposition  thus  made  by  Prof.  Perry  therefore  excludes 
all  dissipation  of  energy  otherwise  than  by  direct  beating  of  the 
circuits  by  the  currents*  It  has  been  urged  by  him  that  on  the 
analogy  of  the  behaviour  of  ordinary  bodies  under  strain 
produced  by  stress  varied  in  rapid  cycles,  there  ought  to  be  no 
dissipation  of  energy  due  to  lagging  of  the  magnetization 
behind  the  magnetic  force  in  the  cycle,  as  explained  at  p.  212 
above  or,  as  it  is  now  called,  hysteresis  action,  in  iron 
subjected  to  rapid  cycles  of  magnetic  stress.  On  this  view 
magnetic  like  elastic  hysteresis  is  only  important  in  slow  cycles. 
This  analogy  appears  a  reasonable  one,  but  any  opinion  founded 
on  it  must  be  tested  by  direct  experiment.  Now  it  has  been 
Hysteresis  given  as  the  result  of  experiment  by  several  observers*  that 
in  Rapid  there  is  in  rapid  cycles  dissipation  of  energy  in  the  core  of  the  same 
Cycles,  order  of  magnitude  as  in  slow  cycles  ;  but  that  there  is  much 
less  when  the  transformer  is  loaded  by  closing  the  secondary 
circuit  through  a  low  resistancOi  than  when  the  secondary  circuit 
is  open. 

This  result  is  questioned  by  Prof.  Ewing,  who  gives  as  the 
result  of  experiments  on  a  transformer  core,  an  anchor  ring 
made  of  iron  wire  insulated  to  prevent  eddy  currents,  that,  for 
the  same  frequency  of  reversal  and  limits  of  magnetization,  the 
loss  by  magnetic  hysteresis  is  just  as  great  when  the 
transformer  is  heavily  loaded,  as  when  its  secondary  circuit  is 
open.f 

The  rate  of  loss  by  hysteresis  is  however  in  all  cases  small 
in  comparison  with  the  whole  activity.     [See  also  Chap.  XIII.]' 

Assuming  the  truth  of  Mr.  Blakesley's  formula  as  deduced 
from  the  hypothesis  of  no  magnetic  leakage,  we  can  find  the 
amount  of  energy  spent  in  eddy  currents  and  magnetic 
hysteresis  in  the  iron. 

Assuming  for  simplicity  that  the  dynamometers  are  direct 
reading  instruments,  or  if  not  that  Di,  L^^  ^^  reduced  readings 
expressing  each  a  mean  square  of  current  measured  in  amperes, 
so  that  the  constants  A,  B=l,  then  i^,  ^,  being  taken  in  ohms, 

*  Warburg  and  Honig.     fFied  Ann,  20,  1888. 

t  Tanakadate,  Phil.  Mag.  Sept.  1889.  See  also  Ewin/?,  Magnetism 
in  Iron  arid  other  Metals,  §§  83,  180.  See  also  below,  Chap.  XIII., 
Section  III. 
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u^jm  will  be  given  in  watts.  If  now  we  suppose  a  third  Energy 
dynamometer  placed  in  the  secondary  circuity  and  D^  in  like  Spent  in 
manner  be  its  reading,  we  shall  have  Hyateresis. 

Thus  we  have 

^„  =  jj,Z),  +  if,Z),  +  iJ,(J'A,-A)  •   .   ("7) 

The  two  first  terms  on  the  right  express  the  whole  work  done 
in  heating  the  wires  of  the  primary  and  secondary,  the  third 
term  that  spent  in  heating  the  iron  by  eddy  currents  and 
hysteresis. 

If  Bf^  he  the  resistance  of  the  external  part  of  the  secondary, 
and  the  work  done  in  that  be  wholly  spent  in  heat,  the  energy 
there  spent  is  R'^U^,  Thus  if  «  be  the  electrical  efficiency  of  the 
transformer 

^  = ?^ (78) 


From  the  expression  for  A^m  can  be  found  at    once  the  Difference 
difference  of  potential  between  the  terminals  of  the  primary,   of  Poten- 
For  if  R\  be  the  external  resistance  of  the  primary  circuit     tial  be- 
between  its  terminals,  we  have  instead  of  (68)  ^^^^'^ , 
'                                         '  Termmals 

R\y,  +  N,^^'  =  r)  Pri^^aiy. 

Squaring  the  first  of  these  we  get 

^  =  -R'.V  +  N,*  (^')*  +  2R\N,y^  ^. 

Hence  if   V'^  be  the    mean   square  of   the    difference    of 
potential  F, 

T  J  0^^      ^   T  J  Q\di  J  T    J  0       dt 
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The  first  integral  is,  as  we  have  seen  above,  R^Di,  and  the 
third  iH'iE^D^NJN^  The  second  integral  can  be  found  by 
the  second  of  (68')  since  Bs  ^s  taken  as  equal  to  Bi*    Thus 


Substitating  these  values  for  tlie  integrals  we  get 


N, 


^, 


(79) 


The  above  results  are  all  independent  of  the  law  of  variation 
of  the  current  and  involve  only  the  assumption  Bi=Bs-  They 
are  due  to  Mr.  Blakesley,  but  were  first  proved  by  methods 
similar  to  those  used  above,  by  Prof.  Ayrton  and  Mr.  Taylor  in 
their  paper  above  referred  to. 

In  any  practical  case  of  measurement  of  power  in  which  a 
wattmeter  is  inapplicable,  if  the  actual  resistance  of  the  portion 
of  the  circuit  considered  is  known  and  the  mean  square  of  the 
current  can  be  measured  with  accuracy,  the  product  of  the  two 
will  as  shown  above  (p.  668)  be  the  true  mean  value  of  the 
activity  if  that  is  spent  in  heat.  This  of  course  will  be  given 
in  watts,  if  the  resistance  is  taken  in  ohms  and  the  current  in 
amperes. 

As  we  have  seen  above,  the  proper  mean  value  of  the  current, 
and  of  the  difference  of  potential,  and  therefore  also  of  tiie 
activity,  can  be  found  for  any  part  of  a  circuit  in  the  case  of 
negligible  self-induction,  either  by  means  of  an  electrodyna- 
mometer,  or  by  means  of  an  electrometer,  when  the  resistance 
of  one  part  of  the  circuit  is  known.  When  the  resistance  is 
unknown  or  uncertain,  as  for  example  in  the  case  of  incandes- 
cence lamps,  the  current  and  difference  of  potential  may  be 
measured  for  the  lamp  circuit  in  the  foUowing  manner.  A  coil 
of  german  silver  wire,  having  a  resistance  considerably  greater 
than  that  of  the  lamps  as  arranged,  constructed  so  as  to  have 
no  self-inductance,  is  connected  in  series  with  a  current-meter 
between  the  terminals  of  the  machine  so  as  to  be  a  shunt  on  the 
lamps.  The  lamps  are  brought  to  their  normal  brilliancy,  and 
the  mean  square  y''  of  the  current  through  the  german  silver 
wire  measured,  if  It  be  the  resistance  of  this  wire,  including, 
if  appreciable,  the  resistances  of  the  current-meter  and  its 
connections,  and  £  be  great  in  comparison  with  the  self -induc- 
tance of  the  current-meter  divided  by  T,  we  have  for  the  mean 
square  F'^,  of  the  difference  of  potential  between  the  terminals 
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of  the  lamp  eystem,  the  value  y«/?.  The  currettt-meter  is  now 
employed  to  measure  the  whole  current  flowing  to  the  lamps 
while  their  brilliancy  is  kept  the  same.  Denoting  the  mean 
square  of  this  current  by  y'l*,  we  have  for  the  value  ^n,  of  the 
mean  activity  spent  in  the  lamp  system 

A^^rw^y'ViR («0) 

Messrs.  J.  and  R  Hopkinson*  have  employed  the   J^^^ 
following  method  of  testing  the  efficiency  of  dynamo-  Machines, 
machines,  which  obviates  the  difficulty  of  measuring  ^^  Messrs. 
accurately  the  mechanical  power  transmitted  to  the    Hopkin 
driving  shaft  of  a  dynamo  by  a  steam  engine  or  other 
motor.    Two  equal  dynamos  of  the  type  to  be  tested 
are  used,  and  one  of  these  is  run  as  a  motor  at  the 
required  speed  and  with  the  proper  amount  of  electrical 
activity  in  the  circuit.    This  can  be  adjusted  by  suit- 
ably varying  the   magnet  resistances  of  one  of  the 
machines.     The  motor  is  made  to  spend  the  available 
activity  which  it  gives  out  in  driving  the  generator, 
and  the  diflference  in  power  required  is  supplied  by  a 
steam-  or  other  engine,  and  measured  by  a  Hefner- 
Alteneck  dynamometer,  or  by  any  other  similar  method 
by  which  the  difference  of  tensions  of  the  two  parts  of 
the  belt  is  determined.    This  latter  amount  of  power 
represents  the  losses  in  transmission,  and  added  to  the 
power  returned  to  the  generator  by  the  motor  gives  the 
mechanical   power  required   to   drive   the  generator. 
The  errors  inherent  in  the  determination  of  mechanical 
power  transmitted  to  a  driven  shaft  are  thus  made  to 
affect  only  the  comparatively  small  balance  of  power 

♦  PhU.  Trans.  R,S.     Part  I.  1886. 
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and  the  efficiency  is  obtained  to  a  mach  higher  per- 
centage of  accuracy. 

The  whole  electrical  power  Ey  developed  by  the 
generator  is  then  found  by  calculating  that  spent  on 
each  part  of  the  circuit  from  the  observed  differences 
of  potential  between  the  terminals  of  the  generator 
and  motor,  the  current  in  the  circuit,  and  the  known 
resistances  of  the  different  parts  of  the  machines*  By 
adding  to  this  the  power  w,  in  watts,  wasted  in  the 
machine,  the  power  spent  in  driving  it  is  obtained  and 
hence  at  once  the  gross  efficiency  -By/(-By  4- 1/^). 

Then  the  sum  of  the  powers  developed  in  the  arma  tare  and  mag- 
nets of  each  machine,  and  in  the  leads  and  other  resistances  in  the 
circuit,  subtracted  from  the  power  transmitted  from  the  engine 
and  measured  by  the  dynamometer,  gives  a  balance  which  re- 
presents the  total  loss  in  the  circuit  over  and  above  those  here 
enumerated.    This  is  made  up  of  power  wasted  in  the  iron  cores 
of  the  armatures  and  in  the  pole  pieces  in  consequence  of 
hysteresis  or  eddy  currents,  io  reversals  of  the  currents  in  the 
sections  of  the  armatures,  in  connexions,  in  sparking  if  any,  and 
in  the  friction  of  the  bearings  and  brushes.    Half  of  this  balance 
Gross      inay  be  taken  as  spent  in  each  machine.    The  whole  power 
Efficiency  spent  in  driving  the  generator  is  therefore  the  sum  of  the  whole 
of        electrical  power  Ey  given  out  in  the  circuit,  and  half  the  balance. 
Dynamo    ^  say.    Thus  the  efficiency  is 

e  =  ^; — ; —  "» 1  -  IE?  »  nearly. 
Ey+w  Ey         ^ 


Swin-  ^1**  Swinburne  measures  electrically  the  loss  of  power  vo  here 
bume's  described,  and  requires  only  one  machine  of  the  type  to  be 
Method,  tested.  The  magnets  of  the  machine  are  excited  separately  so 
that  the  armature  is  under  the  induction  which  would  exist  if 
the  machine  were  working  under  the  load  specified  for  it. 
The  machine  is  then  driven  by  a  small  dynamo  which  fur- 
nishes current  at  the  electromotive  force  of  the  machine  just 
sufficient  to  drive  it  at  the  requisite  speed,  without  any  load 
beyond  that  involved  in  w^  namely  the  losses  in  eddy  currents. 
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Efficiencies 


hysteresis,  and  friction  in  the  machine  being  tested.  The  speed 
can  be  adjusted  as  in  the  tests  above  described  by  suitably 
varying  the  resistance  of  the  magnet  circuit.  The  power  spent 
on  the  machine  by  the  small  dynamo  is  determined  electrically 
in  the  ordinary  way  by  measuring  the  number  of  volts  difference 
of  potential  between  the  terminals  and  the  current  in  amperes. 
The  former  will  of  course  be  approximately  the  full  electro- 
motive force  of  the  machine  when  working  under  the  prescribed 
load.  The  power  thus  determined,  diminished  bv  that  spent  in 
heat  in  the  armature  (which  is  generally  negligible),  is  the  wasto 
power  w  required.  x 

The  efficiency  can  then  be  found  bv  calculating  the  total 
electiical  activity  in  the  circuit  when  the  machine  is  running 
under  the  prescribed  load,  by  adding  to  the  activity  in  the 
external  circuit  the  electrical  activities  in  the  armature  and 
magnets,  found  in  watts  by  multiplying  the  resistance  of  each 
part  in  ohms  by  the  square  of  the  current  in  amperes.  Gall  this 
electrical  activity  Ey,  as  above,  p.  645.  Then  t  he  mechanical 
power  spent  in  driving  is  Ey-\-ic,  The  gross  efficiency  of  the 
machine  is  thus  Eyl(Ey+w).  The  electrical  efficiency  of  the 
arrangement  is  E^yjEy,  if  ^]  be  the  difference  of  potential 
between  the  terminals  of  the  external  circuit.  Finally  the  net 
efficiency  is  E^yHJEy  +  u?). 

On  the  analogy  of  the  Messrs.  Hopkinson's  method  of  testing  Sumpner's 
dynamos  just  described,  Dr.  Sumpner  has  based  the  following  Method  of 
method  of  testing  power  supplied  to  transformers.  Two  equal  Twting 
transformers  have  their  primary  coils  e^c^  joined  in  parallel 
across  the  terminals  of  an  alternating  dynamo  as  shown  in 
Fig.  148,  and  their  secondaries  C^C^  also  joined  in  parallel  between 
the  points  AB.  Non-inductive  resistances  r  and  ^  aie  included 
in  the  primary  and  secondary  circuits  as  shown. 

Supposing  the  transformers  to  be  alike,  and  the  primary 
circuits  to  have  the  same  resistance,  the  magnetizing  currents 
will  be  the  same  in  both,  and  there  will  be  equal  electromotive 
forces  at  any  instant  in  the  secondaries.  Thus  uo  current  will 
flow  in  the  secondary  circuit  whatever  the  resistance  jR.  A 
non-inductive  resistance  r  in  the  primary  of  either  will  cause  the 
currents  in  the  primaries  to  be  different,  and  if  r  is  in  the  circuit 
of  ^2  a  current  will  flow  in  the  secondary  which  will  load  the 
transformer  eXi,  and  help  to  magnetize  the  core  of  c^C^, 
thus  raising  tne  electromotive  force  in  the  primary  of  that 
transformer. 

If  however  the  transformers  be  somewhat  different,  for 
example,  so  that  (to  take  Dr.  Sumpner's  example)  No.  1  converts 
from  100  to  2100  volts,  and  the  other  from  100  to  2000  volts, 

Y  Y  2 


Trans- 
formers* 
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then  there  will  be  an  electromotive  force  of  100  volta  in  the 
circuit  of  the  secondaries  which  will  prodace  any  desired  current 
if  ^  be  properly  adjusted. 
Determi-        If  then  with  two  unequal  transformers  tlie  current  flowing 
nation  of    throngh  the  secondaries  be  of  the  proper  amount,  each  trans- 
Waste      former  will  be  fully  loaded,  but  one,  the  more  powerfol.  No.  1 
Power,      say,  will  transform  up,  and  the  other  down.    That  is  the  former 
will  take  energy  from  the  mains,  the  other  will  return  energy  to 
the  mains.    The  power-losses  occurring  in  the  double  trans- 
formation are  then,  in  the  aggregate,  the  difEerence  between 
,the  power  taken  by  No.  1,  and  that  given  back  by  No.  2, 


No.1 


diminished  by  the  amount  absorbed  in  the  resistance  R,  and  by 
the  amount  spent  in  heating  the  connecting  wires  and  instru- 
ments applied. 

It  is  only  necessary  therefore,  in  order  to  obtain  ti?,  to  measure 
the  balance  of  power  supplied  to  the  system  at  ab^  and  correct 
it  as  dcscrihed.  This  may  be  done  with  a  wattmeter,  the  fine 
wire  coil  of  which  is  placed  across  the  terminals  ab,  and  the 
current  coil  in  one  of  the  mains,  or  by  the  electrometer-method 
described  below.  To  calculate  the  efficiency  we  have  then  only 
to  find  the  power  TF,  say,  supplied  to  No.  1  transformer.  This 
can  be  done  nearly  enough  by  measuring  the  load  on  either 
transformer,  say  by  placing  a  wattmeter  with  its  fine  wire  coils 
across  aby  and  its  current  coil  in  c,  or  by  measuring  the  difference 
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of  potential  and  current  of  any  coil  of  either  transformer.    Then    Calcola- 
the  efficiency  of  the  double  transformation,  ^  say,  is  given  by         tion  of 

Eflloienc^s. 

tf«=       ^      =  1  -  ^ 
JT+ic  W' 

nearly. 

The  efficiency  of  each  transformer  is  approximately  the  square 
root  of  this^  or 

*"^~2r"8rs (^^> 

nearly. 

One  great  advantage  of  this  method  lies  in  the  fact  that  a 
considerable  error  in  the  estimation  of  to  can  only  slightly  affect 
that  of  ^  or  tf,  if  tf  be  not  very  different  from  unity.    This  method     ^Jf®  ®' 
as  it  stands  is  only  applicable  to  two  transformers  the  electro-      Eaual 
motive  forces  of  the  secondaries  of  which  differ  by  at  least      Tnma- 
twice  the  **  drop  "  in  difference  of  potential  between  the  terminals    fonnora. 
of  the  secondary  of  either,  when  its  load  is  raised  from  zero  to 
the  prescribed  value.    In  the  case  of  two  similar  transformers 
Dr.  Sumpner  uses  a  small  additional  transformer  which  is  able 
to  supply  the  waste  w  for  the  two  large  transformers  to  be 
tested.      The  primary  of  this  is  connected  in  series  with  an 
adjustable  non-inductive  resistance,  x^  across  the  main  terminals 
ab^  and  the  secondary  is  placed  in,  say^  No.  2  transformer,  in 
series    with    either  c^  ot   C^  in  place  of   the    non-inductive 
resistance  r  or  R. 

This  small  transformer  will  supply  an  amount  of  energy, 
depending  on  the  value  to  which  x  is  adjusted,  sufficient  to 
cause  any  required  current  to  flow  in  the  secondaries  of  the 
large  transformers.  It  is  only  necessary  then  to  measure  the 
energy  given  out  by  the  small  transformer  by  measuring  the 
current  and  difference  of  potential  on  its  primary  and  secondary, 
and  further  to  measure  as  before  the  power  supplied  by  the 
mains.  The  sum  of  these  corrected  as  before  will  oe  w.  Then 
^is  measured  as  before  for  either  of  the  large  transformers  and 
the  efficiency  is  determined  by  (81)  above. 

Different  arrangements  will  suggest  themselves  to  the 
engineer  carrying  out  these  tests  as  suitable  in  the  varying 
circumstances  in  which  he  may  be  placed  by  his  instruments, 
&c.* 

*  See  a  paper  by  Prot  Ayrten  and  Dr.  Sumpner,  Electrician^  Oct. 
7,  1892. 
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Prof.  Ayrton  and  Dr.  Sumpner*  have  given  the  fol- 
lowing very  elegant  method  of  measuring  the  power 
given  out  in  any  portion  of  a  circuit.  It  will  be  seen 
that  it  is  intimately  related  to  the  electrometer  method 
described  below.  Three  points  on  the  circuit  are  taken, 
two  (Fig.  149)  AB  between  which  is  the  portion  of  the 
current  in  which  the  activity  is  to  be  found,  while  the 
portion  BC  consists  of  a  non-inductive  resistance  of  R 
ohms.  Three  alternate  current  volt  meters  of  proper 
construction  are  used  to  give  the  mean  squares  of  the 
differences  between  A  and  B,  B  and  (7,  and  A  and  C. 


Fio.  149. 


If  J9j,  i>2>  ^  ^  ^^  readings  of  these  voltmeters  each 
in  volts,  and  Am  the  mean  activity  in  watts 


For 


1  r'* 


Theory  of  if  Fj  be  the  difference  of  potential  between  A  and  5  at  any 
Method*    instant.     But  if  F^  be  the  difference  of  potential  exiatiDg  at 

•  Proc,  RS.  April  9,  1891  ox  Electrician,  April  17,  1891. 
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the  same  instant  between  B  and  (7  we  have  y^FJR,    Hence 

The  difference  of  potential  between  A  and  C  is  at  the  same 
instant  Fi  +  ^j*  ^^^  we  have 


Hence 


^-=25^(^-A»-A»). 


.    .     (82) 


It  can  be  shown  by  the  Theory  of  Errors  of  Observation  that 
on  the  assumption  of  equal  proportional  errors  in  the  quantities 


Fig.  150. 

observed  the  best  arrangement  for  this  measurement  is  one  in 
Vhich  the  mean  square  of  the  difference  of  potential  between 
A  and  B  is  equal  to  that  between  B  and  (7.    This  however  is  an 

Arrangement  in  which  the  power  consumed  in  the  non-inductive 
resjstsnce  is  gqual  to  the  power  measured. 

i^A  modification  of  this  method  has  been  proposed  by  Prof.     Method 
Ayrton  and  Dr.  Sumpner  in  which  two  current-meters  Ayy  -^2»   ^ith  Two 
and  a  voltmeter  Fare  arranged  as  shown  in  Fig.  150.  ah  is  the    Current- 
portion  of  the  circuit  in  which  the  power  is  to  be  measured,  cd  meters  and 
a  non-inductive  resistance  placed  across  its  termmals,  K  is  a      Volt- 
voltmeter  placed  parallel  to  AB  and   CD,  and  measuring  the     meter, 
mean  square  of  the  difference  of  potential  between  ac  and  bd. 
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If  K  be  the  difference  of  potential  between  a  and  6  at  any 
instant,  and  y  the  current  at  that  instant,  the  activity  is 

or  if  y  be  the  current  in  ed  at  the  same  instant, 

^•-f/'yy'rf< (83) 

since  y*  »  F/E,  But  if  D^  be  the  reading  of  the  current-meter 
J^,  D^  that  of  Ji  (each  giving  the  mean  square  of  the  current  in 
atiiperefi),  we  have 

and 

^*  °  fll^"^  "•■  ^^'*  "  -tH^'^  ■*■  ^^  "•"  ^^"^^ 

2)»   .   2 


A  +  f  +  l/^rr-^^A 


if  i)  be  tho  reading  of  the  ToUmeter  ezpreased  in  volts.    Hence 
by  (83) 

^«-f/^V'-|(2).-A+§)     .    .     (84) 

This  was  given^  as  an  improvement  upon  a  method  proposed 
by  Dr.  J.  A.  Fleming  in  which  a  current-meter  is  placed  in  cdy 
and  Am  is  given  by  (84),  with  D^  put  for  the  reading  of  this 
current-meter,  and  used  instead  of  the  term  DJB?,  The  current- 
meter  introduces  a  certain  amount  of  inductance  into  cd^  althoug^h 
this  might  be  made  negligible  by  taking  cd  large  enough. 

An  electrometer  may  be  used  in  the  following  manner 

to  give  the  mean  square  of  the  current,  and  of  the 

difference  of  potential  for  any  part  of  a  circuit,  whether 

containing  motors  or  arc  lamps  or  any  arrangement 

Square  of  ^jth  or  without  counter-electromotive  force  or  self- 
Current 

*  "Alternate  Current  and  Potential  Difference  Analogies,"  FhU, 
Mag.  Aug.  1891. 


Electro- 
meter 
Method 
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ment 
Mean 


Digitized  by  VjOOQIC 


MEASUREMENT  BY  ELECTROMETER  697 

inductance.  A  coil  of  thick  German  silver  wire  (or  to 
prevent  sensible  heating  a  set  of  two  or  more  coils 
iurranged  in  multiple  arc)  having  no  self-inductance  is 
included  in  the  part  of  the  circuit  considered,  so  that  the 
current  to  be  measured  also  flows  through  the  wire. 
The  mean  stjuare  of  the  difference  of  potential  between  ^^^^^ 
the  ends  of  this  resistance  is  measured  as  described  Diiference 
above  (p.  279)  by  connecting  one  pair  of  quadrants  of  ^id.  ^* 
the  electrometer  to  one  end,  and  the  needle  and  the 
other  pair  of  quadrants  to  the  other  end,  and  the  mean 
square  7'^  of  the  current  by  dividing  by  the  square  of 
the  resistance  of  the  wire.  The  mean  square  of  the 
difference  of  potential  between  the  terminals  of  the 
part  of  the  circuit  considered  is  then  found  in 
the  same  manner.  A  multicellular  electrostatic 
voltmeter  is  veiy  convenient  for  such  measurements 
on  account  of  its  great  range  of  sensibility  (see  Vol.  I. 
Chap.  v.). 

The  product  is  not  generally  to  be  taken  as  the  mean 
square  of  the  activity  in  the  part  of  the  circuit  con- 
sidered, for  it  is  evident  that  in  this  case  what  is 
obtained  is  the  value  of 

1  f^  f^ 


y  Vv^  X  j^dt, 


where  V  and  7  are  the  difference  of  potential  and  the    Square 

current  at  any  instant.     The  square  root  of  this  quan-  product*  of 

tity  is  not  generally  the  same  thing  as  Mean 

not  True 

Mean 
Activity. 


1  f^ 
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the  true  mean  value  of  the  activity.    This  is,  however, 

given  indirectly  by  the  following  method.* 

Electro-        Let  the  two  ends  of  the  resistance  coil  of  zero 

Method  of  self-inductance  and  known  resistance  B  be  called  A  and 

Deter-     J5,  and  let  the  extremities  of  the  portion  of  the  circuit 

^tivi^.  ^^^  which  the  measurements  are  to  be  made,  be  called 

C  and  D.    One  of  the  pairs  of  quadrants  is  connected 

to  A,  the  other  pair  to  B,  and  the  needle  to  (7,  and 

the  reading,  d  say,  taken.    The  quadrants  remaining  as 

they  were,  the  needle  is  connected  to  0,  and  the  reading 

d'  taken.    Now  if  at  any  instant  Fj  be  the  potential  of 

A,   r,  of  B,  Ti  of  C,  and   F,  of  Z>,  we  get  if  (17) 

above  is  applicable   to  the  instrument  (see  p.  663 

above) 


and  by  subtraction  and  division  by  IcR 
d-d'        1   r. 


dt 
dt 


(85) 


kB 


=  ifly^  -  n)  (F'x  -  V'^dt  .    (86) 


But  it  is  clear  that  the  expression  on  the  right  hand 
side  of  (86)  is  the  true  mean  value  of  the  activity 
required. 

*  This  method  is  described  by  A.  Potier,  Journal  de  Physiqtie,  t  ix. 
p.  227,  1881,  but  was  independently  invented  also  by  Prot  W.  K. 
Ayrton,  and  Prof.  G.  F.  Fitzgerald  (see  Prof.  Ayrton  on  **  Testing  the 
Power  and  Efficiency  of  Transformers,"  Proe.  Soe,  Tel.  Eng$,  andEU,, 
Feb.  1888). 
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connected  with  the  case  of  the  instrument,  tlie  first  of  becomes 


699 


<i-lf\Vi'y^V\di 


(87) 


If  A  and  D  coincide  ^'i+^ji  and  the  activity  in  the  part  of  the 
circuit  between  C^and  J)  is,  oy  (61),  given  by  (62)  alone  when 
put  in  the  form 


e  =  ^r/o>-^^^'^^^    • 


(88) 


This  observation  is  due  to  Mr.  Sayers,  a  pupil  of  Prof.  Ayrton. 
It  is  thus  possible  in  the  case  supposed  to  use  an  electrometer 
as  a  direct  reading  wattmeter. 

If  a  quadrant  electrometer  is  used  as  here  explained,  care       Pre- 
must  be  taken  to  see  that  the  equation  (17)  holds  for  the  instru-    cautions 
ment  (see  p.  633  above).  Dr.  Hopkinson  found  (PhiL  Mag,  Ap.    in  Use  of 
1885)  that  the  indications  of  his  i^btrument  were  very  exactly  Quadrant 
expressed  by  the  equation  Electro- 

meter. 


1  +  mF* 


(^i-^i)(^-^^4^» 


)    .    .     (89) 


where  js  is  a  small  constant.  Hence  for  high  values  of  F  it  is 
necessary  to  know  and  use  this  second  constant  .if  its  value  is 
sensible.  The  deviation  from  fulfilment  of  the  ordinary  equa- 
tion here  shown  was  found  to  be  in  ereat  part  due  to  downward 
electrical  force  on  the  needle  caused  by  its  hanging  a  little  too 
low  in  the  quadrants. 
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CHAPTEB  XIII 
MAGNETIC  MEASUREMENTS 

Section  I 
MEASUREMENT  OF  INTENSE  MAGNETIC  FIELDS 

We  have  seen  (p.  118  above)  that  every  element  of  a 
conductor  carrying  a  current  in  a  magnetic  field  is  acted 
on  by  a  force  tending  to  move  it  in  a  direction  at  right 
angles  to  its  length  and  {o  the  direction  of  the  magnetic 
induction  at  the  element,  and   have  stated  how  the 
magnitude  of  the  force  may  be  calculated  in  terms  of 
the  induction,  the  strength  of  the  current  and   the 
Meafiuro-   position  of  the  element.  Hence,  if  we  know  the  strength 
Field      ^^  ^b^  current  flowing  in  a  conductor  placed  in  a  mag- 
Intensity  netic  field,  and  measure  the  force  exerted  in  virtue  of 

DV 

Electro-  electromagnetic  action  on  any  element  of  the  conductor, 
"fSm  **^  we  can  find  the  induction,  that  is,  in  air,  the  intensity 
of  the  field  at  the  element.  On  this  principle  are 
founded  the  following  simple  methods,  mainly  sug- 
gested by  Lord  Kelvin,  of  determining  in  absolute 
measure  the  intensity  of  magnetic  fields  in  dynamo 
machines  or  other  electromagnetic  apparatus. 

We  shall  take  first  the  case  of  two  long  straight  pole  faces 
oppositely  magnetized  and  placed  at  a  short  distance  apart 
facing  one  another,  with  their  lengths  vertical    In  the  middle 
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of  the  space  between  the  poles  a  etout  wire, » (Fig.  151),  somewhat 
longer  than  the  poles,  so  as  to  extend  a  little  above  and  below 
them,  is  hung  vertically  by  a  cord  four  or  five  feet  long, 
attached  near  its  upper  end  to  a  fixed  peg  above,  and  is  stretched 
by  the  weight,  IF,  attached  near  its  lower  end.  Two  pendulums 
made  of  weights  jP^,  jPj,  carried  by  fine  threads,  are  hung  from 
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two  sliding  pieces  which  can  be  moved  along  a  graduated  cross-  Pendulum 
bar  Si  above,  so  nlaced  that  the  ends  are  as  nearly  as  possible  Method  of 
in  a  plane  parallel  to  the  pole  faces  and  passing  through  the  Measuring 
middle  of  the  space  between  them.    The  two  pendulum  threads     ^™^^ 
and  the  wire,  w,  are  thus  nearly  in  one  plane.   One  of  these  pen-     Forces, 
dulums  is  made  so  long  as  to  have  its  bob  below  the  level  of  the 
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lowest  part  of  the  pole  faces,  while  the  other  has  its  bob  a  little 
below  the  level  of  the  top  of  the  pole  faces,  and  the  former  is 
plaoed  at  the  greater  distance  from  the  suspended  wire.  A  thin 
thread  attach^  to  the  upper  end  of  the  suspended  wire  is  carried 
out  horizontally  and  made  fast  at  its  other  end  to  the  suspension 
thread  of  the  nearer  pendulum. 

A  similar  thread  is  attached  at  one  end  to  a  point  of  the  wire 
near  the  bottom'  of  the  pole  faces,  and  carried  out  similarly  and 
made  fast  at  the  other  end  to  a  point  nearly  on  the  same  level 
in  the  suspensiun  thread  of  the  rurther  pendulum.  The  upper 
and  lower  ends  of  the  wire,  »,  are  placed,  as  shown,  in  mercury 
cups,  to  which  are  also  connected  the  electrodes  of  a  battery,  by 
means  of  which  a  current  can  be  sent  through  the  wire  to,  and 
measured  by  means  of  a  galvanometer  in  the  circuit  A  scale, 
Sff  is  placed  a  little  behind  the  plane  of  the  threads,  so  that  the 
position  of  a  point  in  each,  on  the  same  level  near  their  lower 
ends,  can  be  easily  read  off. 

When  an  experiment  is  made,  the  sliding  pieces, /^/i^  are 
moved  towards  the  left  until  the  threads,  ^  t^  are  quite  slack, 
and  the  positions  of  each  thread  on  the  upper  and  lower  scales 
are  road  off  and  noted.  The  position  of  the  wire,  to,  when  t^  t^ 
are  quite  slack  is  also  marked  at  the  upper  and  lower  ends  of 
the  pole  faces  or  elsewhere.  A  current  is  then  sent  through  tbe 
wire,  «9,  in  such  a  direction  that  the  electromagnetic  force  acting 
on  it  moves  it  towards  the  left  The  sliding  pieces,  Oj,  p^  are 
then  moved  towards  the  right  so  as  to  cause  the  pendulums  to 
pull  the  wire  by  means  of  the  threads  Z^,  t^  back  again  to  its 
initial  position.  When  the  upper  and  lower  ends  have  come 
back  to  their  former  positions,  the  electromagnetic  force  on  tbe 
wire  is  balanced  by  the  pulls  exerted  by  the  pendulums.  Tbe 
positions  of  the  pendulum  threads  are  again  read  off  on  the 
upper  and  lower  scales  and  noted,  with  the  strength  of  the 
current  flowing  in  to.  From  these  results  we  can  easily  calculate 
the  average  intensity  of  the  field  at  the  place  occupied  by  the  wire^ 
to.  For  let  JT  be  the  mass  of  each  of  the  pendulum  bobs  in 
grammes,  d  the  distance  through  which  the  top  of  the  pendulum 
thread  has  been  carried  by  pi  to  the  right  of  the  point  of  tbe 
thread  opposite  to  the  lower  scale  S^^  d^  the  corresponding  dis- 
tance for  the  other  pendulum,  /  the  vertical  distance  between  tbe 
levels  of  the  tops  of  the  pendulum  threads  and  the  lower  scale 
measured  in  the  same  units  as  d^,  d^y  L  the  length  of  the 
opposed  pole  faces,  and  y  the  strength  of  the  current  in  C.Gr.S. 
units  (one-tenth  the  number  of  amperes).  The  downward  force 
in  dynes  on  each  of  the  masses  in  Wg,  where  g  is  the  accelera- 
tion in  centimetres  per  second  per  second  (&=  981*4  in  latitude  of 
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Glasgow)  produced  by  gravity  in  a  falling  body  at  the  place  of 
experiment  The  total  pull  to  the  right  exerted  by  the  threads 
on  the  wire  is  therefore  H^G  {d-^  +  rf^//,  and  this  is  equal  to  the 
pull  towards  the  left  on  the  wire  produced  by  the  electromag- 
netic action.  If  y  be  the  average  intensity  of  the  Held  along  the 
wire  in  C.G.S.  units,  we  have  for  this  pull  in  dynes  llg.  Hence 
we  get  the  equation 


and  therefore, 


Wg    dj^±d, 
^    Ly  •        /        •     •     W 


In  an  experiment  made  on  September  16, 1882,  with  a  similar  Results  of 
arrangement,  M^  was  100  grammes,  /  100  centimetres,  C  '188  in     Actual 
C.G.S.  units  of  current,  L  30  centimetres,  and  d^+d^  26-84     Experi- 
centimetres.     Hence,  ment. 

100x9814    25-84 
^"^  30  X  188    •    100  ='*^^^- 

The  wire,  «?,  should  not  be  so  flexible  as  to  bend  perceptibly 
under  the  influence  of  the  forces  to  which  it  is  subjected,  so 
that  the  value  of  /  found  may  be  nearly  enough  the  average 
value  of  the  intensity  along  a  straight  line  in  the  space  between 
the  pole  faces. 

In  cases  in  which,  as  in  many  dynamo  machines,  the  opposite  Method  by 
pole  faces  of  the  electromagnets  are  at  a  considerable  distance    Measure- 
apart,  with  or  without  pieces  of  soft  iron  in  the  intermediate     ment  of 
space,  it  is  practically  useful  to  find  simultaneously  the  magnetic     Couple 
field  intensity  along  two  lines  in  the  same  plane,  one  in  the  ^^  ^^^^^ 
vicinity  of  each  pole  face.    This  may  be  done  by  so  placing  the    "^  Field. ' 
electromagnets  that  the  two  lines  along  which  the  field  is 
measured  are  in  a  horizontal  plane,  and  using,  instead  of  the 
single  wire  carrying  the  current,  a  rectangle  of  copper  wire  or 
strip,  of  which  the  opposite  sides  are  in  these  lines,  supported 
on  knife-edges  in  the  bisecting  line  parallel  to  the  pole  face  so 
that  it  can  turn  round  that  line  as  axis.    The  frame  should  be 
weighted  symmetrically  on  the  two  sides  of  the  line  of  knife- 
edges,  so  that  it  rests  with  just  enough  of  stability  in  the  hori- 
zontal position.    The  ends  of  the  wire  or  strip  forming  the 
rectangle  are  brought  out  one  above  the  other  at  one  of  the 
knife-edges  with  a  piece  of  insulating  material  between  them, 
and  bent  over  so  that  the  end  of  each  dips  into  a  mercury-cup 
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in  line  with  the  knife-edges.  The  electrodes  of  a  battery  are 
connected  to  the  inercary-caps  and  a  measured  current  is  sent 
round  the  rectangle.  Since  the  poles  have  opposite  magnetisms, 
the  electromagnetic  action  causes  one  side  of  the  rectangle  to 
move  upwards,  the  other  side  to  move  downwards,  and  thus 
turns  the  rectangle  round  the  knife-edges. 

The  moment  of  the  electromagnetic  forces  is  balanced  by  the 
action  of  weights,  which  may  be  riders  of  known  weight  made 
of  wire,  placed  on  the  sides  of  the  rectangle,  which  is  thus 
brought  back  to  its  initial  poKition.  If  we  call  /  the  average 
intensity  of  the  fields  along  the  two  sides  of  the  rectangle  in 
the  equilibrium  position,  and  C  the  current  strength,  both  as 
before  measured  in  C.G.8.  units,  L  the  length  of  each  side,  and 
d  the  distance  between  them  in  centimetres,  the  moment  of  the 
electromagnetic  forces  round  the  knife-edges  is  ICLd,  The 
opposite  moment  resisting  the  motion  is,  if  only  one  weight  of 
W  grammes  at  a  distance  of  d'  cms.  from  the  line  of  knife- 
edges  is  used,  Wgd',    Hence,  equating  these  moments,  we  get 


T    Z9^ 
^^  CLd' 


(2) 


from  which  I  can  be  calculated.  If  more  than  one  weight,  W^ 
is  used,  each  must  be  multiplied  by  its  distance  from  the  line  of 
knife-edges,  and  the  sum  of  the  products  multiplied  by  g  for  the 
equilibrating  moment. 

In  some  cases  it  may  be  convenient  to  use  more  than  one  turn 

of  wire  in  the  rectangle.     If  there  be  n  turns,  each  of  length 

Z,  nL  is  to  be  used  instead  of  L  in  the  formula  above. 

Circuit         An  obvious  modification  of  this  arrangement,  which  may  be 

Suspended  useful  in  some  cases,  is  a  rectangle  suspended  in  a  vertical 

byBifilar  plane,  and  kept  in  equilibrium  in  tbe  proper  position  when  no 

with       current  is  flowing  through  it,  by  means  of  a  bifilar  suspension, 

xPP?'      or  a  single  thread  or  thin  wire  under  torsion.     When  a  current 

is  sent  through  the  frame,  it  is  deflected  round  a  vertical  axis 

by  the  electromagnetic  action,  and  is  brought  back  to  the  initial 

position  of  equilibrium  by  means  of  two  pendulums,  the  points 

of  suspension  of  which  are  on  sliding  pieces  which  can  be 

moved  along  horizontal  parallel  bars  fixed  above  at  right  aangle 

to  the  plane  of  the  rectangle  when  in  the  equilibrium  position, 

and  in  the  same  vertical  planes  as  its  sides.     Each  pendulum 

cord  has  attached  to  it  a  thread  which  pulls  horizontally  at  the 

middle  of  one  side  of  the  rectangle.     When  the  rectangle  is 

deflected,  the  sliding  pieces  are  moved  in  opposite  directions,  so 

that,  in  consequence  of  the  opposite  inclinations  of  the  pendu- 
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liims  to  the  vertical,  forces  restoring  equilibrium  are  applied  to 
the  rectangle.  As  before,  we  have  for  the  electromagnetic 
couple  lyLd,  Supposing  the  two  points  of  suspension  of  the 
pendulums  to  be  on  one  level,  and  the  points  of  attachment  of 
the  pulling  threads  to  the  pendulum  cords  to  be  on  a  level  lower 
by  a  distance  of  /  cms.,  the  distances  of  the  verticals  through  the 
points  of  suspension  from  the  corresponding  verticals  through 
the  attachments  of  the  threads  to  the  pendulum  cords  to  be 
(/j,  d^  cms.  for  the  respective  pendulums,  and  W  grammes  the 
mass  of  each  bob,  we  have,  for  the  moment  of  the  equilibrating 
forces,  the  valua  Wgd{di  +  d^jL 

Hence,  equating  moments,  we  get 


d^  +  d^ 
I 


(3) 


If  IL  is  the  same  for  both  sides  of  the  rectangle,  di  and  d^ 
will  be  equal ;  hut  in  general  there  will  be  a  small  difference 
between  the  two  values. 

In  some  important  practical  cases  the  pole  faces  are  of  small    ifeasnre- 
area  and  are  at  only  a  small  distance  apart    If  there  is  room,  a     ment  of 
small  rectangular  coil,  similar  to  that  of  a  siphon  recorder  (eee    Electro- 
Fig.  162),  but  of  comparatively  few  turns  of  wire,  and  without  an    magnetic 
iron  core,  may  be  hung,  as  described  above,  between  the  poles,  Couple  on 
with  its  plane  parnllel  to  the  lines  of  force,  by  a  hifilar  or  a     Coil  by 
torsion  thread  or  wire,  and  a  measured  current  sent  through  it.  Pendulum. 
A  rigid  projecting  arm  fixed  to  the  coil  at  the  middle  of  its 
upper  end  and  at  right  angles  to  the  plane  of  the  coil,  has  rest- 
ing against  it  the  suspension  thread  of  a  pendulum,  attached  at 
its  upper  end  to  a  sliding  piece  movable  along  a  horizontal  bar 
carrying  a  millimetre  scale,  above  and  at  right  angles  to  the 
projecting  arm  ;  and  by  this  means  the  coil  is  brought  back  to 
the  initial  position.    When  no  current  is  flowing  through  the 
coil,  the  thread  is  allowed  to  hang  vertically  just  touching  the 
bar  and  the  reading  on  the  scale  above  noted.  Let  the  difference 
between  this  reading  and  that  obtained  when  the  pendulum  is 
deflected  be  i,  and  let  I  be  the  vertical  height  of  the  point  of 
suspension  above  the  projecting  arm.    The  horizontal  force 
exerted  by  the  pendulum  is  W^.d/l^  and  the  moment  of  this 
round  the  vertical  axis  about  which  the  coil  turns  Wgr,d/ly  where 
r  is  the  distance  of  the  pendulum  thread  from  the  central  plane 
of  the  coil.    If  n  be  the  number  of  turns  in  the  coil,  b  cms.  its 
mean  breadth,  and  L  cms.  the  mean  length  of  each  side,  the 
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moment  of  the  electromagnetic  forces  is  nblLy,     We  haTe, 
therefore, 

7=^^  (4) 

This  method  has  frequently  been  used  for  the  delerminatioa 

of  the  magnetic  field-intensity  of  the  magnets  of  siphon  re* 

corders.    The  coil  hanging  in  its  place 

was  used  as  the  measuring  coil^  and 

when  no  current  was  flowing  through 

it,   was    kept    hanging  vertically  in 

stable    equilibrium     with    its    plane 

parallel  to  the  lines  of  force  by  the 

bifilar  threads   attached    beneath    it. 

These  threads  were  kept  taut  and  bear- 
ing  against   the    briage    B    hj   the 

weights  fT^  resting  on  a  plane  slightly 

inclined   to  the  vortical.     A   current 

from  one  or  two  cells  was  then  sent 

through  the  coil,  and  the  difference  of  * 

potential  between  the  terminals  of  the 

coil  measured  by  means  of  a  potential 

galvanometer.  The  thread  of  the  pen- 
dulum was  made  to  pull  against  the 

projecting  aluminium  arm  to  which 

the  siphon  is  attached  as  shown  in 

the  figure,  so  as  to  bring  the  coil  back 

to  the  initial  position.    The  value  of 

d  was  then  read  off,  and  that  of  C 

deduced  from  the  known  resistance  of 

the  coil  and  the  result  of  the  measure- 
ment with  the  galvanometer,  and  being 
substituted  with  the  values  of  the  other 
quantities  Vt  n,  b^  &c.  in  (4),  gave  the 
value  of  /. 

The  field  intensities  of  siphon  re- 
corders have  sometimes  been  deter- 
mined by  the  following  method,  which 
Oscillating  is  interesting  theoretically, 
in  Field.  Advantage  is  taken  of  the  signal- 
coil,  which  consists  of  a  rectangular 
coil  a  little  more  than  5  cms.  long  and 
2  cms.  broad,  made  of  thin  wire  and 
supported  by  a  silk  thread  above,  so 
as  to  hang  in  a  vertical  plane  round 
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ft  reotanffular  core  of  iron,  which  nearly  fills,  but  nowhere 
touches,  ihe  coil.    To  the  lowv  end   of  the   coil  two  silk 
threads  are  attached,  as  shown  in  Fig.  152,  and  are  stretched 
against  a  bridge  B  by  two  weighty  resting  on  the  inclined 
plane  W,     This  bifilar  arrangement  gives  a  directive  force, 
tending    to   bring    the   plane    of   the    oqH    into    parallelism 
with  that   of  the  bifilar  threads;   so  that  when  the   coil  is 
disturbed  from  that  position,   which  is  one  of  stable  equi- 
librium, and  then  left  to  itself,  it  will,  if  the  circuit  be  not 
closed,  vibrate  about  the  position  of  equilibrium  with  a  determi- 
nate period  of  oscillation ,  with  slowly  diminishing  range  until  Determin- 
at  last  it  comes  to  rest     But  if  the  circuit  be  closed  t):^ough  a    *H*J?  °^ 
high  resistance,  the  coil  will  come  more  rapidly  to  rest ;  and  if  p    •  Vf*^ 
we    gradually  diminish    this    resiatance,  deflecting    the    coil  ^  q  n^^ 
through  the  same  angle  and  noting  its  subsidence  at  each  dimi-        f^^ 
nution,  we  shall  find  it  come  more  and  more  quickly  to  rest,    Oscilla- 
until  a  resistance  is  obtained  with  which  in  circuit  it  just  returns       tiou. 
to  the  position  of  equilibrium  without  passing  that  position. 
When  this  resistance  nas  been  determined,  the  strength  of  the 
field  can  be  calculated. 

Let  6  be  the  deflection  of  the  coil  from  the  position  of  equi- 
librium at  time  t,  and  T  its  period  of  oscillation  when  the  ciibuit 
is  not  closed.  We  have  then,  neglecting  the  resistance  of  the 
air  and  other  disturbances,  for  the  equation  of  motion, 


d^      47r« 


(5) 


Let  now  the  circuit  of  the  coil  be  closed ;  a  retarding  force  Theory  of 
due  partly  to  air-resistance,  but  in  the  main  to  the  current    Method 
induced  in  the  wire,  and,  if  the  efEect  of  self-induction  be 
neglected,  proportional  to  the  angular  velocity,  will  act  on 
the  coil ;  and  the  equation  of  motion  for  this  case  will  be  of 
the  form 


cP6 


y<?  .  4,r« 


5^  +  ^^+yfr^=0 


(6) 


For  let  /  be  the  mean  intensity  of  the  magnetic  field  over  the 
space  occupied  by  the  coil  at  time  <,  L  the  inductance  of  the 
circuit  for  that  position  of  the  coil,  R  the  total  resistance  in  the 
circuit,  ft  the  moment  of  inertia  of  the  coil  round  a  vertical  axis 
passing  through  its  ceptre,  I  the  effective  length  of  wire  in  the 
coil  (that  is,  tie  length  of  wire  in  its  two  vertical  sides),  and  b 
the  mean  half-breadth  of  the  coil.    If  we  call  N  the  number  of 
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lines  of  force  which  pass  throngh  the  coil  at  time  (,  and  y  the 
strength  of  the  induceil  current  in  the  coil  at  that  Instant,  we 
have  plainly 

N^hlUinB-Ly, 

The  rate  at  which  N  increases  per  unit  of  time  is  therefore 

dN  dB  dl    d 

j^  ^blloos  B  j^  +  ^;sin B^^-j^  (Ly)  ; 

and  if  B  he  small,  and  /  he  therefore  supposed  the  same  for 
every  position  of  the  coil,  we  have  approximately 

But  dN/di  is  the  electromotive  force  due  to  the  inductive 
action ;  hence  the  current  y  b  hy  Ohm^s  law  given  hy  the 
equation 

611  dB      1  rf  ,,  , 

y=Mdi^lcdi^^^' 

It  was  assumed  that  the  second  term  of  this  expression  for  y 
would  prove  negligible  in  comparison  with  the  first;  and  this 
assumption  was  so  far  justified  by  Jthe  results  of  the  experi- 
ments, which  agreed  fairly  well  with  results  obtained,  for  other 
Instruments  of  the  same  pattern,  by  a  modification  of  the  second 
method  described  below. 

The  couple  due  to  the  action  of  the  field  on  the  current 
is  blly;  and  therefore,  on  the  supposition  of  negligible  self- 
induction,  the  retardation  of  the  angular  velocity  of  the  coil  at 
time  t  is 

dB     l/'nPdB 
dt~  fiR   dt' 
Hence  (6)  becomes 

d*B  ,  b^nPdB  .  4ir»^    ^ 

dT^  +  l^dt  +  'fi^-^ (7) 

The  motion  represented  by  this  differential  equation  will  be 
oscillatory  or  non-oscillatory,  according  as  the  roots  of  the 
auxili  iry  quadratic  are  imaginary  or  real — that  is,  according  as 
4ir/r  >  or  <^  J*  P/fiR.  Hence,  if  R  be  the  critical  resistance 
at  which  the  motion  just  ceases  to  be  oscillatory,  we  have 
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Mode  of 
Experi- 


When  I  and  b  are  expressed  in  centimetres,  /x  in  grammes 
and  centimetres,  T  in  seconds,  and  E  in  cms.  per  second,  /  is 
given  by  this  equation  in  absolute  C.U.S.  units  of  magnetic  field 
intensity. 

The  method  of  experimenting  consisted  in  first  finding  the 
value  of  T,  the  free  period  of  vibration  of  the  coil  with  its 
circuit  uncompleted,  then  finding  the  resistance  which,  being  nie»"ng. 
placed  in  circuit  with  the  coil,  just  brought  the  needle  to  rest 
without  oscillation.  This  resistance  was  convonientlyobtained 
by  means  of  a  resistance-box  included  in  the  circuit,  and  therefore 
added  no  self-inductance  to  that  in  the  coil.  An  aluminium  arm 
attached  to  the  coil,  and  carrying  the  siphon,  served  as  an  index 
to  render  the  motions  of  the  coil  visible.  The  resistance  R  was 
first  made  much  too  great,  so  as  to  give  a  slow  subsidence,  then 
gradually  diminished  until  the  value  which  jnst  prevented  oscil- 
lation was  reached ;  and  it  was  found  that  this  value  could  be 
determined  easily  within  50  ohms,  and  with  ^at  care,  to  20 
ohms.  As  the  experiments  on  the  recorders  had  to  be  made 
somewhat  hurriedly,  and  disturbances  generally  were  neg- 
lected, and,  further,  as  fi  was  taken  us  equal  to  W6^,  where  IF  is 
the  mass  of  the  coil,  the  results  could  not  be  taken  as  giving 
more  than  a  rough  approximation  to/:  but  those  for  two  in- 
struments are  given  below  in  illustration  of  the  method.  For 
both  instruments  the  values  of  W,  L,  and  b  were  the  same,  and 
were  respectively  taken  as  3*343  grammes,  3338  cms.,  and  *95  cm. 
Each  coil  had  a  mean  vertical  length  of  5*3  cm.,  a  mean  breadth 
of  1*9  cm.,  and  contained  45*72  metres  of  fine  wire  arranged  in 
290  turns,  and  had  a  resistance  of  about  500  ohms. 


T,  R  L 

(1)  -465  sec.    3330  X  lO^  cms.  per  sec.  5150  C.G.S. 

(2)  -500    „      3530  X10»    „  „     5120     „ 


Results  of 
Actual 
Experi- 
ment. 


This  method  is  obviously  applicable  in  any  case  in  which  a 
coil  can  be  suspended  by  a  torsion  wire,  or  bifilar,  or  other 
arrangement  so  as  to  have  a  measurable  free  period  of  vibration.''^ 


•  The  method  just  described  p:ives  (theoretically)  a  means  of  deter- 
mining the  ohra.  For  suppose  the  coil  hung  in  a'  sufficiently  intense 
and  nniform  field,  the  intensity  of  which  has  been  measured  by 
another  method,  and  the  decrement  of  the  oscillatory  motion  produced 
by  the  induction  observed.    Then  the  resistance  could  be  calculated. 
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Method  by  The  following  method,  which  has  been  frequently 
Currents,  used  in  the  Physical  Laboratory  of  the  University  of 
Glasgow,  is  very  convenient  and  useful  in  many  cases. 
It  consists  in  exploring  the  magnetic  field  by  means  of 
the  induced  current  in  a  wire  moved  quickly  across  the 
lines  offeree  over  a  definite  area  in  the  field.  The  wire 
is  in  circuit  with  a  reflecting  "  ballistic "  galvanometer 
— ^that  is,  a  galvanometer  the  system  of  needles  of 
which  has  so  great  a  moment  of  inertia  that  the  whole 
induced  current  due  to  the  motion  of  the  wire  has 
passed  through  the  coil  before  the  needle  has  been 
sensibly  deflected.  The  deflection  thus  obtained  is 
noted,  and  compared  with  the  deflection  obtained  when, 
with  the  same  or  a  smaller  resistance  in  circuit,  a 
portion  of  the  conductor  is  made  to  sweep  across  the 
lines  of  force  over  a  definite  area  of  a  uniform  field  of 
known  intensity,  such  as  that  of  the  earth  or  ite  hori- 
zontal or  vertical  component. 

In  performing  the  experiments,  it  is  necessary  to  take 
precautions  to  prevent  any  action  except  that  between 
the  definite  area  of  the  field  selected  and  the  wire 
cutting  its  lines  of  force.  For  this  purpose  the  conduct- 
ing-wire,  which  is  covered  with  insulating  material,  is 
bent  so  as  to  form  three  sides  of  a  rectangle,  the  middle 
one  of  which  is  of  the  length  of  the  portion  of  field  to 
be  swept  over.  This  side  is  placed  along  one  side  of 
the  space  over  which  it  is  about  to  be  moved  so  that 
the  connecting  wires  lie  along  the  ends  of  the  space ; 
and  the  open  rectangle  is  then  moved  in  the  direction 
of  its  two  sides  until  the  opposite  side  of  the  space  is 
reached.     The  connecting  wires  thus  do  not  cut  the 
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lines  of  force,  and  the  induced  current  is  wholly  due  to 
the  closed  end  of  the  rectangle. 

Instead  of  a  single  wire  cutting  the  lines  of  force,  a  Suspended 
coil  of  proper  dimensions  (for  many  purposes  conveni-  ^^^^' 
ently  of  rectangular  shape),  the  mean  area  of  which  is 
exactly  known,  may  be  suspended  in  the  field  with  its 
plane  parallel  to  the  lines  of  force,  and  turned  quickly 
round  through  a  measured  angle  of  convenient  amount 
not  exceeding  90"* ;  or  it  may  be  suspended  with  its 
plane  at  right  angles  to  the  lines  of  force  and  turned 
through  an  angle  of  180^  If  n  be  the  number  of 
turns,  A  their  mean  area,  and  I  the  mean  intensity  of 
the  field  over  the  area  swept  over  in  each  case,  then,  in 
the  first  case,  if  0  be  the  angle  turned  through,  the 
area  swept  over  is  Ti^sin^  and  the  number  of  lines 
cut  is  nlAsind;  in  the  second,  the  area  is  2nA, 
and  the  number  of  lines  cut  is  2nlA, 

In  order  that  with  the  feeble  intensity  of  the  earth's  field  a  Earth 
sufficiently  great  deflection  for  comparison  may  be  obtained,  it  Inductor, 
is  necessary  that  a  relatively  large  area  of  the  field  should  be 
swept  over  by  the  conductor.  One  convenient  way  is  to  mount 
on  trunnions  a  coil  of  moderately  fine  wire  of  a  considerable 
number  of  turns  wound  round  a  ring  of  large  radius,  like  the 
coil  of  a  standard  tangent  galvanometer,  and  arranged  with 
stops  so  that  it  can  be  turned  quickly  round  a  horizontal  axis 
through  an  exact  half-turn,  from  a  position  in  which  its  plane 
is  exactly  at  right  angles  to  the  dip.  This  coil,  if  the  ballistic 
galvanometer  is  sensitive  enough,  may  always  remain  in  the 
circuit.  The  change  in  the  number  of  lines  of  force  passing 
through  the  coiF  in  the  same  direction  relatively  to  the  coil, 
produced  by  the  half-turn,  is  plainly  equal  to  twice  as  many 
times  the  area  of  the  turn  of  mean  area  as  there  are  turns  in 
the  coil  (the  effective  area  swept  over)  multiplied  by  the  total 
intensity  of  the  earth's  magnetic  force  at  the  place*  of  experi- 
ment. Or,  and  preferably  when  the  horizontal  component  of 
the  earth's  magnetic  force   has   been  determined  by  experi- 
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ment,  the  coil  may  be  placed  in  an  east  and  west  (magnetic) 
vertical  plane,  and  turned  through  an  exact  balf-tam.  The 
magnetic  field  intensity  by  which  the  effective  area  is  to  be 
multiplied  is  in  this  cise  the  value  oi  H* 

** Trapeze"  A  sufficiently  large  area  of  the  earth's  field  for  comparison 
Earth       may,  in  some  cases,  be  obtained  very  readily  by  carrying  the 

Indactor.  ^jj.g  |^]ong  a  rod  of  wood,  say  two  or  three  metres  long,  and 
suspending  this  rod  in  a  horizontal  position  by  the  continua- 
tions of  the  conductor  at  its  ends  from  two  fixed  supports  in  a 
horizontal  line  at  n  distance  apart  equal  to  the  length  of  the 
rod,  and  securing  the  remaining  wires  in  circuit  so  that  they 
may  not  cause  disturbance  by  their  accidental  motion.  The 
rod  will  thus  be  free  to  swing  like  a  pendulum  by  the  two 
suspending  wires.  The  pendulum  thus  made  is  slowly  de- 
flected from  the  vertical  until  it  rests  against  stops  arranged 
to  limit  its  motion.  When  the  needle  is  at  zero,  the  rod  is 
quickly  thrown  to  the  other  side  against  similar  stops  there, 
and  caught.  The  straight  conductor  thus  sweeps  over  an  area 
of  the  vertical  component  of  the  earth's  field  equal  to  the 
product  of  the  length  of  the  rod  into  the  horizontal  distance 
between  the  two  positions  of  the  conductor  at  the  extremities 
of  its  swing.  The  rod  may  be  placed  at  any  azimuth,  as  the 
suspending  portions  of  the  conductor  in  circuit,  moving  in 
vertical  planes,  can  cut  only  the  horizontal  lines  of  force  ;  and 
the  induced  currents  thus  produced  have  opposite  directions 
and  neutralize  one  another. 


Theory  of 

Method  by 

Indaced 

Currents 


The  calculation  of  the  results  is  very  simple.  By 
the  theory  of  the  ballistic  galvanometer,f  if  5  be  the 
whole  quantity  of  electricity  which  passes  through  the 
circuit,  and  if  ^  be  the  angle  through  which  the  needle 
has  been  deflected,  or  the  "  throw,"  we  have,  neglecting 
air  resistance,  &c., 


fjiH  .    0 


m 


sm^. 


(9) 


*  The  method  of  reducing  results  of  observations  to  absolute  measorv 
by  means  of  an  earth  inductor  was  used  by  Professor  H.  A.  Kowland 
in  his  experiments  on  the  magnetic  permeability  of  iron,  steel,  and 
nickel.— PAi/.  3/ng.,  vol.  46,  1873. 

+  See  p.  891  above. 
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where  fi  is  the  moment  of  inertia  of  the  needle  and 
attachments,  m  the  magnetic  moment  of  the  needle,  H 
the  earth's  horizontal  magnetic  force,  and  G  the  constant 
of  the  galvanometer.  If  ^  be  small,  as  it  generally  has 
been  in  these  experiments,  we  have 


^-U"^' (>») 

and  the  quantities  of  electricity  produced  by  sweeping 
over  two  areas,  A  and  A\  are  directly  as  the 
deflections. 

Let  A  be  the  total  area  swept  over  in  the  field  or 
portion  of  field  the  mean  intensity  /  of  which  is  being 
measured.  A'  and  /'  the  same  quantities  for  the  known 
field,  i?,  R  the  respective  total  resistances  in  circuit, 
q,  q'  the  quantities  of  electricity  generated  in  the  two 
cases,  0,  ff  the  corresponding  deflections  supposed  both 
small ;  we  have 

Al 


and  therefore 


AT     1     //Itf  „ 


If  convenient,  6  and  ff  may  be  taken  as  proportional 
to  the  number  of  divisions  of  the  scale  traversed  by  the 
spot  of  light  in  the  two  cases. 

The  error  caused  by  neglecting  the   effect   of  air 
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resistance,  &c.,  in  diminishing  the  deflection  will  be 

nearly  eliminated  if  B  and  B"  be  chosen  so  that  0  and 

0'  are  nearly  equal. 

Solenoid        The  following  method  of  reducing  ballistic  observa- 

ReSidnff  ^^^^^  ^  absolute  measure  is  very  convenient  when  an 

Ballistic    earth  inductor  is  not  available.     A  short  induction  coil 

KPSUlts    to  ,  ^  ,. 

Absolute  wound  round  the  centre  of  an  ordinary  magnetizing 
Measure,  jj^iix,  whose  length  is  great  compared  with  its 
diameter,  is  kept  in  circuit  with  the  galvanometer.  A 
measured  current  is  sent  through  the  wire  of  the  helix, 
and  when  the  needle  is  at  rest  the  circuit  of  the  helix 
is  broken,  and  the  galvanometer  deflection  read  offl  If 
N  be  the  number  of  turns  of  wire  per  cm.  on  the  helix, 
7  the  current  in  electromagnetic  C.G.S.  units,  the 
magnetic  force  within  it  is  4!TrNy  parallel  to  the 
axis ;  and  if  A'  be  the  proper  mean  area  of  the  cross- 
section  of  the  helix,  and  n'  the  number  of  turns  in  the 
induction  coil,  the  number  of  lines  (unit  tubes)  of 
force  passing  out  of  the  galvanometer  circuit  when  the 
current  is  stopped  is  4nrNn'A'y.  [See  (75)  p.  284. 
above.]  Hence  iZ'  denoting  the  total  resistance  in 
circuit,  the  total  quantity  q  of  electricity  generated  is 
^irNn'A'yjR  and  instead  of  (11)  we  get 

^=*'^^"'^Sf^  •  •  •  •  (12) 


Digitized  by  VjOOQIC 


IDEAL  MAGNETIC  DISTRIBUTION 


715 


Section  II 

DETERMINATION  OF  MAGNETIC  DISTRIBUTION,  MAO- 
NETIG  INDUCTION,  AND  PERMEABILITY 


Magnetic 
Distri- 
butioD. 


The  ballistic  method  of  investigation  was  also  used 

by  Prof.  H.  A.  Rowland*  for  the  determination  of  that 

ideal   surface   distribution  of  mametism  on  masTiets  ^P^P^^^ 

1  .  1  1  T      y-.  1  1  1         Method  of 

which,  as  shown  by  Gauss,  may  be  supposed  to  replace     Investi- 

the  actual  distribution  so  far  as  the  production  of  the 

external  field  is  concerned. 


gation. 


That  such  a  distribution  is  possible  and  determinate  is  obvious       Ideal 
from  the  electric  analogue.    Consider  a  distribution  of  electric     Surface 
potential  corresponding  precisely  to  the  given  one  of  magnetic     Distri- 
potential,  and  produced   by  a  volume  distribution  of  equal   ^^^°^  ^^ 
quantities  of  positive  and  negative  electricity,  corresponding  ^Magnet, 
in  position  to  the  magnet    This  is  obviously  possible.    Then 
suppose   a  thin   conducting  surface  to  be  placed  round  the 
electric   distribution,  corresponding  exactly  to  the  surface  of 
the  magnet,   and  connected  to  the  earth.     The  potential  at 
external  points  is  thereby  reduced  to  zero.    Thus  the  induced 
distribution   produces   a  distribution    of  potential  equal  and 
opposite  to  that  due  to  the  electric  system  within  the  shell,  and 
therefore  if  reversed  would  produce  precipely  the  same  distri- 
bution of  potential  as  the  latter  does.     The  total  amount  of 
this  induced  distribution  is  equal  and  opposite  to  that  in  the 
internal  system,  and  the  distribution  is,  as  we  have  seen  in  vol.  J., 
uniquely  determinate.    Hence  translating  back  to  the  magnetic 
case,   it  is    clear  that  a   distribution  of  magnetism  over  the 
surface  of  the  magnet  may  he  supposed  to  exist  and  produce 
the  external  field,  and  may  be  made  the  subject  of  experi- 
mental research. 

When  found  it  expresses  the  mode  in  which  the  lines  of  in- 
duction enter  or  leave  the  surface  of  the  magnet ;  bi:t  it  is  not 
to  be  taken  as  having  a  real  existence. 


♦  PhU.  Mag,  vol.  i.,  1875. 
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Rowland's       Rowland  used  a  thin  rine  of  wire  made  just  lanre 
Method  of  ,     ^  J    *u  .  •  *    J 

Ezperi-    enough  to  pass  round  the  magnet  expenmented  on, 

menting.  g^^d  placed  in  circuit  with  a  ballistic  galvanometer.  It 
was  then,  while  encircling  the  magnet  and  held  with 
its  plane  at  right  angles  to  the  axis  of  the  magnet, 
slided  quickly  along  the  magnet  through  each  of  a 
succession  of  equal  short  distances,  and  the  deflection 
of  the  needle  noted  for  each  motion.  The  deflections 
thus  obtained  gave  for  their  magnets  an  approximate 
estimate  of  the  density  at  difierent  points  along  the 
magnet,  of  the  ideal  surface  distribution,  and  the  results 
were  reduced  to  absolute  measure  by  means  ot  an 
earth  inductor. 
Determi-  This  method  with  any  convenient  method  of  reduc- 
of^Pok-  ^^^^  ^^  results  to  absolute  measure  (for  example,  the 
Strength  helix  arrangement  just  described)  gives  a  very  ready 
means  of  estimating  with  much  exactness  the  total 
quantity  of  magnetism  according  to  the  ideal  distribu- 
tion in  one  pole  or  one  end  of  a  magnet,  whether  of 
bar,  horse-shoe,  or  other  shape.  The  ring,  which  for 
the  present  purpose  may  be  larger,  and  thick  enough 
to  contain  any  convenient  number  of  turns,  is  placed 
at  the  central  or  nearly  neutral  region  of  the  magnet 
and  then  quickly  pulled  oflf  and  away  from  the  magnet, 
and  the  galvanometer  deflection,  0,  noted.  A  measured 
correct  is  then  sent  through  the  helix,  and  the  de- 
flection ^,  produced  by  suddenly  opening  the  circuit 
of  the  helix,  also  observed. 
Theory  of  i^t  n  be  the  number  of  turns  in  the  ring  of  wire,  ^ 
the  total  quantity  in  C.G.S.  units  of  magnetism  in  the 
portion  of  the  magnet  swept  over,  then  the  number  of 
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lines  of  induction  cut  through  by  each  turn  of  wire  in 
the  ring  is  4nr^,  and  if  JR  be  the  total  resistance  in 
circuit,  the  total  quantity  of  electricity  generated  is 
47r7i^/i2.    We  have  therefore 

iumS     ET  .    e 
and  for  the  heUx  we  get  from  the  calculation  abovo 

By  division  we  find 


2 Z— =^"°2- 


n'B  sin  ^ 

4>^NA'y -^  ....     (13) 

nE  sin  ^ 


and  if  the  deflections  are  small  angles 


-A-^^vgl, (13') 


This  equation  is  of  course  also  applicable  to  the  re-     Calcu-^ 
duction  to  absolute  measure  of  the  results  of  deter-  Density 


sity  of 
minations  of  magnetic  distribution  made  by  the  ballistic  Id?al  pis- 

method.    The  value  of  4>  deduced  for  each  deflection 

divided  by  the  area  of  the  correspondingly  small  portion 

of  the  magnet  is  approximately  the  surface  density 

of  the  ideal  distribution,  the  distribution  on  the  end 

faces  being  of  course  included  in  the  end  deflections. 
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Deter-  The  ballistic  method  has  been  used  by  Rowland, 
of  Totol  Thomson,  Hopkinson,  Ewing,  and  others  for  the  in- 
Imi^o*'  vestigation  of  the  magnetic  properties  of  iron.  We 
give  here  some  examples  of  its  ase  for  the  determina- 
tion of  total  magnetic  induction  in  a  specimen  of  iron. 
Let  for  example  the  specimen  tested  be  an  iron  rod  or 
wire  magnetized  by  a  helix  of  wire  in  which  a  current 
flows.  An  induction  coil  of  a  suitable  number  of  turns 
encircles  the  magnetizing  coil  midway  between  the 
ends,  and  is  in  circuit  with  a  ballistic  galvanometer. 
If  the  magnetizing  current  be  altered  there  will  in 
general  be  a  change  of  magnetic  induction.  An  in- 
duced current  is  thereby  made  to  flow  in  the  ballistic 
galvanometer  circuit,  the  corresponding  deflection  is 
observed,  and  the  change  of  induction  calculated  from 
its  amount.  Thus  if  d  be  the  angular  deflection  cor- 
rected if  necessary  for  damping  (see  pp.  394, 486  above) 
and  n  be  the  number  of  turns  in  the  induction  coil, 
the  total  induction  through  each  turn  is  given  by  the 
equation 

n  .r^      HT  .    0 


or 

n  irG        2 


,D      RHT  .    0 
^B  =  --^sm5     ....     (14) 


The  determination  of  S,  T,  and  G  may  be  avoided 
by  the  use  of  an  earth-inductor  or  helix  as  already 
described :  so  that 

,      iirNn'A'y     ST  .    ff 
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and 


rfB  =  ^irNA'rf 


n  B  sm  ^ 
nR  sin  ^ 


(15) 


By  beginning  from  zero  current  and  increasing  the  |>?*!^J^^f 
current  by  small  steps  observing  the  increment  rfB  of    Doter- 
induction  at  each,  the  total  induction  at  any  stage  can  jjjj^g^^. 
be  obtained  by  addition  of  the  previous  increments,  ludactioD. 
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from  zero.  The  results  can  be  represented  in  a  curve, 
with  inductions  as  ordinates  and  strengths  of  magnet- 
izing current  as  abscissae.  The  abscissse  will  thus 
(with  a  certain  correction  specified  below)  be  propor- 
tional to  the  values  of  H,  the  intensity  of  the  magnet- 
izing field  at  any  point,  for  the  different  strengths  of 
current    Such  a  curve  is  shown  in  Fig.  153. 
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The  general  arrangement  of  apparatos  for  ballistic  experi- 
ments is  shown  in  Fig.  164,  which  is  taken  from  a  paper  by  Dr. 
J.  Hopkinson  on  the  Magnetization  of  Iron."*^  A  magnetizine  coil 
Of  Cf  surrounds  a  rod  of  iron  shown  as  B,  B\  in  Fig.  15^  In 
circuit  with  CC  is  a  battery  Ethe  current  from  which  can  be 
varied  by  the  liquid  rheostat,  F,  and  measured  by  the  current- 
meter  G.    The  magnetizing  coil  is  in  two  halves  and  between 
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FiQ.  154. 

them  surrounding  the  bar  is  a  small  induction  coil  A  which  is 
in  circuit  with  the  ballistic  galvanometer  (?',  through  a  proper 
key.  His  A  simple  make  and  break  arrangement,  K  a  current 
reverser.  At  M  additional  resistance  can  be  placed  in  the  bal- 
listic circuit,  and  at  N  the  galvanometer  can  be  shunted. 


Phil  Trans,  J2.  S,,  Part  II.,  1885. 
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By  such  an  arrangement  it  is  possible  to  put  the  magnetizing    Hopkin- 
current  through  any  series  of  changes,  for  example  to  increase  it   son  s  Ex- 
by  aid  of  the  rheostat  from  zero  to  any  required  positive  valiie,  penmenta 
gradually  diminish  it  again  to  zero,  then  reverse  the  current, 
gradually  increase  its  negative  value  and  finally  diminish  it 
again  to  zero. 

The  arrangement  here  figured  may  of  course  be  varied  to 
suit  any  particular  case.  In  Dr.  Hopkinson*s  experiments  the 
bar  By  By  was  in  two  halves,  of  which  one  B  could  be  suddenly 
withdrawn  by  the  handle  shown  in  Fig.  166.  When  this  was 
done  the  current  in  the  magnetizing  circuit  was  simultaneously 
broken  and  the  coil  i),  which  was  attached  to  a  spring,  was 
pulled  suddenly  out  of  the  field.    Thus  at  any  time  a  reading 


Fig.  155. 


could  be  obtained  for  the  whole  induction  in  the  coil ;  and  the 
procedure  adopted  was  to  subject  the  bar  to  successive  specified 
series  of  changes  of  magnetizing  force,  and  test  the  final  state 
of  the  bar  in  the  manner  just  indicated.  A  correction  was  made 
for  the  excess  of  induction  due  to  the  fact  that  the  area  of  the 
induction  coil  was  greater  than  that  of  cross-section  of  the  bar. 
This  correction  was  found  by  substituting  a  rod  of  copper  and 
a  rod  of  wood  for  the  iron,  and  measuring  the  induction  with  a 
considerable  magnetizing  force  applied. 

The  bar  had  its  ends  embedded  in  a  mass  of  soft  iron,  A^  A, 
the  action  of  which  will  be  discussed  pr^aes^|ju,.«^me  of  the 
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princii>al  results  of  these  experiments  will  be  found  below 
(p.  7S1). 

In  general  there  is  included  in  the  induction  through  the  in- 
duction coil  a  certain  part  over  and  above  the  induction  in  the 
iroD^  namely,  the  part  of  the  induction  which  passes  between 
the  iron  and  the  coil,^  or  in  the  space  occupied  by  the  layers  of 
wire.  As  a  rule  this  will  be  slight  if  the  iron  nearly  fills 
the  magnetizing  coil,  and  it  might  be  avoided  by  winding 
the  induction  coil  under  the  magnetizing  coil,  and  close 
round  the  iron ;  but  very  frequently  it  is  desirable  to  be  able 
at  any  time  to  withdraw  the  iron  from  the  magnetizing  coil, 
or  suddenly  to  slip  the  magnetizing  coil  completely  off,  and  this 
renders  the  outside  position  of  the  induction  coil  in  general 
more  convenient  The  correction  amounts  to  (A'  -  -4)H,  if  A' 
be  the  mean  area  of  cross-section  of  the  magnetizing  coil,  A  that 
of  the  iron,  and  E  the  field  intensity  produced  within  the  coil 
by  the  current    Thus  if    B  denote  the  integral  induction 

(  ["EdSj  through  each  turn  of  the  induction  coil,  the  part  of 

tnis  which  exists  in  the  iron  is  B  —  C-^'  —  ^H. 

We  have  here  supposed  H  to  beconstant,  but  this  will  not  be 
practically  the  case  unless  the  specimen  be  a  very  long  straight 
bar  magnetized  by  a  long  helix.  In  this  case  at  points  within 
the  helix  at  a  considerable  distance  from  the  ends,  the  value  of 
the  part  of  H  due  to  the  current  may,  as  we  have  seen  above 
(p.  261),  be  taken  as  constant  and  equal  to  4wny,  where  n  is 
the  number  of  turns  of  wire  per  unit  of  length  on  the  helix. 
If  necessary  the  en^is  of  the  helix  can  be  taken  into  account  as 
shown  at  p.  260.  There  remains  however  even  when  this  part 
of  H  is  constant  from  point  to  point  an  allowance  to  be  made 
for  the  magnetic  force  produced  by  tlie  magnetization  of  the 
iron  itselt  This  amounts  in  a  long  bar  uniformly  magnetized 
simply  to  a  correction  for  the  ends,  and  is  a  demagnetizing 
force,  or  force  opposed  to  the  other  part  of  H.  In  short  we 
have  if  H  be  the  field  intensity  at  any  point 

H  =  H,  +  H, 

where  Hj  is  due  to  the  current  and  H2  to  the  magnetization  of 
the  iron .    Also 

H  =  4ir«y  +  H'i  +  H2 aC) 

where  H'l  denotes  the  effect  of  the  ends  of  the  helix,  and  is 
very  small  in  general. 

To  find  a  superior  limit  for  H2  for  a  long  bar  we  may  consider 
the  bar  as  a  very  prolate  ellipsoid.    Then  by  (100),  p.  64,  we 
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have  for  the  field   intensity  within  the  bar  due  to  its  own 
magnetization  supposed  uniform  and  of  intensity  I 


Ha  -  -  XI 


(17) 


where  L  has  the  value  given  in  (101 ),  p.  64.     If  (B  -  H)/47r  be 
put  for  I, 


B-H 


(18) 


or  if  B  be  very  great  in  comparison  with  H  fts  is  generally  the 
case  in  soft  iron 


4ir 


B 


(18') 


Values  of  L  and  Ljin  calculated  from  the  expression  (101) 
have  been  ^iven  by  Prof.  Ewing  for  different  ratios  of  length 
of  bar  to  diameter  of  cross-secdon,  that  is  different  values  of 
1/  V 1  -  tf*,  where  e  is  the  eccentricity  of  the  ellipsoid.  These  are 
given  in  the  following  table^  with  an  additional  number  for  the 
ratio  1000. 


Ratio  of 

Length  to 

L. 

L 

Diameter  of 

AfC 

Crosa-aectioD. 

60 

•01817 

•001446 

100 

•00540 

•000430 

200 

•00167 

•000126 

300 

•00075 

•000060 

400 

•00046 

•000037 

600 

•00030 

•000024 

1000 

•000089 

•000007 

Table 
for  Calcu- 
lation of 
Demag- 
netising 
Force  m 
Ellipsoid. 

Demag- 
netizing 
Force  in 
Sphere  or 
Disk. 


It  is  instructive  to  compare  these  values  of  the  coefficient  L 
with  the  corresponding  quantities  for  a  uniformly  magnetized 
sphere  or  a  very  oblate  ellipsoid  of  revolution,  a  disk  in  fact. 
ifoT  the  sphere  the  value  (p.  56)  is  Jtt,  for  the  disk  47r. 

3  A  2 
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Ratio  of       Tbe  ratio  of  the  magnetiiing  force  H  actually  existing  at  any^ 
Actmd     point  where  the  magnetizatioii  is  of  intensity  I,  to  the  mag- 
to  Applied  oetizing  force  Hi  applied  by  the  coil  is 

LkE 


netizing 

Force  in 

Prolate 

Ellipsoid : 


if  ic  be  the  magnetic  susceptibility.    Thus 
H 1_ 


1  +  Lk' 


(19) 


(ISO 


Examples.      If  «  be,  say, 200  and  the  length  be  100  times  the  diameter,  the 
value  00540  of  L  derived  from  the  above  table  gives 


H 


1 
208 


Graphical 

Method 

of 


or  the  demagnetizing  force  is  about  ^  that  applied  by  the 
coil. 

For  the  ratio  500  and  1000  of  length  to  diameter  the  values 
of  H/Hi  &i^  respectively  1*314,  1*0445.  The  demagnetizing 
force  is  m  the  former  case  equal  to  about  J,  and  in  the  latter 
about  *045  of  the  magnetizing  force  actually  operative. 

The  values  of  the  induction  thus  found  for  different  field 
intensities  applied  by  the  current  therefore  correspond^  to 
smaller  magnetizing  forces  than  those  directly  calculated  from 
Correcting  the  current,  in  the  ratio  of  Hi/(Hi+Hs)-  J^  the  gr^hical 
for  Effect  representation  of  the  results  of  experiments  this  can  be  corrected 
of  Ends  of  fQj  y^ry  easily  by  drawing  a  line  OP  (Fig.  157)  inclined  to  the 
lx>ng  Bar,  |^  ^f  ^^  ^^ia  ^,f  qj^  ^^  ^n  angle  707'= tan -*  (Z/4ir)  and 
measuring  the  values  of  Hi  from  this  line,  instead  of  form  OF, 
For  we  have 

H  =  Hi  -  ZI  =  H  -  ^B     .    .    .    .    (20) 

4ir 

nearly,  that  is  any  induction  B  corresponds  to  an  operative 

magnetizing  force  less  than  Hi  by  the  fraction  Z/4ir  of  B.    By 

the  construction  Riven  therefore  the  points  in  the  curve  are  laid 

down  at  once  in  their  correct  positions. 

Endless        '^^^  condition  of  endlessness  may  be  attained  by  the  use  of 

Bar :       <ui  anchor  ring  of  the  material  and  wrapping  it  round  uniformly 

Anchor     with  wire ;  but  in  this  case  the  field,  as  shown  at  p.  279  above. 

Ring,      is  not  the  same  at  all  distances  from  the  axis.     In  fact  if  iV^  be 
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current  in  each,  H  the  force  at  a  point  witmn  the  core  at 
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Field 
Within 
Anchor 

Ring. 


(21) 


or  if  n  be  the  number  of  turns  per  unit  length  of  the  circular 
axis  of  radius  ta 


E  =  4imy 


Ta 


(22) 


and  Ta  may  be  made  as  nearly  equal  to  r  as  we  please  by 
diminishing  the  dimensions  6f  cross-section  relatively!  to  ta. 
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Magnetizing    Force,  H. 
Fig.  166. 

Experiments  on  anchor  rings  have  been  made  by  Rowland  *, 
Bosanquet  f,  Ewing  %  and  others.  Of  course  in  such  experi- 
ments the  ballistic  method  is  the  only  one  that  can  be  followed. 

Practically,  endlessness  may  be  attained  by  placing  the  bar  Bar  with 
to  be  experimented  on  in  a  space  cut  in  a  block  of  as  permeable  Soft  Iron 
iron  as  possible,  so  that  the  ends  of  the  bar  fit  deeply  and  closely      Yoke. 


•  Phil.  Mag,  Auff.  1873,  and  Nov.  1874. 
t  Ibid,,  Feb.  aud  May  1885. 

X  Phil,  Trans,  -R.  S,,  1885,  or  Magnetic  Jndnciion  in  Iron  and  other 
Metals,  p.  70. 
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into  sockets  in  the  end  faces  of  the  space,  and  the  magnetic 
circuit  is  completed  by  the  mass  of  iron  so  that  no  lines  of 
induction  escape  into  the  medium  outside  the  iron.  This  method 
is  due  to  Dr.  J.  Hopkinsou^  who  has  employed  it  in  ballistic 
experiments  on  the  magnetic  properties  oi  iron  rods. 

How  far  endlessness  can  be  attained  in  ^s  way  can  be 
estimated  very  conveniently  by  means  of  the  idea  of  the 
magnetic  circuit  referred  to  at  p.  281  above.  It  has  been 
shown  that  the  integral  induction  across  a  surface  cutting  aU 
the  tubes  of  induction  is 


JydS 


(23) 


where  dt  is  the  area  of  a  tube  of  induction  at  anv  point  where 
the  permeability  is  /i,  dif  an  element  of  distance  along  the  tube, 
N  the  number  of  turns  of  wire  carrying  current  7,  and  traversed 
by  each  line,  and  U  the  ratio  of  B^  to  B-  '^^  numerator  on 
the  right  of  (23)  is  what  Bosanquet*  has  called  the  magneto- 
motive force  of  the  magnetic  circuit,  the  denominator  the 
magnetic  resistance  ^or  reluctance^  as  [proposed  by  Heavi8ide).f 
In  the  specimen  roa,  if  its  cross-section  is  S,  and  length  /  we 
have  from  (23) 


B  = 


4nNy 

L  +  uf^ 


where  the  integral  in  the  denominator  refers  only  to  the  portion 
of  the  circuit  formed  by  the  yoke ;  the  first  term  is  obviously 
the  value  of  the  integral  for  the  specimen.  If  we  consider  the 
iron  yoke  as  throughout  of  uniform  cross-section  S\  length  I' 
and  uniform  permeability  /  we  get 


Magnetic 

Circuit  of 

Bar  and 

Yoke. 


B  = 


(24) 


•  Phil  Mag,  March,  1888. 

+  The  term  ampere-tums  is  now  very  generally  employed  in  practi- 
cal work  to  designate  IOJV7,  that  is  the  product  of  the  number  of  turns 
and  the  current  in  amperes.  The  magnetomotive  force  is  thus  *4«- 
times  the  ampere  turns  given  by  the  magnetizing  coil. 
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Thus 

H  =  J|.=  -i=^ (2^) 

or  H  in  the  iron  is  less  than  4nNy/i,  which  would  be  the  value 
if  the  rod  were  infinitely  long,  by  the  amount  4i!rNyl'fi  S/ft'S'. 
Thus  if  fi'  is  great  in  comparison  with  /ui,  the  correction  can  be 
made  very  small. 

There  is  a  further  correction  for  the  passage  of  the  lines  of 
induction  to  the  iron  yoke.  For  one  thing  the  effective  size  of 
the  iron  at  the  junction  is  not  equal  to  the  cross-section  of 
the  iron  yoke,  though  this  may  be  taken  account  of  by  an 
addition  to  /'.  If  the  bar  were  welded  to  the  voke,  or  formed 
one  piece  with  it,  the  proper  correction  would  be  that  applic- 
able to  a  conducting  wire  joining  two  large  masses  of  metal. 
The  joint  however  between  the  specimen  and  the  yoke  has 
quite  a  perceptible  effect  and  is  in  fact  equivalent  to  a  narrow 
air-gap. 

The  effect  of  an  air-gap  in    a  magnetic  circuit   may  be  Air-gap  in 
studied  by  calculating  it  for  the  case  of  a  ring   split  b^  a  a  Magnetic 
narrow  gap.    There  is  continuity  of  the  induction  in  the  iron     Circuit, 
and  in  the  air  on  the  two  sides  of  the  surface  pf  separation,  and 
if  the  gap  be  narrow  very  few  even  of  the  lines  near  the  edges 
will  spread  out  laterally  before  again  entering  the  iron.      We 
may  take  therefore  the  total  cross-section  of    the  induction 
tubes  in  the  gap  as  equal  to  that  of  the  iron  ring.    Thus  taking 
the  total  induction  and  putting  x  for  the  width  of  the  gap  we 
get 

and 

B  =  i:^ (26) 

if  the  induction  B  be  taken  as  liaving  the  same  value  at  every 
point. 
If  X  were  zero  we  should  have 

4»riVi 


B-Sp (27) 
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Iron  The  width  x  of  the  air-gap  is  thus  equivalent  to  a  lengtii  /ur 

Eqniva-  of  iroD,  and  therefore  cutting  out  a  slice  of  thickness  x  faom  an 
lent  of  irQQ  circuit  is  equivalent  to  increasing  the  length  of  the  iron 
Air-gap.     ^jj  TcvAi  by  an  amount  (fi  -  l)x. 

If  Ijii  may  be  taken  as  small  in  comparison  with  jr,  as  in  the 
ca  se  of  some  forms  of  electromagnet^  notably  certain  "  large 
surfoce"  horse-shoes  made  by  Dr.  Joule,  (27)  becomes 

B-'*'^'y (27') 

X 

^^^d™  ^^*®  ^y  *^®   continuity   of   induction  is  the  field    intensity 
nroducible  ^®*^®®^  *^®  poles,  and  gives  a  convenient  rule  for  ca  Iculating 
between    ^®  ^®^^  intensity  between  the  poles  of  a  horse*shoe   electro- 
Close  Pole  ^^^^^^  ^\ih  close  pole  faces  of  considerable  surface,  and  a 
Faces  by    short  iron  circuit      It  shows  that  even  if  the  iron    were  of 
Given      infinite  permeability  the  field  intensity  due  to  a  current  y  could 
Current,    not  exceed  AurNyjx.    The  iron  should  in  such  a  case  a  s  this  be 
considerably  below  saturation,  otherwise  the  permeabili  ty  would 
be  low,  and  the  resistance  of  the  iron  part  of  the  circuit  sensible. 
Dn  Bois  {PhxL  Mag.  Nov.  1890)  has  compared  the  effect  of 
an  air-gap  with  that  of  the  ends  of  an  ellipsoid.      The  force 
operative  in  the  iron  is  nearly  uniform,  and  has  the  v  alue 


Effect 
of  Air-gap 


H 


•B        4iriVy 


It,       /  +  fu 

•th^  t   ^^^  *^®  ^^^^  applied  by  the  current  is 
of  Ends  of  _        47rJVv 

Ellipsoid.  H,  =  ^^^ 

and  therefore 

But  /x  =  1  -|-  4fric,  if  If  be  the  susceptibility.     Hence 

approximately.    Bat  this  gives 


H 


4irJ^    -rr        tr         ^fra* 


H, -i^KH  =  Hi-^I     .    .    .    (28) 
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Comparing  this  with  the  case  of  an  ellipsoid  discussed  above 
we  see  that  ^xjl  takes  the  place  of  L,  and  that  therefore  the 
rine  with  air-gap  is  equivalent  to  an  ellipsoid  with  this  value 
of  L, 

It  is  clear  that  when  an  air-gap  is  made  in  a  ring  the  residual 
magnetism  must  be  much  less  than  when  the  ring  is  whole. 
For  if  Ir  be  the  intensity  of  the  residual  magnetism  at  any 
instant^  a  demagnetizing  lorce  is  operative  of  amount  4wzlr/l. 

The  effect  of  a  joint  on  lengthening  the  magnetic  circuit  is 
easily  estimated.  The  induction  produced  by  a  succession  of 
different  values  of  H  is  first  observed  so  that  a  curve  showing 
the  results  can  be  drawn,  then  a  joint  is  made,  and  the  forces 
again  applied  and  jthe  induction  observed.  Then  for  the 
uncut  bar 

B  _  4iriVy 


Effect  of 
Air-^p  in 
Diminish- 
ing Resi- 
dual 
Mag. 
netism. 
Effect  of 
Joint  on 
Majgnetic 
Resistance 
of  Bar. 


when  the  bar  is  cue  wejhave 

F        Airily 


where  x  is  the  width  of  the  equivalent  air-gap.     Thus 


B 


fi  I  +  fi'x 


or 


B^U^aV' 


Width  of 
Air-gap 
equivalent 
to  Joint 


(29) 


Thus  X  is  expressed  in  terms  of  the  inductions  produced  by 
the  same  magnetizing  force  H,  applied  by  the  current  This 
formula  is  well  adapted  for  finding  x  from  tables  of  results. 

An  equivalent  expression  in  terms  of  the  forces  applied  by 
the  coil  to  produce  the  samo  induction,  when  the  bar  is  cut  and 
uncut,  is  more  convenient  when  the  vaJueof  x  is  to  be  obtained 
graphically.     When  the  bar  is  uncut 


B        4,r.Yy  _  -, 
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After  the  bar  is  cut 


I 


Hence 


B  ^   4frNy    ^  w 

fl  I  +  fJLJf  ^l  +  fix 


mHi  B 


(30) 


Thus  the  value  of  a;  is  to  be  found  by  laying  down  for  the 
two  cases  curves  with  inductions  as  ordinates  and  the  valnes  of 
the  magnetizing  forces  applied  by  the  coil  as  abscissa,  and 
measuring  the  difference  between  the  abecisssa  for  which  the 
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Magnetiziiig  Force,  Hi,  dne  to  ColL 
Fio.  167. 

inductions  are  the  same.    This  gives  (Hj-HiVB?  and  so  x  can 

be  calculated  at  once. 

Observed        The  following  are  results  obtained  by  Ewing  for  an  iron  bar 

Effect  of    tested  first  solid,  then  after  having  been  cut  into  parts  the 

Joint  on     adjacent  ends  of  which  are  worked  into  true  planes  and  placed 

Iron.       in  contact     Fig.  157  shows   the  induction  curves  in  the  two 

cases,  and  by  the  dotted  curve  in  the  left  values  of  H'  -H  for 

different  values  of  B.     The  values  of  x  are  given   in  the 

following  table : — 
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Induction  B. 

Width  of 
equivalent  air- 

iucms. 

4000 

6000 

8000 

10000 

12000 

14000 

•0026 
•0030 
•0031 
•0031 
•0036 
•0037 

It  will  be  noticed  that  the  dotted  curve  is  somewhat  convex 
towards  the  axis  OY.  In  another  of  Evring's  experiments,  how- 
ever, tills  curve  was  sliehtly  concave  to  OY,  so  that  it  seems 
likely  that  the  width  of  the  gap  is  in  general  nearly  independent 
of  the  valu  e  of  the  induction. 

It  was  found  in  these  experiments,  that  the  application  of  a 


Pressing 
Faces  oi 

Joints 
together 
Reduces 

Resist- 


force    of  226  kilogrammes  weight  per  sq.  cm.,  pressing  the  end  Hopkin- 

faces    of  the  bar  at  the  joint  together,  even  annulled  its  effect  son's 

completely  for  a   magnetizing  force  of  6  C.G.S.,  but  not  so  Experi- 

perfe  ctly  when  the  magnetizing  forces  were  higher.  w  "^^^  ^ 

Fig.  168   shows    some    of    the    results    obtained    by    Dr.  Wrought 
Hopk  inson  for  w  rought  iron.      Only  a  part  of  the  curves, 
which    extended  to  magnetizing  forces  of  over  200  unite,  is 


Iron. 
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Cvcle  of 
lugnet- 
ization. 


given  ;  but  for  the  higher  forces  the  curves  only  became  more 
nearly  parallel  to  the  axis  of  abscissse.  The  curve  marked  (1) 
shows  uie  induction  increasing  from  zero  with  H  ;  that  marked 
(2)  is  the  descending  curve  obtained  with  diminishing  values  of 
the  magnetizing  force.  The  diagram  shows  part  of  the  results 
for  a  cycle  of  changes  of  magnetizing  forces  similar  to  that 
described  at  p.  212  above.  The  curves  below  the  axis  OX 
are  not  given,  as  they  consist  very  nearly  of  a  repetition  of  the 
curves  in  the  diagram,  obtained  by  turning  the  figure  round  the 
axis  OT  and  then  round  OX.  The  magnetizing  force  was 
gradually  increased  from  zero  (the  iron  being  initially  without 
magnetization)  to  a  high  positive  value,  then  diminished 
through  zero  to  a  considerable  negative  value,  and  finally 
increased  by  gradual  steps  to  as  large  a  positive  value  as  before. 
Hie  curve  marked  (3)  is  that  given  after  the  second  passage  of 
the  induction  through  zero,  that  is  from  a  negative  to  a  positive 
value.  Curves  (1)  and  (3)  do  not  approach  one  another  quite 
closely  for  the  highest  magnetizing  forces ;  but  (3)  crosses  (1) 
twice  at  M  and  i\r,  which  show  that  the  negative  magnetization 
which  the  bar  had  received  rendered  it  more  difiBcnIt  to 
magnetize  positively  by  small  or  high  forces,  but  distinctly 
more  easily  magnetized  by  forces  of  intermediate  amount. 
This  han  frequently  been  noticed  both  with  iron  and  steel. 
Curves  (2)  and  (3)  with  the  continuations  below  OX  and  to  the 
left  of  or  however  form  a  nearly  closed  loop,  the  area  of  which 
is  roughly  4xO^X  maximum  induction.  Areas  -f-4ir  of  such 
cycles  for  different  samples  of  iron  and  steel  are  given  in  the 
following  table.  They  represent,  as  we  shall  see  presently,  the 
energy  dissipated  in  heat  in  unit  volume  of  the  iron  during  the 
cycle  of  magnetization. 


Areas  of 
Cycles  for 
Different 
Materials. 


Description  of  Specimen. 


Wrought  Iron  (annealed) 
Grey  Cast  Iron  .... 
Whitworth  Mild  Steel— 
(annealed) 
(oil-hardened) 
(annealed) 
(oil-hardened) 


Area  firoui  carve  i  4  x  OA  x  max.  indnctiim 


17247 
15139 

45903 
61898 
50521 
74371 


1335G 
13037 

40120 
65786 
42366 
9^401 
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It  will  be  seen  that  the  numbers  are  greater  for  the  hardened 
than  for  the  annealed  steel,  and  much  greater  for  steel  than  for 
wrought  iron.  Also  the  numbers  in  the  second  column  are  all 
greater  than  those  in  the  third,  except  in  the  case  of  the 
hardened  steel. 

The  descending  and  second  ascending  curve  show  that  the 
induction  is  not  zero  when  the  magnetizing  force  is  zero,  but 
has  a  value  OB*  In  the  descending  curve  (2)  a  negative  mag- 
netizing force  OA  is  required  to  annul  the  induction,  and  in  the 
second  ascending  curve  a  positive  magnetizing  force  equal  in 
value  to  the  former  is  again  necessary  to  reduce  the  induction 
to  zero.  Dr.  Hopkinson  calls  OB  (the  induction  which  remains 
after  gradual  reduction  of  the  magnetizing  force  to  zero  from  a 
large  value)  the  **  retentiveness,'*  and  the  ma^etizing  force  OA^ 
required  to  annul  the  induction,  the  "  coercive  force "  of  the 
material. 

The  curve  marked  residual  induction  was  obtained  by  apply- 
ing and  removing  the  magnetizing  forces  represented  by  the 
abscissce,  and  measuring  the  induction  at  each  removal.  It  is 
supposed  by  Ewing,  chiefly  on  the  ground  of  the  smallnessof  the 
residual  magnetism,  that  the  condition  of  endlessness  was  not  per- 
f  ectljr  attained.  In  this  case  the  curves  could  be  corrected  by 
shearing  them  to  the  left,  that  is  by  measuring  the  magnetizing 
forces  from  e  line  inclined  to  the  axis  of  OF,  as  described 
above  (p.  724^. 

The  following  are  results  of  an  experiment  of  Ewing's''^  on  an 
iron  ring,  with  me  data  used  in  calculating  the  magnetizing  force 
and  induction  from  the  observations.  The  magnetizing  force 
was  increased  by  steps  from  a  zero  value  up  to  9*14  C.G.S., 
diminished  by  steps,  and  again  applied  in  the  same  way.  The 
ballistic  throw  for  each  step  was  observed. 


Retentive- 
ness  and 
Coercive 

Force 
Defined. 


Experi- 
ment on 
Iron  Ring. 


Data  op  Apparatus. 


Data  of 


Diam.  of  wire  -248  cm. 

Mean  circumference  of  ring 
31*4  cms. 

Area  of  each  turn  of  earth  in- 
ductor 1216  sq.  cms. 

No.  of  turns  in  earth  inductor 
10. 

Earth's  vertical  force  '34  C.G.S. 

Earth  inductor  reading  42*9. 


XT         *  .  Apparatus 

No.  of  turns  in  magnetizing        for 
coil  474.  Ballistic 

No.  of  turns  in  induction  coil     Experi- 
167.  ments. 

Deflection  of  battery  galvano- 
meter with  3  Daniel I's 
cells  and  6*85  ohms  resist- 
ance 362  divs. 


*Phil.  Trans,  R,!S.  1886,  or  Magnetic  iTiduclion  in  Iron^  &c.  p.  70. 
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Hence  the  carrent  through  the  magnetizing  coD  was,  taking 
the  electromotive  force  of  a  Daniell's  cell  as  1*1  volt. 


3  X  11  X  10» 
~6^85~x  1C^~  '' 


,  CG.S. 


Also  the  number  n  of  tarns  on  the  ring  per  unit  of  length  of 
its  circumference  was  474/31*4.  Thus  the  magnetizing  force 
per  scale  division  of  the  magnetometer  was 


IT   _  1^*74       3*3     1 
^"^3T4''68^362^ 


•02525. 


The  whole  area  A'  swept  over  by  the  earth  inductor  was 
2x  1216x  10  in  sq.  cms.,  and  the  area  of  section  of  the  wire  was 
n  X  '124^,  so  that  the  effective  area  of  the  induction  coil  through 
which  the  induction  in  the  iron  passed  was  167  X  it  X  *124'  sq. 
cms.  Thus  by  (11)  above  the  induction  for  one  division  de- 
flection of  the  ballistic  galvanometer  was 


Bo- 


2  X  1216  X  lOjc  -34 
167  X  TT  X  •124«  x~42-9 ' 


:  23*89. 


The  table  on  the  next  page  gives  the  observed  results,  and 
the  quantities  deduced  from  them.  The  fourth  column  contains 
for  each  throw  of  the  galvanometer  the  sum  of  that  throw  and 
all  the  throws  liiat  precede  it  The  induction  then  existing  in 
the  iron  was  taken  as  proportional  to  that  sum,  and  was 
calculated  by  the  formula  just  given.  Any  gradual  change 
taking  place  in  the  iron  between  the  successive  increments  of 
H  produced  no  effect,  and  therefore  does  not  appear  in  the 
account  The  full  induction  in  the  case  at  any  rate  of  thick 
rods  may  be,  as  we  shall  see  below,  very  considerably  in  excess 
of  that  calculated  from  the  transient  current  deflections,  in 
consequence  of  a  gradual  creeping  of  the  magnetization  in  the 
direction  of  the  relatively  much  larger  change  which  takes 
place  when  the  applied  magnetizing  force  is  altered. 
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Table:  of  Kesults. 

Note. — fi,  /,  and  k  liave  been  calculated  from  B  and  E  by  the 
equations  fi  =  B/H^  ic  =  (/x  -  l)/4ir,  I  =  #cH. 


Ball. 

Oalv. 

Reading. 

H 

Ballistic 
Throw. 

Sum  of 
Thro«'». 

B 

I 

K 

6-3 

013 

11 

11 

26 

2-1 

10-2 

0-26 

11 

2-2 

63 

4-2 

120 

0-30 

0-6 

2-7 

66 

61 

16-0 

0-40 

0-8 

3-6 

84 

6-7 

21 

0-63 

1 

4-6 

107 

8-6 

28 

0  71 

2-1 

6-6 

158 

12-6 

37 

0-93 

2-9 

9-6 

227 

180 

62 

1-31 

3-9 

13-4 

320 

26-4 

19 

67 

1-69 

9-2 

22-6 

640 

42-9 

26 

76 

1-89 

6-9 

29-5 

705 

66-0 

30 

110 

2-78 

77-6 

107-0 

2660 

203 

73 

133 

3-36 

78-7 

186-7 

4440 

363 

106 

169 

401 

82 

267-7 

6400 

609 

127 

196 

4-96 

9  « 

369*2 

8680 

683 

138 

232 

6-86 

67 

416-2 

9940 

791 

136 

286 

7-20 

57 

4732 

11300 

899 

125 

321 

8-10 

23-6 

496-2 

11870 

944 

116 

362 

9-4 

24 

620-7 

12440 

989 

108 

310 

7-83 

-  4-4 

516-3 

12330 

981 

246 

6-21 

-  6-7 

609-6 

12170 

968 

188 

4-76 

-  71 

502-5 

12000 

966 

107 

2-70 

-14-0 

488-6 

11670 

929 

0 

0 

-33  2 

455-3 

1  10880 

1 

866 

110 

2-78 

16 

470-3 

11240 

894 

196 

4-96 

14-2 

484-6 

11570 

921 

246 

6-21 

11-9 

496-4 

,  11860 

943 

317 

8-00 

14-6 

610-9 

12170 

971 

362 

9-14 

10 

620-9 

12440 

990 

Final 
Results  ol 
Series  of 
Ballistio 
Experi- 
ments. 
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Disad-  As  just  stated,  the  ballisti  c  method  from  its  very  nature,  can 

▼anta^  of  take  no  account  of  slow  changes  of  magnetization,  such  as,  in  the 

Balliatic    case  of  rods  of  any  considerable  thickness,  are  found  to  go  on 

Method.    fQf  gome  time  after  the  magnetizing  force  has  been  changed. 

For  this  reason  the  magnetometer  m  ethod  is  to  be  preferred 

in  many  cases,  if  it  is  possible  to  appl  v  it.    Of  course  for  anchor 

rings  and  specimens  set  in  yokes  of  soft  iron  so  as  to  give 

approximate  endlessness  the  ballistic  method  is  the  only  one 

available 


M.    Magnetometer. 
C.     Magnetidng  coiL 
W.    Wire. 

CC.  Compensttiiig  ooU. 
B.     Battery. 


K.  Reversing  key. 

a.  Carrent  fi^vanometer. 

D.  Cell  for  compensating  earth'] 

vertical  fDroo. 
R.  Rheostat 


Fig.  159. 


Magneto- 
metric 
Method. 


Fig.  159  shows  the  general  arrangement  of  apparatus  for  the 
magnetometric  method.  The  magnetometer  and  scale,  &c., 
described  in  Chap.  III.  above,  are  here  made  use  of,  and  for 
details  of  setting  up  the  instruments,  taking  readings,  &c.,  the 
reader  is  referred  to  that  Chapter.  Supposing  the  directive 
force  on  the  needle  to  be  the  earth's  horizontal  magnetic  force 
Hf  the  specimen  with  its  magnetizing  coil  is  arranged  so  as  to 
give  a  horizontal  magnetic  field  at  the  needle  at  right  angles  to 
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that  of  the  earth.  For  this  purpose  the  bar  may  be  fixed  in 
the  east  and  west  direction,  in  a  horizontal  line  through  the 
centre  of  the  needle,  or  preferably  in  a  vertical  position  in  the 
vertical  plane  passing  through  the  centre  of  the  needle,  at  right 
angles  to  the  magnetic  meridian.  This  position  is  the  more 
convenient  as  it  enables,  if  necessary,  stress  of  measured  amount 
to  be  applied  to  the  bar  or  wire  ;  it  also  renders  the  action  of 
the  farther  end  of  the  baf  or  rod  relatively  unimportant.  It 
involves  however  the  application  to  the  rod  of  the  earth's 
vertical  magnetic  force,  which  must  be  taken  carefully  into 
account,  or  carefully  compensated. 

The  coil  itself  produces,  when  a  current  is  flowing  in  it,  a 
direct  effect  on  the  needle,  but  this  can  be  neutralized  by  means 
of  a  compensating  coil,  in  which  the  same  current  flows,  so 
placed  that  when  the  needle  is  acted  on  by  the  current  in  the 
two  coils  it  is  not  deflected.  The  compensating  coil  may  be  a 
circle  of  one  or  more  turns  of  wire  placed  like  a  tangent  galva- 
nometer coil  in  the  plane  of  the  magnetic  meridian  with  the 
centre  of  the  needle  at  a  point  on  its  axis,  or  it  may  be  a  sole- 
noid placed  horizontally  at  right  angles  to  the  magnetic  meri- 
dian, either  in  a  line  through  the  centre  of  the  needle,  or  in  the 
side-on  position  of  Fip.  13',  p.  74  above. 

The  connections  between  the  coils  and  with  the  battery  &c. 
must  all  be  made  with  well-insulated  wire,  closely  twisted  to- 
gether to  prevent  direct  action  of  the  connections  on  the  needle, 
and  for  this  reason  no  open  loop  must  be  permitted  to  exist  on  the 
conducting  wires  near  enough  the  needle  to  affect  it  For  ex- 
ample, if  the  current  goes  in  at  one  end  of  the  magnetizing 
solenoid,  the  wire  should  be  led  close  along  the  solenoid  from 
one  end  to  the  other,  then  the  two  wires  twisted  together  for  a 
sufficient  distance  from  the  magnetometer. 

We  shall  suppose  that  H^  the  horizontal  magnetic  force  at  the 
needle,  is  known".  It  can  in  any  case  be  obtained  approximately 
enough  by  experiment  either  in  the  manner  described  above,  or 
if  H  is  known  at  another  place  it  may  be  obtained  at  the  place 
of  experiment  by  obseiving  the  period  of  free  vibration 
of  a  needle  at  the  two  places.  Thus  if  H  be  the  required  value, 
and  H'  the  known  value  at  the  other  place,  T,  T',  the  correspond- 
ing periods 

^=yi^' (31) 


Compensa- 
tion of 
Magnetic 
Action 
of  Mag- 
netizing 
Coil  on 
Needle. 


Prevention 
Direct 

Action  of 
Connec- 
ting 
Wires. 


Deter- 
mination 
of  Direc- 
tive Force 
at  Needle 


Or  a  ring  of  one  or  more  turns  of  wire  may  be  set  up  in  the 
magnetic  meridian  with  the  needle  at  its  centre,  or  on  its  axis, 
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and  a  current,  the  absolute  value  of  which  is  known  by  elec- 
trolysis, or  from  measurement  by  an  absolute  current  meter, 
sent  through  it,  and  the  magnetometer  deflection  B  determined. 
If  G  be  the  galvanometer  constant  of  the  coil,  and  y  the  current, 
we  have  y  =  £r  tan  BjQy  orj 


taxi6' 


(32) 


If  a  compensating  circular  coil  bo  used  it  may  be  employed 
for  this  purpose  also.  The  value  of  G  may  be  obtained  by 
comparing  the  expression  GycoBB  for  the  couple  on  the  needle 
produced  by  the  current  with  that  on  the  right  of  (13)  of  Chap. 
VI.  above. 

Elimina-  The  vertical  component  of  the  earth's  magnetic  force  may  be 
tionof  allowed  for  ;  or  it  may  be  permanentlv  eliminated  by  winding- 
Earth's     a  layer  of  wire  on  the  solenoid,  and  connecting  it  to  a  cell. 

Vertical  adjusted  by  resistance  in  its  circuit  so  as  just  to  produce  a  field 
Force.  equal  and  opposite  to  that  of  the  earth.  The  strength  of  the 
current  necessary  for  this  purpose  may  be  adjusted  by  placing 
a  piece  of  soft  iron  wire  within  the  coil,  hanging  a  scale- pan  to 
its  lower  end,  and  applying  and  removing  a  number  of  times  in 
succession  a  weight  of  7  or  8  lbs.,  thus  subjecting  the  wire  to  a 
series  of  alternate  elongations  and  shortenings,  until  the  wire 
shows  no  magnetization.  This  process  was  followed  by  T.  Gray 
and  the  writer,  when  assisting  to  carry  out  Lord  Kelvin's  re- 
searches on  the  Effects  of  Stress  on  the  Magnetization  of  Iron.* 
Another  process,  followed  by  Kwing,  differs  from  this  only  in 
substituting  a  succession  of  reversals  of  magnerism  produced 
by  a  series  of  currents  alternately  in  opposite  directions,  and 
each  slightly  weaker  than  the  preceding.  Thus  the  iron  is  at 
length  completely  demagnetized  if  the  earth's  force  is  annulled 
by  the  current.  If  the  annulment  is  not  complete  a  certain 
amount  of  magnetization  in  one  direction  or  the  other  will 
always  be  left. 

rheory  of       Supposing  now  the  effect  of  the  coil,  and  the  vertical  mag> 

Magneto-  netic  lorce  of  the  earth  all  carefully  compensated,  and  the  bar 
metric      placed  in  position  with  its  upper  end  near,  and  due  magnetic 

Method,  east  or  west  of,  the  needle,  the  effect  on  the  needle  will  be 
mainly  due  to  the  upper  end  of  the  bar.  The  bar  is  moved  up 
or  down  in  the  magnetizing  solenoid  until  for  a  given  current  the 
greatest  deflection  of  the  needle  is  produced,  and  it  is  then 
secured  in  position.    Thus  denoting  the  length  of  the  bar  or 

•  Phil.  Trans.  K.S.  1878. 
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wire  from  the  level  of  the  needle  to  the  lower  end  by  /,  the 
distance  of  the  bar  from  the  needle  by  Xy  the  intensity  of 
mn^Detization  (that  is,  the  magnetic  moment  per  unit  of  volume) 
by  I,  and  the  cross-section  of  the  bar  by  ay  the  total  horizontal 
force  at  the  needle  produced  by  the  bar  is 


w     (^  -H  m     ^'^  \       (^  +  P)V' 


Calcu- 
lation of 
Intensity 

Thus  for  equilibrium  of  the  needle  netiza^n 


S{i-(^-|i.y,)-''  =  ^-'' 


a-2        H  tun  fi 
1  - 


i=j: — ?— (3^) 


If  /  be  great  in  comparison  with  x  we  may  take  it  that 

I=-Htantf (34) 

a 

From  I  of  course  B  can  at  once  be  found  by  the  equation 

B  =  H  +  47rL 

Of  course  for  H  must  be  taken  the  magnetizing  force  applied  by 
the  coil,  together  with  if  necessary  a  correction  for  the  effect 
of  the  ends  (see  p.  722  above). 

The  permeability  of  a  specimen  of  iron  is  obtained  at  once  by     Deter- 
calculating  the  ratio  B/H.     Thus  it  is  numerically  equal  to  the    niination 
tangent  of  the  inclination  of  the  curve  of  induction  at  each  of  Permea- 
point  to  the  axis  of  abscissiB.     It  is  clear,  from  the  example   w^^  J^* 
given,  that  for  low  magnetizing  forces  the  permeability  is  small   gF* 
(if  the  specimen  is  not  subjected  to  vibration) ;  then  as  the  mag-    th^MM^ 
netixing  force  ii  increased  the  permeability  at   first   rapidly  netiaation 
increases,   then  more    slowly,    then    diminishes,    and   finally  j.  Of  Iron, 
approaches  zero  for  very  high  magnetizing  forces. 

That  the  permeability  of  steel,  nickel,  and  cobalt  is  diminished       2.  Of 
by  th«  application  of  elongating  stress,  and  increased  by  its      Steel, 
withdrawal,  and  is  therefore  increased  by  compressing  stress,  Nickeland 
was  observed  in  Lord  Kelvin's  experiments  above  referred  to.     ^ohalt. 
The  permeability  of  boft  iron  it  whs  found  was  increased  by  the 

3  B   2 
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application  of  elongating  stress  so  long  as  the  magnetizing 
force  was  below  a  certain  valae.  At  nrst  the  effect  of  the 
stress  on  the  magnetization  increased  with  the  magnetizing 
force  to  a  maximum,  then  fell  off,  and  finally  became  zero  with  a 
certain  magnetizing  force,  depending  on  the  amount  of  stress, 
thereafter  changing  sign.  This  phenomenon  had  previously 
been  observed  for  soft  iron  by  ViUari,  and  hence  the  magne- 
tizing force  for  which  the  effect  of  stress  was  zero  was  called 
the  Villari  critical  value. 

Pressure  applied  to  the  interior  surface  of  an  iron  tube  (an 
iron  gun-barrel),  in  other  words  stretching  force  round  every 
cross-section  of  the  tube,  produced  the  opposite  effect,  that  is 
diminished  the  magnetization  while  the  magnetizing  force  was 
under  a  certain  value  and  increased  it  when  the  magnetizing 
force  was  above  that  value. 

In  connection  with  effects  of  stress  it  may  be  noticed  here 
that  mechanical  vibration  has  a  notable  effect  in  aiding 
magnetic  changes  in  soft  iron  and  to  a  less  degree  in  steel, 
nickel,  &c.  A  succession  of  applications  and  removals  of  stress 
were  found  in  Lord  Kelvin's  experiment**  to  be  very  effectual  in 
bringing  a  wire  or  bar  of  magnetic  material  td  a  permanent 
magnetic  state.  By  this  process  the  magnetization  was  in 
general  increased  when  the  specimen  was  under  the  influence 
of  a  given  magnetic  force.  Stripping  gently  a  wire  of  soft  iron 
through  the  fingers,  for  example,  was  found  greatly  to  aid  its 
magnetization  or  demagnetization. 

By  aid  of  tapping,  Ewing  was  able  almost  completely  to 
obliterate  the  concavity  at  the  beginning  of  the  curve  of 
magnetization  for  a  soft  iron  wire,  and  to  reach  near  the 
beginning  of  the  curve  a  permeability  (B/H)  of  nearly  80000. 

Magnetization  with  powerful  magnetic  forces  has  been 
studied  by  Ewing  and  Low  and  by  Du  Bois.  The  former  used 
what  they  called  the  isthmus  method,  in  which  a  short 
cylindrical  piece  of  the  material  forming  a  bobbin  wrapped 
round  with  two  induction  coils  was  placed  as  a  '*neck'*  or 
"  isthmus ''  between  two  truncated  conical  pole-pieces,  attached 
to  a  powerful  electromagnet  and  shaped  so  as  to  produce  as 
great  an  intensity  of  field  as  possible.  The  cones  were  placed 
with  their  axes  in  line  so  as  to  form  a  complete  (or  double)  cone 
with  the  vertex  at  the  centre  of  tht;  neck.  The  bobbin  had  its 
ends  turned  so  as  to  fit  in  a  cylindrical  space  the  axes  of  which 
passed  exactly  through  the  common  vertex  of  the  conical  pole- 
pieces  at  right  angles  to  their  axis.  A  brass  holder,  fitting  in 
this  space,  enabled  the  bobbin  to  bo  turned  round  when  required 
through  180°,  so  as  to  be  reversed  in  the  field.     One  of  the 
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induction  coils  consisted  of  one  or  two  layers  and  was  wrapped 
round  the  neck,  the  other  was  separated  from  the  former  by  an 
annular  space  which  enabled  the  intensity  of  the  field  close  to 
the  neck  to  be  estimated  from  the  difference  between  the 
inductions  through  the  two  coils. 

To  find  the  action  of  the  conical  pole-faces  consider  a  ring  of 
either  pole-faco  at  distance  x  from  the  vertex,  of  radius  r,  and 
breadth  dr  parallel  to  the  radius.  Tho  magnetic  distribution  in 
the  ring  is  2irlrdr.  The  force  which  this  produces  parallel  to 
the  axis  is  2irlrxdr  /{s^+r^V  If  we  call  this  dF,  we  Know  that 
it  is  a  maximum  when  d{dF)/dx  is  zero,  r  being  taken  constant 
since  the  diameter  of  the  pole-pieces  is  fixed.  The  condition 
is  2j:*=r*,  or  if  ^  be  the  semi- vertical  angle  of  the  cone, 
tan  e=  s%  and  tf =64°  44'. 

The  whole  force  produced  can  be  calculated  by  integrating 
dF  over  the  pole-faces.  Let  a  be  the  radius  of  the  neck,  b  the 
maximum  radius  of  either  pole-face,  we  have  supposing  each 
pole  magnetized  to,  constant  intensity  I 


Theory  of 
Action  of 

Conical 
Pole- 

pieces. 


b  b 

xrdr  A/irl  f      rdr 


F  =  A  1  f  '^       =  —  f 


=  5^^  f^  =  .?zl  1 


(36) 


since  s^  =  r2/*. 

Taking  I  as  1700,  the  saturation  value  nearly  for  wrought  iron, 
we  get 


^=  11-131  logio-  =  18920  logio- 
a  a 


(36) 


Experiments  were  made  with  this  arrangement  and  also  with  Results  of 
cones  of  semi-vertical  angle  B  =  tan-i  fji  or  tf  =  39°  14'  which     Experi- 
were  chosen  as  giving  the  most  uniform  neld  about  the  axis  on  ™«^t»  by 
the  supposition  of  saturation  of  the  pole-pieces  everywhere. 

In  the  first  case  with  a  neck  of  "266  mm.  diameter  the  following 
were  the  results : — 


Isthmus 
Method. 


H 

24,600 


B 

45,350 


I 

1,660 


1-85 
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Results  of       With  the  cones  of  smaller  diameter  the  following  is  one  of 
Szperi-     the  sets  of  results  obtained  : — 
ments. 

Swedish  Iron  '*  L  Lnncash."  Brond. 


H 

B 

/ 

f* 

1,490 

22,660 

1,680 

15-20 

3,600 

24,650 

1,680 

6-86 

6:070 

27,130 

1,680 

4-47 

3,600 

30,270 

1,720 

3*52 

18,310 

38,960 

1,640 

213 

19,450 

40,820 

1,700 

2-10 

19,880 

41,140 

1,700 

207 

Fine 

Swedish  Iron 

"L'' Brand 

6,310 

26,670 

1,620 

4-83 

17,680 

38,080 

1,620 

215 

19,240 

39,540 

1,620 

2-06 

Mag- 
netization 
in  Intense 

Fields 
according 

to 
Ampire's 
Theory. 


These  experiments  were  instituted  to  test  whether  the  inten- 
sity of  magnetization  really  attained  a  maximum  and  thereafter 
diminished  as  the  magnetizing  force  was  pushed  to  hig^her  and 
higher  values.  According  to  the  Amperean  theory  of  magneti- 
zation the  magnetic  molecules  are  supposed  to  be  small  con- 
ducting circuits  carrying  currents.  After  these  have  as  far  as 
possible  been  turned  into  a  common  direction  by  the  action  of 
the  magnetizing  force,  further  increase  of  the  field-intensity 
ought  to  have  the  effect  of  diminishing  the  intensity  of  magne- 
tization by  inductive  diminution  of  the  molecular  currents. 
Thus,  as  Maxwell  has  remarked,*  **  If  it  should  ever  be  experi- 
mentally proved  that  the  temporary  magnetization  of  any 
substance  first  increases  and  then  diminishes  as  the  magnetizing 
force  is  continually  increased,  the  evidence  of  the  existence  of 
these  molecular  currents  would,  I  think,  be  raised  almost  to  the 
rank  of  a  demonstration." 

No  such  diminution  of  intensity  of  magnetization  is  shown 
by  the  experiments  quoted,  or  by  others  by  the  same  method 
made  on  steel,  nickel,  and  cobalt ;  on  the  contrary  nearly  full 
intensity   of  magnetization  is  reached  with  comparatively  low 


El.  and  Mag.  vol.  ii.  p.  436  (2nd  edition). 
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magnetizing  forces,  and  a  tenfold  increase  after  that  gives  prac- 
tically the  same  value  for  I. 

The^e  conclusions  agree  with  those  of  Du  Bois^  made  by  an 
ingenious  optical  method,  in  which  the  elliptic  polarization, 
produced  by  the  reflection  of  plane  polarized  light  from  the 
polished  pole  of  an  electromagnet^  was  used  to  measure  the 
intensity  of  magnetization.  Du  Bois  first  determined  t  by 
experiments  on  plane  polarized  light  incident  on  small  reflecting 
planes  ground  in  various  positions  on  avoids  (prolate  ellipsoids 
of  revolution)  of  different  materials,  comprising  iron,  steel, 
nickel,  cobalt,  and  magnetic  (magnetite  oxide  of  iron),  the 
general  law  which  Kerr's  phenomenon  followed. 

The  nickel  contained  traces  of  iron  and  copper,  the  cobalt 
93*1  per  cent,  cobalt,  6*8  per  cent,  nickel,  '8  per  cent,  iron  and  '2 
per  cent,  copper.  The  ovoids  were  magnetized  in  a  coil  30  cms. 
long,  4  cms.  in  inner  and  12  cms.  in  outer  diameter,  and 
composed  of  twelve  layers  of  90  turns  each  of  double  cotton- 
covered  copper  wire,  further  insulated  with  shellac.  The  wire 
was  i  cm.  in  diameter  and  the  resistance  of  the  coil  when  cold 
was  '9  ohm.  It  was  possible  to  surround  the  coil  with  an  ice 
jacket  to  keep  down  its  temperature. 

The  ovoids  themselves  could  be  maintained  at  0°  or  100°  by 
an  ice  or  steam  jacket  inside  the  magnetizing  solenoid. 

In  the  winding  of  the  coil  small  tubes  "7  cm.  in  diameter 
were  fixed  to  allow  the  polished  planes  in  the  various  positions 
on  the  ovoids  to  be  viewed  from  the  outside  of  the  coil.  This 
did  not  produce  any  sensible  alteration  in  the  uniformity  of  the 
field. 

The  intensity  of  the  field,  H,  was  determined  in  the 
usual  manner  from  the  strength  of  the  current,  which  was 
measured  by  means  of  an  amperemeter.  A  demagnetizing  force 
of  '52 1  was  allowed  for  in  the  reckoning  of  H.  (See  p.  723 
above.) 

In  all  the  experiments  the  light  was  incident  normally  on  the 
reflecting  surface,  and  the  quantity  measured  v/as  the  angle 
between  the  major  axis  of  the  vibrational  ellipse  after  reflection, 
and  the  direction  of  vibration  in  the  unreflected  ray,  or  what  is 
commonly  but  rather  incorrectly  named  the  rotation  of  the 
plane  of  polarization  produced  by  the  reflection.  It  was  found 
that  if  JT  be  a  constant  (called  Kerr's  constant  by  Du  Bois),  and 
3  the  angle  between  the  normal  to  the  surface  and  the  direction 
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*  Phil.  Mag.  April,  1890. 

t  PMl.  Mag,  March,  1890,  or  JFied.  Ann,  39  (1890). 
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of  magnetization,  e  the    angle  observed  was  given   by   tlie 
relation 


e  ^  KIcobB  ^  £1^ (37) 

where  I^  denotes  the  component  intensity  of  magnetization  at 
right   angles   to    t 
numerical  results : 


right   angles   to    the    reflecting   surface.    The    following   are 
ricalr 


Cobalt. 


e       ,    -20'97 


1060 


NickeL 


-  7'-25 


453 


Iron.         I    Magnetite. 


-  22'-99 


1669 


-  0198    I    -  0160    ,    -  0138        +  012 


The  minus  signs  indicate  that  the  direction  of  rotation  was 
opposite  to  that  in  which  a  right-handed  screw  would  have  had 
to  be  turned  so  as  to  advance  along'  the  direction  of  magneti- 
zation.     The   value   of  K  was   found   to  be  hardly  sensibly 
affected  by  diange  of  temperature. 
Use  of         To  obtain  results  for  very  intense  fields  small  disks  were 
Kerf  a      turned  out  of  the  materials  already  specified,  and  polished  on 
Constant    one  face.     Each  of  these  when  examined  was  fixed  with  the 
in  Optical    polbhed  face  outwards  to  the  conical  point  F^  (Fig.  160)  of  one 
Method,    pole  of  a  Ruhmkorff  electro-magnet.     A  beam  of  plane  polar- 
ized light  was  made  normally  incident  on  the  mirror,  through 
the   axial    perforation   in   the  opposite   pole-piece,   and    was 
examined    before    and    after  reflection   by   optical   apparatn^ 
placed  as  indicated  in  the  figure.     The  pole  point  and   the 
mirror  specimen,  M,  could  be  kept  nearly  at  100°  by  means  of  a 
stenm  jacket  /,  /. 
Method         The  intensity  of  magnetization,  I,  was  calculated  from  the 
Deter-      results   of    observation  by   means   of    the  values    of   Kerr's 
mining  H   constant  previously  found.     The  field  intensity  at  the  mirror 
was  found  by  placing  a  glass  plate,  0^  silvered  on  the  side,  Sy 
close  in  front  of  the  mirror,  and  obser\nng  the  magnetic  rota- 


Digitized  by  VjOOQIC 


OPTICAL  METHOD  FOR  INTENSE  FIELDS 


745 


tion  due  to  the  double  passage  of  the  light  through  it.  The 
glass  plate  had  beea standardized  by  comparison  with  bisulphide 
of  carbon,  from  which  Verdet's  constant  (see  p.  765  below)  is 
accurately  known.  The  magnetic  rotation  experienced  by  the 
ray  in  its  passage  in  the  air  from  and  to  the  optical  apparatus 
was  determined  and  allowed  for. 

The  value  of  the  field  intensity  H  outside  the  specimen  was 
of  course  by  the  continuity  of  magnetic  induction  precisely 


M.    Mirror  8i>ecimen. 
Pi.    Conical  pole-piece. 
P^.    Perforated  pole-piece. 


G.    Plate  of  glass  silvered  at  8. 
•7,  J.    Jacket  for  steam  or  ice. 


Fio.  160. 


equal  to  the  induction  inside  the  specimen.     Thus  the  magne- 
tizing force  H  within  the  specimen  was  found  by  the  relation 


B  =  H'  =  H  +  4trl, 
H  =  H'  -  47rl      . 


(38) 
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Du  Bois'  results  for  nickel  and  cobalt  are  given  in  the  follow- 
ing table,  and  illustrated  for  iron  and  steel  in  Fig.  161.  The 
ordinates  in  the  curves  are  values  of  the  magnetization  intensity 
per  gramme  of  the  material,  and  require  simply  maltiplicatioii 


220 
I  210 
^200 


^  i9o; 


I  180 


g,170f 


.-,--/ro/i  100 1 


•T=r' 


-X-tH- 


-Stctff  700 

1 


I  I 


1000  2000  3000  4000 

Magnetizing     Force. 
Fio.  161. 


5000 


6000 


by  the  density  to  give  I.     The  abBcisssd  are  values  of  H,    the 
magnetizing  force  within  the  specimen. 


Cobnlt. 

1 

Nickel 

Temp.  100'  C. 

Ttfiiip.  IOC  C. 

B 

^ 

I 

B 

e 

I 

16750 

-22'-45 

1134 

1     9920 

-8' 29 

518 

19550 

-23' -24 

1174 

1  12850 

-8' 36 

522 

21710 

-23''38 

1181 

;  16250 

-8'-43 

527 

23330 

-23' 60 

1192 

'  19290 

-8'-40 

525 

1 

Mag-  Experiments  have  been  made  by  Baur,  Lord  Rayleigh,  and 

netization  Ewing  on  the  magnetization  of  iron  by  small  forces.  Baur 
vvith  Small  found  by  ballistic  experiments  on  a  ring  of  soft  iron  that  for 
A^gnetic   j^^  magnetizing  forces  the  permeability  and  susceptibility  of 
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(40) 


iron   Are  nearly  constant.      His  resiiltB  are  expressed  by  the 

equations 

It  =  14-5+    110  HI  .gax 

/i  =   183  +  1382  H  J        ^     ^ 

which  hold  for  values  of  H  from  'OISS  to  '384. 
These  give 

I  =  14-6H+    110  HM 

B=   182H+1382H2J    •     •     •    • 

a  parabolic  relation  which  holds  for  many  pairs  of  mutually 
varying  physical  quantities  when  the  limits  are  narrow  enough. 
Lord  Hayleigh  arranged  an  unannealed  iron  wire  for  test  by 
the  magnetometric  method,  and  compensated  by  means  of  a 
coil  the  total  action  on  the  needle  when  the  magnetizing  force 
was  *04  C.G.S.  It  was  found  then  that  when  the  magnetizing 
force  was  brought  down  gradually  to  '00004  C.G.S.  the  com- 
pensation remained  perfect.  This  proved  that  the  magnetiza- 
tion was  proportional  to  the  magnetizing  force  throughout  the 
whole  range  of  variation.  For  magnetizing  forces  above  '04 
the  proportionality  did  not  hold,  and  up  to  the  value  1*2  C.G.S. 
for  H  the  results  were  expressed  by 


jc  =  6-4  -f-  51  H  ' 
fi=  81  -h  64  H  . 


Baur's 
Experi- 
ments. 

Lord 

Bayleigh's 

&peri- 

roents. 


(41) 


from  which  I  and  B  can  be  found  as  before. 

Similar  results  were  obtained  for  nickel  and  steel. 

With  unannealed  iron  or  steel  Lord  Rayleigh  found  that  if 
balance  was  obtained  with  the  compensating  coil  at  the  moment 
of  closing  the  battery  current  no  disturbance  of  the  compensa- 
tion took  place  afterwards.  This  showed  that  these  subntances 
took  their  complete  magnetization  at  once.  When  the  iron  was 
soft  however  an  apparent  magnetic  viscosity  displayed  itself. 
When  the  instantaneous  effect  was  reduced  to  zero  the  needles, 
after  the  putting  down  of  the  key,  drifted  round  in  the  direction 
showing  an  increase  of  magnetization. 

This  result  was  studied  by  Ewing  in  some  further  experi- 
ments, which  showed  that  a  piece  of  iron  could  be  put  through 
a  complete  cycle  by  first  npplyin^  the  current  and  then  after  a 
minute  removing  it.  A  force  of  '044  C.G.S.  applied  gave  an 
instantaneous  value  of  I  =«  -44,  after  five  seconds  I  had  become 
•58,  and  after  sixty  seconds  67.  Removal  of  the  force  gave  at 
once  a  diminution  of  I  by  *44,  after  five  seconds  the  remaining 
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"23  had  fallen  to  *09,  and  after  sixty  seconds  to  zero.    Thna  the 

,        falling  oflf  of  the  magnetization  followed  the  same  law  as  its 

^^*"*  ^  increase.     If  the  variations  of  magnetic  state  of  the  iron  durin*: 

^n  Mv      ^^®  cycle  were  represented  graphically  by  a  curve  of  intenaity 

o£  magnetization  I  for  different  values  of  Ht  the  area,  /  S-dl,  of 

the  closed  loop  would  represent  the  energy  dissipated. 

Effects  of       The  effects  of  varying  temperature  on  magnetization  are  very 

Tempera-  remarkable,  but  we  have  not  space  to  do  more  here  than  allude 

m""  °ti     *^    them.      In   wrought  iron   and  steel    rise  of    temperature 

Si^Dti-   ^.^"^'^^^'y  increases  the  magnetic  susceptibility  for  small  inagne- 

bililiy.      ^'zJng  forces,  and  diminishes  it  for  high  forces.     When  however 

the    temperature    is    raised    nearly   to  that  of   redness  zero 

susceptibility    sots    in    rather    suddenly,    and    at    the    same 

temperature  whatever  the  magnetizing  force.    This  temperature 

varies    in    ordinary  iron   and   steel   with  the  nature  of  the 

specimen.    According  to  Hopkinson's  experiments*  it  is  the 

temperature  at  which  cooling  iron,  after  it  has  become  almost 

dark,  suddenly  reglows. 

Behaviour       A  kind  of  steel  containing  25  per  cent,  of  nickel  was  found  by 

of  Nickel-  Hopkinson  to  be  unmagnetizable  at  ordinary  temperatures,  but 

Steel  at    to  become  magnetizable  at  a  temperature  a  little  below  the 

Different   freezing  point,  and  then  to  remain  so  up  to  680°  C     It  then 

^^P^***"    became  unmagnetizable,  and  did  not  regain  susceptibility  when 

^^***       cooled  to  ordinary  temperatures. 


Section  III 

DISSIPATION  OF  ENERGY  IN  CYCLES  OF 
MAGNETIZATION 

MOLECULAR  THEORY  OF  MAGNETISM 

Energy  in       It  is  shown  at  p.  213  above  that  the  energy  spent  otherwise 
Magnetio  than  in  increasing  the  olectrokinelic  energy  in  a  step  from  P  to 
Cycles.     Q  (Fig.  162)  on  the  curve  of  induction  is 

1  (area  PQSR  -  \  area  NQSRPM). 
47r 


♦  Phil.  Trans.  R.S.  1889,  A.  p.  448. 
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It  is  interesting  to  apply  this  result  to  an  actual  curve  of 
magnetization  in  iron  (Fig.  163).  For  all  points  on  the  curve 
up  to  a  little  distance  beyond  P,  the  total  energy  given  to  the 
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medium  in  producing  the  corresponding  magnetization  exceeds 
the  electrokinetic  energy,  but  for  all  points  further  from  the 
origin  the  electrokinetic  energy  exceeds,  and  for  points  on  the 
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upper  flat  part  of  the  curve  very  greatly  exceeds,  the  energy 
given  out  to  the  medium  by  the  battery.  [The  point  P  at 
which  OP  IS  a  tangent  to  the  curve  mark?  the  point  at  which 
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the  energy  given  out  to  the  medium  and  the  electrokinetic 
energy  are  increasing  at  the  Rame  rate ;  the  former  below  that 
point  is  increasing  faster,  above  that  point  slower  than  the 
latter.] 

Energy  in      We  are  forced  to  conclude  that  for  every  series  of  magnetic 
Steps  of    zation  steps  from  zero  up  to  a  certain  point  energy  is  given  to 

Magneti*  the  medium,  and  for  every  series  from  zero  up  to  any  further 
zation.  point  the  medium  furnishes  the  balance  of  energy  required  for 
the  electrokinetic  energy.  In  every  small  step  below  P  a 
balance  of  energy,  over  and  above  the  electrokinetic  energy, 
is  given  to  the  medium  ;  for  every  small  step  above  P  a 
quantity  of  energy  is  taken  from  the  medium  to  make  ap  the 
electrokinetic  energy. 

When  however  a  complete  cycle  of  changes  is  performed  we 
are  able  to  say  definitely  that  so  much  energy  has  been 
dissipated  in  the  form  of  heat  in  the  iron.  It  follows  from  the 
above  expression  (see  also  p.  212  above)  since  the  second  area 
vanishes  that  the  energy  W  dissipated  is  given  by  the  equation 


JT^lfKdB (42) 

4irJ 


the  integral  being  taken  round  the  closed  curved  formed  by  the 
curves  of  induction  for  the  forward  and  backward  parts  of  the 
cycle. 

This  theorem  was  given  first  by  Warburg*  and  afterwards 
by  Ewing.t 
Dissi-  The  dissipation  arises  through  a  lagging  of  the  changing 

nation  of  magnetization  of  the  iron  behind  the  magnetizing  force  to  an 
Energy  in  extent  dependent  on  the  previous  history  of  the  iron.    This 
a  Magnetic  lagging  action  has  been  called  by  Ewing  "hysteresis,*'  and  the 
Cycle,  or  name  seems  now  generally  adopted. 
*    ?^'„       Equation  (42)  may  be  written 


teresis." 


^=-  JRdl (42^) 

the  most  convenient  form  for  calculation. 

Fig.  164  shows  a  cycle  of  magnetization  for  a  soft  iron  ring. 
The  results  were  of  course  obtained  by  ballistic  experiments. 


♦   fFied,  Ann.  xiii.  (1881),  p.  141. 
t  Proc,  R.  S,  May,  1882. 
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The  smaller  loops  were  formed  by  diminishing  to  zero  and 
reapplying  the  magnetizing  forces  indicated  ut  the  different 
places. 

Fig.  166  gives  a  cycle  for  an  annealed  iron  wire  of  length 
400  times  the  diameter,  and  Fig.  166  a  cycle  for  a  wire  of 
annealed  steel.  It  will  be  noticed  that  the  curve  is  of  much 
greater  area  in  the  latter  case  than  in  the  former. 
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The    value    of   I'BM,  for  the   double    reversal    shown    in 

Figs.  164, 166,  is  about  10,000  ergs  per  cubic  cm.     As  there  are 
about  7*7  grammes  of  iron  in  a  cubic  cm.,  this  amount  of  energy, 
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Krtimate    if  it  were  reUiaed  in  the  iron,   would   raise    it    through  t 
oTKnergy   difference  of  temperature 

in  Double  lOOOOI  ^  ^^        ^^. 

^^'~^-  41-6  X  10>  X  77  X  -11  =  '-^  ^  '^ 

of  r  C,  vviiere  4l-6xl0*  ergn  is  taken  as  Joule's  equivalent  of 


Aj%t^eaieti  Iron 
length  -•  400 


Fig.   165. 


heat,  and  *11  as  the  specific  heat  of  iron.    In  general  the  rise  of 
temperature  for  any  cycle  is 


2-84  X  10-8  [h^. 


Rate  of  The  rate  at  which  work  is  spent  in  magnetic  hysteresis  in  a 
Dissipa-  ton  of  iron,  when  the  number  of  cycles  or  double  reversals  is 
tion  of     100  per  second,  is  according  to  these  figures  nearly  18  horse 

Energy  in  power. 

Hysteresis.  The  work  spent  in  hysteresis  is  much  greater  in  steel  than  in 
iron,  and   is  greater  for  hard  than  for  annealed   steel.     For 


Digitized  by  VjOOQIC 


ENERGY  DISSIPATED  IN  MAGNETIC  CYCLES 

reversals  of  strong  magnetization  it  is,  as  we  have  seen 
at  p.  732  above,  approximately  4x  coercive  force  X  intensity 
of  magnetization.  The  amount  varies,  according  to  the  table  of 
Dr.  Hopkinson's  results  given  above  (p.  732),  from  about  17,000 
ergs  per  cycle  for  wrought  iron  to  74,000  ergs  per  cycle  for  * 
mild  steel  hardened  with  oil,  and  increases,  other  things  being 
equal,  with  the  percentage  of  carbon  in  the  steel. 

In  chrome  steel,  oil-hardened,  Hopkinson  found  that  169,000 
ergs  were  dissipated  per  cycle  per  cubic  cm.  of  the  material, 
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and  for  French  tungsten  steel,  oil-hardened,  as  much  as  nearly 
217,000  ergs  per  cubic  cm.  It  was  found  by  Ewing  that  for 
small  ranges  of  induction  the  waste  of  energy  is  much  less  than 
for  laiger  ranges.  High  inductions  ought  therefore  to  be 
avoided  in  alternating  dynamos  and  transformers. 

A  considerable  amount  of  attention  has  recently  been  directed 
to  the  question  of  the  amount  of  energy  dissipated  in  cycles  of 
magnetization  performed  at  different  speeds.  Experimental 
results  on  this  point  obtained  by  Ewing  and  others  are  quoted 


Hysteresis 
in  Cycles 

of 
Different 


at  p.  686  above.    Recently  the  subject  lias  been  investigated  by  Frequency. 

vou  II.  3  c 
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Messra.  J.  and  B.  Hopkinson,*  by  Messrs.  Evershed  and 
ViffnoleSyt  and  by  Prof.  Ayrton  and  Dr.  Sumpner.^ 
Honkin-  Moasrs.  Hopkinson  experimented  as  follows.  A  ring  was 
sons  £z-  made  by  winding  varnisned  iron  wire  in  a  circalar  hank,  and 
periments.-  joining  then  the  ends  of  the  wire.  A  magnetizing  coil  was 
wound  round  the  ring  and  then  joined  in  series  with  a  non- 
inductive  resistance  in  the  circuit  of  an  alternating  machine,  as  at 
J7and  E  in  Fi^.  167.  A  key  L  and  connections  were  arranged 
80  that  the  terminals  of  the  Quadrant  electrometer  indicated  in  the 
figure  could  be  connected  between  C  and  D  or  between  D  and 
B.  A  revolving  ebonite  disk  keyed  to  the  axle  of  the  generator 
connected  the  electrometer  terminal  to  2)  once  in  each  revolu- 
tion, by  bringing  a  stud  on  its  edge  into  contact  for  an  instant 
with  a  steel  brush.  The  disk  could  be  set  so  that  the  contact 
ooald  be  made  at  any  stage  of  the  alternation.    [P  Q  was  a 


Fig.  167. 

reversing  key  which  enabled  the  readings  to  be  taken  in  either 
direction  on  the  electrometer.  A  condenser  was  used  between 
P  and  Q  to  steady  the  readings.] 

The  readings  for  the  points  CD  were  proportional  to  the 
current  flowing  in  the  circuit  (and  therefore  to  the  magnetizing 
force),  since  there  being  no  inductance  in  that  part  of  the  circuit 
the  difference  of  potential  between  C  and  D  and  the  current 
were  in  the  same  phase.  These  gave  tie  ordinates  by  which 
the  curves  A  in  Figs.  168,  169  were  plotted  with  abscisss 
proportional  to  time. 

The  readings  however  for  the  points  2),  E^  were  proportional 
to  dN/dt  +  ^y,  if  N  denote  the  whole  induction  through  the 
magnetizing  coil  ff^  and  R^  the  resistance  of  the  coil.     Hence 


•  Electrician,  Sept.  9,  1892. 

+  Electrician,  Sept.  30  and  Oct.  7,  1892. 

X  Electrician,  Oct.  7,  1892. 
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by  diminishing  the  readings  hj  an  amount  proportional  to  i^  y, 
numbers  proportional  to  dN/dt  were  obtained.  Of  course  the 
values  of  Rij,  could  be  subtracted  at  once  by  plotting  the 
actual  readings  in  a  curve  to  the  same  axes  as  Ay  and  then 
shortening  the  ordinates  by  lengths  equal  to  the  corresponding 
ordinates  of  A  each  multiplied  by  BJB,  The  values  of  dN/di 
were  plotted  in  a  second  curve  B,  alongside  A. 

The  area  between  any  ordinate  of  £y  the  axis  of  absciss»,  and 
the  portion  of  the  curve  lying  between  the  point  of  crossing  the 
axis  of  absciss®  and  the  ordinate  was  therefore  proportional  to 
the  total  induction  through  the  iron  at  the  instant  corresponding 
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to  the  ordinate.  This  was  plotted  as  a  third  curve  C  From 
this  the  hysteresis  cycle  was  obtained,  and  was  plotted  on  the 
diagram.  *  1 :    "" 

[The  total  period  was  8/1000  of  a  second  represented  by  the 
total  length  of  each  Figure  along  the  line  of  abscissie.  The 
reader  will  have  no  difiBculty  in  completing  a  full  period  of  the 
curves  A^  B,  It  will  be  noticed  that  neither  is  even  ap- 
proximately a  simple  curve  of  sines ;  also  that,  as  it  ought,  the 
curve  B  cuts  the  axis  of  absciss®  at  the  maxima  of  A^ 

Figs.  168, 169  give  the  results  for  soft  iron  and  hard  steel  at  the 
frequency  125,  and  between  the  maximum  positive  and  negative 

3  C  2 
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and 

Vignoles* 
Experi- 
ments. 


indiictioiM  shown.  It  will  be  noticed  that  the  extreme  yalnes 
of  the  induction  agree  in  the  two  cases,  but  that  the  slow  curre 
falls  within  the  other  except  for  a  short  distance  after  the 
maximum  positive  or  negative  induction  has  been  reeched  and 
the  return  curve  begun. 

The  area  of  the  curve  is  thus  greater  for  the  rapid  than  for 
the  slow  cycles,  but  there  is  no  sign  of  magnetic  viscosity 
rendering  the  extreme  inductions  reached  different  in  the 
two  cases. 

Messrs.  Evershed  and  Vignoles  however  hare  found  that 
when  a  cycle  is  performed  very  slowly  there  is  a  perceptible 
"creeping"  of  the  magnetism  in  the  steep  part  of  the  curve 
which  is  sufficient  to  account  for  the  effect  observed  by 
Messrs.  Hopkinson.     In  an  elaborate  series  of  experiments  (see 


B~  20.000 


Fio.  169. 


kfc.  tk,}  they  iseaewed  the  rive  ol  temperatvtt  pwdawd  ky 
putting  the  iron  core  of  a  transformer  through  a  series  ef  npid 
eyclM^  ami  having  determined  by  direct  iiiysilitnt  tiM  thcjiial 
capacity  of  the  transfonaMr,  thence  deduced  tfee  amdoii  of  k««t 
generated  in  the  iron  in  coneeqvence  o#  hjiitcteuia  This  wma  tb«i 
compared  with  the  heat  whiok  woald  Itove  keeft  prodoced  if  the 
irsn  had  been  put  throvgh  its  cycle  Id  aboot  two  wnnniiy  aad 
which  was  ettknated  from  sl#w  oyde  abwm  fstiomy  togstfasr 
with  tl»  (much  smHer)  osKmlatei  snanat  oi  bmd  wmtinnmA  by 
eddy  oarrtnts  cirovlatiBg  fa  the  kmissled  iroa  of  fate  c«n^ 
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The  cycle  ezperimentB  were  made  in  the  following  manner, 
which  brought  to  light  the  creeping  above  referred  to.  The 
ring  of  iron  to  be  experimented  on  was  wound  with  two 
magnetizing  coils  superimposed.  A  constant  magnetiaing 
current  sufficient  to  produce  the  extreme  negative  induction  wa« 
maintained  in  one  of  these,  so  that  by  simply  making  and 
breaking  the  other  circuit,  thereby  starting  and  stopping  an 
opposite  current  of  any  chosen  amount,  a  rapid  magnetic  oyol# 
could  be  obtained  passing  from  and  returning  to  the  inductloa 
proper  to  the  constant  current. 

Supposing  it  was  desired  to  obtain  a  point  on  the  part  of  the 


W 


Fig.  170. 


curve  rising  from  the  extreme  negative  induction,  it  was  only 
necessary  to  apply  the  proper  positive  current  and  read  off  the 
change  of  induction  on  the  Dallistic  galvanometer.  This 
subtracted  from  the  original  value  of  the  induction  gave  the 
induction  remaining.  The  time  necessary  to  do  this  was  about 
}  of  the  period  of  the  needle,  or  nearly  a  second.  On  the  other 
hand  to  obtain  a  point  in  the  falling  curve  it  was  necessary  to 
apply  the  maximum  positive  current,  and  then  diminish  to 
the  value  required.  For  this  a  longer  time,  about  half  a  minute, 
was  necessary. 
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Working  thus  the  aathors  found  a  difference  between  the 
steepness  of  the  rising  and  falling  ounres,  which  revealed  a 
distinct  creeping  down  of  the  magnetization  in  the  falling  carve, 
occurring  in  the  longer  interval  required  for  the  operations. 
Thus  a  very  slow  and  a  very  rapid  cycle  between  the  same 
extreme  inductions  ought  to  have  the  shapes  shown  in  Fig.  170 
bv  the  dotted  and  full  curves  respectively.  The  difference  ia 
about  that  between  the  cycles  for  periods  of  two  seconds  and 
half  a  minute  respectively. 

The  general  result  of  Messrs.  Evershed  and  Vignoles'  experi- 
ments is  to  show  that  there  is  very  little  difference  between  the 
eneigy  lost  in  hysteresis  at  periods  of  from  2  seconds  to  1/100 
of  a  second ;  according  to  the  authors*  estimate  the  utmost 
difference  is  not  more  man  4  or  6  per  cent,  and  probably  less 
than  8  per  cent.  For  very  slow  cycles  however  m  periods  of 
several  minutes  the  energy  lost  is  from  20  to  26  per  cent, 
less. 

Messrs.  Ayrton  and  Sumpner's  experiments,  which  were 
performed  by  the  method  of  testing  transformers  described 
above,  show  that  the  iron  losses  are  constant  for  all  loads,  and 
do  not  change  to  more  than  a  slight  extent  with  alteration  of 
frequency.  The  main  results  obtamed  with  4j^  kilowatt  closed 
circuit  transformers  (Mordey  type)  were  : — 

(1)  The  greater  the  frequency  the  greater  the  efficiency  for 
any  particular  load. 

(2)  The  greater  the  load  the  greater  the  efficiency  for  the 
same  frequency. 

Specimens  of  the  actual  numbers  are  given  in  the  following 
table. 


Load  (Watts). 

Frequency. 

100 

120 

160 

1 
Efficiency. 

1000 
2000 

3000 
4000 

84-46 
92-19 
94-27 
96-22 

86-69 
92-76 
94-79 
96-63 

88-68 
93-84 
98-30 
98-91 
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An  instrament  for  tracing  hysteresis  cnrves  has  heen  invented 
by  Prof.  Ewing,  and  is  illustrated  diagrammatically  in  Pig.  171.* 
A  mirror  E  is  pivotted  so  as  to  turn  on  a  needle  point,  about  a 
vertical  or  a  horizontal  axis.  A  wire  BB  is  stretched  horizontally 
along  the  narrow  gap  between  the  pole-faces  of  a  constant  electro- 
magnet made  of  a  piece  of  iron  pipe  slit  along  a  generating  line. 
This  wire  carries  the  magnetizing  current  and  therefore  ex- 
periences an  electromagnetic  force  proportional  to  that  current 
tending  to  move  it  across  the  lines  of  magnetic  force  between 
the  pole-faces  where  it  is  situated,  against  a  return  force 
due  to  the  stretching  weight  nearly  proportional  to  the 
displacement.  Thus  a  displacement  of  the  mirror  round  a 
vertical  axis  proportional  to  the  magnetizing  force  is  pro- 
duced. 


Ewing's 
Magnetio 
Curve- 
Tracer. 
Descrip- 
tion. 


Fig.  171. 

Another  wire  JJ.  is  stretched  alone  the  narrow  space  be- 
tween the  two  long  pole-faces  of  the  electromagnet  DD,  The 
rods  DD  are  made  of  the  substance  to  be  examined,  and  at 
one  end  are  united  by  a  yoke  of  soft  iron,  at  the  other  termina- 
ted by  snitable  soft  iron  pole-pieces,  and  are  surrounded  by 
coils  in  which  flows  the  current  which  also  passes  through  BB. 
A  constant  current  flows  in  A  Ay  which  is  therefore  acted  on  by 
vertical  electromagnetic  forces  proportional  to  the  induction 

•  See  Eledrician,  Aug.  12, 1892,  for  specimens  of  curves  drawn  by 
the  maehiDc. 
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ments 
with 
Curve- 
Tracer. 


Searle*8 


Curve- 
Tracer. 


in  2)/>,  and  resisted  by  the  tension  of  the  wire.  This  gives  a 
vertical  displacement  proportional  to  the  induction  in  the  iron 
specimens. 

A  ray  of  light  reflected  from  the  mirror  therefore  traces  on  & 
screen  a  curve  of  magnetization,  and  if  a  cycle  of  magnetiza- 
tion is  repeatedly  produced  by  an  alternating  current  the 
corresponding  closed  loop  is  described  on  the  screen  by  the 
spot  of  light,  and  by  the  persistence  of  impressions  on  the 
retina  remains  visible  so  long  as  the  cycle  is  described.  It  can 
therefore  be  drawn  or  photographed  at  pleasure  for  comparison. 

The  moving  parts  of  the  apparatus  it  will  be  noticed  have 
extremely  little  mass,  and  it  is  stated  that  even  with  a  period  of 
iV  ^^  ^  o^  ft  second  the  action  of  the  instrument  is  but  little 
affected  by  inertia. 

Experimenting  with  bars  of  iron  of  different  thicknesses  Prof. 
Ewing  has  found  by  means  of  his  curve-tracer  that,  while  with 
thin  bars  and  laminated  iron  generally  the  cycle  has  the  form 
shown  in  Figs.  164,  165,  166,  with  comparatively  sharp  comers 
at  the  turning  points  which  are  also  the  places  of  extreme 
induction,  with  tnicker  bars  the  turning  points  are  rounded  off 
and  the  maximum  inductions  are  well  inside  the  ends  of  the 
curve.  With  cycles  of  frequency  two  or  three  or  more  per 
second,  the  cycle  becomes  a  figure  resembling  closely  an  ellipse 
with  its  major  axis  inclined  to  the  axis  of  abscissae. 

This  is  an  effect  which,  as  noticed  by  Uopkinson,  is  produced 
by  eddy  currents.  According  to  Ewing  it  is  probably  produced 
also  by  creeping  of  the  magnetization  from  the  surface  in- 
wards. 

Another  form  of  magnetic  curve-tracer  invented  by  Mr.  G.  P. 
C.  Searle  *  is  represented  in  Fig.  172.  A  thin  wire  of  aluminium 
AB  about  80  cms.  long  has  attached  near  its  upper  end  a  hori- 
zontal needle  C.  At  the  lower  end  it  carries  a  fork  of  alu- 
minium, the  prongs  of  which  are  connected  by  a  silk  fibre  DB, 
To  this  fibre  a  light  mirror  F  is  attached  by  wax,  and  carries  a 
small  needle  the  length  of  which  is  at  ri^ht  angles  to  the  fibre.  A 
disk  of  mica  about  an  inch  in  diameter  is  attached  to  the  lower 
edge  of  the  mirror.  The  undisturbed  position  of  the  mirror  is  ver- 
tical, and  therefore  that  of  the  mica  disk  horizontal.  A  piece  of 
cardboard  is  placed  in  a  horizontal  position  close  below  the  disk, 
{ind  hence  when  the  latter  is  moving  gives  rise  to  a  damping 
action  which  soon  reduces  the  mirror  to  rest.  A  mica  vane 
attached  to  the  vertical  wire  AB  damps  the  motion  round  the 
vertical  axis. 


Proc,  Camb,  Phil,  Soc.  May  16,  1892. 
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It  will  be  seen  that  the  mirror  has  two  distinct  freedoms  of 
motion  (1)  round  a  vertical  axis,  (2)  round  the  horizontal  fibre 
as  axis.  The  apparatus  is  set  up  with  the  magnet  AC  in  the 
magnetic  meridian  and  a  coil  carrying  the  magnetizing  current 
is  placed  in  the  magnetic  meridian  with  its  axis  passing  through 
the  centre  of  C.  The  specimen  of  iron  to  be  tested  is  placed 
vertically  in  a  magnetizing  coil,  with  its  upper  end  nearly 
opposite  the  mirror  jP,  and  in  the  east  and  west  (magnetic)  plane 
through  its  centre.  A  compensating  coil  is  used  to  annm  the 
direct  effect  of  the  magnetizing  solenoid,  and  the  magnetization 
of  the  iron  specimen  then  tends  to  tilt  the  magnet  on  the  mirror, 
while  the  magnetizing  current  turns  it  round  a  vertical  axis  by 


761 

Action  of 
Instru- 
ment 


Fig.  172. 

acting  on  the  upper  needle  C.  The  controlling  force  on  the 
upper  needle  is  the  liorizontal  intensity  of  thd  field  there,  that 
on  the  lower  is  partly  g^vity,  due  to  the  mirror  and  attached 
disk  being  suspended  with  their  centre  of  gravity  a  little  below 
the  silk  fibre,  and  partly  the  earth's  vertical  force.  The  lower 
needle  is  of  course  placed  with  its  north  pointing  end  down. 

The  instrument  is  hung  within  a  case,  and  a  lamp  und  scale, 
with  lens  forming  a  window  in  the  case  through  which  both 
incident  and  reflected  rays  pass,  is  employed  to  give  a  bright 
spot  on  a  screen.  [It  was  found  that  no  trouble  was  experienced 
from  the  silk  fibre,  as  the  spot  of  light  after  deflection  returned 
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Standard. 

ilxifitni- 
ment 


within  ^  of  an  inch  to  its  former  position  and  the  zero  seemed 
to  be  permanent] 

The  effect  of  any  specimen  (if  it  is  taken  suflSciently  long)  is 
proportional  to  its  intensity  of  magnetization  I,  and  for  iron  this 
IS  not  very  different  from  B/4ir,  so  that  the  ordinates  of  the  curve 
described  by  the  spot  of  light  may  be  taken  as  proportional  to 
Btf/4ir,  where  a  is  the  area  of  cross-section,  and  the  abscissae  as 
proportional  to  the  magnetizin^r  force  H. 

The  indications  of  the  instroment  can  easily  be  reduced  to 
absolute  measure,  by  noting  (1)  the  deflection  of  the  spot  of  H^ht 
produced  by  a  known  current,  and  calculating  the  correspondinir 
field  intensity  in  the  magnetizing  solenoid,  (2)  by  ascertainin|r 
the  deflection  of  the  mirror  round  the  horizontal  axis  produced 
by  placing  a  magnetized  steel  wire  in  position  in  the  solenoid 
(of  course  without  current)  noting  the  deflection  and  then  deter- 
mining the  magnetic  moment  of  tlie  wire. 


/  1 
I  / 


Fig.  178. 


"k 


Fig.  174. 


Ewing's        Much  light  is  thrown  on  the  nature  of  magnetization  by  a  mole- 

Molec5ar  cular  theory  recently  put  forward  by  Ewing.*     In  this  theory 

Theory  of  the  actions  of  the  members  of  a  group  of  small  magnets  on  one 

Mag-       another    are  studied,   and  show  that  in  all  probability  the 

netization.  peculiar  character  of  the  curves  of  magnetization  found  for 

iron,  and  many  of  the  complex  phenomena  of  effects  of  stress 

and  temperature  are  explicable  by  the  action  of  the  molecular 

magnets  on  one  another.    We  may  suppose  that  the  molecular 

magnets  in  a  piece  of  iron  are  stably  arranged  in  a  regular 

order,  but  so  that  the  external  magnetic  force  exerted  by  them 

is  zero.    Such  a  group  would  be  the  four  small  magnets  with 

renires  at  the  corners  of  a  square,  represented  by  the  arrows  in 

Fig.  173.    If  then  a  magnetic  force  H  is  applied  to  them  they 

will  take  up  the  positions  shown  in  Fig.  174,  if  the  force  be 

•  Pha.  Mag.  Sept.  1889. 
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great  enough.  But  if  the  force  be  small  there  will  only  be  a 
slight  displacement  of  the  magnets  towards  concurrence  with 
H,  but  if  the  force  is  gradually  increased  this  concurrence  will 
become  gradually  more  marked,  until  H  becomes  too  great  to 
be  resisted  by  the  mutual  actions  of  the  particles,  and  their 
eqailibrium   becoming  unstable,  they  suddenly  swing  round 


7^ 


->H 


Fig.  175. 

towards  parallelism  with  H,  each  remaining  however  still  at 
iinite  angle  with  the  direction  of  the  magnetic  force.  As  this 
is  still  further  increased,  this  angle  becomes  gradually  smaller 
and  the  magnets  approach  to  parallelism  with  one  another  i^nd 
with  H  as  shown  in  Fig.  175. 
Thus  the  group  becomes  magnetized  in  the  direction  of  H,  at 


first  slowly,  then  suddenly,  and  again  slowly,  as  represented  in  ^ 

Fig.  176.    If  the  system  consisted  not  of  a  single  simple  group  netizSion 

such  as  this,  but  of  a  lar^e  number  of  different  groups,  the  sharp  of  Group 

angles  would  be  roundea  off  and  we  should  get  the  actual  curve  of  Small 

of  magnetization.      Again,  on  gradual  withdrawal  and  reversal  Magnets. 
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of  the  magnetic  force  the  curve  of  diminution  of  magnetic 
moment  would  not  coincide  with  the  carve  for  increase,  and 
sero  value  of  H  would  be  reached  with  a  certain  residnal 
magnetic  moment,  in  the  direction  of  the  applied  force.  On 
reversal  and  gradual  increase  of  the  force,  the  small  magneti 
would  again  become  unstable  and  would  suddenly  swing  round 
now  in  the  opposite  direction. 
^yfJ^J^*®  In  fact  a  hysteresis  cycle  would  be  obtained.  Such 
Cycle.  curves  and  cycles  have  been  drawn  for  complex  groups  of 
small  magnets  arranged  at  first  so  as  to  have  nearly  zero 
external  effect  within  a  large  solenoid,  by  gradually  increasing 
the  current  in  the  solenoid  from  zero  to  a  considerable 
value,  diminishing  it  through  zero  to  a  negative  value, 
and  so  on  as  in  an  ordinary  cycle  of  magnetization,  ana 
measuring  the  magnetic  moment  of  the  system  by  means  of  a 
magnetometer  in  the  ordinary  way.  These  curves  agree 
wonderfully  with  those  given  by  actual  specimens  of  iron. 
The  physical  cause  of  the  dissipation  of  energy  in  hysteresii 
Ewing  conjectures  to  be  the  development  of  eddy  currents  in 
the  surrounding  medium  in  consequence  of  the  oscillation  of 
the  small  magnets  about  their  new  positions  when  displaced  by 
the  magnetic  force.  For  a  full  account  of  this  theory  and  its 
consequences  the  reader  is  referred  to  Ewing*  s  paper  loc^cU, 
and  to  his  book  on  Magnetic  Induction  in  Iron  and  other 
Metah. 
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DETERMINATION  OF  VERDETS  CONSTANT 

Verdet*B  constant  has  been  defined  at  p.  226  above  as  the    Verdet's 
amount  of  torninii^  of  the  plane  of  polarization  of  a  ray  of  Constant. 
plane  polarized  light  per  unit  difference  of  magnetic  potential 
Detween  the  extremities  of  the  portion  of  the  ray  considered. 
Determinations  of  this  important  constant  have  been  made  by 
J.  EL  H.  Gordon,*  Henri  Becquerel,f  and  Lord  Rayleigh.j: 

In  Lord  Rayleigh*s  experiments,  of  which  we  give  here  a 
short  account,  a  beam  of  light  from  sodium  burning  in  the  Ray 


flame  of  a  Bunsen  lamp,  A  (Fig.  177),  intensified  by  a  jet  of     Detw- 

mmation. 


D     E        F    G 


C  B 

Fio.  177. 


oxygen  made  to  play  round  the  flame,  passed  through  a  slit  in 
a  screen,  B^  in  front  of  the  flame  to  a  direct  vision  prism,  2), 
thence  through  a  collimatin^  lens,  JS',  to  a  Nicol's  prism,  F.  The 
plane  polarized  beam  emerging  from  ^was  received  by  a  symp- 
eell  polnrimeter,  G^  and  then  passed  through  a  tube,  JET,  filled  with 
bisulphide  of  carbon,  and  a  sht  in  the  screen,  /,  to  the  analyzing 
prism,  J. 

The  screen,  ^,  was  made  of  lookinf^-glass,  and  the  slit  created  Details  of 
by  removing  a  narrow  strip  of  the  silvering.     By  this  arrange-  Apparatus. 
■Mnt,  together  with  a  parallel  mirror,  (7,  a  considerable  increase 
of  Uhmiination  was  obtained. 

The  direct  vision  prism  was  used  to  purify  the  light  from 
rays  of  other  refrasgibilities  than  that  of  sodium.    The  lens  E  . 

•  Phil.  Trans,  R.S.  1877,  p.  1. 

t  Ann.  de  Chimie,  1882. 

}  Pha.  Trmns.  R.S.  Pt.  11.  1885. 
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Precaa- 
tioDs  for 
Accuracy 
in  Use  of 
Analyxer. 


Arrange* 
ment  of 

Ma^f- 
netizing 

Helix. 


rendered  the  rays  parallel  before  incidence  on  the  polarizer. 
The  polari  meter  Q  was  a  cell  containing  a  stratum  of  strong 
sugar  symp,  made  according  to  Po3mting*s  plan,  so  that  in  one 
half  the  thickness  of  the  stratum  was  the  full  width  of  the 
cell,  in  the  other  half  was  diminished  by  a  plate  of  Rlass,  so 
that  a  difEerence  of  rotation  of  about  2*^  was  produced  by  the 
two  halves. 

Two  tubes  of  brass,  one  31*591  inches  lon^  and  1}  inch  in 
diameter,  the  other  29*765  inches  long  and  1  inch  in  diameter^ 
and  closed  at  the  ends  with  PJi^tes  of  glass,  were  used  to  contain 
the  bisulphide  of  carbon.  The  temperature  of  the  liquid  was 
observed  on  a  thermometer  inserted  in  an  opening  near  one  end 
of  the  tube. 

The  analyzer  was  in  some  of  the  experiments  a  Nicol,  in 
others  a  double  image  prism,  and  was  mounted  in  the  nsual  way 
on  a  graduated  circle. 

It  is  necessary  for  accuracy  in  reading  the  amount  of  rotation 
that  the  axis  round  which  the  analyzer  turns  should  coincide  in 
direction  with  the  ray.  This  adjustment  was  made  by  observ- 
ing the  direction  of  the  ray  by  means  of  a  telescope  with  cross 
wires,  and  then  replacing  the  telescope  by  the  Nicol  or  double 
image  prism.  Error  however  was  introduced  by  the  passa^  of 
heat  into  the  liquid,  whereby  the  upper  part  of  it  became 
slightly  warmer  than  the  lower.  To  eliminate  this  to  a  first 
approximation  the  two  positions  of  the  Nicol,  nearly  180^  apart, 
which  gave  equality  of  illumination  in  the  two  parts  of  the 
field,  were  read  off.  It  was  found  that  by  the  use  of  a  doable 
image  prism,  read  in  four  positions  nearly  90°  apart,  the  error 
could  be  more  nearly  got  rid  of. 

The  adjustment  of  the  analyzer  to  an  exact  match  between 
the  two  halves  of  the  field  was  facilitated  by  arranging^  an 
auxiliary  coil  round  the  tube,  in  circuit  with  a  Leclanche  cell, 
worked  by  a  reversing  key  within  reach  of  the  observer  at  the 
analyzer.  With  this  the  plane  of  polarization  could  be  rocked 
^*  backwards  and  forwards  through  a  small  angle  about  its 
normal  position.  The  amount  of  the  rocking  being  suitably 
chosen,  the  comparison  of  the  three  appearances  (two  with 
auxiliary  current  and  one  without)  serves  to  exclude  some  im- 
perfect matches  that  might  otherwise  have  been  allowed  to 
pass."* 

The  helix  was  wound  on  an  ebonite  tube  placed  round  the 
bisulphide  carbon  tube,  from  which  it  was  separated  by  several   - 


•  Lord  Rayleigh,  Froc,  R.  S,  Vol.  xxxvii.  (June  19,  1884). 
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layers  of  paper.  The  length  of  this  tube  between  the  end 
flanges  was  9*990  inches.  The  winding  was  performed  with  two 
wires  side  by  side,  so  that  by  sending  a  current  in  opposite 
directions  through  them,  or  by  trying  to  force  a  current  from 
one  to  the  other,  the  insulation  of  the  coil  could  be  tested,  while 
both  wires  could  be  used  to  produce  the  magnetic  field.  The 
coil  was  found  on  test  to  insulate  satisfactorilv.  The  internal 
diameter  was  2*188  inches,  the  external  4*13  inches.  The  number 
of  turns  was  3,684. 

By  (30),  p.  263  above,  the  potential  at  any  point  L  on  the     Galea- 
axis  external  to  the  coil  is  V^  —  F^^  where  Vi,  V^  are  the  poten-    lation  of 
tials  at  the  point  due  to  the  ends.    But  if  we  consider  another   Difference 
point  M  on  the  axis  on  the  side  of  the  coil  remote  from  X,  it   of  Poten- 
follows  from  p.  263  that  the  difference  of  magnetic  potential,       ^^ 
O  -  O',  between  L  and  M  taken  along  the  axis  through  the  coil 
is  for  unit  current  given  by 

o  -  o' «  4irivr  -  {r,  -  Tj  -  {r\  -  r'j}  .   .   (43) 

where  the  dashed  letters  refer  to  Jf,  and  the  undashed  to  Z. 


M 


Fig.  178. 

Bat  if  «  be  the  number  of  turns  per  unit  of  length  in  any 
layer  of  radius  Aa  or  Bh  ^Fiff.  178),  ri,  r^  dr,.  o;^  the  distances 
La.  Lbf  LA.  LBf  respectively,  the  potential  at  L  due  to  the 
ends  of  the  layer  is,  if  the  end  B  be  taken  as  positive,  that  at  A 
negative, 

2im  {r,  -  ar,  -  (r^  -  x^}. 

If  a  be  the  radius  of  the  layer  (supposed  small  in  comparison 
with  Xi  or  x^  we  have  approximately 


/,    ,   1  ««      1  a*\ 
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Hence  the  potential  of  the  layer  at  Z  dae  to  the  ends  is 

Galea-  To  sum  the  effects  of  all  the  layers  the  mean  valnes  of  c?  and 

lation  of    g^  Jq  the  last  expression  are  to  be  substituted  for  these  quanti- 

Potential,    ^j^g^  ^^^  ^j^^  expression  multiplied  by  the  number  of  layers. 

But  the  mean  value  of  c^  is, \ia^a^\i^  the  internal  and  external 


radii. 


/      aHa  =  ~ 4 


and  in  the  same  way  the  mean  yalue  of  a^  comes  out 

W  -  0/5(«,  -  «i). 

Thus  if  there  are  n'  layers,  the  total  number  ot  turns  in  the 
coil  is  nn'{T^  -  Xi),  and  therefore  the  potential  at  X  due  to  the 
ends  of  the  coil  is 

In  the  same  way  we  should  find  for  M,  putting  MJ.  ^  x^\» 
MB  =  x'^  (numerically,  so  that  jr'i  —  ar'^  =  ir,  -  ar,),  that  the 
potential  at  M  due  to  the  ends  of  the  coil  is 

'         '  \^{a,-a^)x\af^    20(^,-ai)  x\^x\^  f 

Value  of        With  those  values  of  Tj  -  F^  F\  -  r.  (43)  becomes 
Difference  * 


of  Mag- 
netic 


Potential         I"  *^®  apparatus  used 
for  Ends  of 
Tube.  a^  -  2-065,    tf,  =  1'094,    «,-«,  =  -971, 
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Data  of 
Appa- 
ratus. 


in  inches  so  that 

^2'-«i'    -.6433        ^«"~^i'    - 

-4622. 

12(^2 -aO               '    80(a2-tfi) 

Further  for  the  longer  tube  in  inches 

iTi  =  ar-a  -  10-800, 

^2  =  x\  =  20-790. 

and  for  the  shorter 

r,  =  ^2=    ^'887, 

a-g  =  ^j  =  19-877. 

Hence  the  required  difference  of  potential  between  the  ends  of 
the  tube  was  for  unit  current 

=  47rir(l  -  -00673  +  -00006)  =  47rJV  X  '99433 

for  the  first  tube,  and 

47rJV^(l  -  00665  +  -00008)  -  inNx  '99353 

for  the  second. 

To  measure  the  current  the  difference  of  electric  potential    Mode  of 
between  the  terminals  of  a  coil  of  resistance  R,  placed  in  the  Measuring 
circuit  of  the  helix,  was  balanced  by  the  electromotive  force  of    Current, 
a  derived  circuit  in  which  was  placed  a  Clark  cell.     At  15'  the 
resistance  of  the  coil  was  1*4968  B.A.  unit    Currents  of  about 
1  ampere  were  used  in  the  experiments. 

We  must  refer  the  reader  to  Lord  Rayleigh's  paper,  loe,  cit, 
for  further  particulars  of  the  results  obtained  and  their 
treatment 

It  was  found  as  the  mean  result  of  a  large  number  of  experi-  Final 
ments,  that  if  x  denote  the  value  of  Verdet's  constant  in  Result 
minutes  of  angles  for  carbon  disulphide  at  18°  C, 

X  =  -04202. 

The  rotation  in  bisulphide  of  carbon  according  to  Bichat  VariatioD 
varies  with  the  temperature  (Centigrade)  according  to  the  of  Rota- 
formula  1  -  -00104f  -  'OOOOUfi,  and  this  was  used  to  correct  for  tion  with 
deviation  of  temperature  of  the  bisulphide  from  18°.  Tempem- 

VOL.  11  3  D  *"'• 
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Becqaerers  result  was 

X  =  0452. 

Com-  Gordon's  experiments  were  made  for  light  corresponding  to 
pftnson  the  thallium  line.    The  yalae  obtained  was  "05238  minute  for  this 
with  ^  light  at  a  temperature  about  13°  C.    Taking  the  rotation  as  pro- 
Gordon  8  portional  to  /**(u*  -  l)X-«,  where  p,  is  the  refractive  index  and  X 
and  ^Yie  wave  length,  Gordon's  result  would  give  for  sodium  light 

R::n?ta.  .=   04163 

about  13°  C,  or 

a:  =  -0413 
at  18'. 
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CHAPTEE  XIV 
ELECTRIC  OSCILLATIONS  AND  ELECTRIC  RADIATION 

Section  I 
EXPERIMENTS  ON  ELECTRIC  OSCILLATIONS 

Thb  approximate  truth  of  the  theory  of  electric  oscillations 
given  above  was  shown  experimentally  by  Feddersen  and 
others  who  observed  the  spark  of  a  Leyden  jar  discharge  in  a 
rotating  mirror.  In  Feddersen's  experiments  the  mirror  was 
driven  at  a  known  rate  by  clock  work,  which  also  at  a  certain 
definite  position  of  the  mirror  started  the  discharge  of  a  battery 
of  Leyden  jars  across  the  spark-gap  of  a  micrometer.  The 
mirror  was  concave,  and  the  spark-gap  was  so  situated  that  an 
image  of  the  spark  was  thrown  by  the  mirror  on  a  ground-glass 
plate,  for  which  a  photographic  plate  could  be  substituted. 

The  spark  when  taken  with  a  short  metallic  connection  to  the 
micrometer  and  between  metallic  points  was  a  long  tapering 
band  of  light  beginning  at  the  broad  end  with  a  clear  white 
light  and  then  fading  off  and  narrowing  through  a  greenish 
colour  to  red  at  the  narrow  end.  No  doubt  the  bright  part 
was  the  spark  proper,  and  the  red  part  was  due  to  the  cooling 
gases  and  particles  of  metal. 

As  the  resistance  of  the  discharging  circuit  was  increased 
without  increase  of  length,  the  red  part  disappeared  and  a  bright 
line  with  projecting  luminous  bands  at  its  upper  and  lower  ends 
took  its  place,  and  this  in  its  turn  gave  place  to  a  succession  of 
bright  lines  at  gradually  increasing  distances  apart,  indicating 
an  intermittent  discharge. 

When  the  discharging  arc  was  long  and  at  the  same  time  of 
sufficiently  low  resistance,  the  image  of  the  spark  as  seen  on  the 
glass  plate  or  as  photographed  became  a  succession  of  equi- 
distant transverse  bands  each  shading  off  at  the  sides  into  dark 
spaces,  separating  it  from  the  next  on  either  side. 


Fedder- 
sen's 
Experi- 
ments on 
Leyden 
Jar 
Die- 
charges. 


Effect  of 
Length 
and 
Resistance 
of  Dis- 
charging 

Con- 
ductor. 


Oscil- 
latory 
Discharge. 


♦  Pogg,  Ann,  112,  113  (1861). 
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ELECTRIC  OSCILLATIONS 


Effect  of 
Increase 

of 
Capacity. 


Schiller's 
Experi- 
ments. 

Mode  of 
Experi- 
menting. 


It  was  found  by  experimenting  with  different  nambers  of  jars 
in  the  battery  and  varying  the  resistance  until  the  discharge 
just  ceased  to  be  oscillatoryi  that  the  limiting  value  of  the 
resistance  was  inversely  proportional  to  the  square  root  of  the 
charged  surface  of  the  battery,  that  is  to  the  square  root  of  the 
capacity,  and  independent  of  the  spark-length,  that  is  of  the 
ditference  of  potential.  This  agrees  with  the  theory  given 
above  (p.  188),  according  to  which  the  limiting  value  of  the 
resistance  i?  is  2  sILjC. 

It  was  also  found  that  if  the  discharge  was  from  a  battery  of 
surface  S  to  an  uncharged  battery  of  surface  8\  the  period  was 
proportional  to  ,JSS'j{S  +  S'j,  which  also  obviously  agreed 
witii  theory. 

Again,  when  the  length  of  the  discharging  arc  was  increasetl 
the  period  was  increased  also,  though  not  entirely  owing  to  the 
increase  in  resistance,  and  the  arrangement  of  the  discharging 
wire  was  found  very  materially  to  affect  the  period  in  a  way 
clearly  depending  on  the  value  of  the  induction. 

Experiments  were  also  made  by  von  Oettingen,  Knochen- 
hauer,  Kiess,  Helmboltz,  and  others  confirmatory  of  the  theory. 
A  full  account  of  these  researches  will  be  found  in  Wiedemann's 
Elektricit&t,  Band  IV.  pp.  177  et  $eq. 

We  shall  only  notice  further  of  these  earlier  researches  on 
electric  oscillations  the  electric  experiments  of  Schiller.*  In 
these  the  oscillating  discharge  took  place  through  a  coil  joining 
the  plates  of  a  condenser,  and  no  spark  was  produced.  The 
current  induced  in  the  secondary  of  an  induction  coil  by  the 
breaking  of  the  primary  circuit  by  an  arrangement  of  contact 
levers  and  pendulum  interrupter,  was  used  to  charge  the  con- 
denser, which  gave  rise  to  electric  oscillations  in  the  coil  con- 
necting the  plates.  One  plate  of  the  condenser  and  one  terminal 
of  the  secondary  were  connected  to  the  insulated  pair  of  quad- 
rants of  an  electrometer. 

At  an  interval  (which  could  be  adjusted  at  pleasure  by  properly 
arranging  the  contact  levers  and  interrupter)  after  the  primary 
circuit  was  broken,  the  secondary  was  also  broken  and  the 
electrometer  detached  from  the  condenser  plate.  By  varying 
the  interval  and  making  repeated  observations  the  potential  at 
different  stages  of  the  oscillation  could  be  read  off  and  the 
period  ascertained. 

The  time  interval  was  found  by  sending  a  current  through 
one  coil  of  a  differential  galvanometer  accurately  adjusted  for 


Pogg.  Ann,  152  (1874), 
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balance,  and  an  equal  current  through  tlie  other  coil  at  the  next 
break,  and  observing  the  deflection.  From  this  the  time  of  flow 
of  the  current  could  be  eosily  calculated. 

The  coil  of  course  had  an  electrostatic  capacity  of  its  own 
which  it  was  impossible  to  calculate.  This  was  determined  by 
joining  it  with  various  combinations  of  six  different  condensers, 
and  the  periods  of  oscillation  were  observed  and  the  relative 
capacities  of  the  separate  condensers  calculated.  The  results 
were  compared  with  those  obtained  by  joining  each  condenser 
singly  with  the  coil  and  observing  the  period  of  oscillation. 
The  results  were  found  to  agree  exceedingly  well. 

This  method  was  applied  to  determine  the  damping  of  the 
oscillations  with  different  dielectrics  connecting  the  plates,  and 
thence  to  And  the  resistances  of  the  substances.  It  was  also 
used  to  determine  the  relative  capacities  of  the  same  arrange- 
ment of  plates  with  different  dielectrics,  and  hence  to  find  the 
specific  inductive  capacity. 

Thus  if  T  denote  the  period  of  oscillation  with  the  coil  alone, 
7*^  or  T^^  the  period  with  the  condenser,  according  as  air  or  the 
dielectric  in  question  was  between  the  plates,  C^,  C^  the  capa- 
cities of  the  condenser  in  these  cases  respectively,  then  by  the 
value  of  the  period  given  at  p.  188,  if  the  resistance  be  neglected, 
we  have 

By  this  formula  the  values  given  in  the  table  were  found 
from  the  experiments : — 


Measure- 
ment of 

Time 
Interval. 
Elimina- 
tion of 
Electro- 
static 
Capaeity 
of^Coil. 


Detenni- 
nation  of 
Specific 
Inanctive 
Capacity 

Osc^la- 
tions. 


1 

A- 

1 

K 

Results. 

Ebonite 

2-21 

Paraffin- 

Caoutchouc — 

Quickly  cooled  . 

.      1-68 

1 

Pure 

Vulc 

212 

2-69 

1 

Slowly  cooled    . 
Flint  Glass  .    ,     . 

i 

■( 

1-81 
1-89 

5-78  to 

5-88 

>---♦ 

T 
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The  half-period  in  these  experiments  varied  from  •000056  sec. 
to  •00012  sec.  Considerably  larger  values  of  K  were  found  for 
the  same  specimens  by  Siemens'  method  of  successive  charge 
and  discharge  (see  Vol.  I.  p.  448). 

The  results  calculated  by  theory  agreed  exceedingly  well  'wiUi 
those  found  by  experiment  There  can  be  no  doubt  that  the 
theory  is  very  imperfect  for  many  reasons.  For  example  tlie 
current  in  the  coil  owing  to  the  varying  electrostatic  capacity  of 
its  different  parts  could  not  be  the  same  throughout  at  any  one 
instant,  and  much  more  so  without  a  condenser  than  when  one 
of  considerable  capacity  was  attached  to  its  terminals. 


Section  II 


ELECTROMAONETIC  RADIATION 


Vibrating 
Electrio 
Doublet. 


Hertz's 
**  Dumb- 
bell" 
Vibrator. 


We  now  give  in  conclusion  some  account  of  the  remarkable 
verification  of  Maxwell's  theory  of  Electrical  Radiation  lately 
given  by  Hertz.  We  give  first  his  solution  of  the  problem  of 
the  propagation  of  electromagnetic  waves  from  a  source 
symmetrical  about  an  axis,  in  order  that  the  experimental 
results  may  be  more  easily  understood. 

As  source  of  the  waves  we  take  an  electric  doublet,  that  is 
two  equal  and  opposite  electric  charges  concentrated  at  two 
points  infinitely  near  to  one  another,  or,  more  properly,  at  a 
distance  apart  infinitely  small  in  comparison  with  the  distance 
from  either  charge  of  any  point  at  which  the  electric  or 
magnetic  force  is  considered.  The  moment  of  the  doublet, 
that  is  the  product  of  either  charge  into  the  distance  between 
the  two  points,  we  shall  suppose  to  vary,  by  variation  of  the 
charges  only,  as  a  simple  harmonic  function  of  the  time ;  but 
its  maximum  value  will  be  supposed  finite  and  constant.  Such  a 
source  is  the  exact  electric  analogue  of  the  infinitely  short 
magnet  considered  at  p.  8  above. 

Such  a  source  may  be  regarded  as  physically  realized,  except 
for  points  very  near  it,  by  two  equal  and  oppositely  charged 
spheres  connected  by  a  straight  conductor.  This  was  the  form 
of  electrio  vibrator  employed  by  Hertz  in  some  of  his  most 
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important  experiments.  The  spheres  were  charged  to  opposite 
potentials  by  an  induction  coil,  and  then  discharged  into  one 
another,  setting  up  thereby,  as  the  discharge  was  oscillatory, 
electromagnetic  wayes  in  the  surrounding  m^ium,  which  were 
propagated  outwards  from  the  vibrator  in  all  directions.  The 
existence  of  these  waves  was  detected  by  a  simple  receiver,  or 
resonator  as  it  has  been  called,  consisting  of  a  circle  of  wire, 
complete  with  the  exception  of  a  very  small  spark-gap  between 
two  small  knobs  which  tipped  the  ends  of  the  wire,  and 
properly  placed  with  reference  to  the  vibrator. 

The  calculation  of  the  electric  and  magnetic  forces  at  points 
at  a  distance  from  such  a  vibrator  comparable  with  its  oumen- 
sions  would  be  very  difScult,  but  for  points  at  distances  voiy 
great  in  comparison  with  the  distance  between  the  centres  of 
the  spheres,  the  forces  must  be  very  approximately  the  same  as 
those  due  to  the  electric  doublet. 

In  what  follows  we  shall  take  the  origin  at  the  point  midway  Theory  of 
between  the  two  charges  of  the  doublet,  and  the  axis  of  the  Vibrating 
doublet  as  axis  of  z.    Since  everything  is  symmetrical  ronnd    Doublet, 
this  axis,  we  need  consider  only  the  disturbance  at  any  instant 
at  a  point  distant  z  from  the  origin  and  p  from  the  axis.    We 
shall  call  the  plane  through  the  origin  at  right  angles  to  the 
axis  the  equatorial  plane,  and  any  plane  through  the  axis  a 
meridian  plane.     As  starting-point  of  the   solution    we    use 
equations  (27),  (270,  (28),  (28')  of  p.  201  above. 

The  electric  forces  obviously  lie  in  meridian  planes,  and  the 
lines  of  magnetic  force  must  be  circles  round  the  axis  of  the 
system.    Thus  •y=0,  and  (28)  becomes 


ox       ay 


(1) 


We  might  transform  these  equations  to  cvlindrical  co-ordinates  Equations 
and  then  proceed  to  find  the  solution  of  the  problem  for  the         of 
case  supposed.    The  following  process  is  simpler.  Motion 

Equation  (1)  shows  that  ady-pdz  is  a  complete  differential  of        for 
some  function  of  y,  «.     Using  Hertz's  notation  we  take  thin    Doublet, 
function  as  dU/dL    Thus 


"      did/  ^  dtdx 


(2) 


and  equations  (27)  of  p.  201  become 
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^dQ_  yg 

dt       didydg 


(3) 


Now  equations  (3)  declare  that  the  quantities 

KP  -  d*n/dxd?,  JT^  -  d*n/dyd«,  A^i?  +  d^n/dirS  +  d«n  ay« 

are  independent  of  /.  Their  yalnes  cannot  therefore  have  any 
inflaence  on  the  wave  propagation,  and  may  he  taken  as  zero  in 
each  ease.    Thus  we  assume 


KP^ 


dm 

dxdt 


(•*) 


These  equations  fulfil,  it  will  he  seen,  eqnation  (3).     Substi- 
tuting now  in  (270,  P-  201,  we  find 


??  =  _       ^=-1?  (^  4-  ?^  4-  ^^ 


di 


that  is 


and  similarly 


These  show  that  the  quantity  in  the  brackets  is  a  f  anction  of 
a  and  t.    Thus 


w-h^''^-" 


(6) 
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That  we  may  put/(xr,  ^=0  without  affecting  the  electric  and  Differen- 

magnetio  fields  may  be  seen  in  the  following  manner.     Let  ^al 

n«<^  (ir,  y,  z,  t)  be  a  solution  of  (6).     Then  since  the  electric  and  Equation 
magnetic  forces  involve  differentiation  with  respect  to  x  and  y  Oggni^xj 

we  may  use  instead  of  this  the  value  <^  (:r,  y,  r,  0  +  ^(^»  0  ^or  n,  Electric 

where  ^(z,  t)  is  any  function  of  z  and  t.    This  would  give  the  Doublet, 
differential  equation 

where  x  (*»  0  arises  from  y^  (r,  <).  Since  ^  (r,  0  may  be  anything 
we  please  we  may  choose  it  so  that  x(^>  0  ~  ~/(^>  0«  Hence 
puttmg  f{z^  0=0,  in  (5),  will  not  affect  the  electric  or  the 
magnetic  force  at  any  point.  Thus  we  have  for  the  equation  of 
propagation  of  electromagnetic  disturbance. 


(6') 


The  well-known  general  solution  of  this  equation  is 


.{Fi(/--pO-f-  F^{r  +  vt)\ 


(6) 


where  i?  «  1/  n/^T/a  ;  and  Fj,  F^  are  arbitrary  functions. 

To  find  a  solution  adapted  to  the  vibrator  we  have  imagined, 
we  put 


n  =  -  sin  (inr 
r 


Hi) 


(7) 


where  m  =  2ir/X  (X  =  wave-length)  and  n\M  =  r  =  1/  s/jT/i.  This 
satisfies  the  differential  equation  and  is  of  the  form  (6).  The 
vaiues  of  P,  <^,  R  derived  from  it  satisfy  (28),  p.  201,  and  we 
shall  see  that  it  is  applicable  to  the  present  case. 

First  as  the  case  supposed  is  that  of  an  electric  doublet,  the    Solution 
moment  4  of  which  varies  as  a  simple  harmonic  function  of  the        of 
time,  the  field  of  electric  force  in  the  immediate  neighbourhood  Equation, 
of  the  doublet,  that  is,  at  any  point  whose  distance  from  the 
doublet  is  a  small  fraction  of  the  wave-length  of  the  disturbance, 
mast  at  each  instant  precisely  correspond  to  the  field  of  a  small 
magnetic  doublet  of  tne  same  moment  numerically  as  that  which 
the  electric  doublet  has  at  that  instant.    Now  the  lines  of  force 
for  this  case  are  discussed  at  p.  8,  and  illustrated  in  Fig.  2. 
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The  magnetic  force  is  there  derived  from  a  potential  of  the 
form 

oxr 

where  m  is  the  moment  of  the  magnetic  doublet. 

Compari-  If  instead  of  m  we  write  «  dn  nt,  we  see  that  the  electric 

son  of  force  to  correspond  ouglit  to  be  given  by  a  potential 
Solution 

with  ^ 

Magnetic  jr  ^  _  ^  sin  ''      ^ 
Doublet. 

But  (7)  may  be  written 


<m 


(8) 


n  =         Y-  -  {sin  {mr  —  «/)  +  sm  «/}, 

r  f 

and  the  second  term  on  the  right  is  practically  zero  when  ar 
( =  2irrfkf  where  X  is  the  wave-length)  is  a  very  small  angle, 
that  is  when  r  is  small  in  comparison  with  the  wave-length. 
Thus  in  the  immediate  neighbourhood  of  the  vibrating  doablet 


n  = 


*  sin  nt 


W 


and,  by  (4),  the  potential  V  is  given  by 

an  .    .     .  d  /1> 


j^         dn  ^    '     .  o  /1\ 

dz  dz\r/ 


(10) 


which  agrees  exactly  with  the  magnetic  analogue.    This  may 
be  taken  as  sa  far  a  verification  of  the  solution. 

Further  (7)  gives  electric  force,  and  therefore  also  magnetic 

force,  everywhere  zero  at  an  infinite  distance,  which  most  be 

the  case  also  for  physical  reasons. 

Solution        Since  the  field  must  be  symmetrical  about  the  axis  of  ^,  the 

Modified    electric  force  lies  everywhere  in  a  meridian  plane.    It  will  be 

for        sufficient  therefore   to  use    co-ordinates    g    along   the    axis, 

Synmietry  and  p  at  right  angles  to  it,  and  to  calculate  for  any  point  (*,  p) 

round      i\^q  components  of  electric  force  perpendicular  and  parallel  to 

^^^'      the  axis,  and  that  of  magnetic  force  parallel  to  the  meridian 

plane.     We  shall  take  the  meridian  plane  considered  as  plane 
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of  y,  ty  80  that  p  (Fig.  179)*  becomes  identified  with  y,  and 
denote  the  components  specified  above  by  §,  i?,  a  respectively, 
putting  P,  /3,  y  =  0.  In  calculating  these  components  by  (7J 
we  have  to  put  r^  =  r*  +  p*,  and  in  finding  R  to  write  the  third 
equation  of  (7)  in  the  form 


KR. 


_  1  a/  am 

pdp\   dp  J 


-yP 


Expres- 
sions for 

Electric 

and 
Magnetic 

Forces. 


The  figure  represents  an  elecirio  oscillator  at  the  origin  of  co-ordinates  as 
intended  to  be  understood  by  Hertz. 

Fig.  179. 

wliich  is  its  proper  form  for  the  case  of  symmetry  round  the 
axis  of  r.     Thus  we  find 


A'(?  =  -^<(  I  -  -— jsin (////* -ii/)-»/r co8(;//r-«/)>8indcosd 
KR  =  -r  [2  [sin  {mr  -  nf)  -  m-  cos  {mr  -  ni)} 


-  {3  sin  {mr  -  nf)  -  Smr  cos  (wy  —  ;//) 
-  mh-^  sin  {mr  -  ni)]  sin*^] 


n^  , 


a  =        {mr  sin  (mr  -  «/)  +  cos  (mr  -  n/)\  sin  3 


(") 


*  This  figure  is  taken  from  Dr.  Lodge's  translation  of  Hertz's  paper 
in  Nature,  Vol.  XXXIX.  (1888—9). 
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Forces  at       At  points  very  near  the  vibrator  we  get  from  these  eqoations 
points 

near  the  2*  \ 

Vibrator.  KQ  =^        kiu  {mr  ^  nf)  ^mB  cosd  | 


Jffl  =  -  L  sin  (wr  ^.  n()  sin^  6 
a  «  -     COS  {mr  -  nl)  sin  6 


{ 


(12) 


Forces  at 
Points 
Distant 
from  the 
Vibrator. 


It  is  to  be  noticed  that  this  expression  for  a  is  that  wliich,  ac- 
cording to  the  formula  at  p.  143,  would  be  given  for  the  mag- 
netic force  produced  by  a  current  y  in  an  element  of  len^h  ds 
such  that  yrff  =  m#  cos  {mr  —  nf).  But  n#  cos  {mr  —  nt)  is  the 
actual  current  in  the  doublet  at  any  instant  multiplied  by  the 
length  of  the  element.  The  theory  therefore  leads  to  the  law 
there  stated. 

At  a  great  distance  from  the  origin  the  equations  (11)  for  the 
components  become 


KQ  =  —  y/<2  sin  {tnr  —  nf)%\nB  cos  B 


\ 


KR  —      -  m^  sin  {mr  —  n()  sin-  B 

r 

a  =         -  «  sin  {mr  -  nf)  sin  B 


) 


(13; 


At 

Distant 

Points 

Electric 

and 

Magnetic 

Force 

Pro- 


Together 

in 
Trans- 
verse 
Vibrations. 


These  equations  show  that  at  great  distances  from  the  orig^in 
the  electric  and  magnetic  forces  are  propagated  together,  with 
the  velocity  n/m,  and  are  in  the  same  phase. 

Further  the  first  two  equations  of  (18)  show  that  when  r  is 
great  Q  sin  B  +  R  cos  B  ^Oy  which  indicates  that  the  direction 
of  vibration  is  perpendicular  to  the  radius  vector  from  each 
point,  that  is  that  the  vibrations  are  transverse  to  the  direction 
of  propagation. 

Along  the  axis  of  r,  a  =  0,  Q^O,  and  the  equation  for  R  in 
(11)  may  be  written 


24» 


^^  "73^1+  w***^  sJD  (w*'*  -  "^  -  <?) 


(U) 


where  tan  e  =  mr. 
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Tlius  the  velocity  of  propagation  of  electric  force  along  the    Propaga- 
axis  of  z  is  to  be  found  from  the  equation  «ir  -  w/  —  tf  ■»  0  by  tion  along 
calculating  dr\dt^  and  is  therefore  «(1  +  m^f^)lm^f^.    It  is  very    the  Axis 
great  when  r  is  small,  and  approaches  the  value  w/«,  or  1/  V^A^a     ^^^  (^ 
as  r  increases.  the  Equa- 

In  the  equatorial  plane  Q  ■■  0,  and  the  equations  for  R  and  a      torial 
may  be  written  Plane  : 


KB  =  -  ^l  ^  wM  +  /;/M  sin  {mr  -  nt  -  e)\ 


u^ 


(15) 


"  ^  ;ri    ^'l  +  wV*  eiii  (rnr  -  nt  -  e") 


where  tan  e  =  wr/(l  -  w'r'),  tan  c'  =  -  Ijmr. 

The  velocity  of  propagation  of  electric  force  in  the  equatorial 
plane  is  thus  n(m*f^  —  tn^f^  +  l)lnfir^(jm*r^  -  2).  It  is  always 
greater  than  the  velocity  i^ong  the  axis,  except  of  course  K)r 
great  valaes  of  r,  where  it  is  n/m  as  in  the  other  case.  Moreover 
it  is  infinite  when  r  =  0,  and  when  t^  =  2/«*,  or  r  =  X/(ir  ^2), 
and  is  negative  at  intermediate  points.  The  electric  force  is 
thus  propagated  outwards  and  inwards  in  the  equatorial  plane 
from  a  point  outside  the  vibrator.  This  is  the  point  for  which 
r  =  X/(fr  ij2)y  the  centre  of  the  small  circle  seen  on  each  side  of 
the  vibrator  in  the  graphic  representation  of  the  electric  field 
of  the  vibrator  in  Fig.  181  below.  At  this  point  the  electric 
force  attains  any  value  which  it  there  takes  *12  of  a  period 
before  the  corresponding  value  of  the  force  is  attained  at  the 
origin. 

The  velocity  of  propagation  of  the  magnetic  force  in  the 
equatorial  plane  is  n(l  +  «iV)/«»V,  which  is  also  infinite  at  the 
origin  bat  diminishes  as  r  is  increased  towards  the  limiting 
value  n/m. 

It  is  easy  to  verify  from  the  expressions  here  given  *  that 
the  interval  in  which  a  zero  or  maximum  value  of  the  magnetic 
force  travels  out  in  the  equatorial  plane  from  the  origin  to  a 
great  distance  r  is  rm/n  -  T/i,  and  that  a  zero  value  of  the 
electric  force  travelling  out  in  the  same  plane  from  the  point 
X/(fr  sf^)  reaches  the  point  r  in  the  interval  rm/n  -  T/2  after  the 
instant  at  which  the  zero  valne  reached  the  origin.  But  when 
this  value  reaches  the  origin  the  current  has  its  maximnm  yalue, 
and  therefore  so  has  the  magnetic  force. 


*  See  also  Trenton,  "  On  the  Acceleration  of  Secondary  Electro- 
magnetic Waves,"  Phil.  Mag,  March,  1890. 
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Force. 


In  the  siicceding  interval  rmin  ~  T/i  this  maximum  travels 
out  a  distance  r,  but  the  zero  value  of  the  electric  force  has 
arrived  earlier  by  T/4,  so  that  the  electric  force  is  also  a  maxi- 
mum at  the  same  time  as  the  magnetic  force,  in  accordance 
with  the  equations  (18)  below. 

Lines  of  electric  force  have  the  differential  equation 


Graphic 
Represent- 
ation of 
Change  of 
Field 
during 
Half- 
Period. 


R 
dz 


dp 


that  is 


az  op 

Id/  an\  ^  ^n ' 

p  dp^   dp  /       Bpdz 

i(%)''+t('.s)*=» — "" 

Integrating  this  we  get  for  the  equation  of  a  line  of  force 
pdUjdp  =  c,  or 


{sin  (mr  —  n()  -  mr  cos  {mr  -  nf))  sin^  $  =  c 


(iv) 


where  <;  is  a  constant  for  any  particular  line.  By  assigning 
different  values  to  c  the  whole  family  of  lines  of  force  existing 
at  any  particular  instant  can  be  obtained. 

The  curves  of  electric  force  as  plotted  by  Hertz  are  repro- 
duced in  Figs.  180, 181,  182,  183.  Fig.  180  shows  the  electric 
field  as  it  exists  at  the  beginning  of  an  oscillation  when  the 
vibrator  is  in  the  neutral  state,  Figs.  181, 182, 183  after  the  lapse 
of  successive  eighths  of  a  complete  period.  The  figures  were 
drawn  by  means  of  a  set  of  values  of  sin^^,  and  corresponding 
values  of  ^,  and  an  auxiliary  curve  giving  the  values  of  r  for 
which  (with  the  given  values  of  {)  the  multiplier  of  sin*^  in 
(17)  gives  a  product  equal  to  the  constant  c  chosen  for  the 
curve.    [The  X  on  the  curves  is  |  of  the  wave-length.] 

The  lines  in  the  immediate  vicinity  of  the  vibration  are  not 
given,  nor  are  those  drawn  continued  up  to  the  source.  The 
vibrator  represented  is  of  a  dumb-bell  shape,  and  therefore  its 
lines  of  force  can  only  agree  with  those  of  a  doublet  at  some 
distance  from  the  origin. 

Fig.  181  gives  the  state  of  the  field  after  the  lapse  of  |^  of  a 
period  from  the  instant  for  which  Fig,  180  is  drawn.  The  lines 
shown  are  enclosed  within  the  circle  given  by  (17)  for  /=jtr, 
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Fig.  180. 
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and  c=0.  This  circle  traveiti  outwards  with  the  same  velocity 
as  the  magnetic  force.  [The  closed  curves  outside  the  circle 
may  for  the  present  be  neglected.] 

In  Fig.  182,  which  shows  the  field  when  ^=^T,  these  lines  and 
enclosing  circle  are  seen  to  have  spread  out  to  a  greater  distance. 
In  Fig.  183  the  enclosing  circle  is  much  larger,  but  in  the 
immediate  neighbourhood  of  the  vibrator  the  lines  of  force 
have  begun  to  contract  inwards  on  the  source.  The  curves  are 
thus  throttled,  so  to  speak,  and  break  off  at  the  neck  into  closed 
curves.  These  closed  curves  nro  formed  first  in  the  interior  of 
the  system  as  shown  at  the  small  circles  to  right  and  left  of  the 
vibrator  inside  the  outer  loop  of  the  dotted  curve.  At  these 
points,  as  already  stated,  the  electric  force  takes  any  possible 

Motion  of  value  before  the  corresponding  value  is  reached  at  the  origin. 

Line  of     For  example  in  Fig.  183  the  electric  force  has  just  become  zero 

Force  in  at  the  small  circles.  As  t  increases  from  f  T  to  ^T  the  curves 
Field.  break  off  successively  from  within  outwards  until,  as  shown  in 
Fig.  180,  they  have  all  broken  off  into  two  groups  of  closed 
curves  seen  to  right  and  left  of  the  origin  within  the  circle. 
These  are  as  it  were  the  cross-sections  of  a  vortex  which  is  pro- 
duced and  remains  symmetrically  round  the  axis  of  the  vibratoi. 
Its  circular  axis  at  the  small  circles  increases  in  radius 
at  first  very  rapidly  but  ultimately  with  the  speed  of  light 
[The  arrows  in  the  curves  in  Fig.  183  are  opposed  in  direction 
to  those  in  Fig.  180,  but  this  arises  from  the  fact  that  the  lines 
in  Fig.  180  are  really  those  formed  in  the  half-period  preceding 
that  now  under  consideration.] 

Considering  now  the  interval  from  /=jr  to  i=iT  we  see 
that  lines  begin  to  spread  out  just  as  before,  except  that  the 
directions  of  the  forces  are  reversed.  The^e  lines  force  outwards 
the  closed  curves  of  the  *' vortex"  just  thrown  off,  rendering 
them  concave  on  their  inner  sides  and  more  and  more  elongated, 
as  shown  in  the  successive  diagrams,  so  that  they  approximate 
more  and  more  to  lines  transverse  to  the  radius- vector  drawn 
from  the  origin  to  any  point. 

Radiation  With  the  breaking  off  and  motion  outwards  of  these  curves  is 
of  Energy,  connected  the  radiation  of  energy.  Progress  outwards  of  the 
state  of  stress  indicated  by  these  lines  involves  the  carrying  off 
into  surrounding  space  of  part  of  the  energy  supplied  by  the 
medium  to  start  the  vibrator,  the  oscillations  of  which  are  there- 
fore subject  to  a  damping  action  over  and  above  that  due  to  the 
resistance  of  the  bar  or  medium  connecting  the  conductors 

The  rate  of  radiation  of  energy  can  be  calculated  bv  Poynting's 
theorem.  By  the  formula  given  at  p.  214  above  (which  may  be 
proved   independently  for  the  present   case   by  multiplying 
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Radiation. 


Oalcnla-  equations  (1)  by  F,  Q.  R,  (2)  by  a,  /3»  y,  respectively,  sabtractiag 
^on  of  the  sum  of  the  second  set  of  products  frora  the  sum  of  the  first 
^1™^^^*^  set,  and  integrating  throughout  the  space  within  the  closed 
surface  chosen),  the  rate  of  flow  of  electric  and  magnetic  energy 
combined  across  unit  area  of  surface  at  any  point  is 

EH  sin  <p  sin  ^/4ir 

where  X,  H,  are  the  resultant  electric  and  magnetic  forces  at 
the  point,  ^  the  angle  between  their  directions,  and  '^  the 
angle  between  the  outward  normal  to  the  surface  at  the  point 
and  the  common  normal  to  E  and  H. 

It  will  be  sufficient  to  calculate  for  a  sphere  of  large  radius 
described  from  the  origin  as  centre.  In  this  case  we  hare 
by  (13) 


^E  =  nV-I-  /P  =  -  m»  sin  (wr  -  »0  sin  9  j 


• ■-      --'\ 


as) 


H  =  a  =z  ^  mu  sin  (mr  -  nf)  sin  6 

r 


E  and  H  Are  at  right  angles  to  one  another  and  lie  in  the 
tangent  plane  to  the  sphere  at  every  point  The  rate  of  flow  of 
energy  per  unit  of  area  across  the  surface  is  therefore 
^mhi  sin*  (mr-nfi  sin*  d/(4ir JTr*),  and  by  the  rule  given  at  p.  215 
the  direction  of  flow  is  outwards. 

The  total  rate  of  flow  of  energy  across  a  zone  of  the  spherical 
surface  of  angular  distance  6  from  the  axis  and  breadth  rdS  is 
thus  ♦*!»'»  Bin*(mr-fU)sin^BdB/2K.  Integrating  this  from  0 
to  w  we  find  for  the  total  rate  of  radiation  across  the  surface 

-       m^n  sin*  (mr  -  nf), 
SK 

Again,  integrating  this  expression  over  half  a  period,  say 
from  ^  =  0  to  ^  =  372,  we  get  finally  for  the  energy  radiated  in 
each  half-period  the  value 

If  we  measure  ♦  in  electrostatic  units  we  must  take  K  in  the 
same  units.  Then  for  air  jr=l.  Before  obtaining  numerical 
results  we  must  calculate  tlie  period  of  the  vibrator. 
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The  period  of  the  vibrator,  taken  as  ^n^LC  (p.  188)  by 
neglecting  J2,  can  be  found  by  calculating  L  by  Neumann^s 
formula  [(47)  p.  171],  and  takinfi^  account  of  the  displacement 
currents  in  the  dielectric.  If  a  current  element  produces  the 
magnetic  field  given  by  the  formula  of  p.  143.  and  the  displace- 
ment current  be  uniformly  and  radially  aistributed  in  the 
dielectric  round  each  end  of  the  wire,*  the  correction  for  a  pair 
of  elements  ds^^t  ds^^  at  distance  r  is  ^  d!hld$id$^dayd*^,  and  hence 
for  any  two  linear  currents  the  correction  is  the  integral  of  this 
taken  along  both  lines.  Thus  if  Pi^  P,,  be  the  ends  at  which 
the  currents  enter  the  wires,  iVj,  N^  tho^^e  by  which  they  leave, 
the  integral  is  obviously  ^{PiP^  +  ^\N^ -  Pi^\  -  P%N^)' 

Hence,  as  tlie  reader  may  verify,  if  we  consider  a  straight 
conductor  of  length  I  and  take  two  parallel  filaments  of  it  at 
distance  x  apart  and  integrate  along  both,  we  get 

f  ffcosB  ,  ,    d^r  \,     ,        „,,      /  +  V/»  +  :r2    ,    ^,  ,     


-K'-M) 


?\t 


Z  =  2;^(log?/_|) 


If  the  current  is  taken  as  uniform  over  the  cross-section 
log  (G.M.D.)  is  (p.  296)  log  ff- J,  so  that  we  have  to  substitute  { 
instead  of  the  f  in  the  above  result  Takins  fi  as  unity,  I  as  lOU 
cms.,  a  as  *2d  cm.,  as  in  Hertzes  dumb-bell  apparatus,  we  get 
Zr  =  l037  by  (21).  Since  the  spheres  were  15  cms.  in  radius  we 
must  take  (7=7'5/r',  where  v  is  the  ratio  of  the  units  (Chaip. 
XL).    Thus  we  get  r=l"86  X  10-8  of  a  second. 

*  See  Heaviside,  Electrician,  Dec  28,  1888. 

t  Hertz  calculating  by  a  formula  given  by  Helmholtz,  differing  from 
the  above  only  in  having  d^jdayda^  multiplied  by  (1  -k)/2f  where  k  is 
an  undetermined  constant,  finds  i=2/[log(2//a)-8/4  +  (l  -A;)/2],  the 
current  being  supposed  uniform  over  the  cross-section.  The  last  term 
should  be  (>t-l)/2.  From  this  by  putting  A: =0,  we  get  the  result 
^ven  above, 

^  E  2 


Calcula- 
tion of 
Period  of 
Vibrator. 


(20) 


if  x/l  may  be  neglected.  We  may  extend  this  to  all  the 
filaments  of  the  conductor  by  taking  instead  of  or  the  geometric 
mean  distance  (p.  21K))  of  the  current  carrying  section  from 
itself.  If  we  suppose  the  current  only  on  the  surface  of  the 
conductor  the  G.M.D.  is  simply  the  radius  a  and  we  get 


(21) 
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In  experiments  made  by  Hertz  the  cond actors  were  twe 
equal  spheres,  16  cms.  in  radius,  placed  with  their  centres  lOO 
cms.  apart.  These  wire  charged  to  a  difference  of  potentia! 
which  gave  a  spark-distance  of  1  cm.  The  potential  of  eacfc 
differed  from  zero  therefore  by  about  60  C.G.S.  electrostttic 
units,  and  the  charge  of  each  sphere  was  60  X  15  C.G.Sw  units. 
Thus  «  =  60  X  15  X  100,  and  the  energy  radiated  in  half  i 
period  was  60«  X  15«  X  100«  x  8ir*/3X»  ergs,  X  being  taken  in 
cms.  If  the  velocity  was  that  of  light  the  wave-length  wis 
about  550  cms.,  and  hence  in  each  half-period  about  12O00  ergs 
passed  from  the  vibrator  into  the  surrounding  medium. 

The  whole  energy  of  the  vibrator  when  charged  to  the 
potential  stated  above  was  ^  X  2  X  60*  X  15  (=54000)  ergs. 
Thus  about  J  of  the  whole  initial  energy  was  radiated  in  tk 
Hrst  half-period,  that  is  the  amplitude  of  vibration  stsSeiti 
from  radiation  alone  a  diminution  of  roughly  }. 

The  period  being  1*85  X  10-8  second  ^e  rale  of  radiation  of 
energy  was  therefore  about  1'34  X  10'*  ergs  per  second,  er 
approximately  1*34  X  10*/746  (=179)  horse-power. 

Experiments  were  made  by  Hertz,  as  described  below,  ob 
the  interference  of  waves  propagated  along  wires.  Tb< 
successive  oppositions  of  phase  were  found  to  occur  at  mnffe 
smaller  intervals  in  the  neighbourhood  of  the  vibrator  thin  it 
a  great  distance.  It  was  at  first  thought  that  this  result  wti 
duo  to  the  existence  of  two  effects,  an  electrostatic  one  tra^dlinf 
at  an  infinite  speed,  and  an  electromagnetic  one  travelliDfr 
with  the  velocity  of  light.  The  theory  given  above  shows  thii 
this  is  not  the  tnie  view  of  the  ca^e,  and  we  must  examine  what 
phenomena  of  interference  with  waves  in  wires  are  given  by  it 
We  shall  consider  first  the  propagation  of  waves  in  wires. 

To  find  a  solution  of  this  problem  we  shall  suppose  the  wiie 
to  lie  along  a  new  axis  of  jj,  and  put  for  the  value  of  n  at  any 
point  of  the  wire  the  expression 


11=  -4  sin  (m'z'  -  nV  +  S) 


(») 


where  n'/m'  denotes  the  speed  of  transmission,  whatever  it  is, 
of  a  given  value  of  n  along  the  wire,  gf  the  distance  of  the 
point  considered  from  a  point  chosen  as  origin,  and  d  the  pbaie 
angle  of  the  vibration  at  the  origin  when  /=o.  The  wire  in 
the  interference  experiments  referred  to  was  placed  hori- 
zontally in  the  plane  of  symmetry  of  the  vibrator,  but  40  cm*, 
higher. 

If  we  suppose  no  damping  out  of  the  wave  or  change  of 
form  to  take  place  A  cannot  be  a  function  of  c  or  /,  and » 
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therefore  a  function  of  p.    We  write  therefore  instead  of  (22), 

n-/(p)8in(«iV-nV-f  «) (23) 

But  for  any  point  in  the  insulating  medium  surrounding  the 
wire  we  have  tlie  differential  equation 


By  substitution  from  (23)  in  (24)  we  find 


(24) 


(26) 


Differen- 
tial 
Equation 

of 
Condition. 


This  equation  may  be  solved  in  the  following  manner.   Imagine   Solution* 
a  linear  distribution  of  attracting  matter  along  the  axis  of  z% 
such  that  between  two  points  at  distances  z  +  C  and  ^  -f  C+  ^C 
from  the  origin  the  quantity  of  matter  is  co8/i(/  +  f)«^f.    The 


potential  at  a  point  P  at  distance  r  from  the  origin  due  to  the 
element  dC  is  cos  p(af  +  i)dilr.  We  shall  take  z  as  tho  axial 
coordinate,  OM,  of  the  point  P,  Fig.  184.  If  matter  be  dis- 
tributed according  to  this  law  to  an  infinite  distance  on  both 
sides  of  the  origin  the  potential  will  be  given  by  the  equation 


jr^   rcosjp(g^  +  0^^_   rcos/?(/  +  0 


Vp^  +  f« 


dC 


+  00 


,  i      COrX      jy 


(26) 


Digitized  by  VjOOQIC 


790  ELECTKOMAGlfETIC  RADUTION 


/ 


each  element  for  a  positive  value  of  f  being  cancelled  by  a 
corresponding  element  for  f  negative. 

The  integral  in  (26)  does  not  depend  in  any  way  upon  z  or  f, 
and  is  therefore  entirely  a  f onction  of  p.  But  at  every  point  P 
the  potential  T fulfils  Laplace's  equation,  which  in  the  present 
case  has  the  form 

If  we  write  F  in  the  form  <f>(fi)co8pz  we  obtain  from  the  last 
equation 

which  is  the  equation  fulfilled  hy/{p)  if 
Hence  we  may  put 

+  ae         

2/  rcos ^fm^  -  n'*A> .  f 


«-¥f 


where  /  is  a  constant,  and  finally  * 


dC.    .    .    .    (27) 


+  x 


n  =  Hf  sin  (»V  -  »'/  +  »)  /-goiVf '„-  ■''Ay  rff .     (28) 

This  is  the  general  solution  from  which  the  electric  and 
magnetic  forces  are  to  be  found  by  (4). 


*  The  solution  here  adopted  is  that  given  by  Poincare  {EUetridU  €t 
0ptiqu6^  tome  ii.  p.  192).  Hertz  gives  practically  the  same  solutioa 
bet  in  a  somewhat  different  form.    He  remarks  that  the  integral 


oo 


satisfies  the  diderential  equation  (25).     If  we  assume  that  ^is  not  leas 
than  zero,  that  is,  that  the  velocity  of  propagation  along  the  wire  is 
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If  we  now  impose  the  condition  that  the  electric  forces  are  at  If  Electric 
right  angles  to  the  conducting  wire  we  must  have  i?  »  0,  that     Forces 
is  by  (7)  Normal  to 

•  |5+if  =  0,  v7rX 

V       P^P  ofPropa- 

or  gation  = 

ay      1  d/_  Velocity, 

d^»+pa7""^ ^^^  of  Light. 

This  gives /=  CIogp+  C,  where  C,  Cy  are  constants,  and 
therefore  we  may  write 

or 

n  =  tr  log  p.  sin  (m'z'  -  n'/  +  «)   .    .    .    .     (30) 
n' 


not  greater  than  in  the  Borrounding  mediom,  we  maywrite  pp^  —  i0, 
where  9  is  a  pure  positive  imaginary,  and  i  =  V-1.  The  integral 
then  becomes 

<» 

f  c  du 

0 

and  is  a  case  of  the  function  K  (B)  discussed  in  treatises  on  Bessel's 
functions. 

Now  it  is  proved  (Heine's  KugeffuTuUionen,  p.  188,  2iid  edition) 
that  if  0  be  as  here  a  pure  positive  imaginary 

f  f COB  ppX    , 

K{0)  =  jcoa(e^niu)dU=  j-j-    \^dx 


=/ 


0 

cosK    ,. 

^P'  +  C 
0 


if  for  fKC  we  write  C     But 

+  00  ^ 

f  COS pC  f  Ox)itpC 

J  ^V+r      -'  ^p^+c- 

-00  0 

Thus  the  two  solutions  agree  to  a  constant  multiplier. 
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By  comparison  of  (26)  and  (31)  we  see  that  in  this  case 

j»*  "  w'*  -  n^^JT^  =  0 (31) 

that  is  the  velocity  of  propagation  of  the  wave  along  the  wire 
is  equal  to  the  velocity  of  light. 

Fig.  185  shows  the  lines  of  electric  force  in  the  neighbooiiiood 
of  the  wire,  for  ^=«*,  that  is  for  an  infinitely  small  velocity  of 
propagation  along  the  wire.  Here  the  lines  make  finite  angles 
with  the  wire  except  at  pairs  of  points  at  saccessive  distance* 
of  half  a  wave  length,  along  the  wire,  where  Ji  is  zero.  The 
field  is  wholly  electrostatic.  Fig.  186  shows  the  change  pro- 
duced in  the  field  when  the  velocity  of  propagation  along  the 
wire  is  7/12  of  that  in  the  medium.  The  component  of  electric 
force  along  the  wire  is  weakened  by  electrodynamic  action,  and 
the  curves  run  farther  out  since  the  tangent  at  any  point  is 
thus  rendered  more  nearly  perpendicular  to  the  wire. 


Fio.  185. 

In  Fig.  187  the  field  in  the  case  of  velocity  of  transmission 
equal  to  that  of  light  is  shown.  The  lines  of  electric  force  are 
everywhere  in  planes  at  right  angles  to  the  axis  ;  each  of  the 
curves  of  the  former  diagram  has  by  the  vanishing  of  J2  at 
every  point  been  changed  into  a  pair  of  parallel  lines,  as 
indicated  by  the  arrows,  one  running  out  to  infinity  the  other 
returning  from  infinity  to  the  wire. 

Taking  now  the  component  of  electric  force  in  the  equatorial 
plane  as  given  for  the  vibrating  doublet  by  (15),  we  may 
write  it 


^^-~jr 


.  «iV  +  m*r*  sin  («/  -  dj  =  Csin  {mi  -  dO    (32) 
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where 


dj  =s  «ir  -  tan-i 


1  -  m^r^ 


Plotting  d|  as  ordinates  of  a  curve  with  values  of  mr  as  the 
absciss®,  Hertz  obtained  the  curve  marked  d,  in  Fig.  188  *  This 


11 


curve  is  drawn  for  the  experiments  described  at  p.  812  below. 
The  scale  below  indicates  metres,  and  starts  from  a  point  ^45 
cms.  to  the  right  of  the  origin  of  abscissss)  at  which  the  value 

*  This  cat  is  copied  from  Hertz's  paper,  "  Die  Eriifte  elektriscber 
5^hwiDgUDgen/'  Irwd.  Ann.  36  (1888),  p.  1.  See  also  Nature,  vol. 
39  (1888—9),  p.  547. 
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of  Sj  begins  to  be  sensible.    The  distance  ob  along  the  axes  of 
X  and  y  represents  v. 
Inter-  It  will  be  seen  from  the  curve  that  it  is  asymptotic  to  the 

ferences  of  straight  line  (d=«r— ir)  drawn  from  A,  and  that  therefore  at  a 
Direct  and  great  distance  the  phase  alters  unifonnly  as  if  the  wave  had 
^^ire-      been  transmitted  over  the  first  half  wave-length  in  an  infinitely 
li\  Rves  ns   gj^^^^  ^ij^g   ^^^  ^^^  thereafter  travelled  with  velocity  «/w. 
given  by 
Theory. 


m      tt      t9      a       ** 


Fig.  188. 


The  electric  force  parallel  to  s'  at  any  point  in  a  plane 
through  the  wire,  and  produced  by  the  disturbance  in  the  wire. 
has  the  expression 

W=  C  B\ii{nH  -h^ (33) 

where  by  (30) 

A 

if  X'  denote  the  length  of  the  waves  in  the  wiic.  The  vahie  of 
d  and  the  amplitude  C  can  be  altered  to  any  required  amennt 
by  properly  adjusting  the  length  of  the  wire. 

Considering  then  the  interference  between  the  electric  force  in 
the  equatorial  plane  due  to  the  radiation  from  the  vibrator,  and 
that  produced   by  the  wire,  we  see  that  the  phase    of    the 
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resultant  depends  on  d^  -dg.   For  if  the  resultant  be  R'  we  have, 

iJ'  =  /?  -I-  ^=  {7{8in (n/  -  d^)  +  sin  (m7  -  d^)} 

=  2{7sin(**4^-^'/-?^-+^«)co8^^"-^2  ^    .    (34) 

Thus  if  ^-^2  is  zero  or  a  multiple  of  27r,co8  {(d^  -  ^2)/2}  =  ±  I 
and  the  effects  conspire.  If  dj  —  h^  is  an  odd  multiple  of  tt 
co8{(di-^j)/2}=0,  and  the  effects  are  opposed.  In  the  former 
case  the  interference  may  be  called  +,  in  the  latter  -,  while  in 
the  case  of  ^^-^29  un  odd  multiple  of  9r/2,  it  may  be  said  to  be 
zero. 

Now  suppose  that  at  the  zero  of  the  metre  division  d^-^g  ^^^^ 
some  definite  value  b^  and  let  a  straight  line  (1  in  Fig.  18b}  be 
drawn  to  represent  dj+^o-  ^^  slope  must  be  such  that  it  riset* 
n  for  a  distance  along  the  axis  of  abscissce  equal  to  half  a 
wave-length  in  the  wire.  In  the  tigure  it  is  thus  drawn  for  a 
wave-length  of  5*6  metres,  to  suit  the  experiments  made  by 
Hertz.  The  lines  numbered  2,  3,  4,  &c.,  are  drawn  in  the  same 
way  to  represent  ^+do  -  iw,  ^j+^o  ~  ""»  ^a+^o  "  S*"^*  ^^'  These 
cut  the  axis  of  abscissae  at  successive  distances  from  the  origin 
of  the  metre  scale  of  1*4  metres,  and  are  all  parallel  to  the  line 
numbered  1. 

The  intersections  of  these  lines  with  the  curve  d^  projected  on 
the  axis  of  abscissie  give  the  distances  from  the  origin  at  which 
di  has  the  successive  values  ^2+^0*  dj+^Q  — ^Tr.&c.  Thus  if  the 
interference  at  the  beginning  of  hue  1  have  the  sign  -f-  (-),  it 
will  have  —  (+)  at  a  distance  of  2*3  metres,  +  (-)  at  a  dis- 
tance of  7*6  metres,  —  (+)  at  14  metres,  and  so  on.  Or  if  it  be 
zero  at  the  beginning  of  the  metre  scale,  it  will  be  zero  at 
distances  2*3,  7'6, 14,  &c.  metres,  and  have  opposite  signs  at  the 
intermediate  distances  1  metre,  4*8  metres,  11  metres,  &c. 

This  it  will  be  seen  below  expresses  the  experimental 
results.  The  retardation  of  the  magnetic  force  given  by  the 
equation  djssWj-tan-^  mr  is  shown  by  the  line  5,.  Further 
discussion  of  the  experimental  results,  including  the  interference 
of  the  magnetic  actions,  will  however  come  more  conveniently 
after  a  description  of  the  experiments  made  by  Hertz  and 
others. 

Some  of  the  most  important  of  Hertz's  experiments  were  Hertz's 
carried  out  by  means  of  the  dumb-bell  vibrator  and  receiver  Experi- 
referred  to  above,  or  with  the  dumb-bell  vibrator  modified  by  sub-  ments. 
stituting  for  ^e spheres  plates  coplanar  with  the  axis.  The  vibrator, 
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Modo  of 
Produc- 
tion of 
Oscilla- 
tions. 


which  was  placed  horizontally,  was  connected  as  shown  in  Fi^.  189 
to  the  terminals  of  an  induction  coil.  The  two  spheres  Ay  Jt 
were  thus  charged  to  a  difference  of  potential  sufficient  to  enable 
a  spark  to  pass  across  the  gap.  As  soon  as  the  spark  passed 
electric  oscillations  were  set  up  which  depended  for  their  period 
on  the  dimensions  of  the  apparatus,  but  were  enormously  more 
rapid  than  the  action  of  the  coil.  Thus  the  oscillations  had 
subsided  in  consequence  of  generation  of  heat  and  radiation  of 
energy  long  before  tliey  were  renewed  by  the  coil.  The  action 
of  the  vibrator  was  therefore  a  succession  of  oscillatory  dis- 
charges separated  by  intervals  of  inaction. 


Induction 
Coil 


j-a 


Q 


O 


Fig.  189. 


Resonat* 

ing 
Action  of 
Receiver. 


What  was  very  remarkable  in  the  receiver  was  the  fact  that 
a  particular  size  depending  mainly  on  the  vibrator  was  necessary 
to  enable  it  to  act  with  greatest  readiness  and  intensity.  This 
suggested  that  its  behaviour  was  that  of  an  electric  resonator, 
so  to  speak,  tuned  to  respond  to  the  vibrations  which  it 
received,  and  to  no  others.  Of  course  this  was  only  approxi- 
mately the  case :  the  electric  radiation  was  essentially  a 
compound  phenomenon,  and  indeed  very  accurate  tuning  has 
been  found  unnecessary  for  obtaining  results. 
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Tho  wire  of  which  the  receiver  was  made  was  2  mms.  thick, 
and  the  diameter  of  the  circle  was  35  cms.  The  ends  of  the 
wire  at  the  spark-gap  were  tipped  with  two  small  knobs.  The 
width  of  the  gap  was  regulated  by  means  of  a  fine  screw,  which 
moved  one  end  of  the  wire. 

In  some  experiments  with  the  same  vibrator  a  receiver  in  the 
form  of  a  square  60  cms.  in  [side,  made  of  wire  of  the  same 
(^auge,  was  used.  The  spark-gap  was  in  the  middle  of  one  of 
the  sides. 

It  is  impossible  to  give  a  complete  account  of  the  action  of 
the  receiver  or  resonator,  but  some  approach  to  a  rough  theory 
can  be  made  which  serves,  partly  at  least,  to  explain  the  results 
obtained.  TSee  Hertz,  Wied.  Ann.  34,  p.  155  (1888),  or,  Unter- 
such.,  p.  89.J 

If  we  denote  by  P  the  electric  force,  parallel  to  an  element  ^« 
of  the  resonating  circle,  produced  by  the  action  of  the  exciter, 
we  shall  have 

P  =' <f>(8)  cos  nt (36) 

on  the  su  pposition  that  the  electric  force  is  oscillatory  with 
period  ^tf/h,  and  is  a  function  of  the  distance  s  of  the  element 
from  some  point  of  the  circle  (say  the  centre  of  the  spark-gap) 
taken  as  origin.  We  assume  further  that  <f>(s)  is  a  periodic 
function  of  «,  which  is  no  doubt  the  case  when  electrical  oscil- 
lations are  going  on  in  the  circle.  Hence  by  Fourier's  series 
we  get 


<f>{8)^  J  +  Boosts  + 


+  B'  sin  I"*  -f 


(36) 


where  S  denotes  the  whole  circumference  of  the  circle.  It  is 
not  necessary  to  retain  more  than  the  three  terms  here  exhibited, 
the  constant  term  and  the  two  indicating  the  gravest  simple 
harmonic  component.  If  we  take  the  origin  at  the  spark-gap, 
we  may  neglect  also  the  term  P'  sin  (2ir«  /S)  since  that  is  of 
opposite  sign  in  the  two  halves  of  the  circle  on  the  two  sides  of 
the  diameter  through  the  spark-gap. 
At  the  spark-gap  we  have  then  by  (36) 

<t>{s)  =  A  +  3 

und  at  the  diametrically  opposite  point 

^(*)  ^A-  B. 

The  current  at  the  spark-gap  is  of  course  the  rate  of  passi^^e 
of  electricity  in  the  spark  itself.  ^ 


Dimen- 
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Theory  of 
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According  to  Hertz'R  vi6W  th«  action  of  the  vibrator  on  the 
portion  of  the  resonator  opposite  the  spark-gap  was  most  efiEec- 
tive  in  setting  up  the  oscillation,  that  is,  that  the  oscillatioDs 
depend  rather  on  A  -  B  than  on  A+  B.  Such  an  ost-illation 
no  doubt  consists  first  in  a  backward  and  forward  flow  of 
electricity  in  the  connecting  wire  from  one  knob  to  the  other, 
which  gradually  increases  in  amplitude,  if  the  receiver  is  of 
natural  period  nearly  equal  to  that  of  the  vibrator,  until  the 
maximum  difference  of  potential  between  the  knobs  becomes 
so  great  that  a  spark  passes.  He  compares  the  resonator  to  a 
Htring  fixed  at  its  two  ends  and  subjected  to  periodic  forces  at 
intermediate  points,  so  that  it  is  set  into  a  state  of  forced  vibra- 
tion. Thus  if  r  denote  the  difference  of  potential  of  the  knobs 
at  any  time,  we  have,  on  the  supposition  that  the  exciting-  vibra- 
tions are  slowly  damped,  the  excited  not, 


9*r 


_-f-j32r-»  ^'€-««sinM/ (37 


if  2ir//7  be  the  natural  period  of  free  vibration.     The  solutinn 
for  forced  vibration  is 


r=- 


-r€-«« 


>/(>-, 


/*v 


sin  («/  -e)  +  B  sin  pi  +  Cconjtf, 

m 


where  tan  e  =  2n#c/(H*  -  p^  -  #c*). 

If  K  be  supposed  very  small,  V  will  be  very  great  if  p  is 
equal  to  n,  and  will  have  the  same  sign  as  A^  or  the  oppof^ite 
sign,  that  is  the  phases  of  the  forced  part  of  F'and  the  excitinir 
action  will  agree  or  be  opposed,  according  as  o  >  or<  n.  Bot 
if  p  =  n,  tan  e  is  very  great  and  approximately  e  =  ir/2.  Thus 
when  resonance  is  just  attained  there  is  a  difference  of  phase  of 
a  quarter  of  a  period.  If  #c  is  not  very  small,  the  forced  vibra- 
tion is  a  maximum  when  n*  =  />*  -|-  ic*,  and  the  greater  #c  is  the 
smaller  is  this  maximum. 

The  terms  of  F  may  be  interpreted  as  follows :  A  cos  n/  is  an 
electric  force  at  the  element  rf»,  which  has  the  same  value  for 
each  element  at  the  same  instont.  It  may  be  taken  as  the 
electric  force  due  to  variation  of  magnetic  induction  of  the  same 
value  at  every  point  of  the  circle,  or  if  the  magnetic,  induction 
is  not  uniform,  the  part  ol  this  electromotive  force  which  is  the 
same  for  each  element.  In  the  second  term  is  included  the 
so-called  electrostatic  action  of  the  vibrator,  and  any  remaining 
portion  of  inductive  action  however  produced. 

If  E  be  the  part  of  the  electric  force  which  is  independent  of 
that  due  to  the  variation  of  the  uniform  part  of  the  magnetic 
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induction,  ^  the  anglo  which  it  makes  with  the  plane  of  the 
circle,  and  0  the  angle  between  the  component  in  the  plane  of 
the  circle  and  the  radius  to  the  centre  of  the  spark-gap,  the  com- 
ponent along  the  tangent  is  E  cos  yft  sin  {2nsfS  -  ff).    Therefore 

B  —  -  E  cos  yft  sin  $  cos  ni. 

Hence  the  length  of  spark  may  be  taken  as  roughly  depend- 
ing on  the  value  of  a  quantity  of  the  form  a  +  /3  sin  5,  where  a 


is  proportional  to  J  and  pto  E  coe  ^. 

In  the  experiments  loc.  ciL  it  was  of  course  sufficient,  on  account 
of  the  symmetry  of  the  arrangement,  to  investigate  what  took 
place  for  positions  of  the  centre  of  the  receiver  at  different 
points  of  one  of  the  four  quadrants  into  which  the  horizontal 
plane  through  the  vibrator  was  divided  by  the  line  of  the 
vibrator  itself,  and  the  horizontal  perpendicular  to  the  vibrator 
passing  through  the  middle  of  the  spark-gap.  The  receiver 
was  used  with  its  plane  (I)  vertical,  (2)  horizontal,  in  both  cases 
with  its  centre  in  tne  horizontal  plane  through  the  vibrator. 

It  was  observed  in  the  former  case  that  no  sparks  passed  when 
the  circle  was  placed  with  its  diameter  through  the  spark-gap 
horizontal,  that  is  the  gap  vertical,  but  that  sparks  passed  with 
increasing  intensity  as  the  receiver  was  turned  round  in  its  own 
plane  so  as  to  bring  this  diameter  nearer  to  the  vertical.  When 
the  gap  was  at  the  lowest  or  highest  point  of  the  circle,  and 
therefore  horizontal,  the  sparks  passed  most  freely  for  a  given 
position  of  the  plane  of  the  circle. 

For  any  vertical  position  of  the  circle  clearly  a  =  0.  For  a 
vertical  position  of  the  gap  the  action  of /3  is  equal  and  opposite 
in  the  two  halves,  for  a  horizontal  position  its  action  on  the 
part  of  the  circle  diametrically  opposite  is  effective  unless 
^  =  90^. 

It  was  found  that  if,  when  the  spark-gap  was  at  the  top  or 
bottom  of  the  circle,  the  receiver  was  turned  round  a  vertical 
axis  there  were  two  positions  in  which  the  sparks  passed  with 
maximum  intensity,  and  two  in  which  there  was  absolute  or 
approximate  extinction  of  the  sparks.  The  two  uositions  of 
maximum  were  180°  apart,  as  were  also  tlie  two  positions  of  zero, 
which  lay  midway  between  the  two  former  positions.  For  the 
former  position  V^  =  0,  and  $  =  90°  for  the  element  opposite  the 
gap,  for  the  zero  positions  yjr  —  90°. 

A  number  of  these  positions  were  noted  and  are  illustrated  in 
Fig.  190.  The  longer  lines  show  the  positions  of  the  spark- 
^ap  when  the  sparking  was  a  maximum,  the  short  arrow-pointed 
lines  the  direction  of  the  electric  force.  The  short  lines  clearly 
indicate  curves  of  electric  force,  the  others  directions  at  right 
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angles  to  the  electric  force.  Fnrthermore  the  lines  which  vn 
drawn  for  points  near  the  vibrator  suggest  the  lines  of  electro- 
static force  illustrated  in  Figs.  180 — 183,  and  the  theory  shows 
that  near  the  vibrator  the  electrostatic  action  is  most  powerfal. 

Wlien  on  the  other  hand  the  plane  of  the  receiver  was  hori- 
zontal, no  effect  was  prodaced  when  it  was  on  the  position  I, 
Fig.  191,  so  that  the  magnetic  induction  through  it  was  zero, 
and  the  spark-gap  was  at  6.  or  6\  and  therefore  at  right  angles 
to  the  electric  force.  Wnen  however  the  circle  was  turned 
round  in  its  own  plane  so  that  the  spark-gap  was  brought  to  Oj 
or  a\y  equal  maxima  of  spark  production  were  found  ai 
these  points.  The  spark-length  observed  at  these  points  wii 
2*5  mm. 

When  the  circle  was  turned  to  II  the  magnetic  indactioB 
through  it  was  no  longer  zero.  Two  positions  of  minimam  or 
zero  sparking  were  found  at  ^j  ^^^  ^'t>  ^^^  ^^^  maxima  of  un- 
equal intensity  at  a^  and  a'^.    The  line  a^a'9  was  at  right  angles 


Fio.  1»0. 

to  the  electric  force,  and  thus  the  action  was  proportional  to 
o  -f  /3  at  one  position,  and  to  o  -  ^  at  the  other.  The  two  effects 
conspired  at  a^  and  were  opposed  at  a\.  For  the  electric  force, 
with  A  say  positively  charged,  was  from  A  and  tended  there- 
fore,  when  the  gap  was  at  tf„  to  produce  a  current  in  the  clock wisr 
direction.  But  the  electric  force  due  to  inductive  action  vras  in 
the  direction  from  A'  to  A  near  the  vibrator,  and  tended  to  pro- 
duce flow  in  the  same  direction. 

When  the  spark-gap  was  at  a\  it  is  easy  to  see  in  like  manner 
that  the  effects  were  opposed. 

When  the  spark-gap  was  at  b^  or  6  j  the  electric  force  being 
equally  inclined  to  the  circle  at  those  points  gave  therefore 
equal  components  along  the  circle,  which  neutralized  th< 
electric  forces  duo  to  induction. 
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The  spark-lengths  at  ^j  and  a'j  were  3*6  mms.  and  2*6  mms. 
respectively. 

When  the  circle  was  moved  to  position  III  the  two  null 
points  closed  up  nearer  to  «',  the  smaller  maximum,  while  the 
greater  maximum  was  at  a^  Over  a  considerable  region 
opposite  to  AT,  only  a  very  slight  eflTect  was  observed.  The 
spark-length  at  a^  was  4  mms. 

As  the  middle  position  was  approached  and  reached  in  IV 
and  y,  no  positions  of  extinction  at  all  were  found,  but  only  a 
maximum  and  minimum  at  «<,  a\,  in  IV  and  a^,  a\,  in  V.  It 
iH  to  be  noticed  that  in  the  passage  from  position  III  to  position 
y  the  Ime  aa'  turned  quickly  round  through  nearly  90°  so  as  to 
be  always  at  right  angles  to  the  electric  force. 

The  spark-lengths  found  were  5*5  mms.  at  tf4,  1*5  mms.  at  a\ 
and  6  mms.  at  a^,  2-5  mms.  at  i^^. 


50=*°=0 


Fig.  191. 

Hertz  made  experiments  also  with    the  resonator  in  other  Resonator 
positions  than  those  specified,  and  found  the  results  to  be  in    inclined 
accordance  witli  theory.     For  example  the  circle  was  placed  in    to  Hori- 
the  position  V  of  Fig.  191  with  the  spark-gap  at  tf^,  and  then     zontal. 
turned  round  the  diameter  parallel  to  the  vibrator  so  as  to  raise 
the  spark-^ap.    Experiments  were  made  for  various  positions 
until  the  circle  had  heen  turned  completely  round  to  its  original 
position.    During  the  change  of  position  0  was  still  90°,  ^  re- 
mained nearly  constant,  but  a  changed  with  the  cosine  of  the 
inclination  of  the  plane  of  the  circle  to  the  horizontal.    Thus  if    Effe  t   f 
the  value  of  a  for  the  horizontal  position  be  denoted  by  oq,  and  Chance  ^of 
the  inclination  of  the  circle  to  tlie  horizontal  by  ^,  the  quantity    Anir^of 
roughly  measuring  the  spark  producing  action  was  oo  cos  «A  +  j8      Jnclina- 
and  varied  therefore  from  oq  +  ^  for  the  spark-gap  at  a.  in  the       tion. 
position  V,  to  fi  when  <f>  was  90°.     Experiment  showed  that  the 
spark-length  varied  from  6  mm.  to  2  mm. 

VOL.  n.  3    jr 
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Thereafter  as  the  next  quadrant  was  turned  through  the  spark- 
length  passed  through  zero  and  increased  again  to  the  smaQer 
maximum  2*5  mms.  at  a!^  when  ^  was  180^.  The  action  me 
then  represented  by  —  00  +  0»  ^^^^^  —oq  preponderating- gave  tiie 
smaller  (negative)  maximum,  while  between  ^=-90°,  and  ^= ld(f , 
oq  cos  <^  +  ^  took  the  value  0. 

As  <^  was  further  changed  from  180°  to  270  oq  cos  ^  +  d 
changed  from  ^  a^-Vfi  to  ^  again,  and  so  the  spark -lengtb 
changed  through  zero  to  2  mms.  once  more.  As  Uie  circle  wk 
turned  through  the  last  quadrant  to  its  original  position  the 
spark-leugth  increased  from  2  mm.  to  6  mm. 

The  experiments  just  described  were  all  made  in  the  vidnity 
of  the  vibrator.  Experimenting  at  greater  distances  Hertz 
found  that  at  points  from  about  1  to  1*5  metre  from  the  vibrator 
the  maximum  and  minimum  positions  were  not  clearly  d^o^ 


Fig.  192. 


except  for  certain  positions ;  but  that  they  became  again  distinct 

at  distances  exceeding  two  metres.    Fig.  192  shows  the  electnc 

Explora-    ^c^d  as  mapped  out  by  Hertz,  in  an  exploration  made  by  m^ns 

tion  of     of  a  receiver  carried  about  from  point  to  point  in  a  room  of 

Electric    14  metres  by  12.    From  this  exploration  be  drew  the  fbUowinr 

Field  with  conclusions :  (1)  That  at  distances  beyond  three  roefa^es  ti^ 

Resonator,  electric  force  is  parallel  to  the  oscillation,  and  is  due  in  tise 

main  to  induction.    (2)  For  distances  less  than  1  metre  frtns 

the  vibrator  the  electric  force  is  almost  wholly  electroetatk. 

(3)  The  electric  force  is  determinate  at  all  points  along  the  axb 

of  the  vibrator  and  in  the  equatorial  plane  but  within  a  o^tUaa. 

region,  marked  by  the  asterisks  in  the  diagram,  becomes  ib- 
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determinate.    The  effect  falls  off  much  more  rapid]jr  with  in- 
crease of  distance  along  the  axis  than  in  the  equatorial  plane. 

It  is  to  be  remarked  that  these  results,  the  explanation  of 
which  was  not  at  all  obvious  when  they  were  observed,  are  on 
tKe  whole  satisfactorily  accounted  for  by  the  theory  given  later 
by  Hertz  and  discussed  above,  p.  775  et  seq. 

It  is  only  necessary  to  look  at  Figs.  182,  183  to  find  all  the  Results  of 
features  of  Fig.  192.    There  is  the  so-called  electrostatic  field    Explora- 
of  force  close  to  the  vibrator,  the  region  of  indeterminacy  beyond  tion  refer- 
it,   and,  in  the  neighbourhood  of  the  equator  at  least,   the     JJJ*^*^ 
parallelism  of  the  electric  force  to  the  vibrator.    The  more     Theory, 
rapid  failing  off  of  the  action  along  the  axis  is  also  explained. 
For  by  equations  (13),  at  a  g^eat  distance  the  electric  and  mag- 
netic forces  are  both  zero  on  the  axis,  while  in  the  equatorial 
plane  they  are  still  sensible.    The  only  discrepance,  if  discrep- 
ance it  is,  is  the  apparent  parallelism  of  the  lines  of  electric 
force  to  the  vibrator  found  at  some  distance  from  the  equatorial 
plane  ;  but  this  is  no  doubt  due  to  the  inaccuracy  produced  by 
effects  of  the  walls  of  the  room,  or  otherwise. 

Hertz  also  investigated  the  effect  of  placing  conductors  and  Effect  of 
insulators  of  different  kinds  in  the  neighbourhood  of  his  vibrator.*  Conduc- 
The  arrangement  of  apparatus  is  shown  in  Fig.  193.  AA' \b  tors  and 
the  exciter  consisting  as  shown  of  two  square  plates  of  brass,  Ins^ators 
40  cms.  in  side,  placed  symmetrically  in  the  horizontal  plane  ^^  ^eld 
about  the  line  «iJi,and  joined  by  a  wire  70  cms.  long,  interrupted  yv  x^ 
in  the  centre  by  a  spark-gap  of  J  cm.  between  two  well-polished  Iro^r*^* 
brass  knobs.  The  two  sides  of  the  gap  were  connected  as  m^nt  of 
indicated  by  the  wires  to  the  terminals  of  an  induction  coil.  Appara- 

The  receiver  was  a  circle  of  the  dimensions  already  specified  tus! 
and  furnished  with  a  screw  at  the  gap  which  enabled  the  spark- 
length  to  be  varied  from  a  few  hundredths  of  a  millimetre  to 
several  millimetres.  The  circle  was  set  with  its  plane  vertical 
and  parallel  to  the  spark-gap,  and  its  centre  on  the  horizontal 
line  mn,  the  axis  of  symmetry  of  the  vibrator,  at  a  distance  of 
12  cms.  from  the  nearest  points  of  the  plates.  It  was  made 
movable  round  an  axis  coinciding  with  this  line,  so  that  the 
position  of  the  spark-gap  could  be  varied  on  the  circle. 

When  the  spark-gap/ in  the  receiver  was  at  a  or  a'  no  sparks 
passed,  but  the  slightest  turning  from  that  position  caused  the 
sparks  to  begin,  and  they  had  a  maximum  length  of  about 


*   Wied.  Ann.  34  (1888)  p.  273,   or  Vntcrsuch.  fi.  d.  Ait^breitung, 
&c.  p.  102. 
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3  mms.  when  the  spa  rk-gap  was  at  b  or  b\  For  this  position 
the  sparks  were  of  coarse  prodaced  by  the  electric  force  inde- 
pendently of  any  change  of  the  total  magnetic  induction 
through  the  circle*,  since  of  coarse  that  was  zero.  It  was  foond 
that  if  without  changing  the  plane  of  the  circle  it  was  placed  at 
a  lower  level  the  spark  at  b  increased,  and  that  at  b'  diminished 
in  length,  and  the  places  of  zero  spark  were  no  longer  at 
the  extremity  of  the  diameter  of  the  circle  at  right  angles  to  hb\ 
bat  were  both  d  isplaced  on  the  circle  towards  b  to  an  eqnal 
amount.  This  result  was  due  to  magnetic  induction,  the 
integnU  of  which  through  the  circle  was  no  longer  zera  There 
is  no  difficulty  in  working  out  the  explanation  in  detail. 

It  was  found  necessary  to  set  up  the  apparatus  in  a  large 
chamber  at  a  great  distance  from  all  other  oojects,  and  to  keep 
conducting  belies  such  as  bars  of  metal  at  a  distance  from  the 
apparatus/in  order  that  the  absence  of  sparks  at  a  and  ^  might 
be  maintained.  An  unsymmetrical  position  of  the  body  of  the 
observer  relatively  to  mn  was  quite  sufficient  to  afteot  the  pro- 
duction of  sparks. 

A  conductor  of  the  shape  indicated  by  C,  Fig.  193  was  placed 
above  the  exciter  as  shown.  When  it  was  brought  nearer  to 
the  exciter  the  sparks  diminished  at  b*  in  the  resonator,  and 
increased  at  6,  and  the  points  of  zero  sparking  moved  upwards 
towards  b'^  while  sensible  sparks  appeared  at  the  former  sero 
points.  It  is  easy  to  see  that  this  effect  was  what  was  to  be 
expected.  For  the  conductor  C  having  been  made  so  as  to  have 
a  natural  period  shorter  than  that  of  the  vibrator  was  the  seat 
of  a  vibration  opposed  to  that  in  the  primary.  This  was  a 
consequence  of  the  inductive  action  on  tne  primary,  for  since 
the  natural  period  of  the  primary  was  greater  than  that  of  C^  the 
electrification  of  C  agreed  in  phase  with  the  inductive  action 
producing  it  (see  p.  798  above).  That  this  was  the  explanation 
Hertz  satisfied  himself  by  replacing  tlie  vertical  connecting 
plate  in  C7  by  a  thin  wire,  that  by  a  thinner  and  so  on.  The 
result  was  to  bring  the  points  of  zero  sparking  nearer  to  the 
top.  But  as  they  moved  upwards  with  the  substitution  of 
thmner  and  thinner  wires  the  zero  points  disappeared  altogether 
and  were  replaced  by  places  of  minimum  sparking.  The  spark- 
length  up  to  the  vanishing  of  the  zero  points  was  much  smaller 
at  b'  than  at  b  ;  but  at  the  vanishing  of  the  zero  points  it  b^an 
again  to  increase,  and  as  the  period  of  C  was  increased  the 
sparks  became  equal,  but  no  point  of  zero  sparking  was  again 
found.  As  the  period  of  C  was  increased  beyond  this  stage  the 
spark-length  at  the  lowest  point  diminished,  and  there  were 
developed  in  its  neighbourhood  two  minimum  points  which 
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became  more  and  more  nearly  zero  points,  and  approached  at 
the  same  time  the  positions  a  of. 
All  this  was  of  course  in  strict  accordance  with  theory,  for  as  DisonsaieM 


the  period  of  C  approached  that  of  AA*  the  current  in  (/increased 
likewise,  but  when  the  period  was  carried  beyond  that  of  A  A'  a 
difference  of  half  a  period  was  set  up  between  the  current  in  C 
and  the  action  producing  it,  that  is  the  two  currents  agreed  in 
phase.     When  however  the  stage  of  resonance  was  nearly 


of 
Results. 


Fig.  193. 


reached  or  only  slightly  passed  the  difEerence  of  phase  was,  as 
in  all  cases  of  slightly  damped  vibration,  about  a  quarter  of  a 
period  ^see  (38)  p.  798)  and  interference  between  the  effects  of 
C  and  AA'  was  then  impossible.  This  was  the  stage  at  which 
the  sparks  were  equal  at  the  highest  and  lowest  points  of  the 
circle. 

When  C  was  brought  quite  close  to  AA'  the  sparks  in  the 
resonator  became  small.    This  was  due  to  the  fact  that  the 


^ 


806 


ELECTRIC  RADIATION 


Effect  of 

PUdog 

iDiulaton 

in  the 

Field. 


Efiectof 
Block  of 
Asphalt 
placed 
near 
Exciter. 


Pheno- 
mena not 
due  to 
Electro* 

static 
Action. 


capacity  of  AJ^  being  increased,  its  period  was  len^hened, 
and  80  the  resonator  and  exciter  were  thrown  out  of  anison. 

The  effect  of  placing  insulators  of  different  kinds  under  the 
exciter  was  then  tried.  A  pile  of  books  1*5  metres  long^,  "5 
metre  broad,  and  1  metre  high  was  placed  under  the  exciter  so 
that  its  upper  surface  almost  touched  the  plate.  Sparks  now 
passed  when  the  spark-gap  of  the  resonator  was  in  its  former 
position  of  no  sparking,  and  the  spark-gap  had  to  be  tamed 
round  the  circle  through  lO*'  towards  the  pile  of  books  to  reduce 
the  sparking  to  zero. 

A  block  of  asphalt  of  the  dimensions  (in  cms.)  indicated  in 
Fig.  194  was  then  placed  in  the  position  shown.  The  sparks  were 
now  found  to  be  much  stronger  at  V  than  at  h'  the  point  near^t 
the  asphalt.  The  points  of  zero  sparking  ceased  to  exist ,  and 
minimum  points  were  then  found  below  ^e  level  of  the  former 
zero  points,  an  angular  distance  on  the  circle  of  about  23®. 

When  the  plates  AA'  were  laid  on  the  asphalt  the  period  of 
the  vibrator  was  increased,  as  was  shown  by  its  being  necessary 
to  increase  the  period  of  the  receiver  to  cause  it  to  respond. 

By  increasing  the  distance  between  the  apparatus  and  the 
block  of  asphalt  the  effect  of  the  latter  was  diminished,  but  its 
character  remained  unchanged. 

It  was  found  possible  to  compensate  the  action  of  the  asphalt 
by  bringing  down  the  conductor  C  sufficiently  near  to  the 
vibrator  Aa, 

The  experiments  were  repeated  with  a  large  number  of  other 
substances,  such  as  wood,  sandstone,  sulphur,  paraffin  and 
petroleum. 

According  to  Hertz  these  results  prove  that  change  of  electric 
force  in  a  dielectric  is  always  accompanied  by  a  corresponding 
magnetic  action.  It  is  impossible  to  account  for  them  by 
electrostatic  action  pure  and  simple.  For  if  the  exciter  be 
placed  with  its  line  r«  at  the  middle  of  and  along  one  edge  of  a 
large  rectangular  block  of  insulating  material,  there  can  be  no 
change  of  electrostatic  action  in  the  space,  for  example,  in  front 
of  the  block  and  below  the  plane  of  the  vibrator.  Still  the 
effect  was  found  by  Hertz  to  be  quite  marked  in  this  space. 

Again  the  effects  cannot  be  due  to  conduction  currents  in  the 
dielectric,  for  both  sulphur  and  paraffin  showed  the  effects  in  a 
very  marked  degree. 

There  remains  therefore  only  the  change  of  magnetic  field 
and  the  consequent  inductive  electric  force  at  each  point  to 
explain  the  phenomena. 

It  is  a  result  of  electromagnetic  theory  that  if  the  variation  of 
electric  action  in  an  insulating  medium  is  accompanied  by 
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magnetic  action  according  to  the  laws  of  induction  laid  down 
above  electric  action  must  be  transmitted  in  the  medium  with 
a  finite  velocity.  That  the  two  go  hand  in  hand  is  the 
foundation  of  Mazweirs  theory  of  electrodynamics,  and  Hertzes 
experiments  iust  described  gave  evidence  of  the  truth  of  the 
theory  for  solid  dielectrics.  It  remained  still  to  show  that  it 
was  true  for  air.  Hertz  attempted  to  verify  the  finite  velocity 
in  air  by  carrying  the  secondary  vibrator  C  from  a  position  of 
interference  with  AA*  to  a  greater  and  greater  distaiice  and 
observing  whether  the  interference  ceased  and  began  again 
alternately.  This  experiment  however  was  not  successful,  but 
the  problem  was  solved  by  Hertz  in  another  manner. 

It  was  known  that  electric  oscillations  could  be  propagated 
along  a  wire,  and  attempts  made  by  Fizeau  and  GounelTe  in 
1850,  and  by  W.  Siemens  in  1876  to  determine  the  velocity  of 
propagation  for  iron  and  copper  wires  gave  velocities  of  the 
same  order  of  magnitude  as  the  velocity  of  light. 

Arrangements  were  therefore  made  to  compare  the  finite 
velocity  of  electric  oscillations  in  air,  if  such  a  velocity  existed 
with  the  velocity  of  propagation  in  a  wire.*-  An  exciter 
consisting  as  before  of  two  40  cms.  square  brass  plates  joined  by 
a  70  cm.  long  brass  rod  with  a  spark-gap  between  was  set  up  as 
shown  in  Fig.  194.  Behind  the  plate  A  was  arranged  a  plate 
P  connected  as  shown  to  a  long  wire  of  copper  1  mm.  thick 
carried  along  horizontally  30  cms.  above  the  horizontal  axis  of 
symmetry  of  the  vibrator.  This  axis  we  shall  call  the  base  line 
of  the  apparatus.  A  point  45  cms.  from  the  spark-gap  of  the 
exciter  was  taken  as  zero  point  for  the  measurement  of  distances 
parallel  to  the  wire. 

The  resonator  used  was  either  the  circle  of  35  cms.  radius  or 
the  square  of  60  cms.  side  already  described.  It  was  placed  in 
three  different  positions  with  its  centre  on  the  base  line : — 
(1)  in  the  vertical  plane  through  the  base  line;  (2)  "with  its 
plane  at  right  angles  to  the  base  line ;  (3)  with  its  plane 
horizontal. 

By  the  direct  action  of  the  exciter  no  sparks  were  produced 
in  the  first  position,  while  in  the  second  position  sparks  only 
occurred  when  the  gap  was  above  or  below  the  level  of  the  base 
line.  The  cause  of  this  sparking  was,  as  we  have  seen,  the 
electric  force  acting  on  the  port  of  the  receiver  opposite  the  air- 
space.    The  total  magnetic  induction  through  the  circle  in  both 


Detcr- 
minatiou 

of 
Velocity 

of 
Propaga- 
tion in 
Air. 


Inter- 
ference 
between 
*Waves  in 
Air  and 
Waves 
along 
Wires 
proves 
Finite 
Velocity 
in  Air. 

Arrange- 
ment of 
Appara- 
tus. 


Experi- 
mental 
Results. 
Direct 
EflFect  of 
Exciter. 


♦  SUsuiigsW,  d.  Berl.  Akad,  d,  Wiss,  2  Febr.  1888 ;  Wied,  Ann, 
34  (1888)  p.  561,  or  U^Uermch,  U,  d,  Auslrr,  &c. 
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positions  was  zero.  The  length  of  the  sparks  fell  off  with 
distance  from  the  exciter,  at  first  rapidly,  then  much  more 
slowly,  and  they  were  visible  up  to  12  metres  from  the  exciter. 
In  the  third  position  sparking  was  obtained  no  matter  hov 
the  spark-gap  was  placed.  The  spark*IeDgth  was  a  maximum 
when  the  gap  was  parallel  to  the  exciter  and  on  the  side  nearest 
to  the  latter,  and  a  minimum  when  the  gap  was  in  the  diametn> 
cally  opposite  position.  These  results  were  of  course  due  to  the 
joint  action  of  the  electric  force  and  the  magnetic  induction. 
The  effect  of  the  latter  was  of  course  the  more  powerful  as  there 
was  no  zero  of  sparking. 

Considering  now  the  action  of  the  wire,  we  see  that  the 
arrangement  adopted  insured  that  the  period  of  the  disturbance 
should  be  the  same  as  that  produced  directly  by  the  exciter. 
When  the  action  of  the  wire  alone  on  the  resonator  was  observed 
reflected  waves  were  avoided  by  continuing  the  wire  to  a 
distance  of  60  metres,  and  terminating  it  in  an  earth  connection. 
Sparks  were  found  to  pass  with  greatest  freedom  between  the 
knobs  when  the  receiver  was  placed  in  a  plane  throueh  the 
wire,  and  had  its  spark-gap  as  close  to  the  wire  as  possible. 

A  standing  oscillation  was  produced  in  the  wire  by  arranging 
it  with  a  free  end  at  which  reflection  could  take  place,  and  it 
was  then  found  by  moving  the  receiver  along  the  wire  that 
places  of  maximum  and  zero  sparking  existed  alternately  at 
equal  intervals  along  the  wire,  tnat  is  to  say  nodes  and  loops 
of  standing  electrical  waves  were  indicated.  The  nodes  were 
places  of  maximum  or  minimum  potential  but  of  no  flow  of 
electricity,  consequently  electric  forces  are  directed  outwards 
from  the  nodes. 

Hence  it  was  seen  that  if  the  receiver  were  placed  with  its 
plane  at  right  angles  to  the  wire  and  its  spark-gap  in  an 
intermediate  position  between  that  nearest  to  the  wire  and  that 
farthest  from  it,  these  electric  forces  ought  to  produce  sparking. 
This  was  found  to  be  the  case.  Again  sparks  were  readily 
obtained  from  a  node  by  bringing  near  it  any  small  conductor. 
These  effects  were  however  slight  as  the  disturbance  in  the  wire 
was  really  a  complex  of  vibrations  of  different  periods  from 
which  the  resonator  picked  out  those  of  its  own  proper  period 
as  in  the  analogous  acoustic  experiment. 

Experiments  on  wires  of  different  thicknesses  showed  that  no 
change  was  produced  in  the  positions  of  the  node  and  loops. 
Even  in  an  iron  wire  these  remained  unaltered,  showine  that 
with  the  rapid  changes  here  in  question  practically  no 
magnetization  was  produced. 

The  nodes  and  loops  were  most  clearly  produced  when  the 
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wire  was  cut  8  metres  or  5^  metres  from  the  zero  point  of  the 
base  line.  In  the  former  case  the  nodes  were  at  '2  metre, 
2*3  metres,  5*1  metres,  8  metres  from  the  zero  point ;  in  the 
latter  *1  metre,  2*8  metres,  5*5  metres  from  the  same  point. 
These  results  indicate  clearly  a  half  wave-length  of  2*8  metres. 
The  period  of  oscillation  as  calculated  from  an  estimate  of  the 
inductance  and  capacity  of  the  exciter  was  about  2  x  10'^^  cms. 
I>er  second.  This  gave  a  velocity  of  propagation  of  2*8  X  10  lo 
cms.  per  second,  that  is  approximately  the  velocity  of  light. 


■¥- 


>'2tn 


Fig.  194. 


Inter- 
ference. 


The  receiver  could  be  placed  so  that  both  the  exciter  and  the  Arrange- 
wire  could  produce  sparks  in  it.  For  this  it  was  necessary  that  ment  of 
it  should  be  placed  neither  in  the  first  position  nor  in  the  second,  Resonator 
but  in  an  intermediate  position.  Thus  the  square  receiver  was  ^^^ 
placed  at  the  zero  point  with  its  plane  vertical,  and  the  spark- 
gap  at  the  top,  and  the  normal  to  its  plane  turned  towards  the 
plate  A  or  the  plate  A'  of  the  exciter.  Let  us  suppose  that  it 
pointed  towards  A  as  shown  in  Fig.  194,  and  that  A  had  its 
maximum  positive  charge.  Then  the  direct  electric  force  due  to 
the  exciter  and  the  inductive  electromotive  force  at  the  node  in 
the  wire  were  opposed  to  one  another.  When  the  receiver  was 
turned  round  so  that  its  })lane  pointed  towards  A'  the  sign  of 
the  direct  action  on  the  receiver  was  changed  and  the  two  effects 
conspired.  By  moving  the  plate  P  to  a  greater  or  less  distance 
from  A  the  effects  of  the  vrire  could  be  varied  in  strength  so  as 
to  be  made  equal  to  the  direct  action  on  the  receiver. 

Interference  effects  could  also  be  obtained  with  the  receiver 
in  the  third  position,  but  in  this  case  the  wire  had  to  be  on  one 
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side  or  the  other  of  the  base-line.  Experiment  showed  that, 
when  the  wire  was  on  the  same  side  of  the  base-line  as  P^  the 
effect  of  the  waves  in  the  wire  was  opposed  to  that  of  the 
exciter,  and  when  the  wire  was  transferred  to  the  opposite  side 
the  effects  conspired.  The  position  of  the  spark-gap  did  not 
affect  the  nature  of  these  results,  which  showed  that  it  was 
mainly  inductive  action  in  both  cases  which  produced  sparks. 

Using  the  first  mode  of  observing  interference  Hertz  included 
different  lengths  of  wire  as  the  arc  between  the  points  s»9t,  and 
found  that  as  the  length  was  increased  the  origin  changed  from 
u  node  to  a  loop,  then  back  again  to  a  node  and  so  on.  It 
was  found  however  that  if  at  one  node  the  effects  were  opposed 
when  the  normal  to  the  receiver  pointed  to  P,  at  the  next  node 
they  were  opposed  with  the  normal  turned  away  from  P  and  so 
on  alternately. 

The  same  alternation  of  the  direction  of  the  normal  was  found 
at  the  different  nodes  along  the  wire  for  a  given  length  of  wire 
between  mn. 

The  following  are  some  of  the  observations  made.  A  distance 
of  8  metres  from  the  zero  point  was  laid  off  along  the  wire,  and 
the  receiver  set  up  at  every  \  metre  of  this  distance  and  its 
normal  placed  successively  in  the  two  positions  specified  and 
the  difference  if  any  in  the  spark-length  noted.  If  no  difference 
was  observed  the  result  was  indicated  by  the  sign  O,  or  accord- 
ing as  the  sparks  were  smaller  or  greater  with  the  normal  turned 
towards  P  than  in  the  other  case  the  result  was  marked  by  -f- 
or  - .  Eleven  series  of  such  observations  were  made  alon^  the 
8  metres  of  wire  with  an  additional  50  cms  of  ^dre  between  sin  for 
each  series,  so  that  the  length  of  wire  increased  from  100  to  600 
cms.  The  results  showed  that  the  sign  of  the  interference  changed 
for  successive  displacements  of  between  3  and  4  metres  along 
the  wire,  and  also  for  about  the  same  length  of  wire  introduced 
between  m  and  «.  This  showed  that  the  wave-length  of  the 
direct  effect  was  not  the  same  as  that  in  the  wire,  and  that  the 
velocity  of  propagation  in  air  though  finite  was  greater  than 
that  in  the  wire. 

A  second  set  of  observations  was  made  along  a  length  of  12 
metres  of  the  wire  with,  as  before,  different  lengths  of  wire  in- 
cluded between  m  and  n.  These  results  being  complicated  with 
electrostatic  action  near  the  exciter,  a  series  of  observations 
were  made  up  to  4  metres  with  the  receiver  in  the  third  position 
and  the  wire  on  one  side  as  already  explained.  The  results  of 
the  latter  experiments  taken  along  with  those  for  the  remaining  8 
metres  given  by  the  other  method  gave  the  following  table  of 
results. 
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This  corroborates  the  conclosion  from  the  former  seriea  of 
retolta. 

It  appears  therefore  that  the  wave  in  air  while  traversiD^  7^5 
metres  gained  half  the  length  of  the  wave  in  the  wire  on  tiie 
latter:  that  is  while  the  wave  in  air  traversed  7*5  metres  the 
wave  in  the  wire  traversed  7*5  —  2*8  ( =  4*7)  metres.  But  the 
half-period  of  the  wave  in  the  wire  being  1  X  10 -^  second  the 
velocity  of  propagation  of  the  wave  in  air  given  bv  the  experi- 
ments was  4*5  X  10*®  cms.  per  second.  This  exceeds  the  velocity 
of  light  by  50  per  cent  of  the  latter  and  gives  a  wave-length  in 
air  of  about  9  metres. 

This  result,  it  may  be  stated  here,  does  not  agree  with  the 
observations  of  later  experimenters  who  have  found  for  waves 
in  air  as  we U  as  for  waves  in  wires  the  velocity  of  light.  The 
discrepancy  will  be  discussed  later. 

Hertz  also  made  experiments  on  the  reflection  of  waves  in  air 
from  conducting  surfaces.*  The  experiments  were  carried  out 
in  his  physical  lecture  theatre,  a  room  about  15  metres  long,  14 
metres  wide,  and  6  metres  high.  Parallel  to  the  side  walls  were 
two  rows  of  iron  columns  so  that  the  clear  breadth  of  the  room 
was  about  8*5  metres.  All  gasaliers  and  other  remoTable 
obstacles  were  cleared  away,  and  one  end  wall  from  which  the 
reflection  was  to  take  place  was  covered  with  a  plate  of  sine 
4  metres  high  and  2  metres  broad  connected  by  wires  to  the 
gas  and  water  pipes.  The  exciter  was  set  up  two  metres  from 
the  opposite  end  of  the  room  with  its  axis  vertical.  The  waves 
were  incident  nearly  normally  on  the  plate  of  zinc,  and  the 
electrical  vibration  was  therefore  in  the  vertical  plane  through 
the  vibrator. 

The  receiver,  the  circle  of  35  cms.  radius  already  described, 
was  carried  along  the  normal  through  the  centre  of  the  vibrator, 
and  the  positions  of  maximum  and  minimum  sparking  in  the 
neighbourhood  of  the  wall  observed.  The  positions  I,  II,  III, 
IV,  in  the  diagram  were  those  of  strongest  sparking.  In  these, 
it  will  be  seen,  the  spark-gap  was  turned  alternately  in  opposite 
directions.  The  arrows  show  by  their  directions  and  lengths 
the  electric  forces  on  the  two  sides  of  the  circle,  and  explain 
the  result. 

The  positions  V,  VI,  VII  give  equal  lengths  of  spark  for 
both  the  left  and  right  positions  of  the  spaik-gap. 

When  the  spark-gap  was  placed  at  the  highest  or  lowest 
point  of  the  circle  at  V,  Vl,  VII,  so  that  the  electric  force 


JVicd.  Ann,  34  (1888),  p.  610. 
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could  not  have  any  effect  it  was  found  that  comparatively  little 
sparking  was  produced  at  V,  a  maximum  at  VI,  and  a 
minimnm  a^in  at  VII.  This  indicated  that  the  magnetic  in- 
daotion  was  a  minimum  at  V  and  VII  and  a  maximum  at  VI. 

All  the  results  are   explained  if  we  suppose  that  standing   Explana- 
waves  of  electric  and  magnetic  force  are  produced,  as  repre-     tion  of 
eented  by  the   full  and  dotted   curves   in    Fig.  195.      It  is    Results, 
shown  by  the  theory  given  above  (see  equations  (18)  p.  786), . 
that  at  a  distance  from  the  vibrator  the  electric  and  the  mag- 
netic forces  are  propagated  together  in  the  same  phase.     The 
diagram  therefore  shows  that  in  the  act  of  reflection  the  electric 
force  has  its  phase  changed  by  half  a  period  relatively  to  the 
magnetic  force,  so  that  in  the  standing  vibrations  the  nodes  of 
one  correspond  to  the  loops  in  the  other,  and  vice  versa. 


Fig.  195. 


The  observations  seemed  to  indicate  that  the  node  for  the 
electric  force  was  behind  the  wall  surface  about  '68  metre,  and 
the  next  loop  but  one,  about  6*52  metres  in  front  of  it,  so  that 
the  wave-length  was  about  9*6  metres.  With  the  period 
2  X  10"®  second  for  the  vibrator  this  would  give  4*8  X  W^ 
cms.  per  second  as  the  velocity  of  propagation  of  the  waves 
in  air. 

Here  again  the  velocity  is  much  greater  than  that  of  light. 
The  cause  of  the  discrepance  between  these  (and  the  former 
observations)  and  those  of  other  experimenters  can  hardly  be 
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said  yet  to  have  been  fully  made  out    MM.  Sarasin  and  De  h 
Riye  for  example,  experimentiiig  at  Geneva  in  1890,  found  viik 
an  exciter  and  resonator  of  very  nearly  the  same  diznenaioDS ■§ 
those  of  Hertz,  a  wave-length  of  only  6  metres^  instead  of  t^ 
metres.    This  gave  of  course  almost  exactly  the  ▼elocxtj  a: 
light 
Possible        It  has  been  suggested  that  the  wave-length  observed  but 
Ezplana-  depend  to  a  great  extent  on  the  dimensions  of  the  reaooator. 
^^^^    and  may  be  connected  with  what  has   been  called  muiUfii 
^^^^      resonance  by  Messrs.   Sarasin   and  De  la  Bive.     It  hsa  b«s 
S?W?'   noticed  by  these  experimenterd,  as  well  as  by  Fitzgerald  aad 
g^g^P®    Trouton,  that  the  exciter  apparently  gives  rise  neither  to  t 
single  vibration  of  distinct  period  nor  to  a  limited  nmnber  d 
distinct  vibrations,  but  rather  to  such  a  complex  of  vibratioBd 
as  would  give  a  wide  band  of  continuous  spectrum.     Thns  au 
vibrations,  agreeing  with  possible  modes  of  vibration  of  tk 
resonator,  would  be  reinforced.    That  this  is  not  contained  is 
theory  is  true,  but  the  theory  is  very  incomplete.     It  is  hard  ti^ 
believe  that  the  vibrations  can  be  perfectly  simple. 
Poincar^*s      The  following  explanation  of  multiple  resonance  has  bees 
Bxplana-   proposed  by  Poincar^  (J^lectriciU  et  OptiquCf  2de  Partie).     Tbc 
tion.       logarithmic  decrement  of  the  vibrations  of  the  exciter  is  probably 
much  greater  than  that  of  the  resonator,  and  so  the  vibratioa» 
of  the  exciter  diminish  in  amplitude  more  quickly  than  then 
set  up  in  the  resonator.     This  is  confirmed  by  experiments  cc 
the  damping  of  the  vibrations  in  the  exciter  and  receiver,  maik 
by  V.  Bjerknes  [  WiecL  Ann,,  44  (1891),  p,  74;].    Thus  the  resoe- 
ator^  being  started  by  the  exciter,  continues  its  vibrations  Mft& 
those  of  the  exciter  have  become  insensible,  but  then  vibrates  'vs. 
its  own  proper  period,  giving  vibrations  of  longer  period  azkd 
of  greater  wave-length  than  those  which  excited  it.   The  wave- 
length being  determined  by  interference,  and  used  with  the  to*, 
short  period  of  the  exciter,  gives  too  great  a  velocity  of  pro> 
pagation.    With  this  explanation  Hertz  has  expressed  ^inrMfi^y 
as  practically  in  accord.    As  he  remarks,  the  oscillations  of  tite 
exciter,  represented  graphically,  do  not  give  a  curve  of  sines 
pure  and  simple,  but  a  curve  of  sines  the  amplitude  of  wbkk 
gradually  diminishes.    Such  an  oscillation  causes  all  the  resoB> 
ators  receiving  it  to  vibrate,  but  those  in  tune  with  the  excite^ 
more  violently  than  the  others.    This  agrees  with  the  theory 
given  at  p.  798 ;  and  the  fact  that  the  apparent  spectrum  seems 
more  extended  when  wires  are  connected  to  the  vibrator  thas 
when  the  propagation  takes  place  freely  in  air,  may  be  due  to  a 
greater  damping  effect  in  the  former  case. 
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It  may  be  noted  here  that  it  has  been  found  by  Mr.  Trouton  *  Trouton's 
that  the  size  of  the  reflecting  sheet  has  a  great  deal  to  do  with     Expen- 
the    distance  of  the  nodes  from  the    surface.      Using    long   ™ent8on 
narrow  strips  held  (1)  so  that  the  length  was  in  the  direction  of  iJg?^^ 
the  magnetic  component ;  (2)  in  the  direction  at  right  angles  to  ^{^^(ttor 
that  component,  he  found  that  the  node  was  in  the  former  case 
shifted  outwards  from  the  reflecting  surface  very  markedly. 
For  example,  with  waves  68  cms.  long  the  distance  of  the 
magnetic  node  varied  from   24*2  cms.  for   a   strip   16  cms. 
wide  to   17   cms.  (J  Wave-length)  for   a  large   sheet.     This 
effect  was  due  no  doubt,  as  stated  by  Mr.  Trouton,  to  the 
action  of  the  charge  periodically  accumulated  at  the  edges  of 
the  sheet 

Smallness  of  size  in  the  magnetic  direction  carried  the  node 
in  towards  the  surface ;  and  this  may  very  possibly  have  been 
the  case  in  the  experiments  of  Hertz  described  above.  The 
breadth  of  the  sheet  (in  the  direction  of  the  magnetic  force)  was 
2  metres,  or  about  the  same  in  efEect  as  a  strip  14  cms.  broad 


Fio.  196. 


used  with  Mr.  Trouton's  68  cms.  waves.    This  would  give  a 
sensible  inward  displacement  of  the  node. 

Experiments  were  also  made  by  Hertz  on  the  production  of  Reflection 
plane  polarized  waves,  by  means  of  a  linear  vibrator  consisting         o^. 
of  two  cylinders  placed  in  line  with  a  spark-gap  between  their  5J®*^*^^^ 
opposed   ends.    The  cylinders  were  aoout  12  cms.  long  and    'j^ve^by 
3  cms.  in  diameter  each,  and  the  ends  at  the  spark-gap  were       S[J^"' 
well  rounded.    The  vibrator  was  placed  vertically  in  the  focal    Exciter 
line  of  a  parabolic  cylindrical  reflector  made  of  ordinary  sheet 
zinc  nailed  on  a  wooden  framework  cut  into  proper  parabolic 


*  Phil.  Mag.  July,  1891. 
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shape.  The  cylinders  were  connected  with  an  ind  action  c(h1 
by  insulated  wires  passing  through  holes  in  the  zinc  behind 
them.  The  mirror  was  aboat  two  metres  in  length  and  about 
70  cms.  in  depth  along  the  axis  of  the  parabolic  figure,  as 
shown  in  Fig.  197.  The  exciter  thus  placed  prodnc^  waTw 
of  electric  force,  the  direction  of  which  near  the  source  wm 
parallel  to  its  axis.  These  were  received  by  the  mirror,  and 
reflected  into  a  parallel  beam  which  would  be  observed  by 
means  of  a  suitable  receiver.  In  most  of  the  experiments 
however  the  beam  was  received  by  a  similar  reflector  facing  the 
former  so  as  to  concentrate  the  radiation  on  its  focal  line, 
which  was  parallel  to,  in  some  experiments,  in  others  at  right 
angles  to  the  former. 


70  C, 


Fio.  197, 

The  In  the  focal  line  of  the  other  mirror  was  placed  a  receiver 

Keceiver.  made  of  two  pieces  of  thick  wire  each  50  cms.  long  placed  in 
line  as  shown  in  Fig.  197,  with  a  gap  of  about  6  cms.  between 
their  ends,  and  completed  by  two  thin  wires  about  12  cms.  long 
led  out  at  right  angles  to  the  rods  to  the  back  of  the  mirror. 
These  were  tipped  with  a  knob  and  point  as  shown,  fo  as  to 
form  an  adjustable  spark-gap  which  could  be  conveniently 
observed  from  behind. 

It  was  found  by  this  arrangement  that  electric  radiation  could 
be  detected  at  a  much  greater  distance  from  tlie  source  than 
with  the  ordinary  vibrator  and  receiver  used  as  described  above 
without  reflectors.  In  these  as  in  all  other  experiments  the 
knobs  of  the  vibrator  have  to  be  repeatedly  cleaned  and  its 
spark-gap  must  be  screened  from  the  direct  light  of  the  sparic 
•in  the  induction  coil. 

Clearly  a  parallel  beam  of  plane  polarized  light  was  thus 
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obtained,  and  consisted,  as  the  experiments  showed,  of  electrical      Plane 
vibrations  parallel  to  the  vibrator  accompanied  by  ma^etic   Polarized 
vibrations  at  right  angles  to  the  former  and  to  the  direction  of    Electric 
propagation.      Placing  the    axial  planes  of  the    mirrors    in      Beam, 
coincidence  gave  augmentation  of  the  electric  effect,  crossing 
the  mirrors  extinguished  the  effect  at  the  receiver  in  the  second 
mirror. 

Again,  a  grating  of  parallel  copper  wires  placed  between  the  Effect  of 
mirrors  entirely  stopped  the  radiation  when  the  wires  were  at  Grating 
right  angles  to  the  vibrator,  allowed  it  to  pass  freely  when  cfWires. 
turned  through  90'  from  the  former  position. 

Also  it  was  found,  in  a  repetition  of  these  experiments  by    Reflector 
Prof.  Fitzgerald  and  Mr.  Trouton,*  that  the  electromagnetic         at 
beam  was  reflected  from  a  wall  about  three  feet  thick  when  the  Polarizing 
vibrations  were  at  right  angles  to  the  plane  of  reflection,  and     Angle, 
not  at  all  at  the  polarizing  angle  when  the  vibrator  was  in  the 
plane  of  reflection.    This  result  however  only  showed  that  the 
electric  vibration  is  at  right  angles  to  the  plane  of  polarization  ; 
it  does  not  settle  the  question  as  to  the  direction  of  vibration  of 
the  ether  in  a  beam  of  plane  polarized  light. 

Hertz  found  that  such  an  electromagnetic  wave  was  not  only  Refiaction 
reflected  like  a  light  wave,  but  is  also  refracted  according  to  the         of 
same  law  of  refraction.     An  immense  prism  of  pitch  having  an  Electrical 
isosceles  triangular  section  of  120  cms.  side,  and  a  refracting     Waves, 
angle    of   30°,  was   made  by  melting  pitch   into  a  wooden 
supporting  case.     The  prism  was  placed,  with  its  refracting 
edge  vertical,  at  a  distance  from  the  vibrator  of  2*6  metres, 
and  the  beam  was  made  incident  on  the  face  at  an  angle  of 
66®.     The  receiving  mirror  was  estimated  2*6  metres  from  the 
prism  on  the  other  side,  and  showed  a  radiation  beginning, 
reaching  a  maximum,  and  falling  off  to  zero,  at  deviation 
11^22*',34^ 

The  experiments  were  repeated  with  the  focal  lines  of  the 
mirror  parallel,  and  practically  no  difference  in  the  result  was 
observed. 

The  index  of  refraction  for  pitch  given  by  the  experiments 
was  1*69,  which  nearly  agrees  with  the  index  1*6  to  1*6  found 
for  pitchy  substances  by  optical  experiments. 

Prof.  Oliver  Lodge  and  Dr.  Howard  have  made  observations  Lodge  and 
on  the  concentration  of  such  vibrations  by  means  of  lenses.t  Howard's 
Two  enormous  lenses  of  hyperbolic  cylindrical  figure  were  con-     Experi- 


♦  Nature^  vol.  xxxix.  (1888—9),  p.  391. 
t  Phil  Mag,  July,  1889. 
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structed  of  nuoeral  pitch,  and  were  placed  with  their  axial  planes 
coincident,  &nd  their  plane  faces,  or  baseit,  tamed  towaras  one 
another.  Tliese  lenses  were  so  proportioned  that  the  beam  pro- 
duced by  a  linear  exciter  in  the  external  focal  line  of  one  mi^t 
emerge  parallel  from  the  plane  face  of  that  lens,  and  then  be 
concentrated  by  the  second  lens  on  the  corresponding  focal  line. 

An  interesting  point  noticed  in  many  of  these  experiments  is 
the  perfect  transparency  totliese  vibrations  of  opticsJIy  opaque 
substances.    A  stone  wall  three  feet  thick  has  been  found  to 
offer  no  obstacle  to  the  passage  of  such  waves.    In  fact  in  aome 
experiments  made  by  rrof.  Fitzgerald  at  Dublin  the  receiver 
was  placed  on  a  pillar  in  the  garden  outside,  while  the^  exciter 
was  m  action  in  the  laboratory.    This  is  no  doubt  a  phenomenon 
of  the  same  character  practically  as  that  of  the  transparency  of 
a  thin  film  of  metal  to  light,  and  is  conditioned  by  the  relation 
of  the  wave-length  to  the  thickness  of  the  obstacle.    [See  p.  900 
above.    It  has  been  found  by  Maxwell,  EL  and  Afag.  Vol.  IL 
Chap.  XIX.,  that  the  transparency  of  thin  metallic    films  is 
greater  than  that  given  by  the  electromagnetic  theory.    See  also 
Wien,  Wied,  Ann.,  36  (1888).;i 

Much  interesting  information  regarding  electrical  radiatioD 
has  been  obtained  by  Trouton,  Boys,  Dragoumis,  and  others,  of 
which  it  is  impossible  here  to  give  any  account.  The  great 
desideratum  however  now  is  some  method  of  maintaining 
electrical  vibrations,  so  as  to  enable  their  phenomena  to  b« 
fully  studied. 

In  concluding  this  chapter  and  the  present  work  reference 
must  be  made  to  the  great  mass  of  extremely  interesting  and 
important  results  connected  with  electrical  discharge  and  radia- 
tion which  have  been  obtained  during  the  last  four  or  five  years 
by  Dr.  Lodge  of  Liverpool.*  He  has  shown  that  in  many  cas^ 
a  thunder  cloud  discharging  to  the  earth  is  really  a  great 
Hertzian  vibrator,  and  that  the  discharge,  being  therefore 
oscillatory  in  character,  produces  most  violent  electrical  smg- 
ings  in  metallic  conductors,  whether  insulated  or  otherwise, 
which  happen  to  be  within  a  moderate  distance  of  the 
discharge. 

These  results  of  theory  and  experiment  have  led  to 
important  conclusions  as  to  the  proper  construction  of  ligiitning 
conductors  for  such  cases.    Thus  Dr.  Lodge  has  pointed  oat  the 


*  See  a  series  of  papers  in  the  Electrician,  vols.  22,  23  (1888 — 9, 
1889),  and  a  lecture  on  '*  Electrical  Oscillations,"  Koyal  Institution, 
April,  1889,  Electrician^  voL  22. 
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inif)orUnce  of  surface  in  a  lightning  conductor  since,  in  a 
rapidly  varying  discharffe  the  current  is  practically  confined  to 
the  surface  stratum,  and  the  superiority  &om  this  point  of  view 
of  iron  over  cotton. 

In  consequence  of  the  ''circular"  magnetization  of  an  iron 
wire  produced  by  a  current  along  it,  the  current  is  more  strictly 
confined  to  the  surface  than  in  a  copper  conductor,  so  that  the 
increase  of  resistance  thus  produced  is  sufficient  to  insure  a 
more  rapid  dissipation  in  an  iron  wire  of  comparatively  small 
oross-section.  Whether  it  would  be  safe  to  make  all  lightning 
conductors  according  to  this  principle  is  a  question  about  which 
there  is  considerable  difiEerence  of  opinion ;  but  there  can  be  no 
doubt  that  it  will  not  do  any  longer  to  consider  a  lightning  dis- 
charge as  a  mere  case  of  ordinary  conduction  to  be  provided  for 
simply  bv  a  large  thickness  of  good  conducting  material. 

It  has  been  found,  also,  by  V.  Bjerknes  {EUctncian^  Nov.  18, 
1892)  that  the  damping  out  of  oscillations,  excited  in  a  Hertzian 
resonator,  takes  place  more  quickly  when  the  resonator  is  made 
of  iron,  than  when  it  is  made  of  non-maguetic  material.  This 
agrees  with  the  result  just  stated. 


3  Q  2 
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I.— ZONAL  SPHERICAL  HARMONICS. 

A  spherical  harmonic  may  be  defined   as   a  homogeneous   Spherical 
function  of  afjy,  z  which  satisfies  Laplace*  s  equation.  Harmonic 

Defined. 

aar«  ^  ays  ^  a^«  ^^ 

Since  it  is  homogeneous  it  satisfies  also  the  relation 

tax+^a^  +  V.=^' (') 

if  n  be  the  degree  of  the  function. 

The  fundamental  equation  may  be  transformed  by  the  sub- 
stitution of  the  variables  r,  By  ^,  connected  with  or,  jr,  z  by  the 
equations 

or  u  r  sin  ^  cos  ^  \ 

y  «  r  sin  ^  sin  ^  > (3) 

z  =  r  cos  B  ) 

Of  'these  B  may  be  regarded  as  the  co-latitude  and  <f>  the 
longitude,  or  B  and  ^  may  be  taken  as  respectively  the  polar 
distance  and  right  ascension  of  the  point  x,  y,  z,  of  which  r 
is  in  both  cases  the  radius  vector  from  the  origin. 

When  these  substitutions  are  made  Laplacc*s  equation  be-    Laplace's 
comes  Equation 

if  fi  denote  cos  $. 
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Equation  (2)  becomes  plainly 


The  last  result  gives 


,?g2  =  .(.  +  „.. 


Hence  (4)  takes  the  form 

Spherical       If  fr  denote  a  spherical  harmonic  of  df  grae  n,  we  may  writf 

Surface     j^  in  the  form  r^^y*.     iS'»  is  a  function  of  By  ^,  but  not  of  r,  ta 

^T*^^*^  is  called  a  spherical  surface  harmonic  of  degree  ».     It  satiafifs 


Defined. 


by  (6)  the  equation 
1      9^S 


'+a7{(^-'**)|f/  +  "^"  +  ^^^-^ 


1  -m'^*" 

If  r^Sn  denote  a  spherical  harmonic  of  degree  n,  r-<«+i)St 
denotes  a  spherical  harmonic  of  degree  -  (n  +  1).  To  prow 
this  we  have  only  to  notice  that  it  clearly  satisfies  (6),  sioct 
Sn  satisfies  (7).    Again  if  we  denote  it  by  f  ,  we  have 

|r=.  -  (u  +  l)r-(-+2)^  =  -  !L±i  r 

or  r 

which  is  what  (5)  becomes  when  n  is  changed  to  -  («  +  1). 

If  Sn  is  symmetrical  about  an  axis  it  is  called  a  zontl 
surface  harmonic  (or  simply  a  zonal  harmonic)  of  order  s.  W« 
may  take  the  axis  of  symmetry  as  axis  of  #,  so  that  the 
symmetry  is  expressed  by  making  Sn  independent  of  ^.  W«; 
shall  denote  a  zonal  harmonic  of  order  nhy  Zn, 

Differen-        The  diflEerential  equation  satisfied  bj  Zn  is  by  (7) 
tial  Equa- 
tion Satis- 


Surface         xhe  discovery  of  zonal  harmonics  resolves  itself  then  int? 
Harmonic,  finding  particular  solutions  of  this  equation.   The  most  import- 
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ant  case,  and  the  only  one  which  we  here  consider,  is  that  id 
which  n  is  a  positive  integer. 

We  assume  first  that  u  may  be  expanded  in  a  series  of  powers    Calcula- 

tion  of 

Zonal 

Har- 

monies. 


of  fi.    Thus  writing 


(9) 


substituting  in  the  differential  equation  (8),  and  equating  co- 
efficients of  like  powers  of  fi  we  get  first  firom  those  of  fi^i 

(mi  -  n)  (mi  +  n  +  l)Ji  =«  0. 

Since  Ai  is  not  zero  this  gives  m,  ■■  n,  or  i»i  =  -  (n  +  1). 
Thus  there  are  two  solutions  according  as  m^  is  taken  =  n,  or 
=  —  (n  +  1).  iwj  is  then  found  to  be  mj  -  2,  mg  ==  m^  -  4,  Ac. 
Again  the  successive  coefficients  in  (9)  are  found  to  be  con- 
nected by  the  relation 

^      (m,-2r  +  4)K-2r  +  3)    . 
""  2(r  -  1)  (2mi  -  2r  +  3) 

whichever  value  is  given  to  m^. 

Hence  if  we  take  m^  =»  n,  (9)  becomes 

*r        2.(2n-l)'^ 

n(n-l)(n-2)(n-3)  I 

^2.4.(2n-^l)(2i»-  3)^^  . .  .  . j    .  U^; 

The  series  within  brackets  in  (10)  is  finite  and  has  for  last    Ezpres- 
term   (-  l)i»  n  I  n  !  n  !/(in  !  ^n  I  2n  I)  if    n    be    even,   and     sion  for 
( -  l)l(n-l) fin  I » !  (n  -  1)  I/fi(fi  - 1) !  J(n  -  1)  I  (2fi  -  1)  I }  if  n  be      Zonal 
odd.  Surface 

Another  series  is  obtainable  by  putting  w^  «  -  (n  +  1).   This  Harmonic, 
and  the  former  multiplied  each  by  an  arbitrary  constant  and 
added  together  give  the  complete  solution  of  (8).* 

The  series  in  (10)  with  2ft  !/2»(7»I)^  substituted  for  A^  is  what 
is  called  the  zonal  surface  harmonic  of  order  n.     Thus 


*  For  a  full  discussion  of  the  solutions  of  (8)  see  Forsyth's  Differ^ 
intial  Equations,  §§  89—99. 
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2*«!n!r       2(2n-J)'^ 
^  2.4.(2n-l)(2n-3)^  7  ^     ^ 


Rode-  It  may  be  verified  by  difEereniiation  that 

ligues' 


Theorem. 


and  by  expansion  of  (1  -  2fik  +  X*)-^  in  powers  of  i  thai  ^  is 
the  coefficient  of  A^  in  the  resulting  series.  It  is  this  latter  fact 
that  renders  the  choice  of  the  valne  above  assigned  to  ^j  con- 
venient. 

By  means  of  (11)  we  can  at  once  write  down  the  zonal  surface 
harmonic  for  any  assigned  value  of  n.  Thus  for  values  of  « 
from  0  to  7 — 

^        5    3      3.1  -       7.5    ^      5.3   ,  .  3.1 


9^.7    s_  7^5    ,  .  5.3 
2.4^       2. 


^6=.-.M*-2f2M'  +  .^/*, 


Z  =lLl^   •-^•1_?   4  ,7.5.8   J      5.3.1 
•""2.4.6'*       2. T.l'*  "^2.4.2^  "".2.4.6' 

^13.11.9   y      11.9.7   ^9.7.5   ,7.5.3     . 
'       2.4.6^        2.4.2  '^  "^2.4.2^       2.4.6'*' 

A  numerioal  table  of  the  first  seven  zonal  surface  harmonics 

calculated  by  Prof.  Perry  for  values  of  /*  for  every  degree  from 

0  to  90*^  is  given  at  the  close  of  this  note. 

Maxwell's       The  following  method  of  defining  a  solid  spherical  harmonic 

Method  of  is  due  to  Clerk  Maxwell  (El.  and  Mag.  Vol.  I.,  Chap.  ix.).  Let  an 

Axes.      electric  doublet  of  moment  ^^  be  placed  at  the  origin  with  its 

axis  in  any  direction  the  cosines  of  which  are  Ij  m,  n,  then  by 
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(8)  p.  14  above  its.  potential  at  the  point  (;r,  y,  g)  at  distance  r 
from  the  origin  is 


If  tben  the  operation  IBjBx  +  0rd/6y  +  ndjdz  be  denoted  by   Doublets 
dldh^y  where  h^  is  a  distance  along  the  axis,  we  may  call  the    of  Ditfe- 
operution  differentiation  with  respect  to  the  axis  h^  and  we       ^^^ 
li^yQ  Orders  and 


^i=-*i 


'rf<, 


;(i)-..S.    .     .     .    .     (.S, 


Axes. 


where  fi|  is  the  angle  between  the  direction  of  4^  and  of  the 
line  drawn  from  the  origin  to  {Xy  y,  z). 

With  respect  to  this  Kind  of  differentiation  we  may  notice 
that  if  the  suffix  j  indicate  any  axis  whatever  with  direction 
cosines  fjy  mj,  nj,  and  ftj  denote  the  cosine  of  the  angle  between 
the  axis  referred  to  and  the  line  from  the  origin  to  (jr,  y,  ;),  and 
X      the  cosine  of  the  angle  between  (he  axes,  we  have 

dr  ,-  ..      Axial 

^.   *=  /'i (1*)     Differen- 

^  tiation. 

Again  if  the  suffix  k  indicate  another  axis 

-;(V» -«/.*) (15) 

Now  let  two  doublets  of  moments  ^*^  ~l~^i«  '^'^th  axes 
parallel  to  4„  be  placed  with  their  centres  on  another  axis  h^at 
distances  -^ditf  +  i^^s  ^^^^  ^^®  origin,  the  potential  at  (r,y,  z) 
due  to  the  pair  of  doublets  is 


-*^<S} 
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If  we  diminieh  ^BA^  indefinitely  and  increase  ^|  so  that  ^idi« 
remains  a  finite  quantity  ^^2,  we  have 

d 


I 


'^''-♦'ii($) ^^«' 


Hence  performing  the  differentiation  we  get 


=  i*J{3lhlH-hi (>■) 


This  is  the  potential  dae  to  what  may  be  called  a  doablet  of 
the  second  order  placed  at  the  origin.     It  may  be  written 

Let  now  the  doablet  of  the  second  order  we  have  just 
supposed  built  up,  be  imagined  placed  with  change  of  direction 
with  its  centre  on  a  third  axis  k^  at  a  distance  ^dk^  from  the 
origin,  and  an  enual  doublet  of  the  second  order  but  of  opposite 
sign  placed  with  its  centre  on  the  same  aiis  at  the  same 
distance  from  the  origin  on  the  opposite  side.  Then  the 
potential  of  this  arrangement  at  (st^y,  z)  is 

If  we  diminish  dk^  and  increase  *^  so  that  ^^it  remains 
finite  and  equal  to  ♦j/S,  we  get  a  doublet  of  the  third  order  at 
the  origin  with  axes  A^,  A^,  h^j  Which  produces  a  potential  at 
(jT,  jf,  z)  of  amount 

Axial  Proceeding  in  this  way  we  can  build  up  a  doublet  of  any 
Definition  order  n  with  axes  k^  il^,...^  The  potential  produced  at  (x,  jr,  s) 
of  Solid    by  this  doublet  is 
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If*.-1 

and  18  a  solid  hanuonio  of  degree  -  (n  +  1).  For,  performing 
the  differentiations  transforms  the  equation  into 

r,-r-(»+i)^^ (21) 

where  iSn  is  a  function  of  the  n  cosines  of  the  angles  between 
the  axes,  and  the  line  from  the  origin  to  {x,  y,  g)  and  of  the 
n{n  — 1)/2  cosines  between  the  different  pairs  of  the  axes.  Also 
Fn  obviously  satibfies  the  definition  of  a  spherical  harmonic 
given  above. 

The  value  of  S^^  can  be  found  by  successive  applications  of 
(14).    Thus 

^0  =  1«  '^i  =  flu  ^8  =  f /*iA«2  -  l^li 

+  /*4Ml^«S  +  fhMs^M  +  /'a^4^13)  +  2-4  (^12^54+^23^14+^31^24)  I 

The  general  surface  harmonic  has  the  expression  [Moxwell,    Ezprcs- 
EL  and  Mag,  Vol.  I.  p.  188,  2nd  Ed.]  sion  of 

General 

8n  =  2[(-  ^)V-'n7(rl',)iS(M»-''X.)]    .     (23)H.mrnic, 

in  which  2(ji^-^\^)  denotes  the  sum  of  all  products  of  terms 
of  which  t  of  the  factors  are  different  cosines  X  with  double 
suflSxes  and  n-2s  factors  are  different  cosines  u  with  single 
suffixes,  and  the  external  S  denotes  summation  for  all  values 
of  5  from  0  to  ^n.  It  is  clear,  since  the  suffix  of  each  axis  appears 
once  and  once  only  in  each  term,  being  brought  in  by  the 
differentiation  with  respect  to  that  axis,  that  if  there  be  s 
factors  with  double  suffixes  in  any  term  there  must  be«-2» 
factors  in  the  same  term  with  single  suffixes. 
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Derivation      If  all  the  axes  coincide,  say  with  the  axis  of  s  the  hamMMuc 
of  Zonal    becomes  a  xonal  solid    harmonic  and  8%  degeneratefi  into  a 
Surface     surface  harmonic  of  order  n.    Thos  the  solid  harmonic  is 
Har- 


1  a»  /I 

and 


It  may  be  verified  by  expansion  that  this  agrees  with  (11) 
and  (12). 
Proof  The  fundamental  relations  used  at  pp.  47,273  can  be  deduced 

Fanda-     from  equations  (8)  and  (12).     We  shall  take  the  first  of  (80)  pi 
mental     47,  and  (50)  p.  273,  as  examples.  By  (12) 
Relations. 

=  2np^{;*(M«-l)-i}.     .     .     .     (2«; 

But  if  tt  denote  any  function  of  /i  we  have  by  successive 
differentiation 

^>«)  =  "5-rr,+/'^.    .   •    .   .   (2r, 

Putting  »  =  (^>  -  1)**'^  and  using  this  result  in  (26)  multiplied 
by  fi*  -  1,  we  get 

2n  - 1  (n  -  1 )  !  (^*  -  1 )  ^'n  =  n^« -^,  { Oi«  -  1  )•- n 

+  ^0'«-i)|!{Oi'-i)«-i}-n^j{0»«-i).-i}  .   (2$; 

But  by  (8) 

'*^'-  ^)$<^'-'>"'^  =  -M»(»-i)/-^i{0'»-i)-'}rf/' 

=  K''-l)^,{lM»-l)-H 
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since  the  integral  vanishes  at  the  superior  limit.  Hence,  laking 
the  two  first  terras  on  the  right  of  (28),  we  get 

=  ''M^iWM«-l)*-n   [by  (27)] 

=  2«-l(n-l)In,i^n. 

Substituting  in  (28)  and  dividing  by  2*~^  (n- 1)  I  we  find 

(ji*-l)Z\=^nfiZn-nZn-i     ....     (29 

which  is  the  first  of  (80),  and  the  first  of  the  two  relations  used 
at  p.  273  to  obtain  (50)  and  (60').  We  can  still  more  easily 
prove  (50),  p.  273,  directly ;  we  have 

i:«  =  — -"^"-{(/i'-l)"} 
"      2«n!rf;*Hfi^^'^        ^^ 

»j!LilMM«-l)-n 
2»»nIV  ^      ' 

2*-l(n-l)!L   dfin-V^'^      ^       ^^^fi^n^^      ^       U 

[by  (27)] 
»  mZh-1  +  fiZ'n^i (30) 

Hence 

n 
which  is  (50). 
The  other  relations  may  be  established  by  similar  processes. 
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Theorem        The  folio wiDg  theorem  is  of  great  importaoce :— If  Zm,  Zm^  be 
of  Product  two  zonal  surface  hariDonios  of  orders  m,  n, 
of  Two 


Zonal 

Surface 

Uar. 

monies 


J  f,  '^         (n-m) 


-i^^iZ^'n'ZnZm) 

(m  +  n  +  1) 


To  prove  it  we  have  by  (8) 
d 


e/M 


{(1  -  /*«)^'4  +  Kii  +  \)Zn  =  0 


(SI) 


0. 


Multiplying  the  first  of  these  by  Z%  the  second  by  Zm  and  sub- 
tractine,  observing  that  n(ti  +  1) -«(«•  +  l)—(ii-«i)  (si  +  n+l), 
we  find 

which  gives  (31)  at  once  by  integration. 

If  the  integral  in  (31)  be  taken  from  -  1  to  +  1>  tben 
1  .  ^x  =  0,  at  botb  limits,  and  the  expression  on  the  right 
vanishes  unless  either  n  ^m^  or  n  =  -  (m  +  1).  Hence  if 
neither  of  these  conditions  is  fulfilled 


(32) 


Spherical       We  shall  now  give  some  examples  of  the  use  of  spherical 

Harmonic  harmonics  in  expansions.      First  we  shall  take  the  expansion  of 

Expan-     ijpp*  where  FF'  is  the  distance  of  a  point  P  from  another 

sions.      point  F,     Let  r,  r',  be  the  distances  of  the  points  from  the 

origin,  /x  the  cosine  of  the  angle  POP\  then  we  have 

^,-(r«-2Mrr'  +  r'«)-*. 

If  we  write  h  for  f'lfy  and  if  A<1  we  can  expand  this  in  a 
convergent  series  of  ascending  powers  of  A.     But  we  haye 
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seen    that  Zn  is  the  coefficient  of   h^  in   the  expansion  of 
(l-2/iA+A«)-*.     Hence 

^  =  l{^o  +  ^i*  +  ^2*»  +  ....}     .    .    .     (33) 

If  r^jr  >  1  we  have  only  to  put  h  =  rjr*  and  we  get 

^>  =  p{^o  +  ^i*  +  ^2**  +  ....}.    .    .    (330 

By  means  of  this  result  the  potential  of  any  distrihution 
whether  of  attracting  matter,  or  of  electricity  or  magnetism, 
can  be  expressed  in  a  series  of  zonal  harmonics. 

For  let  A  be  the  distribution,  F'  the  position  of  an  element, 
P  the  point  at  which  the  potential  is  to  be  found.    Then  taking 


Fig.  IW, 

coordinates  from  an  origin  0,  r.r,  are  the  distances  OP,  OP',  Spherical 

and  /i  tlie  cosine  of  the  angle  FOP',  Hence  if  d9  is  an  element  HarmoDic 

of  the  distribution  its  potential  is  ^ntt  for 

^  Potential 

A"       //a  of  any 

:^9,  =  -(^o  +  ^i*+^.*' +  ••■■)•    •    •     (34)  giren  l>i8. 

PP'       r  tiibution 


if  r  >  r',  and 


^  =  ^(ifo  +  ^iA  +  ^,A«  +  ....).     .    .    (340 


!f  r  >  r. 
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The  total  potential  is  thas 

7 


or 


(«; 


the  integral  being  taken  throughout  the  distribution. 

If  for  one  pirt^of  the  distribution  r>/,  and  for  another  pirt 
r<r',  the  integration  mast  be  divided  into  two  corresponding 
parts,  one  for  which  h=tr/t'y  and  the  other  for  which  h^r'/r. 

If  ZOP'  be  denoted  by  ^,  ZOP  by  B,  and  the  an^le  which 
the  plane  of  P'  and  the  axis  OZ  makes  with  a  fixed  plane 
through  the  axis  by  <l>\  then  if  p  be  the  density  of  the  distribu- 
tion at  P' 

and  the  integral  ma^  be  taken  between  limits  0  and  w  for  ^  0 

and  2ir  for  ^',  and  0  and  r\  for  r',  where  f\  is  the  superior  limit 

of  r  for  given  values  of  B  and  ^'. 

Le^endre's      -^^   important  theorem  due   to  Legendre  greatly  facilitates 

Theorem   calculations  of  potentials,  forces,  &c.,  for  the  case  of  symmetry 

for  Dis-     round  an  axis.      Let  it   be    possible  to  express  the  quantity. 

tribatioDs  (supposed  to  satisfy  Laplace's  equation)  which  it  is  desired  to 

Symmetri-  calculate,  for  points  along  the  axis  in    a  series  of  ascending 

cal  about   or  descending  powers  of  r,  according  as  may  be  necessary  for 

an  Axi?.    convergence.     Thus  for  points  on  the  axis   let  the   quantity 

sought  he  t?o,  then  by  hypothesis 

,.  =  ^  +  lo  +  ?i  +  ?|  + 

.     (36) 

t'a  =  tf'«  +  ^V  +  ^,^  +  ^S**  + 

We  can  from  tliese  expressions  find  the  value  of  v  for  any 
point  not  on  the  axis,  say  at  a  distance  f  from  it.  If  r*  =  \^r«-j-f« 
wo  hare 

V  =  fl  +  tfo  -  +  tf  1  :i  + 

(37 

V  =  tf'o^o  +  <^iZi^  +  ^'fZ/^  +  .  .  . . 


z^ 
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that  is  we  have  only  to  substitute  r  for  r,  and  multiply  the 
terms  of  coefficients  a^y  a^  &c,  by  the  zonal  surface  harmonics 
of  orders  indicated  by  the  suffixes.  It  is  to  be  observed  that 
the  zonal  surface  harmonics  are  chosen  for  the  terms  in  the  two 
series,  so  that  in  each  case  the  terms  are  the  successive  zonal 
solid  harmonics,  in  the  first  series  of  degrees  -  1,  -  2,  -  3, 
Ac,  in  the  second  of  degrees  0,  1,  2,  3,  Ac.  These  involve  in 
both  cases  the  same  successive  surface  harmonics  of  orders 
0,  1,2,  3,  &c.,  according  to  the  theorem  proved  above  that  to 
everv  solid  harmonic  f^Sn,  of  degree  n,  there  corresponds 
another  r-(*+i)Sn  of  degree  -  (n+1). 

As  an  example  take  the  case  of  a  wire  bent  into  a  circle  of 
radius  tf,  and  carrying  a  current  y.  The  magnetic  potential  at 
a  point  on  the  axis  of  the  circle  at  distance  r  from  the  centre 
is 


ra  = 


=  2iry  (l _J_ ) 


We  may  write  1  - r/ \/r«  +  a^  in  the  form  1  - (1  +  a^z^-^,  and 
if  tf  <  ^  expand  in  descending  powers  of  z.    Thus  we  find 


Potential 
due  to 
Circular 

Current. 


(38) 


In  like  manner  it  a  >  r,  we  obtain 

Thus  for  points  taken  anywhere  we  get  from  (38)  and  (39) 

or  >  .     (40) 

according  as  «  <  or  >  /. 

This  is  really  the  problem  treated  at  p.  46  above.  Another 
example  is  given  by  the  problem  of  two  shells  discussed  at  pp. 
48,  49,  above. 

VOL.  II.  3  H 
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Proof  of       The  theorem  used  in  equations  (37)  and  (40)  may  be  regarded 
T^geudre's  as  a  limiting   case  of  Oreen's  theorem,  that  if  a  function  of 

Theorem.  Xy  y,  z  is  found  to  satisfy  Laplace's  equation  throughout  space 
external  to  a  closed  surface,  and  to  give  specified  valnee  for 
points  on  the  surface,  that  function  is  the  only  one  fulfilling 
these  conditions.  In  the  present  case  the  closed  surface  is 
shrunk  into  a  line,  and  in  strictness  the  theorem  requires  special 
demonstration.  Le^endre*8  own  proof  will  be  found  in 
Minchin's  Statics  Vol.  II.,  p.  341  (Sec.  Ed.).  The  following 
proof  given  by  Minchin  p.  324,  loc,  city  is  simpler. 

For  the  case  of  symmetry  round  an  axis  if  {  be  the  distance 
of  the  point  considered  from  the  axis  Laplace's  equation  takes 
the  form 

€>%)^l^-'  ■■■■  '«> 

which  it  is  to  be  noted  gives 

',r«'  r;-» >'" 

at  all  points  on  the  axis  in  the  space  throughout  which  it  is 
supposed  that  the  equation  holds. 

If  then  we  know  a  function  U  which  satisfies  (41),  and  gives 
the  specified  values  at  points  on  the  axis,  let  if  possible  F  be 
another  function  which  does  the  same  thing.  Then  F—  U{^^ 
say)  must  fulfil  (41),  and  be  zero  at  points  on  the  axis.  Hence 
at  all  such  points 

We  can  now  show  that  for  any  point  on  the  axis 


dsind(n 


=  0 


For  at  any  point  on  the  axis  we  have  seen  [(42)]  that  d*/df  =  0, 
b^^idC  =  0,  and  by  (27j  above 

^lt(?^  -I-  ^-\  -I-  ^-\ 

do^V\dz^^  dp)  "*■  del 
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Henco  for  points  on  the  axis 

^2   x^n-l^N.  -.9»+i* 


"b 


If  therefore  d»-i*/df»-»  =  0  for  points  on  the  axis,  d»»+i*/ 
af »+i  =  0.  But  d*/af  =  0,  and  a«*/af «  =  0,  and  therefore 
a'*/af'  =  0,  and  so  on.  Hence  it  follows,  since  the  difEerentia- 
tions  are  commutative,  that  B^+n^jQgmQ^n  ■>  0. 

Expressing  then  *  as  /(f ,  f )  and  expanding  by  Maclaurin*s 
theorem,  denoting  values  of  ^,  d^/dz,  &c.,  for  points  at  the  origin 
by  the  suffix  0,  we  get 

+  &c.  =  0 

since  all  the  differential  coefficients  vanish. 

Hence  *  =  0,  everywhere,  which  proves  that  U  cannot  differ 
from  F. 

It  is  shown  above,  p.  274,  that 

where    Zi    is    a    zonal    harmonic    of   order    i,    x  =  fir,  and     Calcula- 
A  =  V a*  +  u>^  —  ^.    The  evaluation  of  these  integrals  is  of     ^^^  ^f 
great  importance  for  the  calculation  of  the  inductances  of  coils,    f.^!L  ^ 
and  by  this  theorem  they  can  be  obtained  at  once  by  simply  J  ri+^ 
finding  the  successive  differential  coefficients  of  A.    As  promised 
we  give  here  the  first  eleven  differential  coefficients.    It  may  be 
noted  that  they  can  be  written  down  with  great  facility  from  the 
known  expressions  for  the  successiye  zonal  harmonics  by  the 
equation 

dx       r        *       ds^       r^ 


c.r*  r*  d.r*  r' 


3    H   2 
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^^  =  32 .  5««(3003j:«  -  3465^r2  ^  945^^  _  35^6)  ^. 

—  =  -  32 .  5 .  7tf«  r(6435j^  -  9009x*r»  +  3465ir2/^  -  315fT  i  • 

^^  -  3^62.7^2(7203*^  -  12012«V  +  6006j^r»  -  924jV 

^—  =  -  32 .  52 .  7  .  9«2x(46189x8  -  8751 6i:"r2  +  54054j^a* 
-  12012;r2/^  +  693/-8)  i^. 
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TABLE  OF  ZONAL  SPHEBICAL  HAR^IONICS 
(Prof.  Perry,  Phil  Mag.  Dec.  1891      See  also  p.  824  above). 


9. 

Zi 

z. 

Zj 

1-0000 

Z4 

Za 

1-0000 

Z8 

Z7 

6 

1-0000 

1-0000 

1^0000 

1-0000 

l^OOOO 

1 

•0998 

•9995 

•9991 

•9985 

•9977 

•9967 

•9955  ! 

2 

•9994 

•9982 

•9963 

•9939 

•9909 

•9872 

•9829 

3 

•9986 

•9959 

•9918 

•9863 

•9795 

•9713 

•9617 

4 

•9976 

•9927 

•9854 

•9758 

•9688 

•9495 

•9829 

5 

•9962 

•9886 

•9773 

•9623 

•9437 

•9216 

•8961 

6 

•9945 

•9836 

•9674 

•9459 

•9194 

•8881 

•8622 

7 

•9925 

•9777 

•9557 

•9267 

•8911 

•8476 

•7986 

8 

•9903 

•9709 

•9423 

•9048 

•8589 

•8068 

•7448 

0 

•9877 

•9688 

-9273 

•8808 

•8282 

•7571 

•6881 

10 

•9848 

•9648 

•9106 

•8682 

•7840 

•7046 

•6164 

11 

•9816 

•W54 

•8928 

•8238 

•7417 

•6488 

•5461 

12 

•9781 

•9852 

•8724 

•7920 

•6966 

•5892 

•4782 

18 

•9744 

•9241 

•8511 

•7582 

•6489 

•5278 

•3940 

14 

•9708 

•9122 

•8288 

•7224 

•5990 

•4686 

•8219 

15 

•9669 

•8995 

•8012 

•6847 

•5471 

•3982 

-2464 

16 

•9613 

•8860 

•7787 

•6454 

•4937 

•3822 

■1699 

17 

•9563 

•8718 

-7519 

•6046 

•4891 

2660 

•0961 

18 

•9511 

•8568 

-7240 

•5624 

•3836 

•2002 

•0289 

19 

•9455 

-8410 

0950 

-5192 

•3276 

•1847 

-0448 

■20 

•9397 

-8245 

•6649 

•4760 

•2715 

•0719 

-1072 

21 

•9336 

-8074 

•6338 

•4800 

•2156 

•0107 

-1662 

22 

•9272 

-7895 

•0019 

•3846 

•1602 

--0481 

-•2201 

23 

•9205 

•7710 

•5692 

•8386 

•1057 

-1088 

-•8681 

24 

•9135 

•7518 

•5357 

•2926 

•0525 

-1569 

-•8096 

25 

•9063 

•7321 

-5016 

•2466 

•0009 

-•2068 

-•8468 

26 

•8988 

•ni7 

-4670 

•2007 

-•0489 

-•2478 

-•8717 

27 

•8910 

-6908 

•4819 

•1658 

-•0964 

-•2869 

-•8921 

28 

•8829 

•6694 

•8964 

•1105 

-•1415 

-•3211 

-•4062 

29 

•8746 

•6474 

•8607 

•0665 

-1889 

-•3608 

-•4114 

30 

•8660 

•6250 

•8248 

•0234 

-•2288 

-•3740 

-•4101 

31 

•8572 

•6021 

•2887 

--0185 

-•2595 

-•3924 

-•4022 

32 

•8480 

•5788 

•2527 

-•0591 

-•2923 

-•4052 

-•8876 

33 

•8387 

-5551 

•2167 

-•0982 

--8216 

-•4126 

-•3670 

34 

•8290 

•5310 

•1809 

-•1857 

-3473 

-•4148 

-8409 

35 

•8192 

•5065 

•1454 

-  1714 

-•8691 

-•4115 

-•8096 

36 

•8090 

-4818 

•1102 

-•2052 

-•8871 

-•4081 

-•2788 

37 

•7986 

•4567 

•0766 

-•2370 

--4011 

-•8898 

-•2848 

38 

•7880 

•4314 

•0418 

-•2666 

-•4112 

-•3719 

-1918 

39 

•7771 

•4059 

•oon 

-•2940 

-  4174 

-3497 

-1469 

40 

•7660 

•3802 

-•0262 

-•8190 

-•4197 

-•3234 

-1003 

41 

•7547 

-K^t4 

-•0574 

-•3416 

-•4181 

-•2938 

-0684 

42 

•7431 

■3284 

-•0887 

-•3616 

-•4128 

-•2611 

-•0066 

48 

•7814 

-8028 

-1191 

-  -3791 

-•4038 

-•2265 

•0898 

44 

•7193 

•2762 

-•1485 

-  3940 

-  -3014 

-•1878 

•0846 

45 

•7071 

•2500 

-1768 

-•4062 

-  8757 

-•1485 

•1270 
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TABLE  {conlinued) 


: 

Zl 

^ 

z, 

-••2040 

1        ^* 

Zs 

,    "- 

Z7 

46 

•6947 

•2-238 

-•4158 

-•3568 

'    -•1079 

1 

•1666 

47 

•6820 

■1977 

-•2300 

-  4252 

-•3350 

1    --0645 

•20M 

48 

•6691 

•i7it; 

-  -2547 

-•4270 

-•3105 

1    --0251 

I        -2349 

49 

•0561 

•w*^ 

-  -2781 

-•4286 

-•2836 

,    +-0161 

'        -2627 

60 

•0428 

•lli^i 

-•3002 

-•4275 

-•2545 

!    +-0563 

•28M 

51 

•6293 

•0941 

-•8-209 

-•4239 

-•2-235 

+  •0954 

•3031 

52 

•6i:)7 

•0«l8«i 

-  -3401 

-  ^4178 

-  1910 

1    +•1826 

•31i>3 

63 

•6018 

•0483 

-  •3578 

-•4093 

-  1571 

+  •1677 

•3-221 

54 

•6878 

•0182 

-  ^3740 

-•8984 

-1223 

+  •2002 

•3284 

55 

•5730 

-im:> 

-•3886 

-•3852 

-•0868 

+  -2297 

•3191 

56 

•5592 

-•0310 

-  4016 

-•3698 

-•0510 

+  •2559 

•S0ft5 

67 

•5446 

-  •a'>5i 

- -4131 

-•3524 

-•0150 

+  ••2787 

•2949     i 

58 

•5299 

-•0788 

-•4229 

-•3381 

•0206 

+  •2976 

•2752 

59 

•5150 

-  -lo-.'i 

-  -4310 

-  ^3119 

•0557 

+  •3125 

•2511 

00 

•5000 

-  -1250 

-  •4375 

-•2891 

•0898 

+  •3232 

-2231     j 

61 

•4848 

-  1474 

-•4423 

-•2647 

•1229 

+  •3298 

•1916 

62 

•4695 

-  1094 

-•4455 

-•2390 

•1545 

+  •3321 

•1571     ; 

63 

•4540 

-•1908 

-•4471 

-•2121 

•1844 

+  •8302 

•12QS     1 

64 

•4384 

-  -2117 

-•4470 

-•1841 

•2123 

+  •3-240 

■0818     ' 

65 

•4226 

-  -2321 

-  4452 

-  ^1552 

•2381 

+  •3138 

•0422     j 

66 

•4067 

-  -2.518 

-•4419 

-•1266 

•2615 

+  •2996 

•0021 

67 

•3907 

-•2710 

-  -4370 

-•0955 

•2824 

+  -2819 

-•0375 

68 

•3746 

-•289«i 

-  4305 

-•0650 

•30a5 

+  -2605 

-■076S 

69 

•3584 

-•3074 

-•4225 

-•0344 

•3158 

+  •2861 

-1135 

70 

•3420 

-  •324:. 

-•4130 

•0038 

•8281 

+  -2089 

-1485 

71 

•3256 

-•3410 

-•4021 

•0267 

•3873 

+  •1786 

-•1811 

72 

•3090 

-•35«;8 

-•3898 

•0568 

•8434 

+  1472 

-•2099 

73 

•2924 

-  ^3718 

-  -8761 

•0864 

•3463 

+  •1144 

-•9847 

74 

•2756 

-•3860 

-•8611 

•1153 

•3461 

+  •0795 

-•2559 

76 

•2588 

-•3995 

-•3449 

•1434 

•3427 

+  •0481 

-•2730 

76 

•2419 

-  '4112 

-•3275 

•1706 

•3862 

+  •0076 

--2848 

77 

•2250 

-  4241 

-•3090 

•1964 

•8267 

-•0284 

-•2919 

78 

•2079 

-•4352 

-•2894 

•2211 

•8143 

-0644 

-•2943 

79 

•1908 

-•4454 

-•2688 

•2448 

•2990 

-•0989 

-■2918 

80 

•1736 

-•4548 

-  -2474 

•2659 

•2810 

-  1321 

-•2835 

81 

•1564 

-•4633 

-•2251 

•2859 

•2606 

-•1635 

-•2709 

82 

•1392 

-•4709 

-•2020 

•8040 

-2878 

-1926 

-•2M« 

83 

•1219 

-  ^4777 

-1783 

•8203 

•2129 

-  2198 

-•2321 

84 

•1045 

-•4836 

-  1539 

•3345 

•1861 

-•2481 

-•2067 

85 

•0872 

-•4886 

-•1291 

•8468 

•1577 

-•2638 

-1779 

86 

•0698 

-•4927 

-•1038 

•3560 

•1278 

-•2811 

-1460 

87 

•0523 

-•4959 

-•0781 

•3648 

•0969 

-•2947 

-1117 

88 

•0349 

-  •4982 

-•0522 

•8704 

•0651 

-  8046 

-■0786 

89 

•0176 

-•4995 

-•0262 

•3739 

•0827 

-8105 

--0381 

90 

•0000 

-•6000 

-•0000 

•3750 

•0000 

-•8125 

•0000 
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II. 

ERRORS  OF  OBSERVATION  AND  THE  COMBINATION 
OF  EXPERIMENTAL  RESULTS. 

All  observations  of  physical  quantities  are  subject  to  two 
kinds  of  errors,  (1)  constant  and  therefore  avoidable  errors,  (2) 
errors  which  are  due  to  the  inherent  inaccuracy  of  observation, 
and  which  may  be  said  to  be  accidental. 

Ajnong  the  former  are  errors  due  to  some  cause  which  affects 
all  the  operations  of  a  certain  class  to  the  same  extent,  for 
example,  a  constant  wind  blowing  across  a  rifle-range,  the 
personal  equation  of  an  observer,  or  the  zero-error  of  the  scale 
of  an  instrument.  Tlie  latter  comprise  errors  such  as  those 
produced  in  striking  a  target  by  inevitable  inaccuracies  of  aim, 
errors  in  reading  the  scale  of  an  instrument  through  inaccuracy 
of  setting  or  of  estimation  of  fractions  of  a  division,  &c. 

The  former  class  of  errors  can  in  general  be  very  exactly 
eliminated  from  all  observations,  and  we  shall  not  discuss  them. 
The  latter  class  being  regulated  by  no  one  definite  physical 
cause  are  as  liable  to  be  errors  of  defect  as  of  excess,  that  is, 
positive  errors  are  as  probable  in  the  mathematical  sense  as  are 
negative  errors.  By  this  we  moan  that  in  a  large  number  of 
observations  of  a  quantity,  the  true  value  of  which  is  accurately 
known,  the  differences  between  the  true  value  and  the  observed 
values  would  be  fairly  equally  distributed  on  the  two  sides  of 
the  former.  Further  in  all  buch  cases  it  is  matter  of  common 
observation  that  errors  occur  with  less  frequency  the  greater 
their  magnitude,  and  that  very  large  errors  hardly  occur  at  aU. 

Experience  shows  in  fact  that  accidental  errors  of  observation 
are  distributed  according  to  a  certain  law,  which  may  be 
deduced  by  an  npplication  of  the  theory  of  probabilities,  in 
the  following  manner.*  We  assume  that  the  probability  of  a 
negative  error  is  equal  to  that  of  a  positive  error  of  the  same 
magnitude.  Hence  the  probability  of  an  error  of  magnitude 
X  mast  be  an  even  function  of  x.  Thus  the  probability  of  an 
error  between  x  and  x^dx  (or,  briefly,  of  an  error  x)  is  ^(;r*)(fe*. 
But  the  error  lies  between  -  oo  and  +  oo ,  and  lience 


Nature  of 
Errors  of 
Observa- 
tion. 

Constant 

and 

Accidental 

Errors. 


-f  00 


Distri- 
bution of 
Accidental 
Errors. 


Error 
Function. 


f<f>{.T^dx^  1. 


(1) 


*  It  is  assumed  that  the  reader  is  acquainted  with  the  elementary 
ideas  of  mathematical  probability.     See  any  treatise  on  Algebra. 
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Fonn  The  forni  of  the  fuaction  ^  may  be  found  in  the  folio vin^ 

'  of  EiTor  manner.  Let  two  axes,  one  vertka],  the  other  borixontal  b« 
Function,  ruled  through  the  middle  of  the  bull's  eye  of  a  tai^get.  Tfce 
chance  that  a  shot  will  strike  at  a  dbtance  between  x  aad 
X'\-  dx  from  the  vertical  axis  is  <f>{j^iLr,  and  that  it  will  strike 
at  a  distance  between  y  and  y+(fy  from  the  horizontal  axis  is 
4>{f^)dif.  Hence  the  probability  that  the  shot  will  strike  at  t 
point  lulfilling  both  conditions  is  (P(i^y^(j/*)djt(fy.  This  is  t^ 
probability  that  the  shot  will  strike  the  small  area  drdy.  B«c 
this  must  be  the  same  for  an  equal  small  area  at  the  same  jAact 
whatever  pair  of  rectangular  axes  through  the  centre  of  thf 
target  are  chosen.     If  therefore  x',  y  be  coordinates  of  & 

Eoint  (Xf  y)  when  referred  to  another  pair  of  axes  we  mn« 
ave 

This  is  a  functional  equation  of  which  the  solution  is 

<l>(x^  =  J€^ 

where  J  and  tu  are  constants.  The  value  of  »  mnstben^aurv 
as  the  probability  of  a  large  error  is  very  small.  Writing 
therefore  ««.■=  -  h*  we  find  by  (1) 


j<l>{x^)dx  =  jjt 


-****^.  = 


'dx  =  1 


Hence  by  the  well-known  theorem  that 


/.-»''V.-> 


2ii 


we  liavc  A  —  hj  \'ir.    Tl 


IU8 


^2x3 


Measure        "^^^^  quantity  h  is  called  the  measure  of  precision  of  the  ob- 
of  Pre-     servations.     For  take  two  errors  of  equal  probability  in  tw.« 
cision.      different  sets  of  observations  for  which  this  constant  haa  the 
values  h,  h\  we  have 


[  *€-***»^(^jr)  =    [   ' €-h-^'X'id{k'x') 
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Thus  the  two  probabilities  are  equal  if  Ao?  «=  AV,  that  is  the 
errors  are  inversely  proportional  to  A,  h!. 

The  probability  P  that  an  error  lies  between  x  and  x*  is 
therefore  given  by 

P  =  -^/    €'^^^dx    ....-..( 


841 


Prob- 
ability of 
an  error. 


tJ  0 


Prob- 

ability 

Integral. 


tion. 


The  probability  that  an  error  lies  between  0  and  ar,  or 
h 

is  called  the  probability  integral,  and  tables  of  its  values  are 
given  in  treatises  on  Errors  of  Observation,  r^     ^• 

We  shall  now  apply  this  theory  to  the  reduction  of  the  re-  Combma- 
sults  of  observation.  Generally  speaking  the  quantities,  the  ^l^^^.f. 
values  of  which  are  sought,  x^,  a-j, . . . ,  *m  (m  in  number^  say,  ""^^^^^ 
are  not  those  directly  observed,  but  are  connected  with  the 
latter  by  known  relations  or  observational  equations,  just  as 
many  in  number  as  there  are  observations.  If  the  observations 
were  perfectly  accurate  and  were  n(  >  m)  in  number,  the  values 
of  ^1, 4"2,. . .  .arm,  could  be  found  from  any  m  of  them  ;  but  as 
inaccuracy  cannot  be  avoided,  a  much  larger  number  n  of 
observations  is  generally  made  than  there  are  of  quantities  to  be 
determined,  and  the  n  observational  equations  which  these  give  are 
reduced  to  m  by  some  process  of  combination.  That  usually 
adopted  s  derived  as  follows  : — 

Let  the  observed  quantities  be  3fi,  Jfj,...,  Mn  and 

/i(^i,  ^2>  •  •  •  •^«)>/j(-^i'  -^s)  •  •  • »  ^«)>  •  •  •  •  M^v  ^2»  •  •  •  -^w) 
be  the  true  values  of  the  quantities  observed  in  terms  of  those 
<ar,,  ;rj, .  . . ,  xm)  sought.    The  errors  are 

fi(xiy  .r^, . . . ,  Xm)  -  M^  =  e^ 

/«(-Pl>  ^2, .  •  •  >  ^«)  -  Mn^  en) 

Now  we  can  never  know  in  any  case  what  the  errors  actually  Method  of 
are.      We   may  however  inquire  what  is  the  most  probable      Least 
svstem  of  errors,  and  find  accordingly  x^  x^t  . . . .  a-n  from  the    Squares, 
observed  values  of  ifi,  M^  . . . ,  J/n.     If  the  observations  are  all 
of  the  same  degree  of  precision,  that  is,  are  made  with  equally 


(4) 
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precise  instruments  and  with  the  same  degree  of  care  and  pre- 
caution in  every  case,  the  probabilitieb  of  the  several  errors  e^. 
^2}  •  •  •  I  ^A  are  proportional  to 

and  the  probability  of  this  system  of  errors  to  the  product  of 
these  several  probabilities  or  to  A*jr-"/'€-*'^. 

This  has  its  maximum  value  when  2^  or  «i*  +  e,*  +  . .  -|-  ^*, 
regarded  as  variable,  is  a  minimum.  The  most  probable  system 
of  values  of  ^i,  arj,  . . . ,  xm  is  therefore  that  deduced  from  those 
o^  /i>  /»>  •  •  • » /«,  which  fulfil  this  condition.  We  shall  now 
show  how  this  condition  enables  the  n  observational  equations 
to  be  combined  in  m  equations  in  Xj,  x^  . . . ,  Sm-  These  are 
generally  called  the  normal  equations. 

Since  the  system  of  errors  of  greatest  probability  is  adopted 
instead  of  the  actu^tl  system,  we  shall  now  denote  the  errors  by 
Vi,  Vj. . . . ,  rn,  and  call  them  residuals. 
Formation      Squaring  both  sides  of  equations  (4)  and  adding  we  obtain 

Equati^s.  ^  W^i»  's'  •  •  • »  ^-•)  -  W  =^  v^^  +  v^^  +  . . .  +  r«* 

the  quantity  on  the  left  is  to  be  made  a  minimum.  Denoting-  it 
by  S  we  find  as  the  necessary  condition 

a^,  =  ^'a^  =  ^' »a..=  ^-   ...   (6) 

which  are  the  m  equations  required  to  find  x„  ^rj, . . .,  ;r«. 

When  the  relations /j,/2, . ..  ,/»,  ure  nil  linear  an  easy  rule  is 
obtained.     For  we  have  then  instead  of  (4) 

Bi^i  +  ^1-^2  + ,  +  Mi-^*  - 

«2^1   +  ^2*2  + +  M2^« 

«»^1  +  ft»^2  + »  +  fl»«^«    -    ^^n  =   Vn  } 

and  equations  (5)  become 

ai(aiXi  +  ft^Tj  +  .  .  .  +  fi^xm)  +  a^{€i^i  +  P^x^  +  . .  •  +  fi^m) 

+ +  anianx^  +  ^^  +  ....  -J.  ^„.r«)  j 

=  a^M^  +  a^M^  +  .  . .  +  OmMn 
ft(«i^i  +ft^2  +  . . .  +  fivT^)  +  ^(gs'-i  +  iSj^s  +  .    .  +  finTm)      (7) 

+ +  ^n("n.ri  +  ^H'To  4 +  H^nTm) 


(6) 
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Example : 
Observa- 
tions of 
Period  of 
Vibration. 


Thus  we  have  the  rule  to  fonn  the  normal  equations  for 
a*i,  5*3, . . . ,  a-w :  multiply  the  left-hand  member  of  each  equation  of 
(6)  by  the  coefficient  of  x^  m  that  equatwn^  add  the  results  together, 
and  equate  to  zero  for  the  first  equaHou ;  then  multiply  the  left- 
hand  member  of  each  equation  of  (6)  by  the  co  efficient  irf  x^inthe 
samey  add  the  results  together^  and  equate  to  zero  for  the  second 
equation;  and  so  on. 

As  an  example  we  take  the  case  of  two  unknown  quantities, 
^11  ^2»  connected  with  the  observations  by  the  equations 

02^1  +  ^2  -  -^2  =  ^2     I  /gx 

i 

a«^l  +  ^2  -  -^n  =  I'n 

Then  forming  the  normal  equations  and  solving  for  .r^,  x^, 
we  get 

^  2a  .  2jlf  -  H^{aM)  \ 

"^^  {2a)^-n^a^  ) 

If,  as  in  many  physical  experiments,  ai  =  0,  and  a^,  03, . . .  0^ 
be  in  arithmetic  progression,  the  equation  for  ^i  leads  at  once  to 
the  rules  of  combination  given  at  pp.  84, 85  above  in  connection 
with  observations  of  the  period  of  vibration  of  a  magnet.  Direct 

Tt  is  easy  to  show  that  this  process  gives  as  the  most  prob-   Observa- 
able  value  of  a  single  quantity  n  times  directly  observed,  the  tions  of  a 
arithmetic  mean  of  the  n  observed  values.     For  we  have  only      Single 
to  put/ for  the  quantity  to  be  found,  and  JVj,  M^i . . .,  -^n  ^or  the   Quantity, 
observed  values.    We  get  then 

(/-  M,Y  +  (/-  ^2)'  +  • .  •  +  (/-  ^n)'  -  a  minimum, 

that  is, 

or 


/-.I/1+/-  Jf,  +  ...+/-  J/n  =  0 


/ 


_.V^  +  M,  +  ...  +  M^ 


.    (10) 


Thus  the  most  probable  value  of  /  is  the  arithmetic  mean  of 
J/j,  ifg, .  .  .  J/,j.  The  ordinary  simple  rule  used  in  this  case 
therefore  coincides  with  that  given  by  the  present  theory. 

When  results  of  observation  are  of  different  degrees  of  pre- 
cision they  are  ''weighted"  by  being  each  multiplied  by  a 
factor  which  depends  upon  the  degree  of  precision  which  the 
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observations  are  supposed  to  have.  For  example,  if  JA,  J/j, 
. . .  21  n»  in  the  last  example  were  of  different  degrees  or  pre> 
cision,  they  would  have  to  be  weighted  by  being  multiplied 


spectivel y  by  weights  tD,.  w?*, , 
of  (10) 


Probable 
Error. 


.  to.,  and  we  should  have  instead 


y=  fTilTi +3^8  +. 


+  ^nMn 


ff'l  +  ^i  +  '"  +  ff^n 


(11) 


This  is  called  the  general  mean. 

The  method  generally  resorted  to  in  assigning  weights  to 
observations  depends  on  the  determination  of  what  is  called  the 
probable  error  of  each  result  This  is  the  error  of  probability  i, 
that  is  to  say,  it  is  just  as  probable  that  the  error  of  the  result 
is  less  than  this  as  that  it  is  greater.  Thus  the  probable  error  is 
the  value  of  r  in  the  equation 


2k    fr 
vir  Q 


•*»-Vjf. 


This  equation  can  be  solved  by  interpolation  from  a  table  of 
values  of  the  probability  integral  and  gives 

•4769 

'=  IT' 

The  probable  error  is  thus  inversely  proportional  to  L 

When  a  series  of  observations  n  in  number  is  made,  the  prob- 
able error  P  of  the  result  is  found  in  the  following  manner. 
The  probability  of  the  system  of  errors  ^j,  ^j, . . .  en  is 


P  = 


hn 


fl-H/2 


(djrf 


-*^*l3  +  *'•/+.  +  '«') 


(11') 


Series  of 
Observa- 
tions on 

One  Now  if  the  observations  have  been  made  with  all  possible 

Quantity,  care  so  as  to  have  as  great  a  degree  of  precision  as  was  possible, 
that  is,  to  have  as  small  a  probable  error  as  possible  consistent 
with  the  given  system  of  errors,  we  must  assign  to  k  such  a 
value  as  to  make  P  in  (8)  a  maximum.  Differentiating  P 
with  respect  to  h  and  equating  to  zero,  we  find 


nP 


Probable 
Error  of 
Single 
Observa- 
tion. 


=  2A^(e2).P  =  0 


'^     2S(>) 
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But  h  =  •4769/r,  and  therefore 


r  «  0745 


J' 


S(^) 


(12) 


2(e^,  the  sum  of  the  squares  of  the  true  errors,  is  greater  Ihan 
S(t;2},  tlie  sum  of  the  squares  of  the  residual  errors,  and  the  dif- 
ference is  less  the  greater  the  number  of  observations.  As  an 
approximation  it  is  usual  to  put 


Thus 


:(r«)  =  2(^)(l-i). 
^   w— 1 


r  =  -6745 


(13) 


This  is  called  the  probable  error  of  a  single  obseivation  of  a 
single  quantity  directly  observed.  The  quantity  'J2(t^)l(n-l) 
is  called  the  mean  error. 

If  Ifu  M^  , .  ,y  Afn  be  n  obtained  values  of  the  same  quantity, 
the  probable  error  of  the  arithmetic  mean  can  be  found.  For 
if  we  take  r^  s^, .  . .,  rn  as  the  differences  between  the  observed 
quantities  and  the  arithmetic  mean,  the  probability  of  the  arith- 
metic mean  is  the  product,  P,  of  the  proonbilities  of  this  system 
of  residual  errors.    Thus  we  have 

Now  let  some  other  quantity  differing  from  the  aiithmetic 
mean  by  an  amount  d  be  taken  as  the  quantity  sought.  Then 
instead  of  #],  r^,  .  .  .,  Sn  we  shall  have  for  residual  errors 
Ti  +  d,  ;?2  +  ^>  •  •  '9  ^n  +  d.  Thus  for  the  probability  of  this 
system  or  residuals  we  get 

n 

since  2(^1  +  r,  +  ...  +  r«)«  =  0.    Thus 
F 1__ 

This  states  that  the  probability  of  the  arithmetic  mean  is  to 
that  of  the  other  system  of  errors,  or  the  probabilities  of  errors 
zero  and  d  in  the  arithmetic  mean  are,  as  1 :  c -»**«'.  The  prob- 
ability of  an  error  zero  in  a  single  observation  is  to  that  of  an 


Probable 

Error  of 

Arith- 

metic 

Mean. 
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Assign- 
ment 
of 
Weights. 


error  d  as  1  :  €-**«*,  and  hence  the  measure  of  precision  in  the 
case  of  the  arithmetic  mean  is  Vn  times  that  of  a  single  obser- 
vation.   Hence 


Probable  error  of  arith.  mean 


—  =  -6745  . 


/  n(n  -  1) 


(14) 


We  have  no  space  to  deal  with  the  question  of  the  weights  to 
be  assigned  when  results  of  observations  or  of  different  sets  of 
observations,  of  different  degrees  of  precision,  are  to  be  com- 
bined. The  general  rule  is  to  assign  to  the  results  weights 
inversely  proportional  to  the  squares  of  the  probable  errors  of 
the  quantities.  These  weights  are  obtained  by  the  following 
rule  for  the  quantities  Xj,  Tj,  . .  .  a*«,  of  equations  (7).  Denote 
the  quantities  on  the  right  of  the  successive  normal  equations 
by  Jij  A21'.  .  .  jim  respectively,  and  let  these  equations  solved 
for  a-,,  x^  .  .  .  jTm  give 

Xi  =  OiAi  +  a^^i  +  .  . .  +  a^An  \ 
i-2  =  biJi  +  b^Ai  +  .  .  .  +  bnAn  y 


Then 


weight  of  j*i  =  _,  weight  of  j-g  =  — , . 
«i  ^2 


(15) 


Mean  and       The  mean  errors  of  Xi,  ^2>  •  •  •»  ^w  ^re  equal  each  to  the  mean 

Probable    error  of  a  single  observation  divided  by  the  square  root  of  the 

Errors  of    weight  of  the  quantity  in  question.     But  the  mean  error  of  a 

Quantities  single  observation  in  this  case  may  be  shown  to  be 

Indirectly 

Obtained.  /  2(til  . 


Hence  we  obtain 


Mean  error  of  Xi  =  a  /  -  • 


[ 


^    n  -  m   I 


(16) 


From  these  the  probable  errors  of  Xi,  x^  . ,  ,  are  obtained  bj 
multiplying  by  the  factor  •6746. 
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As  an  example  the  following  case  (due  to  Gauss)  of  four  ob-  Example, 
servational  equations  for  three  quantities  may  be  taken.     [Of 
course  the  theory  gives  good  results  only  when  there  is  a  large 
number  of  observational  equatious,  but  the  present  example 
shows  very  well  the  mode  of  proceeding.] 

3a;     +  2y  -  6r  -  5    =0, 
4ar     +y    +45  -  21  =  0, 
-  ^  +  3y  +  3^  -  14  =  0. 
The  normal  equations  are 

27^:+    6y  -    88  =  0, 

6x  +  %  4-  4?      -    70  =  0, 

y  +  54p  -  107  =  0, 

from  which  the  most  probable  values  of  ^,y,  r,  are  obtained,  vf>. 

49154      ^..^  2617      ,.,^.  12707       ,  ^^^ 

^  =  .-xttxt;  =  2'470,  y  =• =  3  351,  z  =  =  1*916. 

19899  '*^       737  '  6633 

The  weights  of  or,  y,  Zy  determined  as  described  above    are 
respectively 

The  residual  errors  given  by  these  values  of  x^  y,  xr,  are  given 
in  the  following  table  : — 


No. 

t» 

t?2 

1 

-  0-249 

00620 

2 

-  0068 

0-0046 

3 

+  0-095 

00090 

4 

-0-069 

0-0048 

2(r2;  =  -0804 
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Here  n  =  4,  w  =  3,  and 

Mean  error  of  an  observation  «  .  / ^^2z  ~=  *284. 

•284 
Mean  error  of  jt  =  .  ^  =  OS?. 

V24-597 

*Sfi4 

V13648 

„        „        ^  =  -^^  =  039. 
^53-927 

Applica-  The  method  of  least  squares  can  be  applied  to  determine  the 

tion  of  coefficients  Aq,  Ai^  A^, , .  ,  Bi,  Bf, . ,  An  the  equation 
Least 

Squared  y=AQ  +  JiSinnx  +  A^an2MS+.,.               )              ,^^f. 

Harl^onic'  +  B.cosnx  +  B,cos2ns+ ,  , .  f    ' 

Analysis,  when  a  number  of  values  of  y  for  different  known  values  of  t 
have  been  determined.  In  general  n  is  known  and  therefore  the 
observational  equations  are  at  once  obtained  by  substituting  in 
this  equation  the  value  of  y  and  the  corresponding  value  of  x. 
Then  A^  Ai,  A^,  • .  •  Biy  B^,  ...  are  the  unknown  quantities  to 
be  found,  and  as  many  normal  equations  as  there  are  e£  these 
are  to  be  formed  from  the  observational  equations  in  the  ordinary 
manner.  This  is  of  importance  in  the  determination  of  the  ex- 
pressions for  tides,  electromotive  forces  of  alternators,  &c.  (see 
p.  669  above). 

For  further  information  on  this  subject  the  reader  may  refer 
to  Merriman's  treatise  on  The  Method  of  Least  Squares^  Cliauve- 
net's  Astronomy,  Vol.  II.,  or  Airy's  Errors  of  Observation, 
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III.  NOTE  ON  EQUATIONS  (80),  (81),  PAGE  242. 

It  follows  by  the  equations  of  electromotive  force  (33), 
p.  159,  that  there  must  exist  in  the  function  from  which  the 
electromotive  forces  are  found  by  Lagrange's  equations  a  term 
of  the  form 

-  icii{M(f^y  -  w^)  +  v(wa  -  uy)  +  «<V3  -  Pa)} 

where  «,  f,  tp  are  the  time  integrals,  from  some  zero  of 
reckoning  of  the  components  «,  f,  ic,  of  the  total  current 
(displacement  current  +  conduction  current). 

If  the  medium  is  an  insulator  u,VfW  ^  /,  ^,  A,  and  the  term  is 

-  i^M{/G7y  -  W)  +  i^ha  -/y)  +  i(/ff  -ya)}. 

Denoting  the  term  by  L  we  find  for  the  a;-component  of 
electromotive  force  depending  upon  it  in  the  first  cace 

-ji^^  +  Yr "'''''^  ■  "^^  +  ^"'''^'^ "  -^^  •  ^°^ 

and  in  the  second 

and  similarly  for  the  other  components.* 

The  first  term  in  each  case  refers  to  the  Hall  effect,  the 
second  to  an  electromotive  force  which  has  not  been  observed. 
An  estimate  of  the  amount  of  this  force  is  given  by 
J.  J.  Thomson  {Applications  of  Dynamics,  &c.)  which  shows 
that  it  is  probably  much  too  small  to  be  ever  observed. 

In  the  case  of  an  insulator  the  resultant  electric  force  due  to 
the  second  term  in  {b)  is  at  right  angles  to  the  plane  through 
the  direction  of  the  electric  force  and  that  in  which  the 
magnetic  force  varies  most  rapidly  with  the  time.  The  magni- 
tude of  the  force  is  Jc'/iflD  sin  ^,  where  tL  is  the  greatest  time- 
rate  of  change  of  the  magnetic  force,  D  the  electric  displace- 
ment, and  d  the  angle  between  j[  and  D. 

•  The  existence  of  this  tfrm  was  first  pointed  out  by  Prof.  Fitzgerald, 
Phil  Trans.  1880,  Part  II. 

VOL.  n.  8  I 
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The  electromotive  forces  in  (a)  and  (b)  fall  to  be  added  to 
the  components  given  at  p.  191,  to  render  these  more  complete. 
It  is  not  impossible  that  there  may  be  other  terms  in  the 
Ligrangian  function  as  yet  unrevealed. 


IV.   NOTE  ON  it,  PAGE  192. 

The  statement  in  lines  4,  5,  6,  that  '*  ^r  may  be  taken  as  the 
potential  of  any  electrostatic  distribution  which  may  exist  in 
the  field,'*  requires  correction  when  the  equations  refer  to 
moving  conductors.  In  this  latter  case,  as  has  been  pointed 
out  by  J.  J.  Thomson  (Maxwell's  Electricity  and  MagneUtmy 
Vol.  II.  p.  260),  ^  ought  to  be  taken  as  including  both  the 
electrostatic  potential  and  the  term  Fx  +  6y  -{•  Hi  which  is 
left  out  of  account  in  the  mode  of  proving  the  equations  of 
electromotive  force  adopted  at  p.  191.  This  term  disappears 
when  integrated  round  a  closed  circuit. 


V.  NOTE  ON  PAGE  329. 
Proof  of  the  equaiion 

which  holds  when  x  it  very  great. 
It  is  easy  to  see  from  p.  330  that 

*(;r)  -  U^i^x) 

if  t  =  V-  1.     Also  by  the  differential  equation  satisfied  by  J^ 

if  y  =  ir/o(2:). 

This  last  equation  can  be  written 
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which  when  z  is  very  great  becomes 

A  solution  of  this  is  of  course 

tfJz^A  cos  r  +  ^  sin  r, 

and  (Todhunler,  The  Functions  of  Laplace^  &c.,  p.  311)  it  can  be 
shown  that^  =  ^  =  Vir. 

If  now  we  put  2i*Jx  for  z  in  the  last  result,  we  find  since 

x^^=(l+t)/V2, 

'J'niX  +  %)x\<li{x)  =  cos  2i  ^/i  +  sin  2i  \/2. 

When  exponential  values  are  substituted  for    cos  2»Vir  and 
sin  li'J Xt  this  gives 

or 


3  I  2 
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vr.  Table  for  the  Calculation  of  the  Mutual  Inductance  M 
OF  Two  Coaxial  Cibcles  of  Radii  o,  a',  and  Distance  apart  6. 
Calculated  for  inteirals  of  6'  in  the  value  of 

coJ»"MV(a-a')'  +  6V\^(a  +  a')*  +  ft*>  from  60«  to  90^ 


1             *OgW  —  ,-sz 

logio— ^ 

lofto     * 

I 

iWatt' 

4W«a-' 

60*    O'T-4994788 

64'    0' 1-6101472 

68'    0' 1-7208008 

t             6'  1-6022651 

6'  1-6128998 

6'  1-7230640 

12'  1-6050505 

12'  1-6166522 

12'  1-7258286 

18'  1-5078346 

18'  1-6184042 

18'  1-7285942 

24'  1-6106178 

24'  1-6211660 

24'  17318609 

80'  1-5183989 

80'  1-6239076 

80'  1-7341287 

86'  1-5161791 

86'  1-6266689 

36'  1-7368975 

42'  1-6189682 

42'  1-6294101 

42'  1-7896675     i 

48' 1-6217361 

48'  1-6821612 

48'  1-7424887 

64'  T-5245128 

64'  1-6849121 

54' 1-7452111      t 

6r    O'T-5272883 

65'    0' 1-6876629 

69*    0' 1-7479848 

1             6'  1-6300628 

6'  1-6404187 

6' 1-7607597 

1           12'  1-6328361 

\r  1-6481646 

12' 1-7635361 

1           18'  1-6356084 

18'  T-6459158 

18'  1-7663138 

1           24'  T-6383796 

24'  1-6486660 

24'  1-7690929 

30' 1-5411498 

80'  T-6514169 

30' 1-7618735 

'           86'  1-5439190 

36'  1-6641678 

86'  i-7646556 

42'  1-6466872 

42' I  6669189 

42'  1-7674392 

48'  1-6494545 

48'  1-6596701 

48'  1-7702245     j 

64'  T-6522209 

54' 1-6624215 

54' 1-7780114 

62*    0' 1-5549864 

66"*    0' 16661782 

70'    0' 1.7758000 

6'  1-5577510 

6'  1-6679250 

6'  1-7785903 

t           12'  i-6605147 

12'  1-6706772 

12'  1-7818828 

18' 1-5632776 

18'  1-6734296 

18' 1-7841762      . 

24'  1-5660398 

24'  1-6761824 

24'  1-7869720      ! 

,           80'  i-6688011 

30'  1-6789356 

80'  1-7897696 

36'  1-6715618 

36'  1-6816891 

86'  1-7925692 

1           42'  T-5743217 

42'  1-6844431 

42'  1-7958709 

48'  1-5770809 

48'  T-6871976 

48' 1*7981745 

54'  1-5798394 

64'  1-6899526 

64'  1-8009803 

63°    0' 1-5825973 

67'    O'T-6927081 

IV    0' 1-8087882 

6'  1-6858546 

6'  1-6954642 

6'  1-8065988 

12'  1-6881118 

12'T-6982  09 

12' 1-8094107 

18' 1-5908676 

18'  1-7009782 

18'  1-8122253 

24' 1-5936281 

24' 1-7087862 

24'  1-8150423 

30'  T-5963782 

30'  I  7064949 

80'T-8178617 

'           36'  1-5991322 

36'  i-7092644 

86'  I-82C6836 

42'  1-6018871 

42'  1-7120146 

42'  1-8285080 

I            48'  1-6046408 

48' 1-7147766 

48'  1-8263349 

54'  1-6078942 

64' 1-7175375 

64'  1-8291645 
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Table  for  the  Calotjlation  op  the  Mutual  Inductance  M  of 
Two  Coaxial  Cibcles  of  Radii  a,  a'— -continued. 


logio— ^ 

logio   ^_ 

lofto- 

U 

4irVW 

4irVoa' 

4»Vaa' 

72'  0'I"8319967 

76*'  0' 1-9482196 

80'  0' 

-0741816 

6'  1*8348316 

6' 1-9512205 

6' 

•0776816 

12'  1-8376693 

12'  T-9542272 

12' 

-0808944 

18'  1-8405099 

18'  1-9572400 

18' 

•0842702 

24'  I-8483634 

24' 1-9602590 

24' 

-0876592 

80'  1-8461998 

80'  1-9682841 

80' 

•0910619 

36'  1-8490498 

86'  1-9668157 

86' 

-0944784 

42'  1-8519018 

42'  T-9693537 

42' 

•0979091 

48'  T-8547575 

48'  i -9728988 

48' 

•1013542 

64'  1-8576164 

54'  1-9764497 

54' 

•1048142 

73'*  0' 1-8604785 

77"  0' 1-9785079 

81"  0* 

•1082893 

6' 1-8683440 

6'  1-9815731 

6' 

-1117799 

12' 1-8662129 

12'  i -9846454 

12' 

•1152863 

18'  1-8690852 

18'  1-9877249 

18' 

•1188089 

24'  1-8719611 

24'  1-9908118 

24' 

•1228481 

30'  1-8748406 

80'  1-9989062 

80' 

•1259043 

86'  1-8777237 

86'  1-9970082 

86' 

•1294778 

42'  1-8806106 

42'  -0001181 

42' 

1330691 

48'  1-8835013 

48'  -0032859 

48' 

-1366786 

54'  T -8863958 

54'  -0068618 

54' 

•1408067 

74*'  0' 1-8892943 

78"  0'  -0094959 

82"  0' 

-1439539 

6'  1-8921969 

6'  -0126385 

6' 

•1476207 

12'  1-8951036 

12'  -0157896 

12' 

•1513076 

18'  1-8980144 

18'  -0189494 

18' 

1560149 

24'  T-9009295 

24'  -0221181 

24' 

-1587434 

30' 1-9038489 

30'  -0252959 

30' 

1624935 

36'  1-9067728 

36'  -0284830 

36' 

1662658 

42'  1-9097012 

42'  -0316794 

42' 

•1700609 

48'  1-9126341 

48'  -0348866 

48' 

1788794 

54'  I-P155717 

64'  0881014 

54' 

1777219 

75**  O'T-9185141 

79"  0'  -0413273 

88°  0' 

1816890 

6'  1-9214613 

6'  -0445633 

6' 

1864815 

12'  1-9244135 

12'  -0478098 

12' 

1894001 

18'  1-9273707 

18'  -0510668 

18' 

1933456 

24'  T -9303330 

24'  0543347 

24' 

1978184 

80'  1-9333005 

80'  -0676186 

30' 

2013197 

86'  1  9362733 

36'  -0609037 

36'  • 

2063502 

42'  1-9392515 

42'  -0642054 

42' 

2094108 

48'  I  9422352 

48'  -0676187 

48' 

2135026 

54'  1-9452246 

54'  -0708441 

54' 

2176259 
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Table  jor  the  Calculation  of  the  Mutual  Inductakce  M  of 
Two  Coaxial  Ci holes  op  Radu  a,  a'— continued^ 


loftd 

U 

lOgio- 

M 

logio- 

M 

i 
84'    0' 

•2217823 

4wVaa' 

A 

■V5S* 

86**    0' 

•3139097 

88'    0' 

•4385420 

6' 

•2259728 

6' 

•8191092 

6' 

•4465341 

12' 

•2301983 

12' 

•8243848 

12' 

•4548064 

18' 

•2344600 

18' 

•8297387 

18' 

•4688880 

24' 

•2387591 

24' 

•3351762 

24' 

•4723127 

30' 

•2430970 

30' 

•3407012 

SO* 

•4816206 

86' 

•2474748 

36' 

•8463184 

86' 

•4913595 

42' 

•2518940 

42' 

•8520327 

42' 

•5015870 

48' 

•2563561 

48' 

•3578495 

48' 

•512S738 

64' 

•2608626 

64' 

•8637749 

54' 

•5288079 

85*    0' 

•2654152 

87'    0' 

•869S153 

89**    0' 

•5360007 

6' 

•2700166 

6' 

•8769777 

6' 

•5490969 

12' 

•2746655 

12' 

•8822700 

12' 

•5682886 

18' 

•2793670 

18' 

•3887006 

18' 

•5788406 

24' 

•2841221 

24' 

•8952792 

24' 

•6961320 

W 

•2889329 

80' 

•4020162 

80' 

•6157370 

36' 

•2938018 

86' 

•4089234 

36* 

•6385907 

42' 

•2987312 

42' 

•4160188 

42' 

•6663888 

48' 

•3037238 

48' 

•4233022 

48' 

•7027765 

64' 

•8087823 

64' 

•4808053 

64' 

•7586941 
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VII. 


EFFECTIVE    RESISTANCE   OF    CONDUCTORS 
CAJRRYING  ALTERNATING  CURRENTS. 


(For  explanation  of  notation  refer  to  Section  III.,  Chapter  VI. 
above).  It  can  be  shown  that  if  Cs  be  the  current  at  the  axis 
of  a  wire  and  C'a  the  current  at  distance  r  from  the  axis,  for  N 
periods  per  becond,  and  6=2nNt 

C'n=  Cn  (ber  q  cos  0  -  bei'  ^  sin  ^. 

For  copper  carrying  an  alternating  current  of  80  periods  per 
second,  the  column  below  headed  q  may  be  taken  as  containing 
the  diameters  of  the  wires ;  and  in  respect  to  the  distribution  of 
the  current  through  the  wire  expressed  by  the  formula  above, 
q  may  be  taken  as  the  diameter  of  the  cylindric  shell  in  which 
the  current  density  is  to  be  calculated. 


TABLE  OF  NUMERICAL  VALUES. 
(Calculated  for  Lord  Kelvin  by  Mr.  M.  Maclean.) 


9 

bei'  ber  -  ber'  bcl 
ber-s  +  bei-a 

1 
,     bei'  ber  -  ber'  bei 
•'         beVa+bel"'* 

0-0 

00 

1 
10000 

0-5 

4-0000 

1-0000 

1-0 

2-00014 

1-0001 

16 

1-3678 

1-0258 

2-0 

10805 

1-0605 

2-5 

•9898 

11747 

8-0 

•8787 

1-3180 

8-5 

•8626 

1-4920 

4-0 

•8889 

1-6778 

4-6 

-8279 

1-8628 

6-0 

•8172 

2-0430 

6-5 

•8069 

2-2190 

6-0 

•7979 

2-3937 

8 

•7789 

8-0956 

10 

•7688 

8^7940 

15 

-7431 

5-6732 

"  1 

•7825 

7-8260 
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From  the  data  here  giTen  and  some  faitber  data  sapplied  by 
Ix)rd  Kelvin,  Mr.  W.  M.  Mordey  has  calculated  the  following 
table  :— 


VIRTUAL  RESISTANCE  OF  CONDUCTORS  CARRYING 
ALTERNATING  CURRENTa 

From  Mr.  W.  M.  Mordey's  paper  of  Alternate  Current  Working, 
Inst  El.  Eng.,  May  23,  1889,  EUctriciany  May  31. 


Diameter. 

Area. 

Increase  of 

Ordinary 

Resistance. 

Number 
of  Complete 

Periods 
per  Second. 

metres.   *"<***• 

Sq.  mm. 
1  78-54 

Sq.fii. 

10    1    WST 

-122 

Less  than  xl 

15 

•5905 

1767 

•274 

2-5 

1 

20 

•7874 

814-16 

•487 

8 

25 

•9842 

490-8 

•760 

17  5 

^    80    ; 

40        1-576 

1,256 

1-95 

68 

t 

100       8987 

7,854 

1217 

8-8  times 

1000        39  S9 

786,400 

1,217 

85  times 

9 

«548 

63  62 

•098 

Less  than  a. 

^ 

13-4 

'5280 

141-3 

-218 

2-5 

18 

•7086 

2544 

-894 

8 

22-4 

•8826 

894 

-611 

17  5 

7-75 

•8018 

47-2 

•071 

Less  than  a. 

11-61 

•4570 

106 

•164 

2-5 

188 

15  5 

•6102 

189 

•292 

8 

\ 

1936 

•7622 

294 

•456 

17  5 

1 
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VIII. 

RESOLUTIONS  OF  THE  BOARD  OF  TRADE  COMVIITTEE 
ON  ELECTRICAL  STANDARDS. 

(From  a  Report  to  the  President  of  tlie  Board  of  Trade, 
dated  November  29,  1892.  These  resolutions  the  committee 
desire  to  substitute  for  tliose  contained  in  a  previous  report 
of  date  July,  1891,  with  the  view  of  obtaining  international 
agreement  as  to  Electrical  Standards)  : — 

Resolutions. 

(1)  "  That  it  is  desirable  that  new  denominations  of  stan- 

dards for  the  measurement  of  electricity  should  be 
made  and  approved  by  Her  Majesty  in  Council  as 
Board  of  Trade  standards. 

(2)  *'That  the  magnitudes  of  these  standards  should  be 

determined  on  the  electromagnetic  system  of 
measurement  with  reference  to  the  centimetre  as 
unit  of  length,  the  gramme  as  unit  of  mass,  and 
the  second  as  unit  of  time,  and  that  by  the  terms 
centimetre  and  gramme  are  meant  the  standanls  of 
those  denominations  deposited  with  the  Board  of 
Trade. 

(3)  "  That  the  standard  of  electrical  resistance  should  be 

denominated  the  ohm,  and  should  have  the  value 
1,000,000,000  in  terms  of  the  centimetre  and 
second. 

(4)  "  That  the  resistance  offered  to  an  unvarying  electric 

current  by  a  column  of  mercury  at  the  temperature 
of  melting  ice,  14*4521  grammes  in  mass,  of  a  con- 
stant cross  sectional  area,  and  of  a  length  of  106*3 
centimetres,  may  be  odopted  as  one  ohm. 


Digitized  by  VjOOQIC 


858  APPENDIX 

(5)  "That  a  material  standard,  constructed  in  solid  metal, 

should  be  adopted  as  the  standard  ohm,  and  shoald 
from  time  to  time  be  verified  by  comparison  with 
a  column  of  mercury  of  known  dimensions. 

(6)  '*  That  for  the  purpose  of  replacing  the  standard,  if 

lost,  destroyed,  or  damaged,  or  ibr  ordinary  use,  a 
limited  number  of  copies  should  be  constructed 
which  should  be  periodically  compared  with  the 
standard  ohm. 

(7)  "That  resistances  constructed  in  sob'd  metal  sLould  be 

adopted  as  Board  of  Trade  standards  for  multiples 
and  submultiples  of  the  ohm. 

(8)  '*  That  the  value  of  the  standard  of  resistance  con- 

structed by  a  Committee  of  the  British  Association 
for  the  Advancement  of  Science  in  the  years  1863 
and  1864,  and  known  as  the  British  Association 
unit,  may  be  taken  as  '9866  of  the  ohm. 

(9)  "That  the  standard  of  electrical  current  should  be 

deoominated  the  ampere,  and  should  have  the  value 
one-tenth  (O'l)  in  terms  of  the  centimetre,  gramme, 
and  second. 

(10)  "That  an    unvarying  current   which,  when    passed 

through  a  solution  of  nitrate  of  silver  in  water,  in 
accordance  with  the  specification  attached  to  this 
report,  deposits  silver  at  the  rate  of  0*001118  of  a 
gramme  per  second,  may  be  taken  as  a  current  of 
one  ampere.* 

(11)  "  That  an  alternating  current  of  one  ampere  shall  mean 

&  current  such  that  the  square  root  of  the  time- 
average  of  the  sq^uare  of  its  strength  at  each  instant 
in  amperes  is  unity. 

(12)  *'That  instruments  constructed  on  the  principle  of  the 

balance,  in  which,  by  the  proper  disposition  of  the 
conductors,  forces  of  attraction  and  repulsion  are 
produced,  which  depend  upon  the  amount  of  cur- 


*  For  full  particulars  as  to  carrying  out  the  electrolysis  of  silver, 
and  the  coustruction  and  use  of  Clark's  cell,  see  Chapter  Yll.  above. 
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rent  passing,  and  are  balanced  by  known  weights, 
should  be  adopted  as  the  Board  of  Trade  standards 
for  the  measuremeiit  of  current  whether  unvarying 
or  alternating. 

(13)  "That  the  standard  of  electrical  pressure  should  be 

denominated  the  volt,  being  the  pressure  which,  if 
steadily  applied  to  a  conductor  whose  resistance 
is  one  ohm,  will  produce  a  current  of  one  ampere. 

(14)  **  That  the  electrical  pressure  at  a  temperature  of  15^^ 

centigrade  between  the  poles  or  electrodes  of  the 
voltaic  cell  known  as  Clark's  cell,  prepared  in 
accordance  with  the  speciGcation  attached  to  this 
report,  may  be  taken  as  not  differing  from  a  pres- 
sure of  1*434  volts,  by  more  than  one  part  in  1000.* 

(15)  ^'  That  an  alternating  pressure  of  one  volt  shall  mean 

a  pressure  such  that  the  square  root  of  the  time- 
average  of  the  square  of  its  value  at  each  instant 
in  volts  is  unity. 

(16)  ''That  instruments  construoted  on  the  principle  of 

Lord  Kelvin's  quadrant  electrometer  used  idio- 
statically,  and,  for  high -pressures,  instruments  on 
the  principle  of  the  balance,  electrostatic  forces 
being  balanced  against  a  known  weight,  should  be 
adopted  as  Board  of  Trade  standards  for  the  mea- 
surement of  pressure,  whether  unvarying  or 
alternating." 


*  See  note  on  previous  page. 
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Activitj,  meMorement  of  in  electric 
circuits,  045— (j09 

in  circuit  of  generator  and  motor, 
665 

measorement  of  in  eonatant  cur- 
rent circuita,  656 

meaaurement  of  iu  alternating  cur- 
rent  circuita,  656 

instrumenta  fur  meaauring  electri- 
cal, 657 

mean  in  alternating  circuita,  665, 
667,  669 

in  circuit   of  two  alternators   in 
series,  671 

in   circuit  of  two  altemAtora  in 
parallel,  673 

apparent  and  true  mean,  in  alter- 
nating circuit,  680 

use   of  wattmeter  in   alternating 
circuit,  662 

raeasureiuent    of   in    tranaformer 
circuita,  682—086 

methods  of  measuring  in  part  of  a 
circuit,  691— 6»0 

electrometric     method, 
6»6-i99 
^olotropic    medium,   electromagnetic 
waves  in,  201-  295 

sphere  in  uniform  field,  57 

magnetization-inteiisiiiea     parallel 
to  axis,  58 

couples  on,  58,  62 

reciprocal  relation  between  co-efll- 
cienta,  50 

magnetisation  in  any  direction,  59 

principal  axes  of  magnetization,  60 

principal  magnetic  susceptibilities, 
60 

principal  magnetic  inductive  capa- 
cities, 60 

positions  of  stable   and  unstable 
equilibrium,  61 

total  magnetic  induction  ttirough,  61 

ellipsoid  in  uniform  field,  63 
Alternate  current  circuits, 

efleotive  resistance  and  inductance 
of  cylindrical  conductor,  829—338 

effective  resistance  and  two  parallel 
plane  sheets,  388 

law  of  current  in,  658 

mean  current  in,  660 


true  mean  current  and  square  root 

of  mean  souare  of  current,  661 
measurement  of  difference  of  po- 
tential in.  661 
by  electrometer,  661 
use  of  quadrant  electrometer, 

661 
use    of  multicellular  electro- 
meter, 663 
difference  of  potential,  true  mean, 
4c,  664 

meaaurement  of,  677 
self-inductanee  in,  665 
theory  of  alternating  circuit,  666 
mean  square  of  current.  667.  669 
phase  of  current  and  E.M.F.,  667 
two  B.M.F.'a.  in  series,  670—672 
two  E.M.F.'s.  in  parallel,  672—674 
aynchruoizing  action  of,  075 
Phase  diflTerence  between  currents 

in  double  arc,  679 
meaauremf  nt  of,  681 
apparent  and  true  mean  activity, 

680 
uae  of  wattmeter,  681 
activity  in  tranaformer  circuits.  682 
Biakesley's  method  of  measuring, 
682—686 
energy  spent  in  hysteresis,  687 
Ampbrs,  electromagnetic  experiments, 
121 
results  of;  125 
directrix  of  electromagnetic  action, 

136 
electromagnetic  action    on   small 

circuit,  187 
action  of  solenoid  on  current  ele- 
ment, 139 
finite  current,  140 
Ampere,  practical  unit  of  current,  528 
Ampire-turus,  726 

Andbrson,  A.^  comparison  of  induc- 
tances with  CHpaciiy,  494,  500 
Ayrton,    W.    E.,    galvanometers,  363, 
375,  376,  380,  390 
secohmmeter,  445,  457,  479 
determination  of  r. ,  621 
use  of  quadrant    electrometer   in 

alternating  currents,  662 
wattmeter  on  alternating   circuit, 
680 
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m»i8nrem«Bt  of  ftctirlty.  004 
electmmetric  method  of  meatOTing 

power,  «»8 
phase  difference  of  two  correnti,  681 

Bjcbkxks,  v.,   damping  of   Hertsian 

vibrations,  814,  81$ 
Blakk8lbt,T.  U..  measurement  of  ae- 

tiYity  In  alternating  oircoiU,  882 
BoTTOMLST,  J.  T.,  magnetometers,  70 
Brillouin,  Jf.,  comparison  of  indoo- 

tances,  451,  *t  $eq. 
nse  of  electrometers  on  alternating 

circuits,  M2 
BuoHAKAM,  J.,  uiagnetic  oorr^s,  10 


CircQit,  closed,   action  of  on  current 

element.  1S5 
Circuits,  mutual  action  of  two  closed, 
coefficient  of  mutual  indnction 
between,  189 
Circular  coil,  magnetic  action  of,  251 
Circular  current,  magnbtie  action   of 
245,  et  9eq. 
magnetic  potential  of,  248,  et  uq. 
magnetic  field  of,  248 
couple  on  needle  in  field  of,  250 
series  for  action  of  at  near  or  distant 
points,  284—208 
Circular  magnetic  nhell, 
potential  due  to,  45 
spherical  harmonic  expansion,  46 
Circular  magnetic  shells, 

potential  energy  of  two,  47.  48,  40 
in  terms  of  elliptic  inte^niils,  50 
Clark,  Latimrr,  standard  cell,  431 
construction  of,  481 
determination  of  E.M.F.  of,  433 
mode  of  using.  434 
Coefficients  of  induction  or  iniucUmee*, 
calcolation  of,  288—325 
measurement  of,  43S— 509 
Coil,  long,  of  siusle  layer,  259 
magnetic  field  of,  260—282 
couple  on  needle  in  field  of,  276 
of  several  layers,  263 
Condenser  discharge  through  inductive 

resistance,  187 
Conduction  current,  and  displacement 

current,  195 
Oonbtants  of  coils.  245—325 
Couclies  de  glissement,  51 
Co%tlomh,  unit  of  quantity,  528 
Ouuple  on  ellipsoid,  84 
Current,  long  straight,  magnetic  field 
of,  109 

lines  of  force,  109 
law  of  force  from  experi- 
ment, 110 
law  of  force  firom  magnetic 

shell,  110 
magnetic  potential  of,  212 


Current  balance,  Lord  Kelvin's,  407— 

412 
Current,  definition  of  nnit  of,  105, 144 

components  o^  114 

components     of;    in    terras    of 

components  of  magnetic   force, 

110 
Current  element, 

mutual  action  of,   and   magnetic 

system,  143 
magnetic  field  intensity  doa  to,  143 
Current  elementa,  mutual  action  of  two, 

128 
Ampere's  expression  for,  129 
Current,    linear,   eonivalence  of,   and 

magnetic  ihelL  106 
Current  weigher.  Lord  Bay leigh's,  398 

theory  of,  399 

method  of  acUuiting  and  using, 

406 

D'ARaomrAL  ahb  Dsprkz,  lOf.,  galva- 
nometer, 301 
Daniell's  cell,  standard,  435 

mode  of  nsing,  436 
Displacement  current,  and  conduction 

current,  195 
Dissipation  function,  159 
Diamagnetism,  apparent,  86,  67 
Do  Bois,  H.,  magnetic  researches,  728, 
748,  745 

Eaolss,  T.  H..  magnetic  curves,  16 
Eff'ecUve  resistance  and  self-inductance 
<rf  oonductors  carrying  alternat- 
ing cumnts,  329—^42 
Effective   resistance  and   inductance, 

dynamical  theory  of;  342 
Effldenoy,  electrical,  of  generator  and 
motor,  647 

arrangement  for  maximum,  647 
increase   of    by    Iccreaae    of 

E.M.P,649 
generator     charging    storage 

cells.  662 
of  dynamos,  method  of  testing, 

6s9-  691 
of  transformers,  method  of  test- 
ing, 691-693 
Kleetrical  coordinates,  156 
Electrical  oscillations,  theory  of;  188 

experiments  on  770—774 
Electric  and  magnetic  fbree,  analogy 

between,  202 
Electrochemical   equivalent,  of  silver. 
412.  416 
of  copper,  424 
determination   oi;   for  silver  and 
copper.  412—424 
Electrodynimometer,  theory  of,  270 
Helmholts  double  coil,  270,  366 
Weber's  394 
B.A.  instrument,  365 
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EleclroktDetlc  energy ,  15fi 

of  two  circuits,  169, 17fl 
Electromagnetic  action,  theory  of,  101 
Electromagnetic  experiments, 
Ampere's,  121 
Weber's,  181 
Electromagnetic   force,   equations   of, 

119 
Blectromsgnetie  theory  of  light,  im 
Electromotive     and     electromagnetic 
forces,  found  by  Lagrange's  equa- 
tions, 160 
Electromagnetic  waves,  wave   length 

and  velocity,  199 
Electromotive   forces  of  cells,   deter- 
mination of,  429—437 
Electrostatic  and  electrokinetlc  energy, 
207 
calculation  of,  207—211 
Electrolysis,  of  silver,  412—421 

copper,  421—424 
Element  of  circuit,  force  on,  118 
Ellipsoid,  uniformly  magnetized,  52 

potential  and  force  due  to,  62—53 
Energy,   dissipation   of,   in   msgnetic 
drdes,  211,  748—764 
rosKnetio,  of  any  system,  37 
potential,  of  magnet  in  uniform 

field,  6 
potential  of  magnet,  34 
potentials  of  two  magnetic  distri- 
butions, 35 
Equation  of  lines  of  force,  of  imall 
magnet,  9 
of  finite  magnetic  filament,  15 
Equipotential  lines,  for  small  msgnet, 

for  Suite  magnetic  filament,  15 
Equivalence  of  a  current  and  a  magnet, 

103 
Errors  of  observation,  theory  of,  (App  ) 
Ewing,  J.  A.,  magnetic  researches,  723, 
730,  783,  741,  760,  760,  762 


Faraday,    M.,   magneto-optic  experi- 
ment, 225 
Farad,  unit  of  capacity,  582 
FSDDERSSM,  M.  experiments  on  electri- 
cal oscillations,  770 
FrrzoBRALD.  G.  F.,  244 

standard  galvanometer,  865 
electrometric  measurement  of  power 

in  alternating  circuit,  60S 
experiments  in  electrical  radiation 
Flkmino,  J.  A.,  measurement  of  power 

in  alternating  circuit,  696 
Forces  in  cavities  in  magnet,  26 
cylindrical  cavity,  27 
spherical  cavity,  27 
crevasse,  27 
Force  coercive,  57 


Force  In  interior  of  magnetized  body, 
25 

Force,  magnetic,  27 

Foster  O.  Caret,  comparison  of  in- 
ductance and  capacity,  503 
determination  of  tne  ohm,  000 

Four  coil  galvanometer,  258 

Galvanometer,  stantiard,  847 

tangent  and  sine  instruments,  348, 
855 

coil-channel  In.  848 

construction  of.  848,  tt  §eq. 

winding  of  bobbins,  869—376 

standard,  847 

tangent  and  sine.  848,  855 
coilchannel in,  848 
construction  of,  848,  ei  uq. 


adjustment  of,  860 
isibili 


sensibility  of,  862 
winding  of  bobbins,  869—376 
Wiedemann's  aperiodic,  876 
d'Arsonval,  379 
astatic,  882,  300 

sensibility  of,  887 
with  vertical  needles,  389 
ballistic,  390 

theory  of,  391—896 
elimination  of  constant  of,  395 
method  of  recoil  for,  896. 
Qslvanomotry    and    measurement    of 

currents,  347 
Gangain's  galvanometer,  258 
Gauss,  determination  of  H,  70 
Geometric  mean  distance,  290 — 308 
of  two  coplaiiar  areas,  defin^,  290 
of  two  circles.  290 
of  point  from  circular  area,  291 
of  finite  annular  area  nrom  internal 

point,  295 
of  finite  annulns  from  Itself,  296 
of  point  ftom  straight  line,  296 
of   boundary    of   rectangle    from 

centre,  297 
of  straight  line  ftt>m  parallel  rect- 
angle, 300 
of  two  parallel  rectsngles  tnjm  one 

another,  302 
of  rectangle  from  Itself,  802 
General  dynamical  theorems,  Thomson's* 

and  Bertrand's,  342 
General  electromagnetic  theory,  190 

equations  uf  E.M.K.,  191 
Generalized  coordinates,  147—163 

applied  to  electricity,  147,  155,  158 
kinetic  energy  expressed  in  terms 
of,  148,  150 
Glazbbrook,  R.  T.,  determination  of  the 

ohm,  642 
Grat,  A.  and  T.,  astatic  galvanometer, 

383 
Gray.  T.,  determination  of  H,  79 

effect  of  length  and  hardness  on 
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mdnctton-eodBdent  of  magnets, 
91 
fine  galranometer,  S57 
Mla«e  gftlnmometen,  88S,  886 
electrolyito  of  copper,  417,  et  »4q. 
Ojro«Ut,89S 

Oyroetotio  moteoile.  Lord  KelTin'B,  237 
GyroetaticaUy  loaded  uicdium,  236 

Hf  detenniiuKtloB  ot^ 
Method  of  Qaqm.  70 

deflection  experlmeiits,  72—74, 

as 

ooeflktion  ozperiments,  75,  f  3 

correetiflos,  78,  85 

Aooooni  of  actual  experiments, 

7» 
fedaetion  of  obeervatioDB,  84 
indoctkm   correotioa  in   inag- 
neta  of  different  thickaesa, 
89 

effect  of  length  and  hardness 
on,  91 
Stroud's  luagnetometer,  94—100 
Hall,  B.  H.,  electromotive  force  in  con- 
ductor carrying  current  in  mag^ 
netie  field.  241.  242 
Hamilton,  Sir  W.  Bow  ah,  dynamical 

eqnationa,  155 
Hbatisidb,  O.,  electromagnetic  eqr.a- 
tions.  201 
magnetic  reluctance,  288 
inductance,  488 

inductance  of  straight  conductor, 
787 
Helmholtz's  twO'Ooil  galvanometer,  254 

magnetic  field  of,  254,  257 
HutTS,  electromagnetic  equations,  201 
electrical  radiation,  774 

experiments  on,  795 
reflection  and  refraction  of  electro- 

iiiagnetic  wares,  816 
elf  otrical  waves  in  wires,  788,  807 
HoPKiN8o*v,  J.   theory  of  alternators, 
008 
alternators  in  series  ar.d  parallel, 

070,  072 
magnetic  researches,  720,  781,  754 
HoFKiNsoK,  J.  AMD  B.,  testing  dynamos, 

089 
Hysteresis,  ma^etlc, 

energy  dissipated  in,  748—704 
Ewing's  experiments,  750—758 
Hopldnson's  experiments  on  rapid 

cycles,  754 
Vignoles'  and   Eversted^s   experi- 
ments. 750 
cycle  tracers,  Ewing's  and  Searle'% 
758,  700 

Ignoration  of  coordinates,  157 
Induced  magnetisation,  25 
Inductance,  m«  mutual  inductance  or 
self-iiiductonce 


Indnetaneea,  Beasaranient  of,  488— M9 
Induction,  s.M.F.'8.  of;  fortwoetreaita, 

107 
Induction,  magnetie.  defined,  27,  29 

continuity  of  at  aurtsce  of 

magnet,  42 
in  magnetio  win  csrtying 

current,  285,  287 
raoaaurement  of,  719—748 
balUstie  method,  720 
Hopkinaon'a  experiments;, 

720—781 
in  **bar  and  yoke,"  ar- 
rangement, 721 
demagnetisittg     forces    in 

dUbrent  caaea,  723 
principle  of  magnetic  cir- 
cuit, 720 
elfeet  of  air  gap,  727 
Swing's   baiUatie    experi- 
ments, 783 
magnetometrio  method,  780 
**  isthmus "    method     Cor 

powerftal  flelda  741 
Ewing's  ezperimenta,  741, 

742 
optieal  meUkod  for  power- 
ful fields,  748 
Du  Bois*  experiment8,74 1— 
740 
Inducti<tt  ooil,  without  iron,  primary 
and  secondary  of;  181 
integral  eurrrnt  in  secondary  at 
"make"  and  '» break"  181, 182 
Inductive  B.M.P.,  simple  caaea  of,  192 
raila  and  slider,  192 
spinning  disk  in  magnetie  field,  198 
Intensity  of  magnetisation,  19 
Isotropic  tipben  in  uniform  field.  02 

Jons,  J.  v.,  mutual  indnetanoe  of 
circle  and  heUx,  818 
determination  of  the  ohm,  590 

JouBCBT,  if.,  comparison  of  self-induc- 
tance with  resistance,  487 
use  of  electrometer  on  alternating 
drcuita,  002 

Jodls,  J.  P.,  method  of  determining 
ohm,  000 

Joule  or  unit  of  e!ectrical  work,  682 

KBLviy,  Lord  (Sie  William  Tbomsom) 
imaginanr  magnetic  matter,  4 
potential  energy  of  magnet,  28 
energy  of  magnet.  85 
electrical  oadUations,  188 
dynamical  theory  of  magneto-optic 

rotation,  2S9 
gyrostatic  domination.  282 
gyrostatic  molecule,  287 , 
effective  resistance  in  altematirg 

circuits,  331,  830 
astatic  galvanometer.  853 
current-balance,  407 
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method  of  determining   the  ohm, 

558 
det<*rm{n<ition  of  v.,  615 
effects  of  slress  on  magnetizatioo, 
789 
Kerr,  J.,  electro-optic  and  magneto- 

optic  exp  riraentA,  244 
KfROHHOFT,  rules  for  network  of  conduc- 
tors, 441 
determination  of  the  ohm,  539 
Klxmenoio,   M.,  determination  of  v., 
624 

Laoranob.  dynamical  method,  145— 103 
dynamical  cqnations,  153 

applied  to  electricity  and  mag- 
netism, 155 
Lagranjsian  function.  153 

Routh's  modification  of,  157 
Lakdkn,    transformation    of    elliptic 

intefrrals,  315 
Larmor,  J.,  cyrostatic  theory  of  rota- 
tory polarization.  2^2 
LoDOB,  O.  J.,  experiments  on  electrical 
radiation,  on  waves  in  wires, 
on  liKhtnlng  conductors, 
riogarithmic    decrement,   of   ballistic 

galvanometer,  893 
LoBKMz,  L.,  detormiDBtion  of  the  ohm, 
508 

Mac  DONALD,  H.  M  ,  self-inductance  of 

parallel  conductors,  293 
Magnet,  centre,  principal  and  secondary 

axes  of,  24 
Majniet,  lamellar,  41 
Magnet,  uniformly  magnetized,  7 
Magnetic  action  of  circular  current, 

245.  et  neq. 
Magnetic  axis  of  a  magnet,  defined,  5 
Magnetic  circuit,  282.  726 

reluetanee  or  rftiataHeff  288,  726 
distribution,   measurement  of  by 

ballistic  method,  715 
field,  denned,  4 

uniform,  defined,  4 
fields  inensnrement  of  intense,  700 
-714 
ballistic  method,  710—714 
filament,  7 
force  and  magnetic  induction   at 

surface  of  magnet,  29 
Induction,  Integral  of,  over  surface, 
30 

▼eetor  potential  of,  31,  83 
measurement   of,   tt§  ioduotion 
matnietic 
lines  of  force,  equations  of;  9. 15 

description  or,  9 
inductive  capacity.  28 
moment,  defined.  5 
I>ermoability,  defined,  28 
measurement  of,  710—748 
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ballistic  method,  720 
Hopkinson's  experiments, 
720,  731 
potential,  IS 
pole,  unit,  defined,  2 
approximate  realization  of,  3 
poles,  66,  67 

potential  and  force,  due  to  small 
magnet,  8 
of  L'iven  distribution,  19 
potential  of  circular  current,  245, 

et  $eq. 
shell,  defined,  88 
simple,  39 
complex,  44 
vector  potential  of,  44 
and  circuit,  equivalence  of,  106 
shells,  mutual  energy  of  two,  44 
system,  action  of,  on  current,  117 
Magnetism,   hypothesis   of    imaginary 
uiagnetic  matter,  1 
unit  quantity  of,  2 
Weber's  theory  of,  56 
molecular  theory  of,  55,  762 
Magnetization,  intensity  of— 

meusureinont  of  (ue  generally  under 
Induction,     magnetic    measure- 
ment of) 
molecular  theory  of,  762 
Magnetizing  force,  63, 722—727, 741,  745 

components  of,  63 
Magnetometer,  70 

a4Justment  of,  71 
Magnetometric  method,  of  measuring 

magnetic  induction.  736 
Magneto-optic  theory,  225-244 
dynamical  theory.  230 
Verdet's  constant,  226,  766 
Mascart,  db  Nervillk,  and  BsNorr, 

determination  of  the  ohm,  553 
Mather,  T..  galvanometers,  363,  375, 

376,  3S0 
Maxwell.  J.  C.  magnetic  action  of 
straight  conductor,  110 
dynamical  illustration  of  induction. 

161 
application  to  electricity   of  La- 
grange's dynamical  method.  156 
on  Inductive  magnetization,  179 
electromaKuetio    theory  of    light, 

194,  «<  »eq. 
theorem  of  total  induction  through 

circle,  323 
series  for  mutual  inductance  of  two 

circles.  324 
comparison    of   inductance    with 

capacity,  490 
iUnstrutions  of  ratio  of  units,  605, 

606 
detenni  nation  of  «,  617 
comparison  of  capacity  with  resis- 
tance. 624 
spherical  harmonies,  824 
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Hcdimn,  effect  of  nature  of,  116 
Motion  of  energy  Id   electromagnetie 

fleld.  213 
theory  of.  218,  2U 
exAinplea  of,  216 — 225 
Motiutl  action,  of  two   nndeform&ble 

circuit*.  176 
of  nirouit  and  magnetic  shell, 

177 
of  two  magnetic  shells.  179 
of  two  fixed  undeformable  cir. 

cults.  179 
Xoltiple   arc   in    alternating    circuit, 

theory  of.  1  *6 
Mutual  inductance,  of  two  circuits,  169 
expression  for.  171 
of  two  single  layer  coils,  277 
standards  of;  277 
of  two  parallel  circles,  803,  814 
of   two   cl<«e   coils    of   large 

mdius,  304 
of  two  coaxial  circles,  806 
of  circle  and  coaxial  helix,  309 

—313 
of  two  cirr'les.  elliptic  integral 

expressions,  314—321 
of  two    parallel    equal    coils, 

elliptic  integral  expressions, 

322 
Maxwell's  series  for,  322 
comparison  of,  for  two  coils, 

444-455 
conip  irison  of,  with  self-induc- 

tan«'e.  467—477 
comparison  of,  with  capacity, 

496,503 

NiVEN,  C,  comparison  of  Inductances, 

46 
by  differential  Ralvanometer,  463 
comparison    uf   inductance     with 

capacity,  497 

Orrsted's  experiment,  101 
Ohm,  unit  of  resi8tun"e,  527 

determination    of    fe  Resistance, 
absolute  measurement  of 

Permeability  magnetic,  28 

tee  aUo  Magnetic  permeability 
Pkrry,  J.,  secDhraiiicter,  445,  457,  479 
dftemiination  of  r.  621 
table  of  xonnl  harmonics,  824 
PocGKNnoRFF,    J.,    Compensation  me- 
thod for  comparing  B.M.F  "s  ,  483 
Potential     energy    of   magnetic    field 

re^rdci  as  kinetic  enerxy,  156 
PoiKCARfi,  H.,  theory  of  waves  along 
wires,  790  note 
multiple  resonance,  814 
PoTiEa,  M..  magnet  ••optic  rotttion,  233 
measurement  of  electrical  activity, 


FoTHTiso,  J.  H,,  transfer  of  energy  in 
electromagnetic  field,  215 

Propagation  of  an  electromagnetic  dis- 
turbance. 196 
theory  of;  194-207 


Radiation,  electrical.  77«-819 
Ratio    of    electromagnetic     unit      of 
electricity  to  electrostatic  unit, 
206 
Ratlsioh,  Lord,  dynamical  iUnstratioD 
of  induction,  164 
theory  of.  165 
dissipation  function,  159 
dynamical  illustration  of  induction, 

165 
theory  of  multiple  arc  containing 

indiictancos.  1^6 
effective  resistance  and  inductance. 

In  alternating  circuits.  3*27,  3S8 
dynam  cal  theory  of,  342 
cumnt-weijiher,  390 
electru-chemicai  equlvalentof  stlrer, 

4\2,  et*eq. 
E.M.F.  of  Clark  cell,  438 
comparison  of  sel  -inductance  witb 

resistance.  477,  4SS 
determination  of  the  ohm,  545,  565, 
664.  673.  5  0 
of  Verdet's  constant,  765 
Resistance,  absolute  measurement  of; 
638—600 
Method  of  induced  currents,  539 
criticism  of  dilferent  cases.  &44 
Olaxebrouk's  experiments,  542 
Rowland's  experiments,  546 
Method  of  eiirth-inductor,  549 

Weber  and    Z6llner*s  experi- 
ments, 551 
Wiedemann's  experiments,  551 
Mascart.    de      Nerville.     and 
Beiioit's  experiments,  553 
Method  of  damping,  556 

Kohlrausch's  exi»enmenta.  557 
Method  of  revolvi  g  coil,  55S 

Lord  Rayleigh  and  Schuster's 

expert  men  1 8  563 — 573 
Lord   Rayleigh's   experiments, 
573— SvsO 
Method  or  Lorene.  5Sl 

Lord  Rayleigh  and  Mrs.  Sid^ 
wick's  ex(ieriments,  581 — 590 
J.  V.  Jones*  experiments,  590 — 
600 
Joule's  method,  600 
Carey  Foster's  method,  600 
general  table  »tf  results,  602 
Resonance,  multiple,  814 
Re.Honator,  electriral.  Hertz's,  797  etwq. 
RiMiNoiON,  B.  C,  comparison  of  self- 
inductance  and  capacity,  491 
Rosa.  B.  B.,  determination  of  v,  628 
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KouTH,  E.  J.,  iguomtion  of  coordinates, 

Rowland,  H  .A.,  theory  of  Hall  effect. 
243 
determination  of  the  ohm,  646 
determination  of  o,  609 

of  magnetic  distribution,  715 
ROOKER,  A.  W. ,  suppressed  dimensions. 
512 

Sabasin  and  de  la  Rive,  experimentu 
on  electrical  radiation,  »13 

multiple  resonance.  814 
ScHUHTKR,  A.,  on  vector  potential,  175 

determination  of  the  ohm,  504 
Searlk,  O.  F.  C,  determination  of  r. 
631 

magnetic  curre  tracer,  7tiO 
Self-inductance,  172,  2vS8 

of  two  parallel  conductors,  288 

of  circular  c  .il  of  large  radius,  808 

of  coil,  808,  225 

coil  of  maximum,  SOS 

comparison  of,  lor  two  coils,  455— 
465 

comparison  of,  with  mutual  indue. 

tance.  4G7 — 477 
comparison    of,    with    resistance. 
477—489  ' 

comparison  of,  with  capacity.  490— 
60a 
Shell,  magnetic,  nee  Magnetic  shell 
Shida,  R.,  delerminatioii  of  r,  610 
SiDOWicK,  Mrs.,  electrochemical  equi- 
valent of  silver,  412,  et  $eq. 
determination  of  the  ohm,  680 
Solenoid,  simple  uniform,  dollned,  278 
considered  as  lamellar  magnet,  280 
enclosing  ditTcrent  media,  2fc0 
induction  in  straight,  284 
action  of  on  current  element  ac- 
cording  to  Ami)dre'8  theory,  134— 
142 
Solenoidal  condition,  fulfilled  by 
magnetic  indiiCtion,  29 
distribution  of  ma>{neti8m,  20 
Solid  angles,  reckoning  of,  40 
Standard  galvanometers   and  electro- 
dynamometers,  847 
Standardizing  of  instruments  by  elec- 
trolysis, 42j — 129 
Clark's  standard  cell,  431 

mode  of  using,  434 
Standard  Daniell's  cell,  435 
mode  of  using,  436 
Stolotow,  Af..  determination  of  v,  624 
Straight  conductors,  forces   between, 

183 
Stress,  effects  of  on  magnetization,  739 
Stbooo,  W.,  compound  magnetometer, 

SuMRTKR,  W.,  galvanometers,  368.  375.       i 
876,  380 


use  of   quadrant  electrometer  in 

alternating  circuits,  662 
testing  effldenoy  of  transformers. 

691 
nieasupcment  of  activity,  694 
Systems  of  currents,  or  of  currents  and 

magnets,  146 
System  of  mutually  inflnencing  parti- 
cles, niotion  of,  146 
SwiNBuuxB,  J.,  testing  dynamos,  690 

Thompsok,     S.     p.,     D^tMrno-eUetrU 

maehinery,  676 
TnoMsoN,  J.  J.,  determination  of  r,  631 
Trouton,  F.,  experiments  on  electrical 

radiation 
Transformer,  without  iron,  theory  of. 

188-185 
Transformers,  testing  efficiency  of— 
electrical  activity  in,  6-S2— 686 

Uniform  magnetization,  synthesis  of,  51 

potent  inl  at  internal  points,  51 
Units,  and  dimensions,  510—637 
adopted  in  practice,  624 
derivation  of,  525 
ratio  of  685 
comparison  of,  603—^4 
units  of  quantity,  604 

Rowland's      experiments. 
609—615 
units  of  i»otential,  615 

fjord  Kelvin's  method  and 

experiments.  615,  616 
experiments  of  JJcKichan, 

shida  and  Bxner,  616 
Maxwell's  method  and  ex- 
perimeuts,  617—621 
units  of  capacity 

Ayrton  and  Perry's  experi- 
ments, 621—624 
Results  of  Klemencic  and 

^<toletow,  624 
Mnxwoll's    null    method, 
624—623 
Rosa's      experiments, 

628—680 
J.    J.    Thomson   and 
Searle's  experiments, 
628—689 
comparison  of  capacity 
ana  inductance,  639 
measurement  of   pro- 
duct of  a  capacity 
and  an  inductance. 
d89 
method    of   electrical 
oscillations,  642 
fable  of  values  of  v,  644 

,  determination  of,  ae  Units,  cominri- 
son  of 
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Varying  enncnt  in  cylindrical  condnc- 

tor.Stt 
Vertor  potentia],  of  muKnetie  indaction, 

sveciflcation  of,  SS 

of  magnetic  Khell.  44 

for  two  cirrnita,  173 

charactf  ristie  equation  of,  175 
Vehdrt,  constant,  SS6 

determinaUon  of,  767 
^'ibrator  Hertz's  electrical,  theory  of, 
774—786 

experiments  with 
ViLLARi,  critical  value  of  msgnetlzing 

force>  740 
Viscosity,  rasgnetic,  746 

Lord  Rayif igh's  experiments,  746 

Ewing's  experiments,  747 


FoU.  unit  of  B.MF.,  526 
Voltmeters,  graduation  of,  429 — 437 

Watt,  or  unit  of  electriral  artivity,  532 
Wbbbr.  W.,  molecular  theory  of  mag- 
netism, 56 

elc-troma^etic  experiments,  131 
metliod  of  recoil,  306 
absnlnte   measnrement  of    reaiBt- 
anoe,  550 
Wi£x>KMAVN,    O.,    aperiodic    galvano- 
meter, 376 
determination  of  the  ohm,  551 

Zollner,  determination  of  the  ohm,  5ul 
Zonal  harmonica,  8Sl  (App.) 


THE  END. 
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